TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAF-0029

BATCH D00001




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermit: DR4533 DR4533
QAP Batchi: D00001 D00001
Reference Value: 0.0090 0.0090
0.009 0.009
0.009 0.009
0.010 0.009
0.010 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
Mean: 0.0092 0.0090
SD: 0.0004 0.0000
Bias %: 222 0.00
CV %: 4.35 0.00
Mean-Ref. Value Difference: 0.0002 0
}<?ftbewxr0né Glzuli3
NAME OF TECHNICIAN PERFORMING TESTS DATE
D. Q(_jg,ﬂf . X} {“LL@ {tK
NAME OF TECHNICIAN REVIEWING RESULTS DATE

NRYG3S
n**tt:xixz**kt**t*tx*it*
WASHINGTON

ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00071
DATE : 09/24/2013

Kok ok ok k ok Ak KR KK KXKKXKKKKK K&K

SUPERVISOR TEST

AR A KKK AXAKA KRR KK K AKX F X XXX

g/210L TIME

DIAGNOSTIC OK 10:28
AlR BLANK 0.000 10:28
EXT STD IR 0.009 10:28
EXT STD EC: 0.009 10:28
AIR BLANK 0.000 10:29
EXT STD IR 0.009 10:30
EXT STD EC 0.009 10:30
AIR BLANK 0.000 10:31
EXT STD IR 0.010 10:31
EXT $TD EC 0.009 10:31
AlR BLANK 0.000 10:33
EXT sTD IR 0.010 10:33
EXT STD EC 0.009 10:33
AIR BLANK 0.000 10:34
EXT $TD IR 0.009 10:35
EXT $TD EC 0.009 10:35
AIR BLANK 0.000 10:36
EXT STD IR 0.009 10:36
EXT STD EC 0.009 10:36
AlR BLANK 0.000 10:37
EXT STD IR 0.009 10:38
EXT STD EC 0.009 10:38
AlR BLANK 0.000 10:39
EXT STD IR 0.009 10:39
EXT STD EC 0.009 10:39
AlIR BLANK 0.000 10:4H1
EXT STD IR 0.009 10:41
EXT STD EC 0.009 10:41
AlR BLANK 0.000 10:42
EXT STD IR 0.009 10:43
EXT STD EC 0.009 10:43
AlR BLANK 0.000 10:43
DIAGNOSTIC OK 10:44

XK Kk Rk kkk* kR Kk AKAKTR KKK K XK

OPERATOR SI1GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/25/2013

I/R ~ E/C

Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batch#: . D00001 ~ D00001
Reference Value: 0.0090 0.0090
0.012 ©0.012

0.011 0.011

0.011 0.011

0.011 0.011

0.011 0.011

0.011 0.010

0.011 0.010

0.011 0.010

0.011 0.010

0.011 0.010

Mean: 0.0111 0.0106

SD: 0.0003 0.0007

Bias %: 23.33 17.78

CV %: 2,70 6.60

Mean-Ref. Value Difference: 0.0021 0.0016

/Z "7367}4».,\ | 9/23%? |

NAME OF TECHNICIAN PERFORMING TESTS DATE

D %Zég  afels

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRHUS Y
Kk KA AR R AKKKE KRR KKK KK KX XK KA

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029

TEST NO.: 00080
DATE : 09/25/2013

Ak Rk kA K KA KA KKKKKRKXK KAk kX

SUPERVISOR TEST

Aok ok ok ok ok k Rk KKK R A Ak KK R &Rk KK

g/210L TIME

DIAGNOSTIC OK 07:56
AIR BLANK  0.000 07:56
EXT STD IR 0.012 07:56
EXT STD EC 0.012 07:56
AIR BLANK  0.000 07:58
EXT STD IR 0.011 07:58
EXT STD EC 0.011 07:58
AIR BLANK  0.000 07:59
EXT STD IR 0.011 08:00
EXT STD EC 0.011 08:00
AIR BLANK  0.000 08:01
EXT STD IR 0.011 08:01
EXT STD EC 0.011 08:01
AIR BLANK  0.000 08:03
EXT STD IR 0.011 08:03
EXT STD EC 0.011 08:03
AIR BLANK  0.000 08:04
EXT STD IR 0.011 08:05
EXT STD EC 0.010 08:05
AIR BLANK  0.000 08:06
EXT STD IR 0.011 08:07
EXT STD EC 0.010 08:07
AIR BLANK  0.000 08:08
EXT STD IR 0.011 08:08
EXT STD EC 0.010 08:08
AIR BLANK  0.000 08:10
EXT STD IR 0.011 08:10
EXT STD EC 0.010 08:10
AIR BLANK 0.000 08:11
EXT STD IR 0.011 08:12
EXT STD EC 0.010 08:12
AIR BLANK  0.000 08:12
DIAGNOSTIC 0K 08:13
Kk k kK k k ok k ok k K K k kK kK kR A A K A kK kK Kk %k
OPER NATURE




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/26/2013

E/C

I/R
Simulator #: DR4533 DR4533
Sim Thermi#: DR4533 DR4533
Batchi: D00001 D00001
Reference Value: 0.0090 0.0090
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
Mean: 0.0100 0.0100
SD: 0.0000 0.0000
Bias %: 11.11 11.11
CV %: 0.00 0.00
Mean-Ref. Value Difference: 0.0010 0.0010
Ve R Y
NAME OF TECHNICIAN PERFORMING TESTS DATE

‘DA QJM&

NAME OF TECHNICIAN REVIEWING RESULTS

/O/ ?:L//fj

DATE

DRYS3Z
kA Kk ok ok ok k oH ok Kok kX ok ok kR kAR K KR kKK
WASHINGTON
_ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO. : 00089
DATE : 09/26/2013

kK A Rk kAR KK KAKRKRXKARA K AKX R

SUPERVISOR TEST

LEEEE R EEEEE RIS

al/210L TIME

DIAGNOSTIC OK 07:09
AIR BLANK 0.000 07:09
EXT STD IR 0.010 07:10
EXT STD EC 0.010 07:10
AIR BLANK 0.000 07:11
EXT STD IR 0.010 07:11
EXT STD EC 0.010 07:11
AIR BLANK 0.000 07:13
EXT STD IR 0.010 07:13
EXT STD EC 0.010 07:13
AlR BLANK 0.000 07:14
EXT STD IR 0.010 07:15
EXT STD EC 0.010 07:15
AIR BLANK 0.000 07:16
EXT STD IR 0.010 07:17
EXT STD EC 0.010 07:17
AlR BLANK 0.000 07:18
EXT sSTD IR 0.010 07:18
EXT STD EC 0.010 07:18
AlR BLANK 0.000 07:19
EXT STD IR 0.010 07:20
EXT STD EC 0.010 07:20
AIR BLANK 0.000 07:21
EXT STD IR 0.010 07:22
EXT STD EC 0.010 07:22
AIR BLANK 0.000 07:23
EXT sTD IR 0.010 07:23
EXT STD EC 0.010 07:23
AIR BLANK 0.000 07:25
EXT STD IR 0.010 07:25
EXT STD EC 0.010 07:25
AlIR BLANK 0.000 07:26
DIAGNOSTIC OK 07:26
* kR kAR KA Kk ARk ok ok k A ow AR K Kk ok ok ok koK
ATURE :

OPERATOR Sl

\




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/27/2013

IR E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batchif: D00001 D00001
Reference Value: 0.0090 0.0090
' 0.011 0.013
0.011 0.012
0.011 0.011
0.011 0.011
0.012 0.011
0.012 0.011
0.011 0.011
0.011 0.011
0.011 0.011
0.011 0.011
Mean: 0.0112 0.0113
SD: 0.0004 0.0007
Bias %: 24.44 25.56
CV %: 3.67 6.19
Mean—ﬁef. Value Difference: 0.0022 0.0023
1 Decho, a7
NAME OF TECHNICIAN PERFORMING TESTS DATE
/g w O 4‘97 Pt lo-2E 3
NAME OF TECHNICIAN REVIEWING RESULTS DATE |

DRYSRY
KA K KA A KA KKK kK k kX% AEKXK KKK

WASH|NGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO. : 00098
DATE : 0972772013

Kok k Kk ok k kR Xk K k ok kR ok R KKK x kK K

SUPERVISOR TEST

Kk kR AK KKK RAK XK KA KKXNKKKAAK K

g/210L TIME

DIAGNOSTIC OK 07:49
- AIR BLANK 0.000 07:50
EXT sTD IR 0.011 07:50
EXT STD EC 0.013 07:50
AIR BLANK 0.000 07:51
EXT STD IR 0.011 07:52
EXT STD EC 0.012 07:52
AlR BLANK 0.000 07:53
EXT SsTD IR 0.011 07:53
EXT STD EC- 0.011 07:53
AIR BLANK 0.000 07:55
EXT STD IR 0.011 07:55
EXT STD EC 0.011 07:55
AlIR BLANK 0.000 07:56
EXT STD IR 0.012 07:57
EXT STD EC 0.011 07:57
AlR BLANK 0.000 07:58
EXT STD IR 0.012 07:59
EXT STD EC 0.011 07:59
AIR BLANK 0.000 08:00
EXT STD IR 0.011 08:00
EXT STD EC 0.011 08:00
AIR BLANK 0.000 08:01
EXT STD IR 0.011 08:02
EXT STD EC 0.011 08:02
AlIR BLANK 0.000 08:03
EXT STD IR 0.011 08:04
EXT STD EC 0.011 08:04
AIR BLANK 0.000 08:05
EXT STD IR 0.011 08:05
EXT STD EC 0.011 08:05
AIR BLANK 0.000 08:06
DIAGNOST IC OK 08:07

k ok k kok k ok kKR KX kK kKKKEKK KA K




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/29/2013

/R Ere — 4 o
Simulator #: DR4533 DR4533 QR a.(gg_{
" . DR4533 *i*k**it**tiﬁt*ttttiﬁ*ti
Sim Thermit: DR4533 WASH INGTON
Batchi: D00001 D00001 ALCOTEST 9510
Reference Value: 0.0090 0.0090 SERIAL NO. : ARAF-0029
TEST NO. : 00110
0.009 0.008 DATE : 09/29/2013
0'009 0.008 ti**tit**ﬁnt*tta*******t
SUPERVISOR TEST
0009 0009 FEAK KK K AR KR XK AR RK KR AR K K AR
g/210L  TIME
0.009 0.009 DIAGNOSTIC OK 09:04
0.009 . 0.009 AIR BLANK  0.000 09:04
EXT STD IR 0.0090 09.05
0.009 0.009 EXT STD EC 0.008 09:05
AIR BLANK  0.000 09:06
0.009 0.009 EXT STD IR 0.009 09:07
0.009 0.009 - EXT STD EC 0.008 09:07
: ' AIR BLANK  0.000 09:08
0.009 ° 0.009 EXT STD IR 0.009 09:08
EXT STD EC 0.009 09:08
0.009 0.009 AIR BLANK  0.000 00:09
_ EXT STD IR 0.009 09:10
Mean: 0.0090 0.0088 EXT STD EC  0.009 09:10
SD: 0.0000 0.0004 AIR BLANK  0.000 09:11
' EXT STD IR 0.009 09:11
Bias %: 0.00. -2.22 EXT STD EC 0.009 009:11
AIR BLANK  0.000 09:13
CV %: 0.00 455 EXT STD IR 0.009 09:13
Mean-Ref. Value Difference: 0.0000 -0.0002 E)I{; SEEN}E(C gggg 83;2
EXT STD IR 0.009 09:.15
EXT STD EC 0.009 09:15
AIR BLANK 0.000 09:1¢
EXT STD IR 0.009 09:1g
EXT STD EC 0.009 09:16
, AIR BLANK  0.000 09.17
(Z : q{ q( 3 EXT STD IR 0.009 09:18
{ Z911 EXT STD EC 0.009 09:18
. Deaton AIR BLANK  0.000 09:.19
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD IR 0.009 09:20
EXT STD EC 0.009 09:20
AIR BLANK  0.000 09:20
. DIAGNOSTIC 0K 09:21
! .w_. tik***iti*tiﬁ*kt*i**t*i*
DoY) Z) fgf‘u«vm (g 2213 OPERATO I GNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE | Sk L (S




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAF-0029

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029 -

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermit: DR4533 DR4533
Batchif: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
Mean: 0.0140 0.0140
SD: - 0.0000 0.0000
Bias %: -4.76 -4.76
CV %: 0.00 0.00.
Mean-Ref, Value Difference; -0.0007 -0.0007
\ Qe_ﬁm-‘rw\ < (1""‘( ('Z-CJ Y
NAME OF TECHNICIAN PERFORMING TESTS DATE
L. Q:;Zmeé qlzte 13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

PRY53S
kﬁ**i*tk‘k*kti*k#kﬂtk!iﬁ‘
WASH INGTON

ALCOTEST 9510

SERI AL NO.: ARAF-0029
TEST NO. : 00072
DATE : 09/24/72013

N E EEEE R R R R R

SUPERVISOR TEST

Kk KA kR A AR KKK R KKK K KX KK KKK

g/210L TIME

DIAGNOSTIC OK 11:24
AIR BLANK 0.000 11:24
EXT STD IR 0.014 11:25
EXT STD EC 0.014 11:25
AIR BLANK 0.000 11:26
EXT STD IR 0.014 11:26
EXT STD EC 0.014 11:26
AIR BLANK 0.000 11:28
EXT STD IR 0.014 11:28
EXT STD EC 0.014 11:28
AIR BLANK 0.000 11:29
EXT STD IR 0.014 11:30
EXT STD EC 0.014 11:30
AIR BLANK 0.000 11:31
EXT STD IR 0.014 11:31
EXT STD EC 0.014 11:31
AIR BLANK 0.000 11:33
EXT STD IR 0.014 11:33
EXT STD EC 0.014 11:33
AIR BLANK 0.000 11:34
EXT STD IR 0.014 11:35
EXT STD EC 0.014 11:35
AIR BLANK 0.000 11:36
EXT STD IR 0.014 11:36
EXT STD EC 0.014 11:36
AIR BLANK 0.000 11:38
EXT STD IR 0.014 11:38
EXT STD EC 0.014 11:38
AIR BLANK 0.000 11:39
EXT STD IR 0.014 11:40
EXT STD EC 0.014 11:40
AlR BLANK 0.000 11:40
DIAGNOSTIC OK 11:441
Ak kKA kK k kA kKKK KAKKLKK* XK

OPERATOR SIGNATURE:

BT s

-




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST-9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/25/2013

R

E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.013
0.014 0.014
0.014 0.013
0.014 0.014
0.014 0.013
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
Mean: 0.0140 0.0137
SD: 0.0000 0.0005
Bias %: -4.76 -6.80
- CV %: 0.00 3.65
Mean-Ref. Value Difference: -0.0007 -0.001
|Z\D@,.Am,\ Q(z.ﬁ( 7
NAME OF TECHNICIAN PERFORMING TESTS DATE '
D. Q#uzsfr qlz¢ Z 13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYS33
X Ak kA Kk KA KA KR K KR X K kK K KK A KKK
WASH | NGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO.: 00081
DATE: 09/25/2013

kK koK Kk Ak Kk Kk kKR ok Kk ok k Kk KKK KK KRR

SUPERVISOR TEST

kX Rk R kK KK KKK K AWK KKRKK KKK

gl/210L TIME

DIAGNOSTIC OK 09:05
AlIR BLANK 0.000 09:05
EXT STD IR 0.014 09:06
EXT STD EC 0.013 09:06
AIR BLANK 0.000 09:07
EXT STD IR 0.014 09:08
EXT STD EC 0.014 09:08
AIR BLANK 0.000 09:09
EXT STD IR 0.014 09:09
EXT STD EC 0.013 09:09
AlIR BLANK 0.000 09:11
EXT STD IR 0.014 09:11
EXT STD EC 0.014 09:11
AlIR BLANK 0.000 09:12
EXT STD IR 0.014 09:13
EXT STD EC 0.013 09:13
AlR BLANK 0.000 09:14
EXT STD IR 0.014 09:15
EXT STD EC 0.014 09:15
AlIR BLANK 0.000 09:186
EXT STD IR 0.014 09:16
EXT STD EC 0.014 09:16
AlR BLANK 0.000 09:18
EXT sSTD IR 0.014 09:18
EXT STD EC 0.014 09:18
AIR BLANK 0.000 09:19
EXT STD IR 0.014 09:20
EXT STD EC 0.014 09:20
AlR BLANK 0.000 09:21
EXT STD IR 0.014 09:21
EXT STD EC 0.014 09:21
AIR BLANK 0.000 09:22
DIAGNOSTIC OK 09:23

Kk kXK &k KK KKK KKK KR *KKXETX KX XK K




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: - DR4533 . DR4533
Sim Thermi: ' DR4533 DR4533
Batchi#: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
' 0.014 0.014
0.014 0.014
Mean: 0.0140 0.0140
SD: 0.0000 0.0000
Bias %: -4.76 -4.76
CV %: 0.00 0.00
Mean-Ref. Value Difference: -0.0007 -0.0007
\<ftﬁTf:&,V¥Jm alze 3
NAME OF TECHNICIAN PERFORMING TESTS DATE
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRz

Kk Kk Ak ok AAKAKR KK K KX K KKK K XKXR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO. : 00090
DATE: 09/26/2013

kk ok kR k ok kK K KKK K ® kKKK EKKKKER

SUPERVISOR TEST

Kk Ak khr kK R K XA KKEKRKAKRA K xK

g/210L TIME

DIAGNOSTIC OK 07:45
AIR BLANK 0.000 07:45
EXT STD IR 0.014 07:45
EXT STD EC 0.014 07:45
AIR BLANK 0.000 07:46
EXT STD IR 0.014 07:47
EXT STD EC 0.014 07:47
AIR BLANK 0.000 07:48
EXT STD IR 0.014 07:49
EXT STD EC 0.014 07:49
AIR BLANK 0.000 07:50
EXT STD IR 0.014 07:50
EXT STD EC 0.014 07:50
AIR BLANK 0.000 07:52
EXT STD IR 0.014 07:52
EXT STD EC 0.014 07:52
AIR BLANK 0.000 07:53
EXT STD IR 0.014 07:54
EXT STD EC 0.014 07:54
AIR BLANK 0.000 07:55
EXT STD IR 0.014 07:55
EXT STD EC 0.014 07:55
AIR BLANK 0.000 07:57
EXT STD IR 0.014 07:57
EXT STD EC 0.014 07:57
AIR BLANK 0.000 07:59
EXT STD IR 0.014 07:59
EXT STD EC 0.014 07:59
AIR BLANK 0.000 08:00
EXT STD IR 0.014 08:01
EXT STD EC 0.014 08:01
AIR BLANK 0.000 08:01
DIAGNOSTIC OK 08:02

Ak R A KA K KK Kk R K A KR K AR K K AEK KKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTVEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi#: DR4533 DR4533
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.014
0.014 0.014
0.015 0.014
0.015 0.014
0.015 0.014
0.015 0.014
0.015 0.014
' 0.015 0.014
0.015 0.014
Mean: 0.0147 0.0140
SD: 0.0005 0.0000
Bias %: 0.00 -4.76
CV %: 3.40 0.00
Meéan-Ref, Value Difference: 0.0000 -0.0007

Dot

4\7:7((3

NAME OF TECHNICIAN PERFORMING TESTS

7%%(0%?wﬁJ

DATE

P Al 13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

T P T —T ¥ £ Y e T e e t £y g e e e

PDRY53Y

Ak kR A KK KK KA KK KA KKK KX K&K A

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO. : 00099
DATE: 09/27/2013

A A KK A KKK RK KR AK KK XK KKK K & XK

SUPERVISOR TEST

Kk Kk Kk k ARk Kk KRR Rk KK AKX KKK AKX

gl/210L TIME

DIAGNOSTIC 0K 08:15
AIR BLANK 0.000 08:15
EXT STD IR 0.014 08:15
EXT STD EC 0.014 08:15
AIR BLANK 0.000 08:16
EXT sTD IR 0.014 08:17
EXT STD EC 0.014 08:17
AIR BLANK 0.000 08:18
EXT STD IR 0.014 08:19
EXT STD EC 0.014 08:19
AIR BLANK 0.000 08:20
EXT STD IR 0.015 08:20
EXT STD EC 0.014 08:20
AlR BLANK 0.000 08:22
EXT sTD IR 0.015 08:22
EXT STD EC 0.014 08:22
AlR BLANK 0.000 08:23
EXT STD IR 0.015 08:24
EXT STD EC 0.014 08:24
AlIR BLANK 0.000 08:25
EXT STD IR 0.015 08:26
EXT STD EC 0.014 08:26
AIR BLANK 0.000 08:27
EXT STD IR 0.015 08:27
EXT STD EC 0.014 08:27
AlR BLANK 0.000 08:29
EXT STD IR 0.015 08:29
EXT STD EC 0.014 08:29
AlR BLANK 0.000 08:30
EXT STD IR 0.015 08:31
EXT STD EC 0.014 08:31
AIR BLANK 0.000 08:31
DIAGNOSTIC OK 08:32

Kk ok kR ok Ak ok ok Kk KKAKXKKXAKAKKX K kKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/29/2013

I/R E/C

Simulator #: DR4533 DR4533

Sim Therm#: DR4533 DR4533
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014
Mean: 0.0140 0.0136
SD: 0.0000 0.0005

Bias %: -4.76 -7.48

CV %: 0.00 3.68

Mean-Ref. Value Difference: -0.0007 -0.0011
LZ bén‘('\)"t 49 { Z5 (t.}
NAME OF TECHNICIAN PERFORMING TESTS DATE
/%?yyj 59‘/gfﬂij:J [C)'BJZTYfE
NAME OF TECHNICIAN REVIEWING RESULTS DATE

PRI 533

KX L KX KR KARKI T, ok kA kR RRAR & * A

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO. : 00111
DATE: 09/29/2013

Hxk Kk k& &k kAR RAK A kN KRR K KK

SUPERVISOR TEST

FER KR KA K RA KA KA K RN KR kK Kok &

g/210L TIME

DIAGNOSTIC OK 09:34
AlR BLANK 0.000 09:34
EXT STD IR 0.014 09:34
EXT STD EC 0.013 09:34
AIR BLANK 0.000 09:36
EXT STD IR 0.014 09:36
EXT STD EC 0.013 09:36
AIR BLANK 0.000 09:37
EXT STD IR 0.014 09:38
EXT STD EC 0.013 09:38
AIR BLANK 0.000 09:39
EXT STD IR 0.014 09:40
EXT STD EC 0.013 09:40
AlIR BLANK 0.000 09:41
EXT STD IR 0.014 09:41
EXT STD EC 0.014 09:41
AIR BLANK 0.000 09:43
EXT STD IR 0.014 09:43
EXT STD EC 0.014 09:43
AIR BLANK 0.000 09:44
EXT STD IR 0.014 09:45
EXT STD EC 0.014 09:45
AIR BLANK 0.000 09:4s6
EXT STD IR 0.014 09:46
EXT STD EC 0.014 09:46
AlR BLANK 0.000 09:48
EXT STD IR 0.014 09:48
EXT STD EC 0.014 09:48
AlIR BLANK 0000 09:49
EXT STD IR 0.014 09:50
EXT STD EC 0.014 09:50
AIR BLANK 0.000 09:51
DIAGNOSTIC OK 09:51

FRKK Nk ok ok ok ok kK ok kR KRR AR A KK

OPERAJOR SIGNATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAF-0029

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR 4533 DR 4533
Sim Therm#: DR 4533 DR 4533
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
Mean: 0.0200 0.0190
SD: 0.0000 0.0000
Bias %: -1.96 -6.86
CV %: 0.00 0.00
Mean-Ref. Value Difference: -0.0004 -0.0014
\Z o Dlsabitnes ﬂquzotj
NAME OF TECHNICIAN PERFORMING TESTS DATE
2. c%w g qlzte| (3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

PR S33

Ak kR R KR KKK KK kKR R AKK KKK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO.: 00073
DATE : 09/24/7/2013

kkk kA k ok kA kR KAKKKKKXKRRE KK KX

SUPERVISOR TEST

Aok ok ok kok ok ok Rk k kK ok ok ok ok Ak kK kKA Kk KX

g/210L TIME

DI AGNOSTIC 0K 12:00
AlIR BLANK 0.000 12:00
EXT STD IR 0.020 12:01
EXT STD EC 0.019 12:01
AlR BLANK 0.000 12:02
EXT STD IR 0.020 12:02
EXT STD EC 0.019 12:02
AlIR BLANK 0.000 12:04
EXT STD IR 0.020 12:04
EXT STD EC 0.019 12:04
AIR BLANK 0.000 12:06
EXT STD IR 0.020 12:06
EXT STD EC 0.019 12:06
AlR BLANK 0.000 12:07
EXT STD IR 0.020 12:08
EXT STD EC 0.019 12:08
AlR BLANK 0.000 12:09
EXT STD IR 0.020 12:09
EXT STD EC 0.019 12:09
AlR BLANK 0.000 12:11
EXT STD IR 0.020 12:11
EXT STD EC 0.019 12:11
AlR BLANK 0.000 12:13
EXT sTD IR 0.020 12:13
EXT STD EC 0.019 12:13
AlR BLANK 0.000 12:14
EXT STD IR 0.020 12:15
EXT STD EC 0.019 12:15
AlR BLANK 0.000 12:1%6
EXT STD IR 0.020 12:16
EXT STD EC 0.019 12:16
AIR BLANK 0.000 12:17
DIAGNOSTIC OK 12:18

LEEEEEEEEEEEEEEEIEE RIS

pasm




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/25/2013

I/R E/C
‘Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204

0.020 0.019

0.020 0.019

0.020 0.019
0.020 0.020

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.020 . 0.019

0.020 0.019

Mean: 0.0200 0.0191

SD: 0.0000 0.0003

Bias %: -1.86 -6.37

CV %: 0.00 1.57
Mean-Ref, Value Difference: -0.0004 -0.0013
\<3fT)-?ngﬂ\ Qf25(V?

NAME OF TECHNICIAN PERFORMING TESTS DATE
éga“t%i€5- ?kkﬁg
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYSEY

Xk kK Rk ok kR kKR KR R KKK KKK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO.: 00082
DATE : 09/25/2013

Ak kA k Ak kAKKEAKKRXKRAK KK AKX

SUPERVISOR TEST

I EEEEEREEE SRS SRR TR E IR S

g/210L T IME

DIAGNOSTIC OK 09:56
AIR BLANK 0.000 09:56
EXT STD IR 0.020 09:57
EXT STD EC 0.019 09:57
AlR BLANK 0.000 09:58
EXT STD IR 0.020 09:59
EXT STD EC 0.01% 09:59
AlIR BLANK 0.000 10:00
EXT STD IR 0.020 10:00
EXT STD EC 0.019 10:00
AIR BLANK 0.000 10:02
EXT STD IR 0.020 10:02
EXT STD EC 0.020 10:02
AIR BLANK 0.000 10:03
EXT STD IR 0.020 10:04
EXT STD EC 0.019 10:04
AlIR BLANK 0.000 10:05
EXT STD IR 0.020 10:06
EXT STD EC 0.019 10:06
AIR BLANK 0.000 10:07
EXT STD IR 0.020 10:07
EXT STD EC 0.019 10:07
AIR BLANK 0.000 10:09
EXT STD IR 0.020 10:09
EXT STD EC 0.019 10:09
AIR BLANK 0.000 10:11
EXT STD IR 0.020 10:11
EXT STD EC 0.019 10:11
AIR BLANK 0.000 10:12
EXT STD IR 0.020 10:13
EXT STD EC 0.019 10:13
AlR BLANK 0.000 10:13
DIAGNOSTIC OK 10:14
A kA k Kk kK k kx ok ok k ok Kk kA R kK R kK XKk %

OPERATOR GNATURE :

|




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/26/20-13

I/R E/C
Simulator #: : DR4533 ' DR4533
Sim Thermit: ' DR4533 DR4533
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204
0.019 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 - 0.019
0.020 0.019
0.020 0.019
0.020 0.019
| 0.020 0.019
0.020 0.019
Mean: 0.0199 0.0190
SD: 0.0003 0.0000
Bias %: -2.45 -6.86
CV %: 1.51 0.00
Mean-Ref, Value Difference: -0.0005 -0.0014

'\2 : \\)@-f,\—t’w\ o \Z(ﬁ( \Y

NAME OF TECHNICIAN PERFORMING TESTS DATE
P Vo ? (2003
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR4YS33
ok ok ok ok ok kKA KK kK KKK KRXKKKKXANK
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO. :- 00091
DATE: 09/26/2013

Kok kR ok kA KK AR KR KKk KAKKKEKF KK K

SUPERVISOR TEST

AR A KKK KK ARK KA KK KX IR KKk kKK

g/210L  TIME

DIAGNOSTIC OK 08:22
AlIR BLANK 0.000 08:22
EXT STD IR 0.019 08:22
EXT STD EC 0.019 08:22
AlIR BLANK 0.000 08:24
EXT STD IR 0.020 08B:24
EXT STD EC 0.019 08:24
AlR BLANK 0.000 08:25
EXT STD IR 0.020 08:26
EXT STD EC 0.019 08:26
AlIR BLANK 0.000 08:27
EXT STD IR 0.020 08:27
EXT STD EC 0.019% 08:27
AlR BLANK 0.000 08:29
EXT STD IR 0.020 08:29
EXT STD EC 0.019 08:29
AlR BLANK 0.000 08:31
EXT STD IR 0.020 08:31
EXT STD EC 0.019 08:31
AlR BLANK 0.000 08:32
EXT STD IR 0.020 08:33
EXT STD EC 0.019 08:33
AIR BLANK 0.000 08:34
EXT STD IR 0.020 08:35
EXT STD EC 0.019 08:35
AIR BLANK 0.000 08:36
EXT STD IR 0.020 08:36
EXT STD EC 0.019 08B:36
AIR BLANK 0.000 08:38
EXT STD IR 0.020 08:38
EXT STD EC 0.019 08:38
AIR BLANK 0.000 08:39
DIAGNOSTIC 0K 08:39

Kk k kK Kk ok kK k Kk Ak ok okA KK KKK KKK

OPERATOR SIGNATURE:

KT




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/27/2013

IR E/C

Simulator #: DR4533 DR4533
Sim Thermit: DR4533 DR4533
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204
0.019 0.018

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.021 0.019

0.021 0.019

0.020 0.020

0.021 0.020

0.021 0.020

Mean: 0.0203 0.0192
SD: 0.0007 0.0006

Bias %: -0.49 -5.88

CV %: 3.45 3.13

Mean-Ref. Value Difference: -0.0001 -0.0012 .

"{(27 ((?

NAME OF TECHNICIAN PERFORMING TESTS

; ;
76.m O %"“z,efﬁ_

DATE

lo 22 1[5

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

NRYSZY

A AK KK Ak KA KK KA AR KK AR KR AR K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO. : 00100
DATE : 09/27/2013

Rk X kkkXx Xk kXX KXARKAKAKXRET KA K

SUPERVISOR TEST

ARR Kk ok ok kk R Ak A A AKAR AR A K KR K

g/210L TIME

DIAGNOSTIC OK 08:38
AIR BLANK 0.000 08:38
EXT STD IR 0.019 08:39
EXT STD EC 0.018 08:39
AlIR BLANK 0.000 o08:40
EXT STD IR 0.020 08:40
EXT STD EC 0.019 08:40
AlIR BLANK 0.000 08:42
EXT STD IR 0.020 08:42
EXT STD EC 0.019 08:42
AIR BLANK 0.000 08:43
EXT STD IR 0.020 08:44
EXT STD EC 0.019 08:44
AlIR BLANK 0.000 08:45
EXT STD IR 0.020 08:46
EXT STD EC 0.019 08:486
AlIR BLANK 0.000 08:47
EXT STD IR 0.021 08:47
EXT STD EC 0.019 08:47
AIR BLANK 0.000 08:49
EXT STD IR 0.021 08:49
EXT STD EC 0.019 08:49
AlR BLANK 0.000 08:50
EXT STD IR 0.020 08:51
EXT STD EC 0.020 08:51
AlR BLANK 0.000 08:52
EXT STD IR 0.021 08:53
EXT STD EC 0.020 08:53
AIR BLANK 0.000 08:54
EXT sTD IR 0.021 08:54
EXT STD EC 0.020 08:54
AlR BLANK 0.000 08:55
DIAGNOSTIC 0K 08:56

Bk KKK K KAk KR AR XA A AKRK KN Ak AKX

OPERAT%;ZZQ?NATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #:; 'DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batchi: D00003 D00003
Reference Value: 0.0204 0.0204
0.019 0.018
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
\ 0.020 0.019
0.020 0.019
Mean: 0.0199 0.0189
SD: 0.0003 0.0003
Bias %: -2.45 -7.35
CV %: 1.51 1.59
Mean-Ref. Value Difference: -0.0005 ' -0.0015
\Z_\bén-‘m ) q \ = ([_37
NAME OF TECHNICIAN PERFORMING TESTS DATE
/)
/’i«m O YO e fe 22713
NAME OF TECHNICIAN REVIEWING RESULTS DATE

NRH533
Ak ok Kk Kk RK KR KKK AKAAK KKKk AR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO. : 00112
DATE: 09/29/2013

oAk ok ok ok ok ko ok kR ok Ak Rk KA KR kKK

SUPERVISOR TEST

hok ok KRR K KK KR kKR ARK KKK K KRR

g/210L  TIME
DIAGNOSTIC OK 10:03
AIR BLANK 0.000 10:03
EXT STD IR 0.019 10:03
EXT STD EC 0.018 10:03
AIR BLANK 0.000 10:05
EXT STD IR 0.020 10:05
EXT STD EC 0.019 10:05
AIR BLANK 0.000 10:06
EXT STD IR 0.020 10:07
EXT STD EC 0.019 10:07
AlIR BLANK 0.000 10:08
EXT STD IR 0.020 10:09
EXT STD EC  0.019 10:09
AIR BLANK 0.000 10:10
EXT STD IR 0.020 10:10
EXT STD EC 0.019 10:10
AIR BLANK  0.000 10:12
EXT STD IR 0.020 10:12
EXT STD EC 0.019 10:12
AlIR BLANK 0.000 10:13
EXT STD IR 0.020 10:14
EXT STD EC 0.019 10:14
AIR BLANK  0.000 10:15
EXT STD IR 0.020 10:16
EXT STD EC 0.019 10:16
AIR BLANK 0.000 10:17
EXT STD IR 0.020 10:17
EXT STD EC 0.019 10:17
AIR BLANK 0.000 10:19
EXT STD IR 0.020 10:19
EXT STD EC 0.019 10:19
AIR BLANK 0.000 10:20
DIAGNOSTIC OK 10:20

KA KK Kok kA KR Rk R AR A KK KK Kok kK
OPERA R SlSFATUHE




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAF-0029

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batchi: D00004 D0o0004
Reference Value: 0.0408 0.0408
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
Mean: 0.0400 0.0390
SD: 0.0000 0.0000
Bias %: -1.96 -4.41
CV %: 0.00 0.00
Mean-Ref. Value Difference: —0.0008 -0.0018
2 3
T 0 ., alzdli7
. NAME OF TECHNICIAN PERFORMING TESTS DATE
m_ %cha - ! {Z(g [\3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

NRY533
*k*kﬁﬁk*ﬁkkikt:\k*ﬁ*i**i#

WASH INGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO.: 00074
DATE: 09/24/2013

ok k A Ak Kk K K kK ok ok ok ok ok kKK Kk ok kK KK

SUPERV ISOR TEST

Ak hk k k hkk ko k k ok ok Xk kA K KEXRARIKAK

g/210L TIME

DIAGNOSTIC OK 12:49
AlR BLANK 0.000 12:49
EXT STD IR 0.040 12:49
EXT STD EC 0.039 12:49
AIR BLANK 0.000 12:51
EXT STD IR 0.040 12:51
EXT STD EC 0.039 12:51
AIR BLANK 0.000 12:53
EXT STD IR 0.040 12:53
EXT STD EC 0.039 12:53
AIR BLANK 0.000 12:54
EXT STD IR 0.040 12:55
EXT STD EC 0.039 12:55
AIR BLANK 0.000 12:56
EXT STD IR 0.040 12:57
EXT STD EC 0.039 12:57
AIR BLANK 0.000 12:58
EXT STD IR 0.040 12:59
EXT STD EC 0.039 12:59
AlR BLANK 0.000 13:00
EXT STD IR 0.040 13:00
EXT STD EC 0.039 13:00
AlR BLANK 0.000 13:02
EXT STD IR 0.040 13:02
EXT STD EC 0.039 13:02
AIR BLANK 0.000 13:04
EXT STD IR 0.040 13:04
EXT STD EC 0.039 13:04
AIR BLANK 0.000 13:05
EXT STD IR 0.040 13:06
EXT STD EC 0.039 1i3:06
AIR BLANK 0.000 13:06
DIAGNOSTIC OK 13:07
K hok kK kA K Kk kK XK k k ok kK X Rk ok kX Kk Kk Kk
OR S| TURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

Simulator #:

Sim Thermi:
Batchit:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

ATt

DATE OF TESTS: 9/25/2013

I/R E/C
DR4533 DR4533
DR4533 DR4533
D00004 D00004
0.0408 0.0408

0.040 0.038
0.040 0.038
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.0400 0.0388
* 0.0000 0.0004
-1.96 -4.90
0.00 1.03
-0.0008 -0.002

| ‘?/;514;?

NAME OF TECHNICIAN PERFORMING TESTS

D does

DATE

9 /2(o ’t3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

PRYSIS
Xk Kk KR R kA A K & A R KR X Kk XK RAKX KKK
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO. : 00083
DATE : 09/25/2013

Kk k h ok ok kK KA KK A KK kK AKKE XK K

SUPERVISOR TEST

Kok ok ok ok kR Ak AKX KR KKK KKK KKK KKK

g/210L TIME

DIAGNOSTIC OK 10:51
AIR BLANK 0.000 10:51
EXT STD IR 0.040 10:51
EXT STD EC 0.038 10:51
AIR BLANK 0.000 10:53
EXT STD IR 0.040 10:53
EXT STD EC 0.038 10:53
AIR BLANK 0.000 10:54
EXT STD IR 0.040 10:55
EXT STD EC 0.039 10:55
AlR BLANK 0.000 10:56
EXT STD IR 0.040 10:57
EXT STD EC 0.039 10:57
AIR BLANK 0.000 10:58
EXT STD IR 0.040 10:59
EXT STD EC 0.039 10:59
AlIR BLANK 0.000 11:00
EXT STD IR 0.040 11:00
EXT STD EC 0.039 11:00
AIR BLANK 0.000 11:02
EXT STD IR 0.040 11:02
EXT STD EC 0.039 11:02
AIR BLANK 0.000 11:04
EXT STD IR 0.040 11:04
EXT STD EC 0.039 11:04
AIR BLANK 0.000 11:06
EXT STD IR 0.040 11:06
EXT STD EC 0.039 11:06
AIR BLANK 0.000 11:07
EXT STD IR 0.040 11:08
EXT STD EC 0.039 11:08
AIR BLANK 0.000 11:08
DIAGNOSTIC OK 11:09

* khk R Ak Kk KR R kR KK R K KKK

OPERATOR GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermit: DR4533 DR4533
Batchit: D00004 D00004
Reference Value: 0.0408 0.0408
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
Mean: 0.0400 0.0320
SD: 0.0000 0.0000
Bias %: -1.96 -4.41
CV %: 0.00 0.00
Mean-Ref. Value Difference: -0.0008 -0.0018
|<<?--j‘t)eqffL13’\\ C%IZJ.(c 5
NAME OF TECHNICIAN PERFORMING TESTS DATE
D O ofzu o
NAME OF TECHNICIAN REVIEWING RESULTS DATE

i
t)R"‘I&.{f
ﬁk*ﬂia!*‘i*ﬂﬁkﬂ***ﬁi*i*t

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO. : 00092
DATE: 09/26/2013

Ak xR ok Kk A KKK Kk XKk X KKK RKKE XX

SUPERVISOR TEST

Rk XX X KR AN KKK KKK KKK ATK L KK

g/210L TIME

DIAGNOSTIC OK 09:04
AIR BLANK  0.000 09:04
EXT STD IR 0.040 09:04
EXT STD EC 0.039 09:04
AIR BLANK  0.000 09:06
EXT STD IR 0.040 09:06
EXT STD EC 0.039 09:06
AIR BLANK  0.000 09:08
EXT STD IR 0.040 09:08
EXT STD EC 0.039 09:08
AIR BLANK  0.000 09:09
EXT STD IR 0.040 09:10
EXT STD EC 0.039 09:10
AIR BLANK  0.000 09:11
EXT STD IR 0.040 09:12
EXT STD EC 0.039 09:12
AIR BLANK  0.000 09:13
EXT STD IR 0.040 09:14
EXT STD EC 0.039 09:14
AIR BLANK  0.000 09:15
EXT STD IR 0.040 09:15
EXT STD EC 0.039 09:15
AIR BLANK  0.000 09:17
EXT STD IR 0.040 09:17
EXT STD EC 0.039 09:17
AIR BLANK  0.000 09:19
EXT STD IR 0.040 09:19
EXT STD EC 0.039 09:19
AIR BLANK  0.000 09:21
EXT STD IR 0.040 09:21
EXT STD EC 0.039 09:21
AIR BLANK  0.000 09:22
DIAGNOSTIC OK 09:22
h ok KK Ak kA AKX KK KK KKK KKK RK KKK
OPERATOR S|GWATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
0.038 0.036
0.039 0.037
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038 -
0.040 0.038
0.040 0.038
0.040 0.038
0.041 0.038
Mean: 0.0398 0.0377
SD: 0.0008 0.0007
Bias %: -2.45 -7.60
CV %: 2.01 1.86
Mean-Ref. Value Difference: -0.0010 -0.0031
1Z ‘hDQn'l'TJV\ Q(ZT{(?
NAME OF TECHNICIAN PERFORMING TESTS DATE
Wﬂm 2, ff{f TN fo 22713
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRwS3/
X X K Kk k & Kk kR X &R k K x X &k £ X X ¥ k ¥ k¥ k Xk
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00101
DATE: 09/27/2013

Ak ok A kA K KK Kk Kk Kk ok ok ok ok ok ok k ok K

SUPERVISOR TEST

Kk ok ok k ok k KK KA KK RAKKKE XX KX XK

g/210L TIME

DIAGNOSTIC OK 09:12
AIR BLANK 0.000 09:12
EXT STD IR 0.038 09:13
EXT STD EC 0.036 09:13
AlR BLANK 0.000 09:14
EXT STD IR 0.039 09:15
EXT STD EC 0.037 09:15
AIR BLANK 0.000 09:1s6
EXT STD IR 0.040 09:17
EXT STD EC 0.038 09:17
AIR BLANK 0.000 09:18
EXT STD IR 0.040 09:18
EXT STD EC 0.038 09:18
AlIR BLANK 0.000 09:20
EXT STD IR 0.040 09:20
EXT STD EC 0.038 09:20
AlIR BLANK 0.000 09:22
EXT STD IR 0.040 09:22
EXT STD EC 0.038 09:22
AlR BLANK 0.000 09:23
EXT STD IR 0.040 09:24
EXT STD EC 0.038 09:24
AIR BLANK 0.000 09:25
EXT STD IR 0.040 09:26
EXT STD EC 0.038 09:26
AlIR BLANK 0.000 09:27
EXT STD IR 0.040 09:28
EXT STD EC 0.038 09:28
AIR BLANK 0.000 09:29
EXT STD IR 0.041 09:29
EXT STD EC 0.038 09:29
AlIR BLANK 0.000 09:30
DIAGNOSTIC OK 09:31
X k k kK k Kk kK K Ok k k ok koA Kk kK K kA kX
OPERATOR §$I[GNATURE:

A




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batchit: D00004 D00004
Reference Value: 0.0408 0.0408
0.039 0.037
0.039 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.041 0.039
Mean: 0.0399 0.0384
SD: 0.0006 0.0007
Bias %: -2.21 -5.88
CV %: 1.50 1.82
Mean-Ref. Value Difference: -0.0009 -0.0024
e Tl e alzali3-
NAME OF TECHNICIAN PERFORMING TESTS DATE
jgmq K) ,/fg £t (o722 773
NAME OF TECHNICIAN REVIEWING RESULTS DATE

NRws3S3

Rk KRk k ok ok XKk k kAR R AKRA KR R A KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO. : 00113
DATE: 09/2972013

ERA KR KKK KKK AR Ak A ARk RX AR R A

SUPERVISOR TEST

Bk A A&k hkkxkhkxkxkkkdAxrhxrn

g/210L TIME

DIAGNOSTIC OK 10:35
AlR BLANK 0.000 10:35
EXT STD IR 0.039 10:35
EXT STD EC 0.037 10:35
AIR BLANK 0.000 10:37
EXT STD IR 0.039 .10:37
EXT STD EC 0.038 10:37
AIR BLANK 0.000 10:38
EXT STD IR 0.040 10:39
EXT STD EC 0.038 10:39
AIR BLANK 0.000 1f0:40
EXT STD IR 0.040 10:41
EXT STD EC 0.038 10:41
AIR BLANK 0.000 10:42
EXT STD IR 0.040 10:42
EXT STD EC 0.038 10:42
AIR BLANK 0.000 10:44
EXT STD IR 0.040 10:44
EXT STD EC 0.039 10:44
AlIR BLANK 0.000 10:46
EXT STD IR 0.040 10:46
EXT STD EC 0.039 10:46
AIR BLANK 0.000 10:48
EXT STD IR 0.040 10:48
EXT STD EC 0.039 10:48
AlR BLANK 0.000 10:49
EXT STD IR 0.040 10:50
EXT STD EC 0.039 10:50
AlR BLANK 0.000 10:51
EXT STD IR 0.041 10:52
EXT STD EC 0.039 10:52
AlIR BLANK 0.000 10:52
DIAGNOSTIC OK 10:53

EX KKk ok kk AR R KX KA A KRR KA kKK

OPERATOR S}GNATURE:
li‘Q_g ,,,,,,,,,,,




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAF-0029

BATCH D0000S




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermit: DR4533 DR4533
Batch#: DO00005 - DO00005
Reference Value: 0.0804 0.0804
0.080 0.079
0.080 0.079
0.080 0.079
0.080 0.079
0.080 0.079
0.080 0.079
0.080 0.079
0.080 0.079
' 0.081 0.079
0.081 ; 0.079
Mean: 0.0802 0.0790
SsD: 0.0004 0.0000
Bias %: -0.25 -1.74
CV %: 0.50 0.00

Mean-Ref. Value Difference: -0.0002 -0.0014

\ZBQS-‘\J"UWV 9 (2‘“[

Zoi%
NAME OF TECHNICIAN PERFORMING TESTS DATE
D .Qvé@;r , a 2&:/ 13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

2533
DiCcH >
Xk k k kK k kR kR R K Kk Rk kX kK Kk kKA x KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00075
DATE : 09/2472013

Kk Kk Ak R AKX XA RKKAKKKE LR KT

SUPERVISOR TEST

k ok Ak k kR AR K AT KR KK KK KKKKKK

g/210L TIME

D1 AGNOSTIC OK 14:04
AIR BLANK 0.000 14:04
EXT STD IR 0.080 14:04
EXT STD EC 0.079 14:04
AIR BLANK 0.000 14:06
EXT STD IR 0.080 14:06
EXT STD EC 0.079 14:06
AIR BLANK 0.000 14:08
EXT STD IR 0.080 14:08
EXT STD EC 0.079 14:08
AIR BLANK 0.000 14:10
EXT STD IR 0.080 14:10
EXT STD EC 0.079 14:10
AlR BLANK 0.000 14:11
EXT STD IR 0.080 14:12
EXT STD EC 0.079 14:12
AIR BLANK 0.000 14:13
EXT STD IR 0.080 14:14
EXT STD EC 0.079 14:14
AlR BLANK 0.000 14:15
EXT STD IR 0.080 14:16
EXT STD EC 0.079 14:16
AlR BLANK 0.000 14:17
EXT STD IR 0.080 14:18
EXT STD EC 0.079 14:18
AIR BLANK 0.000 14:19
EXT STD IR 0.081 14:19
EXT STD EC 0.079 14:19
AIR BLANK 0.000 14:21
EXT STD IR 0.081 14:21
EXT STD EC 0.079 14:21
AIR BLANK 0.000 14:22
DIAGNOSTIC OK 14:23

Ak kAKX AR KKK KKK AKX KAKR XL * K *




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batch#: D00005 D00005
Reference Value: 0.0804 0.0804
0.081 0.078

0.081 0.078

0.081 0.078

0.081 0.078

0.081 0.078

0.081 0.078

0.081 0.078

0.081 0.078

0.081 1 0.078

0.081 0.078

Mean: 0.0810 0.0780

SD: 0.0000 0.0000

Bias %: 0.75 -2.99

CV %: 0.00 0.00
Mean-Ref. Value Difference: 0.0006 -0.0024

K o a2l

NAME OF TECHNICIAN PERFORMING TESTS

2. Quééwé

DATE

q/zt /!3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

R =532
kkklﬁtk*ﬁ*ii«t**l**!tk**
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00084
DATE : 09/25/2013

KAk kK kkhk ARk & RAKAKRAKKEKE & K* & X

SUPERVISOR TEST

Kk KKk KK AR KKK KKK KRR XKKE KKK

g/210L TIME

DIAGNOSTIC OK 13:00
AR BLANK 0.000 13:00
EXT STD IR 0.081 13:01
EXT STD EC 0.078 13:01
AIR BLANK 0.000 13:02
EXT STD IR 0.081 13:03
EXT STD EC 0.078 13:03
AIR BLANK 0.000 13:04
EXT sSTD IR 0.081 13:05
EXT STD EC 0.078 13:05
AIR BLANK 0.000 13:06
EXT sSTD IR 0.081 13:07
EXT STD EC 0.078 13:07
AIR BLANK 0.000 13:08
EXT STD IR 0.081 13:08
EXT STD EC 0.078 13:08
AIR BLANK 0.000 13:10
EXT STD IR 0.081 13:10
EXT STD EC 0.078 13:10
AIR BLANK 0.000 13:12
EXT STD IR 0.081 13:12
EXT STD EC 0.078 13:12
AIR BLANK 0.000 13:14
EXT STD IR o0.081 13:14
EXT STD EC o0.078 13:14
AIR BLANK 0.000 13:16
EXT STD IR 0.081 13:16
EXT STD EC 0.078 13:16
AlR BLANK 0.000 13:18
EXT STD IR o0.081 13:18
EXT $TD EC 0.078 13:18
AIR BLANK 0.000 13:19
DIAGNOSTIC OK 13:20

A Xk KAk kKX A EXKXR KKK K * X X KK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/26/2013

e _

I/R
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batchi: D00005 D00005
Reference Value: 0.0804 0.0804
0.080 0.078
0.081 . 0.078
0.081 0.078
0.081 0.078
0.081 0.078
0.081 0.078
0.081 0.078
0.081 0.078
0.081 0.078
0.081 0.078
Mean: 0.0809 0.0780
SD: 0.0003 0.0000
Bias %: 0.62 -2.99
CV %: 0.37 0.00
Mean-Ref. Value Difference: 0.0005 -0.0024
¥ s T a\lzcL3
NAME OF TECHNICIAN PERFORMING TESTS DATE
D C\émgg, — C}/zle /3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DEYS ST
KA AR KRR K KKK KK AKK KKK KK K A KK
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO. : 00093
DATE : 09/26/2013

I EE R R EEEEEEEE SRR EEREE RS

SUPERVISOR TEST

kKK Kk kKK KKK A K KKKk kK kKKK

gf210L T IME

DIAGNOSTIC OK 00:55
AIR BLANK  0.000 09:55
EXT STD IR 0.080 09:55
EXT STD EC 0.078 09:55
AIR BLANK  0.000 00:57
EXT STD IR 0.081 09:57
EXT STD EC 0.078 09:57
AIR BLANK  0.000 09:59
EXT STD IR 0.081 00:50
EXT STD EC 0.078 09:59
AIR.BLANK  0.000 10:01
EXT STD IR 0.081 10:01
EXT STD EC  0.078 10:01
AIR BLANK  0.000 10:03
EXT STD IR 0.081 10:03
EXT STD EC 0.078 10:03
AIR BLANK  0.000 10:05
EXT STD IR 0.081 10:05
EXT STD EC 0.078 10:05
AIR BLANK  0.000 10:07
EXT STD IR 0.081 10:07
EXT STD EC 0.078 10:07
AIR BLANK  0.000 10:08
EXT STD IR 0.081 10:09
EXT STD EC 0.078 10:09
AIR BLANK  0.000 10:10
EXT STD IR 0.081 10:11
EXT STD EC 0.078 10:141
AIR BLANK 0.000 10:12
EXT STD IR ~0.081 10:13
EXT STD EC 0.078 10:13
AIR BLANK  0.000 10:13]
DIAGNOSTIC OK 10:14

Ak ok ok k kA k k K KKK KR AKKEK* & XXX

OPERATOR SIGNATURE:
lé*ﬁu




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batchit: D00005 D00005
Reference Value: 0.0804 0.0804
0.079 0.075
0.080 - 0.076
0.080 0.077
0.081 0.077
0.081 0.077
0.081 0.078
0.081 0.078
0.081 0.078
0.082 0.078
0.082 0.078
Mean: 0.0808 0.0772
SD: 0.0009 0.0010
Bias %: 0.50 -3.98
CV %: 1.11 1.30
Mean-Ref. Value Difference: 0.0004 -0.0032

‘4 —Dé:’w “(’\‘.w L

427“(

NAME OF TECHNICIAN PERFORMING TESTS

DATE

%J’ﬂ O,é?)!/u/;«_ la"22-13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYS 3y

koA kKR KR KR KKNE R KA KKKKE KKK XK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00103
DATE: 09/27/2013

KRk Kk kK k kK KKKk kXKKKIEK KKK

SUPERVISOR TEST

KAk KAk AKXk E K KKKRAKXKEER KK XK

g/210L TIME

DIAGNOSTIC OK 09:57
AIR BLANK 0.000 09:57
EXT STD IR 0.079 09:57
EXT STD EC 0.075 09:57
AlIR BLANK 0.000 09:59
EXT STD IR 0.080 09:59
EXT STD EC 0.076 09:59
AlR BLANK 0.000 10:01
EXT STD IR 0.080 10:01
EXT STD EC 0.077 10:01
AIR BLANK 0.000 10:03
EXT STD IR 0.081 10:03
EXT STD EC 0.077 10:03
AlR BLANK 0.000 10:05
EXT STD IR 0.081 10:05
EXT STD EC 0.077 10:05
AIR BLANK 0.000 10:07
EXT STD IR 0.081 10:07
EXT STD EC 0.078 10:07
AIR BLANK 0.000 10:09
EXT STD IR 0.081 10:09
EXT STD EC 0.078 10:09
AlIR BLANK 0.000 10:10
EXT STD IR 0.081 10:11
EXT STD EC 0.078 10:11
AIR BLANK 0.000 10:12
EXT STD IR 0.082 10:13
EXT STD EC 0.078 10:13
AlR BLANK 0.000 10:14
EXT STD IR 0.082 10:15
EXT STD EC 0.078 10:15
AlR BLANK 0.000 10:15

DIAGNOSTIC OK 10:16

ok kX k k k kA kK Kk k kA h kKX KKK Kk Xk kK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR4533 DR4533
~ Sim Therm#: DR4533 DR4533
Batchi#: D00005 D00005
Reference Value: 0.0804 0.0804
0.080 0.077
0.081 0.078
0.081 0.078
0.081 0.078
0.081 0.078
0.080 0.078
0.080 0.077
0.080 0.077
0.080 0.077
0.080 0.077
Mean: 0.0804 0.0775
SD: 0.0005 0.0005
Bias %: 0.00 -3.61
CV %: 0.62 0.65
Mean-Ref, Value Difference: 0.0000 -0.0029
I T alz4l(3
NAME OF TECHNICIAN PERFORMING TESTS DATE
.»Zé)bfﬂ (i) ;C; LR Sy (@ 22~ 13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

NDRYS33

Kk kK R Kk KRAK KA K KR KR KKK AKX KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO.: 00115
DATE : 09/29/2013

R KKKk kK hk k kA KKK K K kKK KK XK KK

SUPERVISOR TEST

KAk Kk d Kk kR & AAX &R KA E R KA KR

g/210L TIME

DIAGNOSTIC OK 11:38
AlR BLANK 0.000 11:38
EXT sTD IR 0.080 11:39
EXT STD EC 0.077 11:39
AlIR BLANK 0.000 11:40
EXT STD IR 0.081 11:41
EXT STD EC 0.078 11:41
AlR BLANK 0.000 11:42
EXT STD IR 0.081 11:43
EXT STD EC 0.078 11:43
AlR BLANK 0.000 11:44
EXT STD IR 0.081 11:45
EXT STD EC 0.078 11:45
AlR BLANK 0.000 11:46
EXT SsTD IR 0.081 11:4686
EXT STD EC 0.078 11:46
AlIR BLANK 0.000 11:48
EXT STD IR 0.080 11:48
EXT STD EC 0.078 11:48
AlR BLANK 0.000 11:50
EXT STD IR 0.080 11:50
EXT STD EC 0.077 11:50
AlR BLANK 0.000 11:52
EXT STD IR 0.080 1{1:52
EXT STD EC 0.077 11:52
AlR BLANK 0.000 11:54
EXT STD IR 0.080 11:54
EXT STD EC 0.077 11:54
AIR BLANK 0.000 11:58
EXT STD IR 0.080 11:56
EXT STD EC 0.077 11:56
AlR BLANK 0.000 11:57
DIAGNOSTIC OK 11:58

kok ok R ok Kok K kA Ok A K K KKK KA KK KK

OPEE:?‘II;RQ@f}NATUHE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAF-0029

BATCH D00006




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF—OQZQ

DATE OF TESTS: 9/24/2013

- I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: ) DR4533 DR4533

Batch#: D00006 DO00006
Reference Value: 0.1522 0.1522
0.149 0.147
0.152 _ 0.149
0.153 0.150
0.155 0.152
0.155 0.152
0.155 ’ 0.153
0.155 0.153
0.154 0.152
0.154 0.152
0.154 0.152
Mean: 0.1536 0.1512
SD: 0.0019 ©0.0019
Bias %: 0.92 -0.66
CV %: 1.24 1.26
Mean-Ref. Value Difference: 0.0014 -0.001

|-Z T\%Lblm OIIZH‘l?

NAME OF TECHNICIAN PERFORMING TESTS DATE
D . Clqéw-t ¢ 9 / 2l / 13
NAI\ZE OF TECHNICIAN REVIEWING RESULTS DATE

DRUS3S

Ak K RKk Kk kKA KK R KA KEKKXKAK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. :

TEST
DATE

B

NO. :

ARAF-0029
00076
0972472013

Ak RAK KA KK KKk KAKRKR & & &

SUPERVISOR TEST

TR R K &k ok ok kAR Kk ok k k kXK K KKKk KX KR

al210L T IME

DIAGNOSTIC OK 15:18
AlR BLANK 0.000 15:18
EXT sTD IR 0.149 15:18
EXT STD EC 0.147 15:18
AIR BLANK 0.000 15:20
EXT STD IR 0.152 15:20
EXT STD EC 0.149 15:20
AIR BLANK 0.000 15:22
EXT STD IR 0.153 15:22
EXT sTD EC 0.150 15:22
AlR BLANK 0.000 15:24
EXT STD IR 0.155 15:24
EXT STD EC 0.152 15:24
AlR BLANK 0.000 15:26
EXT sTD IR 0.155 15:26
EXT STD EC 0.152 15:26
AIR BLANK 0.000 15:28
EXT STD IR 0.155 15:28
EXT STD EC 0.153 15:28
AlR BLANK 0.000 15:30
EXT STD IR 0.155 15:30
EXT STD EC 0.153 15:30
AlR BLANK 0.000 15:32
EXT STD IR 0.154 15:32
EXT STD EC 0.152 15:32
AlR BLANK 0.000 15:34
EXT STD IR 0.154 15:34
EXT STD EC 0.152 15:34
AlIR BLANK 0.000 15:36
EXT STD IR 0.154 15:36
EXT STD EC 0.152 15:36
AlR BLANK 0.000 15:37
DIAGNOSTIC OK 15:38

ok ok ok

k k k ok K =N*iii***ﬁ*;kt
TOR §QGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

Simulator #:
Sim Thermit:
Batch#:

Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

Yia, W

DATE OF TESTS: 9/25/2013

I/R E/C
DR4533 DR4533
DR4533 DR4533
D00006 D00006
0.1522 0.1522

0.155 0.150
0.155 0.150
0.155 0.150
0.155 0.150
0.155 0.149
0.154 0.150
0.155 0.150
0.155 0.150
0.156 0.151
0.154 0.150
0.1549 0.1500
0.0006 0.0005

1.77 -1.45

0.39 0.33
0.0027 -0.0022

01{25‘{(?

NAME OF TECHNICIAN PERFORMING TESTS

D, —toes

DATE

Gzt s

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

PR YSZL

ok ok R kK A Ak kK k Kk kK KXAERKEKK K& KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00085
DATE : 09/25/2013

Ak Kk k k ok kk KKK KX R AKKRKKKE KKK

SUPERVISOR TEST

X AK K KA KK KA AKX ARKR AKX R E XX X KK

g/210L T IME

DIAGNOSTIC OK 13:42
AIR BLANK 0.000 13:42
EXT STD IR 0.155 13:42
EXT STD EC 0.150 13:42
AIR BLANK 0.000 13:44
EXT STD IR 0.155 13:44
EXT STD EC 0.150 13:44
AIR BLANK 0.000 13:46
EXT STD IR 0.155 13:46
EXT STD EC 0.150 13:46
AlR BLANK 0.000 13:48
EXT STD IR 0.155 13:48
EXT STD EC 0.150 13:48
AIR BLANK 0.000 13:50
EXT STD IR 0.155 13:50
EXT STD EC 0.149 13:50
AlR BLANK 0.000 13:52
EXT STD IR 0.154 '13:52
EXT STD EC 0.150 13:52
AlIR BLANK 0.000 13:54
EXT STD IR 0.155 13:55
EXT STD EC 0.150 13:55
AR BLANK 0.000 13:56
EXT STD IR 0.155 13:57
EXT STD EC 0.150 13:57
AlR BLANK 0.000 13:58
EXT STD IR 0.156 13:59
EXT STD EC 0.151 13:59
AlR BLANK 0.000 14:00
EXT STD IR 0.154 14:01
EXT STD EC 0.150 14:01
AlIR BLANK 0.000 14:01
DIAGNOSTIC OK 14:02

hok ok ok ok k kK KKK KKK KX FAT KK KKK

OPERATOR/ $1GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF~0029

Simulator #:

Sim Thermik:
Bafch#:
Reference Value:

Mean:

SD;

Bias %:

CV %.

Mean-Ref, Value Difference:

DATE OF TESTS: 9/26/2013

I/R E/C
DR4533 DR4533
DR4533 DR4533
D00006 D00006
0.1522 0.1522

0.155 0.150
0.155 0.150
0.156 0.151
0.156 0.150
0.155 0.150
0.156 0.151
0.156 0.151
0.156 0.151
0.156 0.151
0.165 0.151
0.1556 0.1506
0.0005 0.0005

2.23 -1.05

0.32 0.33
0.0034 -0.0016

\Z.‘D.m ews

ﬂlzd\?

NAME OF TECHNICIAN PERFORMING TESTS

’,D-QLA/&

DATE

0) /7;2//6

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DR NEg 33

kKK kKK KK KKKAKRKKKKERK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO. : 00094
DATE: 09/26/2013

k k ok h ok k Kk A bk kX K kKK KKA KRR KA

SUPERVISOR TEST

IR E R EEEEEEEEEEEE RS EE]

g/210L TIME

DIAGNOSTIC OK 11:03
AlIR BLANK 0.000 11:03
EXT STD IR 0.155 11:03
EXT STD EC 0.150 11:03
AIR BLANK 0.000 11:05
EXT STD IR 0.155 11:05
EXT sTD EC 0.150 11:05
AlR BLANK 0.000 11:07
EXT STD IR 0.156 11:07
EXT 8TD EC 0.151 11:07
AlR BLANK 0.000 11:09
EXT STD IR 0.156 11:09
EXT STD EC 0.150 11:09
AlR BLANK 0.000 11:11
EXT STD IR 0.155 11:11
EXT STD EC 0.150 11:11
AlR BLANK 0.000 11:13
EXT STD IR 0.156 11:13
EXT STD EC 0.151 11:13
AlIR BLANK 0.000 11:15
EXT sTD IR 0.156 11:15
EXT STD EC 0.151 11:15
AIR BLANK 0.000 11:17
EXT sTD IR 0.156 11:17
EXT STD EC 0.151 11:17
AlR BLANK 0.000 11:19
EXT STD IR 0.156 11:19
EXT sSTD EC 0.151 11:19
AIR BLANK 0.000 11:21
EXT STD IR 0.155 11:21
EXT STD EC 0.151 11:21
AlR BLANK 0.000 11:22
DIAGNOSTIC OK 11:23

hok ok A K k ok kA kK kKKK KKK KKK K KK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/27/2013

IR E/C
Simulator #: DR4533 DR4533

Sim Therm#: DR4533 DR4533
Batchi: D00006 D00006

Reference Value: 0.1522 0.1522

0.153 0.147

0.154 0.147

0.154 0.147

0.154 0.147

0.155 0.148

0.165 0.149

0.156 0.150

0.156 0.150

0.156 0.150

0.156 0.150

Mean: 0.1549 0.1485

SD: 0.0011 0.0014

Bias %: 1.77 -2.43

CV %: 0.71 0.94

Mean-Ref. Value Difference: 0.0027 - -0.0037

\< B%%w\ ‘%]Z‘I ' _13

NAME OF TECHNICIAN PERFORMING TESTS DATE
L]Zm ) !ﬁ s A= 2213
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRY5ZS

XKk ok kKR Kk kXK KKk KKK AKAKK X KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO: : ARAF-0029
TEST NO.: 00104
DATE: 09/27/2013

Ak k kK R Kk KR E Kk ok ok AKkXKKKK KKK

SUPERV ISOR TEST

IEEEREE TR EE TSI

gl 210L TIME

DIAGNOSTIC OK 10:34
AlR BLANK 0.000 10:34
EXT STD IR 0.153 10:34
EXT STD EC 0.147 10:34
AlR BLANK 0.000 10:36
EXT STD IR 0.154 10:36
EXT STD EC 0.147 10:36
AIR BLANK 0.000 10:38
EXT STD IR .0.154 10:38
EXT STD EC 0.147 10:38
AlR BLANK 0.000 10:40
EXT STD IR 0.154 10:40
EXT STD EC 0.147 10:40
AlR BLANK 0.000 10:42
EXT STD IR 0.155% 10:42
EXT STD EC 0.148 10:42
AIR BLANK 0.000 10:44
EXT STD IR 0.155 10:44
EXT STD EC 0.149 10:44
AlR BLANK 0.000 10:46
EXT STD IR 0.156 10:46
EXT STD EC 0.150 10:46
AlR BLANK 0.000 10:48
EXT STD IR 0.156 10:48
EXT STD EC 0.150 10:48
AlIR BLANK 0.000 10:50
EXT STD IR 0.156 10:50
EXT $TD EC 0.150 10:50
AlIR BLANK 0.000 10:52
EXT STD IR 0.156 10:52
EXT $TD EC 0.150 10:52
AIR BLANK 0.000 10:53
DIAGNOSTIC OK 10:54

Kk A Ak Rk kR K Kk k ok ok ok ok koK ok ok ok ok kR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/29/2013

Ec

1I/R

Simulator #: DR4533 DR4533
Sim Thermi#: DR4533 DR4533
Batchit: D00006 D00006

Reference Value: 0.1522 0.1522

0.155 0.148

- 0.155 0.149

0.155 0.150

0.155 0.150

0.155 ., 0.150

0.154 0.149

0.155 0.150

0.155 .0.150

( 0.185 0.150

0.185 0.150

Mean: 0.1549 0.1496

SD: 0.0003 0.0007

Bias %: 1.77 -1.71
CV %: 0.19 0.47

Mean-Ref. Value Difference: 0.0027 -0.0026

lZ 7)@4‘(‘0./\ 49 {7_‘?(( g

NAME OF TECHNICIAN PERFORMING TESTS DATE
A LD 1Dt [0~ 22713
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRMS5ZS

D R AR R KA AR KR KA K AR K KR R KK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00117
DATE: 09/29/2013

AR RS EEEEEEEEEREEREEEEE SN

SUPERVISOR TEST

Kk KK Kk k ok ok kKK Kk kKKK KKK K K A X

gl210L TIME

DIAGNOSTIC OK 12:16
AIR BLANK 0.000 12:17
EXT STD IR 0.155 12:17
EXT 8TD EC 0.148 12:17
AlR BLANK 0.000 12:19
EXT sTD IR 0.155 12:19
EXT STD EC 0.149 12:19
AlR BLANK 0.000 12:21
EXT S8TD IR 0.155 12:21
EXT STD EC 0.150 12:21
AIR BLANK 0.000 12:23
EXT STD IR 0.155 12:23
EXT STD EC 0.150 12:23
AlR BLANK 0.000 12:25
EXT STD IR 0.155 12:25
EXT STD EC 0.150 12:25
AlIR BLANK 0.000 12:27
EXT sTD IR 0.154 12:27
EXT STD EC 0.149 12:27
AlIR BLANK 0.000 12:29
EXT STD IR 0.155 12:29
EXT STD EC 0.150 12:29
AIR BLANK 0.000 12:31
EXT STD IR 0.155 12:31
EXT STD EC 0.150 12:31
AIR BLANK 0.000 12:33
EXT STD IR 0.155 12:33
EXT STD EC 0.150 12:33
AIR BLANK 0.000 12:35
EXT STD IR 0.155 12:35
EXT STD EC 0.150 12:35
AlIR BLANK 0.000 12:36
DIAGNOSTIC OK 12:37

* Kk kK K k kR A kK R X K k& & x KX XK K A A&

OPERATOR SrgNATUHE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAF-0029

BATCH D0O0007




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/24/2013

. I/R E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batchif: D00007 D00007
Reference Value: 0.2024 0.2024

0.204 0.203

0.206 0.203

0.206 - 0.204

0.206 0.203

0.206 0.203

0.205 0.202

0.205 0.203

0.206 0.204

0.206 0.205

0.207 0.205
Mean: 0.2057 0.2035
SD: 0.0008 0.0010

Bias %: 1.63 0.54

CV %: 0.39 0.49
Mean-Ref. Value Difference: 0.0033 0.0011

|Z . Bp e "("u Py

G|z ( P4

NAME OF TECHNICIAN PERFORMING TESTS

Do Lore

DATE

Q/ZQhB

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DRSS 37

Kk kK Ak Kk KA KKK KKK KRKKKK KK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00077
DATE : 09/24/2013

F Rk R Kk ok k ok k kX K Kk ok kA Kk kKK KK KR

SUPERVISOR TEST

Kk k kKR KAk KKKKKAKNKAKK KKK * & K&

g/210L TIME

DIAGNOSTIC OK 16:07
AlR BLANK 0.000 16:07
EXT STD IR 0.204 16:08
EXT STD EC 0.203 16:08
AIR BLANK 0.000 16:09
EXT STD IR 0.206 16:10
EXT STD EC 0.203 16:10
AIR BLANK 0.000 16:11
EXT STD IR 0.206 16:12
EXT STD EC 0.204 16:12
AIR BLANK 0.000 16:13
EXT STD IR 0.206 16:14
EXT STD EC 0.203 16:14
AIR BLANK 0.000 16:15
EXT STD IR ©0.206 16:16
EXT STD EC 0.203 16:16
AIR BLANK 0.000 16:18
EXT STD IR 0.205 16:18
EXT STD EC 0.202 16:18
AlR BLANK 0.000 16:20
EXT STD IR 0.205 16:20
EXT STD EC 0.203 16:20
AIR BLANK 0.000 16:22
EXT STD IR 0.206 16:22
EXT STD EC 0.204 16:22
AIR BLANK 0.000 16:24
EXT STD IR 0.206 16:24
EXT STD EC 0.205 16:24
AIR BLANK 0.000 16:26
EXT sSTD IR 0.207 16:26
EXT STD EC 0.205 16:26
AlIR BLANK 0.000 16:27
DIAGNOSTIC OK 16:28
A ARk Kk ok kR KK KKK KKK KKK K KKK

OPERAJOR GNATURE :

|




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batch#: D00007 D00007
Reference Value: 0.2024 0.2024
0.200 0.194
0.203 0.198
0.204 0.199
0.204 0.199
0.205 0.200
0.206 0.201
0.206 0.201
0.208 0.201
{ 0.206 0.201
0.205 0.200
Mean: 0.2045 0.1994
SD: 0.0019 0.0022
Bias %: 1.04 -1.48 -
CV %: 0.93 1.10
Mean-Ref. Value Difference: 0.0021 -0.003
\zj)en‘t'uf\ Olle‘(I?
NAME OF TECHNICIAN PERFORMING TESTS DATE

—b -“v /bﬂ-—&-%———

426113

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DR Ys3 3

e T EEEEE R R R

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO. : 00086
DATE: 09/25/2013

XKk k ok kk kK kKKK KKRKKKERKKKKR

SUPERVISOR TEST

Ak ok k ok ok k kKKK KKKKXKKKTK KKK

g/21i0L T IME

DIAGNOSTIC OK 14:24
AlIR BLANK 0.000 14:24
EXT STD IR 0.200 14:25
EXT STD EC 0.194 14:25
AlIR BLANK 0.000 14:26
EXT STD IR 0.203 14:27
EXT STD EC 0.198 14:27
AlR BLANK 0.000 14:28
EXT STD IR 0.204 14:29
EXT STD EC 0.199 14:29
AIR BLANK 0.000 14:30
EXT STD IR 0.204 14:31
EXT STD EC 0.199 14:31
AlR BLANK 0.000 14:32
EXT STD IR 0.205 14:33
EXT STD EC 0.200 14:33
AIR BLANK 0.000 14:34
EXT STD IR 0.206 14:35
EXT STD EC 0.201 14:35
AIR BLANK 0.000 14:37
EXT STD IR 0.206 14:37
EXT STD EC 0.201 14:37
AlIR BLANK 0.000 14:39
EXT STD IR 0.206 14:39
EXT STD EC 0.201 14:39
AIR BLANK 0.000 14:41
EXT STD IR 0.206 14:41
EXT STD EC 0.201 14:41
AIR BLANK 0.000 14:43
EXT STD IR 0.205 14:43
EXT STD EC 0.200 14:43
AIR BLANK 0.000 14:44
DIAGNOSTIC OK 14:45

Ak kK k ok hhk Xk KKk Kk kxR K KRR K kXK

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/26/2013

/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batchi: D00007 D00007
Reference Value: 0.2024 0.2024
0.207 0.202
0.208 0.202
0.208 0.203
0.208 0.204
0.208 0.203
0.208 0.202
0.207 0.203
0.206 0.201
0.205 0.200
0.2086 0.202
Mean: 0.2071 0.2022
SD; 0.0011 0.0011
Bias %: 2.32 -0.10
CV %: 0.53 0.54
Mean-Ref, Value Difference: ~ 0.0047 -0.0002

lz ‘me“-‘rm ' C{I’Z(.a(t_z

NAME OF TECHNICIAN PERFORMING TESTS DATE

D. %ﬂé% | /O/ZL/IS

NAME OF TECHNICIAN REVIEWING RESULTS DATE

A AR KR K KRR KX K Kk k ok kKX KK KK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00095
DATE: 09/26/2013

*t****tk***ﬂﬁ**kti***tik

SUPERVISOR TEST

AR K R R Kk kR K KKk K kR AK KKK KK XK

g/2i0L  TIME

DIAGNOSTIC OK 11:57
AIR BLANK 0.000 11:57
EXT STD IR 0.207 11:57
EXT STD EC 0.202 11:57
AIR BLANK 0.000 11:59
EXT STD IR 0.208 11:59
EXT STD EC 0.202 11:59
AIR BLANK 0.000 12:01
EXT STD IR 0.208 12:01
EXT STD EC 0.203 12:01
AIR BLANK 0.000 12:03
EXT STD IR 0.208 12:03
EXT STD EC 0.204 12:03
AIR BLANK 0.000 12:05
EXT STD IR 0.208 12:05
EXT STD EC 0.203 12:05
AIR BLANK 0.000 12:07
EXT STD IR 0.208 12:07
EXT STD EC 0.202 12:07
AIR BLANK 0.000 12:09
EXT STD IR 0.207 12:10
EXT STD EC 0.203 12:10
AIR BLANK 0.000 12:11
EXT STD IR 0.206 12:12
EXT STD EC 0.201 12:12
AIR BLANK 0.000 12:13
EXT STD IR 0.205 12:14
EXT STD EC 0.200 12:14
AIR BLANK 0.000 12:15
EXT STD IR 0.206 12:16
EXT STD EC 0.202 12:16
AIR BLANK 0.000 12:16
DIAGNOSTIC OK 12:17
*Rt**wkitiﬁ*x*kk*!\k*xi*l

OPERATOR FgGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

-DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermit: DR4533 DR4533
Batch#: D00007 D00007
Reference Value: 0.2024 0.2024
0.194 0.186
0.196 0.189
0.199 0.190
0.200 0.191
0.202 0.193
0.203 0.195
0.203 0.196
0.204 0.196
' 0.205 0.196
0.205 0.197
Mean: 0.2011 0.1929
SD: 0.0038 0.0037
Bias %: -0.64 -4.69
CV %: 1.89 1.92
Mean-Ref, Value Difference: -0.0013 -0.0095
\Z Dewhon q (7.‘7 (l T
NAME OF TECHNICIAN PERFORMING TESTS DATE
?Qm O oo, (o227 13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

NDRYS3IS
*tnnﬂﬁtttaii*t*t**#knt*x
WASHINGTON

ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00105
DATE : 09/27/2013

Kk k ok ok R Rk R K R KOk Kk Kk ok ok KK KKK KKK

“SUPERVISOR TEST

ok kK kA Kk kR K RE KT HKKKAKE K KKK

g/210L TIME

DIAGNOSTIC OK 11:05
AIR BLAMK 0.000 11:05
EXT sSTD IR 0.194 11:05
EXT STD EC 0.186 11:05
AIR BLANK 0.000 11:07
EXT STD IR 0.196 11:07
EXT STD EC 0.189 11:07
AIR BLANK 0.000 11:09
EXT STD IR 0.199 11:09
EXT STD EC 0.190 11:09
AIR BLANK 0.000 11:11
EXT STD IR 0.200 11:12
EXT STD EC 0.191 '11:12
AIR BLANK 0.000 11:13
EXT STD IR 0.202 11:14
EXT STD EC 0.193 11:14
AlIR BLANK 0.000 11:15
EXT STD IR 0.203 11:186
EXT STD EC 0.195 11:16
AIR BLANK 0.000 11:17
EXT STD IR 0.203 11:18
EXT STD EC 0.196 11:18
AIR BLANK 0.000 11:1°9
EXT STD IR 0.204 11:20
EXT STD EC 0.196 11:20
AlR BLANK 0.000 11:21
EXT STD IR 0.205 11:22
EXT STD EC 0.196 11:22
AlR BLANK 0.000 11:24
EXT STD IR 0.205 11:24
EXT STD EC 0.197 11:24
AIR BLANK 0.000 11:25
DIAGNOSTIC OK 11:26
kK kR KAk KK Rk ok k ok ok okokoxKkK KKK KKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batch#: D00007 D00007 -
* Reference Value: 0.2024 0.2024
0.202 0.196
0.204 0.198
0.204 0.198
0.204 0.198
0.204 0.198
0.205 0.198
0.205 0.198
0.205 0.198
\ 0.205 0.198
' 0.206 0.198
Mean: 0.2044 0.1978
SD: 0.0011 0.0006
Bias %: 0.99 -2.27
CV %: 0.54 0.30
Mean-Ref. Value Difference: 0.0020 -0.0046

b s

1 (zq(( x

NAME OF TECHNICIAN PERFORMING TESTS

DATE

;é,m 2 Z‘{q__d,; /o223
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

DRYS3IS

Kk k hk k kK & x m R KK Kk k k k kK A kA k k k&
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00119
DATE: 09/29/2013

LA RS EE S S EEESEEEEREERE SRS

SUPERVISOR TEST

A ox ok K Ak ok ok ok ok A Ak ok k kN Rk Rk Kk kK ok

g/210L TIME

DIAGNOSTIC OK 13:05
AlR BLANK 0.000 13:05
EXT STD IR 0.202 13:05
EXT STD EC 0.196 13:05
AlR BLANK 0.000 13:07
EXT STD IR 0.204 13:07
EXT sSTD EC 0.198 13:07
AIR BLANK 0.000 13:09
EXT STD IR 0.204 13:09
EXT STD EC 0.198 13:09
AIR BLANK 0.000 13:11
EXT §TD IR 0.204 13:11
EXT STD EC 0.198 13:11
AIR BLANK 0.000 13:13
EXT sTD IR 0.204 13:13
EXT STD EC 0.198 13:13
AIR BLANK 0.000 13:15
EXT STD IR 0.205 - 13:16
EXT STD EC 0.198 13:16
AIR BLANK 0.000 13:17
EXT STD IR 0.205 13:18
EXT STD EC 0.198 13:18
AlIR BLANK 0.000 13:19
EXT STD IR 0.205 13:20
EXT STD EC 0.198 13:20
AIR BLANK 0.000 13:21
EXT STD IR 0.205 13:22
EXT STD EC 0.198 13:22
AlR BLANK 0.000 13:23
EXT STD IR 0.206 13:24°
EXT STD EC 0.198 13:24
AlIR BLANK 0.000 13:25
DIAGNOSTIC OK 13:25

XXk Kk k k ok Ak KKK KK KKK RT Rk KK

OPingOB | GNATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAF-0029

BATCH D00003




MIEETHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029 A

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermif: DR4533 DR4533
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044

0.299 0.296

0.304 0.301

0.305 0.302

0.307 - 0.304

0.307 0.304

0.308 0.304

0.309 0.304

0.309 0.304

{ 0.309 0.304

0.308 0.302

Mean: 0.3065 ’ 0.3025.

SD: 0.0031 0.0025

Bias %: 0.69 -0.62

CV %: 1.01 0.83
Mean-Ref. Value Difference: 0.0021 -0.0019

z T —éi(\"k’\l)/\ | Ci\ 7 ( 1%

NAME OF TECHNICIAN PERFORMING TESTS DATE
E ‘<:74M/$— g ’Zﬁo 113
NAME OF TECHNICIAN REVIEWING RESULTS DATE

PDR4S3Y
txtw*llk**ikliitxxk***k

WASHINGTON
ALCOTEST 9510

*®

SERIAL NO.: ARAF-0029

TEST NO.: 00078
DATE: 09/24/2013

a*w«tax*tiwitﬁk*kiiﬁ*a**

SUPERVISOR TEST

Ak KA AT R R A XK KR AR K KRR I K IK

g/210L TIME

DIAGNOSTIC OK 16:59
AIR BLANK 0.000 16:59
EXT STD IR 0.299 16:59
EXT STD EC 0.296 16:59
AIR BLANK 0.000 17:01
EXT STD IR 0.304 17:01
EXT STD EC 0.301 17:01
AIR BLANK 0.000 17:03
EXT STD IR 0.305 17:04
EXT STD EC 0.302 17:04
AIR BLANK 0.000 17:05
EXT STD IR 0.307 17:06
EXT STD EC 0.304 17:06
AIR BLANK 0.000 17:07
EXT STD IR 0.307 17:08
EXT STD EC 0.304 17:08
AIR BLANK 0.000 17:10
EXT STD IR 0.308 17:10
EXT STD EC 0.304 17:10
AIR BLANK 0.000 17:12
EXT STD IR 0.309 17:12
EXT STD EC 0.304 17:12
AIR BLANK 0.000 17:14
EXT STD IR 0.309 17:14
EXT STD EC 0.304 17:14
AIR BLANK 0.000 17:16
EXT STD IR 0.309 17:17
EXT STD EC 0.304 17:17
AIR BLANK 0.000 17:18
EXT sTD IR 0.308 17:19
EXT STD EC 0.302 17:19
AIR BLANK 0.000 17:20

D1AGNOSTIC OK 17:21

AKXk ®Ek*x kK Kk AKKEKXRKXRKK®KIERKE




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batchi: D00008 D00008
Reference Value: 0.3044 0.3044
0.305 0.298
0.308 0.301
0.308 0.301
0.308 ' 0.301
0.309 0.301
0.309 0.300
0.309 0.300
0.309 0.300
0.309 0.301
0.309 0.300 -
Mean: 0.3083 0.3003
SD: 0.0013 0.0009
Bias %: 1.28 -1.35
CV %: 0.42 0.30
Mean-Ref. Value Difference: 0.0039 . -0.0041,
e T S ales|z
NAME OF TECHNICIAN PERFORMING TESTS DATE

s Ny

10/2/13

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR 533

kkk Ak ok Rk XK KK KK KFKKNKKKKA

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00087
DATE: 0972572013

XAk kk kk ki *xAARKKFRHRE K *KF&X K

SUPERVISOR TEST

Ak kK dk ok ok kKK Ak Kk ok kKkKKXK K KKK

al210L T IME

DIAGNOSTIC OK 15:08
AIR BLANK 0.000 15:08
EXT STD IR 0.305 15:08
EXT STD EC 0.298 15:08
AlR BLANK 0.000 15:10
EXT STD IR 0.308 15:10
EXT STD EC 0.301 15:10
AIR BLANK 0.000 15:12
EXT STD IR 0.308 15:12
EXT STD EC 0.301 15:12
AIR BLANK 0.000 15:14
EXT STD IR 0.308 15:15
EXT STD EC 0.301 15:15
AIR BLANK 0.000 15:16
EXT STD IR 0.309 15:17
EXT STD EC 0.301 15:17
AIR BLANK 0.000 15:19
EXT STD IR 0.309 15:19
EXT STD EC 0.300 15:19
AIR BLANK 0.000 15:21
EXT STD IR 0.309 15:21
EXT STD EC 0.300 15:21
AlIR BLANK 0.000 15:23
EXT STD IR 0.309 15:24
EXT STD EC 0.300 15:24
AIR BLANK 0.000 15:25
EXT STD IR 0.309 15:26
EXT STD EC 0.301 15:26
AIR BLANK 0.000 15:28
EXT STD IR 0.309 15:28
EXT STD EC 0.300 15:28
AlR BLANK 0.000 15:29
DIAGNOSTIC OK 15:30

Kok kA kK Kk RK KA KK KN KK KKK K KK
DPEHATﬁS{?IGNA‘gRE:




METHOD VALIDATION DRAEGER ALCOTEST 9510 .

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi#: DR4533 DR4533
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044
0.309 0.302
0.310 0.302
0.311 0.303
0.310 0.303
0.310 0.302
0.310 0.301
0.311 0.301
0.310 0.300
0.310 0.299
0.311 0.300
Mean: 0.3102 0.3013
SD: 0.0006 0.0013
Bias %: 1.91 -1.02
CV %: 0.19 0.43
Mean-Ref. Value Difference: ~ 0.0058 -0.0031 -

| Dedur

%{zc, |

NAME OF TECHNICIAN PERFORMING TESTS DATE
/{D& Sonss /0/ el
NAME OF TECHNICIAN REVIEWING RESULTS DATE

R4S Es

kK k ok ok kk kKKK KKK KKAKXK KRR

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO. : 00096
DATE: 09/267/2013

Kk kxk kR KK KKK KKK ®KKRK K KKK

SUPERVISOR TEST

IR R R EEEEEEE IS I

g/210L T IME

DIAGNOSTIC OK 13:07
AlIR BLANK 0.000 13:07
EXT STD IR 0.309 13:07
EXT STD EC 0.302 13:07
AIR BLANK -0.000 13:09
EXT STD IR 0.310 13:10
EXT STD EC 0.302 13:10
AIR BLANK 0.000 13:11
EXT STD IR 0.311 13:12
EXT STD EC 0.303 13:12
AIR BLANK 0.000 13:14
EXT STD IR 0.310 13:14
EXT STD EC 0.303 13:14
AlIR BLANK 0.000 13:16
EXT STD IR 0.310 13:16
EXT STD EC 0.302 13:16
AlIR BLANK 0.000 13:18
EXT STD IR 0.310 13:18
EXT STD EC 0.301 13:18
AIR BLANK 0.000 13:20
EXT STD IR 0.311 13:21
EXT STD EC 0.301 13:21
AIR BLANK 0.000 13:22
EXT sTD IR 0.310 13:23
EXT S8TD EC 0.300 13:23
AIR BLANK 0.000 13:25
EXT STD IR 0.310 13:25
EXT STD EC 0.299 13:25
AlIR BLANK 0.000 13:27
EXT STD IR 0.311 13:27
EXT STD EC 0.300 13:27
AIR BLANK 0.000 13:28
DIAGNOSTIC OK 13:29

KKk Kok kK Kk k KKk Kok kKRR KR KKk K K KX

OPERATOR S\WGNATURE :
iéhﬁ




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

Simulator #:

Sim Thermi:
Batchi:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

2 et

DATE OF TESTS: 9/27/2013

IR E/C
DR4533 DR4533
DR4533 DR4533
D00008 D00008
0.3044 0.3044

0.308 0.297
0.309 0.298
0.310 0.297
0.311 0.297
0.311 0.297
0.311 0.298
0.310 0.296
0.310 0.295
0.311 0.295
0.311 0.295
0.3102 0.2963
0.0010 0.0011
1.91 -2.66
0.32 0.37
0.0058 -0.0081

alz7(3

NAME OF TECHNICIAN PERFORMING TESTS

rﬂam OB

DATE

(722713

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DrySZS

AKXk RAA KX R KK KARKRKK*KKIEXKTF

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00106
DATE: ‘ 09/27/2013

A KA A KK KK XRA KKK KX KRR KRAK KK

SUPERVISOR TEST

Ak R kA KKK AR KAARKK XK ®AKRK XX

g/210L TIME

DIAGNOSTIC OK 11:43
AIR BLANK 0.000 11:43
EXT STD IR 0.308 11:43
EXT STD EC 0.297 11:43
AIR BLANK 0.000 11:45
EXT STD IR 0.309 11:45
EXT STD EC 0.298 11:45
AIR BLANK 0.000 11:47
EXT STD IR 0.310 11:47
EXT STD EC 0.297 11:47
AIR BLANK 0.000 11:49
EXT STD IR 0.311 11:50
EXT STD EC 0.297 11:50
AIR BLANK 0.000 11:51
EXT STD IR 0.311 11:52
EXT STD EC 0.297 11:52
AIR. BLANK 0.000 11:54
EXT STD IR 0.311 11:54
EXT STD EC 0.296 11:54
AIR BLANK 0.000 11:56
EXT STD IR 0.310 11:56
EXT STD EC 0.296 11:56
AIR BLANK 0.000 11:58
EXT STD IR 0.310 11:58
EXT STD EC 0.295 11:58
AIR BLANK 0.000 12:00
EXT STD IR 0.311 12:01
EXT STD EC 0.295 12:01
AIR BLANK 0.000 12:02
EXT STD IR 0.311 12:03
EXT STD EC 0.295 12:03
AIR BLANK 0.000 12:03
DIAGNOSTIC OK 12:04
*

kk k Kk k ko ok kK kK K K k k kR kA K K K Rk kK
OPER iﬁﬁwﬁh




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/29/2013

/R E/C
Simulator #: - DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batchi: D00008 D00008
- Reference Value: 0.3044 0.3044
' 0.302 0.292
0.305 : 0.294
0.306 0.295
0.307 0.295
0.307 0.295
0.308 0.295
0.308 0.295
0.308 0.296
0.308 0.293
0.307 0.293
Mean: 0.3066 0.2943
SD: 0.0019 0.0013
Bias %: 0.72 -3.32
CV %: 0.62 0.44
Mean-Ref. Value Difference: 0.0022 -0.0101

]‘{"Deaim—\ ‘?(2%(1?

NAME OF TECHNICIAN PERFORMING TESTS DATE

)

%m 2, jw/x_ (O 22713

NAME OF TECHNICIAN REVIEWING RESULTS DATE

NRYSRY

Kk ok kk kA KK RKERAKRKKAKIA K AER
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO.: 00120
DATE: 09/29/2013

ok ok ok kk ok ok WKk Kk ok ok kKK kK ok k Ak

SUPERVISOR TEST

KA K Kk k kK KREAK KK KX KRETR XA KK

g/210L  TIME

DIAGNOSTIC OK 13:39
AIR BLANK 0.000 13:39
EXT STD IR 0.302 13:39
EXT STD EC 0.292 13:39
AIR BLANK 0.000 13:41
EXT STD IR 0.305 13:42
EXT STD EC 0.284 13:42
AIR BLANK 0.000 13:43
EXT STD IR 0.306 13:44
EXT STD EC 0.295 13:44
AIR BLANK 0.000 13:46
EXT STD IR 0.307 13:486
EXT STD EC 0.295 13:46
AlIR BLANK 0.000 13:48
EXT STD IR 0.307 13:48
EXT STD EC 0.295 13:48
AIR BLANK 0.000 13:50
EXT STD IR 0.308 13:50
EXT STD EC 0.295 13:50
AIR BLANK 0.000 13:52
EXT STD IR 0.308 13:53
EXT STD EC 0.295 13:53
AIR BLANK 0.000 13:54
EXT STD IR 0.308 13:55
EXT STD EC 0.296 13:55
AIR BLANK 0.000 13:56
EXT sTD IR 0.308 13:57
EXT STD EC 0.293 13:57
AITR BLANK 0.000 13:59
EXT STD IR 0.307 13:59
EXT STD EC 0.293 13:59
AIR BLANK 0.000 14:00
DIAGNOSTIC OK 14:01
® kK kA k Ak k Kk kA kR koA oxR KX KK AR AR
OPERATOR §I/GNATURE:
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TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAF-0029

BATCH D00009




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/24/2013

I/R - E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 . DR4533
Batchi#: ' D00009 D00009
Reference Value: 0.4026 - 0.4026

' 0.414 0.411

0.416 0.411

0.414 0.409

0.415 0.409

0.415 0.409

0.416 0.408

0.415 0.406

0.413 0.404

0.410 0.400

0.410 0.400
Mean: 0.4138 0.4067

SD: 0.0022 ' 0.0041

Bias %: 2.78 1.02

CV %: 0.53 1.01
Mean-Ref. Value Difference: 0.0112 0.0041

| \Ze «:Bc’:‘}\&\'lx G LZL‘- kkﬁi

NAME OF TECHNICIAN PERFORMING TESTS DATE
s Q213
NAME OF TECHNICIAN REVIEWING RESULTS - DATE

PDRYSSS

ok ok Ak Kk ok kK kR ok R kR Kk KKK KN RKK

WASH I NGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO. : 00079
DATE: 09/24/2013

Ak K XA KAKXEREKKRKEXKRKKX KKK & KA

SUPERVISOR TEST

kX AR KKk KK KK KKRAK K KA KKEKK KKK

TIME

gl/210L
DIAGNOSTIC OK
AlIR BLANK 0.000
EXT STD IR 0.414
EXT STD EC 0.411
AIR BLANK 0.000
EXT STD IR 0.416
EXT STD EC 0.411
AlR BLANK 0.000
EXT STD IR 0.414
EXT STD EC 0.409
AIR BLANK 0.000
EXT STD IR 0.415
EXT STD EC 0.409
AIR BLANK 0.000
EXT STD IR 0.415
EXT STD EC 0.409
AlIR BLANK 0.000
EXT STD IR 0.416
EXT STD EC 0.408
AlR BLANK 0.000
EXT STD IR 0.415
EXT STD EC 0.406
AlIR BLANK 0.000
EXT STD IR 0.413
EXT STD EC 0.404
AIR BLANK 0.000
EXT STD IR 0.410
EXT STD EC 0.400
AlIR BLANK 0.000
EXT STD IR 0.410
EXT STD EC 0.400
AIR BLANK 0.000

DIAGNOSTIC OK

17
17
17

:50
:50
:51
17:
17
17:
17:
17z
17
17z
17
17
172
17
18:
18:
18:
18:
18:
18:
18:
18:
18:
18:
18:
18:
18:
18:
18:
18:
18:
18:
186 :

51
52
53
53
55
55
55

KoKk K Kk kK Rk KA RAKA KRR AKRE XK K&K K

OPERATOR_S | GNAlJURE :

AN




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS:-9/25/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batch#: D00009 D00009
Reference Value: 0.4026 0.4026
0.408 0.401
0.409 0.400
0.409 0.399
0.410 0.400
0.410 0.398
0.410 0.398
0411 0.398
0.409 0.396
0.409 0.395 .
0.409 0.395
Mean: 0.4094 0.3980
SD: 0.0008 0.0021
Bias %: 1.69 -1.14
CV %: 0.20 0.53
Mean-Ref. Value Difference: 0.0068 -0.0046

Tt

C’.(zsfl?

NAME OF TECHNICIAN PERFORMING TESTS

), ov/o,«.;

DATE

10]z /I3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

IR R R EEEEEEEREEEE SRR EEE S

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO. : ooogs
DATE : 09/25/2013

ok ok ok kK k kk R kKKK K KRKKAA KK & KKK

SUPERVISOR TEST

Kk ok ok kR R Rk KKk Kk Kk k ok kA XK KK A KKK

g/210L T IME

DIAGNOSTIC OK 15:58
AlR BLANK 0.000  15:58
EXT STD IR 0.408 15:58
EXT STD EC 0.401 15:58
AIR BLANK 0.000 16:00
EXT STD IR 0.409 16:01
EXT STD EC 0.400 16:01
AlR BLANK 0.000 16:02
EXT STD IR 0.409 16:03
EXT STD EC 0.399 16:03
AlIR BLANK 0.000 16:05
EXT STD IR 0.410 16:05
EXT STD EC 0.400 16:05
AlIR BLANK 0.000 16:07
EXT STD IR 0.410 16:07
EXT STD EC 0.398 16:07
AIR BLANK 0.000 16:09
EXT STD IR 0.410 16:10
EXT STD EC 0.398 16:10
AIR BLANK 0.000 16:12
EXT STD IR 0.411 16:12
EXT STD EC 0.398 . 16:12
AlR BLANK 0.000 16:14
EXT STD IR 0.409 16:14
EXT STD EC 0.396 16:14
AIR BLANK 0.000 16:16
EXT STD IR 0.409 16:17
EXT STD EC 0.395 16:17
AlR BLANK 0.000 16:19
EXT STD IR 0.409 16:19
EXT STD EC 0.395 16:19
AlR BLANK 0.000 16:20
DIAGNOSTIC OK 16:21
* kKRR KA KK AR KKK KX AR * k k k X X %

NAT




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

Simulator #:

Sim Thermi:
Batch#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

-DATE OF TESTS: 9/26/2013

UR E/C
DR4533 DR4533
DR4533 DR4533
D00009 D00009
0.4026 0.4026

0.410 0.399
0.412 0.400
0.412 0.399 .
0.412 0.399
0.412 0.398
0.412 0.397
0.410 0.394
0.412 0.395
0412 0.395
0.412 0.396
0.4116 0.3972
0.0008 0.0021
2.24 -1.34
0.19 .0.53
0.0090 -0.0054

\z '_D é'./f'("UV\

qbahy

NAME OF TECHNICIAN PERFORMING TESTS

/

D —Jowg

DATE

NAME OF TECHNICIAN REVIEWING RESULTS

IDAFAS

DATE

DRYSS3S

KA A KKK IXRIRRKKAK KKK XAAKERX KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO.: 00097
DATE : 09/26/2013

Xk Ak Ak K KKK KKA KKK *AKKARKF X

SUPERVISOR TEST
t*tﬁt*kit*ti*a*tii{ih*k*él
g/210L TIME
DIAGNOSTIC OK 14:00
AIR BLANK 0.000 14:00

EXT STD IR
EXT STD EC
AIR BLANK
DIAGNOSTIC OK 14:23

Kk A K AR Kk KK KK AL KX KKKRKF&RR

OPERATGR S| ATURE:

412 14:22

EXT STD IR 0.410 14:01
EXT STD EC 0.399 14:01
AIR BLANK 0.000 14:03
EXT STD IR 0.412 14:03
EXT STD EC 0.400 14:03
AIR BLANK 0.000 14:05
EXT STD IR 0.412 14:05
EXT STD EC 0.399% 14:05
AlIR BLANK 0.000 14:07
EXT STD IR 0.412 14:08
EXT STD EC 0.399 14:08
AlIR BLANK 0.000 14:10
EXT STD IR 0.412 14:10
EXT STD EC 0.398 14:10
AIR BLANK 0.000 14:12
EXT STD IR 0.412 14:12
EXT STD EC 0.397 14:12
AIR BLANK 0.000 14:14
EXT STD IR 0.410 14:15
EXT STD EC 0.394 14:15
AIR BLANK 0.000 14:17
EXT STD IR 0.412 14:17
EXT STD EC 0.395 14:17
AIR BLANK 0.000 14:19
EXT STD IR 0.412 14:19
EXT STD EC 0.395 14:19
AIR BLANK 0.000 14:21

0

0

0

.396 14:22
.000 14:22




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/27/2013

| IR E/C
Simulator #: * DR4533 DR4533
Sim Thermé: DR4533 DR4533
Batchi: D00009 D00009
Reference Value: 0.4026 0.4026
0.406 0.385
0.409 0.388
0.410 0.388"
0.410 0.387
0.409 0.386
0.408 0.385
0.4086 0.383
0.407 0.384
0.407 0.383
0.407 0.383
Mean: 0.4079 0.3852
SD: 0.0015 0.0020
Bias %: 1.32 -4.32
CV %: 0.37 0.52
Mean-Ref. Value Difference: 0.0053 +0.0174

i Srate ol

NAME OF TECHNICIAN PERFORMING TESTS DATE

%ﬁ’? 0 /3 TN (o7 22713

NAME OF TECHNICIAN REVIEWING RESULTS DATE

R****iti*ikttl*ta*#ﬁtkki

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0029
TEST NO.: 00108
DATE: 09/27/2013

tttﬂ*iktt**t****kttﬂw**t

SUPERVISOR TEST

Rﬁﬂt*t*k*ii*#t*ixt*ttt*i

g/ 210L TIME

DIAGNOSTIC OK 13:01
AIR BLANK 0.000 13:01
EXT STD IR 0.406 13:01
EXT STD EC 0.385 13:01
AIR BLANK 0.000 13:03
EXT STD IR 0.409 13:04
EXT STD EC 0.388 13:04
AIR BLANK 0.000 13:05
EXT STD IR 0.410 13:06
EXT STD EC 0.388 13:086
AIR BLANK 0.000 13:08
EXT STD IR 0.410 13:08
EXT STD EC. 0.387 13:08
AIR BLANK 0.000 13:10
EXT STD IR 0.409 13:10
EXT STD EC 0.386 13:10
AIR BLANK 0.000 13:12
EXT STD IR 0.408 13:13
EXT STD EC 0.385 13:13
AIR BLANK 0.000 13:15
EXT STD IR 0.406 13:15
EXT STD EC 0.383 13:15
AIR BLANK 0.000 13:17
EXT STD IR 0.407 13:17
EXT STD EC 0.384 13:17
AIR BLANK 0.000 13:19
EXT STD IR 0:407 13:20
EXT STD EC 0.383 13:20
AIR BLANK 0.000 13:22
EXT STD IR 0.407 13:22
EXT STD EC 0.383 13:22
AIR BLANK 0.000 13:23
DIAGNOSTIC OK 13:24

Kk R H A KAk KR K HRAKTE KKK T KK AKX

OPE,FZ OR S|[BGNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0029

DATE OF TESTS: 9/29/2013

I/R E/C

Simulator #: DR4533 DR4533

Sim Therm#: DR4533 DR4533
Batchit: D00009 D00009
Reference Value: 0.4026 0.4026

.0.415 0.399

0.415 0.399

0.414 0.396

0.414 0.395

0.413 0.395

0.415 0.395

0.415 0.393

0.416 0.395

i 0.416 0.395
‘ ' 0.416 0.394 -

Mean: 0.4149 0.3956

SD: 0.0010 0.0020

Bias %: 3.06 -1.74

CV %: 0.24 0.51

Mean-Ref. Value Difference: 0.0123 -0.007

1 Dk,

‘7/27// Z

NAME OF TECHNICIAN PERFORMING TESTS

DATE

[/ g0 " —
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYS23

Ak kA A kKR x r kKX AK KK RKKKAK KRR

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0029
TEST NO.: 00121
DATE : 09/29/2013

kR Kk Kk kR ok oA KR X K x k ok ok kK AR K KRR

SUPERVISOR TEST

Aok kok ok ok ok ok Ak kok ok ok ok ok ok kK k ok K K

g/210L TIME

DIAGNOSTIC OK 14:16
AIR BLANK 0.000 14:16
EXT STD IR 0.415 14:16
EXT STD EC 0.399 14:16
AlR BLANK 0.000 14:18
EXT STD IR 0.415 14:18
EXT STD EC 0.399 14:18
AIR BLANK 0.000 14:20
EXT STD IR 0.414 14:21
EXT STD EC 0.396 14:21
AIR BLANK 0.000 14:23
EXT STD IR 0.414 14:23
EXT STD EC 0.395 14:23
AIR BLANK 0.000 14:25
EXT STD IR 0.413 14:25
EXT STD EC 0.395 14:25
AIR BLANK 0.000 14:27
EXT STD IR 0.415 14:28
EXT STD EC 0.395 14:28
AIR BLANK 0.000 14:30
EXT STD IR 0.415 14:30
EXT STD EC 0.393 14:30
AIR BLANK 0.000 14:32
EXT STD IR 0.416 14:32
EXT STD EC 0.395 14:32
AIR BLANK 0.000 14:34
EXT STD IR 0.416 14:35
EXT STD EC 0.395 14:35
AIR BLANK 0.000 14:37
EXT STD IR 0.416 14:37
EXT STD EC 0.394 14:37
AIR BLANK 0.000 14:38
DIAGNOSTIC OK 14:39

Xk ok k ok K ok kR kK koA Kk kK Rk Ak K KA KKK

OPER?R Sl gNATURE 1




