TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0103

BATCH D0O00O1




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 9/30/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batchi: D00061 D0%001
Reference Value: 0.0090 0.0090
0.009 0.008
0.009 0.009
0.002 0.009
(.009 0.009
0.009 0.009
0.008 0.009
0.009 0.009
0.009 0.009
! 0.009 0.009
0.009 0.009
Mean: 0.0090 0.0080
SD: 0.0000 0.0000
Bias %: 0.00 0.00
CV %: 0.00 0.00
Mean-Ref. Value Difference: 0.0000 0
A Unvevpert 3/30 /201
NAME OF TECHNICIAN PERFORMING TESTS DATE

A,

/01413

NAME OF TECHNIGAN REVIEW|

NG RESULTS

DATE

B

5241555
k% **tit****k**k*iﬁ*ti'tk

WASHINGTOMN
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO.: 00086
DATE: 09/30/2013

'R EEEEEEEEERETETI B EE

SUPERYISOR TEST

IEEEREEEEEEEESE NI

gi210L TIME

DIAGNOSTIC OK 08:37
AIR BLANK 0.000 08:37
EXT STD IR 0.009 08:38
EXT STP EC 0.009 08:38
AIR BLANK 0.000 08:39
EXT STD IR 0.000 086:39
EXT STD EC 0.009% 08:39
AlIR BLANK 0.000 08:41
EXT STD IR 0.009 08:41
EXT STD EC 0.009 08:41
AlR BLANK 0.000 08:42
EXT S$TD IR 0.009 08:43
EXT STD EC 0.008 08:43
AIR BLANK 0.000 08:44
EXT STD IR 0.009 08:44
EXT STD EC 0.009 08:44
AIR BLANK 0.000 08:45
EXT STD IR 0.009 08:46
EXT STB EC 0.009 08:46
AlIR BLANK 0.000 08:47
EXT STD IR 0.00% 08:47
EXT STD EC 0.009 08B:47
AR BLANK 0.000 0B:49
EXT STD {R 0.009 085:49
EXT STD EC 0.009 08:48
AIR BLANK 0.000 08:50
EXT sTD IR 0.0090 08:51
EXT STD EC 0.009 08:51
AlR BLANK 0.000 08:52
EXT STD IR 0.009 08:52
EXT STD EC 0.009 08:52
AIR BLANK 0.000 08:53
DIAGNOSTIC OK 08:53

I EEAEEEEEEEE R ERE R SN N IR

OPERATOR S*FQATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/1/2013

I/R ' E/C
Simulator #: DR4533 DR4533 P L ) .
Sim Therm#: DR4533 DR4533 DRYSZ3
Batch#: o D00001 D00001 Bk Kk KA KK KK ARKR KKK R KKK KN K
Reference Value: 0.0090 0.0090 WASHINGTON
, ALGCOTEST 8510
0.008 0.009
SERIAL NO. : ARAH-0103
0.009 0.008 " TEST NO.: 00102
0.009 0,009 DATE : 10/01/2013
0.009 0.009 SUPERVISOR TEST
0.009 0.009 g/ 210L TIME
DIAGNOST IC OK 09:26
0.008 0.009 AIR BLANK  0.000 09:26
0.009 0.009 . EXT STD IR 0.008 09:26
. EXT STD EG 0.009 09:26
0.009 0.009 AIR BLANK 0.000 09:28
‘ . EXT STD IR 0.009 09:28
' 0.009 ' 0.009 EXT STD EC 0.008 00:28
0.009 0.009 AIR BLANK  0.000 09:29
EXT STD (R 0.009 08:30
Mean: 0.0089 0.0089 . EXT 8TD EC (.009 08:30
AIR BLANK  0.000 08:31
SD: 0.0003 0.0003 EXT STD IR 0.009 09:31
e O ey - EXT STD EC ©.009 09:31
Bias %: 11 1.1 AIR BLANK 0,000 09:33
CV %: 3.37 3.37 EXT STD IR 0.009 08:33
- EXT STD EC ©0.009 00:33
tviean-Ref, Value Difference: -0.0001 - : -0.0001 AIR BLANK 0.000 09:34
EXT STD IR 0.008 09:35
EXT STD EC 0.008 08:35
AIR BLANK 0.000 00:38
EXT STD IR 0.008 09:38
EXT STD EC . 0.009 09:3%
AIR BLANK 0,000 09:38
, EXT STD IR 0.009 09:38
) - , EXT STD EG 0.009 09:38
SO =13 AIR BLANK 0,000 008:39
DATE © EXT STD IR 0.008 09:40
EXT STD EC  0.008 09:40
AIR BLANK 0.000 09:41
) EXT STD IR 0.008 00:41
/ 0!£{ﬁ 7 EXT STR EC  0.009 00:41
i W R ‘ i R AIR BLANK  0.000 00:42
.ﬂ'm / G 313 DIAGNOSTIC OK 00:43
NAME OF TECHNICIAN REVIEWING RESULTS DATE A AhARLE R

QPERATOR SIGNAFURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEG ER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/2/2013

I/R E/C
Sirulator #: DR4533 DR4533
Sim Thermif: DR4533 DR4533
Batchi#: D00001 Dooood
Reference Value: 0.0090 0.0090
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
- 0.00% 0.009
0.009 0.009
0.008 0.009
0.009 0.009
0.009 0.009
0.009 0.009
Mean: 0.0080 0.0090
Shr: 0.0000- 0.0000
Bias %: 0.00 0.00
CV %: 0.00 0.00
Mean-Ref. Value Difference: 0.0000 0
Qm O'ng;w;_ (0 213
NAME OF TECHNICIAN PERFORMING TESTS DATE
‘%&L\ [0-2 2173
DATE

NAME OF TEEHNICIAN REVIEWING RESULTS

— ROb—

i ‘
LLBRHE33 PR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-01023
TEST NO.: 00114
DATE: 10/02/2013

Ak K kR R R T Rk K K& AKRK AKX KK

SUPERV |SOR TEST
Ak Ak Rk Kk KA KA KR KKRAT KRR NF
. ~gfe2fiol TIME
DIAGNOSTIC OK 12:16

AIR BLANK 0.000 12:16
EXT STD IR 0.009 12:47
EXT STh EC 0.009 12:17
AIR BLANK 0.000 12:18
EXT STD IR 0.009 12:19
EXT §TD EC 0.009% 12:19
AlR BLANK 0.000 12:20
EXT STD IR 0.009 12:20
EXT STD EC 0.009 12:2¢0
AIR BLANK 0.000 12:22
EXT STD IR 0.009 12:22
EXT STD EC 0.000 12:22
AR BLANK 0.000 12:23
EXT STD IR 0.008 12:24
EXT STD EC 0.009 12:24
AlR BLANK 0.000 12:25
EXT STD LR 0.009 12:25
EXT STD EC 0.009 12:25
AlR BLANK 0.000 12:26
EXT STD IR ©0.009 12:27
EXT STD EC 0.009 12:27
AIR BLANK 0,000 12:28
EXT §TD (R 0.009 12:29
EXT STD EC 0.009 12:29
AR BLANK 0.000 12:;30
EXT STOD IR 0.009 12:30
EXT STD EC 0.009 12:30
AR BLANK ¢.000 12:31
EXT STD IR 0.000 12:32
EXT STD EC 0.009 12:32
AIR BLANK 0.000 12:32
PIAGNOSTIC OK 12:33

Kk ok ox kK & Ak KA TWNE KXk K KR R KKK

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/3/2013

IR E/C
Simulator #: DR4533 ‘DR4533
Sim Thermit: DR4533 DR4533
Batchi: Dooo1 D000t
Reference Value: 0.0090 0.0090
0.010 0.008
0.009 0.009
0.008 0.009
0.009 0.009
0.009 0.008
0.009 0.009
0.009 0.009
_ 0.009 0.009
‘= 0.009 0.009
0.009 0.009
Mean: 0.0091 0.0090
SD: 0.0003 0.0000
Bias %: 1.11 0.00
CV %: 3.30 0.00
Mean-Ref. Value Difference: (.0001 0
F O Brun (o 3713
NAME OF TECHNICIAN PERFORMING TESTS . DATE
(0-23-13
DATE

pEHS3
Lol 209

WASHINGTON e
Ro:E5T
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO.: 00131
DATE: 10/03/2013

N T EE R R TR A

SUPERVISOR TEST

N T EEEEE R EEE RN A

g/i210L  TIME

DIAGNOSTIC OK i2:11
AIR BLANK 0.000 d12:11
EXT STD IR 0.010 12:144
EXT STD EC 0.009 12:11
AIR BLANK 0.000 12:13
EXT s¥TD {R 0.009 12:13
EXT STD EC 0.009 12:13
AlR BLANK 0.000 12:14
EXT €T IR 0.009 12:15
EXT ST EG 0.009 12:15
AIR BLANK 0.060 12:16
EXT STD IR 0.009 12:16
EXT STD EC 0.008 12:16
AIR BLANK 0.000 12:18
EXT STD IR 0.009 {12:18
EXT STD EC 0.009 12:18
AIR BLANK 6.000 12:18
EXT sTD IR 0.009 12:20
EXT STD EC 0.009 12:20
AlR BLANK 0.000 12:21
EXT STD IR 0.009 12:21
EXT STD EC 0.008 12:21
AIR BLANK 0.000 12:23
EXT STD IR 0.009 12:23
EXT STD EC 0.008 12:23
AlR BLANK 0.000 12:24
EXT €TD IR 0.009 12:25
EXT STD EC 0.009 12:25
AIR BLANK 0.000 12:26
EXT STD IR ©8.009 12:26
EXT STD EC 0.008 12:26
A1R BLANK 0.000 12:27
DIAGNOSTIC OK f2:27

e T E R LR E R R I

OPERATOR SIGNATURE:




IVIETHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

~ DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Therm##: ' DR4533 - DR4533
Batch#: D00001 D00001
Reference Value: 0.0090 0.0090
0.008 0.008
0.008 0.008
0.008 0.008
0.008 _ 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.008
\ 0.009 0.009
0.009 0.009
Mean: 0.0086 0.0082
SD: 0.0005 0.0004
Bias %: -4.44 -8.89
CV %: 5.81 4.88
Mean-Ref. Value Difference: -0.0004 _ -0.0008
T i = AT
NAME OF TECHMCIAN PERFORMING TESTS DATE

zgfa/) D%f@fnﬁ | (‘0‘9_”3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

B _
=
ﬁ-**lk*ﬁ**t*ﬂt@@i{tgt:c)*ﬁgﬁ

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0103
TEST NO. : 00141
DATE: 10/07/2013

L I I I

SUPERVISOR TEST
EERK KXk A A Kk R A &k X% k% Xk K &k & k&
g/210L TIME
DIAGNOSTIC OK 07:28
AlIR BLANK 0.000 07:28

EXT STD IR .008 07:28
EXT STD EC .008 07:28
AlR BLANK .000 07:30
EXT STD IR .008 07:30
EXT STD EC .008 07:30
AlIR BLANK .000 07:31
EXT STD IR .008 07:32
EXT STD EGC .008 07:32

AlR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR

0

0

0

0

0

0

0

0

0.000 07:33

0.008 07:33

0.008 07:33

0.000 07:34

0.009 07:35

EXT STD EC 0.008 07:35

AlIR BLANK 0.000 07:3s6

EXT STD IR 0.009 07:37

EXT STD EC 0.008 07:37

AIR BLANK 0.000 07:38

EXT sTD IR 0.009 07:38
0
0
0
0
0
0
0
0
0
0
0
K

EXT STD EC .008 07:38
AR BLANK .000 07:39
EXT STD IR .009 07:40
EXT STD EC .008 07:40
AIR BLANK L0000 07:41
EXT STD IR .009 07:41
EXT STD EC .009 07:41
AlR BLANK .000 07:43
EXT STD IR .009 07:43
EXT STD EC .009 07:43
AlIR BLANK .000 07:44

DIAGNOSTIC © 07:44

hok ko oK oAk Kk kok kok ok ok ok ok hok ok ok ok Ak Kk o

OPERATO URE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0103

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

Simulator #:

Sim Thermé:
Batch#:
Reference Value:

Mean:
Shy;
Bias %:
CV %:

] Mean:-Ref. Value Difference:

4. HAvENAE

DATE OF TESTS: 9/30/2013

R E/C
DR4533 DR4533
DR4533 DR4533
D00002 D00002
0.0147 0.0147

0.013 0.013
0.014 0.014
0.014 0.013
0.014 0.014
0014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.0139 0.0138
0.0003 0.0004
-5.44 6.12
2.16 290
-0.0008 -0.0009

9/30/2013

NAME OF TECHNICIAN PERFORMING TESTS DATE
" /@:@{j /@AZ%L 7 1913
NAME OF‘TECHN‘iﬁmPﬂ REVIEWING RESULTS DATE

P EEEE LR R TR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO. : 00088
DATE: 09730/2013

N R EEEEEEEEEER LR

SUPERVISOR TEST

tik**t****ktt*t#***ii***

g/210L TIME

DIAGNOSTIC OK 09:04
AIR BLANK 0.0600 09:04
EXT STD IR 0.013 09:05
EXT STD EC 0.013 09:05
AIR BLANK 0.0006 09:06
EXT STD IR 0.014 09:06
EXT STD EGC 0.014 09:08
AIR BLANK 0.000 09:07
EXT STD 'R 0.014 09:08
EXT STD EC 0.013 09:08
AIR BLANK 0,000 09:09
EXT STD IR ¢0.014 09:10
EXT STD EC 0.014 09:10
AlR BLANK 0.000 09:11
EXT STD IR 0.014 09:11
EXT STD EC 0.014 09:11
AR BLANK 0.000 09:13
EXT STD IR 0.014 09:13
EXT $TD EC 0,014 09:13
AR BLANK 0.000 09:14
EXT STD IR 0.014 00:15
EXT STD EC 0.014 09:15
AIR BLANK 0.000 09:186
EXT STD IR 0.014 09:16
EXT STD EC 0.014 08:16
AIR BLANK 9.000 09:18
EXT STD IR 0.014 09:18
EXT STD EC 0.014 09:18
AIR BLANK 0.00C 09:19
EXT STD IR 0.014 09:20
EXT STD EC 0.014 09:20
AIR BLANK 0.000 09:20
DIAGNOSTIC OK 09: 21

FoR oAk R kow ok koW ok k% Ak kok ok KA KK Kk kKK

OPERATOR Sy TURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/1/2013

IR E/C
Simulator #; DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batch#: Doo0o2 D00002
Reference Value: ’ 0.0147 0.0147
0.013 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
'1? 0.014 0.014
0.014 0.014
Mean: 0.0139 0.0132
SD: 0.0003 0.0004
Bias %: -5.44 -10.20
CV %: 2.16 3.03
Mean-Ref. Value Difference: -0.0008 -0.0015

20113

NAME OF TECANYCIAN PERFORMING TESTS

DATE

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DRUSZ

IEEEFEEEEEERENEEREENEEERELE]

WASHINGTON
ALCOTEST 9510

SERIAL NO.:

TEST NO.:
DATE :

DIAGNOSTIC OK

AlR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AIR
EXT
EXT
AlIR
EXT
EXT
AIR
EXT
EXT
AlIR
EXT
EXT
AlR
EXT
EXT
AIR
EXT
EXT
AlR
EXT
EXT
AlR

BLANK
STD IR
STD EC
BL ANK
STD IR
STR EC
BL ANK
STD IR

STD EC

Bl. ANK
STB IR
STD EC
BLANK
ST IR
STD EC
BLANK
STD IR
STD EC
BEANK
STD IR
STD EC
BELANK
STD IR
STD EC
BLANK
STD IR
S$TD EC
BLANK
STP IR
5TD EC
BLANK

COoOOLoOOOOLLoCODOoOOOoOCOOOOOOCOoOOODOOSOO

DIAGNOSTIC OK

k ok ok k kA kK kK W A Ak kox kXX ARk A KRRK

ARAH-0103
00103
10/01/2013

Ak kA kK k ok ok k Aok kk ok kR KKK KAk KK

SUPERVISOR TEST

Xk kA ok ok ok k kA A KKk kk ok kkWHREKXR

TIME

gl210L

.000
.013
.013
.000
014
.013
.000
014
.013
.000
.014
.013
.000
014
.013
000
.014
013
000
014
013
.000
.014
013
000
014
014
.000
014
.014
000

OPERATOR SI1GNATURE:

-k ok ek ok ok ek ek ek ek ek b b b ek ke mh adk ek kel
CoOCOOLOLOoOOLOOOCCOoOOC0O

107
07
07
107
09
:09
;09
10
1t
11
12
:13
:13
14
:14
14
;16
:16
:16
I
;18
10:

18

p—




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/2/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batch#: Do0g02 D00002
Reference Value: 0.0147 0.0147
0.013 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
! 0.014 0.013
10.014 0.013
Mean: 0.0139 0.0130
SD: 0.0003 0.0000
Bias %: -5.44 -11.56
CV %: 2.18 0.00
- Mean-Ref, Value Difference: -0.0008 -0.0017
~ -
f—e?xM O'ﬁr&% i6-2-i3
NAME OF TECHNICIAN PERFORMING TESTS DATE
P
%\J—#’L‘—- /82213
NAME OF TECANIC/AN REVIEWING RESULTS DATE

Kk % Q&E"‘?:—g;% X Kk k k XK EL:’I”E*

WASHINGTON
ALCOTEST 98510

SERITAL NO.: ARAH-0103
TEST NO. : 00115
DATE : 10/02/2013

A AR R R RAAKRKK KRR Kk kN AKX R AKX K

SUPERVISOR TEST

Aok Ak ok Rk kK Rk ok kA kK kKKK KKK

g/210L T IME

DIAGNOSTIC OK 12:45
AlR- BLANK 0.000 t2:45
EXT STD IR 0.013 12:486
EXT STD EC 0.013 12:486
AR BLANK 0.000 12:47
EXT STD IR 0.014 12:47
EXT STD EC ©0.013 12:47
AR BLANK 0.000 12:49
EXT STD IR 0.014 12:49
EXT STD EC 0.013 12:49.
AIR BLANK 0.000 J2:50
EXT STD IR 0.014 12:51
EXT STD EC 0.013 12:51
AR BLANK 0.000 12:52
EXT STD IR 0.014 12:53
EXT STD EC 0.013 12:53
AIR BLANK 0.000 12:54
EXT STD IR 0.014 12:54
EXT STD EC 0.013 12:54
AIR BLANK =~ 0.000 12:56
EXT STD IR 0.014 12:56
EXT STD EC 0.013 12:56
AlR BLANK 0.0060 12:57 .
EXT STD IR 0.0614 12:58
EXT STD EC 0.013 12:58
AR BLANK 0.000 12:59
EXT STD IR 0.014 12:589
EXT STD EC 0.013 12:59
AIR BLANK 0.000 13:01
EXT STD IR 0.014 13:01
EXT STD EC 0.013 13:01
AR BLANK 0.000 13:02
DIAGNOST IC OK 13:02

d ok kR ok kox KR KK R KX KX xKkXAKR KX

OPERATOR S1GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/3/2013

I/R E/C

Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batch#: Doco2 Dogo2
Reference Value: 0.0147 0.01147

0.013 0.013

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

Mean: 0.0139 . 0.0139

SD: 0.0003 - 0.0003

Bias %: -5.44 -5.44

CV %: 2.16 216
Mean-Ref. Value Difference: -0.0008 -0.0008
75,;44 0/5:,/‘(,@/,{, /o 3713
NAME OF TECHNICIAN PERFORMING TESTS DATE
i Y Y W0 ~23543

NAME OF TECHRIEIAN REVIEWING RESULTS DATE

2 g
DRUYS3Z | mhiT,,

WASHINGTON
ALGOTEST 9510

SERIAL NO. : ARAH-0103

TEST NO.: 00129
DATE: t0/03/2013

ﬁi*kﬁ*i**ttﬁ*tt*ii*ki*k*

SUPERVISOR TEST

it*x***itk*ﬁﬁ***#*ii**k*

grzioL  TIME

DIAGNOSTIC OK 11:014
AIR BLANK 0.000 11:01
EXT STD IR 0.013 ti:01
EXT STD EC 0.013 11:01
AR BLANK 0.000 11:03
EXT STD IR 0.014 11:03
EXT STD EC 0.014 11:03
AIR BLANK p.000 11:04
EXT STD IR 0.014 11:05
EXT STD EGC 0.014 11:05
AlR BLANK 0.000 11:06
EXT STD IR 0.014 11:06
EXT sSTD EC 0.014 11:086
AIR BLANK 0.000 11:08
EXT STp IR 0.014 11:08
EXT STD EC 0.014 11:08
AIR BLANK 6.000 11:09
EXT STD IR 0.014 11:10
EXT STD EC 0.014 11:10
AR BLANK 0.000 f1:11
EXT STD IR 0.014 11:12
eXT STD EC 0.014 11:12
AlR BLANK 0.000 11:13
EXT STD IR 0.014 11:13
EXT STD EC 0.014 11:13
AR BLANK 0.000 1i1:15
EXT STD IR ©.014 11:15
EXT STD EC 0.014 11:15
AR BLANK 0,000 11:186
EXT STD IR ©.014 11:17
EXT §Th EC 0.014 11:17
AlR BLAMK 0.000 11:17
DIAGNOSTIC OK 11:18
#t***ti*ﬁ*ia**tfﬁ*xn*t*ﬁ

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: - DR3204 DR3904
Sim Thermit: DR3904 DR3904
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
0.012 0.011
0.013 0.012
0.013 0.012
0.013 0.012
0.013 0.013
0.013 0.013
0.013 0.013
0.014 0.013
| . 0.014 0.013
0.014 0.013
Mean: 0.0132 0.0125
SD: 0.0006 0.0007
Bias %: -10.20 -14.97
CV %: 4.55 5.60
Mean-Ref. Value Difference: -0.0015 -0.0022
= | 07403
NAME OF TEEHMCTAN PERFORMING TESTS DATE
ygf)ﬂ 0’%&@1\ fa9-43
NAME OF TECHNICIAN REVIEWING RESULTS DATE

“‘-"\.
RI70L
AKXk KXKRXARKRRRXXTERAKKXEX & KX
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO. : 00142
DATE: 10/07/2013

Ak ok k ok k Ak Kk k Kk k kR * AKX KKK RKRX

SUPERVISOR TEST

ok kK Kk kk ok K kK k ok ohkk kK KKk koK kK

g/ 210L TIME

DIAGNOSTIC OK 07:53
AIR BLANK 0.000 07:54
EXT STD IR 0.012 07:54
EXT STD EC 0.011 07:54
AIR BLANK 0.000 07:55
EXT STD IR 0.013 07:56
EXT STD EC 0.012 07:56
AlR BLANK 0.000 07:57
EXT STD IR 0.013 07:57
EXT STD EC 0.012 07:57
AIR BLANK 0.000 07:59
EXT STD IR 0.013 07:59
EXT STD EC 0.012 07:59
AlR BLANK 0.000 08:00
EXT STD IR 0.013 08:01
EXT STD EC 0.013 08:01
AIR BLANK 0.000 08:02
EXT STD IR 0.013 08:02
EXT STD EC 0.013 08:02
AIR BLANK 0.000 08:04
EXT STD IR 0.013 08:04
EXT STD EC 0.013 08:04
AIR BLANK 0.000 08:05
EXT STD IR 0.014 08:06
EXT STD EC 0.013 08:06
AIR BLANK 0.000 08:07
EXT sTD IR 0.014 08:08
EXT STD EC 0.013 08:08
AIR BLANK 0.000 08:09
EXT STD IR 0.014 08:09
EXT STD EC 0.013 08:09
AlR BLANK 0.000 08:10
DI AGNOSTIC OK 08:10

kKA K KKk A XK K KK AKNKEEK F&ERA KK

OPERATOR SI|GNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0103

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 9/30/2013

/R E/C
Simulator #: DR4533 DRA4533
Sim Therm#: DR4533 DR4533
Batch#: D00003 7 DO0003 WASH I NGTON

Reference Value: 0.0204 ' 0.0204 ALCOTEST 9510
0.019 0.019 SERIAL NO.: ARAH-0103
: TEST NO.: 00089
0.020 0019 DATE : 09/30/2013

- 0.019 0.019 SUPERVISOR TEST
0'019 0'019 d Kk kK kb ok k ok k% &k h ok k vk ok ok ok ¥ kk Xk A &
g/210L  TIME
0.020 0.019 DIAGNOSTIC OK 09:29
AIR BLANK 0.000 09:29
0.020 0.019 EXT STD (R 0.018 09:20
0.019 0.019 EXT STD EC 0.01¢ 09:29
AIR BLANK  0.000 098:30
0.020 0.012 EXT STD IR 0.020 09:31
‘ EXT STD EC 0.019 09:31
*‘- 0.020 0.019 AIR BLANK  0.000 09:32
0.020 0.019 EXT STD IR 0.019 09:33
EXT STD EC 0.019 06:33
Mean: 0,0196 0.0190 _ AR BLANK 0.000 08:34
) EXT STD IR 0.019 008:34
SD: 0.0005 0.0000 EXT STD EC 0.019 09:34
ing %: 3.92 -6.86 ATR BLANK 0.000 09:36
Bias % 3.9 EXT STD IR 0.020 006:36
CV %: 255 0.00 EXT STD EC 0.019 00:36

‘ AIR BLAMK  0.000 090:

Mean-Ref. Value Difference: -0.0008 _ -0.0014 EXT STD IR 0.020 Og:g;
EXT STD EC '0.019 0%:38
AIR BLANK  0.000 09:39
EXT STD IR 0.019 09:39
EXT STD EC 0.019 09:30
ATR BLANK  0.000 09:41
EXT STD IR 0.020 09:41
/ EXT STD EC  0.019 098:41
— : AIR BLANK  0.000 09:43
/4‘: H)Z“/C‘:U'UQZ 9 30/20/—? EXT STD IR 0.020 09:43
' EXT STD EC 0.019 00:43
NAME OF TECHNICIAN PERFORMING TESTS DATE ATR BLANK 0 000 09.44
‘ EXT STD IR 0.020 09:45
: : EXT STD EC  0.019 09:45
T j{ ATR BLANK 0.000 09:45
«@L Ot -1 DlAmiosTic O ||, 00:46

NAME OF TECHNICIAN REVIEWING RESULTS DATE B AL :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/1/2013

/R E/C
Simulator #: DR4533 DR4533
Sim Thermé: © DR4533 DR4533
Batchif: D00003 D00003
Reference \falue: 0.0204 0.0204

0.019 0.018

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

Mean: 0.0199 0.0189

SD: 0.c003 0.0003

Bias %: -2.45 ' 7.35

CV %: 1.51 1.59
Mean-Ref. Value Difference: -0.0005 -0.0015

,u%/("\ D13

NAME OF TECHNIGIAN PERFORMING TESTS DATE

ﬁéw 0'Frees 10-22 13

NAME OF TECHNICIAN REVIEWING RESULTS DATE

SRUS2S

Ak R Aok Rk Kk XK KK FKARK KKK RN

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO. : . 00104
DATE: 10/01/2013

k*i**i**t*ik**ﬁiti*hi’*i*

SUPERVISOR TEST

N EEEEEEREEE R E I

g/210L  TIME

DIAGNOSTIC OK 10:38
AiIR BLANK 0.000 10:38
EXT STD 'R 0.019 10:38
EXT STD EC 0.018 10:38
AlR BLANK 0.000 10:39
EXT STD IR 0.020 10:40
EXT STD EC 0.019 10:40
ATR BLANK 0.000 10:41
EXT STD IR 0.020 10:42
EXT STD EC 0.019 10:42
AlR BLANK 6.000 10:43
EXT STD IR 0.020 10:43
. EXT STD EC  0.019 10:43
AIR BLANK 0.000 10:45
EXT STD IR 0.020 10:45
EXT STD EC 0.019 10:45
AIR BLANK 0.000 10:47
EXT STD IR 0.020 10:47
EXT STD EC 0.019 10:47
AIR BLANK 0.000 10:48
EXT STD 1R ©0.020 10:48
EXT STD EC 0.019 10:49
AlR BLANK 0.000 10:50
EXT STD IR 0.020 10:50
EXT STD EC 0.019 10:590
AlR BLANK 0.000 10:52
EXT STD IR ©.020 10:52
EXT STD EC 6.019 10:52
AIR BLANK _ 0.000 10:54
EXT STD IR 0.020 10:54
EXT STD EC 0.019% 10:54
AlR BLANK 0.000 10:55
DIAGNOSTIC OK 10:55
i*ﬁk*******ti**i**#*****




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/2/2013

R E/C
Simulator #: DR4533 DR4533
- Sim Thermii: DR4533 DR4533
Batch#: D00003 Do0g03
Reference Value: 0.0204 - - 0.0204
0.019 0.018
0.020 - 0.018
0.020 0.018
0.020 0.019
0.020 ~ 0.019
0.020 0.019
0.020 0.019
0.020 0.018
0.020 0.019
0.020 0.019
Mean: 0.0199 0.0187
Sh; 0.0003 0.0005
Bias %: . 245 -8.33
CV %: 1.51 2.67
Mean-Ref. Value Difference: -0.0005 -0.0017
na o) BRren) o =17
NAME OF TECHNICIAN PERFORMING TESTS DATE
e JL_, /L2213

- NAME OF TEC ICIA REVIEWINGRESULTS . DATE

IeusS33

xxxxx laa!‘n*tﬁ*ﬂitttki

" WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO. : 00116
DATE: - 10/02/2013

iﬁ**ittkt***t***klkik*ﬁ*

SUPERVYISOR TEST

AKX U X XK L AKX A KRR F R h Rk K AR A ox %

g/210L  TIME

DIAGNOSTIC 0K 13:15
AIR BLANK 0.000 13:15
EXT STD IR 0.019 13:15
EXT STD EC 0.018 13:15
AlR BLANK 0.000 13:17
EXT STD IR 0.020 13:17
EXT STD EC 0.018 13:17
AIR BLANK 0.000 13:19
EXT STD IR 0.020 13:19
EXT STD EG 0.018 13:19
AIR BLANK ¢.000 13:20
EXT STD IR 0.020 13:21
EXT STD EC 08.01% 13:21
AlR BLANK 0.000 13:22
EXT STD IR 0.020 13:22
EXT STD EC 0.019 13:22
AlR BLANK 0.000 13:24
EXT STD IR 0.020 13:24
EXT STD EC 0.01% 13:24
AR BLANK 0.000 13:286
EXT STD IR 0.020 13:26
EXT STD EC 0.019 13:26
AIR BELANK 0.000 13:27
EXT STD IR 0.020 13:28
EXT STD EC 0.019 13:28
AlIR BLANK 0.000 13:29
EXT STD IR 0.020 13:29
EXT STD EC 0.019 13:29
AR BLANK 0.000 13:31
EXT STD IR 6.020¢ 13:31
EXT STD EC 0.019 13:31
AlR BLANK 6.000 13:32
DIAGNOSTIC OK 13:32

Rk doh ok k ok Xk KRk R KX kKA KA K k&

OPERATOR S[GNATURE:

(ROA




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/3/2013

I/R E/C
Simeulator #: DR4533 DRA4533
Sim Therm#: DR4533 DR4533
Batché: D00003 D00003
Reference Value: 0.0204 0.0204
0.019 0.018
0.020 0.019
0.020 0.019
0.020 0.019
0.021 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
Mean: 0.0200 0.0189
SD: 0.6005 0.0003
Bias %: -1.96 -7.35
CV %: 2.50 1.59
Mean-Ref. Value Difference: -0.0004 -0.0015
?\M O‘B/‘u_,\,\d o s"13
NAME OF TECHNICIAN PERFORMING TESTS DATE
- M/L«L 2] 2S5
NAME OF TECHNICIAN REVIEWING RESULTS D’;?Z 2345

DAUS3N
ba—*-l “f 020

AR E KK K AR KT R KN R AR N K KA X ANK
WASH | NGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO.: 60132
DATE: 10/03/2013

tl*ttk!ﬁﬂ*ﬁitkt****ta*k*

SUPERVISOR TEST

Kk k d ok ok AR KR XK AR AR KK T HE £ kR

af2i0t TIME

DIAGNOSTIC OK 13:07
ATR BLANK 0.000 13:07
EXT STD IR 0.019 13:08
EXT §TD EC 0.018 13:08
AIR BLANK 0.000 13:09
EXT STD IR 0.020 13:10
EXT sSTb EC 0.0198 13:10
AIR BLANK 0.000 13:11%
EXT STD IR ©.020 13:11
EXT STD EC 0.019 13:11
AIR BLANK 0.000 13:13
EXT STD IR 0.020 13:13
EXT STD EC ¢.019 13:13
AIR BLANK 0.500 13:14
EXT STD IR 0.021 13:135
EXT STD EC 0.019 13:15
AlR BLANK 0.000 13:186
EXT §TD IR 0.020 13:17
EXT STD EC ©0.018 13:17
AIR BLANK 0.000 13:18
EXT STD IR 0.020 13:18
EXT STD EC 0.019 13:18
AlR BLANK G.000 13:20
“EXT S$TD IR 0.020 13:20
EXT STD EC ¢.019 13:20
A1R BLANK 0.000 13:21
EXT STD IR 0.020 13:22
EXT STD EC 0.019 13:22
AIR BLANK 0.000 13:23
EXT STD IR 0.020 13:24
EXT STD EC 0.019 13:24
AIR BLANK 0.000 13:24
DEAGNOSTIC OK 13:25

Ak kR A KKk A K KN K A kN A EET N E KR

OPERATOR $IGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4533 . DR4533
Sim Thermtt: DR4533 DR4533
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204
0.019 0.019
0.020 0.019
0.020 , 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 : 0.019
0.020 0.019°
0.020 0.019-
Mean: 0.0199 0.0190
SD: 0.0003 0.0000
Bias %: -2.45 -6.86
CV %: 151 0.0

Mean-Ref. Value Difference: -0.0005 -0.0014

ﬁﬁ%ﬁﬁEZEi@j | pO- 7S

NAME OF TECHNICKAN-PERFORMING TESTS DATE

/zzj mw O 'fgf%n; /0°G-13

NAME OF TECHNICIAN REVIEWING RESULTS DATE

e DRAR33

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0103
00143
DATE : 10/07/2013

KAk kKR RK KK REEAKAKAXKEKXKX & & XX

TEST NO.:

SUPERVISOR TEST

'SR EEEEE R R R R EE R R

TIME

g/210L
DIAGNOSTIC OK

AIR BLANK  0.000
EXT STD IR 0.019

EXT STD EC 0.019
AIR BLANK 0.000
EXT STD IR 0.020
EXT STD EC 0.019
AIR BLANK 0.000
EXT STD IR 0.020
EXT STD EC 0.019
AIR BLANK 0.000
EXT STD IR 0.020
EXT STD EC 0.019
AIR BLANK 0.000
EXT STD IR 0.020
EXT STD EC 0.019
AIR BLANK 0.000
EXT STD IR 0.020
EXT STD EC 0.019
AIR BLANK 0.000
EXT STD IR 0.020
EXT STD EC 0.019
AIR BLANK 0.000
EXT STD IR 0.020
EXT STD EC 0.019
AlR BLANK 0.000
EXT STD IR 0.020
EXT STD EC 0.019
AlR BLANK 0.000
EXT STD IR 0.020
EXT STD EC 0.019
AIR BLANK 0.000

DIAGNOSTIC OK

08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
128
129
129
130
:30
:30
132
232
132
: 34
134
:34
a5
:36
136
: 37
138
:38
:38
: 39

21
21
22
22
23
24
24
25
25
25
27
27
27

koA ok Rk Rk K Kk K A R R K KKk KK KKK K KK

OPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0103

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 9/30/2013

/R E/C
Simulator #: DR4533 DR4533
SimTherm#: DR4533 DR4533 xRk ok ok ok ohok K kW kR kAR KKk kK AR KK
Batch#: D00004 . D00004 WASHINGTON
Reference Value: 0.0408 0.0408 ALCQOTEST 9510
: SERIAL NO. : ARAH-0103
0.039 0.087 TEST NO. : 00090
0.039 0.038 DATE: 09/30/2013
0.039 0.038 SUPERVISOR TEST
0.039 0.038 ‘ gl 210L T IME
0.039 0.038 DIAGNOSTIC OK 09:52
AIR BLANK  0.000 09:52
0.039 0.038 EXT STD IR 0.039 09:53
"EXT STD EC 0.037 09:53
0.039 0.038 AIR BLANK 0.000 00:54
0.039 0.038 EXT STD {R 0.03% 08:55
EXT STD EC 0.038 08:55
0.039 0.038 AIR BLANK ©0.000 00:56
‘ EXT STD IR ©0.039 09:56
0.040 0.038 EXT STD EC 0.038 09:56
Mean: 0.0391 0.0379 AIR BLANK 0.000 09:58
EXT STD IR 0.039 09:58
SD: 0.0003 0.0003 EXT STD EC 0.038 09:58
. _ ; AIR BLANK 0.000 10:00
Bias %! -4.17 Al : EXT STD IR 0.039 10:00
CV %: 0.77 0.79 EXT STb EC 0.038 10:00
. AIR BLANK 0.000 10:01
Mean-Ref. Value Difference: -0.0017 -0.0029 EXT STD IR ¢.039 10:02
EXT STD EGC 0.038 10:02
AR BLANK  0.000 10:03
EXT STD IR 0.039 10:04
EXT STD EC  0.038 10:04
AIR BLANK 0.000 10:05
EXT STD IR 0.039 10:06
EXT STD EG 0.036 10:06
_ AIR BLANK 0.000 10:07
A Havenn et 9/30/7013 EXT STD IR 0.039 10:07
C . 8 H
NAME OF TECHNICIAN PERFORMING TESTS DATE N SIb R 508k 10:07
. : : EXT STD IR 0.040 10:09
EXT STD EC 0.038 10:09
J— AIR BLANK 0.000 10:10
=) R Je~it -13 DA s a e d0200
NAME OF TECHMIEIAM REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/1/2013

IR E/C
Simuiator #: DR4533 DR4533
Sim Thermit: DR4533 DR4533
Batchit: boooo4 D00004
Reference Value: 0.0408 0.0408

0.040 0.038

0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.039

0.041 0.039

0.041. 0.039

0.040 0.039

0.040 0.038

0.040 0.038
Mean: 0.0402 0.0387
SD: 0.0004 0.0005

Bias %: -1.47 -5.15

GV %: 1.00 1.29
Mean-Ref. Value Difference: -0.0006 -0.0021

SO~/

— :
NAME OF TECANICIAN PERFORMING TESTS

DATE

DRUS3 ™

Ak km gk XK AKX KK AR KKK R

WASH I NGTON
ALCOTEST 8510

SERFAL NO.:
TEST NO.:
DATE : 10/ 01

* kR kK kk kk Ak kKR kK kRK KKK

SUPERVISOR TEST

* X Rk Ak kK kK ok ok ok kokhkk K

LI

ARAH-0103

0010486
f2013

* ok k& &

* k Kk ok ok

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

g/210L TIME
DIAGNOSTIC OK 11:57
AIR BLANK 0.000 11:58
EXT STD IR 0.040 11:58
EXT STD EC 0.038 11:58
AIR BLANK 0.000 11:59
EXT STD IR 0.040 12:00
EXT STD EC 0.039 12:00
AIR BLANK 6.000 12:01
EXT STD IR ©.040 12:02
EXT STD EC 0.039 12:02
AlR BLANK 0.000 $2:03
EXT STD IR 0.040 12:03
EXT STD EC 0.039 12:03
AIR BLANK 0.000 12:05
EXT ST IR 0.040 12:05
EXT STD EC 0.039 12:05
AlR BLANK ¢.000 12:07
EXT STHb IR 0.041 12:07
EXT STb EC 0.039 12:07
AIR BLANK ~ 0.0900 12:09
EXT STD IR 0.041 12:009
EXT STD EC 0.039 12:09
AIR BLANK 0.000 12:10
EXT STD IR 0.040 12:11
EXT STD EC 0.039 12:1d
AIR BLANK 0.0006 12:1%12
EXT STD IR 0.040 12:13
EXT STD EC 0.038 12:13
AR BLANK- 0.000 12:14
EXT STD IR 0.040 12:14
EXT STD EC 0.038 12:14
AIR BLANK 0.000 12:15
DIAGNOSTIC OK 12:16
IEEEEEEE RIS I I A I

OPERATOR SI|GNATHRE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/2/2013

/R E/C
Simulator #: PR4533 DR4533
Sim Therm#: DR4533 : DR4533
Batchi: D00004 D00004
Reference Value: 0.0408 0.0408
0.038 ~0.036
0.039 0.037
0.040 0.038
0.040 : 0.038
0.039 0.038
0.040 © 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
Mean: 0.0396 0.0377
SD: 0.0007 0.0007
Bias %: -2.94 - -7.80
CV %: 1.77 1.86
Mean-Ref. Value Difference: -0.0012 -0.0031
R Ot 0213
NAME OF TECHNICIAN PERFORMING. TESTS DATE
L;’%ﬁﬁim /L 67? -22 "')B
NAME OF TECHNICIAN REVIEWING RESULTS DATE

PRUSSS
aﬁt*a“%‘@ﬁ?ﬁ&jﬂtt***x*ﬁ*ta«**

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0103
TEST NO. : 00117
DATE: . 10/02/2013

A Ak Kk AKX K RXAK AN AR R KK R KR kK xR

SUPERVISOR TEST

Wkok Rk X kK KN Kk k k ok ok Kk ok Kk ok ko

g/210L  TIME

DIAGNOSTIC OK 14:13
AlR BLANK 0.000 14:13
EXT STD IR 0.038 14:14
EXT STh EC 0.0636 14:14
AlR BLANK 0.000 14:15
EXT STD IR 0.039 14:15
EXT STD EC 0.037 14:15
AIR BLANK ¢.000 14:17
EXT STD IR 0.040 14:17
EXT STD EC~ 0.038 14:17
AIR BLANK 0.000 14:19
EXT STD IR 0.040 14:19
EXT STD EC 0.038 14:19
AlR BLANK 6.000 14:21°
EXT STD IR 0,039 14:21
EXT STD EC 0.038 14:21
AlR BLANK 0.000 14:22
EXT STD IR 0.040 14:23
EXT STD EC 0.038 14:23
AIR BLANK 0.000 14:24
EXT 8TD IR 0.040 14:25
EXT STD EC 0.038 14:25
AlR BLANK 0.000 14:26
EXT STD iR 0.040 14:26
EXT STD EC 0.038 14:28
AlIR BLANK 0.000 14:28
EXT STD IR 0.040 14:28
EXT sSTD EC. 0,038 14:28
AIR BLANK 0.000 14:30
EXT STD IR 0.040 14:30
EXT ST EC 0.038 14:30
AR BLANK 0.000 14:31
DIAGNOST I C, OK 14: 31

y«'ﬁt**#ttﬁk@a*tt:ﬁ*x*i*t**




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/3/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batchit: D00004 Poooo4
Reference Value: 0.0408 0.0408

0.038 0.037

0.040 0.038

0.040 0.039

0.040 0.038

0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.039

Mean: 0.0398 0.0386

SD: 0.00086 0.0007

Bias %: -2.45 -5.39

CV %: 1.51 1.81
Mean-Ref. Value Difference! -0.0010 -0.0022

&m&ﬂf% iH-2-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
Mf‘@é/\ﬁﬁ-”@’? 0-23-13
NAME OF TECHNHCTAR REVIEWING RESULTS DATE -

¢ b‘“‘j ‘—l
DLUS 23 BHog

kkdk ok ok k Kok KW KKk KK KKK KK

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO.: 00135
CATE: 10/03/2013

Hokok ok ok ok k kR KR KAk kK kow ok kX &k Ak

SUPERVISOR TEST.

ok ok ok ok ok k k koA Kk ok ok ok ok ok kA Kk &K KR

gf210L T IME

DIAGNOSTIC OK 13:57
AIR BLANK 0.000 13:57
EXT STD IR 0.038 13:58
EXT STD EC ©0.037 13:58
AR BLANK 0.000 13:59
EXT STD IR 0.040 13:59
EXT STD EC 0.038 13:59
AR BLANK 0.000 14:01
EXT STD IR ©.040 14:01
EXT STD EC 0.039¢ 14:01
AIR BLANK 0.000 14:03
EXT STD IR 0.040 14:03
EXT STD EC 0.038 14:03
AIR BLANK 0.000 14:04
EXT STD IR 0.040 14:05
EXT STD EC 0.039 14:05
AlR BLANK 0.000 14:06
EXT STD IR 0.040 14:07
EXT $TD EC 0.039 14:07
AlR BLANK 0.000 14:08
EXT STD IR 0.040 14:09
EXT STD EC 0.039 14:09
AR BLANK 0.000 14:10
EXT STD IR 0.040 1i4:10
EXT STD EC 0.03¢ 14:10
AiR BLANK 0.000 14:12
EXT STD IR 0.040 14:12
EXT STD EC 0.039 14:12
AIR BLANK 0.000 14:14
EXT STD IR 0.040 144:14
EXT STD EC 0.039 1t1d:14
AIR BLANK 0.000 t4:15
DIAGNOSTIC OK 14:15

LIEEEREEREEEREER IR NI I AN

OPERATOR SIGNATURE:

(D OB~




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batchit: D00004 D00004 -
Reference Value: ~ 0.0408 0.0408
0.039 0.037
0.039 0.037
0.039 . 0.037
0.039 0.038
0.039 0.038
0.039 . 0.038
0.039 0.038
0.039 0.038
0.039 0.038
0.039 0.038
Mean: 0.0390 0.0377
SD; 0.0000 0.0005
Bias %: -4.41 . -7.60
CV %: 0.00 1.33
Mean-Ref, Value Difference: -0.0018 -0.0031

~n .clfé/ | /0713

NAME OF TECHNTGIAN/PERFORMING TESTS DATE

fhn OBries (o= 513

NAME OF TECHNICIAN REVIEWING RESULTS DATE

‘DQ%‘?@‘{
i*kt*k*ﬁﬁk*i*u**ﬁ*ﬁxii**

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0103
TEST NO. : 00144
DATE : 10/07/2013

KKKk ok kk k kX Xk khAKKKNE X &

SUPERVISOR TEST

FRkk Xk ok kk kXK KA AKKKERRAXERK K

g/210L TIME

DIAGNOSTIC OK 08:45
AIR BLANK 0.000 0B:45
EXT STD IR 0.039 08:45
EXT STD EC 0.037 08:45
AlR BLANK 0.000 08:47
EXT STD IR 0.039 08:47
EXT STD EC 0.037 08:47
AlIR BLANK 0.000 08:49
EXT STD IR 0.039 08:49
EXT STD EC 0.037 08:49
AIR BLANK 0.000 08:50
EXT STD IR 0.039 08:51
EXT STD EC 0.038 08:51
AIR BLANK 0.000 08:52
EXT STD IR 0.039 08:53
EXT STD EC 0.038 08:53
AIR BLANK 0.000 08B:54
EXT STD IR 0.039 08:54
EXT STD EC 0.038 08:54
AlIR BLANK 0.000 08:56
EXT STD IR 0.039 08:56
EXT STD EC 0.038 08:56
AlR BLANK 0.000 08:58
EXT STD IR 0.039 08:58
EXT STD EC 0.038 08:58
AlR BLANK 0.000 09:00
EXT STD IR 0.039 09:00
EXT STD EC 0.038 09:00
AIR BLANK 0.000 09:01
EXT STD IR 0.039 09:02
EXT STD EC 0.038 09:02
AlR BLANK 0.000 09:02
DIAGNOSTIC OK 09:03

KR KK R KK kK ok Ak ok ok kxR KKK R K KK




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
| ARAH-0103

BATCH D0O0005




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 9/30/2013

YR E/C
Simulator #: DR4533 DR4533
SimTherm#: DR4533 DR4533 **li***;t***iiﬁﬁ****l***
Batchi: D00005 DO000S WASH INGTON
Reference Value: 0.0804 0.0804 ALCOTEST 9510 _
. SERIAL NO.: ARAH-0103
0.078 0.076 TEST NO. : 00092
0.079 0.077 DATE: 09/30/2013
0.080 : 0.077 SUPERVISOR TEST
0.080 ‘ 0.077 ) g/ 210L T IME
0.080 0.077 DIAGNOSTIC OK 10:22
AIR BLANK  0.000 10:22
0.079 0.077 EXT STD IR 0.079 10:22
EXT STD EC 0.076 10:22
0.080 . 0.078 AIR BLANK 0.000 10:24
0.080 0.078 EXT STD IR 0.079 10:24
EXT STD EC 0.077 10:24
0.080 0.078 AIR BLANK 0.000 10:26
EXT STD IR 0.080 10:26
10080 0.078 EXT STD EC 0.677 10:26
. AIR BLANK 0.000 10:28
Mean: 0.0797 0.0773 EXT STD IR 0.080 10:28
SD: 0.0005 " 0.0007 EXT STD EC 0.077 10:28
) AR BLANK  0.000 10:30
Bias %: 0.87 -3.86 EXT STD IR 0.080 10:30
oz : EXT STD EC 0.077 16:30
CV %: 0.63 0.91 ALR BLANK 0.000 10:31
Mean-Ref. Value Difference: -0.0007 -0.0031 EXT STD IR 0.079 10:32
EXT STD EC 0.077 10:32
AIR BLANK ©0.000 10:33
EXT STD IR 0.080 10:34
EXT STD EC 0.078 10:34
AR BLANK  0.000 10:35
EXT STD IR 0.080 10:36
EXT STD EC 0.078 10:36
AIR BLANK ©0.000 10:37
A, Havenner G/z0/zo01% EXT STDUIR 0.080 10:3s
NAME OF TECHNICIAN PERFORMING TESTS DATE A1R BLANK 0: 000 10;39
EXT STD IR 0.080 10:40
EXT STD EC 0.078 10:40
e ' AIR BLANK  0.000 10:40
[ @-_; . . _ DIAGNOSTIC OK 10:41
f:;—gfb; m y’&”lqﬂls I EEEEREE EREEER I I I
NAME OF TECHNTCIAN REVIEWING RESULTS DATE RN :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/1/2013

/R E/C
Simulator #: DR4533 DR4533
Sim Thermd: ) DR4533 DR4533
Batchi: D00005 Do000s5
Reference Value: 0.0804 0.0804
0.078 0.075
0.078 0.076
0.079 0.076
0.080 0.076
0.080 0.076
0.080 0.077
0.080 0.077
0.080 0.077
i 0.080 0.077
0.080 0.077
Mean: 0.0795 0.0764
SD: 0,0008 0.0007
Bias %: -1.12 -4.98
CV %: 1.01 0.92
Mean-Ref. Value Difference: -0.0009 -0.004
' 2T g ML— (O-/-13
NAME OF TECHRNICIAN PERFORMING TESTS DATE
NAME OF TECHNICIAN REVIEWING RESULTS - DATE

EQ%S%?)

A Ak kR Kk Kk Kok ok k ok ok kK KAKKKXK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO. : 00107
DATE : 10/01/2013

kR k k kKX kk Ak kkk Ak okwk kKR Kk ANKK

SUPERVISOR TEST

Kok Rk ok ok Kk Kk ok Kk ok k ok RK kWA K KN

g/ 210L TIME

DIAGNOSTIC OK 12:29
AIR BLANK 0.000 12:29
EXT STh IR 0.078 12:29
EXT STD EC 0.075 12:20
AR BLANK ¢.000 12:31
EXT STD IR 0.078 12:31
EXT STD EC 0.076 12:31
AIR BLANK 0.000 12:33
EXT STD IR 0.079 §2:33
EXT STD EC 0.076 12:33
AR BLANK 0.000 12:34
EXT STD IR 0.080 12:35
EXT STh EC 0.076 12:35
AlIR BLANK 0.000 12:38
EXT STD {R 0.080 12:37
EXT STD EC 0.076 12:37
AIR BLANK 0.000 12:386
EXT STD IR 0.080 12:39
EXT STD EC 0.077 12:39
AIR BLANK 0.000 12:40
EXT STD IR 0.080 12:41
EXT STD EC 0.077 12:41
AIR BLANK 0.000 12:42
EXT STD IR 0.080 12:42
EXT STD EC 0.077 12:42
AIR BLANK 0.000 12:44
EXT STR {R 0.080 12:44
EXT STD EC 0.077 12:44
AR BLANK 0.000 12:46
EXT STD IR 0.080 12:46
EXT STD EG 0.077 12:46
AlR BLANK 0.000 12:47
D1AGNOST IC OK 12:48

Xk ok kkh kX KKk RkREX X KX KX *ERE XK

B

OPEEAIQR SI?ZTTURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/2/2013

/R E/C
Simulator #: DR4533 DR4533
Sim Thermit: DR4533 DR4533
Batchit: D00005 D00005
Reference Value: 0.0804 0.0804
0.080 0.077
0.081 0.077
0.080 0.077
0.081 0.077
0.081 0.078
0.080 0.078
0.081 0.078
0.080 0.077
0.080 0.077
0.080 0.077
Mean: 0.0804 0.0773
SD: 0.0005 0.0005
Bias % 0.00 -3.86
CV %: 0.62 0.65
Mean-Ref. Value Difference: 0.0000 -0.0031
!
'/Qfl)p'vt nyﬁ i ) AN et
NAME OF TECHNICIAN PERFORMING TESTS DATE

,,,_ .
; ﬁw&ﬂ&tﬂ

10-22-3

NAME OF TEH’NICX{I REVIEWING RESULTS

DATE

[PANES Y

Kok kox k &k ok kA Rk Kk k kK KK KKKk KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO.: 00119
DATE: 10/02/2013

Kok h ok ok k Kk KKK KKKk KKKk KKk Kk kK

SUPERVISOR TEST

kA AR k Kk Rk ®R kKR KNk KKK KEKKAX KK

-gf210L TIME

DIAGNOSTIC OK 15:05
AIR BLANK 0.000 15:05
EXT STD IR 0.080 15:05
EXT STD EC 0.077 15:05
AIR BLANK 0.000 15:07
EXT STD IR 0.081 15:07
EXT STD EC 0.077 15:07
AIR BLANK 0.000 15:09
EXT STD IR 0.080 15:009
EXT STD EC 0.077 15:09
AIR BLANK 0.000 15:11
EXT STD IR 0.081 15:11
EXT STD EC 0.077 15:11
AIR BLANK 0.000 15:13
EXT STD IR 0.081 15:13
EXT STD EC 0.078 15:13
AIR BLANK 0.000 15:15
EXT STD IR. 0.080 15:15
EXT STD EC 0.078 15:15
AIR BLANK 0.000 15:16
EXT STD IR 0.081 15:17
EXT STD EC 0.078 15:17
AIR BLANK o.ogo 15:18
EXT STD IR’ 0. 15:19
EXT STD EC 0.077 15:19
AIR BLANK 0.000 15:20
EXT STD IR 0.080 15:21
EXT STD EC 0.077 15:21
AIR BLANK 0.000 15:22
EXT STD IR 0.080 15:23
EXT STD EC 0.077 15:23
AIR BLANK 0.000 15:23
DIAGNOST |G OK 15:24

KK Kk Kk kR kR KKK KR KKK KK KK KK KK

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/3/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermi: DRA4533 DR4533
Batchd: - - DO00005 D0aoos
Reference Value: 0.0804 0.0804
0.079 0.075
0.080 0.076
0.080 0.076
0.080 0.076
0.079 0.077
0.078 0.077
0.080 0.077
0.080 0.077
0.081 0.077
0.081 0.077
Mean: 0.0799 0.0765
- 8e 0.0007 0.0007
Bias %: -0.82 -4.85
CV %: 0.88 0.92
Mean-Ref. Value Difference: ~0.0005 -0.0039
e O Bre (0313
NAME OF TECHNICIAN PERFORMING TESTS DATE

if::;y ML\_

/0 - 2313

NAME OF TECHRCIAXN REVIEWING RESULTS

DATE

.L;M y
DR g

aﬁ**t*t**t**i*ﬁ*t*tki

WASHINGTON

ALCOTEST 9510

SERIAL NO.:
TEST NO.:
DATE :

Nogy’

Ak

ARAH-0103

00

136

10/03/2013

[EEEREEERIERIRINE I NI

SUPERVISCR TEST

IEEEEREREREIEEEEESEIIEEENEE]

gl 210L

DEAGNOSTIC OK
AR BLANK
EXT STD IR
EXT STD EC
AR BLANK
EXT STD IR
EXT STD EC
AR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD iR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT sTD IR
EXT STD EC
AR BLANK
EXT s$TD IR
EXT STD EC
AIR BLANK
EXT sSTD IR
EXT STD EG
AIR BLANK
DIAGNOSTIC OK

f==j === = R I e B e e e e e e e e e ]

.000
.079
. 075
. 000
.080
.078
. 000
. 080
L0786
. 000
. 080
.076
. 000
.079
.077
. 000
.079
L0717
. 000
.080
077
.000
. 080
L0717
. 000
. 081
.077
.000
. 081
.077
.000

T
14

14
14:

14
14

IME
: 30
30
31
: 31
32
=33
033
34
: 34
34
136
:36

ok ok khk ok okh ok ok ok k ok ok kR R KKk Nk & KAKE

OPERATOR SIGNATURE:

@Q___,,,gsr:{ __________




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Thermit: DR4533 DR4533
Batchi#: D00005 D00005
Reference Value: 0.0804 0.0804
0.079 0.077

0.079 0.077

0.080 0.077

0.080 0.076

0.079 . 0.077

0.080 0.077

0.080 0.078

0.080 0.077

0.080 0.077

0.079 0.077

Mean: 0.0796 0.0770

SD: 0.0005 0.0005

Bias %: -1.00 -4.23

CV %: 0.63 0.65
Mean-Ref. Value Difference: -0.0008 -0.0034

e /07—t
NAME OF TECHNICIAK ERFORMING TESTS DATE

/%M Ve, }5”4,(4— Jo—9—13

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRyE33y |

K AKX KA KA KKKk Kk k kKRR Kk k oK

WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAH- 0103
TEST NO. : 00146
DATE: 10/07/2013
k ok ok ok kK X kK Rk ok Rk ok ok ok k kK KK KKk KA
SUPERVISOR TEST
Kok ok k ok ok KA K K Rk ok ok ok ok h kKK kok kK

g/210L  TIME
DIAGNOSTIC OK 09:27
AIR BLANK  0.000 09:27
EXT STD IR 0.079 09:27
EXT STD EC 0.077 09:27
AIR BLANK  0.000 09:29
EXT STD IR 0.079 09:29
EXT STD EC 0.077 09:29
AIR BLANK  0.000 09:31
EXT STD IR 0.080 09:31
EXT STD EC 0.077 09:31
AIR BLANK  0.000 09:33
EXT STD IR 0.080 09:33
EXT STD EC 0.076 09:33
AIR BLANK  0.000 09:35
EXT STD IR 0.079 09:35
EXT STD EC 0.077 09:35
AIR BLANK  0.000 09:37
EXT STD IR 0.080 09:37
EXT STD EC 0.077 09:37
AIR BLANK  0.000 09:39
EXT STD IR 0.080 09:39
EXT STD EC 0.078 09:39
AIR BLANK  0.000 09:41
EXT STD IR 0.080 09:41
EXT STD EC 0.077 09:41
AIR BLANK  0.000 09:42
EXT STD IR 0.080 09:43
EXT STD EC 0.077 09:43
AIR BLANK  0.000 09:44
EXT STD IR 0.079 09:45
EXT STD EC 0.077 09:45
AIR BLANK  0.000 09:45
DIAGNOST IC OK 09:46
A KKK KA KA KA KK XKk kX kKK KK XKh kK
OPERA S| GNAT[RE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0103

- BATCH DO00006




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 9/30/2013

/R E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batch#: D00006 D00006

Reference Value: 0.1522 0.1522
0.153 0.149

0.162 0.149

0.163 0.150

0.153 0.149

0.153 0.150

0153 0.150

- 0.153 0.151

0.153 0.151

0.153 0.151

0.152 C.151

Mean: 0.1528 0.1501

SD: 0.0004 0.0009

Bias %: -0.39 -1.38

CV %: - 0.26 0.60
Mean-Ref. Value Difference: 0.00086 -0.0021

A. LiAvauert Yzo/z013
NAME OF TECHNICIAN PERFORMING TESTS DATE
M—— z m:ﬁié%égggéigiiiutgfélﬁﬂ O “’ﬁ¥"L:3
- NAME OF TECHRICTANREVIEWING RESULTS DATE

Aok ok ok R kN k kX ok k ok ok ok ok RKkKk kKKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO. : 00094
DATE: 09730/2013

* ok k ok ok ok ok ok ohok ok ok kk ok ok KXKKKHKNAK

SUPERVISOR TEST

kAR Ak kR K KK ANKERK AR KR A AR kKR

g/210L TIME

DPIAGNOSTIC OK 10:54
AIR BLANK 0.000 10:54
EXT STD IR 0.153 16:55
EXT STD EC 0.149% 10:55
AR BLANK 0.000 106:586
EXT STD IR 0.152 10:57
EXT STD EC 0.14% 10:57
AlR BLANK ¢.000 10:58
EXT STD IR 0,153 10:59
EXT ST EC 0.150 10:59
AIR BLANK 0.000 11:00
EXT STD IR 0.153 11:01
EXT STD EC 0.149 11:01
AR BLANK 0.000 11:02
EXT STD IR 0.153 11:03
EXT STD EC  0.150 11:03"
AIR BLANK 0.000 11:04
EXT STD IR 0.153 11:05
EXT STD EC 0.150 11:05
AIR BLANK 0.000 11:086
EXT STD IR 0,153 11:07
EXT STD EC ©.15%1 1%1:07
AIR BLANK 0.000 11:08
EXT STD IR 0.153 11:09
EXT STD EC 0.1561 11:09
AIR BLANK 0.000 11:11
EXT STD IR 6.153 11:11
EXT STD EC  0.151 11:%1
AlR BLANK 6.000 11:13
EXT STD IR o0.152 11:13
EXT €TD EC 0.151 11:13
AlR BLANK 0.000 11:14
DIAGNOSTIC OK 11:14
* ok ok ko ok Kk Kk Kk %k k ko k k AN kK X K R A Kk Kk X
OPERATCR

ATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/1/2013

/R E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batchi#: D00006 D00006
Reference Value: 0.1522 0.1522
0.151 0.146
0.153 0.147
0.152 0.147
0.152 0.147
0.152 0.147"
0.153 0.148
0.153 0.148
0.153 0.148
! . 0.163 0.149
0.153 0.143
Mean: 0.1525 0.1476
SD; 0.0007 0.0010
“Bias %: 0.20 -3.02
CV %: 0.46 0.68
0.0003 -0.0046

Mean-Ref, Value Difference:

s R e
NAME OF TEEHNTCIAN PERFORMING. TESTS ~ DATE
. { -
74107 D gﬂ—% /022~ 13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

PRYSR
odk ok kR ok kK ok kR ok ok ok ok F X AR K Nk R XK
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAH-0103
TEST NO. : 00108
DATE : 10/017/2013

kR kA kAKX KX KR A KRR RA ANk kK

SUPERVISOR TEST

Aok ok k ok ok k kk KKK Kk k ok kKK KKK KX

g/210L T IME
DIAGNOSTIC OK 13:02
AlR BLANK 0.0006 13:03
EXT STD IR 0.15% 13:03
EXT STD EC 0.146 13:03
AlIR BLANK 0.000 13:05
EXT STD IR 0.153 13:05
EXT STD EC 0.147 13:05
AlR BLANK 0.000 13:07
EXT STD IR 0.152 13:07
EXT STD EC- 0.147 13:07
AlIR BLANK 0.000 13:09
EXT s8TD IR 0.152 13:09
EXT STD EC 0.147 13:09
AlR BLANK 0.000 13:11
EXT sTh IR 0.152 13:11
EXT S8TH EC 0.147 13:11
AIR BLANK 0.000 13:13
EXT STD IR 0.153 13:13
EXT STD EC 6.148 13:13
AlR BLANK 0.000 13:15
EXT 87D IR 0.153 13:15
EXT sSTD EC 0.148 13:135
AlR BLANK 0.000 13:17
EXT STD IR ©¢.153 13:17
EXT STD EC 0.148 13:17
AlIR BLANK 0.000 13:19
EXT STh IR 0.153 13:19
EXT STD EC 0.149 13:19
AlR BLANK 6,060 13:21
EXT STD IR 0.153 13:21
EXT STD EC 6.149 13:21
AlR BLANK 0.000 13:22
DIAGNOSTIC OK 13:23

* ok k ok ok N kA KR KX A kK KR AKANA KN KX

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/2/2013

IR E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batchi: D00006 D00006
Reference Value: 0.1522 0.1522
0.152 1 0.149
0.153 0.149
0.154 0.150
0.153 0.150
0.154 0.150
0.153 0.150
0.153 0.149
0.152 0.147
. 0.151 0.147
0.153 0.148
Mean: 0.1528 0.1489
SD: 0.0009 0.0012
Bias %: 0.39 -2.17
CV %: 0.59 0.81
Mean-Ref. Value Difference: 0.0006 -0.0033
;;z¢~x C)fﬁngLﬂ"L«: Aj’izi_ (3
NAME OF TECHNICIAN PERFORMING TESTS DATE

2-22-13

NAME OF TECHNIGYAN REVIEWING RESULTS

DATE

bR U533
*ﬁ*ﬁik**kxﬁt***ttﬁﬁtkt*t

WASH INGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0103
TEST NO. : 00121
DATE: 10/02/2013

Ak kAR A KKK KKKk RKKKKKK KKK KK

SUPERVISOR TEST

Kk kkk khk H K KR KKXKXAKKKF XX XX

g/ 210L TIME

DIAGNOSTIC OK 16:05
AIR BLANK  0.000 16:05
EXT STD IR 0.152 16:06
EXT STD EC 0.149 16:06
AlIR BLANK 0.000 16:07
EXT STD IR 0.153 16:08
EXT STD EC 0.149 16:08
AIR BLANK  0.000 16:09
EXT STD IR 0.154 16:10
EXT STD EC 0.150 16:10
AIR BLANK  0.000 16:11
EXT STD IR 0.153 16:12
EXT $TD EC 0.150 16:12
AIR BLANK  0.000 16:13
EXT STD IR 0.154 16:14
EXT STD EGy 0.150 16:14
AIR BEANK) L 0.000 %6:15’
EXT STD IR | 0.158 ({6:16]
EXT STD EC  0.150 16:16
/AIR BLANK | 0.000 16:17]
\[EXT STD IR | 0.183 16:18
'EXT STD EC | 0.149 16:18 "
AIR BLANK = 0.000 -11.6: 19,
EXT sTD IR | 0.152 {6:20
EXT sTD EC | 0.147 {16:20
AIR BLANK | 0.000 16:21
EXT STI |h§1o.15p 16:22
EXT $TD EC | 0.147 16:22
/AIR BLANK | 0.000 16:23
EXT STD IR | 0.1588 16: 24y

EXT STD EG  0.14

) [ 14 .
'AIR BLANK  0.000 16:25
|

D1 AGNOST B OK | 16: 25

k******tﬁﬁxf**** KAk kKK

\OPERATOR sﬁQNAtuPE:l
Y 2w




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/3/2013

i/R ' E/C o
i : 4533 DR4533 . .
Simulator # DR NLUS33 £
Sim Therm#: DR4533 DR4533 ) —
: o /5 2%
Batchi: DO0006 ’ P0o0006 Kk kAR KR A KA AR AR R AR A AR N KR
. WASHINGTON
Reference Value: 0.1522 ) 0.1522 ALCOTEST 9510
.150 0.144
: SERIAL NO.: ARAH-0103
0.153 0.147 TEST MNO. : 00137
0.153 0147 AT i axnnas 00872013
0.153 0.148 2 SUPERVISOR TEST
0.153 0.147 : : gf210L TIME
DIAGNOSTIC OK 14:58
0.152 0.147 AIR BLANK 0.000 14:59
0.152 0.147 - EXT STD IR 0.150 14:59
EXT STD EC 0.144 14:59
0.153 0.147 AlR BLANK 0.000 15:01
: - ' EXT STDO IR 0.153 15:01
0.153 0.148 EXT STD EC 0.147 15:01
0.154 0.149 AIR BLANK 6.000 15:023
EXT STD IR 0,153 15:03
Mean: 0.1526 0.1471 ~ EXT STD EC 0.147 15:03
AIR BLANK  0.000 15:05
SD: 0.0011 0.0013 EXT STD IR ©0.153 15:05
fo O } EXT STD EC 0.148 15:05
Bias %: 0.26 3.35 AIR BLANK 0.000 15:07
CV %: 0.72 0.88 - EXT STD IR 0.153 15:07
EXT STD EC 0.147 15:07
Mean-Ref. Value Difference: 0.0004 -0.0051 AIR BLANK 0.000 15:09
EXT STD IR ©0.152 15:09
EXT STD EC  0.147 15:09
AIR BLANK  0.000 15:10
EXT STD IR 0.152 15:11
EXT STD EC 0.147 15:11
AIR BLANK 0.000 15:12
/ , . ; EXT STD !R 0.153 15:13
3 ‘ EXT STD EC 0.147 15:13
am O y%f{_,lw /2 3 AIR BLANK 0.000 15:14
EXT STD IR 0.153 15:15
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD EC 0. 148 15.1%
AIR BLANK  0.000 15:16
e EXT STD IR 0.154 15:17
4:::._____‘;:25) /L EXT STD EC 0.149 15:17
Dy AiR BLANK 0.000 15:18
T O L 20 ~25 (3 DIAGNOSTIC OK 15-18
NAMEOFTECHN&CTANREVIEWINGRESULTS DATE FREEAEAREIEE ARG LA AR
. OPERATOR $|GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batchi#: D00006 D00006
Reference Value: 0.1522 0.1522
0.150 0.147
0.150 0.147
0.150 0.147
0.150 0.147
0.150 0.147
0.150 0.146
0.150 0.146
0.150 0.146
0.150 0.145
0.149 0.145
Mean: 0.1499 0.1463
SD: 0.0003 0.0008
Bias %: -1.61 -3.88
CV %: 0.20 0.55
Mean-Ref. Value Difference: -0.0023 -0.0059
e L—;H»—‘;;é:f:;%f?
Z e 0 X A ~FAR
NAME OF TECHNICIAA PERFORMING TESTS DATE
/{m O fEres /07913
NAME OF TECHNICIAN REVIEWING RESULTS DATE

kt*ttki**ﬁ*ﬁ*kkiia ?

* k &k x kx
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0103
TEST NO. : 00148
DATE : 10/07/2013

Kk kKX k ok Ak K AK KK Xk k*khk AX ok ok kA

SUPERVISOR TEST

KR KK kR KAAANK R Ak A KA KK R R K KKK

g/210L TIME

DIAGNOSTIC OK 10:18
AIR BLANK 0.000 10:18
EXT SsTD IR 0.150 10:18
EXT STD EC 0.147 10:18
AIR BLANK 0.000 10:20
EXT STD IR 0.150 10:20
EXT STD EC 0.147 10:20
AIR BLANK 0.000 10:22
EXT STD IR 0.150 10:22
EXT STD EC 0.147 10:22
AIR BLANK 0.000 10:24
EXT STD IR 0.150 10:24
EXT STD EC 0.147 10:24
AlIR BLANK 0.000 10:286
EXT STD IR 0.150 10:26
EXT STD EC 0.147 10:26
AIR BLANK 0.000 10:28
EXT SsTD IR 0.150 10:28
EXT STD EC 0.146 10:28
AIR BLANK 0.000 10:30
EXT STD IR 0.150 10:30
EXT STD EC 0.146 10:30
AIR BLANK 0.000 10:32
EXT STD IR 0.150 10:32
EXT STD EC 0.146 10:32
AIR BLANK 0.000 10:34
EXT STD IR 0.150 10:35
EXT STD EC 0.145 10:35
AIR BLANK 0.000 10:36
EXT STD IR 0.149 10:37
EXT STD EC 0.145 10:37
AlR BLANK 0.000 10:37
DIAGNOSTIC 0K 10:38

EX KKKk Kk A A KKK A,k k k X kXK kK k% % %
OPERATOR_SIGNATURE :
e




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0103

BATCH D0O0007




METHOD VALIDATION DRAEGER ALCOTEST 95710

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 9/30/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DRA4533
Batchid: DO0007 D00007
Reference Value: 0.2024 0.2024
0.205 0.202
0.204 0.202
0.204 0.201
0.204 0.201
0.204 - 0.201
0.204 0.200
0.204 0.201
0.204 0.201
0.204 0.201
0.203 0.199
Mean: 0.2040 0.2009
SD: 0.0005 0.0009
Bias %: 0.79 -0.74
CV %: 0.25 0.45
Mean-Ref. Value Difference; 0.0016 -0.0015
A HAvemerz 9/z0/z01z
NAME OF TECHNICIAN PERFORMING TESTS DATE
‘ , 10-13 1Y
NAME OF TECKNtelAR REVIEWING RESULTS | DATE

R FEEEEEERE R RN

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO.: 00096
DATE: 09/30/2013

ANk K kk ok kh ok k kK k kA kKK XKXK &KX

SUPERVISOR TEST

kA Kok ok ok ok ko ok kok okok kk ook ok ok oAk kK

af210L TIME

DIAGNOSTIC OK 11:35
AlR BLANK 0.000 11:35
EXT STD IR 0.205 11:36
EXT STD EGC 0.202 11:36
AIR BLANK 0.000 11:37
EXT sSTD IR 0.204 11:38
EXT STD EC 0.202 11:38
AlR BLANK 6.000 11.:239
EXT STD IR 0.204 11:40
EXT STD EC ©0.201 11:40
AIR BLANK 0.000 11:42
EXT STD iR 0.204 11242
EXT STD EC 0.201 11:42
AIR BLANK 0.000 11:44
EXT STD IR 0.204 11:44
EXT STD EC 0.201 11:44
AIR BLANK 0.000 11:486
EXT STD IR 0.204 11:46
EXT STR EC 0.200 11:46
AlR BLANK 0.000 11:48
EXT STD IR ©0.204 11:48
EXT STD EC 0.201 11:48
AlR BLANK 0.000 1%:50
EXT STD IR 06.204 11:50
EXT STD EC 0.201 11:50
AIR BLANK 0.000 t1:52
EXT STD IR 0.204 11:52
EXT 87D EC 0.201 11:52
AIR BLANK 0.000 11:54
EXT STD IR 0.203 11:54
EXT STDh EC 0.19% 11:54
AlR BLANK 0.000 11:55
DIAGNOSTIC OK 11:56

ok ok ok ok ok k ko kk ok ok ok ok ok ok ok Aok K okk kX




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/1/2013

| YR E/C
simulator #: ' DR4533 DR4533 T
Sim Therm#: DR4533 DR4533 “D R
Batchi: D00oo7 : D00007 t***t*iﬁitti*tii*i‘ﬂ%kslss
Reference Value: 0.20 WASH | NGTON
24 0.2024 ALCOTEST 95510
0.202
0.198 SERIAL NO.: ARAH- 0103
0.203 o 0.198 TEST NO. : 00110
0.203 0.198 DATE: ,...10001 2013
. SUPERVIS EST
0‘202 0.197 t**tiLﬁ]EE**t*?I}*It*i***it
0.203 : 0.198 g/210L  TIME
DIAGNOSTIC OK 14:00
0.203 0.198 AIR BLANK 0.000 14:01
0.204 _ 0198 EXT STD IR 0.202 14:01
. EXT $TD EC 0.198 14:01
= 0.204 0.199 AIR BLANK  0.000 14:03
EXT STD IR, 0.203 14:03
0.204 0.198 EXT STD EC  0.198 14:03
0.202 0.197 AIR BLANK  0.000 14:05
. : EXT STD IR 0.203 14:05
Mean: 0.2030 0.1979 EXT €TD EC 0.198 14:05
) AIR BLANK 0.000 14:07
SD: 0.0008 10.0008 EXT STD IR 0.202 14:07
Bias %: _ i EXT STD EC ©6.197 14:07
0 0.30 2.22 AIR BLANK  0.000 14:08
CV %: 0.39 0.30 - EXT STD IR 0.203 14:09
EXT STD EC 0.198 14:09
Mean-Ref. Value Difference: 0.0006 : -0.0045 AIR BLANK 0.000 14:11
' EXT STD IR 0.203 14:11
EXT STD EC 0.198 14:11
AIR BLANK  0.000 14:13
EXT STD iR 0.204 14:13
EXT STD EC 0.198 14:13
AlR BLANK  0.000 14:15
EXT STD IR 0.204 14:13
o= : , EXT STD EC 0.199 14:15
A E/‘Cﬁf ? o, —/ ~{ 3 AIR BLANK  0.000 14:17
ME OF TEEHNITCIAN PE EXT STD IR 0,204 14:17
RFORMING TESTS DATE EXT STD EC 0.19%8 14:17
’ AlR BLANK 0.000 14:1i9
EXT STD tR 0.202 14:20
EXT STDP EGC 0.197 14:20
AIR BLANK  0.000 14:20
DIAGNOSTIC OK 14:21
NAME OF TECHNICIAN REVIEWING RESULTS DATE Ry
OPERATOR S|GNATYRE:
e— Ve




METHOD VALIDATION DRAEGER ALCOTEST 9510

. DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/2/2013

YR E/C
Simulator #: DR4533 DR4533
Sim Thermif: DR4533 DR4533
Batch#: D00007 D00007
Reference Value: 0.2024 0.2024
0.200 0.195 o
0.200 0.195 ﬁp@;%’;?*\*gti**t***it***
0.200 0.195 WASH | NGTON
ALCOTEST 9510
0.201 0.198
SERJAL NO.: ARAH-0103
0.202 0.196 TEST NO.: 00122
0.202 0.197 DATE : 10/02/2013
0.202 0.197 ~ SUPERVISOR TEST
DIAGNOSTIC OK 16:38
0203 0.197 AIR BLANK 0.000 16:38
0.202 0.197 EXT STD IR 0.200 16:38
EXT STD EC 0.195 $6:38
Mean: 0.2014 0.1962 AR BLANK 0.000 .  16:40
. - EXT STD IR 0.200 16:40
SD: 0.0011 0.0009 EXT STD EC 0.195 16:40
Bias %: -0.49 -3.08 AIR BLANK 0.000 16:42
: EXT STD IR 0.200 16:42
CV %: 0.55 0.48. . EXYT STD EC 0.195 16:42
AlIR . 0 :
Mean-Ref. Value Difference: -0.0010 -0.0062 EXT g%gml(n 8. 381 :g ij:
‘ EXT STD EC 0.196 16:44
AR BLANK ©0.000 16:46
, EXT STD IR 0.202 16:46
EXT STD EC 0.196 16:4%
AIR BLANK ©0.000 16:48
7 EXT STD IR 0.202 16:49
/9 /é? EXT $TD EC 0.197 16:49
v ~ o AIR BLANK  0.000 16:50
A O Lorve i /o 213 EXT STD IR 0.202 16:51
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD EC 0.107 16:51
AIR BLANK  0.000 16:52
EXT STD IR 0.202 16:53
e e ‘ EXT STD EC  0.197 16:53
< A . AIR BLANK  0.000 16:54
S /ﬁfyzzf—fs EXT STD IR 0.203 16:55
: EXT STD EC ©0.197 16:55
NAME OF TECHNIGIAN REVIEWING RESULTS DATE AIR BLANK  0.000 16:56
EXT STD IR 0.202 16:57
EXT STD EC 6.197 16:57
AIR BLANK 0.000 16:57
DIAGNOSTIC OK 16:58

Aok ok ko Ak A XA

OPERATOR SIGNATURE:

Ak R K Kk k K Rk KX koKX




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/3/2013

: IR E/C
Simulator #: DR4533 DR4533
Sim Thermi: DR4533 DR4533
Batch#:  D00007 D00007
Reference Value: 0.2024 0.2024
0.199 0.194
0.201 0.195
0.203 0.197
0.203 0.198
0.203 0.198
0.202 0.198
0.203 0.198
0.203 0.198
0.204 0.199
0.204 0.198
Mean: 0.2025 0.1973
SD:.  0.0015 0.0016
Bias %: 0.05 -2.52
CV %: 0.74 0.81
Mean-Ref. Value Difference: 0.0001 -0.0051
Rh Oi@)fpe,\/\._ jo"3 713
NAME OF TECHNICIAN PERFORMING TESTS DATE
e _ p—
) = /0-23-13
NAME OF TECHRTEARREVIEWING RESULTS DATE

DEHE35 . 32
***tt**ﬂ*a***t****t*t

WASHINGTON
ALCOTEST 9510

kK &

SERIAL NO.: ARAH-0103
TEST NO.: 00138
DATE : 10/03/2013

kok A ok ok k ok K kR Rk ok oK Rk kkokokR xR

SUPERVISOR TEST

k ok ok ch ok kk ok ok kK KKK kK K AK K& KKK

gf210L TIME

DIAGNOSTIC OK 15:37
AlIR BLANK 0.000 15:37
EXT STD R ©0.1988 15:38
EXT STD EC 0.194 15:38
AIR BLANK 0.000 15:39
EXT STD IR ©.201 15:40
EXT STD EC 0.195 15:40
AIR BLANK 0.000 15:41
EXT STD IR 0.203 15:42
EXT STD EC 0.197 15:42
AlR BLANK 0.000 15:43
EXT STD IR ¢©.203 15:44
EXT $TD EC 0.198 15:44
AIR BLANK 0.000 15:46
EXT STD IR 0.203 15:46
EXT STD EC 0.198 15:46
AlR BLANK 0.000 15:48
EXT STD IR ©.202 15:48
EXT sTD EC 0.188 15:48
AIR BLANK 0.000 15:50
EXT $Th IR 0.203 15:50
EXT STD EC 0.198 15:590
AIR BLANK 0.000 15:52
EXT STD IR 0.203 15:52
EXT STD EC ©6.198 15:52
AIR BLANK 0.000 15:54
EXT STD IR 0.204 15:54
EXT STD EC 0.199 15:54
AIR BLANK 0.000 15:56
EXT STD IR 0.204 15:56
EXT STD EC 0.198 15:56
AIR BLANK 0.000 15:57
DIAGNOSTIC OK 15:58

**i**ﬁ**k*i*iﬁ***ﬁk*ii*i

OPERATOR SIGNATURE:

)&,




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4533 DR4533
Batch#: D00007 D00007
Reference Value: 0.2024 0.2024

0.196 0.191

0.197 0.193

0.200 0.194

0.199 0.194.

0.199 0.194

0.199 0.194

0.200 - 0.194

0.200 0.194

0.201 0.195

0.201 0.194

Mean: - 0.1992 0.1937

SD: 0.0016 0.0011

Bias %: -1.58 ‘ -4.30

CV %: 0.80 0.57

Mean-Ref. Value Difference: -0.0032 -0.0087

e-P43

MACTAN P RFOVRMING TESTS DATE
/%m ()’5/% D9-13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

533
lk****ti**i:bﬂjieil:{*******

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0103
TEST NO.: 00149
DATE : 10/07/2013

Kk kK k & kA A A K kK X kX kA ok ok A K K KK A KKK

SUPERVISOR TEST

LB SR SRS R EEEEE SRR EEEERES]

g/210L TIME

DIAGNOSTIC OK 10:42
AlR BLANK 0.000 10:42
EXT STD IR 0.196 10:43
EXT STD EC 0.191 10:43
AlR BLANK 0.000 10:44
EXT STD IR 0.197 10:45
EXT STD EC 0.193 10:45
AlIR BLANK 0.000 10:46
EXT STD IR 0.200 10:47
EXT STD EC 0.194 10:47
AlR BLANK 0.000 10:49
EXT STD IR 0.199 10:49
EXT STD EC 0.194 10:49
AlIR BLANK 0.000 10:51
EXT STD IR 0.199 10:51
EXT sTD EC 0.194 10:51
AIR BLANK 0.000 10:53
EXT 8TD IR 0.199 10:53
EXT STD EC 0.194 10:53
AlR BLANK 0.000 10:55
EXT STD IR 0.200 10:55
EXT STD EC 0.194 10:55
AlIR BLANK 0.000 10:57
EXT STD IR 0.200 10:57
EXT STD EC 0.194 10:57
AIR BLANK 0.000 10:59
EXT STD IR 0.201 10:59
EXT STD EC 0.195 10:59
AlIR BLANK 0.000 11:01
EXT STD IR 0.201 11:01
EXT STD EC 0.194 11:01
AIR BLANK 0.000 11:02
DIAGNOSTIC OK 11:03

kok kK kK kX kK hk A kK kKK XK KKK KKK

OPER S I GNATURE :
=A




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0103

BATCH D00003




MIEETHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 9/30/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Therm#: DR4633 DR4533
Batch#: Doooos D00008 WASHINGTON
ALCOTEST 98510
Reference Value: : 0.3044 0.3044
SERIAL NO.: ARAH-0103
0.307 ' 0.298 TEST NO. : 000939
0.308 0.300 DATE: 06/30/2013
0.307 0.298 SUPERVISOR TEST
0.308 (.299 gi210L TIME
0.308 0.208 DIAGNOSTIC OK 12:36
AIR BLANK  0.000 12:37
0.308 0.299 EXT STD IR 0,307 12:37
EXT STD EC 0.298 12:37
0.307 0.297 AIR BLANK ©0.000 12:39
0.304 . 0.095 EXT STD IR 0.308 12:39
_ EXT STD EC 0.300 12:39
0.306 0.296 ‘ AlIR BLANK 0.000 12:41
EXT STD IR 0.307 12:41
0.306 0.295 EXT STD EC 0.208 12:41
. AIR BLANK  0.000 12:43
Mean: 0.3069 0.2975 EXT STD IR 0.308 12:44
SD: 0.0013 0.0017 EXT STD EC 0.299 12:44
. AIR BLANK  0.000 12:45
Bias %: 0.82 -2.27 , EXT STD IR 0.308 12:48
. EXT STD EC 0.206 12:46
CV %: 0.42 057 AIR BLANK  0.000 12:48
Mean-Ref. Value Difference: 0.0025 -0.0069 EXT STD IR 0.308 12:48
EXT STD EC  0.299 12:48
AIR BLANK  0.000 12:50
EXT STD IR 0.307 12:50
EXT STD EC 0.297 12:50
AIR BLANK  0.000 12:52
EXT STD IR 0.304 12:52
EXT STD EC 0.205 12:52
i AIR BLANK 0.000 12:54
A Havenner 9/30/20]_’_( CEXT STD IR 0.306 12:55
: "EXT STD EC  0.296 12:55
NAME OF TECHNICIAN PERFORMING TESTS DATE A{R BLANK 0.000 12-56
EXT STD IR 0.306 12:57
EXT STD EC 0.285 12:57
AIR BLANK  0.000 12:57
DIAGNQSTIC OK 12:58
-
— ! p /é),-[ll-»{,b : *tia*****;*iti*n;ﬂ;ttx#**
NAME OF TECHRHEIAR REVIEWING RESULTS DATE OPERATOR S GQN{TURE:
- —




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/1/2013

/R E/C
Simulator #; DR4533 DR4533
Sim Thermi: DR4533 - DR4533
Batch#: D0OO00S D00008
- Reference Value: 0.3044 0.3044
0.303, 0.294
0.305 0.297
0.304 0.296
0.303 .0.294
0.304 0.296
0.305 0.295
0.306 0.296
0.304 0.295
0.304 0294
0.303 0.293
Mean: 0.3041 0.2950
310 0.0010 0.0012
Bias %: . ~0.10 -3.09
CV %: .33 0.41
-(0.0003 -0.0094

Mean-Ref. Value Difference:

/___.,.’:.»- 4 ~
NAME OF TECHNICIAN PERFORMING TESTS DATE

4/«1 o ,gru_;;, o~ 2T 3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

I EEEEEEEEEE R R EE NI

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO.: 00111
DATE : 10/0172013

I EEEEEEEEEEE T I R

SUPERY|SOR TEST

EEEEEEREETE RIS LI

gl/2ioL TIME

DIAGNOSTIC QK 14:40
AIR BLANK 0.000 14:40
EXT STD IR 0.303 14:40
EXT STD EC 0.294 14:40
AR BLANK 0.000 14:42
EXT STD IR 0.305 14:43
EXT STD EC 0.207 14:43
AIR BLANK 0.000 14:44
EXT STD IR 0.304 14:45
EXT STD EC 0.296 14:45
AIR BLANK 0.000 14:48
EXT STD IR 0.303 14:47
EXT STD EC 0.294 14:47
AIR BLANK 0.000 14:49
EXT STD IR 0.304 13:49
EXT STD EC 0.296 14:4¢
AIR BLANK 0.000 14:51
EXT STD IR 0.305 14:51
EXT STD EC 0.295 14:51
AR BLANK 0.000 14:53
EXT STR IR 0.306 14:53
EXT STD EC 0.296 14:53
AtR BLANK 0.000 14:55
EXT STD IR ©0.304 14:56
EXT STD EGC 0.295 14:5¢
AIR BLANK 0.000 14:57
EXT STD IR 0.304 14:58
EXT STD EC 0.294 14:58
AIR BLANK 0.000 14:59
EXT STD IR 0.303 15:00
EXT STD EGC 0.283 15:00
AIR BLANK 0.000 15:01
DIAGNOSTIC OK 15:02
Kk F Xk ok ok ok ok okk Kk AKX WKk KRKK KK
OPERATOR _S | GNATURE
_——*: ‘__—D

T2




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/2/2013

I/R E/C
Simulator #: DR4533 DR4533
Sim Therm#: DRA4533 DR4533
Batchi: D00008 D00008
“Reference Value: 0.3044 0.3044
' 0.293 0.283
0.301 0.292
0.304 0.294
0.305 0.294
0.306 0.295
0.306 0.295
0.304 0.293
0.304 0.293
0.308 0.294
0.306 0.294
Mean: 0.3035 0.2927
SD: 0.0040 0.0035
Bias %: -0.30 -3.84
CV %: 1.32 1.20
Mean-Ref. Value Difference: -0.0009 -0.0117
4.”1 O'P&r’“u/m lo 2713
NAME OF TECHNICIAN PERFORMING TESTS DATE
= M/LL =27 -13
DATE

NAME OF TECHNHCTAN REVIEWING RESULTS

i
a‘%ﬁé%}lﬂ***t«*t***t*t
WASHINGTON

ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO.: 60123
DATE : 10/02/2013

IR EEEEEEEEEEEEEEEREEIENES

SUPERVISOR TEST

k ok k ok ko A ko kR oAk k ok koxk ok kAR KR

gf2z10L TIME

DIAGNOSTIC OK 17:04
AIR BLANK 0.000 17:04
EXT STD IR 0.293 17:05
EXT STD EC 0.283 17:05
AIR BLANK 0.000 17:07
EXT STD IR 0.301 17:07
EXT STD EC  0.292 17:07
AIR BLANK 0.000 17:09
EXT STD IR 0.304 17:09
EXT STD EC 0.284 17:09
AIR BLANK 0.000 17:11%
EXT STD IR 0.305 17:11%
EXT STD EC 0.294 17:11
AIR BLANK 0.000 317:13
EXT STD IR 0.306 17:14
EXT STD EC 0.205 17:14
AIR BLANK 0.000 17:15
EXT STD IR 0.306 17:18
EXT STD EC 0.295 17:16
AlR BLANK 0.000 17:18
EXT STD IR 0.304 17:18
EXT STD EC ©0.293 17:18
AlR BLANK 0.000 17:20
EXT STD iR 0.304 17:20
EXT STD EC  0.293 17:20
AIR BLANK 6.000 17:22
EXT STD IR 0.306 §7:22
EXT STD EC 0.294 {7:22
AIR BLANK 0.000 17:24
EXT STB IR 0.306 17:25
EXT STD EC ©0.284 17:25
AIR BLANK 0.000 17:25
DI AGNOSTIC OK 17:26

ok ok ok ok ok Kk Ak Kk Kk Xk kR KKK KK R KK

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/3/2013

iR E/C
Simulator #: DR4533 ' DR4533
Sim Therm#: DR4533 DR4533
Batchi#: DO000S D00008
Reference Value: 0.3044 . 0.3044
' 0.301 0.294
0.306 0.299
0.308 0.299
0.306 0.296
0.305 0.296
0.305 0.296
0.307 0.296
0.307 0.296
0307 0.296
0.307 0.296
Mean: (.3069 0.2964
SD: 0.0020 0.0015
Bias %: 0.49 -2.63
CV %: 0.65 0.51
Mean-Ref. Value Difference: 0.0015 -0.008
Tzww O’@pw;w f6-3-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
=—— 02313
NAME OF TEEHNICIAN REVIEWING RESULTS DATE

Py
00 Y533

WASHINGTON

ALCOTEST 9510

SERIAL NO.:
TEST NO. :
DATE :

- 3eddd

* ok kR ok ok Rk XN KK R,k kKAKKKAAK

ARAH-0103
00139
10/03/2013

k ok ok k Kk k ok Ak KAk kA KKK AT K AWK

SUPERVISOR TEST

kx kk ok x AKX A KAk khkhk Ak kAR I AKX

g/210L

DIAGNOSTIC OK
AlR BLANK
EXT sSTD IR
EXT STD EC
AR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT S$TP IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT STD EC
AR BLANK
DIAGNOSTIC OK

DOoCOO0LODLLOCOOCLOOLOOoOTO0O0COCOoSo

.000
. 301
.294
. 000
.306
.299
. 000
.308
. 299
.000
306
.296
000
.305
2086
.000
. 305
.2986
.000
. 307
. 296
. 000
.307
.296
.000
.307
.296
.000
. 307
. 296
. 000

TiME

16:
16:
16:
16:

12
i2
i3

h kR A A A Ak kX h kK Ak k koW ok kKK ox Ak

OPERATOR Si1GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
. Batch#: D00008 D00008
Reference Value: 0.3044 0.3044
0.297 0.288
0.298 0.288
0.297 0.287
0.298 0.286
0.299 0.286
0.298 0.286
0.299 0.286
0.299 0.285
[ 0.300 0.285
0.300 0.286
Mean: 0.2985 0.2863
SD: 0.0011 0.0011
Bias %: -1.94 -5.95
CV %: 0.37 0.38
Mean-Ref. Value Difference: -0.0059 -0.0181
ey
/ A /O =7 %
NAME OF TECHNICHN-PERFORMING TESTS DATE
%m 0 Braes /0"G-13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

PRI M
ti***ii***t**i*****ﬁ*ﬂtt

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0103
TEST NO.: 00150
DATE : 10/07/2013

e T R E R R

SUPERVISOR TEST

Kk kK k hhk kKK KKKk KKKXKKKKXT K KX

gl/210L TIME

DIAGNOSTIC OK 11:08
AIR BLANK 0.000 11:08
EXT STD IR 0.297 11:09
EXT STD EC 0.288 11:09
AIR BLANK 0.000 11:11
EXT STD IR 0.2908 11:11
EXT STD EC 0.288 11:11
AIR BLANK 0.000 11:13
EXT STD IR 0.207 11:13
EXT STD EC 0.287 11:13
AlR BLANK 0.000 11:15
EXT STD IR 0.298 11:15
EXT STD EC 0.286 11:15
AIR BLANK 0.000 11:17
EXT STD IR 0.299 11:18
EXT STD EC 0.286 11:18
AIR BLANK 0.000 11:19
EXT sTD IR 0.298 11:20
EXT STD EC 0.286 11:20
AIR BLANK 0.000 11:22
EXT STD IR 0.2909 11:22
EXT STD EC 0.286 11:22
AIR BLANK 0.000 11:24
EXT SsTD IR 0.299 11:24
EXT STD EC 0.285 11:24
AIR BLANK 0.000 11:26
EXT STD IR 0.300 11:26
EXT STD EC 0.285 11:26
AIR BLANK 0.000 11:28
EXT STD IR 0.300 11:28
EXT STD EC 0.286 11:28
AIR BLANK 0.000 11:29
DIAGNOSTIC OK 11:30
*ﬁ*titktl*tlttt***#*****




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0103

BATCH D0O0009




METHOD VALIDATION DRAEGER ALCOTEST 8510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 9/30/2013

I/R E[C
Simulator #: DR4533 : DR4533
Sim Thetm#: DR4533 DR4533
Batch#: D00009 D00009
Reference Value: 0.4026 . 0.4026
0.405 0.392
0.407 0.384
0.407 0.394
0.407 0.394
0.407 (.393
0.404 0.391
0.404 0.389
0.404 0.389
0405 . 0.390 -
0.4086 0.391
Mean: 0.4056 0.3a217
sD: 0.0013 0.0020
Bias %: 0.75 2.7
CV %: 0.32 051
Mean-Ref, Value Difference: 0.0030 © -0.0109
A, Havenner 9lz0/2012
NAME.OF TECHNICIAN PERFORMING TESTS . DATE

— /014 13

NAME OF TEEHNTCIAN REVIEWING RESULTS DATE

LA B EEEREREEEEEEREEENLEESEE]

WASHINGTON
ALCOTEST 9510

SERFAL NO.: ARAH- 0103
TEST NO.: 0ot01
DATE : 09/30/20143

A AR KK KKK KK R oK KR R Ak kA KAk kA AR

SUPERVISOR TEST

LEREEEREEEREEEREEEEEREE TN

g/ 210L TIME

DEAGNOSTIC OK 13:24
AIR BLANK 0.000 13:24
EXT STD IR 0.405 13:24
EXT STD EC 0.392 13:24
AlR BLANK 0.000 13:26
EXT STD {R 0.407 13:26
EXT STD EC 0.394 13:28
AlR BLANK 0.000 13:28
EXT 8TD IR 0.407 13:29
EXT STD EC 0.394 13:29
AlR BLANK 0.060 13:31
EXT STD IR 0.407 13:31
EXT STD EC 0.394 13:31
AIR BLANK 0.000¢ 13:33
EXT STD IR 0.407 13:33
EXT STD EC 0.393 13:33
AR BLANK 60.000 13:35
EXT S$Tb IR 0.404 13:38
- EXT STD EC  0.391 13:3s6
AlR BLANK 0.000 13:37
EXT STD IR 0.404 13:38
EXT STD EC 0.389% 13:38
AIR BLANK 0.000 .13:40
EXT STD IR 0.404 13:40
EXT STD EC 0.38% 13:40
AlR BlLANK 0.000 13:42
EXT STD IR 0.405 13:43
EXT STD EC 0.390 13:43
AIR BLANK 0.000 13:44
EXT STD IR 0.406 13:45
EXT STD EC 0.3%81 13:45
AR BLANK 0.000 13:45
DIAGNOSTIC OK 13:47
hoh kA kK kK Kk R K A kAR KRRk R KR

OPERATOR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

Simulator #:

Sim Thermi:
Batchif:
Reference Value:

Mearu
sD:
Bias %:
CV %;

Mean-Ref. Value Difference:

y e Nl

DATE OF TESTS: 10/1/2013

/R E/C
DR4533 DR4533
DR4533 DR4533
D00009 D000609
0.4026 0.4026

0.395 0.385
0,399 0.388
0.400 0.388
0.400 0.388
0.400 - 0.386
0.397 0.384
0.399 © 0.385
0.401 0.386
0.401 0.386
0.402 0.387
0.3994 0.3863
0.0021 0.0014
-0.79 -4.05

0.53 0.36

-0.0032 - -0.0163

NAME OF TECHNICIAN PERFORMING TESTS

JO - 13

DATE

la 2z -13

ig m O'Breea
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

DR €533
Ak Kk Rk ok Ak ®KE AR Kk kh kk k ok Ak kK K

WASH INGTON
ALCOTEST 9510

SER1AL NO. : ARAH-0103
FTEST NO. : 00112
DATE: 10/01/2013

KKK Kk R AR R KRk R Kk kKK KKK KK K

SUPERV I SOR TEST

ok k x ok k kR ok Ak X Kk kA KKK oRR kKRR

gfzioL TIME

DIAGNOSTIC OK 15:15
AR BLANK 0.000 15:15
EXT STD IR 0.395 15:16
EXT STD EC 0.385 15:16
AIR BLANK 0.000 15:148
EXT STD IR 0.399 15:18
EXT STD EC 0.388 15:18
AIR BLANK 0.000 15:20
EXT STD IR 0.400 15:20
EXT STD EC 0.388 15:20
AIR BLANK 0.000 15:22
EXT STD IR 0.400 15:23
EXT STD EC 0.388 15:23
AR BLANK 0.000 15:24
EXT STD IR 0.400 15:25
EXT STD EC 0.386 15:25
AIR BLANK 0.000 15:27
EXT STD IR 0.397 15:27
EXT TR EC 0.384 15:27
AIR BLANK 0.000 15:289
EXT STD IR 0.399 15:29
EXT STD EC 0.385 15:29
AlR BLANK 0.000 15:31
EXT STD IR 0.401 15:32
EXT STD EC 0.386 16:32
AIR BLANK 0.000 15:34
EXT STD IR 0.401 15:34
EXT STD EC 0.386 15:34
AIR BLANK 0.000 15:36
EXT STD IR 0.402 15:36
EXT STD EC 0.387 15:36
AIR BLANK 0.000 15:37
DIAGNOST IC OK i6:38

KA R AR A AR R KK K F A x Ak A KX R KK R
OPERATOR SIGNATURE:
TR .
FE




METHOD VALIDATION DRAEGER ALCOTEST 8510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/2/2013

R ' E/C
Simulator #: DR4532 DR4533
Sim Thermi: DR4533 ’ DR4533
Batch#: D00009 D0o0009
Reference Value: 0.4026 0.4026
0.374 0.360
0.390 0.375
0.397 0.380
0.399 0.383
0.401 0.284
0.401 0.384
0.401 ' 0.385
0.400 ’ 0.383
0.401 0.383
0.402 0.384
Mean: 0.3966 0.3801
SD: 0.0087 0.0078
Bias %: -1.49 -5.59
CV %: 2.19 2.00
Mean-Ref. Value Difference: -0.0060 -0.0225
’D‘km O Berven 0213
NAME OF TECHNICIAN PERFORMING TESTS DATE

ﬁiwzféigﬁikit . [0-22-13

NAME OF TECHMEANREVIEWING RESULTS DATE

J
DANS3IR
tnxixx*itﬁ**t*kitttt*i**

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0103
TEST NO.: 60124
DATE: 10/02/2013

* Kk k Ak ok k ok kk KK AKX A KT KL KK

SUPERVISOR TEST

Kk Ak Rk kk A A KK WA KA R KR KKK KX kK

g/z1o0L TIME

DIAGNOSTIC OK 17:30
AR BLANK 0.000 17:30
EXT STD IR 0.374 17:31
_EXT $TB EC 0.360 17:31
AIR BLANK 0.500 17:33
EXT STD IR 0.39%90 17:33
EXT STD EC 0.375 17:33
AIR BLANK 6.000 17:35
EXT sTD IR 0.397 17:35
EXT $TD EC 0.380 17:35
AlR BLANK 0.000 A17:37
EXT STD IR 0.399 17:38
EXT STDb EC ©0.383 17:38
AR BLANK 0.000 17:39
EXT STD IR 0.401 17:40
EXT STD EC 0.384 17:40
AR BLANK 0.000 17:42
EXT $TD IR 0.401 17:42
EXT STDh EC 0.384 17:42
AIR BLANK 0.000 17:44
EXT STD IR ©.401 17:44
EXT STD EC 0.385 17:44
AlIR BLANK 0.000 17:46
EXT STR !R 0.400 17:47
EXT STD EC 0.383 17:47
AIR BLANK 0.000 17:49
EXT STD IR 0.401 17:49
EXT $TD EC 0.383 17:49
AR BLANK 0.000 17:51
EXT $TD IR 0.402 17:51
EXT STD EC 0.384 17:5i
AlR BLANK 0.000 17:52
Pl AGNOSTIC OK 17:53

Ak kA Kk H ok Rk ok ok ok ok Kk RK AR kK AK

OPERATOR. S |GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103

DATE OF TESTS: 10/3/2013

IR E/C
Simulator # DR4533 DRA4533 e
Sim Therm#: DR4533 DR4533 Doy 7
Batchit: D00009 D000 Pogn3  Horl
Reference Value: 0.4026 0.4026 WASHINGTON
- ALCOTEST 9510
0.394 0.282
SERIAL NO.: ARAH-0103
0.408 : 0.351 TEST NO.: 00140
0.406 0.393 . DATE: 'R *15”;2:3{:%91?
0.405 ’ 0.392 SUPERV I1SOR TEST
0.402 0.387 af 210L TIME
0.403 0.388 DIAGNOSTIC OK 16:52
' AlR BLANK 0.000 16:53
0.405 0.389 EXT STD IR 0.394 16:53
EXT STD EC 0.382 16:53
0.405 0.389 : AlR BLANK 0.000 18:55
0.405 0.388 EXT STD IR 0.403 16:55
EXT STD EC 0.391 15:55
0.404 0.386 AIR BLANK 0.000 16:57
. EXT STD IR 0.408 16:87
Mean: 0.4032 . 0.3885 EXT STD EC 0.39%3 16:57
SD: AIR BLANK 0.000 16:59
, 0.0035 0.0032 EXT STD IR 0.405 17:00
Bias %: 0.15 -3.50 EXT STD EC 0.392 17:00
. AIR BLANK 0.000 17:02
Cv%: 087 0.82 - EXT STD IR 0.402 17:02
Mean-Ref. Value Difference: 0.0006 -0.0141 i)ﬂ; SERNEC gggg 1;83
: EXT $TD IR 0.403 17:04
EXT STD EC ©.388 17:04
AIR BLANK  0.000 17:086
EXT STD IR 0.405 17:07
EXT STD EG 0.369 17:07
/ % N , AIR BLANK  0.000 17:09
' EXT STD IR 0.405 17:09
F k¢ O 7 et Ly 313 EXT $TD EC ©.388 17:09
A : AlH BLANK  0.000 17:11
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD IR 0.405 17:11
’ EXT STD EC 0.388 17:11
AlR BLANK. 0.000 17:13
P — EXT STD IR 0.404 17:14
R e ?) EXT STD EC 0.386 17:14
P yie, ,_?%,[' AIR BLANK 0.000 17:14
= o .
'NAME OF TECHNICIAN REVIEWING RESULTS DATE D AN T G O i rdi S
OPERATOR SIGNATURE:

S _Q_@jé_—__’:?:: _________ —




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0103
DATE OF TESTS: 10/7/2013

IR EC _
SimUIator #: DR4533 ‘ DR4533 kK k K k k k k kK k X A ok QERHS;SQ :
Sim Thermi: - DR4533 DR4533 WASHINGTON :
Batchi: D00009 ‘ D00009 ALCOTEST 9510
Reference Value: : 0.4026 0.4026 SERIAL NO. : ARAH-0103
TEST NO. : 00152
0.399 0.385 DATE: 10/07/2013 -
0-387 *ﬁ**t*k***i**ik***i*****--V
0401 SUPERVISOR TEST
0.400 0.385 KK XA KKK KKK A A kAR AK KAk ok ® A&
g/210L  TIME _
0.399 0.383 DIAGNOSTIC OK 12:26
AIR BLANK  0.000 12:27°
0.400 0883 . EXT STD IR 0.399 12:27
0.399 0.381 EXT STD EC 0.385 12:27
AIR BLANK  0.000 12:29
0.400 0.381 EXT STD IR 0.401 12:29
0.399 0.379 EXT STD EC 0.387 12:29
J AIR BLANK  0.000 12:31
0.399 0.379 EXT STD IR 0.400 12:32
EXT STD EC 0.385 12:32
0.398 0.377 AIR BLANK  0.000 12:33
; EXT STD IR 0.399 12.34
Mean: 0.3994 sl EXT STD EC 0.383 12:34
SD: 0.0008 0.0032 AIR BLANK  0.000 12:36
. EXT STD IR 0.400 12:36
Bias %: -0.79 , -5.12 EXT STD EC 0.383 12:36
e AIR BLANK  0.000 12:38
CV %: 0.20 084 EXT STD IR 0.399 12:38
; : . -0.0032 -0.0206 EXT STD EC 0.381 12:38
Mean-Ref. Value Difference 0 AIR BLANK 0.000 12:40
EXT STD IR 0.400 12-41
EXT STD EC  0.381 12:41
AIR BLANK  0.000 12:43
EXT STD IR 0.399 12:43
EXT STD EC 0.379 12.43
AIR BLANK  0.000 12:45
EXT STD IR 0.399 12.45
27 EXT STD EC  0.379 12:45
AIR BLANK  0.000 12:47
NAME OF TECHRHEANPERFORMING TESTS DATE EXT STD IR 0.398 12.48
‘ EXT STD EC 0.377 12:48
- AIR BLANK  0.000 12:48
_ DIAGNOSTIC OK 12:50
/ ~ = _c‘)r/ ***i*tiﬁi*i**l!ﬁ*kﬁ****i’
/Qézqq /) /é;/’th;m, s OPERATOR_ %l GNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE g~ ________ o




