TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0077

BATCH D00001




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 9/30/2013

IR E/C
Simulator #: DR4968 DR4968 D168
Sim Thermi#: DR4968 DR4968 KA KKk KA Kk &k Ak X hhk kX kh k& & &x
» WASHINGTON
Batchi#: D00001 D00001 ALCOTEST 9510
: .0090 0.0090 ;

Reference Value Ll SERIAL NO.: ARAH- 0077
0.011 0.011 TEST NO. : 00060
ST T DATE : 09/30/2013

0.010 0.010 7 'SUPERVISOR TEST
0.010 0.010 g/210L TIME
DIAGNOSTIC OK 12:29
0.010- 0.010 AIR BLANK 0.000 12:29
EXT STD IR 0.011 12:29
0.010 0.010 EXT STD EC 0.011 12:29
0.010 0.010 AIR BLANK 0.000 12:30
EXT STD IR 0.010 12:31
0.010 0.010 EXT STD EC 0.010 12:31
AIR BLANK  0.000 12:32
u‘ 0.010 0.010 EXT STD IR 0.010 12:32
0.010 0.010 EXT STD EC 0.010 12:32
, AIR BLANK 0.000 12:34
Mean: 0.0101 0.0101 EXT STD IR 0.010 12:34
EXT STD EC 0.010 12:34
SD: 0.0003 0.0003 AIR BLANK  0.000 12:35
T EXT STD IR 0.010 12:36
Bias %! 12.22 e EXT STD EC 0.010 12:36
CV %: 2.97 2.97 AIR BLANK 0.000 12:37
EXT STD IR 0.010 12:37
Mean-Ref. Value Difference: 0.0011 0.0011 EXT STD EC 0.010 12:37
: AIR BLANK 0.000 12:38
EXT STD IR 0.010 12:39
EXT STD EC 0.010 12:39
AIR BLANK  0.000 12:40
EXT STD IR 0.010 12:40
3 : EXT STD EC 0.010 12:40
o _ ; ) AIR BLANK 0.000 12:42
P . < ‘ 9 o — ] EXT STD IR 0.010 12:42
A =3 S EXT STD EC  0.010 12:42
= : AIR BLANK 0.000 12:43
NAME dﬁECHNiCIAN PERFORMING TESTS DATE EXT STD IR 0.010 12.44
EXT STD EC 0.010 12:44
j AIR BLANK  0.000 12:44
/ % ' » 3 DIAGNOSTIC OK 12:45
/ / /-M, ,- - ~| kR K A kK Rk K A Kk kR K A kKK AR AR KKK

an & d = e OP_EE‘A)SIGNATUF!E:
NAME OF TECHNICIAN REVIEWING RESULTS - DATE &"_*\—’




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/1/2013

I/R E/C
simulator #: . DR4968 DR4968 ]
Sim Therm#: DR4968 DR4968 D@L‘ q é 8
' Batchi#: D00001 ~ D00001
Reference Value: : WASHINGTON
e 0.0090 0.0090 ALCOTEST 9510
0.011 0.011
SERIAL NO. : ARAH- 0077
0.011 0.010 TEST NO.: 00072
oot 0010 DATEL e s s s FATERRTR
0.011 0.010 SUPERVISOR TEST _
0.010 0.010 al/210L TIME
DIAGNOSTIC OK 10:20
0.011 0.010 AIR BLANK  0.000 10:20
0.010 0.010 EXT STD IR ~0.011 10:20
- EXT STD EC 0.011 10:20
0.010 0.010 AIR BLANK 0.000 10:22
. EXT STD IR 0.011 10:22
0.010 0.010 EXT STD EC 0.010 10:22
0.010 0.010 AIR BLANK 0.000 10:23
EXT STD IR 0.011 10:24
Mean: 0.0105 0.0101 EXT STD EC 0.010 10:24
. AIR BLANK 0.000 10:25
SD: 0.0005 0.0003 EXT STD IR 0.011 10:25
o o7 EXT STD.EC 0.010 10:25
Bias %: 16.67 12.22 AIR BLANK 0.000 10:27
CV %: 476 - 297 EXT STD IR 0.010 10:27
EXT STD EC 0.010 10:27
Mean-Ref. Value Difference: 0.0015 0.0011 AIR BLANK  0.000 10:28
EXT STD IR 0.011 10:29
EXT STD EG 0.010 10:29
AIR BLANK 0.000 10:30
EXT STD IR 0.010 10:30
EXT STD EC 0.010 10:30
o AIR BLANK 0.000 10:32
/,./ /@:/_ EXT STD IR 0.010 10:32
: ; EXT STD EC 0.010 10:32
%///f’ /o-/-13 ‘ AIR BLANK 0.000 10:33
EXT STD IR 0.010 10:34
NAME OF TECANTCIAN PERFORMING TESTS DATE EST SID 5 o 1o Mooad
: AIR BLANK 0.000 10:35
/ 'g . EXT STD IR 0.010 10:35
/ s 9@ EXT STD EGC 0.010 10:35
AL 2 29- 13 AIR BLANK  0.000 10:36
am O 10 / DIAGNOSTIC OK 10:37
NAME OF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Therm#: DR4968 DR4968
Batchi#: D00001 D00001
Reference Value: 0.0090 0.0090

0.009 0.009

0.009 . 0.009

0.009 0.010

0.009 0.009

0.010 . 0.009

0.010 0.009

0.010 0.009

.0.010 - ' 0.009

0.010 0.009

0.010 0.009

Mean: 0.0096 0.0091

SD: 0.0005 0.0003

Bias %: 6.67 1.11
CV %: 5.21 3.30
Mean-Ref. Value Difference: 0.0006 0.0001

%//2@ /c:>‘-7~/3

NAME OF TECHNICIAN PERFORMING TESTS - DATE

7%;/\/\ 0B [024-13

NAME OF TECHNICIAN REVIEWING RESULTS DATE

KRk Kk KA A AK KRR KK K KK AKERKKXXR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00082
DATE : 10/07/2013

ok ok Kk Kk kA KXARRAXTERR XK RKKKK & &K K

SUPERVISOR TEST

Xk k®m kR ok R KKK EARFKKKK KK AKK

g/210L TIME

DIAGNOSTIC OK 08:05
AIR BLANK 0.000 08:05
EXT STD IR 0.009 08:06
EXT STD EC 0.009 08:06
AIR BLANK 0.000 08:07
EXT STD IR 0.009 08:07
EXT STD EC 0.009 08:07
AIR BLANK 0.000 08:09
EXT STD IR 0.009 08:09
EXT STD EC 0.010 08:09
AIR BLANK 0.000 08:10
EXT $TD IR 0.009 08:11
EXT STD EC 0.009 08:11
AlIR BLANK 0.000 08B:12
EXT STD IR 0.010 08:12
EXT STD EC 0.009 08:12
AIR BLANK 0.000 08:14
EXT STD IR 0.010 08:14
EXT STD EC 0.009 08:14
AIR BLANK 0.000 08:15
EXT STD IR 0.010 08:16
EXT STD EC 0.009 08:16
AIR BLANK 0.000 08:17
EXT STD IR 0.010 08:17
EXT STD EC 0.009 08:17
AIR BLANK 0.000 0B8:18
EXT STD IR 0.010 08:19
EXT STD EC 0.009 08:19
AlR BLANK 0.000 08:20
EXT STD IR 0.010 08:20
EXT STD EC 0.009 08:20
AIR BLANK 0.000 08:21
DIAGNOSTIC OK 08:22

Ak kA Kk h kK KKk KKk KKK *AXKKK*X KKK

O%R S ATURE:
£ -




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: ~ DR4968 DR4968
Sim Thermi: DR48368 DR4968
Batchi: D00001 D00001
Reference Value: 0.0090 0.0090
0.011 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.011 0.011
0.011 0.011
0.011 . 0.011
0.011 0.011
0.011 - 0.010
0.011 0.011
Mean: 0.0107 0.0105
SD: 0.0005 0.0005
Bias %: 18.89 16.67
CV %: 4.67 4.76
Mean-Ref. Value Difference: 0.0017 0.0015

% . o113

NAME OF TECHNICIAN PERFORMING TESTS DATE

Y
7o 0P /o 2013

NAME OF TECHNICIAN REVIEWING RESULTS DATE

t***xti*t!xixgﬁ%xk*ttkit

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO. : 00092
DATE: 10/14/2013

Ak k kA A Kk KAK KA K KR KKK R A K kR

SUPERVISOR TEST

LB A S SR EEE R R EE SRR

a/210L TIME

DIAGNOSTIC OK 11:00
AlIR BLANK 0.000 11:00
EXT STD IR 0.011 11:01
EXT STD EC 0.010 11:01
AIR BLANK 0.000 11:02
EXT STD IR 0.010 11:02
EXT STD EC 0.010 11:02
AlR BLANK 0.000 11:04
EXT 8TD IR 0.010 11:04
EXT STD EC 0.010 11:04
AIR BLANK 0.000 11:05
EXT STD IR 0.010 11:06
EXT STD EC 0.010 11:06
AIR BLANK 0.000 11:07
EXT sTD IR 0.011 11:07
EXT STD EC 0.011 11:07
"AIR BLANK 0.000 11:08
EXT sTD IR 0.011 11:09
EXT STD EC 0.011 11:09
AlIR BLANK 0.000 11:10
EXT sTD IR 0.011 11:11
EXT STD EC o0.011 11:11
AIR BLANK 0.000 11:12
EXT sTD IR 0.011 11:12
EXT sTD EC 0.011 11:12
AIR BLANK 0.000 11:13
EXT STD IR 0.011 11:14
EXT STD EC 0.010 11:14
AIR BLANK 0.000 11:15
EXT sTD IR 0.011 11:18
EXT STD EC 0.011 11:16
AIR BLANK 0.000 11:16
DIAGNOSTIC OK 11:17

R****k***t***tts*** Xk Kk K

OPERAT SI1GNATURE :
::igéé 2% .=




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4968 . DR4968
Sim Therm#: DR4968 DR4968
Batch#: D00001 D00001
Reference Value: 0.0090 ' 0.0090
0.009 0.009
0.009 0.009
0.010 0.009
0.010 ~0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 - 0.010
0.010 0.010 -
Mean: 0.0098 0.0097
SD: 0.0004 0.0005
Bias %: 8.89 7.78
CV %: 4.08 ' 5.15
Mean-Ref, Value Difference: 0.0008 0.0007

G eeiseiz |

NAME OFTECHNICIAN PERFORMING TESTS DATE

)4@14/( 0%/&5& il

NAME OF TECHNICIAN REVIEWING RESULTS DATE

ﬁ**t&x*‘jt?*t%*itt**inﬁ

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0077
TEST NO. : . 00101
DATE : 10/15/2013

BEXA KAk k k kKKK KK kKA AR kK A

SUPERVISOR TEST

****t*t**l*ittﬁ*k*f**k#*

g/210L TIME
DIAGNOSTIC 0K 10:12
AIR BLANK 0.000 10:12
EXT STD IR 0.009 10:13
EXT STD EC 0.009 10:13
AIR BLANK 0.000 10:14
EXT STD IR 0.009 10:14
EXT STD EC 0.009 10:14
AIR BLANK 0.000 10:16
EXT STD IR 0.010 10:16
EXT STD EC 0.009 10:16
AlIR BLANK 0.000 10:17
EXT STD IR 0.010 10:18
EXT STD EC 0.010 10:18
AIR BLANK 0.000 10:19
EXT STD IR 0.010 10:19
EXT STD EC 0.010 10:19
AIR BLANK 0.000 10:21
EXT STD IR 0.010 10:21
EXT STD EC 0.010 10:21
AIR BLANK 0.000 1o0:22
EXT STD IR 0.010 10:23
EXT STD EC 0.010 10:23
AIR BLANK 0.000 10:24
EXT STD IR 0.010 10:24
EXT STD EC 0.010 10:24
AlR BLANK 0.000 10:26
EXT STD IR 0.010 10:26
EXT STD EC 0.010 10:26
AIR BLANK 0.000 10:27
EXT STD IR 0.010 10:28
EXT STD EC 0.010 10:28
AIR BLANK 0.000 10:28
DIAGNOSTIC OK 10:29

ﬂ*itt****i*#tﬁtti*ﬁ**tx*

OPERi— R SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-007/

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 9/30/2013

I/R E/C | —_—
Simu!atorl#: DR4968 DIR4968 DY"\L\C\ é:)%
Sim Thermé: DR4968 DR4968 DR T (. S
Batch#: D00002 D00002 WASHINGTON
-ALCOTEST 9510
Reference Value: 0.0147 0.0147
SERIAL NO.: ARAH-0077
0.014 0.014 TEST NO. : 00061
0.014 0.014 DATE : 09/30/2013
0.014 0.014 SUPERVISOR TEST
0.014 0.014 g/210L T IME
0014 0014 DlAGNOST'C oK 12:59
: AIR BLANK 0.000 12:59
0.014 0.014 EXT STD IR 0.014 13:00
: EXT STD EC 0.014 13:00
0.014 0.014 AIR BLANK  0.000 13:01
0.014 0.014 EXT STD IR 0.014 13:01
: EXT STD EC 0.014 13:01
( 0.014 0.014 AIR BLANK 0.000 13:03
EXT STD IR 0.014 13:03
0.014 0.014 EXT STD EC 0.014 13:03
] AIR BLANK  0.000 13:04
Mean: 0.0140 0.0140 EXT STD IR 0.014 13:05
SD: 0.0000 0.0000 EXT STD EC 0.014 13:05
AIR BLANK 0.000 13:06
Bias %: -4.76 -4.76 EXT STD IR 0.014 13:06
EXT STD EC 0.014 13:06
CV %: 0.00 0.00 AIR BLANK 0.000 13:08
i ) . -0.0007 -0.0007 EXT STD IR 0.014 13:08
Mean-Ref. Value Difference: 0.000 EXT STh EE 6 bid 45 08
AIR BLANK  0.000 13:09
EXT STD IR 0.014 13:10
EXT STD EC 0.014 13:10
AIR BLANK 0.000 13:11
EXT STD IR 0.014 13:11
EXT STD EC 0.014 13:11
- AIR BLANK  0.000 13:13
(ij;CéZ%’ ;#?iszi,,,——\______P, - 3e2 “’/3; EXT STD IR 0.014 13:13
; EXT STD EC 0.014 13:13
NAME OF/TECHN|C|AN PERFORMING TESTS DATE AIR BLANK 0.000 13:14
EXT STD IR 0.014 13:15
EXT STD EC 0.014 13:15
j;f ) AIR BLANK 0.000 13:15
P (R DIAGNOSTIC OK 13:16
am d/ta/ /6 29-!5 oreraton SlanaToREs
NAME OF TECHNICIAN REVIEWING RESULTS DATE : :




METHOD VALIDATION DRAEGER ALCOTEST 9510

| DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Therm#: DR4968 DR4968
Batchit: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.014°
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 ' 0.014
' 0.014 0.014
0.014 : 0.014
Mean: 0.0140 0.0140
SD: 0.0000 0.0000
Bias %: -4.76 ' -4.76
CV %: 0.00 0.00
Mean-Ref. Value Difference: -0.0007 -0.0007

Q/f;//@z// (© /=13

NAME OF TECHNICIAN PERFORMING TESTS DATE

}gm ﬁﬁmﬁ 0729713

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYIEE. ...

kR kKKK K KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO. : 00073
DATE: 10/01/2013

X kKK Ak KA KK XK KKK XK KREXR KKK K

SUPERVISOR TEST

XKk kXK XX XX kXA Ak XX XXKKAKX XX XX

g/ 210L TIME

DIAGNOSTIC OK 10:54
AIR BLANK 0.000 10:54
EXT STD IR 0.014 10:55
EXT STD EC 0.014 10:55
AIR BLANK 0.000 10:56
EXT STD IR 0.014 10:586
EXT STD EC 0.014 10:56
AIR BLANK 0.000 10:58
EXT STD IR 0.014 10:58
EXT STD EC 0.014 10:58
AIR BLANK 0.000 10:59
EXT STD IR 0.014 11:00
EXT STD EC 0.014 11:00
AlR BLANK 0.000 11:01
EXT STD IR 0.014 11:02
EXT STD EC 0.014 11:02
AIR BLANK 0.000 1{1:03
EXT STD IR 0.014 11:03
EXT STD EC 0.014 11:03
AIR BLANK 0.000 11:05
EXT STD IR 0.014 11:05
EXT STD EC 0.014 11:05
AlR BLANK 0.000 11:06
EXT SsTD IR 0.014 11:07
EXT STD EC 0.014 11:07
AIR BLANK 0.000 11:08
EXT STD IR 0.014 11:08
EXT §TD EC 0.014 11:08
AlIR BLANK 0.000 11:10
EXT STD IR 0.014 11:10
EXT STD EC 0.014 11:10
AlIR BLANK 0.000 11:11
DIAGNOSTIC OK 11:11
KK kK k kA A X EAXT KX KK AKX XX K KA K
OPERA S| GNATURE :




'METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi#: DR4968 DR4968
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.013
0.014 0.014
0.014 0.014
0.014 0.014
0.013 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
Mean: 0.0139 0.0139
SD: 0.0003 0.0003
Bias %: -5.44 -5.44
CV %: 2.16 2.16
Mean-Ref. Value Difference: -0.0008 -0.0008
% sz—_* j=-7-/%
NME OF TECANICIAN PERFORMING TESTS DATE
%fm £ Bres 2029 18
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRAIES

kR R KK K R KK * R A KR AR K kA KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00083
DATE: 10/07/2013

tiﬁ*iﬂ***t*lktikk*ki’kiit

SUPERVISOR TEST

A E R R KA KKK XARKXRAKE X K K AKX *X

g/210L TIME

DIAGNOSTIC OK 08:51
AlR BLANK 0.000 08:51
EXT STD IR 0.014 08:51
EXT STD EC 0.013 08B:51
AIR BLANK 0.000 08B:52
EXT STD IR 0.014 08:53
EXT STD EC 0.014 08:53
AIR BLANK 0.000 08:54
EXT STD IR 0.014 08:54
EXT STD EC 0.014 08:54
AIR BLANK 0.000 08:56
EXT STD IR 0.014 08:56
EXT STD EC 0.014 08:56
AIR BLANK 0.000 08:57
EXT STD IR 0.013 08:58
EXT STD EC - 0.014 08:58
AIR BLANK 0.000 08:59
EXT STD IR 0.014 09:00
EXT STD EC 0.014 09:00
AIR BLANK 0.000 09:01
EXT STD IR 0.014 09:01
EXT STD EC 0.014 09:01
AlR BLANK 0.000 09:02
EXT STD IR 0.014 00:03
EXT STD EC 0.014 09:03
AIR BLANK 0.000 09:04
EXT STD IR 0.014 09:05
EXT STD EC 0.014 09:05
AIR BLANK 0.000 00:06
EXT STD IR 0.014 09:06
EXT STD EC 0.014 09:06
AIR BLANK 0.000 09:07
DIAGNOSTIC OK 09:07

A A KA A K AR R TR K R K RERN XK F * KK

OPERA SIGNATURE :
) N




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

Simulator #:

Sim Thermit:
Batchi:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref, Value Difference:

Ly oo

DATE OF TESTS: 10/14/2013

I/R | E/C
DR4968 ' DR4968
DR4968 DR4968
D00002 D00002
0.0147 0.0147

0.015 0.014
0.015 0.015.
0.015 0.015
0.015 0.015
0.014 0.015
0.014 0.015
0.015 0.015
0.015 0.015
0.016 0.015
0.015 0.015
0.0149 0.0149
0.0006 0.0003
1.36 1.36
4.03 2.01
0.0002 0.0002

S5~ %
NAME OF TECHNICIAN PERFORMING TESTS DATE
Jhn D L e 102513

NAME OF TECHNICIAN REVIEWING RESULTS DATE

#t*ii**&*li**txtitt#ik*ii

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00093
DATE: “10/14/2013

kA A K KKK R AKX KKK X KKK KK K XK

SUPERVISOR TEST

kAKX ARKA KRR KA R KK A K KKK KK X * &

g/210L  TIME

DIAGNQSTIC OK 11:30
AIR BLANK 0.000 11:30
EXT STD IR 0.015 11:31
EXT STD EC 0.014 11:31
AIR BLANK 0.000 11:32
EXT STD IR 0.015 11:32
EXT STD EC 0.015 11:32
AIR BLANK 0.000 11:34
EXT STD IR 0.015 11:34
EXT STD EC 0.015 11:34
AIR BLANK 0.000 11:35
EXT STD IR 0.015 11:36
EXT STD EC 0.015 11:36
AIR BLANK 0.000 11:37
EXT STD IR 0.014 11:37
EXT STD EC 0.015 11:37
AIR BLANK 0.000 11:39
EXT STD IR 0.014 11:39
EXT STD EC 0.015 11:38
AIR BLANK 0.000 11:40
EXT sTD IR 0.015 11:41
EXT STD EC 0.015 11:41
AIR BLANK 0.000 11:42
EXT STD IR 0.015 11:42
EXT STD EC 0.015 11:42
AIR BLANK 0.000 11:44
EXT STD IR 0.016 11:44
EXT STD EC 0.015 11:44
AIR BLANK 0.000 11:45
EXT STD IR 0.015 11:486
EXT STD EC 0.015 11:46
AIR BLANK 0.000 11:46
DIAGNOSTIC OK 11:47
*R*i**********t***tk*ﬁit

OP%S I GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST-9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Thermit: DR4990 DR4990
Batchit: D00002 D00002
Reference Value: 0.0147 0.0147
0.017 0.016
0.017 0.016
0.017 0.016
0.016 0.016
0.017 0.015
0.017 0.015
0.016 0.015
0.016 0.015
0.016 0.015
0.016 0.015
Mean: 0.0165 0.0154
© SD; 0.0005 0.0005
Bias %: 12.24 4,76
CV %: 3.03 3.25
Mean-Ref. Value Difference: 0.0018 0.0007
% /\Zﬂ/ fo> /S /3
NAME OF TT:_.CH NICIAN PERFORMING TESTS DATE
/ F
/gﬂﬂ" @ U /0 29"/}

NAME OF TECHNICIAN REVIEWING RESULTS DATE

L BRYY9e

KKK KR KA K KA

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0077
TEST NO. : 00103
DATE; 10/15/2013

LE R EEEE SR EEEEEEE SR EENE

SUPERVISOR TEST

ok ok ok ok ok ok k kX kKR kKA K KK KA KKK

g/210L  TIME

DIAGNOSTIC OK 10:45
AIR BLANK 0.000 10:45
EXT STD IR 0.017 10:46
EXT STD EC 0.016 10:46
AIR BLANK 0.000 10:47
EXT STD IR 0.017 10:47
EXT STD EC 0.016 10:47
AlR BLANK 0.000 10:49
EXT STD IR 0.017 10:49
EXT STD EC 0.016 10:49
AIR BLANK 0.000 10:50
EXT S$TD IR 0.016 10:51
EXT STD EC 0.016 10:51
AlIR BLANK 0.000 10:52
EXT STD IR 0.017 10:52
EXT STD EC 0.015 10:52
AIR BLANK 0.000 10:54
EXT STD IR 0.017 10:54
EXT STD EC 0.015 10:54
AIR BLANK 0.000 10:55
EXT STD IR 0.016 10:56
EXT STD EC 0.015 10:56
AlIR BLANK 0.000 10:57
EXT STD IR 0.016 10:58
EXT sTD EC 0.015 10:58
AlIR BLANK 0.000 10:59
EXT STD IR 0.016 10:59
EXT STD EC 0.015 10:59
AlIR BLANK 0.000 11:01
EXT STD IR 0.016 11:01
EXT STD EC 0.015 11:01
AlIR BLANK 0.000 11:02
DIAGNOSTIC OK 11:02

kX kK k kA k kK KA R x kK kK kK Rk Kk kK KA K

OPEZR SIGNATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0077

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 9/30/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204
0.019 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.020
Mean: 0.0199 0.0191
SD: 0.0003 0.0003
Bias %: -2.45 -6.37
CV %: 1.51 1.57
Mean-Ref. Value Difference: -0.0005 -0.0013
e
. ~ 9-30-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
1 ﬁ/%m 1872913
NAME OF TECHNICIAN REVIEWING RESULTS DATE

X XK K A KA KKAKEKXKEKLEXT XK XX kXK

WASHINGTON
ALCOTEST 9510 -

SERIAL NO. : ARAH-0077
TEST NO. : 00062
DATE: 09/30/2013

IEEEREEEEE S EEEREERERIEES R

SUPERVISOR TEST

h ok ok K x kK ok k XKk Kk kKK KK KK KK KKK

ag/210L TIME

DIAGNOSTIC OK 13:37
AIR BLANK 0.000 13:37
EXT STD IR 0.019 13:38
EXT STD EC 0.019 13:38
AIR BLANK  0.000 13:39
EXT STD IR 0.020 13:40
EXT STD EC 0.019 13:40
AIR BLANK 0.000 13:41
EXT STD IR 0.020 13:41
EXT STD EC 0.019 13:41
AIR BLANK 0.000 13:43
EXT STD IR 0.020 13:43
EXT STD EC 0.019 13:43
AIR BLANK 0.000 13:44
EXT STD IR 0.020 13:45
EXT STD EC 0.019 13:45
AIR BLANK 0.000 13:46
EXT STD IR 0.020 13:46
EXT STD EC 0.019 13:46
AIR BLANK 0.000 13:48
EXT STD IR 0.020 13:48
EXT STD EC 0.019 13:48
AIR BLANK  0.000 13:49
EXT STD IR 0.020 13:50
EXT STD EC 0.019 13:50
AIR BLANK 0.000 13:51
EXT STD IR 0.020 13:52
EXT STD EC 0.019 13:52
AIR BLANK 0.000 13:53
EXT STD IR 0.020 13:53
EXT STD EC 0.020 13:53
AIR BLANK 0.000 13:54
DIAGNOSTIC OK 13:54

Aok ok kK ok ok ok k KAk KKKk KRKKKKKRKK KKK

OPEEii’E:ﬁlGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/1/2013

I/R ' E/C
Simulator #: DR4968 DR4968
Sim Thermih: - DR4968 DR4968
Batch#: . D00003 D00003
Reference Value: 0.0204 0.0204
0.019 0.019
0.020 0.019
0.020 0.019
0.020 0.019
0.021 0.019
0.020 0.019
0.020 0.019
0.020 i 0.019
{ 0.021 0.019
0.020 0.020
Mean: 0.0201 - 0.0191
SD: " 0.0006 0.0003
Bias %: -1.47 -6.37
CV %: 2.99 1.57
Mean-Ref. Value Difference: -0.0003 -0.0013

%// A fo/ /3

NAME OF TECHRICIAN PERFORMING TESTS DATE
 amn O jotrne I~ =L F

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYKE

Kk AR Ak Rk AKRKKKKKKREE K KA K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0077
TEST NO. : 00074
DATE : 10/01/2013

kkok XK Ak ARKk KK KKK KK KKK K kK KK

SUPERVISOR TEST

* ok ko Rk ok ok k Rk K A K Kk A AAK K KRR KKK

g/210L TIME

DIAGNOSTIC OK 11:26
AIR BLANK 0.000 11:26
EXT STD IR 0.019 11:26
EXT STD EC 0.019 11:26
AIR BLANK 0.000 11:27
EXT STD IR 0.020 11:28
EXT STD EC 0.019 11:28
AIR BLANK 0.000 11:29
EXT STD IR 0.020 11:30
EXT STD EC 0.019 11:30
AIR BLANK 0.000 11:31
EXT STD IR 0.020 11:31
EXT STD EC 0.019 11:31
AR BLANK 0.000 11:33
EXT STD IR 0.021 11:33
EXT STD EC 0.019 11:33
AlR BLANK 0.000 11:34
EXT STD IR 0.020 11:35
EXT STD EC 0.019 11:35
AIR BLANK 0.000 11:36
EXT STD IR 0.020 11:36
EXT STD EC 0.019 11:36
AIR BLANK 0.000 11:38
EXT STD IR 0.020 11:38
EXT STD EC 0.019 11:38
AIR BLANK 0.000 11:39
EXT STD IR 0.021 11:40
EXT STD EC 0.019 11:40
AIR BLANK 0.000 11:41
EXT STD IR 0.020 11:42
EXT STD EC 0.020 11:42
AIR BLANK 0.000 11:42
DIAGNOSTIC OK 11:43
* K

Kok KKk kA Kk kX Kk k k& k k& L

OPERATOR SI|GNATURE:




METHOD VALI DATION.DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077
DATE OF TESTS: 10/7/2013

NAME OF TECHNICIAN REVIEWING RESULTS DATE

g = — ..DRHI8R
n*i***itﬁt*li{la*atitk*zt
Simulator #: DR4968 DR4968 YRR RETON
Sim Thermi: DR4968 DR4968 ALCOTEST 9510
Batch#: D00003 D00003 SERIAL NO. : ARAH-0077
0204 TEST NO. : 00084
Reference Value: 0.0204 0.0 BRTE. SOl E gt s
0019 0019 iﬁ*ik*i*#**ti*****ﬁ**ttk
: UPERVISOR TEST
0,019 0-019 tl**?*****liﬁ?***tlﬁk***
g/210L  TIME
0.020 0.019 DIAGNOSTIC OK 10:03
0.020 0.019 AIR BLANK  0.000 10:03
EXT STD IR 0.019 10:04
0.019 0.019 EXT STD EC 0.019 10:04
AIR BLANK 0.000 10:05
0.020 0.019 EXT STD IR 0.019 10:05
0.019 0.019 EXT STD EC 0.019 10:05
ot AIR BLANK  0.000 10:07
0.019 0.019 EXT STD IR 0.020 10:07
EXT STD EC 0.019 10:07
0.020 0.018 AIR BLANK  0.000 10:09
0.020 0.019 EXT STD IR 0.020 10:09
EXT STD EC 0.019 10:09
0.0195 0.0190 AIR BLANK  0.000 10:1
s EXT STD IR 0.019 10:11
0.0005 0. EXT STD EC 0.019 10:11
401 6.86 AIR BLANK  0.000 10:12
4. EXT STD IR 0.020 10:12
2 56 0.00 EXT STD EC  0.019 10:12
AIR BLANK 0.000 10:14
Mean-Ref. Value Difference: -0.0009 -0.0014 EXT STD IR 0.019 10:14
, EXT STD EC 0.019 10:14
AIR BLANK 0.000 10:15
EXT STD IR 0.019 10:16
EXT STD EC 0.019 10:16
AIR BLANK 0.000 10:17
EXT STD IR 0.020 10:18
_ ; EXT STD EC 0.019 10:18
- _ AIR BLANK 0.000 10:19
% /@f"”m\ f= - 7~73 EXT STD IR 0.020 10:19
VW st 77 : EXT STD EC 0.019 10:19
. NAME OFTEC(HNICIAN PERFORMING TESTS DATE AIR BLANK 0.000 1020
DIAGNOSTIC OK 10:20
/ . **i**k*t*********#k*ti*k
; St _ PER S1GNATURE :
t/ - 70 -
T (j){ﬁa13i44_ /072971 3 4;f£§%§;%;zééé;‘:;=if_




" METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
Batch#: D00003 D00003
Reference Value: 0.0204- 0.0204
0.021 0.020
0.021 ) 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
5 0.021 0.020
0.021 0.020
Mean: 0.0210 0.0200
SD: 0.0000 0.0000
Bias %: 2.94 -1.96
CV %: 0.00 0.00
Mean-Ref. Value Difference: 0.0006 -0.0004

i B ST

NAME OF TECHNICIAN PERFORMING TESTS DATE

Vi

/a4 0 %/ Ll 7o 2T k]

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRUWI6S

u*ﬁ*n*agtxtﬁktt*ti*i;*n*

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00094
DATE: 10/147/2013

itx**tttk**ttk*tﬁ*x**t*t

SUPERVISOR TEST

wix*xﬁw*t****i*a*i*t**t*

g/210L TIME

DIAGNOSTIC OK 11:59
AIR BLANK 0.000 11:59
EXT STD IR 0.021 11:59
EXT STD EC 0.020 11:59
AIR BLANK 0.000 12:01
EXT STD IR 0.021 12:01
EXT STD EC 0.020 12:01
AIR BLANK 0.000 12:03
EXT STD IR 0.021 12:03
EXT STD EC 0.020 12:03
AIR BLANK 0.000 12:04
EXT STD IR 0.021 12:05
EXT STD EC 0.020 12:05
AIR BLANK 0.000 12:06
EXT STD IR 0.021 12:06
EXT STD EC 0.020 12:06
AIR BLANK 0.000 12:08
EXT STD IR 0.021 12:08
EXT STD EC 0.020 12:08
AIR BLANK 0.000 12:09
EXT STD IR 0.021 12:10
EXT STD EC 0.020 12:10
AIR BLANK 0.000 12:11
EXT STD IR 0.021 12:12
EXT sTD EC 0.020 12:12
AlR BLANK 0.000 12:13
EXT STD IR 0.021 12:13
EXT STD EC 0.020 12:13
AlR BLANK 0.000 12:15
EXT STD IR 0.021 12:145
EXT STD EC 0.020 12:15
AIR BLANK 0.000 12:16
DIAGNOSTIC OK 12:16

Ak kA Kk AR AT A XK KKK KR T K K kK KK

OPE SIGNATURE:
-




IVIETHOD VALIDATION DRAEGER ALCOTEST 9510.

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/15/2013

I/R - E/C
Simulator #: DR4968 DR4968
Sim Therm#: DR4968 : DR4968
Batchit: D00003 ‘ D00003
Reference Value: . 0.0204 ' 0.0204
0.021 0.019
0.021 0.019
0.021 . 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.021 0.020
0.022 0.020
Mean: 0.0211 0.0198
SD: 0.0003 . 0.0004
Bias %: 343 -2.94
. CV %: 1.42 2.02
Mean-Ref. Value Difference: 0.0007 -0.0006

%@j fe> - 15 /3

NAME OFTECHNICIAN PERFORMING TESTS DATE

)4404 D/8en. (0729713

NAME OF TECHNICIAN REVIEWING RESULTS DATE

tt*ant;}l:\ibtgtk*tt*ka*a

"WASHINGTON
ALCOTEST 9510

{

SERIAL NO.: ARAH-0077
TEST NO.: 00104
DATE: 10/15/2013

ok k Ak kK K Kk kK ok ok k Ak Kk Khk kK kh koK

SUPERVISOR TEST

Kk Kk kK Ak kKR KK X KR ARXT R Kok kR

g/210L TIME

DIAGNOSTIC OK 11:05
AlIR BLANK 0.000 11:05
EXT STD IR 0.021 11:05
EXT STD EC 0.019 11:05
AIR BLANK 0.000 11:06
EXT STD IR 0.021 11:07
EXT STD EC 0.019 11:07
AIR BLANK 0.000 11:08
EXT sTD IR 0.021 11:09
EXT STD EC 0.020 11:09
AIR BLANK 0.000 11:10
EXT STD IR 0.021 11:10
EXT STD EC 0.020 11:10
AIR BLANK 0.000 11:12
EXT sTD IR 0.021 11:12
EXT STD EC 0.020 11:12
AIR BLANK 0.000 11:13
EXT STD IR 0.021 11:14
EXT STD EC 0.020 11:14
AIR BLANK 0.000 11:15
EXT $TD IR 0.021 11:16
EXT STD EC 0.020 11:16
AlR BLANK 0.000 11:17
EXT STD IR 0.021 11:17
EXT STD EC 0.020 11:17
AlIR BLANK 0.000 11:19
EXT 8TD IR 0.021 11:19
EXT STD EC 0.020 11:19
AIR BLANK 0.000 11:20
EXT STD IR 0.022 11:21
EXT STD EC 0.020 11:21
AlR BLANK 0.000 11:21
DIAGNOSTIC OK 11:22
* &

ARk ok ok ok ok ok ok ok ok kA k ok KKK K

o%& TURE :
/ -




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0077

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

- DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 9/30/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermit: DR4968 DR4968
Batchi: D00004 ‘D00004
Reference Value: 0.0408 0.0408
0.039 0.038
0.039 0.038
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
Mean: 0.0398 0.0388
SD: 0.0004 0.0004
Bias %: -2.45 -4.90
CV %: 1.01 1.03
Mean-Ref. Value Difference: -0.0010 -0.002

7-32

=3

NAME OF TECHNICIAN PERFORMING TESTS

‘gm n%m}\

DATE

laf 291 3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DRYA16&

Rt!ﬁiik**%ti{*ﬂttt**k*ﬁt*

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00063
DATE: 00/30/2013

**tia*txt*ut*a**tt*iﬁku*

SUPERVISOR TEST

i*t*tut##*kﬂ#kttﬁ*k*atit

g/210L  TIME

DIAGNOSTIC OK 14:25
AIR BLANK 0.000 14:25
EXT STD IR 0.039 14:25
EXT STD EC 0.038 14:25
AIR BLANK 0.000 14:26
EXT sTD IR 0.039 14:27
EXT STD EC 0.038 14:27
AIR BLANK 0.000 14:28
EXT STD IR 0.040 14:29
EXT STD EC 0.039 14:29
AIR BLANK 0.000 14:30
EXT STD IR 0.040 14:30
EXT STD EC 0.039 14:30
AIR BLANK 0.000 14:32
EXT STD IR 0.040 14:32
EXT STD EC 0.039 14:32
AIR BLANK 0.000 14:34
EXT STD IR 0.040 14:34
EXT STD EC 0.039 14:34
AIR BLANK 0.000 14:35
EXT STD IR 0.040 14:36
EXT STD EC 0.039 14:36
AIR BLANK 0.000 14:37
EXT STD IR 0.040 14:38
EXT STD EC 0.039 14:38
AIR BLANK 0.000 14:39
EXT STD IR 0.040 14:39
EXT STD EC 0.039 14:39
AIR BLANK 0.000 14:41
EXT STD IR 0.040 14:41
EXT STD EC 0.03%9 14:41
AIR BLANK 0.000 14:42
DIAGNOSTIC OK 14:43

ki{t*ﬁ*ﬁiktﬁ**tt*tii*ﬁ**t

OPERAT SIGNATURE:

L




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/1/2013

I/R E/C
Sim_ulatdr #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
Batchif: D00004 D00004
Reference Value: 0.0408 0.0408
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.039
0.040 0.038
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
Mean: 0.0400 0.0385
SD: 0.0000 0.0005
Bias %: -1.96 -5.64
CV %: 0.00 1.30
Mean-Ref. Value Difference: -0.0008 -0.0023
, 7 A o
Z2// /émm—— (=175
NAME OF TEGANICIAN PERFORMING TESTS DATE
%m O Br /6725713
'NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRUIES

Ak Ak ok ok KRR KK RXKRKKRK KK R KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00075
DATE: 10/01/2013

Rk Kk Ak ok ow W R KKK XK KKK KKK KR KK

SUPERVISOR TEST

Kk koK ok ok ko kok kK K ok ok ok ok ok kK & KKK

g/210L  TIME

DIAGNOSTIC OK 11:58
AlIR BLANK 0.000 11:58
EXT 8TD IR 0.040 11:59
EXT STD EC 0.038 11:59
AIR BLANK 0.000 12:00
EXT STD IR 0.040 12:01
EXT STD EC 0.038 12:01
AIR BLANK 0.000 12:02
EXT STD IR 0.040 12:02
EXT STD EC 0.038 12:02
AlIR BLANK 0.000 12:04
EXT STD IR 0.040 12:04
EXT STD EC 0.038 12:04
AlR BLANK 0.000 12:06
EXT STD IR 0.040 12:06
EXT STD EC 0.039 12:086
AIR BLANK 0.000 12:07
EXT STD IR 0.040 12:08
EXT STD EC 0.038 12:08
AlR BLANK 0.000 12:09
EXT sTD IR 0.040 12:10
EXT STD EC 0.039 12:10
AlR BLANK 0.000 12:11
EXT STD IR 0.040 12:11
EXT STD EC 0.039 12:11
AlIR BLANK 0.000 12:13
EXT STD IR 0.040 12:13
EXT STD EC 0.039 12:13
AIR BLANK 0.000 12:15
EXT STD IR 0.040 12:15
EXT STD EC 0.039 12:15
AIR BLANK 0.000 12:16
DIAGNOSTIC OK 12:16

kR ok ok Rk ok k ok kA ok ok ok kAKX KRKKANK KK

OPERA SI1GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
Batchit: D00004 D00004
Reference Value: 0.0408 0.0408
0.039 0.038
0.040 0.039
0.040 0.040
0.040 0.040
0.040 0.040
0.040 0.040
0.040 .0.040
0.040 0.040
0.040 0.039
0.040 0.039
Mean: 0.0399 0.0395
SD: 0.0003 0.0007
Bias %: -2.21 -3.19
CV %: 0.75 V7
Mean-Ref. Value Difference: -0.0009 -0.0013
7 g ;
Czim? AU e
NAME OF TECHNICIAN PERFORMING TESTS DATE
g :
Jam ﬁ,gf”&f% /872013
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRYWR

k ok kK K ox A % KA KRKR R ER xom ok ok Kk KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00085
DATE: 10/07/2013

ARk kA kR ARKXKAKKK* KA KK KX K X % &

SUPERVISOR TEST

Ak KA KR K EKRZX KK KAKE®X KX XN

g/210L TIME

DIAGNOSTIC OK 10:55
AlR BLANK 0.000 10:55
EXT STD IR 0.039 10:56
EXT STD EC 0.038 10:56
AlIR BLANK 0.000 10:57
EXT STD IR 0.040 10:57
EXT STD EC 0.039 10:57
AIR BLANK 0.000 10:59
EXT STD IR 0.040 10:59
EXT STD EC 0.040 10:59
AlIR BLANK 0.000 11:00
EXT STD IR 0.040 11:01
EXT STD EC 0.040 11:01
AlIR BLANK 0.000 11:02
EXT $TD IR 0.040 11:03
EXT STD EC 0.040 11:03
AIR BLANK 0.000 11:04
EXT STD IR 0.040 11:05
EXT STD EC 0.040 11:05
AIR BLANK 0.000 11:06
EXT STD IR 0.040 11:06
EXT STD EC 0.040 11:06
AlR BLANK 0.000 11:08
EXT STD IR 0.040 11:08
EXT STD EC 0.040 11:08
AIR BLANK 0.000 11:10
EXT STD IR 0.040 11:10
EXT STD EC 0.039 11:10
AlR BLANK 0.000 11:11
EXT STD IR 0.040 11:12
EXT STD EC 0.039 11:12
AIR BLANK 0.000 11:12
DIAGNOSTIC OK 11:13
kX kK k ok kX kA k k kR kR h ok k x kR K KKK K X k%

OPERATOR SI|GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUM BER: ARAH-0077

DATE OF TESTS: 10/14/2013

NAME OF TECHNICIAN REVIEWING RESULTS

I/R E/C
Simulator #: DRA4968 DR4968
Sim Thermt: DR4968 DR4968
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
0.040 0.039
! 0.040 0.040
0.040 0.039
Mean: 0.0400 0.0391
SD: 0.0000 0.0003
Bias %: -1.96 - -4.17
CV %: 0.00 0.77
Mean-Ref. Value Difference: -0.0008 -0.0017
Z e (> ~1Y-1%
NAME OFTECHNICIAN PERFORMING TESTS DATE
%m ) N L8 5
DATE

ORUER ...

XX AR KKK KK KKK

WASH INGTON
ALCOTEST 9510

SERIAL NO.:  ARAH-0077
TEST NO. : 00095
DATE : 10/14/2013

ok kk ok ok ok kK KKK kok ok kA K kK k ok kK

SUPERVISOR TEST

Bk REX KKK AKX KKK ARk kR A KK kA KR

g/210L TIME

DIAGNOSTIC OK 12:30
AIR BLANK 0.000 12:30
EXT STD IR 0.040 12:30
EXT STD EC 0.039 12:30
AIR BLANK 0.000 12:32
EXT S$TD IR 0.040 12:32
EXT STD EC 0.039 12:32
AlR BLANK 0.000 12:34
EXT STD IR 0.040 12:34
EXT STD EC 0.039 12:34
AIR BLANK 0.000 12:35
EXT STD IR 0.040 12:36
EXT STD EC 0.039 12:36
AlIR BLANK 0.000 12:37
EXT STD IR 0.040 12:38
EXT STD EC 0.039 12:38
AIR BLANK 0.000 12:39
EXT STD IR 0.040 12:39
EXT STD EC 0.039% 12:39
AIR BLANK 0.000 12:41
EXT STD IR 0.040 12:41
EXT STD EC 0.039 12:41
AIR BLANK 0.000 12:43
EXT STD IR 0.040 12:43
EXT STD EC 0.039 12:43
AIR BLANK 0.000 12:44
EXT STD IR 0.040 12:45
EXT STD EC 0.040 12:45
AlIR BLANK 0.000 12:46
EXT STD IR 0.040 12:47
EXT STD EC 0.039 12:47
AlR BLANK 0.000 12:47
DIAGNOSTIC OK 12:48

*hk A KAk KK RARKKEREAKEKRR R A& KK

OPER R SIGNATURE:
_Z;fér?ﬁh__




IVIETHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/15/2013

I/R E/C

Simulator #: DR4990 DR4990
Sim Therm#: DR4990 DR4990
Batch#: D DOG04 D D0004
Reference Value: ) 0.0408 ~ 0.0408

0.039 0.038

0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.039

0.041 0.039

0.040 0.039

0.041 0.039

0.041 0.039

0.041 0.039

Mean: 0.0403 : 0.0389

SD: 0.0007 0.0003

Bias %: -1.23 -4.66

CV %: 1.74 0.77
Mean-Ref. Value Difference: -0.0005 -0.0019

%/év jo 1S~ 13

NAME OF TECHNICIAN PERFORMING TESTS DATE

,,%97 ) Grven— (03913

NAME OF TECHNICIAN REVIEWING RESULTS DATE

ﬁttk;ﬂtkﬁk*ﬁ*tt*i*i*kk**

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0077
TEST NO. : 00105
DATE: 10/15/2013

ko ok ok k ok kk kK ok ok kA k ok x x A K KK A K KK

SUPERVISOR TEST

KKk Kk ok ok Ak Ak A KKk KA AKKKI KK X KX

g/210L TIME

DIAGNOSTIC OK 11:25
AlR BLANK 0.000 11:25
EXT STD IR 0.039 11:26
EXT STD EC 0.038 11:26
AlR BLANK 0.000 11:27
EXT STD IR 0.040 11:27
EXT STD EC 0.039 11:27
AlR BLANK 0.000 11:29
EXT STD IR 0.040 11:29
EXT STD EC 0.039 11:29
AlIR BLANK 0.000 11:31
EXT sSTD IR 0.040 11:31
EXT STD EC 0.039 11:31
AlR BLANK 0.000 11:32
EXT STD IR 0.040 11:33
EXT STD EC 0.039 11:33
AlR BLANK 0.000 11:34
EXT STD IR 0.041 11:35
EXT STD EC 0.039 11:35
AIR BLANK 0.000 11:36
EXT STD IR 0.040 11:37
EXT STD EC 0.039 11:37
AlR BLANK 0.000 11:38
EXT STD IR 0.041 11:38
EXT STD EC 0.039 11:38
AIR BLANK 0.000 11:40
EXT STD IR 0.041 11:40
EXT STD EC 0.039 11:40
AlIR BLANK 0.000 11:42
EXT STD IR 0.041 11:42
EXT STD EC 0.039 11:42
AlR BLANK 0.000 11:43
DIAGNOSTIC OK 11:43

Ak ok Rk k ok k R Ak kKX KKk Kk KK KKK KKK

% Sl GNATURE




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
~ ARAH-0077

BATCH D00005




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

Simulator #:

. Sim Thermik:
Batchi:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 9/30/2013

IR E/C
DR49268 DR4968
DR49638 DR4968
D00005 D00005
0.0804 0.0804

0.079 0.078
0.080 0.078
0.080 0.078
0.080 0.078
0.080 0.079
0.080 0.079
0.080 0.079
0.080 0.079
0.080 0.079
0.080 0.078
0.0799 0.0785
0.0003 0.0005
-0.62 -2.36

0.38 0.64

-0.0005 -0.0019

7-30-/3

"NAME OF FECANICIAN PERFORMING TESTS DATE
, i
/g/m 0 Brer /6 21-)3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR 4963

Ak kA A A KRK KK KKK A KR A KKK KX AR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00064
DATE: 09/30/2013

XKk k Kk kmom ok K ARKEKKRK KA KKK KKK

SUPERVISOR TEST

A x KKk kk kA KKK KKK KRN XTEKXKKXR

g/210L  TIME

DIAGNOSTIC OK 15:19
AIR BLANK 0.000 15:19
EXT STD IR 0.079 15:20
EXT STD EC 0.078 15:20
AIR BLANK 0.000 15:21
EXT STD IR 0.080 15:22
EXT STD EC 0.078 15:22
AIR BLANK 0.000 15:23
EXT STD IR 0.080 15:24
EXT STD EC 0.078 15:24
AIR BLANK 0.000 15:25
EXT STD IR 0.080 15:25
EXT STD EC 0.078 15:25
AIR BLANK 0.000 15:27
EXT-STD IR 0.080 15:27
EXT STD EC 0.079 15:27
AIR BLANK 0.000 15:29
EXT STD IR 0.080 15:29
EXT STD EC 0.079 15:29
AIR BLANK 0.000 15:31
EXT STD IR 0.080 15:31
EXT STD EC 0.079 15:31
AIR BLANK 0.000 15:33
EXT STD IR 0.080 15:33
EXT STD EC 0.079 15:33
AIR BLANK 0.000 15:34
EXT STD IR 0.080 15:35
EXT STD EC 0.079 15:35
AIR BLANK 0.000 15:36
EXT STD IR 0.080 15:37
EXT STD EC 0.078 15:37
AIR BLANK 0.000 15:37
DIAGNOSTIC OK 15:38

Kk k ok ok k ok Ak KA KKK KKK ERK KK R KR

OP%S IGNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

Simulator #:

Sim Thermi:
Batchik:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 10/1/2013 -

I/R E/C
DR4968 DR4968
DR4968 DR4968
D00005 D00005
0.0804 0.0804

0.080 0.077
0.080 0.077
0.080 0.078
0.080 0.077
0.080 0.077
0.080 0.078
0.080 © 0.078
0.080 0.077
0.080 0.077
0.080 0.077
0.0800 0.0773
0.0000 0.0005

-0.50 -3.86

0.00 0.65
-0.0004 -0.0031

fes =7

"NAME OF TECHNICIAN PERFORMING TESTS

N

DATE

223

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DR19E6E

AEkh hk kkk AKREKXXEKKANAKEK K XX

WASHINGTON

ALCOTEST 9510

SERIAL NO.: ARAH-0077
00077

DATE: 10/01/2013

AAKERNK KKK KRR KKK KR AK KK AR

TEST NO. :

SUPERVISOR TEST

Xk Kk kk Kk kk KK XK XKk KKKEKEKKEX

g/210L
DIAGNOSTIC OK
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.077
AlR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.077
AlIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.078
AlR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.077
AlR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.078
AlR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.078
AlR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.077
AIR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.077
AlR BLANK 0.000
EXT STD IR 0.080
EXT STD EC 0.077
AIR BLANK 0.000

DIAGNOSTIC OK

T

— b ek b b b
NN RNNNRN

—
RNNNN

12:

ME

142
42
143

Nk kR Kk Rk hkk Ak k kX Ak kK AKX KX K& A

OPER SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Therm: DR4968 DR4968
Batchif: D00005 D00005
Reference Value: 0.0804 0.0804
0.079 0.077
0.079 0.078
0.080 0.078
0.080 0.078
0.080 0.078
0.080 0.078
0.080 0.078
0.080 0.078
0.080 0.078
‘ 0.080 0.078
Mean: 0.0798 0.0779
SD: 0.0004 0.0003
Bias %: -0.75 -3.11
CV %: 0.50 0.39
Mean-Ref. Value Difference: -0.0006 -0.0025

A

(&= 7-13

NAME OF TECHNICIAN PERFORMING TESTS

DATE

413

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DRY 7

k‘k*tk**kk*ttk*kttﬂl*xza*

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00086
DATE : 10/07/2013

AR K K R Ak kK KKK KX KK * I AKX KIXK

SUPERVISOR TEST

Kk kR Rk kR K F KKk k kKA KKXX kX KA

g/210L  TIME

DIAGNOSTIC OK 11:45
AIR BLANK 0.000 11:45
EXT STD IR 0.079 11:45
EXT STD EC 0.077 11:45
AIR BLANK 0.000 11:47
EXT STD IR 0.079 11:47
EXT STD EC 0.078 11:47
AIR BLANK 0.000 11:48
EXT STD IR 0.080 11:49
EXT STD EC 0.078 11:49
AlIR BLANK 0.000 11:50
EXT sSTD IR 0.080 11:51
EXT STD EC 0.078 11:51
AIR BLANK 0.000 11:52
EXT STD IR 0.080 11:53
EXT STD EC 0.078 11:53
AIR BLANK 0.000 11:54
EXT sTD IR 0.080 11:55
EXT STD EC 0.078 11:55
AIR BLANK 0.000 11:56
EXT STD IR 0.080 11:56
EXT STD EC 0.078 11:56
AIR BLANK 0.000 11:58
EXT STD IR 0.080 11:58
EXT STD EC 0.078 11:58
AIR BLANK 0.000 12:00
EXT STD IR 0.080 12:00
EXT STD EC 0.078 12:00
AlR BLANK 0.000 12:02
EXT STD IR 0.080 12:02
EXT STD EC 0.078 12:02
AIR BLANK 0.000 12:03
DIAGNOSTIC OK 12:04

Rk R Kk KA AKA KK I K XK KKK R K *XX

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
Batch#: D00005 D00005
Reference Value: 0.0804 0.0804
0.080 : 0.078
0.080 0.078
0.080 0.079
0.080 0.079
0.081 0.079
0.080 0.079
0.081 0.079
0.080 0.079
( 0.080 0.079
0.080 0.079
Mean: 0.0802 0.0788
SD: 0.0004 0.0004
Bias %: -0.25 -1.99
CV %: 0.50 0.51
Mean-Ref. Value Difference: -0.0002 - -0.0016

%// /@—"’— /& /Y ~/3

NAME OF TECHNICIAN PERFORMING TESTS DATE

]/im Og%m (072G -F//?

NAME OF TECHNICIAN REVIEWING RESULTS DATE

xtigttta‘t'é*g«aﬁk*titx

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0077
TEST NO.: 00096
DATE: 10/14/2013

LEE R EEEEEEREREEEEEEE SR TN

SUPERVISOR TEST

KRR KR A K R AR R KK KRR KK KKK K AR K

g/210L  TIME

DIAGNOSTIC OK 13:39
AIR BLANK 0.000 13:39
EXT STD IR 0.080 13:39
EXT STD EC 0.078 13:39
AIR BLANK 0.000 13:41
EXT STD IR 0.080 13:41
EXT STD EC 0.078 13:41
AIR BLANK 0.000 13:43
EXT STD IR 0.080 13:43
EXT STD EC 0.079 13:43
AlIR BLANK 0.000 13:44
EXT sTD IR 0.080 13:45
EXT STD EC 0.079 13:45
AIR BLANK 0.000 13:486
EXT STD IR 0.081 13:47
EXT STD EC 0.079 13:47
AIR BLANK 0.000 13:48
EXT STD IR 0.080 13:49
EXT STD EC 0.079 13:49
AIR BLANK 0.000 13:50
EXT STD IR 0.081 13:51
EXT STD EC 0.079 13:51
AIR BLANK 0.000 13:52
EXT STD IR 0.080 13:52
EXT STD EC 0.079 13:52
AIR BLANK 0.000 13:54
EXT STD IR 0.080 13:54
EXT STD EC 0.079 13:54
AlIR BLANK 0.000 13:56
EXT STD IR 0.080 13:56
EXT STD EC 0.079 13:56
AlR BLANK 0.000 13:57
DIAGNOSTIC OK 13:58

KRR Ak ok ok ok Rk Kk kK kX kX KA K AR AR

OPERA;g SIGNATURE: 7
%




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/15/2013 .

I/R E/C
Simulator #: DR4968 DR4968
Sim Therm#: DR4968 DR4968
Batchit: D00005 - i D00005
Reference Value: 0.0804 0.0804

0.080 0.077

0.080 ; 0.077

0.081 0.077

0.081 0.078

0.081 0.078

0.081 0.078

0.081 0.078

0.081 0.078

0.081 0.078

0.081 _ 0.078
Mean: 0.0808 0.0777
SD: 0.0004 0.0005

Bias %: 0.50 -3.36

CV %: 0.50 0.64

Mean-Ref. Value Difference: 0.0004 -0.0027

o P le 1513

NAME OF TE?:HNICIAN PERFORMING TESTS DATE
%/m O Bren /072913

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRUILR

AR Kk Kk kKRR KR K KKAKREERE AAA K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0077
TEST NO. : 00106
DATE : 10/15/2013

TRk K KKK AR XK KR K AR KKK AR R KK

SUPERVISOR TEST

ok ok ok ok kAR RE KK K K kKKK KK KK KK

‘ g/210L  TIME
DIAGNOSTIC OK

11:48
AIR BLANK  0.000 11:48
EXT STD IR 0.080 11:49
EXT STD EC 0.077 11:49
AIR BLANK  0.000 11:50
EXT STD IR 0.080 11:51
EXT STD EC 0.077 11:51
AIR BLANK  0.000 11:52
EXT STD IR 0.081 11:53
EXT STD EC 0.077 11:53
AIR BLANK  0.000 11:54
EXT STD IR 0.081 11:55
EXT STD EC 0.078 11:55
AIR BLANK 0.000 11:56
EXT STD IR 0.081 11:57
EXT STD EC 0.078 11:57
AIR BLANK  0.000 11:58
EXT STD IR 0.081 11:58
EXT STD EC 0.078 11:58
AIR BLANK  0.000 12:00
EXT STD IR 0.081 12:00
EXT STD EC 0.078 12:00
AIR BLANK  0.000 12:02
EXT STD IR 0.081 12:02
EXT STD EC 0.078 12:02
AIR BLANK  0.000 12:04
EXT STD IR 0.081 12:04
EXT STD EC 0.078 12:04
AIR BLANK 0.000 12:06
EXT STD IR 0.081 12:06
EXT STD EC 0.078 12:06
AIR BLANK 0.000 12:07
DIAGNOSTIC OK 12:08
Tk ok kKA Kk kKKK KK AR KR RKA AR KA R
OPE




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0077

BATCH D00006




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 9/30/2013

I/R - E[C
Simulator #: DR4968 DR4968 DR L,\Ci
Sim Therm#: DR4968 DR4968 kA Kk K k kK kK k ok Rk K kk k kR K X XK k & kK X Xk
Batchif: D00006 D00006 WASH | NGTON
ALCOTEST 9510
Reference Value: 0.1522 0.1522
SERIAL NO. : ARAH-0077
0.146 0.143 TEST NO. : 00065
0.149 0.147 : DATE : 09/30/2013
0.150 0.148 SUPERVISOR TEST
0.150 ~0.148 g/210L TIME
DIAGNOSTIC OK 15:57
0.151 , 0145 AIR BLANK 0.000 15:57
0.151 0.149 EXT STD IR 0.146 15:58
EXT STD EC 0.143 15:58
0.152 0.149 AIR BLANK 0.000 15:59
EXT STD IR 0.149 16:00
0.152 0.150 EXT STD EC 0.147 16:00
0.152 0.150 AIR BLANK 0.000 16:01
: EXT STD IR 0.150 16:02
0.152 ' 0.150 EXT STD EC 0.148 16:02
_ : AIR BLANK 0.000 16:03
Mean: 0.1505 0.1483 EXT STD IR 0.150 16:04
sSD: 0.0019 0.0021 EXT STD EC 0.148 16:04
- : AIR BLANK 0.000 16:05
Bias %: -1.12 ' -2.56 EXT STD IR 0.151 16:06
) EXT STD EC 0.149 16:06
CV %: 1.26 1.42 AIR BLANK 0.000 16:07
) . ) } g EXT STD IR 0.151 16:08
Mean-Ref. Value Difference: 0.0017 0.0039 EXT S1b B o 115 16 o8
AIR BLANK 0.000 16:09
EXT STD IR 0.152 16:10
EXT STD EC 0.149 16:10
AIR BLANK 0.000 16:11
EXT STD IR 0.152 16:12
e EXT STD EC 0.150 16:12
o _ AIR BLANK 0.000 16:13
W > d?—gcﬁ/z ' EXT STD IR 0.152 16:14
(o % EXT STD EC 0.150 16:14
NAME OF TECHNICIAN PERFORMING TESTS DATE AIR BLANK 0.000 16:15
. . EXT STD. IR 0.152 16:16
. EXT STD EC 0.150 16:16
uj? : . : AIR BLANK 0.000  16:16
¥ ——— DIAGNOSTIC OK 16:17
fﬂ/n/l 061/1,%, /O m '3 FA K KKK KKK AARA XX R KRR KKK KKK
OPERATQR SIGNATURE:
NAME OF TECHNICIAN REVIEWING RESULTS DATE % 2 -




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/1/2013

PRAIS. ...

¥k kAKX KX KRAKKR KK

WASHINGTON

ALCOTEST 9510

SERIAL NO.:
TEST NO.:
DATE:

ARAH-0077
00078
10/01/2013

k koK k ok kK kA E kK kok ok kok KKK Kk K AR

SUPERVISOR TEST

L EEEEENEEEEEEEEREEEEIEER SN

g/210L TIME

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968 -
Batch#: D00006 D00006
Reference Value: 0.1522 0.1522
0.150 0.146
0.152 0.147
0.152 0.148
0.153 0.149
0.153 0.149
0.153 0.149
0.153 0.149
0.153 0.150
0.153 ~0.150
0.153 0.150
Mean:  0.1525 0.1487
SD: 0.0010 0.0013
Bias %: 0.20 -2.30
CV %: 0.66 0.87
Mean-Ref. Value Difference: 0.0003 -0.0035

//Z;/gf ' o/ /3

NAME OF TECHNICIAN PERFORMING TESTS DATE

;%fm @’,5/1,44\/ /o 29713

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DIAGNOSTIC OK 13:24
AlR BLANK 0.000 13:24
EXT STD IR 0.150 13:24
EXT STD EC 0.146 13:24
AIR BLANK 0.000 13:26
EXT STD IR 0.152 13:26
EXT S8TD EC 0.147 13:26
AlR BLANK 0.000 13:28
EXT 8TD IR 0.152 13:28
EXT STD EC 0.148 13:28
AlIR BLANK 0.000 13:30
EXT STD IR 0.153 13:30
EXT STD EC 0.149 13:30
AlR BLANK 0.000 13:32
EXT STD IR 0.153 13:32
EXT STD EC 0.149 13:32
AlR BLANK 0.000 13:34
EXT STD IR 0.153 13:34
EXT STD EC 0.149 13:34
AlIR BLANK 0.000 13:36
EXT STD IR 0.153 13:36
EXT STD EC 0.149 13:36
AIR BLANK 0.000 13:38
EXT sTD IR 0.153 13:38
EXT STD EC 0.150 13:38
AIR BLANK 0.000 13:40
EXT STD IR 0.153 13:40
EXT STD EC 0.150 13:40
AIR BLANK 0.000 13:42
EXT STD IR 0.153 13:42
EXT STD EC 0.150 13:42
AlR BLANK 0.000 13:43
DIAGNOSTIC OK 13:44

kR Ak Rk K kK A A KR KK K A kKK KR KK K XK

OPERATOR SIGNATURE:
/ ~
LY e




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DRA4968 DRA4968 DY 6
Sim Thermif: DR4968 DR4968 WASH I|NGTON

Batch#: D00006 D00006 . ALCOTEST 9510
Reference Value: 0.1522 0.1522 SERIAL NO.: ARAH-0077
TEST NO.: 00088
0.151 0.149 DATE: 10/07/2013

0.152 . 0.150 SUPERVISOR TEST
01152 *ﬁi**itk*i*x*ﬁixﬂ**i*kt*
0.150 g/210L  TIME
0.152 ) 0.150 DIAGNOSTIC OK 13:07
0152 : AR BLANK 0.000 13:07
: 0.150 _ EXT sTD IR 0.151 13:08
0.152 0.151 EXT STD EC 0.149 13:08
_ : AIR BLANK 0.000 13:09
0.152 0.150 EXT STD IR 0.152 13:10
0.152 ' EXT STD EC 0.150 13:10
: 0.150 AIR BLANK 0.000 13:11
0.152 0.150 EXT STD IR 0.152 13:12
: : EXT STD EC 0.150 13:12
0.152 0.150 AIR BLANK 0.000 13:13
, EXT STD IR 0.152 13:14
Mean: 0.1519 0.1500 EXT STD EC 0.150 13:14
sD: AIR BLANK 0.000 13:15
. 0.0003 | 0.0005 EXT STD IR 0.152 13:16
Bias %: -0.20 -1.45 EXT STD EC 0.150 13:16
) AIR BLANK 0.000 13:17
CV %: 0.20 0.33 EXT STD IR 0.152 13:18
Mean-Ref. Value Difference: -0.0003 -0.0022 ' i)ﬁ; g[RNEC g Lg; 1313
EXT STD IR 0.152 13:20
EXT STD EC 0.150 13:20
AIR BLANK 0.000 13:21
EXT STD IR 0.152 13:22
' EXT STD EC 0.150 13:22
AIR BLANK ©0.000 13:23
oy / " | EXT STD IR 0.152 13:24
EXT STD EC 0.150 13:24

/g_.--=j=':==°=" e o

NAME OF TECHN K /e 7 -}3 AIR BLANK 0.000 13:25
F TECHNICIAN PERFORMING TESTS DATE EXT STD IR 0.152 13:286
EXT STD EC 0.150 1326
, . AIR BLANK 0.000 13:26
//' ,/5 - DIAGNOSTIC OK 13:27
siirn () N (32573 OPER n}u%qu
NAME OF TECHNICIAN REVIEWING RESULTS DATE (2 _/ ______________




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/14/2013

<
I/R E/C | DRYTFEE
Simulator #: DR49638 DR4968 WASHINGTON
Sim Therm#: DR4968 DR4968 RUCDTEST 9518
Batchit: D00006 D00006 SERIAL NO.: ARAH-0077
TEST NO. : 00097
Reference Value: 0.1522 0.1522 DATE - 10/1472013
0.150 0.148 SUPERVISOR TEST
0.151 0'149 Xk kK ok ok R KK kKK kk k kKK KX KKKk K
g/210L  TIME
0.152 0.149 DIAGNOSTIC OK 14:39
AIR BLANK 0.000 14:39
0.152 0.149 EXT STD IR 0.150 14:39
0.152 0.149 EXT STD EC 0.148 14:39
AIR BLANK  0.000 14:41
0.152 0.150 EXT STD IR 0.151 14:41
: EXT STD EC  0.149 14:41
0.153 0.150 AIR BLANK 0,000 14:43
0.153 0.151 EXT STD IR 0.152 14:43
EXT STD EC 0.149 14:43
0.153 0.151 AlR BLANK 0.000 14:45
EXT STD IR 0.152 14:45
0.154 0.151 EXT STD EC 0.149 14:45
- AIR BLANK 0.000 14:47
Mean: 0.1522 0.1497 EXT STD IR 0.152 14:47
SD: 0.0011 0.0011 EXT STD EC 0.149 14:47
. AIR BLANK 0.000 14:49
Bias %: 0.00 -1.64 EXT STD IR 0.152 14:49
} EXT STD EC 0.150 14:49
CV %: 0.72 0.73 AIR BLANK 0.000 14:51
Mean-Ref. Value Difference: 0.0000 -0.0025 EXT STD IR 0.153 14:51
. EXT STD EC 0.150 14:51
AIR BLANK 0.000 14:53
EXT STD IR 0.153 14:53
EXT STD EC 0.151 14:53
AIR BLANK 0.000 14:55
EXT STD IR 0.153 14:55
g EXT STD EGC 0.151 14:55
1;35;7 - fy y AIR BLANK 0.000 14:57
4 o - S - EXT STD IR 0.154 14:57
; o — / y-/5 EXT STD EC 0.151 14:57
NAME BF TECHNICIAN PERFORMING TESTS DATE AlR BLANK 0.000 14:58
DIAGNOSTIC OK 14:59
P % . , OPER SJGNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE |




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/15/2013

. I/R E/C
Simulator #: DR4930 DR4990
Sim Thermi: DR4990 DR4990
Batchi: D00006 D00006
Reference Value: 0.1522 0.1522
0.153 0.148

0.155 0.149

0.154 0.149

0.154 0.149

0.154 0.149

0.154 0.149

0.154 0.149

0.155 0.150

[ 0.154 0.150

0.154 0.149

Mean: 0.1541 0.1491

SD: 0.0006 0.0006

Bias %: 1.25 -2.04

CV %: .0.39 0.40

Mean-Ref. Value Difference: 0.0019 -0.0031
o o S/

NAME OF TECHNICIAN PERFORMING TESTS

Lo, Do

DATE

i Za—iF3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

!r*i**ititulijﬁlt:i*t*kiﬁk

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO. : 00107
DATE: 10/1572013

Ak A ER A KKK KA KX XA R RAKXK K K & XK

SUPERVISOR TEST

Ak kA kKRR RK I KA AKKRA KX X K& &KX

g/210L TIME

DI AGNOSTIC OK 12:15
AIR BLANK 0.000 12:15
EXT sTD IR 0.153 12:15
EXT STD EC 0.148 12:15
AlR BLANK 0.000 12:17
EXT STD IR 0.155 12:17
EXT STD EC 0.149 12:17
AIR BLANK 0.000 12:19
EXT sSTD IR 0.154 12:19
EXT STD EC 0.149 12:19
AIR BLANK 0.000 12:21
EXT STD IR 0.154 12:21
EXT STD EC 0.149 12:21
AIR BLANK 0.000 12:23
EXT STD IR 0.154 12:23
EXT STD EC 0.149 12:23
AIR BLANK 0.000 12:25
EXT STD IR 0.154 12:25°
EXT STD EC 0.149 12:25
AIR BLANK 0.000 12:27
EXT STD IR 0.154 12:27
EXT STD EC 0.149 12:27
AIR BLANK 0.000 12:29
EXT STD IR 0.155 12:29
EXT STD EC 0.150 12:29
AlR BLANK 0.000 12:31
EXT STD IR 0.154 12:31
EXT STD EC 0.150 12:31
AIR BLANK 0.000 12:33
EXT STD IR 0.154 12:33
EXT STD EC 0.149 12:33
AIR BLANK 0.000 12:34
DIAGNOSTIC OK 12:35

a*tttﬂ*x**tn***na****x;*

OPERA] S|IGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0077

BATCH D00007




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 9/30/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermif: DR4968 DR4968
Batch#: D00007 D00007
Reference Value: 0.2024 0.2024
0.203 0.202
0.203 0.202
0.203 0.202
0.203 0.201
0.203 0.201
0.202 0.200
0.202 0.200
0.202 0.200
0.202 0.200
0.203 0.200
Mean: 0.2026 0.2008
SD: 0.0005 0.0009
Bias %: 0.10 -0.79
CV %: 0.25 0.45
Mean-Ref. Value Difference; 0.0002 -0.0016

NAME OF TECHMNICTAN PERFORMING TESTS

;égiyf ZD; Lt

DATE

729 fjf

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

~ ' é>%
XA KA X AXRERHKER N ARk AK XA KA KA

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0077
TEST NO. : 00067
DATE : 09/30/2013

KA KK KKk k kKKK AR KRR R Rk Xk Ak

SUPERVISOR TEST

ARk A K &k k kA KXK KR A KA AE RN AR

g/210L TIME

DIAGNOSTIC OK 16:46
AIR BLANK 0.000 16:46
EXT STD IR 0.203 16:47
EXT STD EC 0.202 16:47
AIR BLANK 0.000 16:48
EXT STD IR 0.203 16:49
EXT STD EC 0.202 16:49
AIR BLANK 0.000 16:50
EXT STD IR 0.203 16:51
EXT STD EC 0.202 16:51
AIR BLANK 0.000 16:52
EXT STD IR 0.203 16:53
EXT STD EC 0.201 16:53
AIR BLANK 0.000 16:54
EXT STD IR 0.203 16:55
EXT STD EC 0.201 16:55
AlR BLANK 0.000 16:56
EXT STD IR 0.202 16:57
EXT STD EC 0.200 16:57
AIR BLANK 0.000 16:58
EXT STD IR 0.202 16:59
EXT STD EC 0.200 16:59
AIR BLANK 0.000 17:00
EXT STD IR 0.202 17:01
EXT STD EC 0.200 17:01
AlIR BLANK 0.000 17:03
EXT STD IR 0.202 17:03
EXT STD EC 0.200 17:03
AlIR BLANK 0.000 17:05
EXT STD IR 0.203 17:05
EXT STD EC 0.200 17:05
AIR BLANK 0.000 17:06
DIAGNOSTIC OK 17:07

AAR A KKK A AR RA KR RATR T XA Ko &

OPERATO NATURE :
<




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi#: DR4968 DR4968
Batchik: D00007 D00007
Reference Value: 0.2024 0.2024
0.204 0.202
0.206 0.202
0.205 0.202
0.204 0.202 .
0.205 0.202
0.204 0.202
0.205 0.202
0.205 0.201
0.204 0.201
0.205 0.201
Mean: 0.2047 0.2017
SD: 0.0007 0.0005
Bias %: 1.14 -0.35
CV %: 0.34 0.25
Mean-Ref. Value Difference: 0.0023 -0.0007

/)3

NAME OF TECHNICIAN PERFORMING TESTS DATE
s ¥ = - -~
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRY 96

Kok kKR KK KKK AKX KX R Rk K K K kK

WASHINGTON
ALCOTEST 90510

SERIAL NO. : ARAH-0077
TEST NO.: 00079
DATE : 1070172013

XAk R KK KX KK AKX AKX h K &XKER KX XK

SUPERVISOR TEST

Aok R ARk Rk k kKK X kK ok kA KKK K KR

gl/2i0L TIME

DIAGNOSTIC OK 14:08
AIR BLANK 0.000 14:08
EXT STD IR 0.204 14:08
EXT STD EC 0.202 14:08
AIR BLANK 0.000 14:10
EXT STD IR 0.206 14:10
EXT STD EC 0.202 14:10
AlR BLANK 0.000 14:12
EXT STD IR 0.205 14:12
EXT STD EC 0.202 14:12
AIR BLANK 0.000 14:14
EXT STD IR 0.204 14:15
EXT STD EC 0.202 14:15
AIR BLANK 0.000 14:16
EXT STD IR 0.205 14:17
EXT STD EC 0.202 14:17
AIR BLANK 0.000 14:18
EXT STD IR 0.204 14:19
EXT STD EC 0.202 14:19
AIR BLANK 0.000 14:20
EXT STD IR 0.205 14:21
EXT STD EC 0.202 14:21
AIR BLANK 0.000 14:22
EXT STD IR 0.205 14:23
EXT STD EC 0.201 14:23
AIR BLANK 0.000 14:24
EXT STD IR 0.204 14:25
EXT STD EC 0.201 14:25
AIR BLANK 0.000 14:27
EXT STD IR 0.205 14:27
EXT STD EC 0.201 14:27
AlR BLANK 0.000 14:28
DIAGNOSTIC OK 14:29

AKXk KA KA KKK KX RA K KR K E XXX XK AK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/7/2013

” o — . DRY%S |

Simulator #: DR4968 DR4968 Ak R kR oKk KK KK
Sim Thermi#: DR4968 DR4968 ' WASH INGTON
ALCOTEST 9510
Batch#: D00007 D00007
Reference Value: 0.2024 ' 0.2024 SERLAL NE.: AR
0200 010 DATE: ..., 1240702002
0.200 0.199 SUPERVISOR TEST
0.201 0199 g/210L  TIME
DI1AGNOSTIC OK 13:48
0202 0.199 AIR BLANK 0,000 13:48
0.202 0.199 ) EXT STD IR 0.200 13:49
EXT STD EC 0.199 13:49
0.202 0.199 AIR BLANK 0.000 13:51
: EXT STD IR 0.200 13:51
0.202 0.199 EXT STD EC 0,199 13:51
0.202 0.199 AIR BLANK 0.000 13:53
EXT STD IR 0.201 13:53
0.202 0.199 EXT STD EC 0.199 13:53
AIR BLANK 0.000 13:55
0.202 ‘ 0.199 EXT STD IR 0.202 13:55
Mean: . EXT STD EC 0.199 13:55
an 02015 0.1990 AlR BLANK 0.000 13:57
SD: 0.0008 0.0000 EXT STD IR 0.202 13:57
. ) - EXT STD EC 0.199 13:57
Bias %: -0.44 -1.68 AIR BLANK 0.000 13:59
CcV %: 0.40 0.00 EXT STD IR 0.202 13:59
EXT STD EC 0.199 13:59
Mean-Ref. Value Difference: -0.0009 -0.0034 AIR BLANK 0.000 14:01
EXT STD IR 0.202 14:01
EXT STD EC 0.199 14:01
AIR BLANK 0.000 14:03
EXT STD IR 0.202 14:03
EXT STD EC 0.199 14:03
AIR BLANK 0.000 14:05
: - EXT STD IR 0.202 14:05
EXT STD EC 0.199 14:05
> - 7-/C AIR BLANK 0.000 14:07
S EXT STD IR 0.202 14:07
NAME OF TTECHNICIAN PERFORMING TESTS DATE EXT gm EC 0.199 14:07
AIR BLANK 0.000 14:08
g DIAGNOSTIC OK 14:09
P f = iﬁttk***kit**tt*tliﬁt*tt
&ééz7759162414>a,/ fa 2917 '
NAME OF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/14/2013

I/R ' E/C
Simulator #: DR4968 DR4968
Sim Thermit: DR4968 DR4968
Batchi#: D00007 D00007
Reference Value: 0.2024 0.2024
0.202 0.200

0.203 0.201

0.204 0.201

0.204 0.202

0.205 0.202

0.204 0.202

0.204 0.203

0.204 0.203

0.205 0.202

0.205 0.202

Mean: 0.2040 0.2018

SD: 0.0009 0.0009

Bias %: 0.79 . -0.30

CV %: 0.44 0.45
Mean-Ref. Value Difference: 0.0016 . -0.0006

e e —/9/—/3

"NAME OF TECHNICIAN PERFORMING TESTS DATE

)Zm ﬁgM J 0 29-13

NAME OF TECHNICIAN REVIEWING RESULTS - DATE

**ttDkﬁ'd*ﬁu*qukxwa*tﬁ

WASHINGTON
ALCOTEST 9510

SERTAL NO. : ARAH-0077
TEST NO. : 00098
DATE: 10/14/2013

Kk kX KXk * Kk AKRKR KK’ I AKXKXEKXR

SUPERVISOR TEST

AEk Kk kR ok kK AKX KX XK ARKXX &R KA

gl/210L TIME

DIAGNOSTIC OK 15:18
AIR BLANK 0.000 15:18
EXT STD IR 0.202 15:19
EXT STD EC 0.200 15:19
AIR BLANK  0.000 15:20
EXT STD IR 0.203 15:21
EXT STD EC 0.201 15:21
AIR BLANK  0.000 15:22
EXT STD IR 0.204 15:23
EXT STD EC 0.201 15:23
AIR BLANK  0.000 15:24
EXT STD IR 0.204 15:25
EXT STD EC 0.202 15:25
AIR BLANK  0.000 15:26
EXT STD IR 0.205 15:27
EXT STD EC 0.202 15:27
AIR BLANK  0.000 15:28
EXT STD IR 0.204 15:29
EXT STD EC 0.202 15:29
AIR BLANK  0.000 15:30
EXT STD IR 0.204 15:31
EXT STD EC 0.203 15:31
AIR BLANK  0.000 15:32
EXT STD IR 0.204 15:33
EXT STD EC 0.203 15:33
AIR BLANK  0.000 15:35
EXT STD IR 0.205 15:35
EXT STD EC 0.202 15:35
AIR BLANK  0.000 15:37
EXT STD IR 0.205 15:37
EXT STD EC 0.202 15:37
AIR BLANK  0.000 15:38
DIAGNOSTIC OK 15:39
tt***t*ﬁﬁ**ttit*tl****t*
S1GNATURE :

OPERAT




'METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077
DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
Batchi: D00007 D00007
Reference Value: 0.2024 0.2024
0.203 _ 0.198
0.205 0.199
0.205 0.199
0.204 0.199
0.205 . 0.199
0.205 ) 0.199
0.205 ' 0.199
0.205 0.199
0.206 0.199
0.206 : 0.199
Mean: 0.2049 0.1989
SD: 0.0009 0.0003
Bias %: 1.24 -1.73
CV%: = 044 0.15
Mean-Ref. Value Difference: 0.0025- -0.0035

%@ﬂ Joo - 513

NAME OF TECHNICIAN PERFORMING TESTS DATE
2 ey
JLle) dﬂ Ji 2GS

NAME OF TECHNICIAN REVIEWING RESULTS DATE

»aE&{t*LJ*&A KKK KKK Kk k&

WASH INGTON
ALCOTEST 9510

SERIAL NO, : ARAH-0077
TEST NO. : 00108
DATE: 10/15/2013

R Ak A Kk ARk KA Kk Kok kK kKK Ok hk kk ok K

SUPERVISOR TEST

hokok ok ok ok Kk KK Kk Ak KRk Kk kKK Ak ok &

a/210L TIME

DIAGNOSTIC OK 12:40
AIR BLANK 0.000 12:40
EXT STD IR 0.203 12:41
EXT STD EC 0.198 12:41
AIR BLANK 0.000- 12:43
EXT STD IR 0.205 12:43
EXT STD EC 0.199 12:43
AlR BLANK 0.000 12:45
EXT STD IR 0.205 12:45
EXT STD EC 0.199 12:45
AIR BLANK 0.000 12:47
EXT STD IR 0.204 12:47
EXT STD EC 0.199 12:47
AIR BLANK 0.000 12:49
EXT STD IR 0.205 12:49
EXT STD EC 0.199 12:49
AlIR BLANK 0.000 12:51
EXT STD IR 0.205 12:51
EXT STD EC 0.199 12:51
AlIR BLANK 0.000 12:53
EXT STD IR 0.205 12:53
EXT STD EC 0.199 12:53
AIR BLANK 0.000 12:55
EXT STD IR 0.205 12:55
EXT STD EC 0.199 12:55
AIR BLANK 0.000 12:57
EXT STD IR 0.206 12:57
EXT STD EC 0.199 12:57
ATR BLANK 0.000 12:59
EXT STD IR 0.206 13:00
EXT STD EC 0.199 13:00
AIR BLANK 0.000 13:00
DIAGNOSTIC QK 13:01
*\l*ﬁﬁ*!*itt*ﬁﬁttt*i*i*tk
OPERA SIGNATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0077

BATCH D00008




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 9/30/2013

I/R E/C

Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
Batchi: D00008 D00008
Reference Value: 0.3044 0.3044

0.303 0.299

0.304 0.300

0.304 0.301

0.305 0.300

0.305 0.300

0.305 0.301

0.305 0.300

0.305 0.300

0.305 0.300

0.305 0.300

Mean: 0.3046 0.3001

SD: 0.0007 0.0006

Bias %: 0.07 -1.41

CV %: 0.23 0.20
Mean-Ref. Value Difference: 0.0002 -0.0043

7-5=7/5

NAME OF TECHNICIAN PERFORMING TESTS DATE
NAME OF TECHNICIAN REVIEWING RESULTS DATE

SR Yt

Kk kX kA KKKKARKX IR KK KEKXKKXXX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: 00069
DATE: 09/30/2013

kK kR K Kk Kk kKKK KA KAKKKEKK &KX KK

SUPERVISOR TEST

ﬂ*i*#*k*t**k*tt***l*ttki-

g/ 210L TIME

DIAGNOSTIC OK 17:23
AR BLANK 0.000 17:23
EXT STD IR 0.303 17:23
EXT STD EC 0.29%9 17:23
AlR BLANK 0.000 17:25
EXT STD IR 0.304 17:26
EXT STD EC 0.300 17:26
AIR BLANK 0.000 17:27
EXT STD IR 0.304 17:28
EXT STD EC 0.301 17:28
AIR BLANK 0.000 17:30
EXT STD IR 0.305 17:30
EXT STD EC 0.300 17:30
AIR BLANK 0.000 17:32
EXT STD IR 0.305 17:32
EXT STD EC 0.300 17:32
AIR BLANK 0.000 17:34
EXT STD IR 0.305 17:34
EXT STD EC 0.301 17:34
AIR BLANK 0.000 17:36
EXT STD IR 0.305 17:36
EXT STD EC 0.300 17:36
AlR BLANK 0.000 17:38
EXT STD IR 0.305 17:39
EXT STD EC 0.300 17:39
AIR BLANK 0.000 17:40
EXT STD IR 0.305 17:41
EXT STD EC 0.300 17:41
AIR BLANK 0.000 17:43
EXT STD IR 0.305 17:43
EXT STD EC 0.300 17:43
AlR BLANK 0.000 17:44
DIAGNOSTIC OK 17:45
Aok R Ak ok Ak kR R kK K KA KK KKIK KK KK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/1/2013

R e

Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
. Batchi: D00003 ) D00008
Reference Value: 0.3044 0.3044
0.302 0.298
0.304 0.299
0.304 0.300
0.304 0.300
0.305 0.300
0.305 0.300
0.305 - 0.299
0.305 0.299
0.305 0.299
0.305 0.297
Mean: 0.3044 0.2991
SD: 0.0010 0.0010
Bias %: 0.00 -1.74
CV %; 0.33 0.33
Mean-Ref. Value Difference: 0.0000 -0.0053
/’ < it
. < x . =
2 gl 2~/ ~/ 38
NAME OF FECHNICIAN PERFORMING TESTS DATE ’

W4

oo ' 162613

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRMTLE.......

kA ARK K KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0077
TEST NO. : 00080
DATE: 10/01/2013

AR K RAFAXAAKRA R K & RA KKK XXX

SUPERVISOR TEST

KA KA K AKREKX K AR K A Kk XK Xk x k&

agl/210L T IME

DIAGNOSTIC OK 14:57
AIR BLANK 0.000 14:57
EXT STD IR 0.302 14:58
EXT STD EC 0.298 14:58
AIR BLANK 0.000 14:59
EXT STD IR 0.304 15:00
EXT STD EC 0.299 15:00
AIR BLANK 0.000 15:01
EXT STD IR 0.304 15:02
EXT STD EC 0.300 15:02
AlIR BLANK 0.000 15:04
EXT STD IR 0.304 15:04
EXT STD EC 0.300 15:04
AIR BLANK 0.000 15:06
EXT STD IR 0.305 15:06
EXT STD EC 0.300 15:06
AIR BLANK 0.000 15:08
EXT STD IR 0.305 15:08
EXT STD EC 0.300 15:08
AIR BLANK 0.000 15:10
EXT STD IR 0.305 15:11
EXT STD EC 0.299 15:11
AIR BLANK 0.000 15:12
EXT STD IR 0.305 15:13
EXT STD EC 0.299 15:13
AIR BLANK 0.000 15:15
EXT STD IR 0.305 15:15
EXT STD EC 0.299 15:15
AIR BLANK 0.000 15:17
EXT STD IR 0.305 15:17
EXT STD EC 0.297 15:17
AIR BLANK 0.000 15:18
DIAGNOSTIC OK 15:19
*ﬁtiﬁt***ti*lkuﬁi-*i*i**

O% Sr




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/7/2013

I/R E/C

Simulator #: DR4968 DR4968

Sim Therm#: DR4968 DR4968
Batchi: D00008 D00008
Reference Value: 0.3044 - 0.3044

0.304 0.300

0.305 0.301

0.305 0.301

0.305 0.300

0.305 0.299

0.304 0.298

0.304 0.298

0.304 0.297

0.303 0.295

0.304 0.295

Mean: 0.3043 0.2984

SD: 0.0007 0.0022

Bias %: -0.03 -1.97

CV %: 0.23 0.74

Mean-Ref. Value Difference: -0.0001 -0.006

% /‘Z//“ (& 7-13

NAME OF TECHNICIAN PERFORMING TESTS

%,,,\ 0’3% /027 (3

NAME OF TECHNICIAN REVIEWING RESULTS

DRYTESR........

AR kAR KK AK KK KE KX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO.: ‘ 00090
DATE: 10/07/2013

®

*

***ﬁi*ﬁ*tli*kkki#*ﬁii**

SUPERVISOR TEST

ki***k*kkﬂ*kki***ii***i

g/210L TIME

DIAGNOSTIC OK 14:41
AlIR BLANK 0.000 14:41

EXT STD IR 0.304 14: 41
EXT STD EC 0.300 14: 41
AIR BLANK 0.000 14:43
EXT STD IR 0.305 14:43
EXT STD EC 0.301 14:43
AIR BLANK 0.000 14:45
EXT STD IR 0.305 14:45
EXT STD EC 0.301 14:45
AIR BLANK 0.000 14:47
EXT STD IR 0.305 14:48
EXT STD EC 0.300 14:48
AIR BLANK 0,000 14:49
EXT STD IR 0.305 14:50
EXT STD EC 0.299 14:50
AIR BLANK 0.000 14:52
EXT STD IR 0.304 14:62
EXT STD EC 0.298 14:52
AIR BLANK 0.000 14:54
EXT STD IR 0.304 14:54
EXT STD EC 0.298 14:54
AIR BLANK 0.000 14:56
EXT STh IR 0.304 14:56
EXT STD EC 0.297 14:56
AIR BLANK 0.000 14:58
EXT STD IR 0.303 14:58
EXT STD EC 0.295 14:58
AIR BLANK 0.000 15:00
EXT STD IR 0.304 15:01
EXT STD EC 0,295 15:01

AIR BLANK 0.000 15:01
DIAGNOSTIC OK 15:02

*

0% S| TURE :

iitk****tiﬁ*t«iﬁtiit*ki




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077
DATE OF TESTS: 10/14/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermit: DR4968 DR4968
Batchi: D00008 D00008
Reference Value: 0.3044 0.3044
0.309 0.307
0.309 0.306
0.308 0.305
0.308 0.304
0.308 0.303
0.307 0.303
0.308 0.301
0.308 0.301
0.307 0.300
0.308 0.300
Mean: 0.3080 0.3030
SD: 0.0007 0.0025
Bias %: 1.18 -0.46
CV %: 0.23 0.83
Mean-Ref. Value Difference: 0.0036 -0.0014
% /Z_,, fo-1Y-/3
NAME OF TECHNICIAN PERFORMING TESTS DATE
}%fﬂ d/f-/’f/f/v« [0 2771F
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

Dﬂ;tx **K*aﬁ*kki**ttt

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0077
TEST NoO.: 00099
DATE : 10/14/2013

*ﬁt*ﬁt*****itii****’ut*k

SUPERVISOR TEST

Bk hhkdd Xk Rk X hkkhxhhhhk %%k

g/210L T IME

DIAGNOSTIC OK 15:54
AIR BLANK 0.000 15:54
EXT STD IR 0.309 15:54
EXT STD EC 0.307 15:54
AlIR BLANK 0.000 15:56
EXT STD IR 0.309 15:56
EXT STD EC 0.306 15:56
AIR BLANK 0.000 15:58
EXT STD IR 0.308 15:58
EXT STD EC 0.305 15:58
AlIR BLANK 0.000 16:00
EXT STD IR 0.308 16:01
EXT STD EC 0.304 16:01
AlIR BLANK 0.000 16:02
EXT STD IR 0.308 16:03
EXT STD EC 0.303 16:03
AlIR BLANK 0.000 16:05
EXT STD IR 0.307 16:05
EXT STD EC 0.303 16:05
AlIR BLANK 0.000 16:07
EXT STD IR 0.308 16:07
EXT STD EC 0.301 16:07
AlR BLANK 0.000 16:09
EXT STD IR 0.308 16:09
EXT STD EC 0.301 16:09 -
AIR BLANK 0.000 16:11
EXT STD IR 0.307 16:12
EXT STD EC 0.300 16:12
AlIR BLANK 0.000 16:13
EXT STD IR 0.308 16:14
EXT STD EC 0.300 16:14
AIR BLANK 0.000 16:14
DIAGNOSTIC OK 16:15

AR AK KKK AR AR R Kk k kR kXA XA AR

OPERATOQESIGNgTURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4990 DR4990
Sim Therm#: DR4990 DR4990
Batchi#: D00008 D00008
Reference Value: 0.3044 0.3044
0.317 0.309
0.316 0.308
0.316 0.306
0.315 0.305
0.316 0.305
0.316 0.304
0.315 0.304
0.314 0.302
0.313 0.301
0.313 0.299
Mean: 0.3151 0.3043
SD: 0.0014 0.0031
Bias %: 3.52 -0.03
CV %: 0.44 1.02
Mean-Ref. Value Difference: 0.0107 -0.0001
G B s
NAME OF TECHNICIAN PERFORMING TESTS DATE
?g/rm () e /0 2913
NAME OF TE_CHNICIAN REVIEWING RESULTS DATE

uaaDi&*itI***kn{*tx**w*

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
00109

DATE : 10/15/2013

kA AR A ok Ak kK ok kA K kKA KKK XK KK

TEST NO. :

SUPERVISOR TEST

Kk hok kK k kKK KKK KKK KRKKK kKKK

TIME

g/210L
DIAGNOSTIC OK
AlIR BLANK 0.000
EXT STD IR 0.317
EXT STD EC 0.309
AIR BLANK 0.000
EXT STD IR 0.316
EXT STD EC 0.308
AlR BLANK 0.000
EXT STD IR 0.316
EXT STD EC 0.306
AIR BLANK 0.000
EXT $TD IR 0.315
EXT STD EC 0.305
AIR BLANK 0.000
EXT STD IR 0.316
EXT STD EC 0.305
AlR BLANK 0.000
EXT STD IR 0.316
EXT STD EC 0.304
AlR BLANK 0.000
EXT STD IR 0.315
EXT STD EC 0.304
AlR BLANK 0.000
EXT STD IR 0.314
EXT STD EC 0.302
AlR BLANK 0.000
EXT STD IR 0.313
EXT STD EC 0.301
AlR BLANK 0.000
EXT STD IR 0.313
EXT STD EC 0.299
AlR BLANK 0.000

DIAGNOSTIC OK

13:
13:
13:
13:
13:

Kk Kk k ok kR XAk KK R KKK AKRAKKRAK KK

DPER% SIGNATURE :
~
’/g\é,;ﬁ—




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0077

BATCH D00009




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 9/30/2013

I/R E/C
Si .
-lmulator# DR4968 DR4968 DK L«\ﬂ 60
Slm Therm#: DR4968 DR4968 **kﬁ*i*t******g**kﬁt!*ﬁ
Batch#: D00009 D00009 WASHINGTON
. Reference Value: 0.4026 0.4026 ALCOTEST 9510
SERIAL NO. : ARAH- 0077
0.388 0.383 TEST NO. : 00070
0.396 0.389 DATE: 00/30/2013
AR h k kA R KXKKA KKK X HAETTRR & XKA
0.398 0.392 SUPERVISOR TEST 7
0.401 0.393 g/210L T IME
0.402 0.394 ' DIAGNOSTIC OK 17:53
- AIR BLANK 0.000 17:53
0.402 0.393 EXT STD IR 0.388 17:53
EXT STD EC 0.383 17:53
0402 0.393 AIR BLANK 0.000 17:55
0.402 0.393 EXT STD IR 0.396 17:55
, EXT STD EC - 0.389 17:55
0.403 0.394 AIR BLANK 0.000 17:57
EXT STD IR 0.398 17:58
0.403 0.393 EXT STD EC 0.392 17:58
; AIR BLANK 0.000 18:00
hlleare 0:3897 0.3917 EXT STD IR 0.401 18:00
SD: 0.0047 0.0034 EXT STD EC 0.393 18:00
. AIR BLANK 0.000 18:02
Bias %: -0.72 2.71 EXT STD IR 0.402 18:02
CV %: EXT STD EC 0.394 18:02
A i ' Lol AIR BLANK 0.000 18:04
Mean-Ref. Value Difference: -0.0029 -0.0109 EXT STD IR 0.402 18:05
EXT STD EC 0.393 18:05
AIR BLANK  0.000 18:07
EXT STD IR 0.402 18:07
EXT STD EC 0.393 18:07
AIR BLANK 0.000 18:09
. EXT STD IR 0.402 18:09
/;/ g EXT STD EC 0.393 18:09
: ¥ AIR BLANK 0.000 18:11
Cﬁ//g/%—fz_ﬂ__—_ C]j“-;C:”/; EXT STD IR 0.403 18:12
: EXT STD EC 0.394 18:12
NAME OF TECANICIAN PERFORMING TESTS DATE AIR BLANK 0.000 1B:13
EXT STD IR 0.403 18:14
¥ . . EXT STD EC 0.393 18:14
| / so= AIR BLANK 0.000 18:15
G [)///Lm 0 29.*/) DIAGNOSTIC OK 18:16
NAME OF TECHNICIAN REVIEWING RESULTS DATE %ﬂ‘i‘“”“:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/1/2013

R E/C | Sa
si‘mulatﬂr it: DR4968 DR4968 KA KRR K ﬁ:‘! i égx R EEEE
Sim Therm#: DR4968 DR4968 WASHINGTON

Batchi: D00009 D00009 ALCOTEST 9510
3 402 0.4026 SERIAL NO. : ARAH-0077
Reference Value 0.4026 402 - SEST Bib, : S
0.405 0.399 DATE: 10/01/2013
0.407 0.400 SUPERVISOR TEST
0.405 0.399 g/210L TIME
0.404 0.397 DIAGNOSTIC OK 15:58
AIR BLANK  0.000 15:59
0.405 0.397 EXT STD IR 0.405 15:59
EXT STD EC 0.399 15:59
0.405 0.396 : AIR BLANK 0.000 16:01
0.405 0.395 : EXT STD IR 0.407 16:01
EXT STD EC 0.400 16:01
0.405 0.394 AIR BLANK 0.000 16:03
EXT STD IR 0.405 16:04
0.405 0.304 EXT STD EC 0.399 16:04
0.404 0.393 AIR BLANK 0.000 16:085
EXT STD IR 0.404 16:086
Mean: 0.4050 0.3964 EXT STD EC 0.397 16:06
AIR BLANK 0.000 16:08
SD: - 0.0008 0.0024 EXT STD IR 0.405 16:08
e T ’ _ EXT STD EC 0.397 16:08
Bias %: 0.60 1.54 AIR BLANK 0.000 16:10
CV %: 0.20 0.61 EXT STD IR 0.405 16:10
EXT STD EC 0.396 16:10
Mean-Ref. Value Difference: 0.0024 -0.0062 AIR BLANK 0.000 16:12
EXT STD IR 0.405 16:13
EXT STD EC 0.395 16:13
AIR BLANK 0.000 16:15
EXT STD IR 0.405 16:15
' : EXT STD EC 0.394 16:15
- AIR BLANK 0.000 16:17
/Z’N . EXT STD IR 0.405 16:17
= Foa EXT STD EC 0.3904 16:17
LA /O /=45 AIR BLANK 0.000 16:19
EXT STD IR 0.404 16:20
NAME OFTECHNICIAN PERFORMING TESTS DATE ) ExT oo BG 0. 364 16 o8
AIR BLANK 0.000 16:20
/ g D1AGNOSTIC OK 16:22
,.4 ' K = Kok R Rk ok R R X K K Rk Ok kK R K K A K KK koK K
T O Hotine v ke ] _ _ oyn S1GNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE A _zgz_/




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH—OO77

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Thermi#: DR4968 DR4968
" Batch#: D00009 D00009
Reference Value: 0.4026 0.4026
0.400 0.394
0.401 0.394
0.401 0.394
0.402 0.393
0.402 0.393
0.402 0.392
0.403 0.392
0.403 0.391
0.403 0.391
0.403 0.390
Mean:  0.4020 0.3924
SD: 0.0011 0.0014
Bias %: -0.15 -2.53
CV %: 0.27 0.36
Mean-Ref. Value Difference: -0.0006 . -0.0102

%//ZF s i B

N&E OF TECHNICIAN PERFORMING TESTS DATE

%M« 0/ Br—— fa' 2513

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRY TS

IE R E R E RS R EREE R EEEENESEE]

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0077
TEST NO. : 00091
DATE: 10/07/2013

Kok ok kKA KA KK R KK K KKK KK AKX R KK

SUPERVISOR TEST

Tk ok ok ok ok ok k kK ok Rk k ok ok kX AK KKk KKK

a/210L TIME

DIAGNOSTIC OK 15:41
AIR BLANK 0.000 15:41
EXT STD IR 0.400 15:41
EXT STD EC 0.394 15:41
AlR BLANK 0.000 15:43
EXT STD IR 0.401 15:43
EXT STD EC 0.394 15:43
AIR BLANK 0.000 15:45
EXT STD IR 0.401 15:46
EXT STD EC 0.394 15:486
AIR BLANK 0.000 15:48
EXT STD IR 0.402 15:48
EXT STD EC 0.393 15:48
AIR BLANK 0.000 15:50
EXT STD IR 0.402 15:50
EXT STD EC 0.393 15:50
AlIR BLANK 0.000 15:52
EXT STD IR 0.402 15:53
- EXT S$TD EC 0.392 15:53
AlR BLANK 0.000 15:55
EXT STD IR 0.403 15:55
EXT STD EC 0.392 15:55
AIR BLANK 0.000 15:57
EXT STD IR 0.403 15:57
EXT STD EC 0.391 15:57
AIR BLANK 0.000 15:59
EXT STD IR 0.403 16:00
EXT STD EC 0.391 16:00
AlIR BLANK 0.000 16:02
EXT STD IR 0.403 16:02
EXT STD EC 0.390 16:02
AIR BLANK 0.000 16:03
DIAGNOSTIC OK 16:04

*ok ok ok ok ok ok ok ok ok ko ok ok Ak ok ok R K Kk ok ok kK K

OPERATEE SIGNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/14/2013

’

IR E/C
Simulator #: DR4968 DR4968
Sim Thermi: DR4968 DR4968
Batchi#: D00009 D00009
Reference Value: 0.4026 0.4026
0.400 0.393
0.402 0.395
0.403 0.395
0.403 0.393
0.403 0.393
0.403 0.393
0.405 0.394
0.405 0.393
0.405 0.393
0.406 0.393
Mean: 0.4035 0.3935
SD: 0.0018 0.0008
Bias %: 0.22 -2.26
CV %: 0.45 0.20
Mean-Ref. Value Difference: 0.0009 -0.0091
%/ ‘- fe> - /913
NAME OFAECHNICIAN PERFORMING TESTS DATE
//Zm D4 tn_ /0°25-13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

LG DRWAES.

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0077
TEST NO. : 00100
DATE: 10/14/2013

Ak k kkkRKkKKKKXAKK KKK K FIAKXK

SUPERVISOR TEST

XAk kR kA K hkEKEXK KX KA K" AXKEKKXXK

g/ 210L T IME

DIAGNOSTIC OK 16:37
AIR BLANK 0.000 16:37
EXT STD IR 0.400 16:37
EXT STD EC 0.393 16:37
AIR BLANK 0.000 16:39
EXT STD IR 0.402 16:40
EXT STD EC 0.395 16:40
AIR BLANK 0.000 16:41
EXT STD IR 0.403 16:42
EXT STD EC 0.395 16:42
AIR BLANK 0.000 16:44
EXT STD IR 0.403 16:44
EXT STD EC 0.393 16:44
AIR BLANK 0.000 16:46
EXT STD IR 0.403 16:46
EXT STD EC 0.393 16:46
AIR BLANK 0.000 16:48
EXT STD IR 0.403 16:49
EXT STD EC 0.393 16:49
AIR BLANK 0.000 16:51
EXT STD IR 0.405 16:51
EXT STD EC 0.394 16:51
AlR BLANK 0.000 16:53
EXT STD IR 0.405 16:53
EXT STD EC 0.393 16:53
AIR BLANK 0.000 16:55
EXT STD IR 0.405 16:56
EXT STD EC 0.393 16:56
AIR BLANK 0.000 16:58
EXT STD IR 0.406 16:58
EXT STD EC 0.393 16:58
AlR BLANK 0.000 16:59
DIAGNOSTIC OK 17:00

P EEEEEE R T A

0% SIGNATURE:
R




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0077

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4968 DR4968
Sim Therm#: DR4968 DR4968
Batchit: D00009 D00009
Reference Value: 0.4026 0.4026
0.404 0.394
0.407 0.395
0.406 0.395
0.406 0.396
0.407 0.396
0.408 0.394
0.407 0.393
0.408 0.393.
| 0.408 0.393
. 0.407 0.391
Mean: 0.4068 0.3940
SD: 0.0012 0.0016
Bias %: 1.04 -2.14
CV %: 0.29 0.41
Mean-Ref. Value Difference: 0.0042 -0.0086
JZ /Z Je>-/S5 =13
NAIVIE‘O’I-(TECHNICMN PERFORMING TESTS DATE
/"Zm ﬁ /j% Fo"28 /3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRY AR

Ak k kR KKK K AR ORH K ok ok ok ok kA K K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0077
TEST NO. : 00110
DATE : 10/15/2013

AR kA X kKR KA KK kR K KRKAKKEK KA KKK

SUPERVISOR TEST

Ak ok k Kk kR Kk X K Xk kKKK KKK KKK

a/210L TIME

DIAGNOSTIC OK 14:51
AlIR BLANK 0.000 14:51
EXT STD IR 0.404 14:51
EXT STD EC 0.394 14:51
AIR BLANK 0.000 14:53
EXT STD IR 0.407 14:53
EXT STD EC 0.395 14:53
AlR BLANK 0.000 14:55
EXT STD IR 0.406 14:56
EXT STD EC 0.395 14:56
AlR BLANK 0.000 14:58
EXT STD IR 0.406 14:58
EXT STD EC 0.396 14:58
AIR BLANK 0.000 15:00
EXT STD IR 0.407 15:00
EXT STD EC 0.396 15:00
AlR BLANK 0.000 15:02
EXT STD IR 0.408 15:03
EXT STD EC 0.394 15:03
AIR BLANK 0.000 15:05
EXT STD IR 0.407 15:05
EXT STD EC 0.393 15:05
AlIR BLANK 0.000 15:07
EXT STD IR 0.408 15:07
EXT STD EC 0.393 15:07
AlIR BLANK 0.000 15:09
EXT STD IR 0.408 15:10
EXT STD EC 0.393 15:10
AIR BLANK 0.000 15:12
EXT STD IR 0.407 15:12
EXT STD EC 0.391 15:12
AIR BLANK 0.000 15:13
DIAGNOSTIC OK 16:14

ARk ok ok Kk XAk KKKAKKXxAEAKKK* &K

OPER SILGNATURE :.
G o




