TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0089

BATCH D00001




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/24/2013

/R E/C
Simulator #: DR3904 DR3%04
Sim Thermi: DR3904 DR3904
Batchif: D00001 D00001
Referenée Value: 0.0090 0.0090
0.010 0.010

0.009 0.010

0.009 0.010

0.009 0.010

0.009 0.010

0.009 0.010

0.009 0.010

0.009 0.010

0.009 0.010

0.009 0.010

Mean: 0.0091 0.0100

SD: 0.0003 0.0000

Bias %: 1.11 11.11

CV %: 3.30 0.00

Mean-Ref. Value Difference: 0.0001 0.001

l&%ﬁl&, ~ CHZ%Lj

NAME OF TECHNICIAN PERFORMING TESTS

DATE

/- 22-13

NAME OF TECHRIEAN REVIEWING RESULTS

DATE

b

nrzfoY

KRk R Rk Kk R AR Kk KK KX k kKKKKKAKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO.: 00141
DATE : 09/24/2013

* k ok k kK k Kk k K K kA & kR ok &k " K K * kX X &k X %

SUPERVISOR TEST

KR KA KK KK KR KK KR LXK AKXk kKK

al210L TIME
DIAGNOSTIC OK 10:22
AIR BLANK 0.000 10:22
EXT STD IR 0.010 10:23
EXT STD EC 0.010 10:23
AIR BLANK 0.000 10:24
EXT STD IR 0.009 10:25
EXT STD EC 0.010 10:25
AlIR BLANK 0.000 10:26
EXT STD IR 0.009 10:26
EXT STD EC 0.010 10:26
AIR BLANK 0.000 10:27
EXT STD IR 0.009 10:28
EXT STD EC 0.010 10:28
AIR BLANK 0.000 10:29
EXT STD IR 0.009 10:29
EXT STD EC 0.010 10:29
AIR BLANK 0.000 10:31
EXT STD IR 0.009 10:31
EXT STD EC 0.010 10:31
AlR BLANK 0.000 10:32
EXT STD IR 0.009 10:33
EXT STD EC 0.010 10:33
AIR BLANK 0.000 10:34
EXT STD IR 0.009 10:34
EXT STD EC 0.010 10:34
AIR BLANK 0.000 10:35
EXT STD IR 0.009 10:386
EXT STD EC 0.010 10:36
AIR BLANK 0.000 10:37
EXT STD IR 0.009 10:37
EXT STD EC 0.010 10:37
AIR BLANK 0.000 10:38
DIAGNOSTIC OK 10:39

XKk k Kok ok ok Kk Kk k kkhkkkKEFAEKKK

OPERATOR [ I1GNATURE:

K-




IMETHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

Simulator #:

Sim Therm#:
Batchit:
Reference Value:

Mean:

SD:

Bias %:
CV %: -

Mean-Ref, Value Difference:

/Z T e

DATE OF TESTS: 9/25/2013

/R E/C
DR3904 DR3904
DR3904 DR3904
Doo00o1 D00001
0.0090 0.0090

0.010 0.011
0.010 0.011
0.010 0.011
0.010 0.011
0.009 0.011
0.010 0.011
0.010 0.011
0.010 0.011
0.010 0.011
0.010 0.011
0.0099 0.0110
0.0003 0.0000
10.00 22.22

3.03 0.00 -

0.0009 0.002

alzshx

NAME OF TECHNICIAN PERFORMING TESTS

. \/tw'{—

DATE

a/26/i3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

bl

DR3ITOY

IR RS EEEEREEEEEESE TR EEE & %%

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00150
DATE: 09/25/2013

Xk kK k ok kA ok Ak Kk k& ok ok ok kKK KK kKA K

SUPERVISOR TEST

Kk k kK ok Kk Ak kK ok Kk Kk KK KK KK KKK

g/ 210L TIME

DIAGNOSTIC OK 07:50
AlR BLANK 0.000 07:50
EXT STD IR 0.010 07:51
EXT STD EC 0.011 07:51
AIR BLANK 0.000 07:52
EXT STD IR 0.010 07:52
EXT STD EC 0.011 07:52
AlIR BLANK 0.000 07:54
EXT STD IR 0.010 07:54
EXT STD EC 0.011 07:54
AIR BLANK 0.000 07:55
EXT STD IR 0.010 07:56
EXT STD EC 0.011 07:56
AlIR BLANK 0.000 07:57
EXT STD IR 0.009 07:57
EXT STD EC 0.011 07:57
AIR BLANK 0.000 07:59
EXT STD IR 0.010 07:59
EXT STD EC 0.011 07:59
AIR BLANK 0.000 08:00
EXT STD IR 0.010 08:01
EXT STD EC 0.011 08:01
AIR BLANK 0.000 08:02
"EXT STD IR 0.010 08:02
EXT STD EC 0.011 08:02
AIR BLANK 0.000 08:04
EXT STD IR '0.010 08:04
EXT STD EC 0.011 08:04
AIR BLANK 0.000 08:05
EXT STD IR 0.010 08:06
EXT, STD EC 0.011 08:06
AIR BLANK 0.000 08:06
DIAGNOSTIC OK 08:07
KAk Kk kK KKk Kk kX KXk krkXKXXXxxx
OPERATQR S| TURE:

/ ,




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/26/2013

D <dhes

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi: DR3904 DR3904
Batchif: D0000A D00001
Reference Value: 0.0090 0.0090

0.010 0.010

0.010 0.010

0.010 0.010

0.010 . 0.010

0.010 0.010

0.010 0.010

0.010 0.010

0.010 0.010

0.010 0.010

0.010 0.010

Mean: 0.0100 0.0100

SD: 0.0000 0.0000

Bias %: 11.11 1.9

CV %: 0.00 0.00

Mean-Ref. Value Difference: 0.0010 0.001

|Z_ i T alzdl (3

NAME OF TECHNICIAN PERFORMING TESTS DATE

/O/ZZ/G

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DR 2964

Rk ok ok Ak ox ok ok ok KAk koK kKKK K KKK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00159
DATE: 09/26/2013

B R B E R EEEEEEEEEEE S EEEEENE]

SUPERVISOR TEST

IE R EREEEEEEENINEEEIEEEEEES]

g/210L TIME

DIAGNOSTIC 0K 07:03
AIR BLANK 0.000 07:03
EXT $TD IR 0.010 07:03
EXT STD EC 0.010 07:03
AlR BLANK 0.000 07:04
EXT STD IR 0.010 07:05
EXT STD EC 0.010 07:05
AlIR BLANK 0.000 07:06
EXT STD IR 0.010 07:06
EXT STD EC 0.010 07:06
AIR BLANK 0.000 07:08
EXT STD IR 0.010 07:08
EXT STD EC 0.010 07:08
AIR BLANK 0.000 07:09
EXT STD IR 0.010 07:10
EXT STD EC 0.010 07:10
AIR BLANK 0.000 07:11
EXT STD IR 0.010 07:11
EXT STD EC 0.010 07:11
AlIR BLANK 0.000 07:13
EXT STD IR 0.010 07:13
EXT STD EC 0.010 07:13
AlIR BLANK 0.000 07:14
EXT STD IR 0.010 07:15
EXT STD EC 0.010 07:15
AIR BLANK 0.000 07:16
EXT STD IR 0.010 07:16
EXT STD EC 0.010 07:16
AlR BLANK 0.000 07:18
EXT STD IR 0.010 07:18
EXT STD EC 0.010 07:18
AIR BLANK 0.000 07:19
DIAGNOSTIC OK 07:19
* kK k kK kA kAKX kk kA KKK KX K AKX KKk K

OPERAlg? Sl TURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/27/2013

OPERAT S I/@NATURE :

I/R E/C
Simulator #: DR3904 DR3904 { by
Sim Therm#: DR3904 DR3904 D (23 qoL,(
Batch#: D00001 000001 KA KK A K AKRRAKKAXNKAER KA AKX R R
Reference Value: 0.0090 0.0020 WASHINGTON
ALCOTEST 9510
0.010 0.012°
SERIAL NO. : ARAH-0089
0.010 0.011 TEST NO. : 00169
0.010 0.011 LA SN s b s
0.010 0.011 SUPERVISOR TEST
0.010 0.011 gl 210L TIME
DIAGNOSTIC OK 07:44
0.010 0.011 AIR BLANK 0.000 07:44
0.010 0.011 EXT STD IR 0.010 07:44
EXT STD EC 0.012 07:44
0.010 0.011 AIR BLANK 0.000 07:45
EXT STD IR 0.010 07:46
0.011 0.011 EXT STD EC 0.011 07:46
0.010 0.011 AIR BLANK 0.000 07:47
EXT STD IR 0.010 07:48
Mean: 0.0101 0.0111 EXT STD EC 0.011 07:48
AIR BLANK  0.000 07:49
SD: 0.0003 0.0003 EXT STD IR 0.010 07:49
T EXT STD EC 0.011 07:49
Blas % 12.22 23.33 AIR BLANK  0.000 07:51
CV %: 297 270 EXT STD IR 0.010 07:51
: EXT STD EG 0.011 07:51
Mean-Ref. Value Difference: 0.0011 0.0021 AIR BLANK 0.000 07:52
EXT STD IR 0.010 07:53
EXT STD EC 0.011 07:53
AIR BLANK 0.000 07:54
EXT STD IR 0.010 07:54
EXT STD EC 0.011 07:54
AIR BLANK 0.000 07:56
4 EXT STD IR 0.010 07:56
. EXT STD EC 0.011 07:58
l De e ' q\’Z’?((? AIR BLANK  0.000 07:57
EXT STD IR 0.011 07:58
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD EC 0.011 07:58
AIR BLANK  0.000 07:59
EXT STD IR 0.010 07:59
I s EXT STD EC 0.011 07:59
Pt - . . AIR BLANK  0.000 08:00
o ;:og»—tfmé A -2 2= DIAGNOSTIC OK 08:01
NAMEOF"F |CmN REV!EWINGRESULTS DATE ok k ok kR ok ok kK KK R K KA AR KX KA KKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batchit: D00001 DO00001
Reference Value: 0.0090 0.0090
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.010
0.009 0.009-
0.009 0.010
| 0.009 0.010
0.009 0.010
Mean: 0.0090 0.0094
SD; 0.0000 0.0005
Bias %: 0.00 4.44
CV %: 0.00 5.32
Mean-Ref. Value Difference: 0.0000 0.0004
lZ ,%en'-('ua 4 {Z‘f (13
NAME OF TECHNICIAN PERFORMING TESTS DATE
fff%‘ﬂ::?iigk Q€/££L__ /02213
NAME OF TEEHNICIAN REVIEWING RESULTS DATE

DR26Y
ok ok Aok kk kR Kk k kK AK KKK KKK KK KK
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO. : 00179
DATE: 09/29/7/2013

hok ok K Rk kKK K Kk XX KAKEKKKE koA KK

SUPERVISOR TEST
A kA Kk ok k k kK kK ok %k kK kA kK Kk kR kR kX X kK X %
g/210L  TIME
DIAGNOSTIC OK 08:59
AIR BLANK. 0.000 08:59
EXT STD IR 0.009 08:59

EXT STD EC 0.009 08:59
AIR BLANK 0.000 09:00
EXT STD IR 0.009 09:01
EXT STD EC 0.009 09:01
AlR BLANK 0.000 09:02
EXT STD IR 0.009 09:02
EXT STD EC 0.009 09:02
AIR BLANK 0.000 09:04
EXT STD IR 0.009 09:04
EXT STD EC 0.009 09:04
AIR BLANK 0.000 09:05
EXT STD IR 0.009 09:06
EXT STD EC 0.009 09:06
AIR BLANK 0.000 09:07
EXT STD IR 0.009 09:07
EXT STD EC 0.010 09:07
AlR BLANK 0.000 09:08
EXT STD IR 0.009 09:009
EXT STD EC 0,009 09:09
AIR BLANK 0.000 09:10
EXT STD IR 0.009 09:11
EXT STD EC 0.010 09:11
AIR BLANK 0.000 09:12
EXT STD IR 0.009 09:12
EXT STD EC 0.010 09:12
AIR BLANK 0.000 09:13
EXT STD IR 0.009 09:14
EXT STD EC 0.010 09:14
AlR BLANK 0.000 09:1

DIAGNOSTIC OK 09:15

FoROR Kk Kk Kk kR kK k Ak KK ARKRKKK KK A KR &

OPERATOR S|1GNATURE:

I

beg




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0089

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.015
0.014 0.015
0.014 0.015
0.014 0.015
0.014 0.014
0.014 ' 0.015
0.014 0.015
0.014 0.015
0.014 0.015
Mean: 0.0140 0.0148
SD: 0.0000 0.0004
Bias %: -4.76 0.68
CV %: 0.00 2.70
Mean-Ref. Value Difference:  -0.0007 0.0001
lZ i O O alzy l 203
NAME OF TECHNICIAN PERFORMING TESTS DATE '
I
NAME OF TECHNIEHNAREVIEWING RESULTS DATE

DR3Iq0Y
k kK Rk R A A K kR KAk ok kxR AKX KX KKK

WASHINGTON
" ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO.: 00142
DATE: 09/24/2013

Ak KKK KX KK AAKK AKX KKE X & &&&

SUPERVISOR TEST

kA Kk KRR kKK h ok E hkk k ok kX hkKk Rx kKK

g/210L TIME

DIAGNOSTIC OK 11:19
AlR BLANK 0.000 11:19
EXT STD IR 0.014 11:19
EXT STD EC 0.014 11:19
AIR BLANK 0.000 11:20
EXT STD IR 0.014 11:21
EXT STD EC 0.015 11:21
AIR BLANK 0.000 11:22
EXT STD IR 0.014 11:22
EXT STD EC 0.015 11:22
AIR BLANK 0.000 11:24
EXT STD IR 0.014 11:24
EXT STD EC 0.015 11:24
AIR BLANK 0.000 11:25
EXT STD IR 0.014 11:26
EXT STD EC 0.015 11:26
AIR BLANK 0.000 11:27
EXT STD IR 0.014 11:28
EXT STD EC 0.014 11:28
AIR BLANK 0.000 11:29
EXT STD IR o0.014 11:29
EXT STD EC 0.015 11:29
AIR BLANK 0.000 11:31
EXT STD IR 0.014 11:31
EXT STD EC 0.015 11:31
AlR BLANK 0.000 11:32
EXT STD IR 0.014 11:33
EXT STD EC 0.015 11:33
AIR BLANK 0.000 11:34
EXT STD IR 0.014 11:34
EXT STD EC 0.015 11:34
AIR BLANK 0.000 11:35
DIAGNOSTIC OK 11:36
* khk ok kk kxR KA KKk K KAKEKRA K KKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi: DR3904 DR3904
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.014

0.014 0.015

0.014 0.014

0.015 0.014

0.015 0.014

, 0.015 0.014

0.014 : 0.014

Mean: 0.0143 0.0141

SD: 0.0005 0.0003

Bias %: -2.72 -4.08

CV %: 3.50 2.13
Mean-Ref. Value Difference: -0.0004 -0.0006

< . alzsliz

NAME OF TECHNICIAN PERFORMING TESTS DATE
E, Q-dé«z — . ’zté h?
NAME OF TECHNICIAN REVIEWING RESULTS DATE

NR3IFaY

Kok ok ok k ok ok kAKARKRKKKK KKK R KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00151
DATE: 09/25/2013

Aok ok kK ok R R KK KKK KKK R KA KKK K KW

SUPERVISOR TEST

kR R XK KR KKKEKXKE KK KK KKK kK AN

g/210L TIME

DIAGNOSTIC OK 09:01
AIR BLANK 0.000 09:01
EXT STD IR 0.014 09:01
EXT STD EC 0.014 09:01
AIR BLANK 0.000 09:02
EXT STD IR 0.014 09:03
EXT STD EC 0.014 09:03
AIR BLANK 0.000 09:04
EXT STD IR 0.014 09:05
EXT STD EC 0.014 09:05
AIR BLANK 0.000 09:06
EXT STD IR 0.014 09:06
EXT STD EC 0.014 09:06
AIR BLANK 0.000 09:08
EXT STD IR 0.014 09:08
EXT STD EC 0.015 09:08
AIR BLANK 0.000 09:09
EXT STD IR 0.014 09:10
EXT STD EC 0.014 09:10
AlR BLANK 0.000 09:11
EXT STD IR 0.015 09:11
EXT STD EC 0.014 09:11
AIR BLANK 0.000 09:13
EXT STD IR 0.015 09:13
EXT STD EC 0.014 09:13
AlIR BLANK 0.000 09:14
EXT STD IR 0.015 09:15
EXT STD EC 0.014 09:15
AIR BLANK 0.000 09:16
EXT sTD IR 0.014 09:17
EXT STD EC 0.014 09:17
AlIR BLANK 0.000 09:17
DIAGNOSTIC OK 09:18
Aok R Kk K kk R R KKK AR KKAKKKA K KR

OPERATOR | GNATURE :
I




MIETHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/26/2013

I/R - E/C
Simulator #: DR3904 DR3904
Sim Thermi: DR3904 DR3904
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014 .
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.015 0.014
0.014 0.014
0.014 0.014
0.014 0.014
Mean: 0.0141 0.0140
SD: 0.0003 0.0000
Bias %: -4.08 -4.76
CV %: 213 0.00
Mean-Ref. Value Difference: -0.0006 -0.0007

| lZ.‘DeA«M a\lze(z

NAME OF TECHNICIAN PERFORMING TESTS - DATE

@.Qvéwgf | ?/ze/r}

NAME OF TECHNICIAN REVIEWING RESULTS DATE

PR 3904
X kR kK Ak KA KK KK KR kKK KRK KKK KK
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00160
DATE: 09/26/2013

Ak Kk kA Kk RKKK Kk *dhk k*h XX XA X

SUPERVISOR TEST

KA KKk & & &Kk hxk &k kxk ®HXKX %Xk %

g/210L TIME

DIAGNOSTIC OK 07:39
AlR BLANK 0.000 07:39
EXT sTD IR 0.014 07:40
EXT STD EC 0.014 07:40
AIR BLANK 0.000 O07:41
EXT STD IR 0.014 07:41
EXT STD EC 0.014 07:41
AIR BLANK 0.000 07:43
EXT STD IR 0.014 07:43
EXT STD EC 0.014 07:43
AIR BLANK 0.000 07:44
EXT STD IR 0.014 07:45
EXT STD EC 0.014 07:45
AIR BLANK 0.000 07:46
EXT STD IR 0.014 07:47
EXT STD EC 0.014 07:47
AIR BLANK 0.000 07:48
EXT STD IR 0.014 07:48
EXT STD EC 0.014 07:48
AlR BLANK 0.000 07:50
EXT STD IR 0.015 07:50
EXT STD EC 0.014 07:50
AlIR BLANK 0.000 07:51
EXT STD IR 0.014 07:52
EXT STD EC 0.014 07:52
AIR BLANK 0.000 07:53
EXT STD IR 0.014  07:53
EXT STD EC 0.014 07:53
AIR BLANK 0.000 07:55
EXT STD IR 0.014 07:55
EXT STD EC 0.014 07:55
AIR BLANK 0.000 07:56
DIAGNOSTIC OK 07:56

X kK k AKA KX KK KA KKK KKK KKK KK K




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi: DR3904 DR3904
Batchi#: D00002 D00002
Reference Value: 0.0147 . 0.0147

0.012 0.012

0.013 0.013

0.014 0.014

0.014 0.014

0.014 - 0.014

0.014 . 0.014

0.014 0.014

0.015 0.014

0.015 0.014

0.014 0.014

Mean: 0.0139 0.0137

SD: 0.0009 0.0007

Bias %: -5.44 : -6.80

CV %: 6.47 5.11
Mean-Ref. Value Difference: -0.0008 ' -0.001

‘ Z kbafrjn:_w\ 4 /‘2.7 (f i

NAME OF TECHNICIAN PERFORMING TESTS DATE

/022713

e
NAME OF TECHNFEAN REVIEWING RESULTS DATE

NRIF0Y
*ﬁﬁtﬂ?ﬁiﬁ:::lﬂitttk**lkﬁ
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAH-0089
TEST NO. : 00170
DATE : 09/277/2013

Ak h R Ak KK Kk ®F ok kK &k kKK KK KK KK

SUPERVISOR TEST

Kok ok kR kK Ak K K k ok ok x ok k ok Kk ok Kk Kk KK

gl/210L TIME

DIAGNOSTIC OK 08:09
AIR BLANK 0.000 08:09
EXT STD IR 0.012 08:09
EXT STD EC 0.012 08:09
AIR BLANK 0.000 08:10
EXT STD IR 0.013 08:11
EXT STD EC 0.013 08:11
AIR BLANK 0.000 08:12
EXT STD IR 0.014 08:13
EXT STD EC 0.014 08:13
AIR BLANK 0.000 08:14
EXT STD IR 0.014 08:14
EXT STD EC 0.014 08:14
AIR BLANK 0.000 0B:16
EXT STD IR 0.014 08:16
EXT STD EC 0.014 08:16
AIR BLANK 0.000 08B:17
EXT STD IR 0.014 08:18
EXT STD EC 0.014 08:18
AlIR BLANK 0.000 08:19
EXT STD IR 0.014 08:20
EXT STD EC 0.014 08:20
AlR BLANK 0.000 08:21
EXT STD IR 0.015 08:21
EXT STD EC 0.014 08:21
AlR BLANK 0.000 08:23
EXT STD IR 0.015 08:23
EXT STD EC 0.014 08:23
AlR BLANK 0.000 08:24
EXT STD IR 0.014 08:25
EXT STD EC 0.014 08:25
AIR BLANK 0.000 08:25
DIAGNOSTIC OK 08:26

ok k ok ok ok Kk R K R Kk Rk k kR KKKRKR KK

OPERATOR SI@¢NATURE:

sy




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/29/2013

I/R E/C
. Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 ‘ 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.015 0.015
0.015 0.015
0.015 0.015
0.014 0.015
0.015 0.015
Mean: 0.0144 0.0145
SD: 0.0005 0.0005
Bias %: -2.04 -1.36
_ CV %: 3.47 3.45
Mean-Ref. Value Difference: -0.0003 -0.0002
\Z-‘\b@f‘f[rb"\. 9 ‘ ZQ(‘Z
NAME OF TECHNICIAN PERFORMING TESTS DATE
S ,, W7-2273
NAME OF TEGHNTCIAf] REVIEWING RESULTS DATE

- DR 3I0Y

Ak KA K kA Kk xohk Ak AR KR K KKK KKK K KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0089
TEST NO.: 00180
DATE: 09/29/2013

Kk Kk Kk k kk ok kKKK KA KR KK KK kKK

SUPERVISOR TEST

Xk kK k ok k k xR Kk A& Ak k R XK R k % % k %

g/ 210L TIME

DIAGNOSTIC OK 09:27
AIR BLANK 0.000 09:27
EXT sTD IR 0.014 09:28
EXT STD EC 0.014 09:28
AlR BLANK 0.000 09:29
"EXT STD IR 0.014 09:30
EXT STD EC 0.014 09:30
AIR BLANK 0.000 09:31
EXT STD IR 0.014 09:31
EXT sTD EC 0.014 09:31
AIR BLANK 0.000 09:33
EXT STD IR 0.014 09:33
EXT sSsTD EC 0.014 09:33
AIR BLANK 0.000 09:34
EXT STD IR 0.014 09:35
EXT STD EC 0.014 09:35
AIR BLANK 0.000 09:36
EXT STD IR 0.015 09:36
EXT STD EC 0.015 09:36
AlR BLANK 0.000 09:38
EXT sTD IR 0.015 09:38
EXT STD EC 0.015 09:38
AIR BLANK 0.000 09:39
EXT STD IR 0.015 09:40
EXT STD EC 0.015 09:40
AlR BLANK 0.000 09:41
EXT STD IR 0.014 09:42
EXT STD EC 0.015 09:42
AlIR BLANK 0.000 09:43
EXT STD IR 0.015 09:43
EXT STD EC 0.015 09:43
AIR BLANK 0.000 09:44
DIAGNOSTIC OK 09:45

kok ok ok ok kok ok Kk ok k ok ok Rk R kK KWK KK KX




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0089

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

Simulator #:

Sim Thermi:
Batch#:
Reference Value:

Mean:
- SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

T .

DATE OF TESTS: 9/24/2013

I/R
DR3904

DR3904

D00003

0.0204

0.020

0.020

0.020

0.020

0.020

0.019

0.019

0.019

0.020

0.019

0.0196

0.0005

-3.92

2.55

-0.0008

E/C
DR3904
DR3904
D00003

0.0204
0.020
0.020
0.020
0.020
0.020
0.020
0.020

0.020

0.020

0.020

0.0200

"0.0000

-1.96

0.00
-0.0004

O((ZL(lZo\E

NAME OF TECHNICIAN PERFORMING TESTS

L

DATE

2243

NAME OF TECHNICIAN'REVIEWING RESULTS

DATE

PR 396Y

X X kX k k A x KKK XAKKAKXXTK &Kk & &

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0089
TEST NO. : 00143
DATE : 0972472013

kA A K w ok kA KKK KK KR ARKKAXT &R AK

SUPERVISOR TEST

Ak k kA Kk kA KKK K&k KREAKKK R KKK

g/210L TIME

DIAGNOSTIC OK 11:55
AIR BLANK 0.000 11:55
EXT STD IR 0.020 11:55
EXT STD EC 0.020 11:55
AIR BLANK 0.000 11:56
EXT sTD IR 0.020 11:57
EXT STD EC 0.020 11:57
AIR BLANK 0.000 11:58
EXT STD IR 0.020 11:59
EXT STD EC 0.020 11:59
AlIR BLANK 0.000 12:00
EXT STD IR 0.020 12:00
EXT STD EC 0.020 12:00
AlR BLANK 0.000 12:02
EXT STD IR 0.020 12:02
EXT STD EC 0.020 12:02
AIR BLANK 0.000 12:03
EXT STD IR 0.019 12:04
EXT STD EC 0.020 12:04
AlR BLANK 0.000 12:05
EXT STD IR 0.019 12:06
EXT STD EC 0.020 12:06
AlIR BLANK 0.000 12:07
EXT STD IR 0.019 12:07
EXT STD EC 0.020 12:07
AlIR BLANK 0.000 12:09
EXT STD IR 0.020 12:09
EXT STD EC 0.020 12:09
AIR BLANK 0.000 12:10
EXT STD IR 0.019 12:11
EXT STD EC 0.020 12:11
AIR BLANK 0.000 12:11
DIAGNOSTIC OK 12:12

Xk Kk kK REK KKK KR KK KNAK KK KK kK

OPERATOR SIdMATURE:
|




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/25/2013

/R E/C
Simulator #: DR3904 DR39204
Sim Thermih: DR3904 DR39204
Batchi: D00003 D00003
Reference Value: 0.0204 0.0204
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
( 0.020 0.020
0.020 0.020
Mean: . 0.0200 0.0200
SD: 0.0000 0.0000
Bias %: -1.86 . -1.96
CV %: 0.00 0.00
Mean-Ref. Value Difference: -0.0004 -0.0004
\2 Ben-(*u«\ O\klﬁ"\\?
NAME OF TECHNICIAN PERFORMING TESTS DATE
D. —dores Qlztelis
NAME OF TECHNICIAN REVIEWING RESULTS DATE -

N 3q o
ﬂ:ti*ﬁiki#*tﬁik*ﬁltt*ﬁki
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO.: 00152
DATE: 09/25/2013

kK Rk kKh Kk kK kK Kk kK AKKXKKKRKE KX

SUPERVISOR TEST

Xk Ak Kk AR XEAKAK K KX KK KX & &Rk

g/ 210L TIME

DIAGNOSTIC OK 09:50
AlR BLANK 0.000 09:50
EXT STD IR 0.020 09:51
EXT STD EC 0.020 09:51
AIR BLANK 0.000 09:52
EXT STD IR 0.020 09:52
EXT STD EC 0.020 09:52
AIR BLANK 0.000 09:54
EXT STD IR 0.020 09:54
EXT STD EC 0.020 09:54
AIR BLANK 0.000 09:56
EXT STD IR 0.020 09:56
EXT STD EC 0.020 09:56
AIR BLANK 0.000 09:57
EXT STD IR 0.020 09:58
EXT STD EC 0.020 09:58
AlR BLANK 0.000 09:59
EXT STD IR 0.020 10:00
EXT STD EC 0.020 10:00
AIR BLANK 0.000 10:01
EXT STD IR 0.020 10:01
EXT STD EC 0.020 10:01
AIR BLANK 0.000 10:03
EXT §TD IR 0.020 10:03
EXT STD EC 0.020 10:03
AlIR BLANK 0.000 10:04
EXT STD IR 0.020 10:05
EXT STD EC 0.020 10:05
AIR BLANK 0.000 10:06
EXT STD IR 0.020 10:07
EXT STD EC 0.020 10:07
AIR BLANK 0.000 10:07
DIAGNOSTIC OK 10: 08

A Ak kR A R ok ok kA Kk K Kk KRAKKRK KKK KK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/26/2013

I/R A E/C
Sinlmlator # DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batch#: D00003 D00003
Reference Value: 0.0204 0.0204

0.020 0.020

0.020 0.020

0.020 0.020

0.020 ' 0.020

0.020 0.020

0.020 . 0.020

0.020 0.020

0.021 0.020

, 0.020 0.020

0.020 0.020

Mean: 0.0201 0.0200

SD: 0.0003 0.0000

Bias %: -1.47 -1.96

CV %: 1.49 0.00

Mean-Ref. Value Difference: -0.0003 -0.0004

IZB@O'LO‘\ Q\ZL(W

NAME OF TECHNICIAN PERFORMING TESTS DATE
\g. chw & 9/ 2Le //? 3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRIAGY
Ak k hk ok k kk KR X k kk H k k KA XK & & & & %
WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00161
DATE: 09/267/2013

Kk Kk Ak Kk hkKk KK EE KX Xk *H *REKREK

SUPERVISOR TEST

AEk R A Kk kk AKAKKRK XK K KKK KK KK

g/210L TIME

DIAGNOSTIC OK 08:16
AIR BLANK 0.000 08:16
EXT STD IR 0.020 08:16
EXT STD EC 0.020 08:16
AIR BLANK 0.000 08B:18
EXT STD IR 0.020 08:18
EXT STD EC 0.020 08:18
AIR BLANK 0.000 08:20
EXT STD IR 0.020 08:20
EXT STD EC 0.020 08:20
AIR BLANK 0.000 08:21
EXT STD IR 0.020 08:22
EXT STD EGC 0.020 08:22
AIR BLANK 0.000 08:23
EXT STD IR 0.020 08:24
EXT STD EC 0.020 08:24
AIR BLANK 0.000 08:25
EXT STD IR 0.020 08:25
EXT STD EC 0.020 08:25
AIR BLANK 0.000 08:27
EXT STD IR 0.020 08:27
EXT STD EC 0.020 08:27
AIR BLANK 0.000 08:28
EXT STD IR 0.021 08:29
EXT STD EC 0.020 08:29
AIR BLANK 0.000 08:30
EXT STD IR 0.020 08:31
EXT STD EC 0.020 08:31
AIR BLANK 0.000 08:32
EXT STD IR 0.020 08:32
EXT STD EC 0.020 08B:32
AIR BLANK 0.000 08:33
DIAGNOSTIC OK 08:34

XKk kKkakKkKKXKKKRK® KKK XK KK XK

OPERizgﬂ SIEEQTURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batchit: D00003 ~ D00003
Reference Value: 0.0204 0.0204
0.017 0.017
0.018 0.018
0.019 0.019
0.019 0.019
0.020 ) 0.019
0.020 0.019
0.020 0.020
0.020 0.020
{ 0.020 0.020
0.020 0.020
Mean: 0.0193 0.0191
SD: 0.0011 0.0010
Bias %: -5.39 -6.37
CV %: 5.70 5.24
Mean-Ref. Value Difference: -0.0011 -0.0013

7 S 42‘?(8

NAME OF TECHNICIAN PERFORMING TESTS =~ DATE
e 2, L/L f-22-173
NAME OF TEEHNICIAN REVIEWING RESULTS DATE

DR20Y
Rk Kk ok ok kK kXK KA K Ak KA KKK K Kk kA K
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00171
DATE: 09/27/2013

Ak R E KK KK AAKAKRKRTRKRRKRAK AKX

SUPERVISOR TEST

Bk Ak kdwk kKK AKAK KK KKK E XA KK

g/210L  TIME

DIAGNOSTIC OK 08:32
AIR BLANK 0.000 08:32
EXT STD IR 0.017 08:33
EXT STD EC 0.017 08:33
AlR BLANK 0.000 08:34
EXT STD IR 0.018 08:35
EXT STD EC 0.018 08:35
AlR BLANK 0.000 08B:36
EXT STD IR 0.019 08:36
EXT STD EC 0.019 08:36
AlR BLANK 0.000 08:38
EXT sSTD IR 0.019 08:38
EXT STD EC 0.019 08:38
AIR BLANK 0.000 08:39
EXT STD IR 0.020 08:40
EXT STD EC 0.019 08:40
AIR BLANK 0.000 08:41
EXT 8TD IR 0.020 08;:41
EXT STD EC 0.019 08:41
AIR BLANK 0.000 08:43
EXT STD IR 0.020 08:43
EXT STD EC 0.020 08:43
AIR BLANK 0.000 08:45
EXT STD IR 0.020 08:45
EXT STD EC 0.020 08:45
AlIR BLANK 0.000 08:46
EXT STD IR 0.020 08:47
EXT STD EC 0.020 08:47
AIR BLANK 0.000 08:48
EXT STD IR 0.020 08:49
EXT STD EC 0.020 08:49
AlIR BLANK 0.000 08:49
DIAGNOSTIC OK 08:50

KA KA KA * kR KRR Rk kKKK KK Ak




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batchi#: D00003 D00003
Reference Value: ‘ 0.0204 0.0204
0.019 - 0.019
0.019 0.019
0.019 0.020
0.019 0.020
0.019 0.020
0.019 0.020
0.020 10.020
0.019 0.020
0.020 0.020
0.019 0.020
Mean: 0.0192 0.0198
SD: 0.0004 0.0004
Bias %: -5.88 -2.94
CV %: 2.08 2.02
Mean-Ref. Value Difference: -0.0012 -0.0006
IZ j)ew'('bf\ il (Z'% (‘}
NAME OF TECHNICIAN PERFORMING TESTS DATE

004 kad Tk

NAME OF TECHNTCIAN REVIEWING RESULTS

DATE

PR2904 |

AEK Kk kX KRKK KK KR ok kKK kKR K A K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO. : 00181
DATE : 09/297/2013

FRA A KK A KKK KKk hh kkk kK Ak ok k

SUPERVISOR TEST

LR I I I I T S e

g/210L TIME

DIAGNOSTIC OK 09:57
AIR BLANK 0.000 09:57
EXT 8TD IR 0.019 09:57
EXT STD EC 0.019 09:57
AlR BLANK 0.000 09:59
EXT STD IR 0.019 09:59
EXT STD EC 0.019 09:59
AIR BLANK 0.000 10:01
EXT STD IR 0.019 10:01
EXT STD EC 0.020 10:01
AlIR BLANK 0.000 10:02
EXT STD IR 0.019 10:03
EXT STD EC 0.020 10:03
AlIR BLANK 0.000 10:04
EXT STD IR 0.019 10:05
EXT STD EC 0.020 10:05
AIR BLANK 0.000 1o0:086
EXT STD IR 0.019 10:06
EXT STD EC 0.020 10:06
AIR BLANK 0.000 10:08
EXT STD IR 0.020 10:08
EXT STD EC 0.020 10:08
AIR BLANK 0.000 10:09
EXT STD IR 0.019 10:10
EXT STD EC 0.020 10:10
AIR BLANK 0.000 10:11
EXT STD IR 0.020 10:12
EXT STD EC 0.020 10:12
AIR BLANK 0.000 10:13
EXT STD IR 0.019 10:13
EXT STD EC 0.020 10:13
AIR BLANK 0.000 10:14
DIAGNOSTIC OK 10:15

KAEK R AKX KT KRR KR R KR KK IR K x

OPERATOR S \GNATURE:

\ ;




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0089

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

e

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

Simulator #:

Sim Thermi:
Batchit:
Reference Value:

Mean-Ref. Value Difference:

DATE OF TESTS: 9/24/2013

I/R ‘ E/C
DR3904 DR3904
DR3904 DR3904
D00004 D00004
0.0408 0.0408

0.040 0.040
0.040 0.040
0.040 0.040
0.040 0.040
0.040 ; 0.040
0.040 0.040
0.040 0.040
'0.040 " 0.040
1 0.040 0.040
0.040 0.040
0.0400 0.0400
0.0000 0.0000
-1.96 -1.96
0.00 0.00
-0.0008 -0.0008

AC%IZJ-:(I?-

NAME OF TECHNICIAN PERFORMING TESTS DATE

fErZB=1R

NAME OF TECHEHCIAN REVIEWING RESULTS DATE

PRITOY

A Ak KA KK KK KKK R X kR K KKK RKEXK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO.: 00144
DATE: 09/247/2013

K kK kk AKkkKk kA KK KA KKK KKk ok k&

SUPERVISOR TEST

A kA KR AK KKK KX kX KK KXKKKE KKK

g/210L TIME

DIAGNOSTIC OK 12:43
AIR BLANK 0.000 12:43
EXT STD IR 0.040 12:44
EXT STD EC 0.040 12:44
AlR BLANK 0.000 12:45
EXT STD IR 0.040 12:46
EXT STD EC 0.040 12:46
AIR BLANK 0.000 12:47
EXT STD IR 0.040 12:47
EXT STD EC 0.040 12:47
AIR BLANK 0.000 12:49
EXT STD IR 0.040 12:49
EXT STD EC 0.040 12:49
AIR BLANK 0.000 12:51
EXT STD IR 0.040 12:51
EXT STD EC 0.040 12:51
AIR BLANK 0.000 12:52
EXT STD IR 0.040 12:53
EXT STD EC 0.040 12:53
AIR BLANK 0.000 12:54
EXT STD IR 0.040 12:55
EXT STD EC 0.040 12:55
AIR BLANK 0.000 12:56
EXT STD IR 0.040 12:56
EXT STD EC 0.040 12:56
AIR BLANK. 0.000 12:58
EXT STD IR 0.040 12:58
EXT STD EC 0.040 12:58
AIR BLANK 0.000 13:00
EXT STD IR 0.040 13:00
EXT STD EC 0.040 13:00
AIR BLANK 0.000 13:01
DIAGNOSTIC OK 13:01

Aok ok k ok k ok ok kX k% k k kR Kk Kk KKK

OPERAJOR S ATURE:

e




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0083

Simulator #:

Sim Therm#:
Batchi:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

f<:zpz:)91141b\

DATE OF TESTS: 9/25/2013

I/R ElC
DR3904 DR3904
DR3904 DR3904
D00004 ' D00004
0.0408 0.0408

0.040 0.039
0.040 0.039
0.040 0.040
0.040 0.040
0.040 0.040
0.040 0.040
0.040 0.040
0.040 0.040
0.040 0.040
0.040 0.040
0.0400 0.0398
0.0000 0.0004

-1.96 -2.45

0.00 1.01
-0.0008 -0.001

‘?/z 3'/13

NAME OF TECHNICIAN PERFORMING TESTS

Do s

DATE

90 b3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DIAGNOSTIC OK

DR 3704
KK kK Rk k kR k kK ok kK ok ok h kK kX KA K KX K
WASHINGTON
ALCOTEST 9510
SERIAL NO.: ARAH-0089
TEST NO.: 00153
DATE : 09/25/2013
A kK K% x kK " x K & % kX & A kA kK A & * A X x x %
SUPERVISOR TEST

ﬁtxtt*t*i***ﬁxt*ﬁ***kt*t
a/210L TIME
DIAGNOSTIC 0K 10:45
AIR BLANK 0.000 10:45
EXT STD IR 0.040 10:45
EXT STD EC 0.039 10:45
A|lR BLANK 0.000 10:46
EXT STD IR 0.040 10:47
EXT STD EC 0.039 10:47
AIR BLANK 0.000 10:48
EXT STD IR 0.040 10:49
EXT STD EC 0.040 10:49
AlIR BLANK 0.000 10:50
EXT STD IR 0.040 10:51
EXT STD EC 0.040 10:51
AlR BLANK 0.000 10:52
EXT STD IR 0.040 10:52
EXT STD EC 0.040 10:52
AlR BLANK 0.000 10:54
EXT STD IR 0.040 10:54
EXT STD EC 0.040 10:54
AlR BLANK 0.000 10:56
EXT STD IR 0.040 10:56
EXT STD EC 0.040 10:56
AlIR BLANK 0.000 10:57
EXT STD IR 0.040 10:58
EXT STD EC 0.040 10:58
AIR BLANK 0.000 10:59
EXT S$TD IR 0.040 11:00
EXT STD EC 0.040 11:00
AIR BLANK 0.000 11:01
EXT STD IR 0.040 11:02
EXT S$TD EC 0.040 11:02

AIR BLANK 0.000 11

11

kK

Xk k k k k kx ohk kK

k ok k kK KK

OPERATOR GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/26/2013

I/R E/C

Simulator #: DR3904 DR3904
Sim Thermi: DR3904 DR3904
Batchif: D00004 D00004

Reference Value: 0.0408 0.0408

0.040 | 0.039

0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.039

- 0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.040

0.040 0.040

Mean: 0.0400 0.0392
SD: 0.0000 0.0004.

Bias %: -1.96 -3.92

CV %: 0.00 1.02
Mean-Ref. Value Difference: -0.0008 -0.0016
,Zj)(ﬁ_,;\-m\ C%(Z_L.\xj

NAME OF TECHNICIAN PERFORMING TESTS DATE

D, Soss

924 [3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Kok k& k& kk R KR Kk Kk ok kKKK kKKK K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00162
DATE : 09/26/2013

k kR A KA K KKKKEAAKKKKK XK & &R

SUPERVISOR TEST

Kok kK ok k ok ok kKK KKk ok ok kK kKK KKK

g/210L TIME

DIAGNOSTIC OK 0B8:59
AIR BLANK 0.000 08B:59
EXT sSTD IR 0.040 08:59
EXT STD EC 0.039 08:59
AIR BLANK 0.000 09:01
EXT STD IR 0.040 09:01
EXT STD EC 0.039 09:01
AIR BLANK 0.000 09:03
EXT STD IR. 0.040 09:03
EXT STD EC 0.039 09:03
AlIR BLANK 0.000 09:04
EXT STD IR 0.040 09:05
EXT STD EC 0.039 09:05
AlR BLANK 0.000 09:06
EXT STD IR 0.040 09:07
EXT STD EC 0.039 09:07
AIR BLANK 0.000 09:08
EXT STD IR 0.040 09:09
EXT STD EC 0.039 09:09
AlIR BLANK 0.000 09:10
EXT STD IR 0.040 09:10
EXT STD EC 0.039 09:10
AlIR BLANK 0.000 09:12
EXT sTD IR 0.040 09:12
EXT STD EC 0.039 09:12
AIR BLANK 0.000 09:14
EXT STD IR 0.040 09:14
EXT STD EC 0.040 09:14
AIR BLANK 0.000 09:15
EXT STD IR 0.040. 09:16
EXT STD EC 0.040 09:16
AlR BLANK 0.000 09:16
DIAGNOSTIC OK 09:17
KA KKk hkkh kh k kK KkK*xxXKXKZKK K

OPERAT Sl TURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 5510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/27/2013

I/R - E/C
Simulator #: DR3%04 DR3904
Sim Therm#: DR3904 DR3904 DQB C?OL
BatCh#: 000004 D00004 KX K *kh ARx hh " ARk A XK K’ &KX *x&
) . ' WASHINGTON
Reference Value: 0.0408 0.0408 ALCOTEST 9510
0.039 0.038
SERIAL NO. : ARAH- 0089
0.039 0.038 TEST NO. : 00172
0.040 0.039 oA T, L A
0.040 0.039 SUPERVISOR TEST
0.040 0.039 g/210L TIME
DIAGNOSTIC OK 09:06
0.040 0.039 AIR BLANK  0.000 09:06
0.040 0.040 EXT STD IR 0.039 09:07
EXT STD EC 0.038 09:07
0.040 0.040 AIR BLANK 0.000 09:08
EXT STD IR 0.039 09:00
. 0.040 0.040 EXT STD EC 0.038 09:09
0.040 : 0.040 AIR BLANK  0.000 09:10
EXT STD IR 0.040 09:11
Mean: 0.0398 0.0392 EXT STD EG 0.039 09:11
AIR BLANK  0.000 09:12
SD: 0.0004 0.0008 EXT STD IR 0.040 09:12
. ) i EXT STD EC 0.039 09:12
Bias %: -2.45 3.92 AIR BLANK  0.000 09:14
CV %: 1.01 204 EXT STD IR 0.040 09:14
EXT STD EC 0.039 09:14
Mean-Ref. Value Difference: -0.0010 -0.0016 AIR BLANK 0.000 09:16
EXT STD IR 0.040 09:16
EXT STD EC 0.039 09:16
AIR BLANK  0.000 09:17
EXT STD IR 0.040 00:18
EXT STD EC 0.040 09:18
AIR BLANK 0.000 00:19
Z - EXT STD IR 0.040 09:20
=1l EXT STD EC 0.040 09:20
\ ﬁafhi-tv\ Q(‘Z 1(( { AIR BLANK  0.000 09:21
. EXT STD IR 0.040 09:22
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD EC 0.040 09:.22
AIR BLANK 0.000 09:23
EXT STD IR 0.040 09:23
EXT STD EC 0.040 09:23
bt ) AIR BLANK 0.000 09:24
ey o 2R g2~ 13 DIAGNOSTIC OK 09:25
NAME OF TEEHNICIAN REVIEWING RESULTS DATE
OPERJZOR SIGNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi#: DR3904 DR3904
Batchit: D00004 D00004
Reference Value: 0.0408 0.0408
0.038 0.038
0.039 0.038
0.039 0.038
0.039 0.039
0.039 0.039
0.039 0.039
0.039 0.039
0.040 0.039
; 0.040 0.039
0.040 0.039
Mean: - 0.0392 0.0387
SsD: 0.0006 0.0005
Bias %: -3.92 -5.15
CV %: 1.53 1.29
Mean-Ref. Value Difference:  -0,0016 -0.0021
lt‘lﬂ-‘ﬂ_\'\ q (24 (Cf
NAME OF TECHNICIAN PERFORMING TESTS DATE

Pl sy —};;;.—2 :
=
¢ o -

[0-22-13

NAME OF TE"GH‘NTCIRﬁgRTEfI/I EWING RESULTS

DATE

DR 290Y
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO. : oo182
DATE: 09/29/2013

H AR K Kk Rk A KK KKK KKKKK KK KK KK

SUPERVISOR TEST

KAk Ak Ak Ak ok h Kk Ak khkAKK XK A KKK

g/2ioL TIME

DIAGNOSTIC OK 10:29
AIR BLANK 0.000 10:29
EXT 8TD IR 0.038 10:29
EXT STD EC 0.038 10:29
AIR BLANK 0.000 10:31
EXT STD IR 0.039 10:31
EXT STD EC 0.038 10:31
AlR BLANK 0.000 10:33
EXT STD IR 0.039 10:33
EXT STD EC 0.038 10:33
AlR BLANK 0.000 10:34
EXT STD IR 0.039 10:35
EXT STD EC 0.039 10:35
AlIR BLANK 0.000 10:36
EXT sSTD IR 0.039 10:37
EXT STD EC 0.039 10:37
AIR BLANK 0.000 10:38
EXT 8TD IR 0.039 10:39
EXT STD EC 0.039 10:39
AlIR BLANK 0.000 10:40
EXT STD IR 0.039 10:40
EXT STD EC 0.039 10:40
AIR BLANK 0.000 10:42
EXT STD IR 0.040 10:42
EXT STD EC 0.039 10:42
AlR BLANK 0.000 10:44
EXT STD IR 0.040 1{0:44
EXT STD EC 0.039 10:44
AlR BLANK 0.000 10:45
EXT STD IR 0.040 10:46
EXT STD EC 0.039 10:486
AlR BLANK 0.000 10:46
DIAGNOSTIC OK 10:47
XKk KX kK& AKX XK &k k k A kA kA k % XA *x k




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0089

BATCH D0O0005



METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi: DR3904 - DR3904
Batch#: D00005 D00005
Reference Value: 0.0804 : 0.0804
~ 0.080 0.080
0.080 - 0.080
0.080 10.080
0.080 0.080
0.080 0.079
0.080 0.080
0.080 0.080
0.080 0.080
0.080 0.080
0.080 0.080
Mean: 0.0800 0.0799
SD: 0.0000 0.0003
Bias %: -0.50 -0.62
CV %: 0.00 0.38
Mean-Ref. Value Difference: -0.0004 -0.0005

\Zjbenkoﬁ | alzuli <

NAME OF TECHNICIAN PERFORMING TESTS DATE

Jhe22 -3

NAME OF TECHNleﬁwﬁE{/lemG RESULTS DATE

PDR3IG50Y

Kk A K R Ak R AR KKK KK XA KK KX kK K

WASHINGTON
ALCOTEST 9510

SERI AL NO. : ARAH-0089
TEST NO. : 00145
DATE : 09/24/72013

Ak Ak akhk xkk Kk x k% k% kX XK KKK

SUPERVISOR TEST

kKK KA K K AKKEK KKK KKK KA KK KKK

g/210L TIME

DIAGNOSTIC OK 13:58
AIR BLANK 0.000 13:58
EXT STD IR 0.080 13:59
EXT STD EC 0.080 13:59
AIR BLANK 0.000 14:00
EXT STD IR 0.080 14:01
EXT STD EC 0.080 14:01
AlIR BLANK 0.000 14:02
EXT STD IR 0.080 14:02
EXT STD EC 0.080 14:02
AIR BLANK 0.000 14:04
EXT STD IR 0.080 14:04
EXT STD EC 0.080 14:04
AIR BLANK 0.000 14:06
EXT STD IR 0.080 14:06
EXT STD EC 0.079 14:086
AlR BLANK 0.000 14:08
EXT STD IR 0.080 14:08
EXT STD EC 0.080 14:08
AIR BLANK 0.000 14:10
EXT sTD IR 0.080 14:10
EXT STD EC 0.080 14:10
AIR BLANK 0.000 14:12
EXT STD IR 0.080 14:12
EXT STD EC 0.080 14:12
AIR BLANK 0.000 14:14
EXT STD IR 0.080 14:14
EXT STD EC 0.080 14:14
AIR BLANK 0.000 14:15
EXT STD IR 0.080 14:16
EXT STD EC 0.080 14:16
AIR BLANK 0.000 14:16
DIAGNOSTIC OK 14:17

K ERK K KR KRK A KRR kKA Kk R KA Kk A kX

OPERAT SIGNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi: DR3904 DR3904
~ Batchit: D00005 D00005
Reference Value: 0.0804 0.0804
0.081 0.079
0.081 0.080
0.081 0.079
0.081 0.079
0.081 0.079
0.081 0.079
0.081 0.079
0.081 0.079
0.081 0.079
; 0.081 0.079
Mean: 0.0810 0.0791
SD: 0.0000 0.0003
Bias %: 0.75 -1.62
CV %: 0.00 0.38
Mean-Ref. Value Difference: 0.0006 -0.0013
I(LB@\-LQ ~ q ( sl
NAME OF TECHNICIAN PERFORMING TESTS - DATE

TD‘g-Jw;f-

qul.e '(3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

nR 390

Ak kA kK h kKR KRR KKKRKKKK KKK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0089
TEST NO. : 00154
DATE : 0972572013

kKKK A Kk KKK KKK KKk hkRKNKK KKK K

SUPERVISOR .TEST

kX kX Ak ARk X kRRX Kk kxR KKKAK KKK

g/210L T IME

DIAGNOSTIC OK 12:54
AIR BLANK 0.000 12:54
EXT STD IR 0.081 12:54
EXT STD EC 0.079 12:54
AIR BLANK 0.000 12:56
EXT STD IR 0.081 12:56
EXT STD EC 0.080 12:56
AlIR BLANK 0.000 12:58
EXT STD IR 0.081 12:58
EXT STD EC 0.079 12:58
AIR BLANK 0.000 13:00
EXT sTD IR 0.081 13:00
EXT STD EC 0.079 13:00
AR BLANK 0.000 13:02
EXT STD IR 0.081 .13:02
EXT STD EC 0.079 13:02
AIR BLANK 0.000 13:04
EXT STD IR 0.081 13:04
EXT STD EC 0.079 13:04
AIR BLANK 0.000 13:06
EXT STD IR 0.081 13:06
EXT STD EC 0.079 13:06
AlR BLANK 0.000 13:08
EXT STD IR 0.081 13:08
EXT STD EC 0.079 13:08
AIR BLANK 0.000 13:09
EXT STD IR 0.081 13:10
EXT STD EC 0.079 13:10
AIR BLANK 0.000 13:11
EXT STD IR o0.081 13:12
EXT STD EC 0.079 13:12
AIR BLANK 0.000 13:12
DIAGNOSTIC OK 13:13
X k Kk R kR k k ok kK K K ok K K kK Kk ok k ok ok ok ok




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: . DR3204 DR3904
Batch#: D00005 D00005
Reference Value: 0.0804 0.0804
0.079 0.077
0.079 0.077
0.079 0.078
0.080 0.078
0.080 0.078
0.080 0.078
0.081 _ 0.079
0.081 0.079
0.081 0.079
0.081. 0.079
Mean: 0.0801 0.0782
SD: 0.0009 0.0008 .
Bias %: -0.37 -2.74
CV %: 1.12 1.02
Mean-Ref. Value Difference: -0.0003 -0.0022

| \Z--Ben ~ ‘?]Z‘a(\]’

NAME OF TECHNICIAN PERFORMING TESTS DATE
7). o/mgg N
NAME OF TECHNldIAN REVIEWING RESULTS DATE

TorL 29 o

Ak kA kk k kKK KKRXKRKRKKKXNAK KK %K A

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO.: 00164
DATE : 09/26/2013

k k ok kK kK kK kR kK ok A A R A ok ok A R kK Kk R KA K

SUPERVISOR TEST

Ak kR KR R kKA KKK KKK KR KK KKK K

al/210L TIME

DIAGNOSTIC OK 00:54
AIR BLANK 0.000 09:54
EXT STD IR 0.079 09:55
EXT STD EC 0.077 09:55
AlIR BLANK 0.000 09:56
EXT STD IR 0.079 09:57
EXT STD EC 0.077 09:57
AIR BLANK 0.000 09:58
EXT STD IR 0.079 09:58
EXT STD EC 0.078 09:58
AlR BLANK 0.000 10:00
EXT STD IR 0.080 10:00
EXT STD EC 0.078 10:00
AIR BLANK 0.000 10:02
EXT STD IR 0.080 10:02
EXT STD EC 0.078 10:02
AlR BLANK 0.000 10:04
EXT STD IR 0.080 10:04
EXT STD EC 0.078 10:04
AIR BLANK 0.000 10:06
EXT STD IR 0.081 10:06
EXT STD EC 0.079 10:06
AIR BLANK 0.000 10:08
EXT STD IR 0.081 10:08
EXT STD EC 0.079 10:08
AlR BLANK 0.000 10:10
EXT STD IR 0.081 10:10
EXT STD EC 0.079 10:10
AlR BLANK 0.000 10:12
EXT STD IR 0.081 10:12
EXT STD EC 0.079 10:12
AlIR BLANK 0.000 10:13
DIAGNOSTIC OK 10:13

X kK Kk kk kAR ok kK kKKK KIKKEK KKK

OPERATOB SIGN@RTURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

Simulator #:
Sim Thermi:
Batch#:

Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

14 Tt

DATE OF TESTS: 9/27/2013

YR E/C
DR3904 DR3904
DR3904 DR3904
D00005 D00005

- 0.0804 0.0804
0.078 0.076
0.078 0.076
0.079 0.076
0.079 0.077
0.080 0.077
0.080 0.078
0.080 0.078
0.080 0.078
0.080 0.078
0.081 0.078

0.0795 0.0772
0.0010 0.0009

-1.12 -3.98

1.26 117
-0.0009 -0.0032

01[27((3

NAME OF TECHNICIAN PERFORMING TESTS DATE
e
B % 3 <5y
¢ A0 '“2 2 )
NAME OF TECHNICIAN REVIEWING RESULTS DATE

NR2F0Y
kK k k k k k k k kR K A Rk K &* kK X X R %k k k k &k X
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00173
DATE: 09/27/2013

X Rk Kk Xk kk kKK R K KK KK AR KK KKK

SUPERVISOR TEST

* kA k hkk k kxR KKK XA &K AAXXK XA KX

g/ 210L TIME

DIAGNOSTIC OK 09:47
AlR BLANK 0.000 09:47
EXT STD IR 0.078 09:47
EXT STD EC 0.076 09:47
AIR BLANK 0.000 09:49
EXT STD IR 0.078 09:49
EXT STD EC 0.076 09:49
AlR BLANK 0.000 09:51
EXT STD IR 0.079 09:51
EXT STD EC 0.076 09:51
AlR BLANK 0.000 09:53
EXT STD IR 0.079 09:53
EXT STD EC 0.077 09:53
AlR BLANK 0.000 09:55
EXT STD IR 0.080 09:55
EXT STD EC 0.077 09:55
AlR BLANK 0.000 09:57
EXT STD IR 0.080 09:57
EXT STD EC 0.078 09:57
AlR BLANK 0.000 09:59
EXT STD IR 0.080 09:59 -
EXT STD EC 0.078 09:59
AIR BLANK 0.000 10:01
EXT STD IR 0.080 10:01
EXT STD EC 0.078 10:01
AIR BLANK 0.000 10:02
EXT sTD IR 0.080 10:03
EXT STD EC 0.078 10:03
AlIR BLANK 0.000 10:04
EXT STD IR 0.081 10:05
EXT STD EC 0.078 10:05
AlIR BLANK 0.000 10:05
DIAGNOSTIC OK i0:06

* kK kK Ak k kA A Kk R K KA A K AKK XX ALK AKX

0PERA:§R Sl TURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

Simulator #:

Sim Thermt#:
Batch#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

1\ Dk

DATE OF TESTS: 9/29/2013

e

I/R
DR3904 DR3904
DR3904 DR3904

"D00005 D00005

0.0804 0.0804
0.080 0.079
0.081 0.079
0.081 0.079
0.081 0.079
0.081 0.079
0.080 0.079
0.080 0.079
0.081 0.079
0.081 0.079
0.081 0.079

0.0807 0.0790

0.0005 0.0000

0.37 -1.74
0.62 0.00
0.0003 -0.0014

a2z

NAME OF TECHNICIAN PERFORMING TESTS

DATE.

/O-224

NAME OF TE@HP\HC/I{N REVIEWING RESULTS

DATE

PR390Y

kK kX Ak x kR XK KXk Kk hk kKK KKK KKK K
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO. : 00184
DATE : 09/29/2013

k ok ok ok ok ok ok ok ok kK kK kK ok k ok kR ok Rk k ok ok ok Kk

SUPERVISOR TEST

A kK KRR AR K KA KK KKk kR AKAKAK K K K

g/ 210L TIME

DIAGNOSTIC OK 11:33
AIR BLANK 0.000 11:33
EXT STD IR 0.080 11:33
EXT STD EC 0.079 11:33
AIR BLANK 0.000 11:35
EXT STD IR 0.081 11:35
EXT STD EC 0.079 11:35
AIR BLANK 0.000 11:36
EXT STD IR 0.081 11:37
EXT STD EC 0.079 11:37
AlR BLANK 0.000 11:38
EXT sTD IR 0.081 11:39
EXT STD EC 0.079 11:39
AlIR BLANK 0.000 11:40
EXT STD IR 0.081 11:41
EXT STD EC 0.079 11:41
AlIR BLANK 0.000 11:42
EXT STD IR 0.080 11:43
EXT STD EC 0.079 11:43
AlIR BLANK 0.000 11:44
EXT STD IR 0.080 11:45
EXT STD EC 0.079 11:45
AIR BLANK 0.000 11:46
EXT STD IR 0.081 11:47
EXT STD EC- 0.079 11:47
AIR BLANK 0.000 11:48
EXT sTD IR 0.081 11:49
EXT STD EC 0.079 11:49
AlR BLANK 0.000 11:50
EXT STD IR 0.081 11:50
EXT STD EC 0.079 11:50
AlR BLANK 0.000 11:51
DIAGNOSTIC OK 11:52
Ak Ak kR A kA KKAh Rk kT A hE kA AR
NATURE

0PE72{OR




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0089

BATCH D0000G




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/24/2013

I/R E/C
) Simulator #: DR3904 DR3904 .
Sim Therm##: DR3904 DR3904 NR3704Y
Batch#: D00006 D00006 WASH I NGTON
Reference Value: 0.1522 0.1522 ALCOTEST 9510
0.151 0.150 SERIAL NO. : ARAH- 0089
TEST NO. : 00146
0.152 0.151 DATE: 09/247/2013
0.151 0.150 SUPERVISOR TEST
0-153 0-152 I B EEEEEEE R T I II SE E
g/210L  TIME
0.153 - 0.152 DIAGNOSTIC OK 15:12
AIR BLANK 0.000 15:12
0.154 0.153 EXT STD IR 0.151 15:13
0.153 0.153 EXT STD EC 0.150 15:13
AIR BLANK  0.000 15:14
0.153 ‘ 0.153 EXT STD IR 0.152 15:15
EXT STD EC 0.151 15:15
0.153 0.152 AR BLANK ©0.000 15:16
0.153 0.153 EXT STD IR 0.151 15:17
EXT STD EC 0.150 15:17
Mean: 0.1526 0.1519 AIR BLANK 0.000 15:18
EXT STD IR 0.153 15:19
SD: 0.0010 0.0012 EXT STD EC 0.152 15:19
Bias %: . 5 : AIR BLANK  0.000 15:21
il 0,26 0,20 EXT STD IR 0.153 15:21
CV %: 0.66 0.79 EXT STD EC 0.152 15:21
AIR BLANK 0.000 15:23
Mean-Ref. Value Difference: 0.0004 -0.0003 EXT STD IR 0.154 15:23
EXT STD EC 0.153 15:23
AIR BLANK  0.000 15:25
EXT STD IR 0.153 15:25
EXT STD EC 0.153 15:25
AIR BLANK 0.000 15:27
EXT STD IR 0.153 15:27
<<i l EXT STD EC 0.153 15:27
B : ] ; AIR BLANK 0.000 15:29
\ -wazbéw\ ~ Caljlhl 3 EXT STD IR 0.153 15:29
NAME OF TE EXT STD EC 0.152 15:29
F TECHNICIAN PERFORMING TESTS DATE AlE BLARIK o 600 16 =91
EXT STD IR 0.153 15:31
. EXT STD EC 0.153 15:31
R — ﬂ’ﬁdi” AIR BLANK 0.000 15:32
e ; _ = Ic o 15:33
SR =<2, jO~ 22D DIAGNOSTIC OK 15:33
NAME OF TECHN€IA REVIEWING RESULTS DATE opay%umuna:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/25/2013

YR E/C
Simulator #: DR3904 DR3904
Sim Thermi: DR3904 DR3904
Batch#: D00006 D00006
Reference Value: 0.1522 0.1522
0.152 0.148

0.153 0.148

0.153 0.149

0.153 0.149

0.153 0.149

0.1563 0.160

0.153 0.180

0.154 0.150

0.154 0.150

0.154 0.150

Mean: 0.15632 0.1493

SD: 0.0006 .0.0008

Bias %: 0.66 -1.91

CV %: 0.39 0.54
Mean-Ref. Value Difference: 0.0010 -0.0029
\Zben‘(-uf\ 01’25(“3

NAME OF TECHNICIAN PERFORMING TESTS

D s

DATE

9/2&: /r3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

D2 3364
*t*k***kkﬂﬁ**tik****ﬂk**
WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO.: - 00155
DATE: 09/25/2013

KAk KX AR AAKKRKK KK KK H KK hk & X%

SUPERVISOR TEST

KA AK R KA KK RK KKK KK RKNK KX KKK

g/210L T IME

EXT STD IR .153 13:49

DI1AGNOSTIC OK 13:36
AIR BLANK 0.000 13:36
EXT STDh IR 0.152 13:38
EXT STD EC 0.148 13:36
AIR BLANK 0.000 13:38
EXT STD IR 0.153 13:38
EXT STD EC 0.148 13:38
AIR BLANK 0.000 13:40
EXT STD IR 0.153 13:40
EXT STD EC 0.149 13:40
AlIR BLANK 0.000 13:42
EXT STD IR 0.153 13:42
EXT STD EC 0.149 13:42
AIR BLANK 0.000 13:44
EXT STD IR 0.153 13:44
EXT STD EC 0.149 13:44
AIR BLANK 0.000 13:46
EXT STD IR 0.153 13:46
EXT STD EC 0.150 13:46
AIR BLANK 0.000 13:48
0
EXT STD EC 0.150 13:49
AIR BLANK 0.000 13:50
EXT STD IR 0.154 13:51
EXT STD EC 0.150 13:51
AIR BLANK 0.000 13:52
EXT STD IR 0.154 13:53
EXT STD EC 0.150 13:53
AIR BLANK 0.000 13:54
EXT STD IR 0.154 13:55
EXT STD EC 0.150 13:558
AIR BLANK 0.000 13:55
DIAGNOSTIC OK 13:56

AAKR KK kK KKK KKK KK KA KK KKK EK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/26/2013

IR E/C

Simulator #: . DR3904 DR3904
. Sim Therm#: DR3904 DR3904
Batchi: . D00006 D00006
Reference Value: 0.1522 0.1522
0.158 0.154
0.158 0.154
0.157 0.153
0.157 D:168
0.157 0.153
0.157 0.153
0.157 0.153
0157 0.154 -
0.156 0.153
. 0.156 : 0.153
Mean: 0.1570 0.1533
SD: 0.0007 0.0005
Bias %: 3.15 0.72
CV %: 0.45 ©0.33
Mean-Ref. Value Difference: 0.0048 0.0011

lthe,\Jm‘,\ alzelig

NAME OF TECHNICIAN PERFORMING TESTS DATE
D . Q«{'/ﬁruz & /O / z,z/f?
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR 390YH

Bk R R KA KKKK KR K kK kAAKRA KK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO.: 00165
DATE : 09/26/2013

EAK Kok Rk K R KA KKK A K KKK KA KK KK

SUPERVISOR TEST

Xk kX R Ak AKEKERK K Kk R A KK kA kKK

g/210L  TIME

DIAGNOSTIC OK 10:57
AIR BLANK 0.000 10:57
EXT STD IR 0.158 10:57
EXT STD EC 0.154 10:57
AlIR BLANK 0.000 10:59
EXT STD IR 0.158. 10:59
EXT STD EC 0.154 10:59
AlIR BLANK 0.000 11:01
EXT STD IR 0.157 11:01
EXT STD EC 0.153 11:01
AIR BLANK 0.000 11:03
EXT STD IR 0.157 11:04
EXT STD EC 0.153 11:04
AlIR BLANK 0.000 11:05
EXT STD IR 0.157 11:06
EXT STD EC 0.153 11:06
AlR BLANK 0.000 11:07
EXT STD IR 0.157 11:08
EXT STD EC 0.153 11:08
AIR BLANK 0.000 11:09
EXT STD IR 0.157 11:10
EXT sTD EC 0.153 11:10
AIR BLANK 0.000 11:11
EXT STD IR 0.157 11:12
EXT STD EC 0.154 11:12
AIR BLANK 0.000° 11:13
EXT STD IR 0.156 11:14
EXT STD EC 0.153 11:14
AlIR BLANK 0.000 11:15
EXT STD IR 0.156 11:16
EXT STD EC 0.153 11:16
AIR BLANK 0.000 11:16
DIAGNOSTIC OK 11:17

Kok ok ok kK ok kK *i’**tikﬁ*tki**
OPER?TDR il@NATUHE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

Simulator #:

Sim Therm#:
Batchi#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

\ Z_Délw"‘b ~

DATE OF TESTS: 9/27/2013

I/R E/C
DR3904 DR3904
DR3904 DR3904
D00006 D00006
0.1522 0.1522

0.151 0.147
0.152 0.148
0.152 0.148
0.153 0.148
0.153 0.148
0.153 0.149
0.154 0.150
0.154 0.150
0.155 0.151
0.155 0.151
0.1532 0.1490
0.0013 0.0014

0.66 2.10

0.85 0.94
0.0010 -0.0032

9 [‘2.’7 ('tj

NAME OF TECHNICIAN PERFORMING TESTS

L

DATE

2213

,;5'?/&

NAME OF TEGHNTCIAN REVIEWING RESULTS

DATE

DR270Y

Kok ok kK k ok kR Kk AR R K KKK KK KK KK

WASH INGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO. : 00174
DATE: 09/27/2013

KAk A K R kKR kK A KA K kx ok ok kK KKK AKKR

SUPERVISOR TEST

k ok ok k& k& Kk k Kk kK k& ok kKKK KK A KKK

g/ 210L TIME

DIAGNOSTIC OK 10:28
AIR BLANK 0.000 10:28
EXT STD "IR 0.151 10:28
EXT STD EC 0.147 10:28
AIR BLANK 0.000 10:30
EXT STD IR 0.152 10:30
.EXT STD EC 0.148 10:30
AlIR BLANK 0.000 10:32
EXT sTD IR 0.152 10:32
EXT STD EC 0.148 10:32
AlIR BLANK 0.000 10:34
EXT STD IR 0.153 10:34
EXT STD EC 0.148 10:34
AlR BLANK 0.000 10:38
EXT STD IR 0.153 10:36
EXT STD EC 0.148 10:36
AlR BLANK 0.000 10:38
EXT STD IR 0.153 10:38
EXT STD EC 0.149 10:38
AIR BLANK 0.000 10:40
EXT STD IR 0.154 10:40
EXT STD EC 0.150 10:40
AIR BLANK 0.000 10:42
EXT STD IR 0.154 10:43
EXT STD EC 0.150 10:43
AlR BLANK 0.000 10:44
EXT STD IR 0.155 10:45
EXT STD EC 0.151 10:45
AIR BLANK 0.000 10:46
EXT STD IR 0.155 10:47
EXT STD EC 0.151 10:47
AlR BLANK .000 10:47
DI1AGNOSTIC OK 10:48
h Kk ok Rk %k k ok kKA KRR Kk K[k ok kAR R K Kk k& K
OPERA SIG URE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #; DR3964 ) DR3904
Sim Therm#: DR3904 DR3904
Batchit: D00006 D00006
Reference Value: 0.1522 0.1522
0.149 0.145
0.150 0.146
0.150 0.147
0.151 - 0.147
0.151 0.148
0.152 0.148
0.152 - 0.149
0.152 0.149
( 0.152 0.149
0.153 0.150
Mean: 0.1612 0.1478
SD: 0.0012 0.0015
Bias %: -0.66 -2.89
CV %: 0.79 1.01
Mean-Ref. Value Difference: -0.0010 -0.0044
1 Tk alz4li 7
NAME OF TECHNICIAN PERFORMING TESTS DATE
O T
T == _ /0-22-13
NAME OF TECHNTCIAN REVIEWING RESULTS DATE

D390y

Tk ok A Rk ok k ok k kok ok kkkk ok Kk Kk ko ok ok
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0089
TEST NO.: 00186
DATE : 09/29/2013

Xk KK KA A KKTX KX AKX KK T XK Kk kR

SUPERVISOR TEST

kK kK AKX XA XK KKK AKX KK KK kKKK

g/2i0L TIME
DIAGNOSTIC OK 12:11
AlIR BLANK 0.000 12:11
EXT STD IR 0.149 12:11
EXT STD EC 0.145% 12:11
AlIR BLANK 0.000 12:13
EXT STD IR 0.150 12:13
EXT STD EC 0.146 12:13
AIR BLANK 0.000 12:15
EXT STD IR 0.150 12:15
EXT STD EC 0.147 12:15
AlR BLANK 0.000 12:17
EXT STD IR 0.151 12:17
EXT STD EC 0.147 12:17
AIR BLANK 0.000 12:19
EXT STD IR 0.151 12:19
EXT STD EC 0.148 12:19
AIR BLANK 0.000 12:21
EXT STD IR 0.152 12:21
EXT STD EC 0.148 12:21
AlIR BLANK 0.000 12:23
EXT STD IR 0.152 12:23
EXT STD EC 0.149 12:23
AlIR BLANK 0.000 12:25
EXT sTD IR 0.152 12:26
EXT STD EC 0.149 12:26
AIR BLANK 0.000 12:27
EXT STD IR 0.152 12:28
EXT STD EC 0.149 12:28
AIR BLANK 0.000 12:29
EXT STD IR 0.153 12:30
EXT STD EC 0.150 12:30
AlR BLANK 0.000 12:30
DiAGNOSTIC OK 12:31

IR EE RS EEEEEEREEEEEEERE S




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0089

BATCH D00007




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

Simulator #:

Sim Thermi:

* Batchi#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref, Value Difference:

I TN

DATE OF TESTS: 9/24/2013

IR E/C
DR3904 DR3904
DR3904 DR3904
D00007 D00007
0.2024 0.2024

0.202 0.204
0.204 0.204
0.204 0.205
0.204 0.204
0.203 0.203
0.203 0.203
0.203 0.203
0.203 0.204
0.204 0.205
0.205 0.205
0.2035 0.2040
0.0008 0.0008
0.54 0.79
0.39 0.39
0.0011 0.0016

o I'ZL{‘ it

NAME OF TECHNICIAN PERFORMING TESTS DATE
B ,
NAME OF TECHNIEIANREVIEWING RESULTS DATE

PR30

Ak E AKX R KA K EKAK AR XK KKK & kKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0089
TEST NO.: 00147
DATE : 09/24/2013

tﬁtk***t****iai#*i**ﬂﬁx*

SUPERVISOR TEST

Ak kA A K KA K AK KK KK KKK KK KK KK

g/210L TIME

DIAGNOSTIC OK 16:02
AIR BLANK 0.000 16:02
EXT STD IR 0.202 16:02
EXT STD EC 0.204 16:02
AIR BLANK 0.000 16:04
EXT STD IR 0.204 16:04
EXT STD EC 0.204 16:04
AIR BLANK 0.000 16:06
EXT STD IR 0.204 16:06
EXT STD EG 0.205 16:06
AIR BLANK 0.000 16:08
EXT STD IR 0.204 16:08
EXT STD EC 0.204 16:08
AIR BLANK 0.000 16:10
EXT STD IR 0.203 16:10
EXT STD EC 0.203 16:10
AIR BLANK 0.000 16:12
EXT STD IR 0.203 16:13
EXT STD EC 0.203 16:13
AIR BLANK 0.000 16:14
EXT STD IR 0.203 16:15
EXT STD EC 0.203 16:15
AlR BLANK 0.000 16:16
EXT STD IR 0.203 16:17
EXT STD EC 0.204 16:17
AIR BLANK 0.000 16:18
EXT STD IR 0.204 16:198
EXT STD EC 0.205 16:19
AIR BLANK 0.000 16:20
EXT sTD IR 0.205 16:21
EXT STD EC 0.205 16:21
AIR BLANK .000 16:21
DI AGNOSTIC OK 16:23




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510

SERIAL NUMBER: ARAH-0089

" DATE OF TESTS: 9/25/2013

- I/R E/C
Simulator #: DR3904 DR39204
Sim Thermi: DR3904 DR3904

Batch#: D00007 D00007
Reference Value: 0.2024 0.2024
0.192 © 0187
0.199 0.194
0.202 0.197
0.203 0.199
0.204 0.200
0.204 0.201
0.204 - 0.202
- 0.205 0.202
0.205 0.202
0.204 0.201
Mean: 0.2022 0.1985
SD: 0.0040 0.0048
Bias %: -0.10 -1.93
CV %: 1.98 2.42
Mean-Ref. Value Difference: -0.0002 —0.0039

IZ.T)@,{H;..\ q\Zﬂ(l?
NAME OF TECHNICIAN PERFORMING TESTS DATE
D, . Glze i3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR 3904
Ak & Kk Kk A A R kA kK kK ®k k k ok k x A K kK k k Kk &
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO.: 00156
DATE : 09/25/2013

* ok k ok kK kK k k koK k ok ok ok ok ok kKK kK Kk Kk Kk

SUPERVISOR TEST

Kk Kk kKA AR KKK XK KX K AR KX XK K

a/210L TIME

DIAGNOSTIC OK 14:18
AIR BLANK 0.000 14:18
EXT STD IR 0.192 14:18
EXT STD EC 0.187 14:18
AIR BLANK 0.000 14:20
EXT STD IR 0.199 14:21
EXT STD EC 0.194 14:21
AlIR BLANK 0.000 14:22
EXT S8TD IR 0.202 14:23
EXT STD EC 0.197 -14:23
AlIR BLANK 0.000 14:24
EXT STD IR 0.203 14:25
EXT STD EC 0.199 14:25
AlR BLANK 0.000 14:286
EXT STD IR 0.204 14:27
EXT STD EC 0.200 14:27
AlR BLANK 0.000 14:28
EXT STD IR 0.204 14:29
EXT S8TD EC 0.201 14:29
AlR BLANK 0.000 14:30
EXT STD IR 0.204 14:31
EXT STD EC 0.202 14:31
AlR BLANK 0.000 14:33
EXT STD IR 0.205 14:33
EXT STD EC 0.202 14:33
AIR BLANK 0.000 14:35
EXT STD IR 0.205 14:35
EXT STD EC 0.202 14:35
AlR BLANK 0.000 14:37
EXT STD IR 0.204 14:37
EXT STD EC 0.201 14:37
AlR BLANK 0.000 14:38
DIAGNOSTIC OK 14:39

KA A KA KR KKK XA d k& *h*rAxx ki %k

OFERiE?H SIgNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermit: DR3904 DR3904
Batch#: D00007 D00007
Reference Value: 0.2024 0.2024
0.205 0.201
0.204 0.202
0.205 0.202
0.205 0.202
0.205 0.201
0.205 0.202
0.205 0.202
0.203 0.200
0.202 0.199
0.202 0.199
Mean: 0.2041 0.2010
SD: 0.0013 0.0012
Bias %: 0.84 . -0.69
CV %: 0.64 0.60
Mean-Ref. Value Difference: 0.0017 -0.0014
e s, alzd 1z
NAME OF TECHNICIAN PERFORMING TESTS 'DATE
‘/D : QJZ*( & 10{ Zp, L35
NAME OF TECHNICIAN REVIEWING RESULTS DATE

pR.290Y

AR KK R Ak kK A KA K RAKKKRK KK XK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO.: 00166
DATE: 09/26/2013

IR E R RS EEEEEEEESEEEE RS

SUPERVISOR TEST

Ak kk kR ok k kk K ARERKKAKEF KKK KK

g/210L TIME

DIAGNOSTIC OK “11:51
AlR BLANK 0.000 11:51
EXT STD IR 0.205 11:52
EXT STD EC 0.201 11:52
AlR BLANK 0.000 11:53
EXT STD IR 0.204 11:54
EXT STD EC 0.202 "11:54
AlIR BLANK 0.000 11:55
EXT STD IR 0.205 11:56
EXT STD EC 0.202 11:56
AIR BLANK 0.000 11:57
EXT STD IR 0.205 11:58
EXT STD EC 0.202 11:58
AlR BLANK 0.000 11:59
EXT STD IR 0.205 12:00
EXT STD EC 0.201 12:00
AlR BLANK 0.000 12:01
EXT STD IR 0.205 12:02
EXT STD EC 0.202 12:02
AIR BLANK 0.000 12:04
EXT sTD IR 0.205 12:04
EXT STD EC 0.202 12:04
AlR BLANK 0.000 12:06
EXT STD IR 0.203 12:06
EXT STD EC 0.200 12:06
AlR BLANK 0.000 12:08
EXT STD IR 0.202 12:08
EXT STD EC 0.199 12:08
AlR BLANK 0.000 12:10
EXT STD IR 0.202 12:10
EXT STD EC 0.19¢9 12:10
AlIR BLANK 0.000 12:11
DIAGNOSTIC OK 12:12

Kk Kk ok Ak Kk kK XK AKAAKKK KKK &
OPEZ?TOR SH;NATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

Simulator #:

Sim Therm#:
Batch#:
Reference Value:

Mean:
SD;

Bias %:

CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 9/27/2013

I/R E/C
DR3904 DR3904
DR3904 DR3904
D00007 D00007
0.2024 0.2024

0.202 0.197
0.203 0.197
0.203 0.198
0.203 0.198
0.203 0.199
- 0.203 0.199
0.204 0.199
0.204 0.199
0.204 0.200
0.205 0.200
0.2034 0.1986
0.0008 0.0011

0.49 -1.88

0.39 0.55
0.0010 -0.0038

[Z T éf/\“quvx

01(2“7((?

NAME OF TECHNICIAN PERFORMING TESTS DATE
e 3 =
47 H""/ 0 Rk
NAME OF TE(:ﬂNﬁAN REVIEWING RESULTS DATE

D290

Kok R Kk ok ok ok R ok ok Kk k ok ok R ARKKKK K K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00175
DATE: 09/27/2013

Ak k Kx kA k kAKX kxx &k hXKKEk XA K x &

SUPERVISOR TEST

Ak kkkk K EKKKR AKX xR AKKKKX XK

gl/210L TIME

DIAGNOSTIC OK 10:59
AIR BLANK 0.000 10:59
EXT STD IR 0.202 11:00
EXT STD EC 0.197 11:00
AlIR BLANK 0.000 11:01
EXT STD IR 0.203 11:02
EXT STD EC 0.197 11:02
AIR BLANK 0.000 11:03
EXT 8TD IR 0.203 11:04
EXT sTD EC 0.198 11:04
AlR BLANK 0.000 11:05
EXT sTD IR 0.203 11:06
EXT STD EC 0.198 11:06
AlR BLANK 0.000 11:07
EXT sTD IR 0.203 11:08
EXT sTD EC 0.199 11:08
AlIR BLANK 0.000 11:10
EXT STD IR ©0.203 11:10
EXT STD EC 0.199 11:10
AIR BLANK 0.000 11:12
EXT STD IR 0.204 11:12
EXT STD EC 0.199 11:12
AIR BLANK 0.000 11:14
EXT sTD IR 0.204 11:14
EXT STD EC 0.199 11:14
AlIR BLANK 0.000 11:16
EXT sTD IR 0.204 11:16
EXT STD EC 0.200 11:16
AlIR BLANK 0.000 11:18
EXT STD IR 0.205 11:18
EXT STD EC 0.200 11:18
AIR BLANK 0.000 11:19
DIAGNOSTIC OK 11:20

h ok kR A K kR A K Xk kR kR ok kK kK kK k ok K & K

OPEHZD




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/29/2013

I/R E/C

. Simulator #: DR3904 DR3904
Sim Thermit: DR3904 DR3904
Batchi: D00007 D00007
Reference Value: 0.2024 0.2024
©0.199 0.196
0.200 0.197-

0.200 0.196

0.200 0.196

0.201 . 0.196

0.201 0.196

0.200 0.196

0.201 - 0.195

0.201 . 0195

0.201 0.195
Mean: 0.2004 0.1958
SD: 0.0007 0.0006

Bias %: - -0.99 ‘ -3.26

CV %: 0.35 0.31

Mean-Ref, Value Difference: -0.0020 -0.0066

1€ T al4l\3

NAME OF TECHNICIAN PERFORMING TESTS DATE
z% 223
NAME OF TE’E‘H‘NTEIA/N REVIEWING RESULTS DATE

DR3IG04
Rtﬁ*iKRﬁ‘ﬁk*!t***i*tli**
WASH I NGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO. : 00188
DATE: 09/29/2013

Ak AR AA KRR AR K AR AKRK K Kk k k&

SUPERVISOR TEST

Akk ok ok k k kKK Rk k KK KRR AR kK KK

g/210L  TIME

DIAGNOSTIC OK 12:59
AIR BLANK 0.000 12:59
EXT STD IR 0.199 12:59
EXT STD EC 0.196 12:59
AIR BLANK 0.000 13:01
EXT STD IR 0.200 13:01
EXT STD EC 0.197 13:01
AIR BLANK 0.000 13:03
EXT STD IR 0.200 13:03
EXT STD EC 0.196 13:03
AIR BLANK 0.000 13:05
EXT STD IR 0.200 13:06
EXT STD EC 0.196 13:06
AIR BLANK 0.000 13:07
EXT STD IR 0.201 13:08
EXT STD EC 0.196 13:08
AIR BLANK 0.000 13:09
EXT STD IR 0.201 13:10
EXT STD EC 0.196 13:10
AIR BLANK 0.000 13:11
EXT STD IR 0.200 13:12
EXT STD EC 0.196 13:12
AlIR BLANK 0.000 13:13
EXT STD IR 0.201 13:14
EXT STD EC 0.195 13:14
AIR BLANK 0.000 13:16
EXT STD IR 0.201 13:1s
EXT STD EC 0.195 13:16
AlR BLANK 0.000 13:18
EXT STD IR 0.201 13:18
EXT STD EC 0.195 13:18
AIR BLANK 0.000 13:19
DIAGNOSTIC OK 13:20

KA EAR KKk KRR KR KKk A A AR R R K KK




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0089

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi#: DR3904 DR3904
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044
0.299 0.299
0.303 0.302
0.304 0.304
0.304 0.304
0.305 0.304
0.306 0.305
0.307 0.305
0.307 0.304
0.307 0.304
0.306 0.302
Mean: 0.3048 0.3033
SD: 0.0025 0.0018
Bias %: 0.13 -0.36
CV %: 0.82 0.59
Mean-Ref. Value Difference: 0.0004 -0.0011
IZ-“D@,.% - alz4liz
NAME OF TECHNICIAN PERFORMING TESTS DATE
=2 2~t3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR 24 0Y

IEEEEEEEEEEREEE RN EREEESEE]

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO. : 00148
DATE : 09/24/2013

ok kK A KA KKRKREAKKKKAKA XK & &

SUPERVISOR TEST

KK h Kk kKA KXAAF R KKK KKK A XX XX

g/210L  TIME

DIAGNOSTIC OK 16:52
AlIR BLANK 0.000 16:53
EXT STD IR 0.299 16:53
EXT STD EC 0.299 16:53
AIR BLANK 0.000 16:55
EXT STD IR 0.303 16:55
EXT STD EC 0.302 16:55
AlR BLANK 0.000 16:57
EXT STD IR 0.304 16:57
EXT STD EC 0.304 16:57
AIR BLANK 0.000 16:59
EXT STD IR 0.304 17:00
EXT STD EC 0.304 17:00
AlR BLANK 0.000 17:01
EXT 8TD IR 0.305 17:02
EXT STD EC 0.304 17:02
AlIR BLANK 0.000 17:04
EXT STD IR 0.306 17:04
EXT STD EC 0.305 17:04
AIR BLANK 0.000 17:086
EXT STD IR 0.307 17:06
EXT STD EC 0.305 17:06
AIR BLANK 0.000 17:08
EXT STD IR 0.307 17:08
EXT STD EC 0.304 17:08
AlR BLANK 0.000 17:10
EXT STD IR 0.307 17:11
EXT STD EC 0.304 17:11
AlR BLANK 0.000 17:12
EXT STD IR 0.306 17:13
EXT STD EC 0.302 17:13
AIR BLANK 0.000 17:13
DIAGNOSTIC OK 17:15

KR KK Kk Ak KKK KKRAARAKK KKk KKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/25/2013

/R E/C
Simulator #: DR3904 DR39204
Sim Thermit: DR3904 DR3904
‘Batchi: D00008 D00008
Reference Value: 0.3044 0.3044
0.301 0.296
0.303 0.298
0.304 0.299
0.304 0.298
0.305 0.298
0.305 0.297
0.305 0.297
0.306 0.298
0.305 0.297
0.306 0.297
Mean: 0.3044 0.2975
SD: 0.0015 0.0008
Bias %: 0.00 -2.27
CV %: 0.49 0.27
Mean-Ref. Value Difference: 0.0000 -0.0069
Py alzsliz
NAME OF TECHNICIAN PERFORMING TESTS DATE
D-‘Témé’é; ’0/2/!3’
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR 2764

hk kA Kk hk kk RXXKAKAKNT KKK & X%

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00157
DATE : 09/25/2013

Bk kR ko k kR A K Kk K Ak KA KKK KKk kKK

SUPERVISOR TEST

ok ok R ok ok Ak ok k ok ok ok ok okok Kk Kk kok KKK

g/210L TIME

.000 15:23
15: 24

AlIR BLANK
DIAGNOSTIC O

DIAGNOSTIC OK 15:02
AlR BLANK 0.000 15:02
EXT STD IR 0.301 15:02
EXT STD EC 0.296 15:02
AIR BLANK 0.000 15:04
EXT STD IR 0.303 15:04
EXT STD EC 0.298 15:04
AlR BLANK 0.000 15:06
EXT STD IR 0.304 15:07
EXT STD EC 0.299 15:07
AIR BLANK 0.000 15:08
EXT STD IR 0.304 15:09
EXT STD EC 0.298 15:09
AlR BLANK 0.000 15:11
EXT STD IR 0.305 15:11
EXT STD EC 0.298 15:11
AIR BLANK 0.000 15:13
EXT STD IR 0.305 15:13
EXT STD EC 0.297 15:13
AlR BLANK 0.000 15:15
EXT STD IR 0.305 15:16
EXT STD EC 0.297 15:16
AIR BLANK 0.000 15:17
EXT STD IR 0.306 15:18
EXT STD EC 0.298 15:18
AlR BLANK 0.000 15:20
EXT STD IR 0.305 15:20
EXT STD EC 0.297 15:20
AlIR BLANK 0.000 15:22
EXT STD IR 0.306 15:22
EXT STD EC 0.297 15:22
0
K

Ak kok Rk kKk KA KX Ak KK KKK K KK KK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi: DR3904 DR3904
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044
0.302 0.297

0.305 0.299

0.305 0.299

0.306 0.300

0.306 0.299

0.306 0.299

0.306 0.299

0.306 0.298

0.305 0.297

0.306 0.297
Mean: 0.3053 0.2984

SD: 0.0013 0.0011

Bias%:  0.30 1.97

CV %: 0.43 0.37
Mean-Ref. Value Difference: 0.0009 -0.006
1 Dedon alzc(1z

NAME OF TECHNICIAN PERFORMING TESTS DATE
). aéwgf /0/22/11 3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DQZ_CI‘OL-]

Ak Rk kX Kk Xk AKX KK KA A KAKEK KK A K KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO.: 00167
DATE : 09/26/2013

IEEEEEEEEEEREEEEREREE:ESS]

SUPERVISOR TEST

k kK Ak k A ok ok KK R K Kk k kA KK KK A KKK

g/21i0L TIME

DIAGNOSTIC OK 13:01
AIR BLANK 0.000 13:01
EXT STD IR 0.302 13:02
EXT STD EC 0.297 13:02
AIR BLANK 0.000 13:04
EXT STD IR 0.305 13:04
EXT STD EC 0.299 13:04
AIR BLANK 0.000 13:06
EXT STD IR 0.305 13:06
EXT STD EC 0.299 13:086
AIR BLANK 0.000 13:08
EXT STD IR 0.306 13:09
EXT STD EC 0.300 13:09
AIR BLANK 0.000 13:10
EXT STD IR 0.306 13:11
EXT STD EC 0.299 13:11
AIR BLANK 0.000 13:13
EXT STD IR 0.306 13:13
EXT STD EC 0.299 13:13
AIR BLANK 0.000 13:15
EXT STD IR 0.306 13:15
EXT STD EC 0.299 13:15
AIR BLANK 0.000 13:17
EXT STD IR 0.306 13:17
EXT STD EC 0.298 13:17
AIR BLANK 0.000 13:19
EXT STD IR 0.305 13:20
EXT STD EC 0.297 13:20
AIR BLANK 0.000 13:21
EXT STD IR 0.306 13:22
EXT STD EC 0.297 13:22
AIR BLANK 0.000 13:23
DIAGNOSTIC OK 13:24

Xk kK kX kk kX k AKk Xk ok kKK KKk Ak Kk




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/27/2013

I/R E/C

Simulator #: DR3904 DR3904

Sim Thermi: DR3904 DR3904
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044

0.303 0.296

0.303 0.296

0.304 0.296

0.304 0.285

0.305 0.295

0.306 0.295

0.307 0.296

0.307 0.295

0.307 0.295

0.308 0.295
Mean: 0.3054 - 0.2954
SD: 0.0018 -0.0005

Bias %: 0.33 - -2.96

CV %: 0.59 0.17
Mean-Ref. Value Difference: 0.0010 -0.009
1 =Sadbas alz2l3

NAME OF TECHNICIAN PERFORMING TESTS DATE
’““f’%ﬂ 92245
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR390Y

ARE X RKERK*F K h kKA KKKk Ak A K

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0089
TEST NO. : ‘ 00176
DATE : 09/27/2013

AA* KKK KA KKAAR R R AKE R KT R Aok R

SUPERVISOR TEST

LR R R EREEEEEEE S I I

g/210L  TIME

LIS N k kK Kk Kk

DIAGNOSTIC OK 11:34
AlR BLANK 0.000 11:34
EXT STD IR 0.303 11:35
EXT STD EC 0.296 11:35
AlIR BLANK 0.000 11:37
EXT STD IR 0.303 11:37
EXT STD EC 0.296 11:37
AIR BLANK 0.000 11:39
EXT STD IR 0.304 11:39
EXT STD EC 0.296 11:39
AlR BLANK 0.000 11:41
EXT STD IR 0.304 11:42
EXT STD EC 0.295 11:42
AlR BLANK 0.000 11:43
EXT sTD IR 0.305 11:44
EXT STD EC 0.295 11:44
AIR BLANK 0.000 11:4¢
EXT STD IR 0.306 11:46
EXT STD EC 0.295 11:46:
AlIR BLANK 0.000 11:48
EXT STD IR 0.307 11:48
EXT STD EC 0.296 11:48
AIR BLANK 0.000 11:50
EXT STD IR 0.307 11:50
EXT STD EC -0.295 11:50
AlIR BLANK 0.000 11:52
EXT STD IR 0.307 11:53
EXT STD EC 0.295 11:53
AIR BLANK 0.000 11:55
EXT STD IR 0.308 11:55
EXT STD EC 0.295 11:55
AIR BLANK 0.000 11:56
DIAGNOSTIC OK 11:57
*




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi#: ¢ DR3904 DR3904
Batchi: D00008 D00008
Reference Value: 0.3044 ‘ 0.3044
0.297 0.288
0.299 0.290
0.300 _ 0.290
0.300 0.220
0.300 0.280
0.301 0.290
0.302 0.290
0.303 0.291
0.303 0.291
0.303 0.290
Mean: 0.3008 0.2900
SD: 0.0020 0.0008
Bias %: -1.18 -4.73
CV %: 0.66 : 0.28
_ Mean-Ref. Value Difference: -0.0036 -0.0144

1< esbon qlzaliz

NAME OF TECHNICIAN PERFORMING TESTS DATE
A ] N JP-22-13
NAME OF TECHNIGIAN REVIEWING RESULTS DATE

P20y |

Aok KK ok Rk kKA K KR KK AKKTKRE KK KA K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00189
DATE: 09/29/2013

ok kR k k kk kKX Kk KKk kkohk Kk KKKk KKK KK

SUPERVISOR TEST

R KKK AK KKK KKk kK k kK k& *h kX &k

g/210L TIME

DIAGNOSTIC OK 13:33
AIR BLANK 0.000 13:33
EXT STD IR 0.297 13:34
EXT STD EC 0.288 13:34
AlR BLANK 0.000 13:35
EXT STD IR 0.299 13:36
EXT STD EC 0.290 13:36
AIR BLANK 0.000 13:38
EXT STD IR 0.300 13:38
EXT STD EC 0.290 13:38
AIR BLANK 0.000 13:40
EXT STD IR 0.300 13:40
EXT STD EC 0.290 13:40
AIR BLANK 0.000 13:42
EXT STD IR 0.300 13:43
EXT STD EC 0.290 13:43
AlR BLANK 0.000 13:44
EXT STD IR 0.301 13:45
EXT STD EC 0.290 13:45
AlIR BLANK 0.000 13:47
EXT STD IR 0.302 13:47
EXT STD EC 0.290 13:47
AIR BLANK 0.000 13:49
EXT STD IR 0.303 13:49
EXT STD EC 0.291 13:49
AIR BLANK 0.000 13:51
EXT STD IR 0.303 13:52
EXT $TD EC 0.291 13:52
AIR BLANK 0.000 13:53
EXT STD IR 0.303 13:54
EXT STD EC 0.290 13:54
AlIR BLANK 0.000 13:54
DIAGNOSTIC OK 13:56

* k ok k ok ok Kk Kk ok ok X A Kk KKK AA KK KX

OPER?TiF*S[TQJFATURE;




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0089

BATCH D00009




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Thermi#: DR3904 DR3904
Batch#: D00009 D00009
Reference Value: 0.4026 0.4026
0.408 0.408
0.407 0.405 -
0.407 0.405
0.407 0.404
0.408 0.405
0.408 0.404
0.409 0.402
0.407 0.400
0.405 0.399
0.408 ° 0.397
Mean: 0.4072 0.4029
SD:; 0.0011 0.0033
Bias %: 1.14 0.07
CV %: 0.27 0.82
Mean-Ref. Value Difference: 0.0046 0.0003

<™ " [

NAME OF TECHNICIAN PERFORMING TESTS - DATE

/=223

NAME OF TECHMIETANREVIEWING RESULTS DATE

Ak kKK KKk KXREEKKRKAKTRK KK XXX XX KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00149
DATE: 09/2472013

Ak ok ok k Rk kR A KK A KK KRN KKK K AK K

SUPERVISOR TEST
K KA Kk KKK KRR KKK KK kA KA Ak K &
g/210L TIME
DIAGNOSTIC OK 17:44

AlR BLANK 0.000 17:45
EXT STD IR 0.408 17:45
EXT STD EC 0.408 17:45
AIR BLANK 0.000 17:47
EXT STD IR 0.407 17:47
EXT STD EC 0.405 17:47
AIR BLANK 0.000 17:49
EXT STD IR 0.407 17:50
EXT STD EC 0.405 17:50
AIR BLANK 0.000 17:52
EXT STD IR 0.407 17:52
EXT STD EC 0.404 17:52
AIR BLANK 0.000 17:54
EXT STD IR 0.408 17:54
EXT STD EC 0.405 17:54
AlIR BLANK 0.000 17:56
EXT STD IR 0.408 17:57
EXT STD EC 0.404 17:57
AIR BLANK 0.000 17:59
EXT STD IR 0.409 17:59
EXT STD EC 0.402 17:59
AIR BLANK 0.000 18:01
EXT STD IR 0.407 18:02
EXT STD EC 0.400 18:02
AIR BLANK 0,000 18:03
EXT STD IR 0.405 18:04
EXT STD EC 0.399 18:04
AIR BLANK 0.000 18:06
EXT STD IR 0.406 18:06
EXT STD EC 0.397 18:06

AlR BLANK 0.000 18:07
DIAGNOSTIC OK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batch#: D00009 ) D00009
Reference Value: 0.4026 0.4026
0.401 0.395
0.404 - 0.396
0.405 0.396
0.405 0.395
0.405 0.395
0.406 0.395
0.404 - 0.393
0.404 0.391
0.405 0.391
0.405 0.392
Mean: 0.4044 0.3939
SD: 0.0013 0.0020
Bias %: 0.45 -2.16
CV %: 0.32 0.51
Mean-Ref. Value Difference: 0.0018 -0.0087

L T alzsl

NAME OF TECHNICIAN PERFORMING TESTS DATE
@ : T:Zm%-— /9/2'//3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DR 3904

Ak kK KKK KKK KKk kKR ARk AEKRKFKAK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089
TEST NO. : 00158
DATE: 09/25/2013

Ak kR E KKk Kk AKER KX K AK KKK KK XK

SUPERVISOR TEST

Kk KKK KKK RA KKK KK KK AKX KKK K

al/210L TIME

DIAGNOSTIC OK 15:54
AlR BLANK 0.000 15:54
EXT STD IR 0.401 15:55
EXT STD EC 0.395 15:55
AIR BLANK 0.000 15:57
“EXT $TD IR 0.404 15:57
EXT STD EC 0.396 15:57
AIR BLANK 0.000 15:59
EXT STD IR 0.405 15:59
EXT STD EC 0.396 15:59
AIR BLANK 0.000 16:01
EXT STD IR 0.405 16:02
EXT STD EC 0.395 16:02
AIR BLANK 0.000 16:04
EXT STD IR 0.405 16:04
EXT STD EC 0.395 16:04
AIR BLANK 0.000 16:06
EXT STD IR 0.406 16:07
EXT STD EC 0.395 16:07
AIR BLANK 0.000 16:09
EXT STD IR 0.404 16:09
EXT STD EC 0.393 16:09
AIR BLANK 0.000 16:11
EXT STD IR 0.404 16:11
EXT STD EC 0.391 16:11
AIR BLANK 0.000 16:13
EXT STD IR 0.405 16:14
EXT STD EC 0.391 16:14
AIR BLANK 0.000 16:16
EXT STD IR 0.405 16:16
EXT STD EC 0.392 16:16
AIR BLANK 0.000 16:17
DIAGNOSTIC OK 16:18

Kk ok AAk KA KK KKK A K Kk RKKKKK KKK

OPE/RMATURE;




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

Simulator #:

Sim Thermi:
Batchi#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

’4{ 'th)éLw4ﬂaﬁ\

DATE OF TESTS: 9/26/2013

I/R E/C
DR3904 DR3904
DR3904 DR3904
D00009 D00009
0.4026 0.4026

0.396 0.387
0.398 0.387
0.399 0.388
0.400 0.388
0.401 0.387
0.400 0.387
0.401 0.386
0.402 0.386
0.403 0.387
0.404 0.387
0.4004 0.3870
0.0024 0.0007

-0.56 -3.87

0.60 0.18
-0.0022 -0.0156

qlzcliz

NAME OF TECHNICIAN PERFORMING TESTS

0. =hnes

DATE

o/ 22/} (3 |

NAME OF TECHNICIAN REVIEWING RE.SULTS

DATE

DR 390 Y

A oRoK K K ok Rk k Rk Rk ok kxR KKK KKK KKK

WASH I NGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0089

TEST NO.: 00168
DATE: - 09/26/2013

Kk ok ok kA A KK X AKX KKK K KKK KR AKX

SUPERVISOR TEST

ko k k ko Rk k k ok ok ok ok oAk k ok kK kK Kk Kk k& kK

agl/210L TIME

DIAGNOSTIC OK 13:56
AIR BLANK 0.000 13:56
EXT STD IR 0.396 13:56
EXT STD EC 0.387 13:56
AIR BLANK 0.000 13:58
EXT STD IR 0.398 13:58
EXT STD EC 0.387 13:58
AIR BLANK 0.000 14:00
EXT STD IR 0.399 14:01
EXT STD EC 0.388 14:01
AR BLANK 0.000 14:03
EXT STD IR 0.400 14:03
EXT STD EC 0.388 . 14:03
AIR BLANK 0.000 14:05
EXT STD IR 0.401 14:086
EXT STD EC 0.387 14:06
AIR BLANK 0.000 14:08
EXT STD IR 0.400 14:08
EXT STD EC 0.387 14:08 '
AIR BLANK 0.000 14:10
EXT STD IR 0.401 14:10
EXT STD EC 0.386 14:10
AIR BLANK 0.000 14:12
EXT STD IR 0.402 14:13
EXT STD EC 0.386 14:13
AIR BLANK 0.000 14:15
EXT STD IR 0.403 14:15
EXT STD EC 0.387 14:15
AIR BLANK 0.000 14:17
EXT STD IR 0.404 14:17
EXT STD EC 0.387 14:17
AIR BLANK 0.000 14:18
DIAGNOSTIC OK 14:19

RAKK KKK K A Kk KR Afk k & k& K X KK & X%
OPERA:Eﬁ Slg?ATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/27/2013

DR 3904
WASHINGTON
ALCOTEST 9510

SERI AL NO. :
TEST NO. :
DATE :

ARAH-0089
00177
0972772013

/R E/C

Simulator #: DR3904 DR3904
Sim Thermih: DR3904 DR3904
Batchi: D00009 D00009
Reference Value: 0.4026 0.4026

0.398 0.385

0.398 0.385

0.399 : 0.385

0.400 0.386

0.401 0.386

0.401 0.384

0.401 0.384

0.402 0.384

0.403 0.385

0.404 0.386

Mean: 04007 0.3850

SD: 0.0020 0.0008

Bias %: -0.47 -4.37

CV %: 0.50 0.21
Mean-Ref. Value Difference: -0.0019 -0.0176
NAME OF TECHNICIAN PERFORMING TESTS DATE
A MM&L s A R
NAME OF TEMIA&!« REVIEWING RESULTS DATE

Ak Kk R Ak KK AKAKKRAAKRKR KK R KKK

SUPERVISOR TEST

* k kK k Kk k kK ok ok k k k ok k Ak Kk oAk kK

gf210L TIME

DIAGNOSTIC OK 12:21
AIR BLANK 0.000 12:21
EXT STD IR 0.398 12:22
EXT STD EC 0.385 12:22
AIR BLANK 0.000 12:23
EXT STD IR 0.398 12:24
EXT STD EC 0.385 12:24
AlR BLANK 0.000 12:26
EXT STD IR 0.3989 12:26
EXT STD EC 0.385 12:26
AIR BLANK 0.000 12:28
EXT STD IR 0.400 1228
EXT STD EC 0.386 12:29
AlR BLANK 0.000 12:31
EXT STD IR 0.401 12:31
EXT STD EC 0.386 12:31
AIR BLANK 0.000 12:33
EXT STD IR 0.401 12:33
EXT STD EC 0.384 12:33
AIR BLANK 0.000 12:35
EXT 8TD IR 0.401 12:36
EXT STD EC 0.384 12:36
AIR BLANK 0.000 12:38
EXT STD IR 0.402 12:38
EXT STD EC 0.384 12:38
AlR BLANK 0.000 12:40
EXT STD IR 0.403 12:40
EXT STD EC 0.385 12:40
AlR BLANK 0.000 12:42
EXT STD IR 0.404 12:43
EXT STD EC 0.386 12:43
AlR BLANK 0.000 12:43
DIAGNOSTIC OK 12:45
h Ak kK ok ok Kk k ok ok ok ok ok ok ok Rk kXK AKXK
OPERA R SI TURE:

____1 _____




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR3904 DR3904
Sim Therm#: DR3904 DR3904
Batch#: D00009 D00009
Reference Value: 0.4026 . 0.4026
0.404 0.391
0.406 0.391
0.405 0.390
0.405 0.389
0.406 0.390
0.406 ~0.388
0.407 0.388
0.407 0.388
0.407 0.388
0.407 0.387
Mean: 0.4060 0.3890
SD: 0.0011 0.0014
Bias %: " 0.84 -3.38
CV %: 0.27 - 0.36
Mean-Ref. Value Difference: 0.0034 -0.0136

K Diachse alzali3

NAME OF TECHNICIAN PERFORMING TESTS DATE
‘_',_‘,;_—-v-_,:.;‘::.:::-:..__,..;:;’/, 7 ﬂ ) Zr./ -~
NAME OF 'FEE’HNEZIKKI REVIEWING RESULTS DATE

DR 2304

Ak Rk kK& A KK RKX K KKK KAKNKXA K K K
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0089
TEST NO.: 00190
DATE : 09/29/2013

Tk ok ok kR K KR KK KX K AKAKAKK AR KK KX

SUPERVISOR TEST

kA KK AKX KKK RK KR A KKK KKK kKK

g/f210L TIME

DIAGNOSTIC OK 14:11
AIR BLANK 0.000 14:11
EXT STD IR 0.404 14:12
EXT STD EC 0.391 14:12
AlR BLANK 0.000 14:14
EXT STD IR 0.406 14:14
EXT STD EC 0.391 14:14
AlIR BLANK 0.000 14:186
EXT STD IR 0.405 14:17
EXT STD EC 0.390 14:17
AIR BLANK 0.000 14:18
EXT STD IR 0.405 14:19
EXT STD EC 0.389 14:19
AlIR BLANK 0.000 14:21
EXT STD IR 0.406 14:21
EXT STD EC 0.390 14:21
AIR BLANK 0.000 14:23
EXT STD IR 0.406 14:24
EXT STD EC 0.388 14:24
AlR BLANK 0.000 14:286
EXT STD IR 0.407 14:26
EXT STD EC 0.388B 14:286
AIR BLANK 0.000 14:28
EXT STD IR 0.407 14:28
EXT STD EC 0.388 14:28
AIR BLANK 0.000 14:31
EXT STD IR 0.407 14:31
EXT STD EC 0.388 14:31
AlR BLANK 0.000 14:33
EXT STD IR 0.407 14:33
EXT STD EC 0.387 14:33
AIR BLANK 0.000 14:34
DIAGNOSTIC OK 14:35

KRK Kk Kk kAR KKK Kk kA KKKk kK

OPEHﬁE?R S1GNATURE :




