Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER:
SOFTWARE VER.:
CONFIG. VER.:
TECHNICIAN:
TIME/DATE BEGAN:

CALIBRATION ADJUSTMENT PERFORMED:
BATCH#: D00005

Simulator
Sim Thermometer

#
#

QAP Batch #
Reference Value
Sim Temp 34.0°C +

0.2°C Before

?

Nwn =

5

Sim Temp 34.0°C
0.2°C After?
Mean

S

D

Bias %
CV %

COMPLETE BREATH TEST:

INTERFERENCE TEST:

INVALID SAMPLE:

REFERENCE BAROMETER S/N:

COMMENTS:

AS FOUND ESS RESULT:

DENTON, KEN

ARAH-0094
8322798 0.7
8522796 2.3
DENTON, KEN

15:26 09/23/2013

YES
REF VALUE: 0.0804

SIM#: DR3904

CALIBRATION PROCEDURE
Results Units g/210L

THERM;#: DR3904

DR3903 DR3904 DR4533 _ DR4492
DR3903 DR3904 DR4533 DR4492
D00004 D00005 D00006 D00007
0.0408 0.0804 0.1522 0.2024
YES YES YES YES
IR EC IR EC IR EC IR EC
0.039 0.039  _0.078 0.077 0.150 0149 _0195 _ 0492
0.040 0.039  _0.078 0.078 0.151 0149  _0199 _ 0.197
0.040 0.039 0078 _0078 _0.151 0.180  _0.200 _ 0.197
0.040 0.039 _0078 _0077 _0.151 0150 _ 0200 _ 0.197
0.039 0039 _0078 _0077  _0.161 0.150 _0.200 _ 0.198
pics YES . YES YES
0.0396 _0.0390 _0.0780 _0.0774 _0.1508 _0.1496 _0.1988 _ 0.1962
0.0005 _0.0000 _0.0000 _0.0005 _0.0004 _0.0005 _0.0022 _ 0.0024
-2.94 -4.41 -2.99 -3.73 -0.92 471 _-1.78 -3.06
1.26 0.00 0.00 0.65 0.27 0.33 1.11 1.2
YES _ ESSLOT# _1513580 EXP DATE: _06/10/2016
YES  BATCH#: _ D00005 SIM#: DR4807
ACETONE LOT#: CAS67641 THERM#: __DRA4807
YES
74003877
IR: N [P EC: N, 9/ey)i3 le00

LTk

19:5L

i zz//]

Technician Name

Signature \

Time/Date Procedure Completed




