TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0107

BATCH D000O1



METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/7/2013

| IR E/C
Simulator #: DR4761 DR4761
Sim Therm#: DR4761 DR4761 .
Batch#: D00001 D00001 A Ak k ow ok ok ok ok ko k Rok ok kK ok kK& kA Xk kK
. WASHINGTON
Reference Value: 0.0090 0.0090 ALCOTEST 9510
0.009 0.008 SERIAL NO.: ARAH-0107
TEST NO.: 00100
0.009 0.009 ) DATE: 10/0712013
0009 0009 Aok ok ok koA A ko k k ok ok ok ok ko ok ok Kk Rk koA
SUPERV I SOR TEST
0.009 0.008 AA K AR N KN R KA KR K RAR AR KK XK
g/21i0L TIME
0.008 0.008 DIAGNOSTIC OK 07:23
0.009 0.008 AIR BLANK 6.000 07:23
: EXT ST IR 0.000 07:23
0.009 0.008 EXT STD EC ©0.008 07:23
; : AIR BLANK 0.000 07:24
0.009 0.008 EXT STD IR 0.009 07:25
0.009 . 0.008 EXT STD EC 0.009 07:25
AIR BLANK 0.000 ©67:26
0.009 _ 0.008 EXT STD IR 0,009 07:26
EXT STD EC 0.008 07:26
Mean: 0.0080 0.0082 AIR BLANK 0.000 07:28
. EXT STD IR 0.009 07:28
Sbr 0.0000 0.0004 EXT STD EC 0.008 07:28
Bias %: 0.00 . -8.89 AR BLANK 0.000 07:29
EXT STD IR 0.009 07:30
CV %: 0.00 4.88 EXT STD EC 0.008 07:30
. ] : _ AIR BLANK 0.000 07:31%
Mean-Ref. Value Difference: 0.0000 0.0008 EXT STD IR 0.009 0731
: EXT STD EC 0.008B 07:231
AR BLANK 0.000 07:32
EXT STD IR 0.009 07:33
EXT STD EC 0.008 07:33
' AIR BLANK 0.000 07:34
EXT STD IR 0.009 07:34
EXT STD EC 0.008 07:34
- . AIR BLANK 0.000 07:36
AcHﬂV(:NNé?L /0-7-1/5 EXT STD IR 0.009 07:36
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD EC 0.008 07:38
AIR BLANK 0.000 07:37
_ EXT STD IR ©0.009 07:38
EXT STD EC ©.008 07:38
‘ AR BLANK 0.000 07:38
BRVAL Y /of 29 [13 . DiagnosTlc oK | 07:38
NAME OF TECHNICIAN REVIEWING RESULTS - DATE : :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/8/2013

I/R E/C
Simulator #: DR4761 DR4761
Sim Thermit; DR4761 DR4761
Batchit: D00001 Doooot
Reference Value: 0.0090 0.0090¢

0.009 0.008

0.009 0.008

0.009 0.008

0.009 0.008

0.008 0.008

0.009 0.008

0.009 0.008

0.009 0.008

0.009 0.008

~ 0.009 0.008

Mean: 0.0089 0.0080

SD: 0.0003 £ 0.0000

Bias %: -1.11 -11.11

CV %: 3.37 0.00

Mean-Ref. Value Difference: -0.0001 -0.001
A HAveENNER (O-5-13

VNAME OF TECHNICIAN PERFORMING TESTS

D. QVL\;;

DATE

Jofza 3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Ak hkw XKk AXKRKXX KR &KX EXKK KX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0107
TEST NO. : 00118
DATE : 10/08/2013

dk ok k kA Kk kKA RKAKRAKKAERR T AR K

SUPERVISOR TEST
XA A KK Kk kR REKx k& A k¥ K &kKKAKKEX

g/ 210L TIME
DIAGNOSTIC OK 12:19
AIR BLANK 0.000 12:19
EXT STD IR 0,009 12:19
EXT STD EC 0.008 12:19
AIR BEANK 0.000 t12:21
EXT STD IR 0.008 12:24
EXT STD EC 0.008 12:21
AIR BLANK 0.000 12:22
EXT STD IR ©6.009 12:23
EXT STD EC 0.008 12:23
AIR BLANK 0.000 12:24
EXT STD IR 0.009 12:24
EXT STD EC 0.008 12:24
AIR BLANK 0.0006 12:26
-EXT STD IR 0.008 12:28
EXT $TD EC 0.008 12:26
A{R BLANK n.000 12:27
EXT STD IR 0.008 12:28
EXT STD EC 0.008 12:28
AIR BLANK 0.000 12:29
EXT STD IR 0.009 12:29
EXT STD EC 0.608 12:29
AR BLANK 0.000 12:30
EXT ST IR 0.009 12:31
EXT STD EC 0.008 12:31%
AIR BLANK 0,000 12:32
EXT STD iR 0.009 12:33
EXT STD EC 0.008 12:33
AIR BLANK 0.000 12:34
EXT STD IR 0.009 12:34
EXT STD EC 0.008 12:34
AR BLANK 0.000 12:35
DIAGNOSTIC OK 12:35

Ak A Kk k H ok XNk R Rk kokrRAkkFEEKITKR




METHOD VALIDATION DRAEGER ALCOTEST 9510

" DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

IR E/C
Simutator #: DR4761 DR4761
Sim Therm#i DR4761 DR4761
Batchi#: 500001 DO0004
Reference Value: 0.0090 0.0090
- 0.009 0.008
0.609 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.008
0.009 0.009
0.009 0.008
0.009 0.009
Mean: 0.0080 0.0082
SD: 0.0000 0.0004
Bias %: 0.00 -8.89
CV %: 0.00 4.88
Mean-Ref. Value Difference: 0.0000 -0.0008
A Havema /01043
NAME OF TECHNICIAN PERFORMING TESTS DATE
NAME OF TECHNICIAN REVIEWING RESULTS

DATE

ORY 76/

LSRR E N I I I

WASHINGTON
ALCOTEST 8510

SERIAL NO. : ARAH-0107
TEST NO.: 00130
DATE : 10/10/2013

Kk hx Ak Kk kXX KR K A&k okhk KRk ok K

SUPERVISOR TEST

* k ok k kK ok kAR kK kK hkk WA KKK KKK

g/210L  TIME

DIAGNOSTIC OK 07:30
AlR BLANK 0.000 07:390
EXT STD IR 0.009 ©€7:390
EXT STD EC 0.008 07:390
AlIR BLANK 0.000 O07:31
EXT STD IR 0.008 07:32
EXT STD EC 0.008 07:32
AR BLANK 0.000 07:33
EXT STD IR 0.009 07:33
EXT STD EC 0.0068 07:33
AIR BLANK 0.000 07:35
EXT STD IR 0.009 07:35
EXT STD EC 9.008 07:35
AIR BLANK 6.000 07:386
EXT STD IR 0.009 07:37
EXT STD EC ©§.008 07:37
AlIR BLANK 0.000 07:38
EXT STD IR @.009 07:38
EXT STD EC 0.008 07:38
AlR BLANK 0.000 07:39
EXT STD IR ©.009 07:40
EXT STD EC 0.008 07:40
AIR BLANK 0.000 07:41
EXT 8TD IR 0.009 07:41
EXT STD EC (.009 07:41
AlIR BLARNK 0.600 07:43
EXT STD IR 0.009 07:43
EXT STD EC 0.008 07:43
AR BLANK 0.000 07:44
EXT STD IR 0.009 07:45
EXT STD EC 0.008 07:45
AlR BLANK 0.000 07:45
DIAGNOSTIC OK 07:46

IEEEEE R EE EIENEEEIE RN N]

OPERATOR &JGNATURE:

s




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/15/2013

/R E/C
Simulator #: DR4761 DRA4761 ‘
Sim Thermi: " DR4761 DR4761 ”,,:?;Z:'j:?fel,“”
Batchi: DO0001 - D000D1 WASHINGTON
ALCOTEST 9510
Reference Value: ; 0.0090 0.0090

SERIAL NO.: ARAH-0107
0.000 0.008 TEST NO. : 00145
0.009 0.008 DATE : 10/15/2013

0.009 0.008 SUPEﬁwson TEST
0.008 0.008 gf2ioL  TIME
DIAGNOSTIC OK 06:58
0.009 0.008 AIR BLANK 0.000 06:58
0.009 0.008 EXT STD IR 0.009 06:59
EXT STD EC 0.008 06:59
0.002 . 0.008 AIR BLANK 0.000 07:00
: EXT STD IR 0.009 07:00
) 0.009 0.009 EXT STP EC 0.008 07:00
‘ 0.009 0.009 AIR BLANK 0.000 07:02
. EXT STD IR ©0.009 07:02
0.009 0.009 EXT STD EC 0.008 07:02
) AIR BLANK 0.000 07:03
Mean: 0.0090 0.0083 | EXT STD IR ©.009 07:04
SD: 0.0000 0.0005 EXT STD EC 0.008 07:04
A!R BLANK 0.600 07:05
Bias %: 0.00 -7.78 EXT STD IR 0.009 07:05
. EXT STD EGC  0.008 07:05
CV %: 000 6.02 AIR BLANK 0.000 07:086
. ] _ EXT STD IR 0.009 07:07
Melan-Ref.ValueDlﬁ’erence. 0.0000 0.0007 EXT STD EC 0.008 07-07
AIR BLANK 0.000 07:08
EXT STD IR 0.009 07:09
EXT $TD EC 0.008B 07:09
AlR BLANK 0.000 07:10
EXT STD IR 0.0098 907:10
EXT STD EC  0.009 07:10
AIR BLANK 0.000 07:11
. ’ . Lje EXT STD IR 0.0609 07:12
Al' ”QVE]\IUE]’Z“ - /O NY /3 EXT STD EC 0.009 07:12
NAME OF TECHNICIAN PERFORMING TESTS DATE AIR BLANK 0.000 07:13
_ EXT STD IR 0.009 07:13
‘ EXT STD EC  0.009 07:13
. AIR BLANK 0.000 07:14
: iy ‘ ; ) DIAGNOSTIC OK 07:15
/3 . /O_B/__/; *ak*ﬁk*tktt****ttfkﬁ#*k

NAME OF TECHNICIAN REVIEWING RESULTS DATE ‘ ’




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

/R E/C
Simulator #: DR4761 DR4761
Sim Thermi#: DR4761 DR4761
Batchit: D000 Dg0001
Reference Value: 0.0090 0.0090
0.009 0.009
0.008 0.008
0.009 0.008
0.009 0.008
0.009 - 0.008
0.009 0.008
0.009 0.009
0.010 0.008
’ 0.009 0.008
0.009 - 0.008
Mean: 0.0091 0.0082
SD: 0.0003 0.0004
Bias %: 1.11 -8.89
CV %: 3.30 4.88.
Mean-Ref. Value Difference: 0.0001 -0.0008
A HBVENKETL /0-16-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
i o jern-13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

ONRY 7V (o]

P EEEEEE AR R EE I I I
[

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0107
TEST NO.: 00163
DATE: 10/16/2013

Kk KK ok k kok ok kK Rk Rk KKk kAR RK A KK

SUPERVISOR TEST

kK k ok h kA Kk kK KKK xKKKXKEKKAR

g/210L TIME

DIAGNOSTIC OK t1:42
AR BLANK 0.9000 11:42
EXT STD IR 0.00% 11:42
EXT STD EC 0.009 11:42
AIR BLANK 0.000 11:43
EXT STD IR 0.009 11:44
EXT STD EC 0.0068 11:44
AIR BLANK 06.000 11:45
EXT STD IR 0.009 11:45
EXT STD EC 0.008 1%1:45
AR BLANK 0.000 11:47
‘EXT STD IR 0.009 11:47
EXT STD EC 0.008 11:47
AR BLANK 0.000 1i:48
EXT STP IR 0.009 11:49
EXT STDh EC 0.008 11:49
AlR BLANK 0.000 11:30
EXT STD (R 0.008 11:50
EXT STD EC  0.008 11:50
AIR BLANK 6.000 11:52
EXT STD IR ©.009 11:52
EXT STD EC 0.009 11:52
AIR BLANK 0.000 1t:53
EXT ST IR 90.010 11:54
EXT STRP EC 0.008 11:54
AIR BLANK 0.000 11:55
EXT STD IR 0.009% 11:55
EXT STD EC 0.008 11:55
AR BLANK 0.000 11:57
EXT STD IR 0,009 11:57
EXT STD EC 0.008 11:57
ALR BLANK 0.000 11:58
DIAGNOSTIC OK 11:58

Aok ok kxR R KRk Kk ok kok &k kR RAFKKK




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0107

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/7/2013

/R E/C
simulator #: DRA761. DR4761
Sim Thermit: DR4761 DR4761
Batchi#: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.013
0.013 0.013 .
0.013 0.013
0.013 0.013
0.013 0.013
0.013 0.013
0.013 0.013
0.013 0.013
0.0613 0.013
0.014 0.013
Mean: 0.0132 - 0.0130
SD: 0.0004 0.0000
Bias %: -10.20 -11.56
CV %: 3.03 0.00
Mean-Ref. Value Difference: -0.0015 -0.0017
A. Havenn e /O0-7-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
HZD . =/ones /0/{2? 13
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

LR R R EE EEEEEEIEIEE IR N TN

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0107
TEST NO. : 00101
DATE: 10/07/2013

RA Nk h k ok kALK Kk R kR ok k ok kok ok ok kA

SUPERVISOR TEST

KA K Aok ok ok KAAN KR AR KRR KA kK kK

g/210L TIME

DIAGNOSTIC 0K 07:47
AIR BLANK  0.000 07:47
EXT STD IR 0.014 07:47
EXT STD EC  0.013 07:47
AIR BLANK  0.000 07:49
EXT STD IR 0.013 07:49
EXT STD EC 0.013 07:49
AR BLANK  0.000 07:50
EXT STD IR 0.013 07:51
EXT $TD EC 0.013 07:51
AIR BLANK 0.000 ©07:52
EXT STD IR 0.013 07:52
EXT STD EC  0.013 07:52
AIR BLANK  0.000 07:54
EXT STD IR 0.013 07:54
EXT STD EC 0.013 07:54
AIR BLANK  0.000 07:55
EXT STD IR 0.013 07:56
EXT STD EC 0.013 07:56
AIR BLANK  0.000 07:57
EXT STD IR 0.013 07:58
EXT STD EC  0.013 07:58
AIR BLANK  0.000 07:59
EXT STD IR 0.013 07:59
EXT STD EC  0.013 07:59
AIR BLANK 0,000 08:01
EXT $TD IR 0.013 08:01
EXT STD EC 0.013 08:01
AIR BLANK  0.000 08:02
EXT STD IR 0.014 . 08:03
EXT STD EC  0.013 0B:03
AIR BLANK 0.000 0B:03
DIAGNOSTIC OK 08:04

Ak Rk Kk XxARKEAAEKXREX XXX KXAR KK

OFERATOR S




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/8/2013

I/R E/C
Simulator #: DR4760 DR4760
Sim Thermi: DR4760 DR4760
Batch#: D00002 Dooooz2
Reference Value: 0.0147 0.0147
0.013 0.012

0.013 0.012

0.013 0.013

0.014 0.012

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

0.014 0.013

6.014 0.013
Mean: 0.0137 0.0127
SD: 0.0005 0.0005

Bias %: -6.80 -13.61

CV %: 3.85, . 394
Mean-Ref. Value Difference: -(0.0010 -0.002

A Havener

(0-5-(3

NAME OF TECHNICIAN PERFORMING TESTS

D —doer

DATE

10f2903

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DR 260

ok kK XK R EKNK RN K A KK AR KK A Nk K

WASHINGTON
ALCOTEST 8510

SERIAL NO.: ARAH-0107
TEST NO.: 00119
DATE: 10/0872013

kR kK kK k kK A KA KKK kk kKR XAk Kok K K

SUPERVISOR TEST

Aok ok ok k ok ok W A kW kX kKR KK XX AW kK

g/ 210L TIME

DIAGNOSTIC OK 12:37
AIR BLANK 6,000 12:37
EXT STD IR 0.013 12:37
EXT sTD EC 0.012 12:37
AlIR BLANK 0.000 12:238
EXT STD IR 0.013 12:39
EXT 8TD EC 0.012 12:39
AIR BLANK 0.000 12:40
EXT STD IR 0.013 12:41
EXT STD EC 0.013 12:41
AlR BLANK 0.000 12:42
EXT STD IR 0.014 12:42
EXT STD EC 0.012 12:42
AIR BLANK 0.000 12:42
EXT STD IR 0.014 12:44
EXT STD EC 0.013 12:24
AIR BLANK 0.000 12:45
EXT STD IR 0.014 12:486
EXT STb EC 0.013 12:46
AIR BLANK 0.008 12:47
EXT sTD IR 0.014 12:48
EXT STD EC 0.013 12:48
AlR BLANK 0.000 12:409
EXT 8TD IR 0.014 1{12:49
EXT STD EC 0.013 12:49
AlR BLANK 0.000 12:51
EXT STD IR 0.014 12:5%
EXT STb EC 0.013 12:51
AlR BLANK 0.000 12:52
EXT STD IR 0.014 12:53
EXT STD EC 0,013 12:53
AlR BLANK 0.000 12:53
DIAGNOSTIC OK 12:54
Aok ok ok kA R K kR A koW ok k koW KK Kok koK
OPERATOR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/10/2013

I/R E/C
Simulator #: DRA4760 DR4760
Sim Therm#: DRA4760 DR4760
Batchi: D00002 Do00o2
Reference Value: 0.0147 0.0147
0.014 0.012
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.013 0.013
{ 0.014 0.013
0.014 0.013
Mean: 0.0139 0.0129
S_D.‘ 0.0003 0.0003
Bias %: -5.44 -12.24
CV %: 2.16 2.33
Maan-Ref. Value Difference: -0.0008 -0.0018
A Havener /o-10-43
NAME OF TECHNICIAN PERFORMING TESTS DATE
. - -
i L3132
NAME OF TECHNICIAN REVIEWING RESULTS

DATE

IRCY 76O

KAk R Ak Aok kKK KANKKAEA KR XA AKX A

WASHINGTON
ALCOTEST 9510

SERTAL NO. : ARAH-0107
TEST NO. : 00131
DATE : 1071072013

Kk Rk Kk k xhh kkkRAKANEKARREF KA

SUPERVISOR TEST

kR ok ok ko xk kA R Ak AKXk kA kK XXEARLER

gf210L TIME

DIAGNQSTIC OK 07:48
AlR BLANK 0.000 07:48
EXT STD IR 0.014 07:49
EXT STD EC 0.012 07:49
AIR BLANK 0.000 07:50
EXT STD IR 0.014 07:50
EXT STD EG 0.013 07:50
AIR BLANK 0.000 07:52
EXT STD IR 0.014 07:52
EXT ST EGC ¢.013 07:52
AlIR BLANK 0.000 07:53
EXT STD IR 0.014 07:54
EXT sTD EC 0.013 07:54
AIR BLANK 0,000 07:55
EXT STD IR 0.014 07:56
EXT STD EC 0.013 07:56
AIR BLANK 0.000 07:57
EXT STD IR 0.014 07:57
EXT STD EC 0.013 07:57
AIR BLANK 0.000 07:59
EXT STD IR 0.014 07:59
EXT STD EC ©0.013 07:59
AIR BLANK 0.000 08:00
EXT sSTD IR 0.013 08:01
EXT STD EC 0.013 08:01
AlR BLANK 0.000 08:02
EXT STD IR 0.014 08:03
EXT STD EC 0.013 08:03
AlR BLANK 0.000 08:04
EXT STD IR 0.9014 6B:04
EXT STD EC 0.013 08B:04
AR BLANK 0.000 08:03
DIAGNOSTIC QK 08:05

Ak k khkh kk ko kR ok hkxAR Kk kxR kKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/15/2013

/R E/C
Simulator #: _ DR4760 DR4760
SimTherm#:  DR4760 " DR4760
Batch#: Dooo02 : Doooo2
Reference Value: 0.0147 , 0.0147
0.013 0.013
0.013 0.013
0.014 0.013
0.013 0.013
0.014 0.013
0.014 ' 0.013
0.013 0.013
0.014 : 0.013
0.014 0.013
0.013 0.013
Mean: 0.0135 0.0130
S0 0.0005 0.0000
Bias %: -8.16 - -11.56
CV %: 3.70 0.00
Mean-Ref. Value Difference: -0.0012 -0.0017
4 Havenner /0 -1$13
NAME OF TECHNICIAN PERFORMING TESTS DATE
YN RVESS Tilh
NAME OF TECHNICIAN REVIEWING RESULTS DATE

TDRY 760

LR E RSN R R R R N

WASHINGTON
ALCOTEST 6510

SERIAL NO.: ARAH-0107

TEST NO.: 60147
DATE: 10/15/2013

® h N ok k ok ok X K kX A Kk ok hANK R KKK

SUPERVISOR TEST

FROA K ok ok ok kRN K Kk KAk R KKK A KKK

gf210L TIME

DIAGNOSTIC OK 07:25
AlR BLANK ¢4.000 07:25
EXT STD IR 0.0413 07:25
EXT STD EC 0.013 07:25
AlR BLANK 0.000 07:26
EXT STD IR 0.013 07:27
EXT 8Th EC 0.013 07:27
AIR BLANK 0,000 07:28
EXT STD IR 0.014 07:29
EXT STD EC - ¢0.013 07:28
AlIR BLANK 0.000 07:30
EXT STD IR 9.013 07:30
EXT STD EC 0.013 (7:30
AlIR BLANK 0.000 07:32
EXT STh IR 0.014 07:32
EXT STD EG 0.013 (07:32
AlR BLANK 0.000 07:33
EXT STD IR 0.014 07:34
EXT STD EC 0.013 07:34
AlR BLANK 0.000 0©07:35
EXT STD IR 0.013 07:36
EXT STD EC 0.013 07:36
AlR BLANK 0.000 07:37
EXT STD IR 0.014 07:37
EXT S€TD EC 0.013 07:37
AIR BLANK 0.000 07:39
EXT STD IR 0.014 07:39
EXT s7TD EC 0.013 07:39
AIR BLANK 0.000 07:40
EXT STD IR 0.013 07:41
EXT STD EC 0.013 07:41
AlR BLANK 0.000 07:41
DIAGNOSTIC OK 07:42
kA kR kR A Ak AWk Ak ok kA ko kRN Kk
OPERATOR S GNMTURE:

0
LY




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

/R E/C
Simulator #: DRA4760 . DR4760
Sim Thermi#: DR4760 DR4760
Batchi: D00002 - D00002
Reference Value: 0.0147 0.0147
' 0.014 0.013
0.013 0.012
0.014 0.013
0.014 0.013
0.013 0.013
0.014 0.013
0.013 0.013
0.013 0.013
0.014 0.013
0.014 0.013
Mean: 0.0136 0.0129
SD: 0.0005 ' 0.0003
Bias %: -7.48 -12.24
CV %: 3.68 2.33
Mean-Ref. Value Difference: -0.0011 -0.0018
A HAveNeTt /0-16-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
/%%k/———f o -31-/3
~NAME OF TECHNICIAN REVIEWING RESULTS DATE

DRUVGO

h ok Kk h ok Kk ko kK ok ok ok ok Kk kKKK KX RAKAKX

‘WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0107
TEST NoO.: . 00164
DATE: 10/16/2013

Wk ok Ak ok khk R Rk Aok Xk kKR KX AN AKX

SUPERVISOR TEST

Kok kA ok k kK kA K KRR KAKAK KK KK XK

g/210L TIME

DI AGNQOSTIC OK 12:00
AlR BLANK 0.000 12:61
EXT STD IR 0.014 12:01
EXT ST EC 0.013 12:01
AlR BLANK 0.000 12:02
EXT sTB IR 0.013 12:03
EXT STb EC 0.012 12:03
AlR BLANK 0.000 12:04
EXT 8TBb IR 0.014 12:04
EXT STBb EC 0.013 12:04
AlR BLANK 0.000 12:086
EXT sTb IR 0.014 12:06
EXT STD EC 0.013 12:06
AlIR BLANK 0.000 12:08
EXT sTD IR 0.013 12:08
EXT STD EC 0.013 12:08
AIR BLANK 0.000 12:09
EXT $TD IR 0.014 12:10
EXT STD EC 0.013 12:10
AIR BLANK 0.000 12:11
EXT STD IR 0.013 12:11
EXT STD EC 0.013 {12:11
AlIR BLANK 0.000 12:13
EXT sTD IR ©0.013 12:13
EXT STD EC 6.013 12:13
AlIR BLANK B.000 12:18
EXT STD IR 6.014 12:15
EXT STD EC 0.013 12:15
AlR BLANK 0.000 12:186
EXT STD IR 0.014 12:17
EXT $TD EC 0.013 12:17
AIR BLANK 0.000 12:17
DIAGNOSTIC OK 12:18

Hh ok Kk ok Ak R KA K K kxR KK KK KK AR

OPERATOR ‘IQ ATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0107

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/7/2013

/R E/C
Simulator #: DR4761 DR4761
- Sim Thermd: DR4761 DR4761
Batch#: D00003 D000o3
Reference Value: 0.0204 0.0204
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
i 0.019 0.018
0.019 0.018
Mean: 0.0180 0.0180
SD: 0.0000 0.0000
Bias %: -6.86 -11.76
CV %: 0.00 0.00
Mean-Ref. Value Difference: -0.0014 -0_.0024
A Havener 10-P~(Z
NAME OF TECHNICIAN PERFORMING TESTS DATE

D. OJv/MQ/

/0/z? /)3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Kok ok ok ok k ok R A K KA & k ko kA Kk Kkk X KA

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0107
TEST NO.: 00102
DATE: 10/07/2013

Kk k kAN KA AKRK K KA kA KKHANKKKXKF

SUPERVISOR TEST

Aok Ak KA Rk kA K AR KKK AR XK AR kN

g/f210L T IME

DIAGNOSTIC OK 08:09
AlR BLANK 0.000 08:00
EXT €TD IR 0.019 08B:10
EXT STD EC 0.018&8 08:10
AIR BLANK 0.0600 08:11
EXT STD IR 0.018 08:11
EXT STD EC 0.018 08:11
AlR BLANK 0.000 08:13
EXT STD IR 0.019 08:13
EXT STD EC 0.018 08:13
AIR BLANK 0.000 08:14
EXT S¥TD IR 0.019 08:15
EXT S¥D EC 0.018 08:15
AlR BLANK 0.000 08:16
EXT sThb IR 0.019% 08:17
EXT STD EC 0.0¢18 08B:17
AlR BLANK 0.000 08:18
EXT STD IR 0.019 08:18
EXT STD EC 0.018 08:18
AlIR BLANK 0.000 08:20
EXT STD IR 0.019 08:20
EXT $TDh EC 0.018 08:20
AlIR BLANK 0.000 08:21
EXT S¥TD IR 0.019 08:22
EXT STh EC 0.018 08:22
AlIR BLANK 0.000 08:23
EXT STD IR 0.019 08:24
EXT SID EC 0.018 08:24
AIR BLANK 0.000 08:25
EXT STD IR 0.019 08:25
EXT STD EC 0.018 08:25
AIR BLANK 0.000 08:286
DIAGNOSTIC OK 08:26

I ok ok k ok ok kA R A K Kk k kK ox kA KKk KN KKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/8/2013

I/R E/C
Simulator #: DRA761 DRA4761
Sim Thermi: PRA4761 DR4761
Batch#: D00GO3 D00003
Reference Value: 0.02¢4 0.0204
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.020 0.018
0.019 0.018
0.019 0.018
0.020 0.018
0.020 0.018
0019 0.018
Mean: 0.0193 0.0180
sD: 0.0005 0.0000
Bias %;: -5.39 -11.76
CV %: 2.59 0.00
Mean-Ref. Value Difference: -0.0011 -0.0024
A HBvenn ere. /O-&-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
) .Qvéu%/ méf?/ 3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

k kA Ak gﬂﬁkzgzkk*ti**
WASHINGTON
ALCOTEST 6510

SERTAL NO.: ARAH- 0107
TEST NO.: 00120
DATE: 10/08/2013

IEEENEREEEREENEEEEEEEERSEE]

SUPERVISOR TEST

Xk k Kk kA &k kW kd dhhnX® ki ki xx

g/2tio0L TiME

DIiAGNOSTIC OK 12:56
AlIR BLANK 0.000 12:586
EXT STD IR 0.019 12:56
EXT STD EC 0.018 12:56
AlR BLANK 0.000 12:58
EXT STh IR 0.019 12:58
EXT STb EC 0.018 12:58
AIR BLANK 0.000 12:59
EXT STD IR 0.019 13:00
EXT s$TD EC 0.018 13:00
AIR BLANK 0.000 13:019
EXT SsTD 'R 0.019 13:02
EXT STD EC 0.018 13:02
AlIR BLANK 0.000 13:03
EXT STD IR 0.020 13:03
EXT STD EC 0.018 13:03
AR BLANK 0.000 13:05
EXT STD IR 0.019 13:05
EXT STD EC 0.018 13:05
AIR BLANK 0.000 13:07
EXT STD IR 0.9019% 13:07
EXT STD EC 0.018 13:07
AlR BLANK ¢.000 13:08
EXT STD IR 90.020 13:09
EXT STD EC ©0.018 13:08
AIR BLANK 0.000 13:10
EXT STDh IR ©0.020 13:10
EXT STb EC 0.018 13:10
AlIR BLANK 0.000 13:12
EXT §TB IR 0.019 13:12
EXT $THb EC 0.018 13:12
AlR BLANK 0.000 13:13
DIAGNOSTIC OK 13:143

RoE R Ak k ok kKX KR KA Kk KR KKN XK KK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/10/2013

I/R E/C
Simulator #; DR4761 DR4761
Sim Therm#: DR4761 DR4761
Batch#: D00GO3 000003
Reference Value: 0.0204 0.0204
' 0.020 0.019
0.020 0.018
0.020 0.019
0.020 0.019
0.020 0.019
0.020 0.012
0.020 0.019
| 0.020 0.01¢
i 0.020 0.019
0.020 0.019
- Mean: 0.0200 0.0190
SD: 0.0000 0.0000
Bias %: ~1.96 -6.86
CV %: 0.00 0.00
Mean-Ref. Value Difference: -0.0004 -0.0014
A. Havaunger [O-10-13

NAME OF TECHNICIAN PERFORMING TESTS

A

DATE

-3/ 13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

tﬁxnxmxxxxw*a«nxx*xn

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0107
TEST NO.: 00133
DATE: 10/10/2013

R L R R R

SUPERVISOR TEST

*i***ﬁﬁ**ﬁki*t**ﬁ**t**tk

af2i0L TIiME

DIAGNOSTIC OK 08:24
AIR BLANK 0.000 0B:24
EXT STD IR 0.020 08:24
EXT &TD EC 0.019 08:24
AIR BLANK 0.000 08:26
EXT STD IR 0.020 08:28
EXT STD EC 0.019 08:286
AIR BLANK 0.0600 08:28
EXT STD IR 0.020 08:28
EXT STD EC 0.019 08:28
AIR BLANK 0.000 08:29
EXT STD IR ©0.020 08:30
EXT $TD EC 0.019 08:30
AIR BLANK 0.000 08:31
EXT STD IR ©0.020 08:32
EXT STD EC 0.019 0B:32
AlR BLANK 0.000 08:33
EXT STD IR 0.020 08:33
EXT $TD EC 0.019 08:33
AR BLANK 0.000 08:35
EXT STD IR 0.020 08:35
EXT STD EC 0.019 08:35
AIR BLANK 0.000 08:36
EXT SID IR 0.020 08:37
EXT STD EC 0.019% 08:37
AIR BLANK 0,000 08:38
EXT TD IR 0.020 08:39
EXT STD EC 0.019 08:39
AlR BLANK 0.000 08:40
EXT STD IR 0.020 08:40
EXT STD EC 0.019 068:40
AIR BLANK 0.000 08:41
DIAGNOSTIC OK 08:42

w ok kK k ok ok AR kKA kKN KKK N® KT KR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/15/2013

DECHIG!

ARK KA AA TR ENAKKTKRKXKAL XX KR

WASH I NGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0107
TEST NO.: 00149
DATE : 10/15/2013

Y R EEEEEEEEE R E R R N ]

SUPERVISOR TEST

ok kA ok A K Rk Rk Ak ok ok A KK KK KK KK

gf210L TIME

I/R E/C
Simulator #: DR4761 DR4761
Sim Thermi: DR4761 DR4761
' Batchi: D00003 D00003
Reference Value: 0.0204 0.0204
0.019 0.019
0.020 0.019
0.018 0.019
0.019 0.019
0.019 0.019
0.019 0.019
0.021 0.019
‘ 0.020 0.019
%‘ 0.020 0.018
0.020 0.019
Mean: 0.0196 0.0190
SD: 0.0007 0.0000
Bias %: -3.92 -6.86
CV %: 357 0.00
Mean-Ref. Value Difference: -0.0008 -0.0014
A Havennert /0-1S-13

NAMFE OF TECHNICIAN PERFORMING TESTS DATE

%%_—: =3/

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DIAGNOSTIC OK 07:52
AIR BLANK ¢.000 07:52
EXT STD IR 0.019 07:53
EXT STD EC 0.019 07:53
AR BLANK 0.000 07:54
EXT STD IR 0.020 07:54
EXT STD EC 0.0190 07:54
AIR BLANK 0.060 07:56
EXT STD IR 0.019 07:586
EXT STD EC 0.019 07:56
AIR BLANK 0.0600 07:57
EXT STD IR 0.0192 ©07:58
EXT STh EC 0.019 07:58
AIR BLANK 0.000 07:59
EXT STD 'R 0.019 08:00
EXT STD EC 0.019 08:00
AIR BLANK 0.000 08:01
EXT STD IR 0.019 08:01
EXT STD EC 0.019 08:01
AlR BLANK 0.000 08:03
EXY $TD IR 0.021 08:03
EXT STD EC 0.01% 08:03
AR BLANK 0.000 08:04
EXT STD IR ©0.020 08B:05
EXT STD EC 0.019 08:05
AIR BLANK 0.000 08:06
EXT STh IR 0.020 08:07
EXT STD EC 0.019 08:07
AlR BLANK 0.000 08:08
EXT STD (R 0.020 08:08
EXT STD EC 0.019 06:08
AlR BLANK 0.000 08:09
D1AGNOSTIC OK 68:10

* RN KA ok R K kA K kKA

® Kk kAR kW kA




METHQOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

I/R E/C
Simulator #: DR4761 DR4T61 _ T
Sim Thermé: DR4761 DR4761 DORY76]
Batch#: D0OJ003 ’ D00003 Kok k kR Kok Kk AR K KKK RH KK KKK
Reference Value: 0.0204 0.0204 ‘ Ang?I-E“SI;GzCSJT 0
0.019 ’
0.017 SERIAL NO. : ARAH- 0507
0.019 0.018 TEST NO.: 00165
0019 o018 ATE: ... 1001902002
0019 0018 **ti??t%‘i‘ii???*{%?’[*t*t*
0.019 0.018 g/zioL TIME
DIAGNOSTIC OK 12:20
0.020 0.018 AlR BLANK  ©0.000 12:20
EXT STD IR 0.019 12:20
0.019 0.018 EXT STD EC o0.017 12:20
0.019 0.018 AIR BLANK 0.000 12:22
[ : . EXT STD IR 0.019 12:22
- 0.020 0.018 EXT STD EC 0.018 12:22
AR BLANK 0.000 12:23
0.0207 0.018 EXT $TD IR 0.019 12:24
Mean: 0.0193 0.0179 EXT STD EC 0.016 12:24
: AR BLANK 0.000 12:25
SD: 0.0005 0.0003 EXT STD IR 0.019 12:26
; X - EXT STD EC 0.018 12:26
Bias %: -5.39 1225 - AIR BLANK 0.000 12:27
CV %: 2 50 168 EXT STD IR ©0.0192 12:27
EXT STD EC 0.018 12:27
Mean-Ref. Value Difference: -0.0011 -0.0025 AIR BLANK ~ 0.000 12:29
EXT STD IR 0.020 12:29
EXT STD EC 0.018 12:29
AR BLANK  0.000 12:39
EXT STD IR 0.019 12:31
EXT STD EC 0.018 12:31
ALR BLANK 0.000 12:32
EXT STD IR 0.019 12:33
- : EXT STD EC 0.018 12:33
A Havelu el /O0-16-1% AIR BLANK  0.000 12:34
. 12:
NAME OF TECHNICIAN PERFORMING TESTS DATE X STD ke 0lo1s 17:04
' AIR BLANK ©0.000 12:36
_ EXT STD IR 0.020 12:38
/Z EXT STD EC 0.018 12:36
. / AIR BLANK 0.000 12:37
(7 fe- %13 DIAGNOSTIC OK 12:37
NAMEO«F’ﬁECHNiCIAN REV]EW]NG RESULTS DATE AA ARk R KA ARKE K R K K kKKK XA K kK




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0107

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/7/2013

YR E/C
Simulator #: DR4764 DR4761
Sim Therm#: -DR4761 DR4761
Batch#: Doooo4 Doooo4
Reference Value: 0.0408 0.0408
0.03%9 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 - 0.038
0.040 0.038
0.040 0.038
{ 0.040 0.038
0.040 "0.038
Mean: 0.0399 0.0380
sD:  0.0003 0.0000
Bias %: -2.21 -6.86
CV %: 0.75 0.00
Mean-Ref. Vzlue Difference: - -0.0009 -0.0028
A Havenrrert /0-)-1%
NAME OF TECHNICIAN PERFORMING TESTS DATE
—D. C};ng/ /o/z‘?/lz’ »
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

kA KN A& AKX KRR XAk kK XAK KN KR

WASHINGTON
ALCOTEST 8510

SERIAL NO.: ARAH-0107
TEST NO.: 00104
DATE : 10/07/2013

Rk R Kk KK RF NN KRR ARNK KX A K A K

SUPERVISOR TEST

ok kA kA oxk kKKK kA K AKE KRR xRk A

ag/210L TIME

DIAGNOSTIC OK 08:59
AIR BLANK 0.0600 .08:59
EXT STD IR 0.039 0B:59
EXT STD EC 0.038 0(8:59
AIR BLANK 0.0006 09:00
EXT STD IR 0.040 09:01
EXT STD EC 0.038 09:01
AlR BLANK 0.000 09:02
EXT 8TD IR 0.040 09:03
EXT STD EC 0.038 09:03
AIR BLANK 0.000 09:04
EXT STD IR ©6.040 09:05
EXT STD EC 0.038 09:05
AlR BLANK 0.000 909:06
EXT STD IR 0.040 09:06
EXT STD EC 0.038 09:06
AlR BLANK 0.000 09:08
EXT STD IR 0.040 09:08
EXT STb EC 0.038 09:08
AR BLANK 0.000 068:10
EXT STD IR 0.040 09:10
EXT 87D EC 0.038 09:10
AlIR BLANK 0.000 09:11
EXT STD IR 0.040 09:12
EXT STD EC 0.038 09:12
AIR BLANK 0.000 09:13
EXT 8TD IR 0.040 09:12
EXT $TD EC 0.038 09:14
AlR BLANK 0.000 09:15
EXT sTD IR 0.040 09:15
EXT STD EC 0.038 09:15
AlR BLANK 0.000 09:16
DIAGNOSTIC OK 09:17

* kK Rk Ak kAR KK Ak Kk Kk hk Kok A %k K




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/8/2013

IR E/C
Simutator #: DR4760 DRA4760
Sim Thermi: DRA4760 DR4760
Batchi; DO0004 Doooo4
Reference Value: 0.0408 0.0408
0.038 0.036

0.039 0.037

0.039 0.037

0.039 0.037

0.039 0.037

0.039 0.037

0.039 0.037

0.039 0.037

0.039 0.037

0.039 0.037

Mean: 0.0389 0.0369

Sy 0.0003 0.0003

Bias %: -4.66 -9.56

CV %: 0.77 0.81
Mean-Ref. Value Difference: -0.0019 -0.0039

A Hovenn er (0-§-13

NAME OF TECHNICIAN PERFORMING TESTS

o, .qugf

DATE

/0/2?//5

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

e,

A K KA R AR KA KKK RRK KKK KK A K A K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0107
TEST NO. : 0o0f22
DATE : 1070872013

* kKX R kA KA KKKk KRk kKKK kKA kA

SUPERVISOR TEST

koA ok ok ok ok k ok Rk ok ok ok ok Kok ok k ko ok Kk kox

g/ 219L T I ME

DIAGNOSTIC OK 13:31
AIR BLANK  0.000 13:31
EXT STD IR 0.038 13:32
EXT STD EC 0.036 13:32
AIR BLANK  0.000 13:33
EXT STD IR 0.039 13:33
EXT STD EC 0.037 13:33
AIR BLANK  0.000 13:35
EXT STD IR 0.039 13:35
EXT STD EC 0.037 13:35
AIR BLANK  0.000 13:37
EXT STD IR 0.039 13:37
EXT STD EG 0.037 13:37
AIR BLANK  0.000 13:39
EXT STD IR 0.039 13:39
EXT S$TD EC 0.037 13:39
AIR BLANK  0.000 13:40
EXT STD IR 0.039 13:41
EXT STD EC 0.037 13:41
AIR BLANK  0.000 13:42
EXT STD IR 0.03% 13:43
EXT STD EC 0.037 13:43
AIR BLANK  0.000 13:44
EXT STD IR 0.039 13:45
EXT STD EC 0.037 13:45
AIR BLANK  0.000 13:46
EXT STD IR 0.039 13:46
EXT STD EC  0.037 13:46
AIR BLANK  0.000 13:48
EXT STD iR 0.039 13:48
EXT STD EC 0.037 13:48
AIR BLANK  0.000 13:49
DIAGNOSTIC OK 13:50
kK kA ok ok ok KRR Rk R kK kA Kk KR kR &k
ATURE :

OPERATOR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/10/2013

I/R ' E/C
Simulator #: - DR4760 DRA4760
Sim Therm#: DR4760 DR4760
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
0.039 0.037
0.039 0.037
0.039 0.037
. 0.039 0.037
0.039 0.037
0.039 0.037
0.039 0.037
0.039 0.037
0.039 0.037
0.040 0.037
Mean: 0.0391 0.0370
13 0.0003 0.0000
Bias %: -4.17 -9.31
CV%: 077 0.00
Mean-Ref. Value Difference: -0.0017 -0.0038

A. Unvennert JO~10~12

NAME OF TECHNICIAN PERFORMING TESTS DATE
~NAME OF TECHN!UK’ REVIEWING RESULTS DATE

NA 760

LR EEEREEEEEEREEREREEZEE IS

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0107
TEST NO.: 00135
DATE: 10/10/2013

hok Ak ok ok kR AR KK KRR A K kKR K KKK

SUPERVISOR TEST

FROK AR R ok k Ak k kKKK ANR KK R kKo

gl 210L TIME

DIAGNOSTIC OK 0B:55
AlR BLANK 0.000 68:55
EXT STD IR 0.039 08:55
EXT STD EC 0.037 08:55
AlR BLANK 0.000 08:57
EXT STD IR 0.039 08:57
EXT STD EC 0.037 06:57
AlR BLANK 0.000 08:59
EXT STD IR 0.039 08:59
EXT STD EC 0.037 08:59
AlIR BLANK 0.000 0%:00
EXT sSTD IR 0.039% 09:01
- EXT STD EC 0.037 09:01
AlR BLANK 0.000 09:02
EXT STD IR 0.029 09:03
EXT STD EC' 0.037 09:03
AlR BLANK 0.000 09:04
EXT STD IR 0.039 09:05
EXT STD EC 0.037 09:05
AlR BLANK 0.000 09:06
EXT STD IR 0.039 09:06
EXT STD EC 0.037 09:08
AlR BLANK 0.000 09:08
EXT STD IR 0.039 09:08
EXT STb EC 0.03Y 09:08
AIR BLANK 0.000 09:10
EXT sSTB IR 0.039 0¢:10
EXT STD EC  0.0637 09:10
AlR BLANK 0.000 09:11
EXT STD IR 0,040 09:12
EXT STD EC 0.037 09:12
AR BLANK 0.000 09:13
DIAGNOSTIC OK 09:13

h ok ARk Ak k ok hk kA ok KRAKXKERXK X KK

OPERATOR S




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-01.07

DATE OF TESTS: 10/15/2013

IR E/C
Simulator #; DR4760 DR4760
'
Sim Thermi: DRA760 DR4760 o DRYIe0
Batch#: D00C04 D00004 WASHINGTON
ALCOTES 1
Reference Value: 0.0408 0.0408 : T 8510
. SERIAL NO.: ARAH-0107
0.039 0.037 TEST NO. : 00151
0.039 0.038 . DAt aaaaa, (01872013
0.039 0.038 SUPERVISOR TEST
0.039 - D038 gf210L T IME
DIAGNOSTIC OK 08:34
0.040 0.038 AIR BLANK 0,000 0B:34
0.040 0.038 EXT STD IR 0.039 08:34
: EXT STD EC 0.037 08:34
0.040 0.038 AIR BLANK  0.000 08:36
EXT STD IR 0.039 0B:36
0.040 0.038 EXT STD EC 0.038 08:36
0.039 0.038 AIR BLANK 0.000 08:38
EXT STD IR 0.039 08:38
0.040 0.038 EXT STD EC 0.038 08:38
. AIR BLANK  0.000 08:40
Mean: 0.0395 00379 AxT S IR 0. 038 08.40
SD: 0.0005 0.0003 EXT §TD EC 0.038 08:40
, ; AIR BLANK ©0.000 0B:41
Bias %: -3.19 -7.11 EXT STD IR 0.040 08:42
; : EXT STRD EC 0.038 06:42
Cv%: 1.27 079 AIR BLANK 0.000 08:43
Mean-Ref. Value Difference: -0.0013 -0.0029 Ei; glg IIE(RJ gggg ggjz
AIR BLANK  0.000 08:45
EXT STD IR 0.040 08:46 °
EXT STD EC  0.038 08:46
AlR BLANK  0.000 08:47
EXT STD IR 0.040 08:47
' ' EXT STD EC 0.038 08:47
14 — y s AIR BLANK 0.000 08:49
khri} =i = A EXT STD IR 0.039 08:40
! VLNNCT?— O-/5-1 EXT STD EC 0.038 08:490
NAME OF TECHNICIAN PERFORMING TESTS DATE AlR BLANK 0.000 ©0B:51
' EXT §TD IR 0.040 08:51
i . EXT STD EC ©¢.038 08:51
/ . , AIR BLANK  0.000 gs:sz
: i DIAGNOSTIC 0K 8:52
. Z’__\;_—__‘-_ /ﬁ'_;/"/g ) P S PR LR E R E R R N
NAME OF TECHNICIAN REVIEWING RESULTS DATE \




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

IR - | E/C
Simulator #: DR4760 DR4760
Sim Therm#: DR4760 DR4760
Batchi#: D00004 D00004
Reference Value: 0.0408 0.0408
0.039 0.036
0.039 0.038
0.039 0.036
0.039 0.036
0.039 0.036
0.039 0.036 -
0.040 0.036
0.039 0.038
0.039 0.036
0.040 0.036
Mean: 0.0392 0.0360
Shx: 0.0004 0.0000
Bias %: -3.92 -11.76
CV%: = 1.02 0.00
Mean-Ref. Value Difference: -0.0016 . -0.0048

4. Havenner 10-16-13

NAME OF TECHNICIAN PERFORMING TESTS DATE
///<£;:::?/;;;;éi__ff‘*_ﬂ—-nhh‘ /CD“ 3/ -
NAME OF T(ECHN|CIAN REVIEWING RESULTS DATE

CRYIGO

ko ok ok Rk R KKk KKk R KKK AN KR KK KRR KK

WASHINGTON
ALCOTEST 9510

. SER!AL NO. : ARAH-0107
TEST NO.: 00166
DATE : 10/167/2013

Ak R A Kk KR AKX KK KRN KN KKK kR K

SUPERVISOR TEST

TRk KRRk k hk ok ok ok ok KR Kk AR K KKK K ok oh

g/210L TIME

DIAGNOSTIC OK 12:45
AIR BLANK 0.000 12:45
EXT STD IR 0.039 12:45
EXT STD EC 0.036 12:45
AlR BLANK 0.000 12:47
EXT STD IR 0.038 12:47
EXT STD EC 0.036 12:47
AIR BLANK 0.000 t2:49
EXT STD IR 0.039% 12:49
EXT STD EC 0.036 12:49
AIR BLANK 0.000 12:51
EXT STD IR 0.039 12:51
EXT $TD EC 0.036 12:51
AIR BLANK 0.000 12:52
EXT STD IR 0.039 12:53
EXT STD EC 0.036 12:53
AlR BLANK 0,000 12:54
EXT STPh IR 0.039 12:55
EXT STD EC 0.036 12:55
AlR BLANK 0.000 12:56
EXT STDh IR 0.040 12:57
EXT STD EC 0.036 12:57
AIR BLANK 0.000 1f2:58
EXT STD IR 0.039% 12:58
EXT STD EGC 0.036 12:58
AIR BLANK 6.000 13:00
EXT STD IR 0.039% 13:00
EXT STD EC 6.036 13:00
AIR BLANK 0,000 13:02
EXT STD IR 6.040 13:02
EXT STD EC 0.036 13:02
AIR BLANK 0.000 13:03
DIAGNOSTIC OK 13:04
AR E Kk A A ARXTX ok k k kX AR R XXXk kK
OPERATOR S4

ATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUI\/IBER
ARAH-0107

BATCH D0000S




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 3510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR47861 DR4761
Sim Therm#: DR4761 DR4761
Batchi: D00005 D00005
Reference Value: 0.0804 0.0804
0.079 0.079
0.079 0.076
0.079 0.076
0.079 0.076
0.079 0.076
0.079 0.076
0.079 0.076
0.079 0.076
0.079 0.076
0.079 0.076
Mean: 0.0790 0.0759
Sh; 0.0000 0.0003
Bias %: -1.74 -5.60
CV %: 0.00 0.40
Mean-Ref. Value Difference: -0.0014 -0.0045
A Havepnere [O-D—|3
NAME OF TECHNICIAN PERFORMING TESTS DATE
D - )29/,
o/ o Sovie ¢— 102943
NAME OF TECHNICIAN REVIEWING RESULTS DATE

Aok ok Kk KAk ok kKK Kk Kk ok kRN KRR KX

WASHINGTON
ALCOTEST 9510

SERIAL NG.: ARAH-0107
TEST NO.: 00106
DATE: 10/07/2013

AR AR kW ok kAR Rk kX koA Kk kKA Ak oH

SUPERVISOR TEST

Ak ok ok oRow ok kA Wk kR kK kKR K KKK

gfzioL T IME

D]AGNOSTIC QK 09:37
AlR BLANK 0.000 09:37
EXT STD IR 0.079 09:38
EXT STD EC 0.075 09:38
AIR BLANK 0.000 09:39
EXT STD IR 0.079% 09:40
EXT STD EC 0.076 09:40
AIR BLANK 0.000 09:41
EXT STD IR 0.079 09:42
EXT $TD EC 0.076 09:42
AIR BLANK 0.000 G9:43
EXT STD IR 0.079 09:44
EXT STD EC 0.076 09:44
AIB BLANK 0.000 09:45
EXT STD IR 0.079 09:45
EXT STD EC 0.076 09:45
AIR BLANK 0.000 09:47
EXT STD IR 0.078 09:47
EXT STD EC- 0.076 09:47
AR BLANK 0.000 09:49
EXT STD IR 0.079 09:49
EXT STD EC 0.076 09:49
AIR BLANK 0.000 09:51
EXT ST IR 0.079 09:51
EXT STD EC 0.076 09:51
AR BLANK 0.000 05:53
EXT STD iR 0.079 09:53
EXT STD EC 0,076 09:53
AlIR BLANK 0.000 09:55
EXT STD IR 0.079% 09:58
EXT STD EC 0.076 909:55
AIR BLANK 0.000 09:5%
DIAGNOSTIC OK 09:56

*RK Ak k ok koA kKR kX KA KK KRR KKK




METHOD VALIDATION DRAEGER ALCOTEST 3510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

Simulator #:

Sim Thermé:
Batchif:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

A, Havennat

DATE OF TESTS: 1078/2013

I/R E/C
DR4761 DR4761
DRA4761 DR4761
D0000S D00005
0.0804 0.0804

0.080 0.076
0.080 0.075
0.080 0.075
0.080 0.075
0.080 0.075
0.079 0.074
- 0.079 0.074
0.079 0.074
0.079 0.074
0.079 0.074
0.0795 0.0746 -
0.0005 0.0007
1.12 721

0.63 0.94

-0.0009 -0.0058

/0-5-BF

NAME OF TECHNICIAN PERFORMING TESTS

DATE

ot P

"NAME OF TECHNICIAN REVIEWING RESULTS

jc::’?f-\%
DATE ' '

ok ok ok ok ok kKK R OK A A K KA KNAK KN AR

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0107
TEST NO. : 00123
DATE: 10/0872013

doR Ak ok oWk h Kk ko k ko ckh ko ok kok ok &k kR

SUPERVISOR TEST

Kk h Kk KAk KAk hok ok k kR kh kAKX kK& XX

gl 210L TIME

DIAGNOSTIC OK 13:5656
AIR BLANK 0.000 13:55
EXT $TD IR 0.080 13:55
EXT STD EC 0.076 13:55
AR BLANK 0.600 13:57
EXT STD IR 0.080 13:57
EXT $TD EC 0.075 13:57
AlR BLANK 0.000 13:59
EXT STD IR 0.080 13:59
EXT STD EC 0.075 13:59
AlR BLANK 0.000 14:01
EXT STD IR 0.080 t4:01
EXT STD EC 0.075 14:01
AIR BLANK 0.000 14:03
EXT STD IR 0.080 14:03
EXT STD EC 0.075 14:03
AIR BLANK 0.000 14:04
EXT sSTP IR 0.079 14:05
EXT STb EC 0.074 14:05
AIR BLANK 0.000 14:08
EXT sTb [R G.079 14:07
EXT STD EC 0.074 14:07
AlR BLANK 0.000 14:08
EXT STD IR 0.079 14:09
EXT sSTD EC 0.074 14:08
A'R BLANK 0.000 14:10
EXT sTD IR 0.07¢ 14:11
EXT sSTD EC  0.074 14:11
AR BLANK 0.000 14:12
EXT STD IR 0.079 14:13
EXT STD EC 0.074 14:13
AR BLANK 0.000 14:13
RPTAGNOSTIC OK 14:14

Kok kR A KA % % k&

ATURE :

Xk k Kk &k % Kk A Kk Kk

OPERATOR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/10/2013

/R E/C
- Simulator #: DR4761 DR4761
Sim Therm#: DR4761 DR4761 ' C‘Df\z Y]
Batchit: D0g005 DO0005 WASH INGTON
Reference Value: 0.0804 0.0804 ALCOTEST 95190
0.079 0.075 ' SERIAL NO.: ARAH-0107
TEST NO.: _ 00136
0.079 - . 0.074 DATE : 1071072013
0.079 0.074 . KKK R AR KR KRk KA K kKKK K K kR K
SUPERVISOR TEST
0079 0075 KXk Ak Kk k Rk ANKAFRKKKKKKAKKKK
g/z10L T IME
0.079 0.074 DIAGNOSTIC OK 09:16
0.079 0.075 AlR BLANK 0.000 09:186
: EXT STD IR 0.079 09:16
0.079 0.075 ‘ EXT $TD EC 0,075 09:16
AIR BLANK 0.000 09:18
: 0.079 - 0075 EXT STD IR 0.079 00:18
i 0.079 0.075 EXT STD EC 0.074 09:18
- : AR BLANK 0.000 06:19
0.079 - ) 0.075 EXT STD IR 0.079 09:20
EXT $TD EC 0.074 -09:20
Mean: 0.0790 0.0747 AJR BLANK 0.000 09:21
. i EXT STD IR 0.079 09:22
Sb: 0.0000 0.0005 EXT STD EC 0.075 09:22
Bias %: -1.74 -7.09 . AlR BLANK 0.000 09:23
EXT STD IR 0.078 ©9:24
CV %: 0.00 0.67 EXT STD EC  0.074 09:24
Mean-Ref, Value Difference: -0.0014 -0.0057 é;? g!l:gmi(ﬂ g ggg gggg
EXT STD EC 0.075 09:26
AIR BLANK 0.000 09:27
EXT STD IR 0.079 09:28
EXT STD EC 0.075 09:28
AIR BLANK 0.000 09:29
EXT STD IR 0.079 09:30
- ' EXT STD EC 0.075 09:30
- ) _ AlR BLANK 0.000 09:31
A~ H'QVIEMMtﬂ [O-(0-1X EXT STD R 0.079 090.31
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD EC 0.075 09:31
. AIR BLANK 0.000 09:33
' EXT STD IR 0.079% 08:33
. . EXT $TDP EC 0.075 09:33
/ — AIR BLANK 0.000 09:34
W/ /c:‘)'él - }g : D1AGNOSTIC OK 09:35
NAME OF TECHNICIAN REVIEWING RESULTS DATE ‘ :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/15/2013

/R E/C
Simulator #: . DR4761 DR4761
Sim Thermi: DR4761 DR4761
Batchi: D00005 D00005
Reference Value: 0.0804 0.0804
0.079 ‘ 0.075
0.079 0.075
0.079 0.075
0.079 0.075
0.079 - 0.075
0.079 0.075
0.079 0.075
0.079 0.075
0.079 0.075
0.079 0.076
Mean: 0.0790 0.0751
SD; 0.0000 0.0003
Bias %o -1.74 -6.59
CV %: 0.00 0.40
Mean-Ref. Value Difierence: -0.0014 . -0.0053
A Havensm et /O-15-13
NAME OF TECHNICIAN PERFORMING TESTS DATE

L S pevieis

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DrY76!

wA R R A R A K KR XX A RANK KN KA AKX KR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0107
TEST NO.: 00453
DATE: 10/15/2013

k ok ok kkok kK RKN AR K Fkh ok kW K ANk kK

SUPERVISOR TEST
* A kR KK KAk KAk kkk kk kKX KE KX
g/2ioL TIME
DI1AGNOSTIC OK 06:07
AlR BLANK 0.000 09:07
EXT STD IR 0.078% 09:08

EXT STD EC ©0.075 00:08
AIR BLANK 0.000 09:09
EXT STD IR 0.079 08:10
EXT STD EC 0.075 09:10
AIR BLANK 0.000 09:11
EXT STD IR 0.079 09:12
EXT STD EC 0.075 09:12
AIR BLANK 0.000 09:13
EXT STD IR 0.079 09:14
EXT STD EC 0.075 09:14
AIR BLANK  0.000 09:15
EXT STD IR 0.079 09:16
EXT STD EC 0.075 09:186
AIR BLANK 0.000 08:17
EXT STD IR 0.079 09:17
EXT STD EC 0.075 09:17
AIR BLANK 0.000 09:19
EXT STD IR 0.079 08:19
EXT STD EC 0.075 09:19
AR BLANK 0.000 09:21
EXT STD IR 0.079 08:21
EXT STD EC ¢0.075 09:21
AIR BLANK 0.000 09:23
EXT STD IR 0.079 89:23
EXT STD FC 0.07Y5 08:23
AIR BLANK 6.000 09:25
EXT STD IR 0.079 09:28
EXT STD EC ©0.076 09:25
AIR BLANK 0.000 09:26
DIAGNOSTIC OK 09:27
A A Rk k ki hk kA R ki khkhkkxARk kw*
GNATURE :

OPERATOR,




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

IR E/C
Simulator #: DR4761 DR4761
Sim Thermé: DRA4761 DRA761
Batch#: D00005 ‘ D00005
Reference Value: 0.0804 0.0804
‘ 0.079 0.074
0.080 0.074
0.080 0.074
0.080 0.074
0.080 0.074
0.080 -0.074
0.080 0.074
0.080 0.075
c‘ 0.080 | 0.074
0080 0.075
Mean: 0.0789 0.0742
SD: 0.0003 0.0004
Bias %: .0.62 7.71
CV %: 0.38 0.54
Mean-Ref, Value Difference: -0.0005 -0.0062
A L pvenpsere JO-16-13
NAME OF TECHNICIAN PERFORMING TESTS DATE

%/%m . >30-/3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

ORY76|

Tk kA ok ok ok kKK R R R R AKKE R KR ok Kk

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0107
TEST NO.: 00168
DATE: 10/16/2013

ARA kKA Nk Rk kR Kk k Ak kKRN ko Kk &

SUPERVISOR TEST

kA Kk kk k ko R A KKKk Ak kK kA KA kKK

af210L TIME

DIAGNOSTIC OK 13:28
AlR BLANK 0.000 13:28
EXT STD IR ©.079 13:28
EXT STD EC 0.074 13:28
AlIR BLANK 0.000 1{13:30
EXT STD IR 0.080 13:30
EXT STD EC 0.074 13:30
AlIR BLANK 0.000 13:32
EXT sTD IR 0.080 13:32
EXT STD EC 0.074 13:32
AIR BLANK 0.000 13:34
EXT STD IR 0.080 13:34
EXT STD EC 0.074 13:34
AIR BLANK 0.000 13:36
EXT STD IR 0.0B0 13:36
EXT STD EC 0.074 13:36
AlIR BLANK 0.000 13:38
EXT 8TD IR 90.080 t3:38
EXT STD EC 0.074 13:38
AlR BLANK 0.000 13:39
EXT STD IR 0.080 13:40
EXT STD EC 0.074 13:40
AlIR BLANK 0.000 13:41
EXT STD IR 0.080 13:42
EXT STD EC 0.075 13:42
AlR BLANK ¢.000 13:43
EXT STD IR 0.080 13:44
EXT STD EC 0.074 13:44
AlIR BLANK 0.000 13:45
EXT STD IR 0.080 13:46
EXT STD EC 0.075 13:46
AlR BLANK 0.000 13:4¢6
DIAGNOSTIC QK 13:47

LR R R R R EEEEENE N RN




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0107

BATCH D00006




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/7/2013

/R E/C
Simulator #: DR4761 DR4761
Sim Thermi#; DRA4761 DR4761
- Batché#: D00006 DO0006
Reference Value: 0.1522 .0.1522
' 0.150 0.145
0.151 0.146
0.152 0.147
0.152 0.147
0.152 0.146
0.152 0.146
0.152 0.147
0.152 0.146
0.151 0.146
. 0.150 0.145
Mean: 0.1514 0.1461
SD. 0.0008 0.0007
_ Bias %: -0.563 -4.01
CV %: 0.53 0.48
Mean-Ref, Value Difference: -0.0008 -0.0061

A. Havennere 1O-7-/3
NAME OF TECHNICIAN PERFORMING TESTS DATE

Z ) %én.gg “’/Z‘?A’S
NAME OF TECHNICIAN REVIEWING RESULTS DATE

Ak kk A kKRR A KERAKE KK KA KXARK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0107
TEST NO.: 00108
DATE : 16/07/2013

ok ok Kk Wk kK kKK oKk Xk h ok kK KKK KA

SUPERVISOR TEST

A KK Kk kR KKK R Kk K kKRN KA Rk kKX

g/ 210L TIME

DIAGNOSTIC OK 10:23
AiR BLANK 0.000 10:23
EXT STD IR 0.150 10:23
EXT STD EC 0.145 10:23
AIR BLANK 0.000 10:25
EXT STD IR 0.151 10:25
EXT STD EC 0.146 10:25
AlR BLANK 0D.000 10:27
EXT STD. IR 0.152 10:27
EXT STD EC 0.147 1{0:27
AlR BLANK 0.000 10:29
EXT STD IR 0.152 10:29
EXT STD EC 0.147 10:29
AIR BLANK 0.000 10:31
EXT STD IR 0.152 10:31
EXT STD EC 0.146 10:31
AR BLANK 0.000 10:33
EXT STD IR 0.152 10:33
EXT STD EC ©0.146 10:33
AIR BLANK 0.000 10:35
EXT STP IR 0.152 1{10:35
EXT STD EC 0.147 10:35
AIR BLANK 0.000 10:37
EXT STD IR 0.152 10:37
EXT 8TD EC ©¢.148 10:37
AlR BLANK 0.000 10:39
EXT STD IR 0.151 10:39
EXT STD EC 0.146 10:30
AlR BLANK 0.000 10:41
EXT STD IR 0.150 10:41
EXT STD EC 0.145 10:41
AlR BLANK 0.000 10:42
DIAGNOSTIC 0K 16:43

Ak ok ok ok ok k ok Rk ok kA kA ok ok ok ok ok Ak Rk ok

OPERATOR S)\ONATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/8/2013

IR E/C

Simulator #: DRA4760 DR4760
Sim Thermi#: . DR4760 DR4760
Batch#: D0O0006 D00006

- Reference Value: 0.1522 0.1522

0.149 0.140

0.150 0.141

0.150 0.142

- 0.151 0.142

0.151 0.142

0.150 0.142

0.151 0.143

0.151 0.143

0.151 0.143

0.150 . 0.143

Mean: 0.1504 0.1421

sSD: 0.0007 0.0010

" Bias %: -1.18 -6.64

CV %: 0.47 0.70
Mean-Ref, Value Difference: .~-0.0018 -0.0101

A eve e

/(O-§-13

NAME QOF TECHNICIAN PERFORMING TESTS

o S

DATE

j>~3%f~13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

ORY2L0
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-C107
TEST NO.: 00125
DATE : 10f08/ 2013

Ak Kk ko ko k k A KX XK AR Kk KRHHXNKKXK

SUPERVISOR TEST

Ak kK ow kA ok kK kK &k kR Kk kKo kK XK

a/2toL TIME

D1 AGNOSTIC OK 14:28
AlIR BLANK 6.000 14:28
EXT STD IR 0.149 14:29
EXT STD EC 0.140 14:29
AlR BLANK 0.000 14:30
EXT STD IR 0.150 14:31
EXT STD EC 0.141 14:31
AlR BLANK 0.000 14:32
EXT STD IR 0.150 14:33
EXT STD EC 0.142 14:33
AlR BLANK 0.000 14:34
EXT STD tR ©0.151 14:35
EXT STD EC 0.142 14:35
AlR BLANK 6.000 14:36
EXT STD IR 0.151 14:37
EXT STD EC 0.142 14:37
AIR BLANK 0.000 14:39
EXT STD IR 0.150 14:39
EXT STD EC 0.142 14:39
AR BLANK 0.000 14:41
EXT STD IR 0.151 14:41
EXT STD EC 0.143 14:41
AlR BLANK 0.000 14:43
EXT STD IR 0.151 14:43
EXT STD EC 0.143 14:43
AlR BLANK 0.000 14:45
EXT STD IR 0.151 14:45
EXT STD EC 0.143 14:45
AIR BLANK 0.000 14:47
EXT STD IR 0.150 14:47
EXT STD EC 0.143 14:47
AIR BLANK 0.000 14:48
DIAGNOSTIC OK 14:49

R R R R R R E R N Y
OPERATOR S|1GNAJURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/10/2013

I/R E/C
Simulator #: DR4760 DR4760
Sim Thermé; DR4760 DR4760
Batch#: D00006 - DOO006
Reference Value: 0.1522 0.1522
0.148 .0.141
0.150 0.142
0.150 0.143
0.151 0.143
0.151 0.143
0.151 (0.143
0.151 0.144
0.152 0.144
i 0.151 0.143
0.150 0.143
Mean: 0.1505 0.1429
SD: 0.0011 0.0009
Bias %: -1.12 -6.11
CV %: 0.73 0.63
Mean-Ref. Value Difference: -0.0017 -0.0093
AR AT N/ A [ (O~0-(3
NAME OF TECHNICIAN PERFORMING TESTS DATE

S

[e-3j-13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

t**tlml?t?;@ﬂoﬂ!*lﬂl
WASHINGTON
ALCOTEST 98410

SERIAL NO.: ARAH-0107
TEST NO.: 60138
DATE: 106/10/2013

* ok ok ok kK kK kK Kk Ak K odkok kk ok AKX X AN XK

SUPERVISOR TEST

hoh A KR ow ok Ak Ak KKk Rk ok kok kKA kX AK

glf210L TIME

DIAGNOSTIC OK 09:57
AlR BLANK 0.000 09:57
EXT STD IR 0.148 09:57
EXT STD EC 0.141 09:57
AlR BLANK 0.000 09:59
EXT STD IR 0.150 09:59
EXT STD EGC 0.142 09:59
AIR BLANK 0.000 10:01
EXT s8TD IR 0.150 10:02
EXT STD EC 0.143 10:02
AiIR BLANK 0.000 10:03
EXT sTD IR 0.15%1 10:04
EXT STD EC 0.143 10:04
AIR BLANK 6.000 10:0%5
EXT STD IR o0.151 10:086
EXT $TD EC 0.143 10:086
AlR BLANK 0.000 10:07
EXT STD IR ¢.151 10:08
EXT STD EC 0.143 10:08
AIR BLANK 0.000 10:09
EXT STD IR 0.151 10:10
EXT STD EC 0.144 10:10
AlR BLANK 0.000 10:11
EXT STD IR 0.152 10:12
EXT STD EC ¢.144 10:12
AIR BLANK 0.000 10:13
EXT STD IR 0.151 10:14
EXT $TD EC 0.143 10:14
AlIR BLANK 0.000 10:15
EXT STD IR 0.150 10:16
EXT STD EC 0.143 10:186
AIR BLANK 0.000 10:16
DIAGNOSTIC OK 10:17
X kk kK k k kAR R K kKR kKX KA A kKA

OPERATOR S hGN




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4760 DR4760
Sim Therm#: DR4760 DR4760
Batchi: DO0006 Do0oos
Reference Value: 0.1522 0.1522
0150 0.143
0.149 0.142
0.149 0.142
0.150 0.142
0.149 0142
0.149 0.142
0.150 0.143
0.150 0.143
0.150 0.143 .
0.150 0.144
Mean: 0.14S6 0.1426
SD: 0.0005 . 0.0007
Bias %: -1.71 -8.31
CV %: 0.33 : 0.49
Mean-Ref. Value Difference: -0.0026 -0.0096
A Havepnerz oS-I
NAME OF TECHNICIAN PERFORMING TESTS DATE

m )3

" NAME OF TECHNICIAN REVIEWING RESULTS DATE

CORUY 6
A Kk A *X KK kA KK RE KRR K KNE XXX AKX

WASHINGTON
ALCOTEST 9510

SERFAL NO.: ARAH-0107
TEST NO.: - 00154
DATE: 10/15/2013

LEE R SR EEEEEEENFEREREEREIEEENE]

SUPERVISOR TEST

Xk k kX kK XKk ARKATH KX kXN AKHN KK kXX

g/ 210L TIME

DIAGNOSTIC OK 09:28
AIR BLANK 0.000 09:28
EXT STD IR 0.150 09:29
EXT STD EC 0.143 09:29
AlIR BEANK 0.000 09:30
EXT STD IR 0.149 09:21
EXT STD EC 0.142 09:31
AlR BLANK 0.000 09:32
EXT STD IR 0.149 09:33
EXT STD EC 0.142 09:33
AIR BLANK 0.000 09:34
EXT STD IR 0.150 09:35
EXT sSTD EC 0.142 09:35
AlIR BLANK 6.000 09:36
EXT sSTD IR 0.149 09:37
EXT STD EC 0.142 09:37
AIR BLANK 0.000 09:38
EXT STD IR 0.149 09:39
EXT STD EC 0.142 09:39
AlR BLANK 0.000 09:40
EXT S¥TD IR 0.150 09:41
EXT STD EC 0.143 08:41
AIR BLANK 0.000 00:43
EXT STD IR 0.150 09:43
EXT STD EC 0.143 09:43
AIR BLANK 0.000 09:45
EXT STD {R 0.150 09:45
EXT STD EC 0.143 09:45
AIR BLANK 0.000 09:47
EXT STD IR 0.150 09:47
EXT STD EC 0.144 09:47
AlR BLANK 0.000 08:48
DIAGNOSTIC OK 09:49
Kk Kk h ok K ok kA Xk kK k kA ok KX X KA AKX

OPERATOR ATURE :




METHOD VALIDATION DRAEGER ALCCTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

I/R E/C
Simulator #: DRA4760 DR4760
Sim Therm#: DR4760 DR4760
Batchit: DOG00G Do0o0s
Reference Value: 0.1522 0.1522
0.151 0.141
0.151 0.141
0.151 0.141
0.151 0.141
0.151 0.141
0.152 0.141
0.151 0.141
0.152 0.142
0.152 0.142
. 0.152 0.142
Mean: 0.1514 0.1413
S0 0.0005 0.0005
Bias %: -0.53 -7.16
CV %: 0.33 0.35
Mean-Ref. Value Difference: -0.0008 -0.0109
A. Havenmert /0-16-13
NAME OF TECHNICIAN PERFORMING TESTS DATE

@5//@/——\_« />-2) - /2

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

GO

IR EEEE R ERENNEREEEEERLEEEE ]

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0107
TEST NO. : 00169
DATE : 10/16/2013

Ak ok h kk Rk KK Rk ok ok kh kKN KKK KKK

SUPERVISOR TEST

k ok ok k ok A kk K ohkokok ok ok kA kN KAk KR &K

gl/21i0L TIME

DIAGNOSTIC OK 13:49
AlIR BLANK 0.000 13:49
EXT STD IR 0.151 13:49
EXT STD EC 0.141 13:49
AlIR BLANK 0.000 13:51
EXT STD IR. 0.151 13:52
EXT STD EC 0.141 13:52
AIR BLANK 0.000 13:53
EXT STD IR ©0.151 13:54
EXY STD EC ¢.141 13:54
AIR BLANK 0.000 13:55
EXT STD IR 0.15%1 13:5%
EXT STD EC 0. 141 13:56
AlIR BLANK 06.000 13:57
EXT STD tR 0.151 13:58
EXT STD EC 0.141 13:58
AIR BLANK 0.000 13:59
EXT STD IR 0.152 14:00
EXT STD EC 0.141 14:00
AlR BLANK 0.000 14:01
EXT STD IR 0.151 14:02
EXT STD EC 0.141 14:02
AlR BLANK 0.000 14:03
EXT STD IR 0.152 14:04
EXT STD EC 0.142 14:04
AlR BLANK 0.000 14:05
EXT STD IR 0.15%2 14:06
EXT STD EC 0.142 14:06
AIR BLANK 0.000 14:08
EXT STRP fR 0.152 14:08
EXT STD EC 0.142 14:08
AIR BLANK 0.000 14:09
DIAGNOSTIC OK 14:09

Kok kok kK kk kA K KKK R KR KRR KA XK K

OPERATOR S{ONATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0107

BATCH D00007




METHOD VALIDATION DRAEGER ALCOTEST 8510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/7/2013

IR E/C
Stmulator #: DR4761 DR4761
Sim Therm#: DR4761 DR4761
Batchi: D00007 po0oo?
Reference Value: 0.2024 . 0.2024
0.200 0.192
0.201 0.192
0.201 - 0.192
0.201 0.192
0.202 0.192
0.202 0.192
0.202 0.192
0.201 0.191
0.201 0.192
0.200 0.191
Mean: - 0.2011 0.1918
SD: 0.0007 10.0004
Bias %; -0.64 -5.24
CV %: 0.35 0.21
Mean-Ref. Value Difference: -0.0013 -0.0106
A. HAvenneETZ /0-2-13
NAME OF TECHNICIAN PERFORMING TESTS_ DATE
B . ‘ﬁévw & / D/Z? /'3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

Kk R KKK KA AKX XRKEAKRKNAE KKK KK kA

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- G107
TEST NO.: oo110
DATE : 10/07/2013

Ik Kk kKA XK KA K X KA Ak A K KKEE KRR

SUPERVISOR TEST

ok ok XK kA A ow kK ok oxox ok ok kK KA KX kK

g/ 210L TIME

DIAGNOSTIC OK 1t1:10
AlR BLANK 0.000 1t:10
EXT 8TD IR 0.200 14:11
EXT STD EC o0.192 11:14
AlR BLANK 0.000 11:12
EXT STD IR 90.201 11:13
EXT STD EC 0.192 141:13
AlIR BLANK 0.000 11:15
EXT STD {R 0.201 11:15
EXT 8TD EC 0.1982 11:15
AR BLANK 0.000 11:17
EXT STD IR 0.201 11:17
EXT STD EC 0.1%2 11:17
AlR BLANK 0.000 t1:18
EXT sSTD IR 0.202 t1:19
EXT STD EC 0.19%92 11:19
AIR BLANK 0.000 11:21
EXT STD IR 0.202 11:21
EXT STD EC 0.19%92 11:21
AR BLANK 0.000 11:23
EXT 87D IR 0.202 11:23
EXT 8TD EC 0.19%2 11:23
AlIR BLANK 0.000 11:25
EXT sTD IR 0.201 11:25
EXT STD EC 0.191 11:25
AR BLANK 6.000 11:27
EXT STD IR 0.201 11:27
EXT STD EC 0.192 11:27
AlR BLANK 0.00060 11:29
EXT STD IR 0.200 11:30
EXT S¥D EC 0.19t 11:30
AIR BLANK 0.000 11:30
DIAGNOSTIC OK 11:31

Rk k Xk A X KA RANE XRAKKXET X KR X xR

OPERATOR NAMATURE :
— A %




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/8/2013

/R E/C

Simulator #: DR4761 DR4761
Sim Therm#: DR4761 DR4761
Batché#: D00007 DO00OY
Reference Value: 0.2024 0.2024

0.202 0.193

0.202 0.193

0.202 0.192

0.202 0.192

0.202 0.192

0.203 0.193"

0.203 0.192

0.202 0.192

0.202 0.191

0.203 0.191

Mean: 0.2023 0.1921

SD: 0.0005 0.0007

Bias %: *0.05 -5.09

CV %: 0.25 0.36
Mear-Ref, Value Difference: -0.0001 -0.0103

A Havenuert

/O0-&-[%

NAME OF TECHNICIAN PERFORMING TESTS

A A

DATE

(o°"3/- 1%

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DRY7C]

T AR R A A kRN K KX Ak kKA RN AR A K kA

WASHINGTON
ALCOTEST 8510

SERITAL NO. : ARAH- 0107
TEST NO.: 00126
DATE: 10/08/2013

X RK Kk RK RN KKK Rk KK RN KAKN K kK kK

SUPERVISOR TEST

Bk ok ok ok ok ok kA KA ok ko kk Kk ok kAN Ak kK kK

g/210L TIME

DIAGNOSTIC OK 14:51
AlR BLANK 0.000 14:51
EXT 8TD IR 0.202 14:51
EXT STD EC 0.183 14:51
AlIR BLANK 0.000 14:53
EXT STD IR 0.202 14:53
EXT STD EC 0.193 14:53
AIR BLANK 0.000 14:55
EXT STD IR 0.202 14:55
EXT 8TD EC 0.192 14:55
AiR BLANK ¢.000 14:57
EXT STD IR 0.202 14:58
EXT STD EC 0.192 14:58
AIR BLANK 0.000 14:59
EXT STD IR 0.202 15:00
EXT STD EC 0.19%2 15:00
AlR BLANK 0.000 15:01
EXT STD IR 0.203 1315:02
EXT STB EC 0.183 15:02
AIR BLANK  0.000 15:023
EXT STD IR 0.203 15:04
EXT STD EC ©.192 15:04
AIR BLANK 0.000 15:08
EXT STD IR 0.202 15:06
EXT STD EC 0.192 15:06
AR BLANK 0.000 15:08
EXT s¥TD IR 0.202 15:08
EXT 8STD EC 0.191 15:08
AlR BLANK 0.000 15:10
EXT STD {R 0.203 'i%:10
EXT STD EC 0.191 15:10
AIR BLANK 0.000 15:11
DITAGNOSTIC OK 15:12
LER R EE EEEEE N




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/10/2013

I/R E/C
Simulator #; DR4761 DR4761
Sim Therm#: DR47861 DRA4761
Batch#: - D00007 DO0007
Reference Value: 0.2024 0.2024
0.202 0.192
0.200 0.190
0.200 0.180
0.201 0.190
0.201 0.190
0.201 ' 0.180
0.200 ‘ 0.189
0.201 0.190
i 0.201 \ 0.190
0.202 - 0.190
Mean: (.2009 0.1901
SD: 0.0007 - 0.0007
Bias %: -0.74 -6.08
CV %: 0.35 0.37
Mean-Ref. Value Difference: -0.0015 -0.0123

L HBveN M E /6-10-13

NAME OF TECHNICIAN PERFORMING TESTS DATE
,/K/p////z [ 3/ 15
NAME JF TECHNICIAN REVIEWING RESULTS DATE

*t**it**lﬂt**k*k’***k*kk*

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0107
TEST NO.: 00139
DATE : 10/1052013

kK kR AKX K KW Rk k ok ko k Rk Kk Ak KK

SUPERVISOR TEST

wk kR ok ok hoh R X KA KR kR NN KA KK KK

g/2i0L TIME

DI AGNOSTIC OK 10:19
AlR BLANK 0.000 16G:19
EXT sTD IR 0.202 106:20
EXT STD EC 0.192 106:20
AlR BLANK 0.000 10:22
EXT STD IR 0.200 10:22
EXT STD EC 0.190 1{0:22
AIR BLANK 0.000 10:24
EXT STD IR 0.200 10:24
EXT sSTD EC 0.160 10:24
AIR BLANK 0.000 10:286
EXT sTD IR 0.201 10:26
EXT STD EC 0.180 10:26
AlR BLANK 0.000 10:28
EXT sSTD IR 0.201 10:28
EXT STD EC 0.190 10:28
AR BLANK 0.000 106:30
EXT STD IR 0.201 10:30
EXT STD EC 0.190 10:30
AlIR BLANK 0.000 10:32
EXT STD IR 0.200 10:32
EXT STD EC 0.189 10:32
AIR BLANK 0.000 190:34
- EXT STD IR 0.201 10:35
EXT STD EC 0.190 10:35
AlR BLANK 0.000 10:38
EXT STP IR 0.201 10:37
EXT STD EC 0.190 10:37
AlR BLANK 0.000 10:38
EXT STb IR 90.202 10:39
EXT STh EC 0.190 10:39
AlR BLANK 0.000 10:39
DI AGNOSTIC OK 10:40

Xk hk hhk k*X A KKEXXEK KKK XK *K

OPERATOR SAGNATURE:

e




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/15/2013

/R E/C
Simulator #: DR4761 DRA4761
Sim Therm#: DR4761 DR4761
Batch#: © D00007 D00007
Reference Value: 0.2024 0.2024

0.200 0.191

0.200 0.191

0.200 0.191

0.201 0.191

- 0.201 0.191

0.201 0.191

0.202 0.191

0.202 0.191

0.202 0.191

0.202 0.191

Mean: 0.2011 . 0.1910

SD: 0.0009 0.0000

Bias %: -0.64 -5.63

CV %: 0.45 0.00
Mean-Ref. Value Difference: -0.0013 -0.0114

A AV enETe- [O0-+4S-13

NAME OF TECHNICIAN PERFORMING TESTS

/%7/7@&—;:_\ jo-3)-13

DATE

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0107
TEST NO.: 00156
DATE: 10/15/2013

Rk Xk A kA kXK KK KR Kk AKKNKE KK KK

SUPERVISOR TEST

I EEEEEELEE R T R R

a/210L TIME

DI1AGNOSTIC OK 10:05
AIR BLANK 0.000 10:05
EXT STD IR 0.200 10:08
EXT STD EC 0.191 10:06
AIR BLANK 0.000 10:08
EXT STD IR 0.200 10:08
EXT STD EC 0.19%t 10:08
AlR BLANK 0.000 10:10
EXT STD IR 0.200 10:10
EXT STD EC 0.191 10:10
AR BLANK 0.000 10:12
EXT STD IR 0.201 10:12
EXT STD EC 0.181 10:12
AIR BLANK 0.000 1i0:14
EXT STD IR 0.201 10:14
EXT STD EC 0.191 10:14
AIR BLANK 0.000 10:16
EXT STD IR ©6.201 10:16
EXT STD EC 0.191 10:16
AIR BLANK 0.000 10:18
EXT STD IR 0.202 10:18
EXT STD EC 0.191 10:18
AlR BLANK 0.000 10:20
EXT STD IR 0.202 10:21
EXT sTD EC @2.1981 10:21
AR BLANK 0.000 10:22
EXT STD IR 0.202 10:23
EXT STD EC 0.19%1 10:23
AIR BLANK 0.000 10:24
EXT STD IR 0.202 19:25
EXT STD EGC o0.181 10:25
AIR BLANK 0.000 10:25
DIAGNOSTIC OK 10:26

* R kA K

KK A K KF kK kAR K KKk kokk kA

OPERATOR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

I/R E/C
Simulator #: DR4761 DR4761
Sim Therm#: DR4761 DR4761
Batchi; Do0oo7 D00007
Reference Value: 0.2024 0.2024
0.202 0.187
0.202 - 0.187
0.200 0.186
0.201 0.186
0.200 0.185
0.200 0.185
0.200 0.185
0.200 0.185
{ 0.200 0.184
0.200 0.184
Mean: 0.2005 0.1854
S 0.0008 0.0011
Bias %: -0.94 -8.40
CV %: 0.40 0.59
Mean-Ref., Value Difference: -0.0019 -0.017
A Hpvenpnerk 10-16-12
NAME OF TECHNICIAN PERFORMING TESTS DATE
/ ‘ ‘
W’/Z/— /S-31~/3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

kkkk*tx*tx*kv;t!t*aatitﬁn

WASHINGTON
ALCOTEST 951¢@

SERIAL NO.: ARAH-0CG107
TEST NO.: 00171
DATE : 10/16/2013

I ERE NN EEEERERERERERRERERZEN

SUPERVISOR TEST

K A K kodk ok ok KKA AR K KR KAKNRA * X &

gf210L T IME

DIAGNOSTIC OK 14:33
AIR BLANK  0.000 14:33
EXT $TD IR 0.202 14:34
EXT $TD EC 0.187 14:34
AIR BLANK  0.000 14:35
EXT STD IR 0.202 14:36
EXT STD EC 0.187 14:36
AIR BLANK  0.000 14:37
EXT STD IR 0.200 14:38
EXT STD EC ©0.166 14:38
AIR BLANK  0.000 14:40
EXT STD IR 0.201 14:40
EXT STD EC 0.166 14:40
AIR BLANK  0.000 14:42
EXT STD IR 0,200 14:42
EXT STD EC 0.185 14:42
AIR BLANK  0.000 14:44
EXT STD IR 0.200 14:44
EXT STD EC 0.185 14:44
AIR BLANK  0.000 14:46
EXT STD IR 0.200 14:46
EXT STD EC 0.185 14:486
AIR BLANK  0.000 14:48
EXT STD IR 0.200 14:49
EXT STD EC 0.185 14:49
AIR BLANK  0.000 14:50
EXT STD IR 0.200 14:51
EXT STD EC ©0.184 14:51
AIR BLANK 0,000 14:52
EXT STD IR 0.200 14:53
EXT STD EC 0.184 14:53
AIR BLANK  0.000 14:53
DIAGNOSTIC OK 14:54
d ok k ok &k & kA XK K kR Aok kAKX KK KK &k &k
OPERATOR SJGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0107

BATCH D0O0003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4761 DR4761
Sim Thermi: " DR4761 DR4761
Batchit: DO0008 p0o00as
Reference Value: 0.3044 0.3044
0.301 (.283
0.303 0.284
0.304 0.285
0.304 0.286
0.304 0.285
0.305 0.286
0.305 0.286
0.305 0.286
0.305 0.286
0.305 0.285
Mean: 0.3041 0.2852
sSD: 0.0013 0.0010
Bias %: -0.10 -6.31
CV %: 0.43 0.35
Mean-Ref. Value Difference: -0.0003 -0.0192
A Hovenyer lo-7-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
0. OVZM c 10/29 [r3
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

!

[LEEREREEEEREEEEEEREEREEEENRNER]

WASHINGTON
ALCOTEST 9510

SERFAL NO. : ARAH-0107
TEST NO.: 00113
DATE - 10/07/2013

Kk kk ok ow h x kA AKX kA Kk REKRA AN ANK

SUPERVISOR TEST

LEEENENEEREEEREREEEES SN

gf210L TIME

DIAGNOSTIC OK 12:28
AR BLANK 0.000 12:29
EXT sTb IR 0.301 12:29
EXT STh EC 0.283 12:29
AlIR BLANK 0.000 12:3%
EXT STD (R 0.303 12:31
EXT STD EC 0.284 12:31
AIR BLANK 0.000 12:33
EXT STD IR 0.304 12:33
EXT STD EC 0.285 12:33
AIR BLANK 6.0600 12:35
EXT STD IR ©.304 12:36
EXT STD EC 0.288 12:36
AlR BLANK 0.000 12:37
EXT $TD IR 0.304 12:38
EXT STD EC 0.285 12:38
AlR BLANK 0.000 12:40
EXT STD IR 0.305 12:40
EXT STD EC 0.286 12:40
AIR BLANK 0.000 12:42
EXT STD IR 0.305 12:42
EXT STD EC 0.286 12:42
AR BLANK 0.000 12:44
EXT STD IR 0.305 12:44
EXT STD EC 0.286 12:44
" AR BLANK 0.000 12:46
EXT STB IR 0.305 12:47
EXT STD EC 0.286 12:47
AIR BLANK 0.000 12:48
EXT STD IR 0.305 12:49
EXT STD EC 0.285 12:49
AIR BLANK 0.000 12:50
DIAGNOSTIC OK 12:51

P I I N A FE R I R B

OPERATOR S{hKGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

Simulator #:

Sim Thermi:
Batchi:
Reference Value:

A Havenner

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 10/8/2013

/R E/C
DR4760 DR4760
DR4760 DR4760
D00008 D00008
0.3044 0.3044

0.308 0.290
0.305 0.287
0.305 0.287
0.305 0.286
0.305 0.285
0.304 0.284
0.304 0.284
0.304 0.284
0.304 0.284
0.304 0.283
0.3048 0.2854
0.0012 0.0021

0.13 -6.24

0.39 0.74
0.0004 -0.019

O-%5-13

NLY700

ok ok ok K KA K RKNKKANKARKR® KK XK XX

WASHI

NGTON

ALCOTEST 95190

SERIAL NO. :
TEST NO.:
DATE:

ARAH-0107
60127
10/08/2013

NAME OF TECHNICIAN PERFORMING TESTS

o oo

DATE

NAME OF TECHNICIAN REVIEWING RESULTS

= ”'35')5

DATE

ok kA ok ok ok k A K KX kA kA KKk KKk ok ok kox

SUPERVISOR TEST

Aok ok ok A kK R A Ak K R kAKK KKK KK AKX

gf210L TIME

DIAGNOSTIC OK 15:14
AIR BLANK 0.000 15:14
EXT STD IR 0.308 15:15
EXT STD EC 0.290 15:15
AR BLANK 0.000 15:186
EXT STD IR 0.305% 15:17
EXT STD EC 0.28B7 15:17
AIR BLANK 0.000 i5:18
EXT sTb IR 90.305 15:18
EXT 8Tb EC 9.287 15:18
AlR BLANK 0.000 15:21
EXT STD IR 0.305 15:21
EXT STD EC 0.286 15:21
AIR BLANK 0.000 15:23
EXT STD IR 0.305 15:23
EXT STD EC 0.285 15:23
AlR BLANK 0.000 15:25
EXT $TD IR 0.304 15:26
EXT STD EC 0.284 15:26
AIR BLANK 0.000 15:27
EXT sSTD IR 0.304 15:28
EXT $TD EC ©0.284 15:28
AlR BLANK 6.000 15:30
EXT STD IR 0.304 15:30
EXT STD EC 0.284 15:30
AlR BLANK 0.000 1i5:32
EXT STD IR 0.304 1i5:32
EXT STD EC (.284 15:32
AR BLANK 0.000 15:34
EXT STD IR 0.304 15:34
EXT STD EC 0.283 15:34
AlR BLANK 0.000 15:35
DIAGNOSTIC OK 15:36
Xk kK kk ok k xRk Kk kok kRAhkAK KX KA
GN

OPERATOR $1

TURE :




METHOD VALIleTION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/10/2013

YR E/C
Simulator #: DR4760 DR4760
Sim Therm#: DRA4760 DR4760
Batchi: DO0003 D000
Reference Value: 0.3044 0.3044
0.303 0.281

0.304 0.281

0.304 0.282

0.304 0.280

0.302 -0.280

0.301 0.280
0.303 0.281 .

0.302 0.279

0.302 0.279

0.303 0.279

Mean: 0.3028 0.2802

Sh: 0.0010 0.0010

Bias %: -0.53 -7.95

CV %: 0.33 0.36
Mean-Ref. Value Difference: -0.0016 -0.0242

4. Havenner2 /0-10-13

NAME OF TECHNICIAN PERFORMING TESTS

//22/——\ Je= 3~ )3

DATE

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

760

Kk KX A A rR R AKX AKX X EXFK LXK X N K

WASHINGTON
ALCOTEST 951¢

SERIAL NO.: ARAH-0107
TEST NO.: 00142
DATE: 10/10/2613

kk kA hkkh kXK AR KKK EKFH KKKk KK

SUPERVISOR TEST

ok Wk ok ok ok h kK RA KR ARKKKAER KKK

gf210lL TIME

DIAGNOSTIC OK 11:36
AIR BLANK ¢.000 11:36
EXT STD IR 0.303 11:37
EXT sTDh EC 0.281 11:37
AlIR BLANK 0.000 11:39
EXT STD IR 0.304 11:39
EXT $TD EC 0.281 11:39
AlR BLANK 0.000 11:414
EXT STD IR ¢.304 11:41
EXT STD EC 0.282 11:41
AR BLANK 0.000 11:43
EXT STD IR 0.304 11:43
EXT STD EC 0.280 11:43
AlR BLANK 0.000 11:45
EXT $TD IR 0.302 11:4%6
EXT STD EC 0.280 11:46
AlR BLANK Q.000 11:48
EXT 8TD IR 0.301 11:48
EXT $TDh EC 0.280 11:48
AIR BLANK 0.000 11:50
EXT STD IR 0.303 1t1:50
EXT STD EC 0.281 11:50
AlR BLANK 0.000 11:52
EXT STD IR 0.302 11:52
EXT $TPh EC 0.279 11:52
AlR BLANK 0.000 11:54
EXT STD IR 0.302 11:55
EXT $TDh EG 0.279 11:55
AIR BLANK 0.000 11:57
EXT STD (R 0.303 11:57
EXT STD EC 0.279 11:57
AR BLANK 0.000 11:58
DIAGNOSTIC OK 11:59
KKKk XAk AARR KA KK AR ARk kK

OPERATOR § IWTURE :




" METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator #: DR4760 PR4760
Sim Therm#: DRA760 DR4760
Batchi: : Doooos D0O000S
Reference Value: 0.3044 0.3044
0.301 0.282
0.301 0.281
.0.300 ‘ 0.279
0.300 0.279
0.302 0.280
0.303 0.281
0.304 0.281
0.304 0.281
0.304 0.281
0.304 | 0.281
Mean: 0.3023 0.2806
SD: 0.0017 0.0010
Bias %: -0.69 -7.82
CV %: 0.56 0.36
Mean-Ref. Value Difference: -0.0021 -0.0238
A Havenner /O-1S-1Z
NAME OF TECHNICIAN PERFORMING TESTS DATE

%/2% /=-%) %

NAME OF TECHNICIAN REVIEWING RESULTS DATE

W**@Ei%‘z@*@*t A o k kK
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0107
TEST NO. : 00158
DATE: 10/15/2013

WAk h Aok ok kk Ak R oA kR ok Ak XK RET KK KR

SUPERVISOR TEST

Ak ok Ak ok kK k ANk ok A Kk KR KK KX AKNKAK

al/z210L TIME

DIAGNOSTIC OK 10: 41
AlR BLANK 0.000 10:41
EXT STD IR 0.301 1041
EXT S¥D EC 0.282 10:41
AR BLANK 0.000 10:43
EXT STD IR 0.301 10:43
EXT STD EC 0.281 10:43
AlR BLANK 0.000 -10:45
EXT STD IR 0.300 10:46
© EXT STD EC 0.279 10:46
AIR BLANK 0.000 10:47
EXT STD IR ©0.3006 10:48
EXT STD EC 0.279 10:48
AR BLANK 0.000 10:50
EXT STD IR 0.302 10:50
EXT STD EC 0.280 10:50
AlR BLANK 0.000 10:52
EXT STD IR 0.303 10:52
EXT STD EC 0.281 10:52
AlR BLANK 0.000 10:54
EXT STD IR 0.304 10:54
EXT STD EC 0.281 10:54
AlR BLANK 0.000 10:56
EXT STD IR 0.304 10:57
EXT STD EC 0.281 190:57
AlR BLANK 0.000 10:58
EXT STD IR 0.304 10:59
EXT STD EC 0.281 10:59
AR BLANK 0.000 11:01
EXT STD IR 0.304 11:01
EXT STD EC 0.281 11:01
AlR BLANK 0.000 11:02
DIAGNOSTIC OK 11:03
AR Kk ok A AR AR R KX Kk kokH KKk kKRR

OPERATOR S KOGNATURE:




}

METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

I/R E/C
Simulator #: DR4760 DR4760 . @Q Y
Sim Therm#: DR4760 DR4760 ' Ak k kK % k ¥ R‘N L. 2@9' A Rk kK
Batchi: D00008 D00008 WASH INGTON
ALCOTEST 9510
Reference Value: 0.3044 0.3044
SERIAL NQ.: ARAH-0107
0.298 0.274 TEST NO. : 00173
0300 0.274 DATE: 10/16/201a
3.300 0.273 SUPERVISOR TEST
0.300 0274 g/210L TIME
‘ DIAGNOST IC 0K 15:15
0.299 0.273 AIR BLANK  0.000 15:15
0.300 0.273 EXT STD IR 0.268 15:15
EXT STD EC 0.274 15:15
0.300 0.273 AIR BLANK 0.000 15:17
EXT STD IR 0.300 15:1%17
, 0.300 0.273 EXT §TD EC  0.274 15:17
{ . 0.300 0.273 AIR BLANK 0.000 15:19
EXT STD IR 0.300 15:20
0.300 -0.273 EXT STD EC  0.273 15:20
] AIR BLANK  0.000 15:21
Mean: 0.2997 0.2733 EXT STD IR 0.300 15:22
D 0.0007 0.0005 EXT &TDh EC 0,274 15:22
AIR BLANK  0.000 15:24
_ Bias %: -1.54 -10.22 EXT STD IR 0.299 1524
) - EXT STD EC 0.273 15:24
CV %: 0.23 0.18 AIR BLANK 0.000 15:26
. ; . _ R EXT STD IR 0.300 15:286
Mean-Ref, Value Difference: 0.0047 0.0311 EXT STD EC 0. 278 1526
AIR BLANK 0.000 15:28
EXT STD IR 0.300 15:29
EXT STD EC 0.273 15:28
AIR BLANK 0.000 15:30
EXT STD IR 0.300 15:31
EXT STD EC  0.273 15:31
414, 7 AIR BLANK  0.000 15:33
‘:)4) . _ — EXT STD IR 0.300 15:33
L”W&/@? : /O /6 /_Z EXT STD EC 0.273 15:33
NAME OF TECHNICIAN PERFORMING TESTS DATE AIR BLANK 6.000 15:35
EXT STD IR ©.300 15:35
- EXT STD EC  ¢.273 15:35
% - . AIR BLANK  08.000 15:386
E - . R DIAGNOSTIC 0K 15:37
%" (=3 =13 OPERATOR S|QNATURE:
NAME OF TECHNICIAN REVIEWING RESULTS DATE . : N




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0107

BATCH D00009




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/7/2013

I/R E/C

Simulator #: DR4761 DR4761
Sim Therm#: DR4761 DR4761
.Batchi: De000g £00009
Reference Value: 0.4026 0.4026

0.400 0.375

0.401 0.375

0.402 0.375

0.403 0.376

0.403 0.375

0.402 0.374

0.403 0.375

0.402 0.374

0.402 0.374

0.401 0.372

Mean: 0.4019 0.3745

SD: 0.0010 0.0011

Bias %;: -0.17 I -6.98

CV %: 0.25 . 0.29

Mean-Ref. Value Difference: -0.0007 -0.0281
A, Havenper r0-2-13

NAME OF TECHNICIAN PERFORMING TESTS -

D. %@én«’&

DATE

/D/Z‘?//3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Rk MR KA K KA K Kk kK KKXXREK KK XK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0107
TEST NO. :. 00116
DATE: 10/07/2013

A AN K Kok Wk kAR R KR A Kk AR kAR KKK

SUPERVISOR TEST

LEREEREIFEIE IR NI IENEE]

gf210L TIME

DIAGNOSTIC OK 13:37
AlR BLANK 0.000 13:37
EXT STD IR 0.400 13:38
EXT STD EC 0.375 13:38
AIR BLANK 0.000 13:40
EXT STD IR 0.401 13:40
EXT STD EC 0.375% 13:40
AIR BLANK 0.000 13:42
EXT STD IR 0.402 13:42
EXT STD EC 0.37% 13:42
AR BLANK 0.000 13:44
EXT STD IR 0.403 13:45
EXT STD EC 0.376 13:45
AlIR BLANK 0.000 13:47
EXT STD IR 0.403 13:47
EXT STD EC 0.375 13:47
AIR BLANK 0.000 13:49
EXT STD IR 0.402 13:49
EXT STD EC ©¢.374 13:409
AIR BLANK 0.0600 13:51
EXT sTD IR 0.403 13:52
EXT STD EC 0.375 13:52
AR BLANK 0.000 13:54
EXT STD - IR 0.402 13:54
EXT STD EC 0.374 13:54
AlR BLANK 0.000 13:56
EXT STD IR 0.402 13:58
EXT STD EC 0.374 13:56
AIR BLANK 0.000 13:58
EXT STD IR 0.401 13:598
EXT 8TD EC 0.372 13:59
ATR BLANK 0.000 13:59
DIAGNOSTIC OK i4:00

LR R EEEEEEEEIEREERENESIEIENN]




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/8/2013

Y76 ]

XA KNk kKR R Ak K R A kok R AK KK R K KK

WASH INGTON
ALCOTEST 95140

SERIAL NOC. : ARAH- 0107
TEST NO.: 00128
DATE : 1070812013

kK kA Kk k ok kKKK K KRKAR KN KKK KR KK

SUPERVISOR TEST

AR EE KAk kW oh A A koo ok kR R KKK K AE

g/210L TIME-

I/R E/C
Simulator #: DR47861 DRA4761
Sim Thermif: DR4761 DR4761
Batchit: D0O0009 DO000S
Reference Value: 0.4026 0.4026
0.406 0.381
0.404 0.379
0.404 0.378
0.403 0.376
0.404 0.377
0.403 0.376
0.403 0.375
0.403 0.375
0.403 0.375
0.403 0.374
Mean: 0.4036 0.3766
SD: 0.0010 0.0022
Bias %: 0.25 -8.46
CV %: 0.25 0.58
Mean-Ref. Value Difference: 0.0010 -0.026
L Hoveanunrere [O-5-1%
NAME OF TECHNICIAN PERFORMING TESTS DATE
7
/M ) (=30 13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DI AGNOSTIC OK 15:38
AR BLANK 0.000 15:38
EXT STD IR 0.406 15:39
EXT STD EGC 0.38%1 15:39
AlR BLANK 0.000 15:41
EXT STD iR 0.404 15:41
EXT STD EC 0.379 15:41
AIR BLANK 0.000 15:43
EXT STD IR 0.404 15:43
EXT STD EC 0.378 15:43
AIR BLANK 0.000 15:45
EXT STD IR ©0.403 15:46
EXT STD EC 08.376 15:46
AR BLANK 8.000 15:48
EXT STD IR 0.404 15:48
EXT STD EC . 0.377 15:48
AIR BLANK 0.000 15:590
EXT SsTD IR 0.403 15:590
EXT STD EC 0.376 15:50
AIR BLANK 0.000 - 15:52
EXT STD IR 0.403 15:53
EXT STD EC 0.375 15:53
AIR BLANK 0.000 15:55
EXT STb (R 0.403 15:55
EXT STD EC 0.375 15:55
AlR BLANK 0.000 15:57
EXT sTh IR 0.403 15:567
EXT S8TD EC 0.375% 15:57
AIR BLANK 0.000 15:59
EXT STD IR 0.403 16:00
EXT STD EC 0.374 16:00
AlR BLANK ¢.000 16:00
DIAGNOSTIC OK 16:02
ok ok k ok Rk ok kK ok h ok ok ow ko kAR KK N K KA




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/10/2013

R E/C

Simulator #: : DR4761 ' DR4761
Sim Thermit: DRA4761 DR4761
Batchi: D0000Y D00009
Reference Value: : 0.4026 0.4026
0.402 0.375

0.401 0.373

0.399 0.269

0.398 0.369

0.308 0.368

0398 0.368

0.400 0.369

0.401 ‘ 0.369

f . 0.402 0.370
0.403 0.371

Mean: 0.4002 0.3701

SD: 0.0019 0.0023

Bias %: -0.60 -8.07

CV %: 047 0.62

Mean-Ref. Value Difference: -0.0024 —0.0325
A, Havennez JO~/0-13

NAME OF TECHNICIAN PERFORMING TESTS DATE

5:222257,;Zzég,:—\%__ﬁﬂ__,,, | /25';§/"/ 3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

WY1
A K KR A Ak ok ok k Rk kR oRoK KNk KN kK Kk XK
WASH | NGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0107
TEST NO.: 00143
DATE : 10/10/2013

Ak Rk Kk ok ok A N ok h ok Wk ok ok Kk Ak kAN K

SUPERVISOR TEST

IEEEREEEEEER NN EERERE]

g/210L TIME

D{AGNOSTIC OK 12:05
AR BLANK 0.000 12:05
EXT sTD {R 90.402 12:05
EXT STD EC 0.375 12:05
AIR BLANK 0.000 12:07
EXT STD IR 0.401 12:08
EXT STD EC 0.373 12:08
AIR BLANK 0.000 12:10
EXT STD IR 0.399 12:10
EXT STD EC  0.369 12:10
AlR BLANK 0.000 12:12
EXT STD IR ¢.398 12:12
EXT STD EC 0.369 12:12
AR BLANK 0.000 12:14
EXT STD IR 0.398 12:15
EXT STD EC ¢.368 12:15
AIR BLANK 0.000 12:17
EXT STD IR 0.398 12:17
EXT STD EC 0.368 12:17
AlR BLANK 0.000 12:19
EXT STD IR 0.400 12:19
EXT STD EC 0.369 12:19
AIR BLANK 0.000 12:21
EXT STD IR 0.401 12:22
EXT STD EC 0.369 12:22
AlIR BLANK 0.000 12:24
EXT STD IR 0.402 12:24
EXT STD EC 0.370 12:24
AlR BLARNK 0.000 12:286
EXT STD IR 0.403 1f2:27
EXT STD EC 0.371 12:27
AIR BLANK o.o000 1227
DIAGNOSTIC OK 12:28

Aok ok ok koW ok R K Kk ok ok ok kk Kk kKKK KK

TURE :

OPERATOR S [GNY




METHOD VALIDATION DRAEGER ALCOTEST 8510

" DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/15/2013

I/R E/C
Simulator i#: DR4761 DR4761
Sim Thermi: DR4761 DR4761
Batch#f: D00009 DO0009
Reference Value: 0.4026 0.4026
0.398 0.369
0.398 0.369
0.399 0.369
0.398 J 0.368
0.398 0.366
0.398 0.366
0.399 0.367
0.398 0.365
i : 0398 0.364
0.398 _ 0.363
Mean: 0.3982 0.3666
SD; 0.0004 ‘ 0.0022
Bias %: - -1.09 -8.94
CV %: 010 0.60
Mean-Ref. Value Difference: -0.0044 -0.036
A. HAvEuIER /O-15-13
NAME OF TECHNICIAN PERFORMING TESTS DATE

%/;%M_ &2/ 13

NAME OF TECHNICIANREVIEWING RESULTS DATE

DY 6]
* Wk Kk Nk kX A RK KA RAREX KA R K
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0107
TEST NO. : ’ 00160
DATE: 10/15/2013

k kh A&k xR kK kKT R KN AKT KKK KR AN kK

SUPERVISOR TEST

X kk hk k hk A kR oW ok ok k ok kR kK kKA K

gl 210L TIME

DIAGNOSTIC OK 12:49
AlIR BLANK 0.000 12:49
EXT STD IR 0.2398 12:49
EXT STD EC 0.369 12:49
AIR BLANK 0.000 12:51
EXT STD IR 0.398 12:52
EXT STD E€C 0.369 12:52
AIR BLANK 0.000 12:53
EXT STD IR 0.399 12:54
EXT STD EC 0.3869 12:54
AIR BLANK 0.000 12:586
EXT STD IR 0.398 12:56
EXY STD EC 0.368 12:586
AIR BLANK 0.000 12:58
EXT STD IR 0.398 12:59
EXT STD EC 0.366 12:59
AIR BLANK 0.000 13:00
EXT STD R ©.398 13:01
EXT STD EC 0.366 13:0t
AIR BLANK 0.000 13:03
EXT STD IR 0.399 13:03
EXT STD EC 0.367 13:03
AIR BLANK 0.000 13:05
EXT STD IR 0,398 13:06
EXT STD EC 0.365 13:086
AIR BLANK 0.0060 t3:08
EXT STD IR 0.396 13:08
EXT STD EC 0.364 13:08
AIR BLANK 0.000 t3:10
EXT STD IR 0.398 13:10
EXT STD EC 0.363 13:10
AIR BLANK 0.000 t3:11
DIAGNOSTIC OK 13:12
* Rk ok kK ok Ak Rk kR A Kk Rk oRAEREK KK KK
OPERATOR S

NBTURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

* DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0107

DATE OF TESTS: 10/16/2013

I/R ' E/C
Simulator #: PR4761 DR4761
Sim Thérm#: DR4761 DR4761
Batchit: Doooo9 DO0009
Reference Value: 0.4026 0.4028
0.404 0.371
0.403 0.369
0.402 0.367
0.400 0.364
0.399 0.363
0.399 : 0.363
0.399 0.362
0.399 0.363
J, 0.398 .0.362
" 0.399 0.362
Mean: 0.4002 0.3646
SD: 0.0020 . 0.0032
Bias %.: -0.60 -9.44
CV %: 0.50 0.88
Mean-Ref. Value Difference: -0.0024 -(0.038

A Havenn/ e i J0-16-13

NAME OF TECHNICIAN PERFORMING TESTS . DATE
NAME OF TECHNICIAN REVIEWING RESULTS DATE

DORY G

e ow K ok k k Kk k A A k% k ok k kK K K W Wk Kk kX
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0107
TEST NO.: 00174
DATE: 10/16/2013

* ok koA k kXA kR R K F AKXRKLKKNK kok ok ok kR

SUPERVISOR TEST

ok A oAk ok ok ok ok Rk KK kAR Kk Rk kokokox kK

gf210L TIME

DIAGNOSTIC OK 15:41
AIR BLANK . 0.000 15:41
EXT STD IR 0.404 15:41
EXT STD EC 0.371 15:41
AlR BLANK 0.000 15:43
EXT STD IR 0.403 15:43
EXT STD EC 0.389% 15:43
AIR BLANK 0.000 15:45
EXT STD IR 0.402 15:46
EXT STD EC 0.367 15:46
AIR BLANK 0.000 15:48
EXT 8TD IR 0.400 15:48
EXT STD EC 0.364 15:48
AIR BLANK 0.000 15:50
EXT STD IR 0.399% 15:51
EXT STD EC 0.363 15:51
AIR BLANK 0.000 15:52
EXT STD IR 0.399 15:53
EXT STD EC 0.363° 15:53
AIR BLANK 0.000 15:55
EXT sTD IR 0,399 15:55
EXT STD EC 0.362 15:55
AIR BLANK 0.000 15:57
EXT STD IR 0.399 15:58
EXT STD EC 0.363 15:58
AIR BLANK 0.000 16:00
EXT STD IR 0.398 16:00
EXT STD EC 0.362 16:00
AR BLANK 0.000 16:02
EXT STD IR 0.399 16:02
EXT STD EC 0.382 16:02
AIR BLANK 0.000 16:03
DIAGNOSTIC OK 16:04

kA KAk A KK KK KKd Kk kA K KR KK KR




