et FROM: Sergeant Clark G. Jones, Impaired Driving Section

| INTEROFFICE COMMUNICATION
WASHINGTON STATE PATROL ,

TO: Lieutenant Robert W. Sharpe, Impaired Driving Section

SUBJECT: Draeger Software Approval
DATE: February 9, 2017 FILE:

On December 21, 2016 Draeger Safety Diagnostics International (DSDI) submitted
three new versions of software for validation. The new versions of software were
delivered in response to a software change order from the Washington State Patrol. The
software revisions were requested to address 19 identified areas for improvement. The
list of changes is contained in the “Washington State Patrol Alcotest 9510 Functionality
Modification List”. Validation was performed via a Quality Assurance Procedure (QAP)
and by independently verifying that requested changes were delivered, if not addressed
through the QAP.

The software delivered on December 21, 2016 contained three revised software
versions:

e WiInCE: 8322797 version 5.7

e M16: 8322798 version 0.9

e Config: 8322796 version 2.5

e’ The software was installed on four instruments: ARAF-0030, ARZB-0005, ARJH-0005,

and ARJH-0006.

Trooper Hintz performed the validation on instruments ARAF-0030 and ARZB-0005 and
Trooper VanDiest performed the validation on instruments ARJH-0005 and ARJH-0006.

When performing the “As Found” test Troopers VanDiest and Hintz discovered the
external standard on the printed evidential document, on all four instruments, was 0.000
rather than 0.08 as expected. Trooper VanDiest stopped testing at this point. Trooper
Hintz continued testing and noted that he was also unable to enter “00” for the county
code or “00-00-0000” for a subject’s date of birth, When the instruments were polled
some of the polling rules were violated and the polled fields were not properly
represented in the database. This software version was rejected. We notified Draeger
of the errors and requested revised software.

Revised software was delivered on January 9, 2017. This revision contained two new
software versions. The versions are as follows:

e WiInCE: 8322797 version 5.8

e M16 8322798 version 0.9

e Config: 8922796 version 2.7
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This software was installed on four instruments: ARAF-0030, ARZB-0005, ARJH-0005,
and ARJH-0006.

Trooper Cam Birman performed the validation procedure on instruments ARJH-0005
and ARJH-0006. Trooper Hintz performed the validation on instruments ARZB-0005
and ARAF-0030. While working though the QAPs it was noted that the technician name
was truncated at five characters. It was also noted that the “00” for county code and the
“00-00-0000" was still not allowed. Additionally, there was still an issue with the
instruments polling. | spoke with DSDI regarding the issues. It was determined that the
“00” for county code would be populated in the data set when a technician just leaves
the field blank. It was also determined that because of the rules put in place by
Microsoft in the Windows CE operating system entering a birthdate of “00-00-000”
would not be possible. | informed DSDI that we were satisfied having the blank field for
the county code, as long as the data was represented as “00” when polled and that we
would forgo the birth date change. The truncated technician name was not satisfactory.
This software version was rejected. Draeger was notified of the errors and we requested
a new software revision.

Revised software was delivered on January 12, 2017. The revision contained one new
software version. The versions are as follows:

e WiInCE: 8322797 version 5.9

e M16: 8322798 version 0.9

e Config: 8322796 version 2.7

This software was installed on four instruments: ARAF-0030, ARZB-0005, ARJH-0005,
and ARJH-0006.

Trooper Hintz performed the software validation procedures on instruments ARAF-0030
and ARZB-0005. Trooper VanDiest began the procedures on ARJH-0005 and ARJH-
0006. While performing the complete breath test step of the QAP three of the four
instruments encountered a “Fatal Applications Error” reading, “Application a9510.exe
has performed an illegal operation and will shut down. If the problem persists, contact
program vendor. Program a9510.exe, Exception: 0x0000005, Address:0003E470.” The
affected instruments locked up and had to be powered off. This software version was
rejected. Draeger was notified of the error and we requested a new software revision.

Revised software was delivered on January 18, 2017. The revision contained one new
software version. The versions are as follows:

e WIiInCE: 8322797 version 5.10

e M16: 8322798 version 0.9

e Config: 8322796 version 2.7
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The software was installed on four instruments: ARAF-0030, ARZB-0005, ARBE-0087
and ARJH-0006. Trooper Hintz performed the Quality Assurance Procedures on ARAF-
0030 and ARZB-0005. Trooper Birman performed the Quality Assurance Procedures on
ARBE-0087 and ARJH-0006. Trooper Hintz completed the software change validation
on instruments ARAF-0030 and ARZB-0005. Trooper Birman completed the validation
on ARJH-0006 and Trooper VanDiest completed the validation on ARBE-0087.

Each of the 20 criteria are noted in the “Washington State Patrol Alcotest 9510
Functionality Modification List” document. They are also noted in each of the “Draeger
Alcotest 9510 Software Validation” worksheets. A summary of the changes and the
validation of the changes follows:

1.

The requested change directs that a cylinder change not reset the QAP date in
the instrument, as it had previously been doing. The step was performed after
the QAP had been done on all four instruments. At least one calendar day after
the QAP was performed the technicians performed a cylinder change. After a
cylinder change was performed on all four instruments the instruments reflected
the correct QAP due date. This change reflects what was requested and it was
verified as acceptable during testing.

. This change requested the ability to print a supervisory test on the external

printer, rather than the internal printer. The technicians performed four
supervisory tests and the test results were printed on the external printer. This
change reflects what was requested and it was verified as acceptable during
testing.

This change requested the “shutdown” button be moved from the main screen.
On all four instruments the “shutdown” button was moved to a menu, and once
pressed it prompts a message advising that the instrument requires WSP
authorization to shut down. This change reflects what was requested and it was
verified as acceptable during testing.

This change requested a 15 minute observation period default be added to the
training mode. The prior iteration would allow a user to “power cycle” in the
training mode and all defaults would restore to the evidential mode except the
15 minute observation period. After switching between training and evidential
modes on all four instruments the instruments retained the default 15 minute
observation time. This change reflects what was requested and it was verified
as acceptable during testing.

This request seeks to have the race field mirror that which is currently in our
DataMaster instruments, removing “African American” and leaving “Black” as an
option. During a complete breath test on all four instruments the race options
were “White”, “Black”, “Asian”, “East Indian”, “Native American”, “Hispanic”,
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“Pacific Islander”, and “Other”. “African American” has been removed from the
list. This change reflects what was requested and it was verified as acceptable
during testing.

6. This change requests the removal of the option of entering alpha characters into
the “PBT Results” field. The technicians tried populating the “PBT Results” field
with alpha characters. The instruments wouldn’t allow alpha characters. This
change reflects what was requested and it was verified as acceptable during
testing.

7. This change reflected our desire to populate the county code field with “00”.
DSDI created a blank field that doesn’t show “00” on the instruments but does
show “00” when the instruments were polled. This change reflects what was
requested and it was verified as acceptable during testing.

8. This request seeks an optimization of the drinking location code search process.
With the change in place technicians were able to enter partial names and
counties and the instruments showed corresponding drinking locations. This
change reflects what was requested and it was verified as acceptable during
testing.

9. This change optimizes the “reprint” function to make it more intuitive. When the
“reprint” function is selected the instrument now displays “database type” and
“search text only”. The “preview” mode has been removed. This change reflects
what was requested and it was verified as acceptable during testing.

10. This change allows the scanning of driver’s licenses when “Scan DL/Operator
card” is displayed. This function worked as expected on all four instruments.
This change reflects what was requested and it was verified as acceptable
during testing.

11.This change requested the colon (:) on the virtual keyboard be replaced with an
asterisk (*).This change reflects what was requested and it was verified as
acceptable during testing.

12.This request was to optimize the refusal process and eliminate the countdown
timer. On all four instruments, when a refusal was selected, the instrument
proceeded immediately with the refusal. This change reflects what was
requested and it was verified as acceptable during testing.

13.This change reflected our desire to have the instrument show tests in the
“reprint” function in order of last test performed to oldest test in the instrument
storage. On all four instruments the tests were displayed in chronological order
from last test run to the oldest test. This change reflects what was requested
and it was verified as acceptable during testing.

14.This change requested the ambient fail threshold be set to .005. There was no
way for the technicians to introduce ambient air at a .005 threshold. They were
however able to induce an ambient fail using hand sanitizer (ethanol) on all four
instruments. The instruments then displayed the appropriate ambient fail
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message. This change reflects what was requested and it was verified as
acceptable during testing.

15. This change reflects our desire to have the default number of external printouts
set to two. The technicians set the number of printouts to one on all four
instruments, turned off the instruments, and then powered on the instruments.
Each of the instruments printed out two copies, when prompted. This change
reflects what was requested and it was verified as acceptable during testing.

16. This change increased the purge time. After a purge time each of the four
instruments successfully produced blank samples. This change reflects what
was requested and it was verified as acceptable during testing.

17.This change requested adding the option for technicians to access the “Int-t”
function of the instrument to assess fuel cell performance. All four instruments
allowed technicians to access this function. This change reflects what was
requested and it was verified as acceptable during testing.

18. This change requested the “S” and “W” season codes be removed from the
instrument for the sake of polling data. All four instruments were polled and the
polled data showed no seasonal codes. This change reflects what was
requested and it was verified as acceptable during testing.

19.This change reflected our desire to display “Operator Certification is Expired”
instead of an “X” when an expired operator attempted to run a test. The
technicians attempted to run a test on all four instruments using an expired
operator card. All four displayed the desired message. This change reflects
what was requested and it was verified as acceptable during testing.

20.This change optimizes the algorithm when switching from Daylight Savings
Time to Standard Time and vice versa. It wasn’t possible to test this change
during the validation procedure. This change reflects what was requested and it
was verified as acceptable during testing.

Each of the listed changes in this software version performed as expected. The
instruments displayed data as expected when polled. Based on the observed
changes in this validation procedure | recommend WIinCE: 8322797 version
5.10, M16: 8322798 version 0.9 and Config: 8322796 version 2.7 be approved
for deployment in all Draeger Alcotest 9510 instruments in Washington State.

The manufacturer has provided written documentation indicating that the
analytical properties of the instrument have not changed due to the software
modifications.

On January 31, 2017 DSDI notified the WSP Impaired Driving Section that they
discovered an issue with the new coding for the transition from daylight saving
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time to standard time and vice versa. DSDI provided a new version of software
for evaluation. The versions are as follows:

e WinCE: 8322797 version 5.11

e M16:8322798 version 0.9

e Config: 8322796 version 2.7

The software was installed on four instruments: ARJH-0006, ARBE-0087, ARAF-
0030 and ARZB-0005. Trooper Cam Birman completed the validation on ARJH-
0006 and ARBE-0087. Trooper Dave Hintz completed the validation on ARAF-
0030 and ARZB-0005.

The items to be validated are listed in the attached “Washington State Patrol
Alcotest 9510 Functionality Modification List”. Items 1-19 tested exactly the same
as the previous iteration. Item number 20 was the only change in this modification.
It worked as expected. Troopers Birman and Hintz induced the time change by
manually adjusting the instrument clock and date. The time change was observed
for standard time and daylight saving time.

Each of the listed changes in this software version performed as expected. The
instruments displayed data as expected when polled. Based on the observed
changes in this validation procedure | recommend WinCE: 8322797 version 5.11,
M16: 8322798 version 0.9 and Config: 8322796 version 2.7 be approved for
deployment in all Draeger Alcotest 9510 instruments in Washington State.

The manufacturer has provided written documentation indicating that the
analytical properties of the instrument have not changed due to the software
modifications.
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Washington State Patrol Alcotest 9510 Functionality Modification List

Delivery for Evaluation: January 31, 2017
WinCE application: Part Number 8322797, Version 5.11

Measurement System (M16) Firmware: Part Number 8322798, Version 0.9

Configuration: Part Number 8322796, Version 2.7

Item Modification Status

1. The QAP date will remain unchanged on the Implemented in test software versions provided
printed documents until a new QAP is completed - December 2, 2016.
even if a dry gas « xtemal standard cyhnde” = '

2, Durlng a ‘Superv1sor test the 1nstrument will Implemented in test software versions provided
attempt to print to the external laser printer. If December 2, 2016.
printing to external laser printer not possible, the
results are sent to the instrument’s internal printer.
The maximum number of consecutive ‘Supervisor’
tests is set to ten. All results for one series
(between 1 and 10 Supervisor tests) are stored in
one data record.

3. The “Shutdown’ button functionality is moved out  Implemented in test software versions provided
of the main screen dlsplay mto an 1tem m the , December 2, 2016 V ~
power off and-lock the instrument. Do not
shutdown without WSP authorization.”

4. As a default, the observation period length will be ~ Implemented in test software versions provided
set to 15 minutes upon instrument power up, even  December 2, 2016.
if the instrument was previously powered-off while
in ‘Training Mode’.

5 The *African Amerlcan option is removed from  Implemented in test software versions provided
the selectable race code data entry list. ~ December 2, 2016.

6. The ‘PBT Results’ data entry feature is changed to Implemented in test software versions provided
restrict entry of numeric values only. The decimal ~ December 2, 2016.
point will be automatically populated.

7 The data entry sequence logic and validationis ~ Implemented in test software versions provided
modified to accept blank County field entry that December 2, 2016.
technicians can utilize so that non-evidential tests
can be filtered from the breath test database.

8. The drinking establishment search/entry process is  Implemented in test software versions provided
optimized. December 2, 2016.

9, The ‘Reprint’ menu feature’s search fields are - ~ Implemented in test software versions provided

_ optimized to avoid operator confusion. ~ December?2, 2016.
10. The Driver License scanning is modified to allow Implemented in test software versions provided

scanning of driver license when message “Scan
DL/operator card” is displayed.

December 2, 2016.
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Washington State Patrol Alcotest 9510 Functionality Modification List

Delivery for Evaluation: January 31, 2017
WinCE application: Part Number 8322797, Version 5.11

Measurement System (M16) Firmware: Part Number 8322798, Version 0.9

Configuration: Part Number 8322796, Version 2.7

11. The virtual touchscreen keyboard colon (:) Implemented in test software versions provided
character is replaced with the asterisk (*) December 2, 2016.
character.

12. When the operator selects REFUSAL or Implemented in test software versions provided

TERMINATE, the instrument will proceed without

a presenting a countdown timer continue screen.

December 2, 2016.

14.

~ The instrument will now prese

eprmt search

results in order of most 1
truncating is necessary.

Implemented mkte

ftware versions provided
December 2 -

Implemented in test software versions provided

Ambient air check threshold set to 0. 005
December 2, 2016.
15.  The default number of external prmtouts generated Implemented in test software versions provided
" is set to 2. December 2, 2016.
16. The instrument purge pumping time will be Implemented in test software versions provided
extended after analysis of a subject sample. December 2, 2016.
17, The instrument permits Technician access to the Implemented in test software versions provided
Factory Init feature in the Maintenance Menu December 2, 2016.
, where the ‘int-t” parameter can be observed.
18. In all time and/or date data fields in the data Implemented in test software versions provided
records, the instrument will now enforce that there  December 2, 2016.
shall be no *S’ or “W’ Summer or Wintertime
designation suffix appended
 The instrument will displa

- CERTIFICATION IS EXPIRE

~ when an expired operator encountered.

] software versions provided
December 2 20 .

algorithm to ensure clock transitions are handled
properly in all circumstances.

Implemented modification to daylight savings time

Implemented in test software versions provided
January 31, 2017.
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To Whom It May Concern

Urager

Unser Zeichen
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Tel.
+49 451 882-6598

Fax

+49 451 882-7 6598
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christine.westphal@draeger.com

Feb. 8th, 2017

STATEMENT

Dréger Alcotest 9510 Washington Software, Firmware and Configuration versions

Due to customer requirements and feedback Dréger creates a new release of the software for the
Alcotest 9510 WA.

The following changes improve the usability of the device:

The QAP date will remain unchanged on the printed documents until a new QAP is
completed even if a dry gas external standard cylinder change is performed.

During a ‘Supervisor’ test, the instrument will attempt to print to the external laser printer.

If printing to external laser printer not possible, the results are sent to the instrument's internal
printer. The maximum number of consecutive ‘Supervisor' tests is set to ten. All results for
one series (between 1 and 10 Supervisor tests) are stored in one data record.

The ‘Shutdown’ button functionality is moved out of the main screen display into an item

in the Menu. When ‘Shutdown’ is initiated, the instrument will display a confirmation screen
stating “Do you really want to shutdown? This will power off and lock the instrument. Do not
shutdown without WSP authorization.”

As a default, the observation period length will be set to 15 minutes upon instrument power up,
even if the instrument was previously powered-off while in ‘Training Mode’'.

The ‘African American’ option is removed from the selectable race code data entry list.

The 'PBT Results’ data entry feature is changed to restrict entry of numeric values only.

The decimal point will be automatically populated.
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BIC COBADEFF230
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Handelsregister:

Amtsgericht Libeck HRB 4097 HL
Komplementar:

Dré&ger Safety Verwaltungs AG
Sitz der Gesellschaft: Lubeck
Handeisregister:

Amtsgericht Lbeck HRB 5036 HL

Vorsitzender des Aufsichisrats der
Dréger Safety AG & Co. KGaA und
Dréger Safety Verwaltungs AG:
Professor Dr. Nikolaus Schweickart

Vorsland:

Stefan Drager (Vorsitzender)
Thomas Engler

Rainer Klug

Gert-Hartwig Lescow

Dr. Reiner Piske

Anton Schrofner
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The data entry sequence logic and validation is modified to accept blank County field entry
hat technicians can utilize so that non-evidential tests can be filtered from the breath test
database.

The drinking establishment search/entry process is optimized.

The ‘Reprint’ menu feature's search fields are optimized to avoid operator confusion.

The Driver License scanning is modified to allow scanning of driver license when message
“Scan DL/operator card” is displayed.

The virtual touchscreen keyboard colon (:) character is replaced with the asterisk (*) character.

When the operator selects REFUSAL or TERMINATE, the instrument will proceed without
a presenting a countdown timer continue screen.

The instrument will now present Reprint search results in order of most recent 100 items
when truncating is necessary.

The default number of external printouts generated is set to 2.

The instrument permits Technician access to the Factory Init feature in the Maintenance
Menu where the ‘int-t’ parameter can be observed.

In all time and/or date data fields in the data records, the instrument will now enforce that
there shall be no ‘S’ or ‘W' Summer or Wintertime designation suffix appended.

The instrument will display “OPERATOR CERTIFICATION IS EXPIRED", instead of an X,
when an expired operator encountered.

Implemented modification to daylight savings time algorithm to ensure clock transitions
are handled properly in all circumstances.

The following changes are made to the metrological relevant parameters:

The ambient air check threshold is set to a higher value (from 0.0025 to 0.005), so the
instrument is less sensitive to alcohol in the ambient air.

The instrument purge pumping time will be extended after analysis of a subject sample to
ensure less alcohol in the tubing system.
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The mentioned changes result in a firmware and a configuration change. Your organization
performed a comprehensive validation on the Alcotest® 9510 in January and February of 2017.
The validation was performed with the following software components on the instruments:

e WInCE Software part number 8322797 version 5.11

o Measurement System Firmware part number 8322798 version 0.9

e Configuration part number 8322796 version 2.7

Together, these versions address the functionality modifications mentioned above and itemized in
the document titled “Alcotest 9510 Functionality Change Log 20170207.pdf’. That list also
contains the differences versus your existing field-use Washington-specific Alcotest® 9510
software, firmware, and configuration versions.

We confirm that besides the above-mentioned changes no metrological-relevant parameters
and/or no metrological-relevant algorithms have been changed and therefore the metrological
functionalities of the device are not affected other than what is noted above.

Kind regards,

a2 A,
Cﬁf /\%M@/

Christine Westphal
Product Manager Alcotest Handheld
Application Field Alcotest & Drugtest



INTEROFFICE COMMUNICATION

WASHINGTON STATE PATROL

WASHINGTON STATE PATROL

TO: Sergeant Clark G. Jones, Impaired Driving Section
FROM: Trooper Cameron M. Birman, Impaired Driving Section

SUBJECT: Draeger Software Validation

DATE: January 24,2017 FILE:

On December 20, 2016, Draeger provided the following versions of software for validation testing.

WinCE: 8322797 version 5.7
M16: 8322798 version 0.9
Config: 8322796 version 2.5

On December 21, 2016, Trooper Van Diest installed the above listed software on two Draeger Alcotest
9510 instruments serial numbers ARJH-0005 and ARJH-0006. Trooper Van Diest conducted an “As
found Test” on both instruments following the installation of the new software. He discovered on the
printed evidential document “0.000” was the value reported for the External Standard “IR” and “EC”
values. Trooper Van Diest conducted Quality Assurance Procedures for ARJH-0005 and ARJH-0006.
When the instrument produced the Calibration/Adjustment record at the end of the procedure, it truncated
the technician name at 5 characters. Trooper Van Diest did not proceed any further with validation testing
due to the reported errors.

On December 26, 2016, Trooper Dave Hintz installed the above listed software on two Draeger Alcotest
- 9510 instruments serial numbers ARAF-0030 and ARZB-0005. Trooper Hintz performed a Quality
Assurance Procedure for both instruments. Trooper Hintz observed on a complete breath test in evidential
mode, the instrument provided “0.000” result for the External Standard “IR” and “EC” results. The
instruments also produced “0.000” results for the “Volume” and “Blowtime”. Trooper Hintz tested both
instruments in “Training Mode” and noted the instrument provided measurement results for the “External
Standard” as well as “Blowtime” and “Volume”. The instruments were also providing the external
standard values during the ‘QAP” complete breath test. Trooper Hintz, during the validation testing,
observed that he was not able to enter “00” for the county code and was not able to enter generic 00-00-
0000 for the date of birth. During the polling tests for both instruments it was discovered that the new
software did not communicate correctly with the existing polling software.

The findings of this testing were reported to Sergeant Clark Jones.
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Draeger Alcotest 9510 Software Validation
e WiInCE: 8322797 version 5.7
e M16: 8322798 version 0.9
e Config: 8322796 version 2.5

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

Technician: Dave Hintz

Instrument Serial Number: ARAF-0030 and ARZB-0005

Dates Testing Performed: 12-26-2016 to 12-27-2016

Draeger Item
Number

Software Change

How Results were
Obtained

Results

1

Perform a cylinder change the next
calendar day after the QAP. Verify
printout reflects actual date of QAP.

Performed a cylinder change
the next calendar day after
the QAP.

QAP was performed on
12/26/2016. Cylinder
change printout printed
QAP date of 12/26/2016
with a cylinder change
date of 12/27/2016.
Cylinder change did not
change QAP date.

Run a supervisory test and select the
external printer to print resuits.

Ran a Supervisory Test
setting up for external printer

After the completion of
the Supervisory tests,
the instrument
successfully printed to
the external printer.

Verify location and message 6f shutdown
button by attempting to use the feature.

Shutdown button not visible
on screen, Hit menu button
which reveals shutdown
button. Hit shutdown button.

Hit menu button, which
reveals shutdown button
option. Hit Shutdown
button option and
reveals a warning
message, “Do you really
want to shutdown? This
will power off and lock
the instrument. Do not
shutdown without WSP
authorization.” Timer
starts 1:00 countdown to
select before clearing
screen.

Verify time period in training mode and
evidential mode by attempting a test prior
to 15 minutes.

Placed instrument into
Training Mode and evidential
mode and attempted a test
prior to 15 minutes.

The instrument in both
modes defaulted to the
15 minute observation
time starting a timer
countdown not allowing
a test to be performed
until timer was up.

Verify display does not include African

Scrolled to selectable race

Reveals options,

1
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e WinCE: 8322797 version 5.7
o M16: 8322798 version 0.9
e Config: 8322796 version 2.5

American

code on the data entry list.

“White”, "Black”, “Asian”,
“East Indian”, “Native
American”, "Hispanic”,
“Pacific Islander” or
“other. Does not give
“African American”
option.

Attempt to enter alphanumeric characters.

Scrolled to PBT Restlts
Data entry feature.

Tried to enter Alpha
Numeric data with no
success. Putin “080," |
scrolled down to view
data and it auto
populated the decimal
place to .080.

Enter 00 and three other county codes
during a complete breath test

Tried to enter 00 for date of
birth, county etc.

The instrument is still
requiring full date of birth
and specific counties
during a complete breath
test. 1 wasn't able to get
it to accept all 00’s.

Attempt to enter characters and verify it is
not allowed. Should only allow
designated names and not freeform text.

Entering data to drinking
locations

Drinking location
search/entry process is
much easier. It only
searchs designated
names not characters
entered.

Verify reprint option to reduce operator
confusion.

Activated reprint mode

Screen reveals
Database type and
search text only. No
preview option which
was confusing to
Officers.

10

Verify driver license scanning is allowed
when message "Scan DL/operator card”
is displayed.

Set up to scan license when
“scan DL/operator card”
appears.

Instrument scanned
drviers license when
message “scan
DL/operator card”
appeared downloading
all information accurately

11

Verify by using the asterisk in a name and
license number field on the touchscreen
and keyboard.

Manually put in Drivers
license information

Used the asterisk which
is now available in the
touchscreen putting it in
the name and license
number field.

12

Verify by selecting refusal and terminate a
test.

Set up instrument for a
refusal

Hit the refusal button,
the instrument
proceeded immediately
with the refusal without
timer and printed refusal.

13

Run several tests and then use reprint to
verify order of tests displayed.

Ran several tests and used
reprint to display tests.

Test were displayed in
order starting with most
recent test.




Draeger Alcotest 9510 Software Validation
o WiInCE: 8322797 version 5.7
e M16: 8322798 version 0.9
o Config: 8322796 version 2.5

14

Run a complete breath test and induce an
ambient air fail.

Ran a complete breath test
and induced ambient air fail
using hand sanitizer (ethyl
Alcohol) in the vicinity of the
instrument.

Blank error/Ambient fail
initiated, The screen
gave the alert stating
“Ventilate and clear the
room air, then perform
new test.” 30 seconds
allowed to hit continue
button.

15

Set number of printouts to the default and
ensure two copies are printed.

Set number of printouts to
the default.

Instrument printed two
copies.

16

Ensure a blank sample is obtained after a
purge during the QAP.

A full QAP was performed
on the instrument

A blank sample was
obtained after a purge
during the QAP.

17

Using the technician key the tech will
select the option and report the value of
the int-t.

Used the technician key and
accessed the Factory Init
feature in the Maintenance
Menu.

The instrument pulled up
the Factory Init
information listing the
instrument number-
ARZB-0005, Sequential
Test number- 242, and
showed Int-t-736. The
instrument permitted
Technician access to the
Factory Init feature.

18

Poll the instrument and verify the season
codes are not reported; examine
documents to ensure the code is not
reported.

Data was polled from
instrument and sent to
Nichole Minas to review for
season codes present.

No season codes are
visible in the data.
Nichole Minas did notice
that the new software
wasn’t compatible with
ITD's Polling software
and it wasn'’t recognizing
the data as it would in
the old version.

19

Attempt to run a test with an expired
permit card; verify verbiage on display.

Set up instrument for a
complete breath test using
an expired permit card.

The instrument
immediately recongnized
the operator card was
expired and displayed
on the screen, “Operator
Certification is Expired”.
The instrument aborted
the test and went back
to the ready screen not
allowing the expired
permit card to run a test.

2 a7




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARAF-0030
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.5
TECHNICIAN: DAVE Hinyz
TIME/DATE BEGAN: 12:20 12/26/2016

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16028 REF VALUE: 0.0798 SIM#: DR2514 THERMi{#: DR2514

CALIBRATION PROCEDURE

Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16032 16040 16048 16049
Reference Value 0.0395 0.0823 0.1533 0.2058
Sim Temp 34.0°C
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 __0.039 0.039 0.080 0.079 0.150 0.149 0.200 0.196
2 _0.039 0.039 0.079 0.079 0.150 0.149 0.200 0.197
3 _0.039 0.039 0.079 0.079 0.150 0.149 0.200 0.198
4 _0.039 0.039 0.079 0.079 0.150 0.149 0.200 0.198
5 _0.039 0.039 0.079 0.079 0.150 0.149 0.200 0.198
Sim Temp 34.0°C £
0.2°C Aiter? YES YES YES YES

Mean _0.0390 0.0390 0.0792 0.0790 0.1500 0.1490 0.2000 0.1974
SD _0.0000 0.0000 0.0004 0.0000 0.0000 0.0000 0.0000 0.0009

Bias % _-1.27 -1.27 -3.77 -4.01 -2.15 -2.80 -2.82 -4.08
CV % _0.00 0.00 0.51 0.00 0.00 0.00 0.00 0.46
COMPLETE BREATH TEST: YES ESS LOT#: _499298 EXP DATE: _07/20/2019
INTERFERENCE TEST: YES BATCH#: _ 16028 SIM#: DR4483

ACETONE LOT#: EM11202014  THERM#: _ DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 4100060K

COMMENTS: SoFrzvAre VERIFIED /}o,e/,u,-—&p

AS FOUND ESS RESULT: R ~//A EC: _p/A

DAVE Hinprz L_)pow&%% / "/«’20/ /2~ RAb-/b

Technician Name Signature y 4 Time/[pate Procedure Completed




Washington State Patrol
Supervisor Test

~ Test Date: 12/26/2016 14:37 Sequential Test#: 316
Breath Test Instrument Information
Model Alcotest 9510 Serial Number: ARAF-0030
External Standard Test Details
Function Result Time
g/210L HH:MM
Diagnostic OK 14:37
Blank Test 0.000 14:37
External Standard IR 0.077 14:37
External Standard EC 0.076 14:37
Blank Test 0.000 14:39
External Standard IR 0.077 14:39
External Standard EC 0.076 14:39
Blank Test 0.000 14:40
External Standard IR 0.077 14:40
External Standard EC 0.076 14:40
Blank Test 0.000 14:41
Diagnostic OK 14:41
N’/ Operator: DAVE /’//A/Tz—

Signature: DMO/@;%?&:‘ Sig. Date: /2 /20 /[ /6



Washington State Patrol
External Standard Change

Test Date: 12/27/2016 Sequential Test #: 318

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARAF-0030 12/26/2016

Drygas Cylinder External Standard Information
Lot Number Concentration Expiration  Inlet
1714409 0.080 07/22/2017 CAL GAS INLET 1

External Standard Test Details

Function Result Time
a/210L HH:MM
Blank Test 0.000 08:24

External Standard IR 0.078 08:24
External Standard EC 0.078 08:24
Blank Test 0.000 08:25
External Standard IR 0.078 08:25
External Standard EC 0.077 08:25
Blank Test 0.000 08:27
External Standard IR 0.078 08:27
External Standard EC 0.077 08:27
Blank Test 0.000 08:27

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: DAVE HINTZ .

Signature: [ Jpe € Nz Sig. Date:  12/27/2016




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.5
DATE OF LAST QAP: N/A

Analysis Date: 12/27/2016
Observation Period Began: 11:30
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1697859

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 11:58
Internal Standard VERIFIED 11:59
Subject Sample 1 0.000 0.000
IR Result 0.000 12:00
EC Result 0.000 12:00
Blank Test 0.000 12:00

‘ _y,(ternal Standard IR  0.000 12:01
External Standard EC 0.000 12:01

Blank Test 0.000 12:02

Subject Sample 2 0.000 0.000
IR Result 0.000 12:03
EC Result 0.000 12:03

Blank Test 0.000 12:03

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

I certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, corregt, and accurate. (RCW 9A.72.085.)

Officer Signature et Date _ /2 / A7 // &
Location Signed __ ##1A42YS /Ll E / /




Test Date:

Washington State Patrol
Supervisor Test

12/27/2016 11:50

Breath Test Instrument Information

Model

Alcotest 9510

External Standard Test Details

-’ Operator:

Signature:

Function

Diagnostic

Blank Test

External Standard IR
External Standard EC
Blank Test

External Standard IR
External Standard EC
Blank Test

External Standard IR
External Standard EC
Blank Test

Diagnostic

Sequential Test #: 319

Serial Number: ARAF-0030
Result Time
a/210L HH:MM
OK 11:50

0.000 11:50
0.078 11:51
0.079 11:51
0.000° 11:52
0.078 11:52
0.078 11:52
0.000 11:53
0.078 11:53
0.078 11:53
0.000 11:54
OK 11:55

D‘N E /7[//\/7’2

Sig. Date: X/ 27//¢



~Draeger Alcotest 9510
Version info

Date: 26.12.2016
Time: 11:08

Serial: ARAF-0030

/6 Ver:0.9/8322798
-6 Checksum: 0xCFEB
BTL Ver:1.5/8323536

W?nCE Ver:5.7/8322797
WinCE Checksum:0x2483
WinCE ImageVer:1.8

Cfg Ver:2.5/8322796
AP  Ver:2.5/8322796A
NAP Ver:2.5/8322796NA

AP/NAP CRC:0xB035/0x6BEO

D{ink. location: Ox6AAA
Lifecounter: 9585

Config files:
RecordData_086
InternalPrinterCfg_025
TextslinternalPrt_037
FontsinternalPrt_001
Parameter_038
MeasProc_120
WinCeCfg_049
ExternalPrthg_101
Texts1ExternalPrt_062
AccessRights_028

Subversion:
WA

/}/90//(;

‘ WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00306
DATE: 12/26/2016
TIME: 12:31

ERHK K ok ok kR kKRR K kKK KR KKK kKKK

QAP LINEARITY

I S

TARGET CONC. - 0.0395
IR[g/210L] EC[g/210L]
1 0.039 0.039
2 0.039 0.039
3 0.039 0.039
4 0.039 0.039
5 0 039 0.039
Xk KK mow o oeomom X xo® K ok ok ok ok ok
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAF -
TEST NO. : ogg?g
DATE : 12/26/2016

KR KNk okok ok Kk KRR KK kR KKK KK KR

QAP BREATH TEST

AR KKK KRR KR KKK KR RN R KKK KR

BREATH ANALYSIS

g/210L TIME
AIR BLANK 0.000 14:17
INT STD VERIFIED 14:18

SUBJECT IR 0.000 14:19
‘IBJECT EC 0.001 14:19
/R BLANK 0.000 14:20

T STD IR 0.076 14:20

EXT STD EC 0.075 14:20

AIR BLANK 0.000 14:21

SUBJECT IR 0.000 14:22

SUBJECT EC 0.000 14:22

AIR BLANK 0.000 14:22

KK E Kk oxoxomom e oeoa NR KRR K oKk ok

'EEEEEEREREEREREEREEIIEENE]

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASH INGTON
TEST NO.: 00308
DATE: 12/26/2016
TIME: 13:44

kKKK KKK KK XK KK R KKK K KKK KKK

QAP LINEARITY

k kKK R kK kKK KKK KK KK KKK K KR K

TARGET CONC. : 0.0823

IR[g/210L] EC[g/210L]
1 0.080 0.079
2 0.079 0.079
3 0.079 0.079
4 0.079 0.079
5 0.079 0.079

~

Dot ] 17

I EEEEEEEEEER L EREEENEEEREIEE

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00309
DATE : 12/26/2016
TIME: 13:53

IR EEEE R EERIEEEEREEEEEE LS

QAP LINEARITY
X K KKk kK KXKKXKKX KR XKXKXKXKKXXKX XX
TARGET CONC. : 0.1533
IR[(g/210L] EC[g/210L]

1 0.150 0.149
2 0.150 0.149
3 0.150 0.149
4 0.150 0.149
5 0.150 0.149

'EEEELEREEE R

T T T EEEEERER
WASHINGTON
ALCOTEST 9510
SERIAL NO.: ARAF - 0030
LOCATION: WASH INGTON
TEST NO. : 00310
DATE: 12/26/2016
TIME : 14:02
ARk Rk Kk kKK KKKK KX KKKRK KX K* X KK
QAP LINEARITY
'R EEEEEEEEREREEEEE SN
TARGET CONC. : 0.2058

IR(g/210L] EC[g/210L]
.200 0.196
.200 0.197
.200 0.198
.200 0.198
.200 0.198

R R R R EREEREEREREEEERENE]

[— NN~}

1
2
3
4
5

AR K KX KK KR KKK KR KK KK KKK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO.: 00311
DATE: 12/26/2016

IEEEEEEEEERREREEEEREEIEEE]

QAP MOUTH ALCOHOL

IEEEEEEEREREEREEEREEEEIIIEIENE]

DIAGNOSTIC OK 14:12
AIR BLANK 0.000 14:12
EXT STD IR ---- 14:13
EXT STD EC ---- 14:13
AIR BLANK ce-m mmie-
DIAGNOSTIC OK 14:13

XK KKK K KRR KRR KKK KKK KKK KN K

OPERATOR SIGNATUR

(}oﬁ’L | | }Pw\w

PR R EEEEEEE R ER R R R R RS

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NO.: 00312
DATE: 12/26/2016

AXKKX KR RXKKK R XK KKERKRXKRK

QAP INTERFERENCE
DIAGNOSTIC OK 14:13
AIR BLANK 0.000 14:14
EXT STD IR 0.105 14:15
EXT STD EC 0.082 14:15
AIR BLANK 0.000 14:15
DIAGNOSTIC OK 14:16

KAk XK KKK RRKKXRKRK KK T KKK KKK

OPERATOR SIGNATURE:



N/

Draeger Alcotest 9510
Version info

Date: 26.12.2016
Time: 11:08

Serial: ARAF-0030
N’
M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

wgncs Ver:5.7/8322797
WinCE Checksum:0x2483
WinCE ImageVer:1.8

Cfg Ver:2.5/8322796

AP Ver:2.5/8322796A
NAP Ver:2.5/8322796NA
AP/NAP CRC:0xB035/0x6BEO

D[ink. location: Ox6AAA
Lifecounter: 9585

Config files:
RecordData_086
lnternalPrinterCfg_025
TextsInternalPrt_037
FontsinternalPrt_001
Parameter_038
MeasProc_120
WinCeCfg_049
ExternalPrthg_101
Texts1ExternalPrt_062
AccessRights_o028

Subversion:
WA

**t*t*tk*ﬂ*t****k*ti**ﬁi

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00306
DATE: 12/26/2016
TIME: 12:31

**titatt*****t*****'**t*

QAP LINEARITY

**t******ﬁ**t*********k*

TARGET CONC. : 0.0395

IR(g/210L] EC[g/210L]
1 0.039  0.039
2 0.039  0.039
3 0.039 0.039
g 0.039 0.039
e rannnas039,,,0,030

k*i*******i*t*******ﬁ*kt

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NoO.: 00313
DATE: 12/26/2016

i*******ti*t*********iﬁ*

QAP BREATH TEST
**i*k*********#i*******t
BREATH ANALYSIS

g/210L TIME
AIR BLANK .0.000 14:17
INT STD VERIFIED 14:18
UBJECT IR 0.000 14:19

UBJECT EC 0.001 14:19
AIR BLANK 0.000 14:20
EXT STD IR 0.076 14:20
EXT STD EC 0.075 14:20
AlIR BLANK 0.000 14:21
SUBJECT IR 0.000 14:22
SUBJECT EC 0.000 14:22
AIR BLANK 0.000 14:22

*ﬁ*ﬁ**k**iﬂ**********i*i

kK kKK kX kK KKKk Kk k kKKK KKK kK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00308
DATE : 12/26/2016
TIME: 13:44

k ok k ok ok ok ok kK kK ok ok k ok ok k kXK kK kok k k%

QAP LINEARITY

k ok kK ok k k k ok ok k ok ok k ok ok ok k ok Xk ok ok Xk

TARGET CONC. : 0.0823

IR[g/210L] EC([g/210L]
1 0.080 0.079
2 0.079 0.079
3 0.079 0° 079
4 0.079 0.079
5 0.079 0.079
* ok ok ok ok k ok ok Kk h ok ok ok k ok ok k ok ok Kk ok ok k Kk

Kk k Kk ok ok k kkokkok ok ok ok ok k ok Kk kok ok ok ok

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00309
DATE: .12/26/2016
TIME: 13:53

Xk KKK KK kK kKK ok ok ok ok kk Kk kK kK

QAP LINEARITY

kK kkkkkk*KkKkkkkkkkkxkx kkkkxk

TARGET CONC. : 0.1533

IR[g/210L] EC[g/210L]
1 0.150 0.149
2 0.150 0.149
3 0.150 0.149
4 0.150  0.149
5 0.150 0.149
IEREEEEEREEREBENEITIENEEEESENEE]

IEEEEEEEREEREESEEEERSESEIES]

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00310
DATE: 12/26/2016
TIME: © 14:02

Kk kkokkkk kXX Xkkkkhdhxkkkxk

QAP LINEARITY

Kk kkok ok ok kX KkK Kk kkkkXxkkkkkk

TARGET CONC. : 0.2058

IR[g/210L] EC[g/210L]
1 0.200 0.196
2 0.200 0.197
3 0.200 0.198
4 0.200 0.198
5 0.200 0.198
ok ok ok ok k k k k ok ok kok ok ok k ok kk Kk okokokk

Kok ok ok ok ok ok ok ok ok kk ok ok ok ok ok kh ok kkokk

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO. : 00311
DATE: 12/26/2016

LB EEEREREEREREREEENRIEEESESS]

QAP MOUTH ALCOHOL

IEEEEREEEEEERREEEEEESIERES]

DIAGNOSTIC OK 14:12
AIR BLANK 0.000 14:12
EXT STD IR ---- 14:13
EXT STD EC ----  14:13
AIR BLANK cem=  mmie-
DIAGNOSTIC OK 14:13

*k ok k ok ok ok k ok ok ok ok ok ok ok ok ok kkokkkkk Kk

OPERATOR SIGNATURE:

Xk k ok ok k kkk KKk Kkkk k kX kkkkk k&

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO.: 00312
DATE: 12/26/2016

* ok k kK ok Kk k k kXK K kK KKKk Kk kK kkk

QAP INTERFERENCE
Xk k ok ok ok ok kXK KKXK KKk kX kk*xkx*
DIAGNOSTIC OK 14:13
AIR BLANK 0.000 14:14
EXT STD IR 0.105 14:15
EXT STD EC 0.082 14:15
AIR BLANK 0.000 14:15
DIAGNOSTIC OK 14:16

Kok ok ok ok ok ok ok kK Nk ok kX kKR KK Kk Kk ok ok

OPERATOR SIGNATURE:



Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER:  ARZB-0005
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.5
TECHNICIAN: DAVE Hinrz
TIME/DATE BEGAN: 11:53 12/26/2016

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCHi##: 16028 REF VALUE: 0.0798 SIM#: DR2514 THERM#: DR2514

CALIBRATION PROCEDURE

Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16032 16040 16048 16049
Reference Value 0.0395 0.0823 0.1533 0.2058
Sim Temp 34.0°C
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.040 0.040 0.081 0.081 0.156 0.155 0.208 0.203
2 _0.040 0.040 0.081 0.082 0.156 0.155 0.208 0.203
3 __0.040 0.040 0.081 0.082 0.156 0.154 0.208 0.203
4 _0.040 0.040 0.081 0.082 0.156 0.154 0.208 0.203
5 _0.040 0.040 0.081 0.081 0.155 0.154 0.207 0.202
Sim Temp 34.0°C + ‘
0.2°C After? YES YES YES YES

Mean _0.0400 0.0400 0.0810 0.0816 0.1558 0.1544 0.2078 0.2028
SD _0.0000 0.0000 0.0000 0.0005 0.0004 0.0005 0.0004 0.0004

Bias % _1.27 1.27 -1.568 -0.85 1.63 0.72 0.97 -1.46
CV % _0.00 0.00 0.00 0.61 0.26 0.32 0.19 0.20
COMPLETE BREATH TEST: YES ESS LOT#: 499298 EXP DATE: _07/20/2019
INTERFERENCE TEST: YES BATCH#: __ 16028 | SIM#: DR4483

ACETONE LOT#: EM11202014  THERM#: __DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 4100060K

COMMENTS: 50 o ARE V&,Q/F/gp/ﬁe/ﬂféy

AS FOUND ESS RESULT: R, M)A EC. WA

DAVE Hinr=z DMM% /330 / /2 A -/ b

Technician Name Signature / Time/}?!ate Procedure Completed




WASHINGTON STATE PATROL
___EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.5
DATE OF LAST QAP: N/A

Analysis Date: 12/27/2016
Observation Period Began: 11:15
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 11:40
Internal Standard VERIFIED 11:41
Subject Sample 1 0.000 0.000
IR Result 0.000 11:42
EC Result 0.000 11:42
Blank Test 0.000 11:42

Vternal Standard IR 0.000 11:43
External Standard EC 0.000 11:43

Blank Test 0.000 11:44

Subject Sample 2 0.000 0.000
IR Result 0.000 11:45
EC Result 0.000 11:45

Blank Test 0.000 11:45

During this test, | followed alu:rotocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and é)ossessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Penal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature a L ‘ - Date /‘72/ A 7/ /6
Location Signed /P2 ILLE 4 WA /7




Washington State Patrol
External Standard Change

Test Date: 12/27/2016 Sequential Test #: v 242

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARZB-0005 12/26/2016

Drygas Cylinder External Standard Information
Lot Number Concentration Expiration  Inlet
4992908 0.080 07/20/2019 CAL GAS INLET 1

External Standard Test Details

~ Function Result Time
a/210L HH:MM
Blank Test 0.000 07:12

External Standard IR 0.082 07:12
External Standard EC 0.080 07:12
Blank Test 0.000 07:13
External Standard IR 0.081 07:13
External Standard EC 0.080 07:13
Blank Test 0.000 07:15
External Standard IR 0.081 07:15
External Standard EC 0.080 07:15
Blank Test 0.000 07:15

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: DAVE-HINTZ Wi

Signature: ,L) R eiZr Sig. Date:  12/27/2016



Draeg » 3t 9510
Versi

Date: 8
Time: ¢« =
Seria.. ...._-- =05

M fer:0.9/8322798
M gethecksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.7/8322797
WinCE Checksum:0x2483
WinCE ImageVer:1.8

Cfg Ver:2.5/8322796

AP Ver:2.5/8322796A
NAP Ver:2.5/8322796NA
AP/NAP CRC:0xB035/0x6BEO

Drink. location: Ox6AAA
Lifecounter: 3653

Config files:
RecordData_086
InternalPrinterCfg_025
TextslinternalPrt_037
FontsinternalPrt_001
Parameter_038
MeasProc_120
WinCeCfg_049
ExternalPrtCfg_101
Texts1ExternalPrt_062
AccessRights_028

Subversion:
WA

,}I‘W\W

* > R R R AR K KRR X Rk KKK KKK KR

\ ;  WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00233
DATE : 12/26/2016
TIME : 12:05

IR R RN EEEEEEREEEERE RN

QAP LINEARITY
TARGET CONC. : 0.0395
IR(g/210L] EC[g/210L]

1 0.040 0.040
2 0.040 0.040
3 0.040 0.040
4 0.040 0.040
5 0.040 0.040
ok Rk ok ok kK KKK KKK KK KKK KKK N KR
WASHINGTON
ALCOTEST 9510
SERIAL NO.: ARZB- 0005
LOCATION: WASHINGTON
TEST NO. : 00234
DATE: 12/26/2016
TIME: 12:46
QAP LINEARITY

TuaiET CONC. : 0.0823

iR[g/210L] EC[g/210L]
1 0.081 0.081
2 0.081 0.082
3 0.081 0.082
4 . ng1 0.082
5 1 0.081

XK KK KK KK

IN

ALUw . - 510
SERIAL NO.: ARZB-0005
LOCATION: WASH INGTON
TEST NO.: 00235
DATE: 12/26/2016
TIME: 12:56

tttkkttlk**ﬂktkt***ktiﬁt

QAP LINEARITY

t-ttnuutuwattuv«ntu*wau-t

TARGET CONC. : 0.1533
IR{g/210L] EC(g/210L]
1 0.156 0.155
2 0.156 0.155
3 0.156 0.154
4 0.156 0.154
5 0.155 0.156
WASHINGTON
ALCOTEST 98510
SERIAL NO.: ARZB-0005
LOCATION: WASHINGTON
TEST NO.: 00236
DATE: 12/26/2016
TIME: 13:06

R LR R R R I A A

QAP LINEARITY** .
TARGET CONC. : 0.2058
IR{g/210L] EC(g/210L]
0.208 0.203
0.208 0.203
0.208 0.203
0.208 0.203
0 0.202

K kK kR KK

2N BN =

X KR KR KKK

S

ﬂﬁttit*ul!ﬁttatil*tﬂitﬁk

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
TEST NO.: 00237
DATE: 12/26/2016

KA K KKXRRA KKK KR RK KK KRR XX

QAP MOUTH ALCOHOL

KRR A KKK KX R XK KKK R K KKK KX KR

DIAGNOSTIC OK 13:16
AIR BLANK 0.000 13:17
EXT STD IR ---- 13:18
EXT STD EC ---- 13:18
AIR BLANK R
DIAGNOSTIC OK 13:18

e T LA EE R R R R

OPER# “JR

B REE R

NN
ALl il

SERIAL NO. : ARZB-0005

TEST NO.: 00238

DATE: 12/26/2016

A KKK K KK KK KKK KK XK KR RR KKK X

QAP INTERFERENCE
DIAGNOSTIC OK 13:19
AIR BLANK 0.000 13:20
EXT STD IR 0.097 13:21
EXT STD EC 0.077 13:21
AIR BLANK 0.000 13:21
DIAGNOSTIC OK 13:22

A XX KKK KX KKKKKK XXX RKXKKX XXX

OPERATOR S|IGNATURE:

RYNT
}ML
ﬂiﬂtxt!tltltttiﬁ*kt!ti

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
TEST NO.: 00239
DATE: 12/26/2016

[ EEEEEEEEEEREEREEREEEIEEES]

QAP BREATH TEST
XKk KK R R K KK KKK KKK KKKK KK KRR
BREATH ANALYSIS
g/210L TIME
AIR BLANK 0.000 13:25
INT STD VERIFIED 13:25

SUBJECT IR 0.000 13:26
SUBJECT EC 0.000 13:26
AIR BLANK 0.000 13:27
EXT STD IR 0.079 13:27
EXT STD EC 0.078 13:27
AIR BLANK 0.000 13:28
SUBJECT IR 0.000 13:29
SUBJECT EC 0.000 13:29
AIR BLANK 0.000 13:30

IEEEEEEEEREERERENEIEEEEEEEE]



Draeger Alcotest 9510
Version info

Date: 26.12.2016
Time: 11:20

Serjal: ARZB-0005

heas’ Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.7/8322797
WinCE Checksum:0x2483
WinCE ImageVer:1.8

Cfg Ver:2.5/8322796

AP  Ver:2.5/8322796A
NAP Ver:2.5/8322796NA
AP/NAP CRC:0xB035/0x6BEO

Drink. location: Ox6AAA
Lifecounter: 3653

Config files:
RecordData_086
InternalPrinterCfg_025
TextslnternalPrt_037
FontsinternalPrt_o001
Parameter_038
MeasProc_120
WinCeCfg_049
ExternalPrtCfg_101
TextsiExternalPrt_062
AccessRights_028

Subversion:
WA

ik kkRXKKK Kk KKK KK KKKk KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00233
DATE: 12/26/2016
TIME: 12:05

Xk k kK k k ok k kK kX Kk kX k XKk k% k k kK

QAP LINEARITY
* ok K ok k k ok ok k ok kK ok k ok ok kX kKK Kk kKK
TARGET CONC. : 0.0395
IR[(g/210L] EC([g/210L]

1 0.040 0.040
2 0.040 0.040
3 0.040 0.040
4 0.040 0.040
5 0.040 0.040
kk khk ok ok ok k K Kk XKk kk Kk k Xk kkk

KRk kK k k kR KKK KX Kk Kk kk kK *k k k k x &

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00234
DATE: 12/26/2016
TIME: 12:46

ok ok ok ok Ak k ok k k kK Kk k k x k *x Kk k k k %

QAP LINEARITY
ok kA XRKKRKA K XK AR EKRK R KR KK
TARGET CONC. : 0.0823
IR{g/210L] EC[g/210L]
.081 0.081
. 081 0.082
. 081 0.082
.081 0.082
.081 0.081

kK khkkkkKRKKXKkKk XX kXX K*Xkx*

[ = I ]

1
2
3
4
5
*

**ﬂ*wiﬂ**ﬂ*ii******ﬁ***ﬂ

WASH | NGTON
! ALCOTEST 9510

SERIAL NO.: ARZB-0005
LOCATION: WASH INGTON
TEST NO.: 00235
DATE: 12/26/2016
TIME: 12:56

****ﬁtk***i*tt****k*****

QAP LINEARITY
ﬁt**t***ﬂl*********'**ﬁt
TARGET CONC. : 0.1533

IR{g/210L] EC{g/210L]
.156 0.155
.156 0.155
.156 0.154
.156 0.154
. 155 0.154

ﬁ***t****kﬁ*i****k***ti

00000

1
2
3
4
5
*

k*ktai*a*i*t**ﬂ**ktw***i

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
LOCATION: WASH INGTON
TEST NO.: ‘ 00236
DATE: 12/26/2016
TIME: 13:06

i*********i*xﬁk**k*****i

QAP LINEARITY
*****ﬁ*************nl**k
TARGET CONC. : 0.2058

IR[g/210L] EC[g/210L]

1 0.208 0.203
2 0.208 0.203
3 0.208 0.203
4 0.208 0.203
5 0.207 0.202
***t********t*i********i

*ﬁ**ﬁ**********i********

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
TEST NO.: 00237
DATE: 12/26/2016

****kt***!**k******i**ﬁ*

QAP MOUTH ALCOHOL

*t**i********k**t****iﬁi

DIAGNOSTIC OK 13:16°
AIR BLANK 0.000 13:17
EXT STD IR ---- 13:18
EXT STD EC ---- 13:18
AlR BLANK L
DIAGNOSTIC OK 13:18

*i**t*k****t**it*****kﬁ'

OPERATOR SIGNATURE:

IEEEEEREEREEEEEEEEEELEEEE]

WASHINGTON
ALCOTEST 9510

ARZB-0005

SERIAL NO. :
TEST NO.: 00238
DATE: 12/26/2016

Kk okk ok kk ok ok kkkkkkk Xk Kk kkkk

QAP INTERFERENCE
k ok kK k ok ok kk kXK Kk kkkkKkkkkk kX
DIAGNOSTIC OK 13:19
AIR BLANK 0.000 13:20
EXT STD IR 0.097 13:21
EXT STD EC 0.077 13:21
AIR BLANK 0.000 13:21
DIAGNOSTIC OK 13:22

IEEEEREEEREEREEEREREIEEEIEEIES]

OPERATOR SIGNATURE:

Kk XKk Kk Rk kkhkkk kkkkkkkkkkx

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
TEST NO.: 00239
DATE: 12/26/2016

KKKk ok kk kk kXX kkkkXXK*hk*kwk

QAP BREATH TEST

X R kK Kk ok kK kK k Kk k ok k ok ok kKK KKk ok kK

BREATH ANALYSIS

g/210L TIME

AIR BLANK 0.000 13:25
INT STD VERIFIED 13:25

SUBJECT IR 0.000 13:26
SUBJECT EC 0.000 13:26
AIR BLANK 0.000 13:27
EXT STD IR 0.079 13:27
EXT STD EC 0.078 13:27
AIR BLANK 0.000 13:28
SUBJECT IR 0.000 13:29
SUBJECT EC 0.000 13:29
AlIR BLANK 0.000 13:30

Kk kK k ok kk kXK Kk kkkk Kk kkok ok kk



Draeger Alcotest 9510 Software Validation
e WIiInCE: 8322797 version 5.7
o M16: 8322798 version 0.9
e Config: 8322796 version 2.5

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

. Technician: Jim Van Diest

Instrument Serial Number:ARJH-0005 and ARJH-0006

Dates Testing Performed: December 21, 22, 2016

Draeger Item
Number

Software Change

How Results were
Obtained

Results

1

Perform a cylinder change the next
calendar day after the QAP. Verify
printout reflects actual date of QAP.

N/A

N/A

2 Run a supervisory test and select the Set up the instrument to run | | ran 3 supervisory tests
external printer to print resuits. 3 supervisory tests. on the attached gas
. cylinder, each time the
test failed status. It
showed a “3” in the
result.
3 Verify location and message of shutdown | N/A N/A
button by attempting to use the feature.
4 Verify time period in training mode and N/A - N/A
evidential mode by attempting a test prior
to 15 minutes.
5 Verify display does not include African N/A N/A
American
6 Attempt to enter alphanumeric characters. | N/A N/A
7 Enter 00 and three other county codes N/A N/A
during a complete breath test
8 Attempt to enter characters and verify itis | N/A N/A
not allowed. Should only allow
designated names and not freeform text.
9 Verify reprint option to reduce operator N/A N/A
confusion.
10 Verify driver license scanning is allowed N/A N/A
when message “Scan DL/operator card”
is displayed.
11 Verify by using the asterisk in a name and | N/A N/A
license number field on the touchscreen
and keyboard.
12 Verify by selecting refusal and terminate a | N/A N/A
test.
13 Run several tests and then use reprintto | N/A N/A

verify order of tests displayed.




Draeger Alcotest 9510 Software Validation
e WIinCE: 8322797 version 5.7
e M16: 8322798 version 0.9
o Config: 8322796 version 2.5

14 Run a complete breath test and induce an | N/A N/A
ambient air fail.

15 Set number of printouts to the default and | N/A N/A
ensure two copies are printed.

16 Ensure a blank sample is obtained aftera | N/A N/A
purge during the QAP.

17 Using the technician key the tech will N/A N/A
select the option and report the value of
the int-t.

18 Poll the instrument and verify the season | N/A N/A
codes are not reported; examine
documents to ensure the code is not
reported.

19 Attempt to run a test with an expired N/A N/A
permit card; verify verbiage on display.

A “As-found” test was conducted on the instrument prior to the QAP being conducted. During the “as-found” test,
there was a “0.000” result in the External Standard IR and EC. After the QAP was printed out, the Technician
name was not fully spelled out. Due to too many errors in the tests, the software validation test was stopped and
reported.

7. -7




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARJH-0005
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.5
TECHNICIAN: VAN D
TIME/DATE BEGAN: 12:15 12/21/2016

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16045 REF VALUE: 0.0821 SIM#: DR4767 THERM{#: DR4767

CALIBRATION PROCEDURE

Results Units g/210L
Simulator # DR4494 DR2514 DR4492 DR3906
Sim Thermometer # DR4494 DR2514 DR4492 DR3906
QAP Batch # 16032 16046 16048 16049
Reference Value 0.0395 0.0819 0.1533 0.2058
Sim Temp 34.0°C '
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.040 0.040 0.080 0.079 0.155 0.152 0.205 0.200
2 _0.040 0.040 0.080 0.080 0.154 0.153 0.205 0.201
3 _0.040 0.040 0.080 0.080 0.154 0.153 0.205 0.201
4 _0.040 0.040 0.081 0.081 0.154 0.153 0.205 0.201
5 _0.040 0.040 0.080 0.080 0.153 0.153 0.204 0.201
Sim Temp 34.0°C £
0.2°C After? YES YES YES YES

Mean _0.0400 0.0400 0.0802 0.0800 0.1540 0.1528 0.2048 0.2008
SD _0.0000 0.0000 0.0004 0.0007 0.0007 0.0004 0.0004 0.0004

Bias % _1.27 1.27 -2.08 -2.32 0.46 -0.33 -0.49 -2.43
CV % _0.00 0.00 0.50 0.88 0.45 0.26 0.20 0.20
COMPLETE BREATH TEST: YES ESS LOT#: _499298 EXP DATE: _07/20/2019

INTERFERENCE TEST: YES BATCH#: __ 16028 SIMi#: DR4483
‘ ACETONE LOT#: EM11202014  THERM#: __ DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 4100060K

COMMENTS:

AS FOUND ESS RESULT: IR: EC:

VAN D | /Y6 /33

Technician Name 4 Signature Time/Date Procedure Completed




Draeger Alcctest 9510
Version info

Date: 21.12.2016
Time: 11:36

Serial: ARJH-0005

M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.7/8322797
WinCE Checksum:0x2483
WinCE ImageVer:1.8

Cfg Ver:2.5/8322796

AP Ver:2.5/8322796A
NAP Ver:2.5/8322796NA
AP/NAP CRC:0xB035/0x6BEO

Drink. location: OX6AAA
Lifecounter: 588

Config files:
RecordData_086
InternalPrinterCfg_025
TextsInternalPrt_037
FontsinternalPrt_001
Parameter_038
MeasProc_120
WinCeCfg_049
ExternalPrtCfg_101
Texts1ExternalPrt_o062
AccessRights_028

\vabversion:Qﬂ /27//‘
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WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0005
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.5
DATE OF LAST QAP: N/A

Analysis Date: 12/21/2016

Observation Period Began: 11:30

Citation/Case Number: AS FOUND

Operator Name: VAN DIEST/ JAMES/ P

Subject Name: AS FOUND/ AS FOUND/ AS FOUND
Subject Date of Birth: 01/01/1950

External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g9/210L  hh:mm liters seconds
Blank Test 0.000 11:58
Internal Standard VERIFIED 11:58
Subject Sample 1 0.000 0.000
IR Result 0.000 11:59
EC Result 0.000 11:59
Blank Test 0.000 12:00

ernal Standard IR 0.000 12:00
External Standard EC 0.000 12:00

Blank Test 0.000 12:02

Subject Sample 2 0.000 0.000
IR Result 0.000 12:02
EC Result 0.000 12:02

Blank Test 0.000 12:02

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pen of perjury under the laws of the state of Washington that the statements on this document
and information contained -'- ?7 are true, correct, and accurate. (RCW 9A.72.085.)
Officer Signature ,’/_Z o Date / Z k2 / L

Location Signed ,/ /' N4~ /U sV //f




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0005
N’/ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.5
DATE OF LAST QAP: N/A

Analysis Date: 12/22/2016

Observation Period Began: 13:00
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 13:51
Internal Standard VERIFIED 13:51
Subject Sample 1 0.000 0.000
IR Result 0.000 13:52
EC Result 0.000 13:52
Blank Test 0.000 183:53

- iernal Standard IR 0.000 13:53
External Standard EC 0.000 13:53

Blank Test 0.000 13:55

Subject Sample 2 0.000 0.000
IR Result 0.000 13:55
EC Result 0.000 13:55

Blank Test 0.000 13:55

During this test, | followed all protocols set in place b?/ the Washington State Toxicologist for the EurPoses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and é)ossessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained ein are true, correct, and accurate. (RCW 9A.72.085.)

Date / Z i )6

Officer Signature

Location Signed / %Aﬁ’“,"s \/ (e




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0005
N\’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.5
DATE OF LAST QAP: N/A

Analysis Date: 12/22/2016

Observation Period Began: 13:55
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 14:17
Internal Standard VERIFIED 14:17
Subject Sample 1 0.000 0.000
IR Result 0.000 14:18
EC Result 0.000 14:18
Blank Test 0.000 14:19

«ternal Standard IR 0.000 14:19
External Standard EC 0.000 14:19

Blank Test 0.000 14:21

Subject Sample 2 0.000 0.000
IR Result 0.000 14:21
EC Result 0.000 14:21

Blank Test 0.000 14:21

During this test, | followed all protocols set in place b¥ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contau?ﬁbﬂ? arg true, correct, and accurate. (RCW 9A.72.085.)
Officer Signature / L’ pate /2 %2/ ¢

Location Signed /// //V) «4-"75 ys /U




Test Date:

Model

Operator:

Washington State Patrol
Supervisor Test

12/22/2016 13:43 Sequential Test #: 104
Breath Test Instrument Information
Alcotest 9510 Serial Number: ARJH-0005
External Standard Test Details
Function Result Time
g/210L HH:MM
Diagnostic OK 13:43
Blank Test 0.000 13:43
External Standard IR 0.077 13:43
External Standard EC 0.077 13:43
Blank Test 0.000 13:44
External Standard IR 0.078 13:44
External Standard EC 0.078 13:44
Blank Test 0.000 13:46
External Standard IR 0.078 13:46
External Standard EC 0.078 13:46
Blank Test 0.000 13:46
Diagnostic OK 13:47
Sig. Date: 222 /C

7 ‘
Signature: / ( /ﬁ




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARJH-0006
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.5
TECHNICIAN: VAN D
TIME/DATE BEGAN: 12:34 12/21/2016

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16045 REF VALUE: 0.0821 SIM#: DR4767 THERM##: DR4767

CALIBRATION PROCEDURE

Results Units g/210L
Simulator # DR4494 DR2514 DR4492 DR3906
Sim Thermometer # DR4494 DR2514 DR4492 DR3906
QAP Batch # 16032 16046 16048 16049
Reference Value 0.0395 0.0819 0.1533 0.2058
Sim Temp 34.0°C
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.039 0.040 0.082 0.082 0.153 0.152 0.203 0.198
2 _0.039 0.040 0.082 0.083 0.153 0.153 0.203 0.200
3 _0.040 0.040 0.081 0.083 0.153 0.152 0.203 0.200
4 _0.039 0.040 0.081 0.082 0.153 0.152 0.203 0.199
5 _0.039 0.040 0.081 0.082 0.152 0.152 0.203 0.200
Sim Temp 34.0°C £
0.2°C After? YES YES YES YES

Mean _0.0392 0.0400 0.0814 0.0824 0.1528 0.1522 0.2030 0.1994
SD _0.0004 0.0000 0.0005 0.0005 0.0004 0.0004 0.0000 0.0009

Bias % _-0.76 1.27 -0.61 0.61 -0.33 -0.72 -1.36 -3.11
CV% _1.02 0.00 0.61 0.61 0.26 0.26 0.00 0.45
COMPLETE BREATH TEST: YES ESS LOT#: 499298 : EXP DATE: _07/20/2019
INTERFERENCE TEST: YES BATCH#: _ 16028 SIM#: DR4483

ACETONE LOT#: EM11202014  THERM#: __ DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 4100060K

COMMENTS:

AS FOUND ESS RESULT: IR: EC:
}

VAN D \OM | |12\ 133

Technician Name N Signature Time/Date Procedure Completed
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Draeger Alcotest 9510
Version info

Date: 21.12.2016
Time: 11:53

Serial: ARJH-0006

M16 Ver:0.9/8322798
M16 Checksum: OxCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.7/8322797
WinCE Checksum:0x2483
WinCE ImageVer:1.8

Cfg Ver:2.5/8322796

AP Ver:2.5/8322796A

NAP Ver:2.5/8322796NA
AP/NAP CRC:0xB035/0x6BEO

Drink. location: OXx6AAA
Lifecounter: 462

Config files:
RecordData_086
InternalPrinterCfg_025
TextslnternalPrt_037
FontslnternalPrt_001
Parameter_038
MeasProc_120
WinCeCfg_049
ExternalPrtCfg_101
TextsiExternalPrt_062
AccessRights_028

Subversion: 4{)/

WA

P



Washington State Patrol
Supervisor Test

Test Date: 12/22/2016 13:54 Sequential Test #: 97

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARJH-0006

External Standard Test Details

Function Result Time
a/210L HH:MM

Diagnostic OK 13:54

Blank Test 0.000 13:54

External Standard IR 0.078 13:54
External Standard EC 0.076 13:54
Blank Test 0.000 13:56
External Standard IR 0.078 13:56
External Standard EC 0.077 13:56
Blank Test 0.000 13:57
External Standard IR 0.078 13:57
External Standard EC 0.077 13:57
Blank Test 0.000 13:58
External Standard IR 0.078 13:58
External Standard EC 0.077 13:58
Blank Test 0 000 13:58
Diagnostic 13:59

Operator: )O /'/ J M \IPM/D 3 ES

Signature: ' / . Sig. Date: ('2 Zrig




Washington State Patrol
Supervisor Test

Test Date: 12/22/2016 13:49 Sequential Test #: 96
Breath Test Instrument Information
Model Alcotest 9510 Serial Number: ARJH-0006
External Standard Test Details

Function Result Time

g/210L HH:MM

Diagnostic OK 13:49

Test failed, Status 3

Test failed, Status 3

Test failed, Status 3

Test failed, Status 3

iagnostic OK 13:52

Operator: L j‘/‘/\ \[MDT(:S*—
Signature: / /L/" Sig. Date: 1Lt

v



Test Date:

Washington State Patrol
Supervisor Test

12/22/2016 13:43

Breath Test Instrument Information

Model

Operator:

Sequential Test #: 95

Alcotest 9510 Serial Number: ARJH-0006
External Standard Test Details
Function Result Time
a/210L HH:MM
Diagnostic OK 13:43
Blank Test 0.000 13:43
External Standard IR 0.088 13:43
External Standard EC 0.086 13:43
Blank Test 0.000 13:44
External Standard IR 0.087 13:44
External Standard EC 0.086 13:44
Blank Test 0.000 13:46
External Standard IR 0.087 13:46
External Standard EC 0.085 13:46
Blank Test 0.000 13:47
External Standard IR 0.087 13:47
External Standard EC 0.085 13:47
Blank Test 0.000 13:47
Diagnostic OK 13:48
7\
\_\ M \L‘V‘ Dfe&" ' :
K}Z/ Sig. Date: ] 12l¢

Signature:

/




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
_— SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.5
DATE OF LAST QAP: N/A

Analysis Date: 12/22/2016

Observation Period Began: 13:50
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 421644

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 14:17
Internal Standard VERIFIED 14:17
Subject Sample 1 0.000 0.000
IR Result 0.000 14:18
EC Result 0.000 14:18
Blank Test 0.000 14:19

«ternal Standard IR 0.000 14:19
External Standard EC 0.000 14:19

Blank Test 0.000 14:21

Subject Sample 2 0.000 0.000
IR Result 0.000 14:21
EC Result 0.000 14:21

Blank Test 0.000 14:21

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Ity of perjury under the laws of the state of Washington that the statements on this document
and information contain ere%ue, correct, and accurate. (RCW 9A.72.085.)
Officer Signature ) pate |2 2L06

Location Signed / 7 \/ S\! l/ ,,( .

/ ! /




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
N’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.5
DATE OF LAST QAP: N/A

Analysis Date: 12/21/2016

Observation Period Began: 11:40

Citation/Case Number: AS FOUND

Operator Name: VAN DIEST/ JAMES/ P

Subject Name: AS FOUND/ AS FOUND/ AS FOUND
Subject Date of Birth: 01/01/1950

External Standard Lot: 327119

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 12:08
Internal Standard VERIFIED 12:09
Subject Sample 1 0.000 0.000
IR Result 0.000 12:10
EC Result 0.000 12:10
Blank Test 0.000 12:10

«ternal Standard IR 0.000 12:11
External Standard EC 0.000 12:11

Blank Test 0.000 12:12

Subject Sample 2 0.000 0.000
IR Result 0.000 12:13
EC Result 0.000 12:13

Blank Test 0.000 12:13

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gurf)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) undef penally of perjury under the laws of the state of Washington that the statements on this document
d heMd accurate. (RCW 9A.72.085.)
Officer Signature Date ' Z . 2/ Lé

and inrormation contaipe
Location Signed / ’ I\/\A«\/ w6




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.5
DATE OF LAST QAP: N/A

Analysis Date: 12/21/2016

Observation Period Began: 14:00
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 327119

Breath Analysis gR/S?b'{t 'r!'rl]Tnem I\égrléjme sBelgc%td';ne
Blank Test 0.000 14:22
Internal Standard VERIFIED 14:23
Subject Sample 1 0.000 0.000
IR Result 0.000 14:23
EC Result 0.000 14:23
Blank Test 0.000 14:24

1ernal Standard IR 0.000 14:25
External Standard EC  0.000 14:25

Blank Test 0.000 14:26

Subject Sample 2 0.000 0.000
IR Result 0.000 14:26
EC Result 0.000 14:26

Blank Test 0.000 14:27

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Ity o perjury under the laws of the state of Washington that the statements on this document
and information contained thergiff are true, correct, and accurate. (RCW 9A.72.085.)
Officer Signature Date , g 2// /4 éL

J
Location Signed ,/ /V\A-" (.(45\/1 / &




Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.8
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

Technician: Cameron Birman

Instrument Serial Number:ARJH-0005 and ARJH-0006

Dates Testing Performed: January 10, 2017 and January 11, 2017

Draeger Item

How Resulits were

Number Software Change Obtained Results
1 Perform a cylinder change the next Performed a cylinder change | A QAP was performed
calendar day after the QAP. Verify the next calendar day after on 1/10/2017. A cylinder
printout reflects actual date of QAP. the QAP. change was done on
1/11/2017. The cylinder
change print out printed
the date of the QAP of
1/10/2017 with a cylinder
change date of
1/11/2017. Cylinder
change did not change
QAP date.
2 Run a supervisory test and select the Ran a supervisor test setting | After the completion of
external printer to print results. the instrument up for the the supervisory tests,
external printer to print the the instrument
copy. successfully printed the
results to the external
printer.
3 Verify location and message of shutdown | The shutdown is not visible | Once the shutdown
button by attempting to use the feature. on the main screen. Hitting | button is activated it
the menu button reveals the | reveals a warning
shutdown button. Hitting the | message, “Do you really
shutdown button reveals a want to shutdown? This
‘message. will power off and lock
the instrument. Do not
shutdown without WSP
authorization.” The
timer starts a 1:00
minute countdown to
select shutdown before
clearing the screen.
4 Verify time period in training mode and Placed the instruments into | The instruments in both

evidential mode by attempting a test prior
to 15 minutes.

Training Mode and
Evidential Mode and
attempted a test prior to the
15 minute waiting period.

modes defaulted to the
15 minute observation
time period starting a
timer countdown for the

1




Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.8
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

amount of time
necessary to satisfy the
15 minute observation
period. The instruments
would not allow a test to
be performed until the

timer was up.
Verify display does not include African Performed a complete The instruments
American breath test and scrolled to revealed options,

selectable race.

“White”, “Black”, “Asian”,
“East Indian”, “Native
American”, “Hispanic”,
“Pacific Islander”, or
“Other”. The
instruments do not give
an “African American”
option.

Attempt to enter alphanumeric characters.

On a complete breath test |
scrolled to PBT Results Data
Entry feature.

| tried to enter Alpha
numeric data with no
success. | placed “080"
into the data space and
scrolled down to view
data. The instruments
auto- populated the
decimal place to “.080"

Enter 00 and three other county codes
during a complete breath test

Tried to enter 00 for date of
birth, county etc.

The instruments are still
requiring a full date of
birth and specific
counties during a
complete breath test.
The only thing that is
different is the county
comes up with a blank

blue box as your first

option and if you enter
next it will show a blank
county.

Attempt to enter characters and verify it is
not allowed. Should only allow
designated names and not freeform text.

Entering data into the
drinking location option.

Drinking locations
search/entry process is
much easier. It only
searches designated
names and not
characters entered. |
tried to enter "RRRR"
and the instruments
wouldn't pull up any
data. | putin known
locations and spelled
them partially and they
came up. | also putin
their 6 digit code and

2




Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.8
o M16: 8322798 version 0.9
e Config: 8322796 version 2.7

they also came up
correctly.

Verify reprint option to reduce operator
confusion.

Activated reprint mode.

The screen reveals
‘Database Type" and
“Search Text Only”. No
“Preview"” option which
was the portion | think
was confusing to
Officers.

10

Verify driver license scanning is allowed
when message “Scan DL/operator card”
is displayed.

Set up to scan license when
“Scan DL/Operator Card”
appears

The instruments
scanned the driver's
license message when
“Scan DL/Operator
Card” appeared. The
Instruments downloaded
all information
accurately.

11

Verify by using the asterisk in a name and
license number field on the touchscreen
and keyboard.

Manually put in Driver's
License information.

| used the asterisk which
is now available in the
touchscreen as an
option. It allowed me to
put the asterisk in the
last name portion and
the number portion of
the license number.

12

Verify by selecting refusal and terminate a
test.

| set up the instruments for a
refusal.

| hit the refusal button.
The instruments
proceeded immediately
with the refusal without a -
timer. It printed the
refusal immediately.

13

Run several tests and then use reprint to
verify order of tests displayed.

Ran several tests and used
reprint to display test data.

The tests were displayed
in order from top to
bottom with most recent
test starting at the top of
the list.

14

Run a complete breath test and induce an
ambient air fail.

| ran a complete breath test
and induced ambient air fail
using hand sanitizer (ethyl
alcohol) in the vicinity of the
instruments breath tube.

The use of the hand
sanitizer (ethyl alcohol)
initiated the Blank
Error/Ambient Fail on
the screen. The screen
gives an alert, “Ventilate
and clear the room air,
then perform new test.”
A 30 second timer
appeared for time -
allowed to hit continue.

15

Set number of printouts to the default and
ensure two copies are printed.

Set printer to 1 copy and
pressed save. Powered off
instruments and powered
back on.

The instruments when
powered back on reset
themselves to print 2
copies as their default.

3




INTEROFFICE COMMUNICATION

WASHINGTON STATE PATROL

TO: Sergeant Clark G. Jones, Impaired Driving Section

WASHINGTON STATE PATROL
== NN

warr

FROM: Trooper Cameron M. Birman, Impaired Driving Section
SUBJECT: Draeger Software Validation
DATE: January 24,2017 FILE:
On January 09, 2017, Draeger provided the following versions of software for validation testing.
WinCE: 8322797 version 5.8
M16: 8322798 version 0.9
Config: 8322796 version 2.7
On January 10, 2017, Trooper Cameron Birman installed the above listed software onto Draeger
instruments ARAF-0030, ARZB-0005, ARJH-0005 and ARJH-0006. Trooper Hintz performed Quality
Assurance procedures on instruments ARAF-0030 and ARZB-0005. Trooper Birman performed Quality
Assurance Procedures on ARJH-0005 and ARJH-0006. Following the Quality Assurance Procedures, it
was noted that the Calibration/Adjustment record was truncating the Technician name at five characters.
We were still not able to enter “00” for the county code and “00-00-0000” for the date of birth. The
instruments were all polled via USB stick and analog phone line. It was identified that there was still a
problem with the polling process and the new software. All other portions of the software validation were
completed and functioning properly.
The findings of this testing were reported to Sergeant Clark Jones.
,/?m/
[
€
WA

3000-323-001 (5/96) An internationally accredited agency providing professional law enforcement services



Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.8
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

16 Ensure a blank sample is obtained after a | A full QAP was completed A blank sample was
purge during the QAP. on the instruments. obtained after a purge

during the QAP.

17 Using the technician key the tech will | used the Technician Key The instruments pulled
select the option and report the value of and accessed the Factory up the Factory Init
the int-t. Init feature in the information listing the

Maintenance Menu. instruments number
ARJH-0006, Sequential
Test number, and Int-t
value.

18 Poll the instrument and verify the season | Data was polled from the No season codes were
codes are not reported; examine instruments and sent to visible in the data. | also
documents to ensure the code is not Nichole Minas to review for hooked the two
reported. season codes. instruments up to an

anolog phone line and
had Nichole confirm the
new software could poll
the instrument as if it
was in the field. The
instruments polled
perfectly via the phone
line.

19 Attempt to run a test with an expired | set up the instruments for a | The instrument

permit card; verify verbiage on display.

complete breath test using
an expired permit card.

immediately recognized
the operator card was
expired and displayed
on the screen, “Operator
Certification is Expired”.
The instruments aborted
the test and went back
to the ready screen not
allowing the expired
permit card to run a test.

72-241 ’




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

N’/
SERIAL NUMBER: ARJH-0005
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: BIRMA
TIME/DATE BEGAN: 08:02 01/10/2017
CALIBRATION ADJUSTMENT PERFORMED: YES
BATCHi##: 16041 REF VALUE: 0.0823 SIM#: G7211 THERM#: B20001090
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4534 DR4481 DR4968 DR4990
Sim Thermometer # DR4534 DR4481 DR4968 DR4990
QAP Batch # 16023 16040 16026 16016
Reference Value 0.0407 0.0823 0.1525 0.2024
Sim Temp 34.0°C +
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.041 0.040 0.083 0.082 0.159 0.155 0.207 0.200
N 2 _0.040 0.040 0.081 0.081 0.157 0.154 0.206 0.199
3 _0.040 0.040 0.081 0.081 0.156 0.152 0.206 0.200
4 _0.040 0.040 0.081 0.080 0.155 0.151 0.204 0.198
5 _ 0.040 0.040 0.081 0.080 0.154 0.151 0.203 0.197
Sim Temp 34.0°C +
0.2°C After? YES YES YES YES

Mean _0.0402 0.0400 0.0814 0.0808 0.1562 0.1526 0.2052 0.1988
SD _0.0004 0.0000 0.0009 0.0008 0.0019 0.0018 . _0.0016 0.0013

Bias % _-1.23 -1.72 -1.09 -1.82 2.43 0.07 1.38 -1.78
Cv% _1.00 0.00 1.11 0.99 1.22 1.18 0.78 0.65
COMPLETE BREATH TEST: YES ESS LOT#: _194110 EXP DATE: _11/25/2018
INTERFERENCE TEST: YES BATCH#: _ 16041 SIMi#: G6850

ACETONE LOT#: CB-20141120 THERM#: __ B95984

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS: S SETUOARE VERTFELIED

AS FOUND ESS RESULT: R N/A . N /A

BIRMA — |-10~] /
echnician Name Signature

Time/Date Procedure Completed




CTOARE VERLFTED

Draeger Alcotest 9510
Version info

Date: 10.01.2017
Time: 07:43

Serial: ARJH-0005

M16 Ver:0.9/8322798
M16 Checksum: O0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.8/8322797
WinCE Checksum:0x169B
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A
NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: Ox6AAA
Lifecounter: 689

Config files:
RecordData_086
InternalPrinterCfg_025
TextsinternalPrt_o039
FontslinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062
Acce i

ssRights_029 -10-17

- 7
Subversion:ét———

WA



Washington State Patrol
Supervisor Test

Test Date: 01/10/2017 09:53 Sequential Test #: 125

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARJH-0005

External Standard Test Details

Function Result Time
a/210L HH:MM

Diagnostic OK 09:63

Blank Test 0.000 09:53

External Standard IR 0.075 09:54
External Standard EC 0.074 09:54

Blank Test 0.000 09:54

Diagnostic OK 09:55
Operator: __:[/2———"\ CAMZR— T4~
Signature: /%’ Sig. Date: _/~/2-/7

—



WASHINGTON STATE PATROL
: TRAINING SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0005
SOFTWARE VERSION 8322798 0.9
-’ CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017

Observation Period Began: 09:50
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: TEST/T/T

Subject Date of Birth: 01/01/1950
External Standard Lot: 499298

Breath Analysis Result Time ~ Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 10:15
Internal Standard VERIFIED 10:16
Subject Sample 1 1.7 6.8
IR Result 0.000 10:17
EC Result 0.000 10:17
Blank Test 0.000 10:18

Fxternal Standard IR 0.077 10:18
'Mternal Standard EC 0.074 10:18

Blank Test 0.000 10:20

Subject Sample 2 1.5 6.3
IRResult  aeeee- 10:20
EC Result 0.000 10:20

Blank Test - S

Test Result: SUBJECT REFUSED

During this test, | followed all(frotocols set in place by the Washington State Toxicologist for the gurf)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and ossessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and uring that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.0§5.)

~—

Officer Signature pate /= /2-/7
Location Signed Ruﬁl._,]_' ANEGTON LAS




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0005
SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017

Observation Period Began: 10:00
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ JANE/ M

Subject Date of Birth: 05/03/1970
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L hh:mm liters seconds
Blank Test 0.000 10:51
Internal Standard VERIFIED 10:52
Subject Sample 1 1.7 7.5
IR Result 0.000 10:54
EC Result 0.000 10:54
Blank Test 0.000 10:55

dernal Standard IR 0.077 10:55
‘External Standard EC  0.074 1055

Blank Test 0.000 10:57

Subject Sample 2 1.7 6.4
IR Result 0.000 10:57
EC Result 0.000 10:57

Blank Test 0.000 10:58

During this test, | followed aIIJ)rotocols set in place by the Washington State Toxicologist for the Bur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and ossessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and uring that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under {)enal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.0§5.) .

Officer Signature g{/,.—:-\_—_———* Date / —/=-/ 7
Location Signed MLI Ay JCA D %




WASHINGTON STATE PATROL
TRAINING SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0005
- SOFTWARE VERSION 8322798 0.9
- CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017

Observation Period Began: 10:00
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 10:33

Internal Standard VERIFIED 10:34
Subject Sample1 o

IRResult  —emem- 10:34
EC Result ~ =emem- 10:34
Blank Test -

External Standard IR~ ------

«ternal Standard EC  ------

Blank Test -

Subject Sample2 .
IRResult =eeeem
EC Result ~ —ee-e-

Blank Test = -

Test Result: TEST INCOMPLETE

During this test, | followed all J)rotocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and uring that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.0g5.)

Officer Signature %’f — Date / - /2 / 7

Location Signed LBOntTrymzA> (A7




Analysis Date: 01/10/2017
Observation Period Began: 10:30
Citation/Case Number: TEST

WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0005

SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7

DATE OF LAST QAP: 01/10/2017

Operator Name: BIRMAN/ CAMERON/ M

Subject Name: DOE/ MARK/ JAMES
Subject Date of Birth: 06/01/1998
External Standard Lot: 499298

Blank Test
Subject Sample 2
IR Result
EC Result
Blank Test

wJt’ternal Standard IR
External Standard EC

Breath Analysis g/g?gll_t -f[l!l?nem I\i{grlélme Eelgowntc;gle
Blank Test 0.000 11:06
Internal Standard VERIFIED 11:06
Subject Samplet e
IRResult  emee- 11:07
EC Result = «eme-. 11:07
Blank Test -

Test Result: SUBJECT REFUSED

During this test, | followed aIIJJrotocoIs set in
time of this test | was certifie
| observed the subject duri

any foreign substances in

| certify (or declare) under penalty of perjury under the laws of the state of Washin
and information contained therein are true, correct, and accurate. (RCW 9A.72.0

Officer Signature Q

their mouth.

to operate the

T B

—

! Icotest 9510 and
ng the entire observation period and

lace by the Washington State Toxicologist for the gur{) t f
ossessed a valid permit issued by the State Toxicologist.
uring that time they did not eat, drink, smoke, vomit, or place

Date

oses of this test. At the

gton that the statements on this document

5.)

)=/ ST

Location Signed




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0005
< SOFTWARE VERSION 8322798 0.9 .
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017

Observation Period Began: 10:00
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ JOHN/ -

Subject Date of Birth: 01/01/1950
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L hh:mm liters seconds
Blank Test 0.000 11:22
Internal Standard VERIFIED 11:22
Subject Sample 1 1.7 7.2
IR Result 0.000 11:23
EC Result 0.000 11:23
Blank Test 0.000 11:24

ternal Standard IR 0.077 11:25
g(ternal Standard EC 0.074 11:25

Blank Test 0.000 11:26

Subject Sample 2 1.8 7.4
IR Result 0.000 11:26
EC Result 0.000 11:26

Blank Test 0.000 11:27

During this test, | followed aIIJ)rotocoIs setin Rlace by the Washington State Toxicologist for the gurPoses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and dpok_'asessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under {)ena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained herelg are true, correct, and accurate. (RCW 9A.72.0§5.)

Officer Signature%"\/ DateJ’ /= -] 7

Location Signed /g,i//é’ LINETTee  LAR




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0005
— SOFTWARE VERSION 8322798 0.9
' CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017
Observation Period Began: 11:30
Citation/Case Number: TEST
Operator Name: BIRMAN/C/M
Subject Name: TEST/ TEST/ T
Subject Date of Birth: 01/01/1950
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 12:01
Internal Standard VERIFIED 12:01
Subject Sample 1 1.8 8.3
IR Result 0.000 12:02
EC Result 0.004 12:02
Blank Test 0.000 12:.04
«ternal Standard IR~ ------ 12:05
%xternal Standard EC  ------ 12:05
Blank Test -
Subject Sample2 .
IRResult  eemee-
EC Result = ceeee-
Blank Test = -

Test Result: SUBJECT REFUSED

During this test, | followed aIIJ)rotocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and é)ossessed a valid permit issued by the State Toxicologist.
| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place

any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RGW 9A.72.035.)

Officer Signatureé Date /-/=-/ 7
Location Signed / ;, OAUTCGTTN — LASS

N




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER:  ARJH-0006
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: BIRMA
TIME/DATE BEGAN: 08:15 01/10/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCHi{#: 16041 REF VALUE: 0.0823 SIM#: G7211 : THERM#: B20001090

CALIBRATION PROCEDURE

Results Units g/210L
Simulator # DR4534 DR4481 DR4968 DR4990
Sim Thermometer # DR4534 DR4481 DR4968 DR4990
QAP Batch # 16023 ' 16040 16026 16016
Reference Value 0.0407 0.0823 0.1525 0.2024
Sim Temp 34.0°C +
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.042 0.041 0.083 0.082 0.157 0.153 0.207 0.200
2 _0.040 0.041 0.082 0.082 0.155 0.152 0.206 0.199
3 _0.040 0.041 0.082 0.081 0.155 0.152 0.206 0.199
4 _ 0.040 0.040 0.081 0.081 0.155 0.152 0.206 0.199
5 _0.040 0.040 0.081 0.081 0.154 0.151 0.205 0.197
Sim Temp 34.0°C +
0.2°C After? YES YES YES YES

Mean _0.0404 0.0406 0.0818 0.0814 0.1552 0.1520 0.2060 0.1988
SD _0.0009 0.0005 0.0008 0.0005 0.0011 0.0007 0.0007 0.0011

Bias % _-0.74 -0.256 -0.61 -1.09 1.77 -0.33 1.78 -1.78
Cv% _2.23 1.23 0.98 0.61 0.71 0.46 0.34 0.55
COMPLETE BREATH TEST: YES ESS LOT#: _194110 EXP DATE: _11/25/2018
INTERFERENCE TEST: YES BATCH#: _ 16041 SIM#: G6850

ACETONE LOT#: CB-20141120 THERM#: __B95984

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS: “S LTI ARE UEZRLELED
AS FOUND ESS RESULT: R A/A ec. A~ /q

BIRMA g/"’\ — [-r=17

Technician Name Signature Time/Date Procedure Completed




—ETLARE VERTFLE))

Draeger Alcotest 9510
Version info

Date: 10.01.2017
Time: 07:48

Serial: ARJH-0006

M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.8/8322797
WinCE Checksum:0x169B
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A
NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: Ox6AAA
Lifecounter: 564

Config files:
RecordData_086
InternalPrintercfg_025
TextslinternalPrt_039
FontsinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
TextsiExternalPrt_062
AccessRights_029 1-1e17

Subversion:&\/
WA



Washington State Patrol
Supervisor Test

Test Date: 01/10/2017 10:03 Sequential Test #: 115

Breath Test Instrument Information

Model Alcotest 9510 Serial Number:

External Standard Test Details

ARJH-0006

Time
HH:MM

Function Result
: g/210L

Diagnostic OK

Blank Test 0.000

External Standard IR 0.077
External Standard EC 0.074
Blank Test 0.000
Diagnostic OK

Operator: CAMWS %_:T"RMA/\J

10:03
10:03
10:04
10:04
10:04
10:05

Signature: g/?

Sig. Date: /"/—@'/ 7



WASHINGTON STATE PATROL
TRAINING SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
SOFTWARE VERSION 8322798 0.9
-’ CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017

Observation Period Began: 09:50
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: TEST/T/T

Subject Date of Birth: 01/01/1950
External Standard Lot: 421644

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 10:17
Internal Standard VERIFIED 10:17
Subject Sample 1 1.9 6.3
IR Result 0.000 10:19
EC Result 0.000 10:19
Blank Test 0.000 10:20

Fxternal Standard IR 0.078 10:20
wternal Standard EC 0.075 10:20

Blank Test 0.000 10:22

Subject Sample 2 1.8 7.8
IR Result 0.000 10:23
EC Result 0.000 10:23

Blank Test ‘ 0.000 10:23

During this test, | followed all cProtocols set in place by the Washington State Toxicologist for the gurfoses.of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and uring that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

~and information contained R’lerein are true, correct, and accurate. (RCW 9A.7

Officer Signature % Date -/ 7
Location Signed — . Lol L5

| certify (or declare) under penalty of perjury under the laws of the state of Wasgiggéo)n that the statements on this document




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
< SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017

Observation Period Began: 10:00
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ MARY/ J

Subject Date of Birth: 05/03/1970
External Standard Lot: 421644

Breath Analysis . g/g?gll_t -I‘II-PI'I':'I"nem I\i{grlgme Eelgc%g;ne
Blank Test 0.000 10:54
Internal Standard VERIFIED 10:54
Subject Sample 1 1.7 6.3
IR Result 0.000 10:55
EC Result 0.000 10:55
Blank Test 0.000 10:56

ternal Standard IR 0.078 10:57
Mternal Standard EC 0.074 10:57

Blank Test 0.000 10:58

Subject Sample 2 1.8 7.3
IR Result 0.000 10:59
EC Result 0.000 10:59

Blank Test 0.000 11:00

During this test, | followed allJarotocols setin Rlace b%/ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and uring that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature f%————‘\—— Date / ~ /& / 7
Location Signed RUI@&Z%]DKJ AL




Analysis Date: 01/10/2017
Observation Period Began: 10:30
Citation/Case Number: TEST

WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006

SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7

DATE OF LAST QAP: 01/10/2017

Operator Name: BIRMAN/ CAMERON/ M

Subject Name: DOE/ MARK/ JAMES
Subject Date of Birth: 06/01/1998
External Standard Lot: 421644

ternal Standard IR
xternal Standard EC
Blank Test
Subject Sample 2
IR Result
EC Result
Blank Test

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 11:05
Internal Standard VERIFIED 11:05
Subject Sample1 e
IRResult  =meme- 11:06
ECResult = a=mee- 11:06
Blank Test -

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in place by the Washington State Toxicologist for the Bur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and uring that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certi

and information contained

Officer Signature 4%—\———

Location Signed

Date

(or declare) under {)ena[ty of perjury under the laws of the state of Washington that the statements on this document
herein are true, correct, and accurate. (RCW 9A.72.085.)

/[-/e= 17

[T LA,

N



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
- SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017

Observation Period Began: 10:50
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ JOHN/ J

Subject Date of Birth: 01/01/1950
External Standard Lot: 421644

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 11:19
Internal Standard VERIFIED 11:19
Subject Sample 1 2.2 8.7
IR Result 0.000 11:20
EC Result 0.000 11:20
Blank Test 0.000 11:21

ternal Standard IR 0.077 11:21
‘Txternal Standard EC 0.074  11:21

Blank Test 0.000 11:23

Subject Sample 2 1.8 5.9
IR Result 0.000 11:23
EC Result 0.000 11:23

Blank Test 0.000 11:24

During this test, | followed _aIIJ)rotocoIs set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and uring that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the~statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature Z_’ Date J-/=- 077
Location Signed ,//2 (LU T TA %




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
: ALCOTEST 9510 SERIAL NUMBER ARJH-0006
N SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/11/2017
Observation Period Began: 13:10
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 421644

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 13:40
Internal Standard VERIFIED 13:41
Subject Sample 1 4.2 21.5
IR Result 0.000 13:42
EC Result 0.000 13:42
Blank Test 0.000 13:43

teral Standard IR 0.078  13:43
External Standard EC 0.074 13:43

Blank Test 0.000 13:45

Subject Sample 2 4.4 21.3
IR Result 0.000 13:45
EC Result 0.000 13:45

Blank Test 0.000 13:46

During this test, | followed all protocols set in place by the Washington State Toxicologist for the purposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued By Rme State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.0§5.) :

Officer Signature D/z/c/«(/ 2 Date _/ /41 / /7
4
Location Signed Lur LA 77),«,% /




Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.8
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps -
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

Technician: Dave Hintz

Instrument Serial Number: ARZB-0005 and ARAF-0030

Dates Testing Performed: January 10, 2017 and January 11, 2017 .

Draeger item
Number

Software Change

How Resuits were
Obtained

Results

1

Perform a cylinder change the next
calendar day after the QAP. Verify
printout reflects actual date of QAP.

Performed a cylinder change
the next calendar day after
the QAP.

A QAP was performed
on 1/10/2017. A cylinder
change was done on
1/11/2017. The cylinder
change print out printed
the date of the QAP of
1/10/2017 with a cylinder
change date of
1/11/2017. Cylinder
change did not change
QAP date.

2 Run a supervisory test and select the Ran a supervisor test setting | After the completion of
external printer to print results. the instrument up for the the supervisory tests,
’ external printer to print the the instrument
copy. successfully printed the
results to the external
, printer.
3 Verify location and message of shutdown | The shutdown is not visible | Once the shutdown
button by attempting to use the feature. on the main screen. Hitting | button is activated it
: the menu button reveals the | reveals a warning
shutdown button. Hitting the | message, “Do you really
shutdown button reveals a want to shutdown? This
message. will power off and lock
the instrument. Do not
shutdown without WSP
authorization.” The
timer starts a 1:00
minute countdown to
select shutdown before
clearing the screen.
4 Verify time period in training mode and Placed the instruments into | The instruments in both

evidential mode by attempting a test prior
to 15 minutes.

Training Mode and
Evidential Mode and
attempted a test prior to the
15 minute waiting period.

modes defaulted to the
15 minute observation
time period starting a
timer countdown for the

1



Draeger Alcotest 9510 Software Validation
o WinCE: 8322797 version 5.8
o M16: 8322798 version 0.9
e Config: 8322796 version 2.7

amount of time
necessary to satisfy the
15 minute observation
period. The instruments
would not allow a test to
be performed until the
timer was up.

Verify display does not include African
American

Performed a complete
breath test and scrolled to
selectable race.

The instruments
revealed options,
“White", “Black”, "Asian”,
“East Indian”, “Native
American”’, “Hispanic”,
“Pacific Islander”, or
“Other”. The
instruments do not give
an “African American”
option.

Attempt to enter alphanumeric characters.

On a complete breath test |

scrolled to PBT Results Data

Entry feature.

| tried to enter Alpha
numeric data with no
success. | placed "080"
into the data space and
scrolled down to view
data. The instruments
auto- populated the
decimal place to “.080"

Enter 00 and three other county codes
during a complete breath test

Tried to enter 00 for date of
birth, county etc.

The instruments are still
requiring a full date of
birth and specific
counties during a
complete breath test.
The only thing that is
different is the county
comes up with a blank

" blue box as your first

option and if you enter
next it will show a blank
county.

Attempt to enter characters and verify it is
not allowed. Should only allow
designated names and not freeform text.

Entering data into the
drinking location option.

Drinking locations
search/entry process is
much easier. It only
searches designated
names and not
characters entered. |
tried to enter ‘RRRR”
and the instruments
wouldn't pull up any
data. | putin known
locations and spelled
them partially and they
came up. |also putin -
their 6 digit code and

2




Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.8
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

they also came up
correctly.

Verify reprint option to reduce operator
confusion.

Activated reprint mode.

The screen reveals
“Database Type” and
“Search Text Only”’. No
“Preview” option which
was the portion | think

‘| was confusing to

Officers.

10

Verify driver license scanning is allowed
when message “Scan DL/operator card"
is displayed.

Set up to scan license when
“Scan DL/Operator Card”
appears

The instruments
scanned the driver's
license message when
“Scan DL/Operator
Card” appeared. The
Instruments downloaded
all information

-accurately.

11

Verify by using the asterisk in a name and
license number field on the touchscreen
and keyboard.

Manually put in Driver's

License information.

| used the asterisk which
is now available in the
touchscreen as an
option. It allowed me to
put the asterisk in the
last name portion and
the number portion of
the license number.

12

Verify by selecting refusal and terminate a
test.

| set up the instruments for a
refusal.

| hit the refusal button.
The instruments
proceeded immediately
with the refusal without a
timer. It printed the
refusal immediately.

13

Run several tests and then use reprint to
verify order of tests displayed.

Ran several tests and used
reprint to display test data.

The tests were displayed
in order from top to
bottom with most recent
test starting at the top of
the list.

14

Run a complete breath test and induce an
ambient air fail.

| ran a complete breath test
and induced ambient air fail
using hand sanitizer (ethyl
alcohol) in the vicinity of the
instruments breath tube.

The use of the hand
sanitizer (ethyl alcohol)
initiated the Blank
Error/Ambient Fail on
the screen. The screen
gives an alert, “Ventilate
and clear the room air,
then perform new test.”
A 30 second timer
appeared for time
allowed to hit continue.

15

Set number of printouts to the default and
ensure two copies are printed.

Set printer to 1 copy and
pressed save. Powered off
instruments and powered
back on.

The instruments when
powered back on reset
themselves to print 2

copies as their default.

3




Draeger Alcotest 9510 Software Validation
o WInCE: 8322797 version 5.8
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

16

Ensure a blank sample is obtained after a
purge during the QAP.

A full QAP was completed
on the instruments.

A blank sample was
obtained after a purge
during the QAP.

17

Using the technician key the tech will
select the option and report the value of
the int-t.

| used the Technician Key
and accessed the Factory
Init feature in the
Maintenance Menu.

The instruments pulled
up the Factory Init
information listing the
instruments number
ARZB-0005, Sequential
Test number 272, and
showed the Int-t 890.
ARAF-0030, Sequential
Test Number 210, and
showed Int-t 692.

18

Poll the instrument and verify the season
codes are not reported; examine
documents to ensure the code is not
reported.

Data was polled from the
instruments and sent to
Nichole Minas to review for
season codes.

No season codes were
visible in the data. | also
hooked the two
instruments up to an
analogue phone line and
Nichole Minas stated
there were some issues
with the her Comm Data
software not recognizing
the Draeger Data in the
new form.

19

Attempt to run a test with an expired
permit card; verify verbiage on display.

| set up the instruments for a
complete breath test using
an expired permit card.

The instrument
immediately recognized
the operator card was
expired and displayed
on the screen, “Operator
Certification is Expired”.
The instruments aborted
the test and went back
to the ready screen not
allowing the expired
permit card to run a test.

2-24-17




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER:  ARAF-0030
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: DAVE Hinirz
TIME/DATE BEGAN: 08:08 01/10/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCHi#: 16040 REF VALUE: 0.0823 SIM#: DR2514 THERM#: DR2514
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16035 16041 16039 16027
Reference Value 0.0414 0.0823 0.1537 0.2030
Sim Temp 34.0°C +
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.040 0.040 0.081 0.080 0.154 0.151 0.204 0.200
2 _0.040 0.040 0.081 0.080 0.153 0.151 0.203 0.200
3 _0.040 0.040 0.081 0.080 0.152 0.151 0.203 0.200
4 0.040 0.040 0.081 0.080 0.152 0.151 0.203 0.199
5 _0.040 0.040 0.080 0.080 0.152 0.150 0.203 0.199
Sim Temp 34.0°C +
0.2°C After? YES YES YES YES

Mean _0.0400 0.0400 0.0808 0.0800 0.1526 0.1508 0.2032 0.1996
SD _0.0000 0.0000 0.0004 0.0000 0.0009 0.0004 0.0004 0.0005

Bias % _-3.38 -3.38 -1.82 -2.79 -0.72 -1.89 0.10 -1.67
CV % _0.00 0.00 0.50 0.00 0.59 0.27 0.20 0.25
COMPLETE BREATH TEST: YES ESS LOT#: _1823305 EXP DATE: _02/27/2018
INTERFERENCE TEST: YES BATCH#: __ 16041 SIM#: DR4483

ACETONE LOT#: CB20141120 THERM#: __ DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS: S,/ 48 f Vék//f/gp/ /RIN TED

AS FOUND ESS RESULT: R M Ec. N/A
U /

AN ,

DAVE M NTZ 4/%%; 07@'8/ e )r7

Technician Name Signature ’ / 4 Time/D7é Procedure Completed




WASHINGTON STATE PATROL
TRAINING SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
SOFTWARE VERSION 8322798 0.9
< CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017
Observation Period Began: 12:15
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1714409

Breath Analysis Result Time Volume Blowtime
9/210L  hh:mm liters seconds
Blank Test 0.000 12:38
Internal Standard VERIFIED 12:38
Subject Sample 1 2.8 10.9
IR Result 0.000 12:39
EC Result 0.000 12:39
Blank Test 0.000 12:40

Fxternal Standard IR 0.080 12:40
wwternal Standard EC  0.078 12:40

Blank Test 0.000 1242

Subject Sample 2 28 156.3
IR Result 0.000 12:43
EC Result 0.000 12:43

Blank Test 0.000 12:43

During this test, | followed all protocols set in Rlace b%/ the Washington State Toxicologist for the gur[)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, dfink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Penal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contalnegj herein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature 5'{//{% Date // // 0/ // 4

Location Signed ___ /% LR L /N 6TOAS 7w, (7




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
\»..J SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

. Analysis Date: 01/10/2017
Observation Period Began: 10:30
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1714409

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 10:58

Internal Standard VERIFIED 10:59
Subject Sample1 e

IR Result == 10:59
ECResult === 10:59
Blank Test -

ternal Standard IR~ ------
External Standard EC  ------
Blank Test -
Subject Sample2 e
IR Result ==
EC Result ~  ==e--
Blank Test -

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in Rlace by the Washington State Toxicologist for the gur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, dfink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contalnf herein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature

Location Signed LR LINGTON 7z UA

Date /,/ /o// /7




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
W SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017
Observation Period Began: 10:00
Citation/Case Number: 000000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: DOE/ MARK/ JAMES
Subject Date of Birth: 05/03/1970
External Standard Lot: 1714409

Breath Analysis Result Time Volume Blowtime
9/210L  hh:mm liters seconds
Blank Test 0.000 10:36
Internal Standard VERIFIED 10:36 ,
Subject Sample 1 4.0 20.5
IR Result 0.000 10:37
EC Result 0.000 10:37
|Blank Test 0.000 10:38

ternal Standard IR  0.080 10:39
ﬁternal Standard EC 0.078 10:39

Blank Test 0.000 10:40

Subject Sample 2 4.0 17.2
IR Result 0.000 10:41
EC Result 0.000 10:41

Blank Test 0.000 10:42

During this test, | followed all protocols set in Rlace b¥ the Washington State Toxicologist for the purposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued gy {)he State Toxicologist. .

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contai erein are true, corject, and accurate. (RCW 9A.72.085.)

 Date ///o/// 7

Officer Signature

Location Signed 6%4//(/@17@/&/ 4 %/4




Washington State Patrol
Supervisor Test

Test Date: 01/10/2017 10:03 Sequential Test #: 337

Breath Test Instrument Information

‘Model Alcotest 9510 Serial Number: ARAF-0030

External Standard Test Details

Function Result Time
g/210L HH:MM

Diagnostic OK 10:03

Blank Test 0.000 10:03

External Standard IR 0.079 10:03
External Standard EC 0.079 10:03
Blank Test 0.000 10:04
Diagnostic OK 10:05

Operator: DA VE r/—( } NT 2
/[ _

Signature: D /\la///;w Sig. Date: /[Z o/ [7




Washington State Patrol
External Standard Change

Test Date: 01/11/2017 Sequential Test #: 345

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARAF-0030 01/10/2017

Drygas Cylinder External Standard Information
Lot Number Concentration Expiration Inlet
1823305 0.080 02/27/2018 CAL GAS INLET 1

External Standard Test Details

Function Result Time
ag/210L HH:MM
Blank Test 0.000 14:29

External Standard IR 0.080 14:29
External Standard EC 0.078 14:29
Blank Test 0.000 14:31
External Standard IR 0.080 14:31
External Standard EC 0.078 14:31
Blank Test 0.000 14:32
External Standard IR 0.080 14:32
External Standard EC 0.078 14:32
Blank Test 0.000 14:33

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: DAVE HINTZ /

Signature: L)mu-{, 7&2%;,; Sig. Date:  01/11/2017

[4 7 7




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
< SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/11/2017
Observation Period Began: 14:15
Citation/Case Number: 0000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 1697859

Breath Analysis Result Time Volume Blowtime
g9/210L  hh:mm liters seconds
Blank Test 0.000 14:36
Internal Standard VERIFIED 14:37
Subject Sample 1 2.4 17.8
IR Result 0.000 14:38
EC Result 0.000 14:38
Blank Test 0.000 14:39

w:ternal Standard IR  0.077 14:39
External Standard EC 0.075 14:39

Blank Test 0.000 14:41

Subject Sample 2 2.4 9.3
IR Result 0.000 14:41
EC Result 0.000 14:41

Blank Test 0.000 14:42

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gurfoses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document

and information contained therejn-are true, correct, and accurate. (RCW 9A.72.0g5.)
Officer Signature [‘:% Date /// // /7

Location Signed __ /3 (/2L /N &TOAL 4 WA




Draeger Alcotest 9510
Version info

Date: 10.01.2017
Time: 07:56

Serial: ARAF-0030

M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.8/8322797
WinCE Checksum:0x169B
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A

NAP Ver:2.7/8322796NA
AP/ NAP CRC:0x61F1/0x4422

Drink. location: 0x6AAA
Lifecounter: 9660

Config files:
RecordData_086
lnternalPrintercfg_Ozs
TextslnternaIPrt_039
FontslnternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrthg_102
Texts1Externa|Prt_062
AccessRights_029 .

ol

Subversio



—

WK KK kKRN KK KK KR kKRR R K Kk kKK
hd WASH | NGTON

ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASH INGTON
TEST NO.: 00328
DATE: 01/10/2017
TIME: 08:37

KKK X KK KR RK KKK KR KR KKK KKK

QAP LINEARITY

KKK ow kR RN KKK K KR KR KKK K KR K

TARGET CONC. : 0.0414
IR[(g/210L] EC(g/210L]
1 0.040 0.040
2 0.040 0.040
3 0.040 0.040
It 0.040 0.040
5 0.040 0.040
R KRR KRR KN KN KA kXA KRR R KX KR
WASH INGTON
ALCOTEST 9510
SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00329
DATE: 01/10/2017
TIME: 08:57

LR AR EEEEEEEEEEEEREREREEEIEET

QAP LINEARITY

\ /iRttitlitt't**x*k't*t*tt

TARGET CONC. : 0.0823
IR(g/210L] EC(g/210L]

1 0.081 0.080
2 0.081 0.080
3 0.081 0.080
4 0.081 0.080
5 0.080 0.080
KKK KKK KRR X K Kk X kR K X Kk Kk ok w
» 1ol
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00330
DATE : 01/10/2017
TIME : 09:08
*!*ﬁk*ﬁktltﬁlxﬁ**l*.kﬂkt
QAP LINEARITY
l*'*itﬁ'*ﬁtk!t*t*.'ﬁl*tﬁ
TARGET CONC. : 0.1537
IR(g/210L] EC[g/210L]
1 0.154 0.151
2 0.153 0.151
3 0.152 0.151
4 0.152 0.151
5 0.152 0.150

WK KK R KKK KKK KK KK KK KR kKRR

O T T T T 'R}

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00331
DATE : 01/10/2017
TIME : 09:21

W R R R R R R R T

QAP LINEARITY

R R R R R T

TARGET CONC. : 0.2030
IR(g/210L] EC(g/210L]
1 0.204 0.200
2 0.203 0.200
3 0.203 0.200
4 0.203 0.199
5 0.203 0.199
tﬁ*tltu*l!ttt*ltl*ittt*ﬂ
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAF-0030
TEST NO. : 00332
DATE: 01/10/2017

tttt*utkkntt!ut*t"lxttt

QAP MOUTH ALCOHOL

ktt'*tt*!tltt**tt**'lkkl

DIAGNOSTIC Ok 09:31
AIR BLANK 0.000 09:32
EXT STD IR ---- 09:33
EXT STD EC ---- 09:33
AIR BLANK Sees ee--
DIAGNOSTIC Ok 09:33

*nxtxtttt*unﬂxwktt*txwtk

OPERATOR SIGNATU

kaktxtﬁllnkiukttkltttt'

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO. : 00333
DATE: 01/10/2017

ikk'xttt!tttkﬁ*ttﬂklﬂtkt

QAP INTERFERENCE
kﬁ**ﬂ**'lﬁ*ﬁitﬁ***ﬂtlt!*
DIAGNOSTIC OK 09:34
AIR BLANK 0.000 09:35
EXT STD IR 0.118 09:35
EXT STD EC 0.086 09:35
AIR BLANK 0.000 09:36
DIAGNOSTIC Ok 09:37

tk'ttitttitttﬁl*l*lt'**k

OPERATOR S|IGNATURE:

WK KK KK KK KR K

WASHINGTON
ALCOTEST 9510 |

SERIAL NO. : ARAF-0030
TEST NO. : 00334
DATE : 01/10/2017

RK AR KK KRN KK KKKk KRN KR KAk

QAP BREATH TEST
ktik*tttkﬂittttk!ﬂi'*l*t
BREATH ANALYSIS

g/210L TIME
AIR BLANK 0.000 09:43
INT STD VERIFIED 09:43
SUBJECT IR .000 09:44
SUBJECT EC 0.000 09:44
AIR BLANK 0.000 09:45
EXT STD IR 0.080 09:45
EXT STD EC 0.078 09:45
AIR BLANK 0.000 09:46

0

0

0

o

SUBJECT IR .000 09:47
SUBJECT EC .000 09:47
AIR BLANK .000 09:48

Bk Kok Kk R KK R K KK KKK KKK K kK K



Draeger Alcotest 9510
Version info

Date: 10.01.2017
Time: 07:56

Serial: ARAF-0030

Mi16 Ver:0.9/8322798
M16 Checksum:OxCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.8/8322797
WinCE Checksum:0x169B
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A

NAP Ver:2.7/8322796NA

AP /NAP CRC:0x61F1/0x4422

Drink. location: 0x6AAA
Lifecounter: 9660

Config files:
RecordData_086
IntetnalPrinterCfg_OZS
TextslnternalPtt_039
FontslnternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
TextsiExternalPrt_OGZ‘
AccessRights_029 .




Mk K KKKk KKK KK KK KA KKK KKKk kR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00328
DATE: 01/10/2017
TIME: 08:37

LS NS EEEEREEEEREREERENEER NS

QAP LINEARITY
KKKk ok ok ok ok ok Rk kK ok kK kKK kAR K
TARGET CONC. : 0.0414

IR(g/210L] EC([g/210L]
.040 0.040
.040 0.040
.040  0.040
.040 0.040
.040 0.040

KRR KRR KR KKK R KKK KR AR KK KK

(=== -]

1
2
3
4
5
*

,
LALAAES LALEAEEEEEEEEEREERER]

WASHINGTON
ALCOTEST 9510

SERIAL NO.: = ARAF-0030
LOCATION: " WASHINGTON
TEST NO.: 00329
DATE : 01/10/2017
TIME: 08:57

Kk KKK KKK KRR K *kok Xk kXK AR KK

QAP LINEARITY

R EEEEEEEEREEREEEE RN R RN R

e TARGET CONC. : 0.0823

IR[g/210L] EC(g/210L]

1 0.081 0.080
2 0.081 0.080
3 0.081 0.080
4 0.081 0.080
5 0.080 0.080
* KKk Kk k kKKK R'tt'ii * kK Kk k&
O- /]101'7
**'**ﬁt*t*"tﬂ*t*k*!tﬁiﬁ
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00330
DATE: 01/10/2017
TIME : 09:08

*'t*ik*t**tttnttﬁﬁiﬁtiﬁ*

QAP LINEARITY

ﬁﬂii**tt*t*ﬁ*ﬁ*ﬁ***tt.**

TARGET CONC.

IR[g/210L]
1 0
2 0
3 0
4 0
5 0
*

N’

0.1537
EC(g/210L]
.154 0.151
.153 0.151
.152 0.151
.152 0.151
.152 0.150

ﬁiﬁ**it*ﬁ*tt*#***'t***k

t**ktﬂtﬁ**ﬁ******ﬁ**l*i*

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00331
DATE : 0i/10/2017
TIME: 09:21

ﬂ*ﬂ**i*ﬂi'ﬂi**t*!**ﬁt*it

QAP LINEARITY
*ﬂitnltt*ttit't*ﬁ'*'ltﬁ*
TARGET CONC. : 0.2030

IR[g/210L] EC(g/210L]
.204  0.200
.203  0.200
.203  0.200
.203  0.199
0.203 0.199

*ﬂ*t**tﬁtﬁ*****t*ﬁ**t*i

=¥ -N-X_)

1
2
3
4
5
*

Rttt**ti*tktt*nttli**t**

~ WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NO. : 00332
DATE: 01/10/2017

'ki**t*t**'ti**'ttiﬁtti*

QAP MOUTH ALCOHOL

ititt'**ii'k**t****ﬁ***t

DIAGNOSTIC OK 09:31
AIR BLANK 0.000 09:32
EXT STD IR ---- 09:33
EXT STD EC ---~ 09:33
“AlR BLANK Smes ee--
DIAGNOSTIC oK 09:33

*ﬁl***tﬂ*t**'tlt**ﬁ*iﬁ**

OPERATOR SIGNATU

1("’\

ﬁ*ii****ﬁk'i*ki*t*"i**t*

WASHINGTON
ALCOTEST 9510

SERIAL NO.:
TEST NoO. : 00333
DATE: 01/10/2017

tﬁtutttt'ﬁn*uwtut*tntt*t

QAP INTERFERENCE
ti*tt*tﬂ!t*'t**t‘t**!ttk
DIAGNOSTIC OK 09:34
AIR BLANK 0.000 09:35
EXT STD IR o0.118 09:35
EXT STD EC 0.086 09:35
AIR BLANK 0.000 09:36
DIAGNOSTIC OK 09:37

ﬁ*'ﬁtttﬁiittttt*****ﬁtit

OPERATOR SIGNATURE:

\1

ARAF-0030

* *

WASH INGTON
ALCOTEST 9510 |

SERIAL NO. : ARAF-0030
TEST NO. : 00334
DATE : 01/10/2017

TR KK KK R KR KKK R Rk kAR KK kK kK

QAP BREATH TEST
***ﬁﬁ'*ﬁi*tt*itiltﬁi*tit
BREATH ANALYSIS -

g/210L TIME
AIR BLANK 0.000 09:43
INT STD VERIFIED 09:43

SUBJECT IR 0.000 09:44
SUBJECT EC 0.000 09:44
AIR BLANK 0.000 09:45
EXT STD IR 0.080 09:45
EXT STD EC 0.078 09:45
AIR BLANK 0.000 09:46
SUBJECT IR 0.000 09:47°
SUBJECT EC 0.000 09:47
AIR BLANK 0.000 09:48

*Ri**ﬁttit***t*i*'****t*



Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER:  ARZB-0005
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: DAVE Jharz
TIME/DATE BEGAN: 07:54 01/10/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCHi#: 16040 REF VALUE: 0.0823 SIM#: DR2514 THERM#: DR2514

CALIBRATION PROCEDURE

Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16035 16041 16039 16027
Reference Value 0.0414 0.0823 0.1537 0.2030
Sim Temp 34.0°C + '
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.041 0.040 0.078 0.077 0.154 0.150 0.206 0.198
2 _0.040 0.040 0.079 0.078 0.154 0.150 0.206 0.198
3 _0.040 0.040 0.080 0.079 0.154 0.150 0.205 0.197
4 _0.040 0.040 0.080 0.079 0.154 0.149 0.205 0.196
5 _0.040 0.040 0.081 0.079 0.153 0.149 0.205 0.196
Sim Temp 34.0°C £
0.2°C After? YES YES YES YES

Mean _0.0402 0.0400 0.0796 0.0784 0.1538 0.1496 0.2054 0.1970
SD _0.0004 0.0000 0.0011 0.0009 0.0004 0.0005 0.0005 0.0010

Bias % _-2.90 -3.38 -3.28 -4.74 0.07 -2.67 1.18 -2.96
CV% _1.00 0.00 1.38 1.15 0.26 0.33 0.24 0.51
COMPLETE BREATH TEST: YES ESS LOT#: _1823305 EXP DATE: _02/27/2018
INTERFERENCE TEST: YES BATCH#: _ 16041 SImi: DR4483

ACETONE LOT#: CB20141120 THERM#: _ DR4483

- INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS:
AS FOUND ESS RESULT: IR /A EC: /U/A

/[ - N
DAVE  HiutzZ / ar . Ntz 0437/ ///0//7

Technician Name Signature / ’ Time/Daate Procedire Completed



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
N SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017
Observation Period Began: 11:20
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: DOE/ MARK/ JAMES
Subject Date of Birth: 05/03/1970
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
9/210L  hh:mm liters seconds
Blank Test 0.000 11:42
Internal Standard VERIFIED 11:42
Subject Sample 1 2.3 11.1
IR Result 0.000 11:43
EC Result 0.000 11:43
Blank Test 0.000 11:44

w,’ternal Standard IR  0.079 1145
External Standard EC 0.074 11:45

Blank Test 0.000 11:46

Subject Sample 2 2.3 10.6
IR Result 0.000 11:47
EC Result 0.000 11:47

Blank Test 0.000 11:48

During this test, | followed all Jarotocols set in Rlace b}/ the Washington State Toxicologist for the gurposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and é)o_ssessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Penal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature Date ///o / 17
. ’ A A F——
Location Signed Love ) i ToMS Ul




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
W SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7

DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017
Observation Period Began: 11:20
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: DOE/ MARK/ JAMES
Subject Date of Birth: 05/03/1970
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
~ g/210L  hh:mm liters seconds
Blank Test 0.000 11:42
Internal Standard VERIFIED 11:42
Subject Sample 1 2.3 11.1
IR Result 0.000 11:43
EC Result 0.000 11:43
Blank Test 0.000 11:44

‘ w,:ternal Standard IR  0.079 11:45
External Standard EC 0.074 11:45

Blank Test 0.000 11:46

Subject Sample 2 2.3 10.6
IR Result 0.000 11:47
EC Result 0.000 11:47

Blank Test 0.000 11:48

During this test, | followed aIIJ)rotocols setin Rlace by the Washington State Toxicologist for the purposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued gy ﬁ1e State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document

and imyormatlon contained Pherein are true, corregt, and accurate. (RCW 9A.72.085.)
Officer Signature DM 7 N i Date /[0 f17
r

Location Signed L(oup v GToal




WASHINGTON STATE PATROL
__EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
< SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017
Observation Period Began: 10:40
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
- Subject Date of Birth: 01/01/1951
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm . liters seconds
Blank Test 0.000 11:01

Internal Standard VERIFIED 11:01
Subject Sample1 e

IRResult == 11:02
EC Result ~  ===ee- 11:02
Blank Test -

ternal Standard IR~ ------
External Standard EC  ------
Blank Test -
Subject Sample2 e
IRResult ~  ===em-
EC Result ===
Blank Test -

Test Result: S!JBJECT REFUSED

During this test, | followed all protocols set in Rlace b%/ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, corgect, and accurate. (RCW 9A.72.085.)

/ —
Officer Signature DW [N vt try Date_ ;/;0//17
1"

Location Signed E)ML/%TDIU 7 WA

e’



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
- SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
. DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017

Observation Period Began: 10:14

Citation/Case Number: 000000

Operator Name: HINTZ/ DAVE/ P

Subject Name: DOE**MJ30*KC/ MARK/ JAMES
Subject Date of Birth: 05/03/1970

External Standard Lot: 499298

Breath Analysis " Result Time Volume Blowtime
g9/210L  hh:mm liters seconds
Blank Test 0.000 10:43
Internal Standard VERIFIED 10:44
Subject Sample 1 3.1 12.5
IR Result 0.000 10:44
EC Result 0.000 10:44
Blank Test 0.000 10:45

- ternal Standard IR  0.081 10:46
%(ternal Standard EC 0.076 10:46

Blank Test 0.000 10:47

Subject Sample 2 3.3 13.2
IR Result 0.000 10:48
EC Result 0.000 10:48

Blank Test 0.000 10:49

During this test, | followed all Jarotocols set in place by the Washington State Toxicologist for the Burposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Penal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature ML,Q/ \I»/M/I/hq/] Date __! / /0 / /2
Location Signed (oveiinte TDU/ LW A




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
< SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/10/2017
Observation Period Began: 10:00
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
9/210L  hh:mm liters seconds
Blank Test 0.000 10:20
Internal Standard VERIFIED 10:20
Subject Sample 1 4.3 20.2
IR Result 0.000 10:21
EC Result 0.000 10:21
Blank Test 0.000 10:22

\ wternal Standard IR 0.081 10:23
External Standard EC 0.076 10:23

Blank Test 0.000 10:24

Subject Sample 2 4.1 17.6
IR Result 0.000 10:25
EC Result 0.000 10:25

Blank Test 0.000 10:26

During this test, | followed alldprotocols set in Rlace b¥ the Washington State Toxicologist for the Eurposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, ‘correct, and accurate. (RCW 9A.72.085.)

Officer Signature Dﬂ% Date _ / //O / /7
; e
Location Signed 6 VARL/ING TOA A




Washington State Patrol
Supervisor Test

Test Date: 01/10/2017 09:55 Sequential Test #: 269

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARZB-0005

External Standard Test Details

Function Result Time
a/210L HH:MM

Diagnostic OK 09:55

Blank Test 0.000 09:55

External Standard IR 0.080 09:55
External Standard EC 0.076 09:55

Blank Test 0.000 09:56
Diagnostic OK 09:56
Operator: Dr‘w E H 1 NT 2

Signature: DM%/; Sig. Date: _///0/17



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
- SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/10/2017

Analysis Date: 01/11/2017
Observation Period Began: 13:30
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 14:11
Internal Standard VERIFIED 14:11
Subject Sample 1 2.6 14.8
IR Result 0.000 14:13
EC Result 0.000 14:13
Blank Test 0.000 14:13

wternal Standard IR  0.077 14:14
External Standard EC 0.072 14:14

Blank Test 0.000 14:16

Subject Sample 2 2.6 12.2
IR Result 0.000 14:16
EC Result 0.000 14:16

Blank Test ' 0.000 14:17

During this test, | followed algarotocols set in Rlace b%/ the Washington State Toxicologist for the gurfoses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, ‘correct, and accurate. (RCW 9A.72.085.)

Officer Signature arl. - \ Date // I / /7
‘Location Signed é OR L jrloTON/ 4 WA




Washington State Patrol
External Standard Change

Test Date: 01/11/2017 Sequential Test #: 277

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARZB-0005 01/10/2017

Drygas Cylinder External Standard Information
' Lot Number Concentration Expiration  Inlet
499298 0.080 07/20/2019 CAL GAS INLET 1

External Standard Test Details

Function Result Time
a/210L HH:MM
Blank Test 0.000 13:47

External Standard IR 0.080 13:48
External Standard EC 0.075 13:48
Blank Test 0.000 13:49
External Standard IR 0.080 13:49
External Standard EC 0.075 13:49
Blank Test 0.000 13:51
External Standard IR 0.080 13:51
External Standard EC 0.075 13:51
Blank Test 0.000 13:51

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: DAVE HINTZ

Signature: \LW Sig. Date:  01/11/2017
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Draeger Alcotest 9510
Version info

Date: 10.01.2017
Time: 07:49

Serial: ARZB-0005

M16 Ver:0.9/8322798
M16 Checksum:O0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.8/8322797
WinCE Checksum:0x169B
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A

NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: OX6AAA
Lifecounter: 3727

Config files:
RecordData_086
InternalPrinterCfg_025
TextslinternalPrt_039
FontsinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062
AccessRights_029

Subversion:
WA



ﬁ@ﬂﬁ

<
xn:xawnnx*a*nﬁua:wr'tn:-

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB- 0005
LOCATION: WASHINGTON
TEST NO. : 00259
DATE : 01/10/2017
TIME : 08:19

ﬂ*tﬁ'tﬁﬂ*tttt*xktﬂ!ﬂl*i'

QAP LINEARITY
’ﬁ!*ﬂ't*ﬂ’*i*t*ilﬁﬂﬂlﬁﬁ*
TARGET CONC. : 0.0414

IR[g/210L] Ec(g/210L]

1 0.041 0.040
2 0.040 0.040
3 0.040 0.040
4 0.040 0.040
5 X 0.040 0.040
ﬂlkiﬂtﬁkl!t!t!tt'ittk*lﬂ
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB- 0005
LOCATION: WASHINGTON
TEST NO. : 00260
DATE: 01/10/2017
TIME: 08:41
*tt*uttnttttkﬂltilkﬁ'*ﬁt
QAP LINEARITY
TARGET CONC. : 0.0823

IR(g/210L] EC(g/210L]

1

2

3 —.ee e
4

5

-
KKk ok ok ok KK Kk

ol

!k*ﬁﬁnnﬁtkﬂ\w*ﬁnk'ﬁt*ttt

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00261
DATE : 01/10/2017
TIME: 08:43

ttluttnak*aﬁnﬁwttaﬁutnut

QAP LINEARITY
ilﬁ?ntkﬂl'ﬂ!tﬁﬂl'ﬁ'ﬂﬁ!*t
TARGET CONC. : 0.0823

IR[g/210L] EC[g/210L]

1 0.078 0.077
2 0.079 0.078
3 0.080 0.079
4 0.080 0.079
5* S 2.079
* A . ok k%

KR KKKk X KR H R KR RN R AKX N kKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00262
DATE: 01/10/2017
TIME: 08:53

FHRXKK XK X KRR N x kAR R Nk koW

QAP LINEARITY
TARGET CONC. : 0.1537
IR(g/210L] EC[g/210L]

1 0.154 0.150
2 0.154 0.150
3 0.154 0.150
4 0.154 0.149
5 0.153 0.149
L R R R I I I I
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00263
DATE: 01/10/2017
TIME: 09:06

LR R R R R R R R R

QAP LINEARITY
li*ﬂﬂ*lﬁ*ﬁ'ittktilﬁﬁlllk
TARGET CONC. : 0.2030

IR(g/210L] EC(g/210L]
0.206 .198
0.206 .198
0.205 .197
0.205 .196
0.205 .196

LILIE R IR I B BN

cocooo

*

1
2
3
4
5

KK KK KKK

| e\t

LR R R R R R R R )

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
TEST NO.: 00264
DATE : 01/10/2017

TR KK kK KKK KKK K kK KKK KR R AN K

QAP MOUTH ALCOHOL
ﬁ!l*tiut*kkitti!tiﬁ?*t!!
DIAGNOSTIC OK 09:17
AIR BLANK 0.000 09:19
EXT STD IR =--- 09:19
EXT STD EC =--- 09:19
AIR BLANK mems mere-
DIAGNOSTIC OK 09:19

KKK KK KX R KKK AN kKKK KK AR AR

OPERATOR SIGNATURE :

EXXN &k Xk ko k kX KRR kX RXKKR KR kA

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
TEST NO. : 00265
DATE: 01/10/2017

FhK KA K KRR KK AR K AR KRR Kk koK

QAP INTERFERENCE
ﬁt*!l‘.tltt*ﬁt!*ﬁﬂ**ﬂ*ﬁi
DIAGNOSTIC OK 09:24
AIR BLANK 0.000 09:24
EXT STD IR 0.154 09:25
EXT STD EC 0.094 09:25
AIR BLANK 0.000 09:25
DIAGNOSTIC OK 09:26

ﬁtﬁlttﬁtl*i**ﬂt***ﬁ***tﬁ

OPERATOR SIGNATURE :

It [\’l

EE KX R KKK K A xRN KRR XKk ok kK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
TEST NO. : 00266
DATE: 01/10/2017

KR KX R KR KKK KK kR kKRR R Kk AN

QAP BREATH TEST
ttklﬂk!*ﬂl!*tk*l’l*ﬁﬁtﬁﬁl
BREATH ANALYSIS

g/210L TIME
AIR BLANK 0.000 09:31
INT STD VERIFIED 09:32

SUBJECT IR 0.000 09:33
SUBJECT EC 0.000 09:33
AIR BLANK 0.000 09:34
EXT STD IR 0.080 09:34
EXT STD EC 0.077 09:34
AIR BLANK 0.000 09:35
SUBJECT IR 0.000 09:36
SUBJECT EC 0.000 09:36
AIR BLANK 0.000 09:37

ﬂ*t**tt*!ﬂ**ttiﬁﬂ*ﬁﬂﬂ*t*
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Draeger Llcotest 9510
Version info

Date: 10.01.2017
Time: 07:49

Serial: ARZB-0005

M16 Ver:0.9/8322798
M16 Checksum: OxCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.8/8322797
WinCE Checksum:0x169B
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A
NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: OXx6AAA
Lifecounter: 3727

Config files:
RecordData_086
InternalPrinterCcfg_025
TextslnternalPrt_039
FontsinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
TextsiExternalPrt_062
AccessRights_029

Subversion:
WA
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WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NoO. : 00259
DATE: 01/10/2017
TIME : 08:19

*tl*ﬂ*kttt*ﬁ*tlﬂ**tttt*t

QAP LINEARITY
k**ﬂt****ﬁﬁﬂﬁ***tk**ﬁ*t*
TARGET CONC. : 0.0414

IR(g/210L] Ec(g/210L]
.041  0.040
.040  0.040
.040  0.040
.040  0.040
.040  0.040

**R*x*tt***ttik****t**t

cCoocoo

1
2
3
4
5
x

tlnkt*xii!**k*kﬁtk**uit*

» WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : -~ 00260
DATE 01/10/2017
TIME: 08:41

tt**t*kt*k*iﬁti*'*t*t***

QAP LINEARITY
it*t*ﬁk*ﬁtttxk*k*ﬁ"kkﬂ*t
TARGET CONC. : 0.0823

IR(g/210L] EC([g/210L]

1 e .

2 e,

3 ceee oo..

4 ceee e

5 R

*t*ﬂi'k***** *fk k *k ok x A
[ "°\

Kk ok k ok okok ok ok kR XRXKKXKXK R K kok koK
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00261
DATE: 01/10/2017
TIME : 08:43

***!kﬁ*l*it***ﬂ**t***ﬂtt

QAP LINEARITY
*ttt*tkttﬁ'i!*tt**ﬂ*t***
TARGET CONC. : 0.0823

IR[g/210L] EC(g/210L]
.078 0.077
.079 0.078
.080 0.079
.080 0.079
.081 0.079

*iﬁtult**ﬁk*ﬁtt*ﬂ***ttk

cCoococo

1
2
3
4
5
*

N’

I

‘LOCATION:

KKk XA KK KRR AR XX RRRN RN K kK

WASHINGTON
ALCOTEST 9510

ARZB-0005
WASHINGTON
TEST NO. : 00262
DATE: 01/10/2017
TIME: 08:53

*tk*tlt**ikt*wt****#it*t

QAP LINEARITY
ﬂ!tk**t*ﬁ**t*tl****ﬁﬁ*'*
TARGET CONC. : 0.1537

IR(g/210L] EC[g/210L]

SERIAL NO. :

1 0.154 0.150
2 0.154 0.150
3 0.154 0.150
4 0.154 0.149
5 0.153 0.149
**ﬁl*it**t****kt*.**tkﬁt
***ikﬁitik*t*l*t**i*ttkﬁ
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO.: 00263
DATE: 01/10/2017
TIME: 09:06

**tt*ttt**ﬁkl*kkk*ﬁt*wik

QAP LINEARITY

***t**tﬁ'ﬁt*k**i***ﬁx**i

TARGET CONC. : 0.2030

IR[g/210L] EC[g/210L]
1 0.206 0.198
2 0.206 0.198
3 0.205 0.197
4 0.205 0.196
5 0.205 0.196
Xk Xk ok ok kK ***'*i**i*ktktt

. ‘/l
i\)o \
KEKK KKK AR KR R R AR KRR X kX kR

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
TEST NO. : 00264
DATE: 01/10/2017

LI R R R I I I I I

QAP MOUTH ALCOHOL

****Qt**i*t'itttt******ﬂ

DIAGNOSTIC OK 09:17
AIR BLANK 0.000 09:19
EXT STD IR ---- 09:19
EXT STD EC ---- 09:19
AlIR BLANK Sees e
DIAGNOSTIC OK 09:19

Hh AKX Kk kKN kXA RRR K Kk ok R

OPERATOR SIGNATURE:

KX R H X KRR KRR Ak hH ok k ko ok ok

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
TEST NO. : 00265
DATE: 01/10/2017

WA AR EEERE R N TR Tt

QAP INTERFERENCE
*k**'t*k'ttiﬁ*!**ﬁ**ﬂﬁkn
DIAGNOSTIC OK 09:24
AIR BLANK 0.000 09:24
EXT:STD IR 0.154 09:25
EXT STD EC 0.094 09:25
AIR BLANK 0.000 09:25
DIAGNOSTIC OK 09:26

!**'***t**kﬂtﬂt*****ﬁkit*

OPERATOR SIGNATURE:

*t**tﬁ*t*t*t*ttwk*it*

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
TEST NO. : 00266
DATE: 01/10/2017

LR R R R N R R R

QAP BREATH TEST
‘kﬁtttt*k*ﬁk**ﬂit'***i*kt_
BREATH ANALYSIS

g/210L TIME
AIR BLANK 0.000 09:31
INT STD VERIFIED 09:32
SUBJECT IR 0.000 09:33

SUBJECT EC 0.000 09:33
AIR BLANK 0.000 09:34
EXT STD IR 0.080 09:34
EXT STD EC 0.077 09:34
AIR BLANK 0.000 09:35
SUBJECT IR 0.000 09:36
SUBJECT EC 0.000 09:36
AIR BLANK 0.000 09:37

**ﬂttaittki%*'tﬁi**'ﬁ*ﬁi



INTEROFFICE CONMMUNICATION

WASHINGTON STATE PATROL

TO: Sergeant Clark G. Jones, Impaired Driving Section

WASHINGTON STATE PATROL

e

FROM: Trooper Cameron M. Birman, Impaired Driving Section

SUBJECT: Draeger Software Validation

DATE: January 24,2017 FILE:

On January 12, 2017, Draeger provided the following versions of software for validation testing.

WinCE: 8322797 version 5.9
M16: 8322798 version 0.9
Config: 8322796 version 2.7

On January 16, 2017, Trooper Cameron Birman installed the above listed software onto Draeger
instruments ARAF-0030, ARZB-0005, ARJH-0005 and ARJH-0006. Trooper Hintz began Quality
Assurance procedures on instruments ARAF-0030 and ARZB-0005. Trooper Van Diest began Quality
Assurance Procedures on ARJH-0005 and ARJH-0006. While conducting the Complete Breath Test-
during the Quality Assurance Procedure, 3 of the 4 instruments encountered a “Fatal Application Error”.
The screens displayed the following message “Application a9510.exe has performed an illegal operation
and will shut down. If the problem persists, contact the program vendor. Program: a9510.exe, Exception:
0xC0000005, Address: 0003E470. The affected instruments locked up and had to be powered off. As a
result of the Fatal Application Error the remainder of the validation testing was not completed.

The findings of this testing were reported to Sergeant Clark Jones.

g

3000-323-001 (5/96) An internationally accredited agency providing professional law enforcement services



Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.9
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the resuits. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

Technician: Dave Hintz
Instrument Serial Number: ARZB-0005 and ARAF-0030

Dates Testing Performed: January 16, 2017

Draeger lfem Software Change How Resuits were Results
1 Perform a cylinder change the next The cylinder change was not | No Results.
calendar day after the QAP. Verify performed due to a fatal
printout reflects actual date of QAP. error message received
locking the instrument during
the QAP complete breath
test. ‘
2 Run a supervisory test and select the The rest of the Validation No Results.
external printer to print resuits. Study was not completed
due to the error. ’
3 Verify location and message of shutdown | N/A N/A
button by attempting to use the feature.
4 Verify time period in training mode and N/A N/A
evidential mode by attempting a test prior
to 15 minutes.
5 Verify display does not include African N/A N/A
American
6 Attempt to enter alphanumeric characters. | N/A N/A
7 Enter 00 and three other county codes N/A N/A
during a complete breath test
8 Attempt to enter characters and verify itis | N/A N/A
not allowed. Should only allow
designated names and not freeform text.
9 Verify reprint option to reduce operator N/A N/A
confusion. '
10 Verify driver license scanning is allowed N/A N/A
when message “Scan DL/operator card”
is displayed. ]
1" Verify by using the asterisk in a name and | N/A N/A
license number field on the touchscreen
and keyboard.
12 Verify by selecting refusal and terminate a | N/A N/A
test.
13 Run several tests and then use reprintto | N/A N/A
verify order of tests displayed.




Draeger Alcotest 9510 Software Validation
o WIinCE: 8322797 version 5.9

e M16: 8322798 version 0.9

e Config: 8322796 version 2.7

14

Run a complete breath test and induce an
ambient air fail.

N/A

N/A

15

Set number of printouts to the default and
ensure two copies are printed.

N/A

N/A

16

Ensure a blank sample is obtained after a
purge during the QAP.

N/A

N/A

17

Using the technician key the tech will
select the option and report the value of
the int-t. '

N/A

N/A

18

Poll the instrument and verify the season
codes are not reported; examine
documents to ensure the code is not
reported.

N/A

N/A

19

Attempt to run a test with an expired
permit card, verify verbiage on display.

N/A

N/A

’L/l u




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARAF-0030
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: DAVE HINTZ
TIME/DATE BEGAN: . 10:08 01/16/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16040 REF VALUE: 0.0823 SIM#: DR2514 THERMi#: DR2514

CALIBRATION PROCEDURE
Results Units g/210L

Simulator # DR4541 DR2514 DR4765 DR3068

Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16035 16041 16034 16027
Reference Value 0.0414 0.0823 0.1520 0.2030
Sim Temp 34.0°C +
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.041 0.041 0.081 0.080 0.154 0.153 0.205 0.201
2 _0.041 0.041 0.081 0.081 0.154 0.153 0.204 0.201
3 _0.040 0.041 0.080 0.080 0.153 0.152 0.204 0.200
4 _0.040 0.040 0.080 - _ 0.080 0.154 0.152 0.204 0.200
5 _0.040 0.040 0.080 0.080 0.153 0.152 0.204 0.201
Sim Temp 34.0°C £
0.2°C After? YES YES YES YES

Mean _0.0404 0.0406 0.0804 0.0802 0.1536 0.1524 0.2042 0.2006
SD _0.0005 0.0005 0.0005 0.0004 0.0005 0.0005 0.0004 0.0005

Bias % _-2.42 -1.93 -2.31 -2.55 1.05 0.26 0.59 -1.18
CV% _124 1.23 0.62 0.50 0.33 0.33 0.20 0.25
COMPLETE BREATH TEST: YES ESS LOT#: _1823305 EXP DATE: _02/27/2018
INTERFERENCE TEST: YES BATCH#: _ 16041 SiM#: DR4483

ACETONE LOT#: CB20141120 THERM#: __DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS:  Sor7uwHlE VERIFIED / JRIVTED

AS FOUND ESS RESULT: IR: A{/% EC: /U/ Y.
DAVE HINTZ [)w% [t / 1/16/1 7
Technician Name Signature ¢ 7 /Tim

i//Date'Procédure Completed



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
< SOFTWARE VERSION 8322798 0.9 ,
> CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/16/2017

Analysis Date: 01/16/2017
Observation Period Began: 14:30
Citation/Case Number: TEST
Operator Name: BIRMAN/ C/ M
Subject Name: TEST/ TEST/ -
Subject Date of Birth: 01/01/1950
External Standard Lot: 1823305

Breath Analysis sI;i/g:1-',(t)1ll_t ;I]'I!'%em l‘iltgrlgme SBég(%tdlgne
Blank Test 0.000 15:02
Internal Standard VERIFIED 15:02
Subject Sample 1 1.8 6.7
IR Result 0.000 15:083
EC Result 0.000 15:03
Blank Test 0.000 15:04

ternal Standard IR  0.080 15:04
‘External Standard EC  0.078  15:04

Blank Test 0.000 15:06

Subject Sample 2 4.3 12.7
IR Result 0.000 15:07
EC Result 0.000 15:07

Blank Test 0.000 15:07

During this test, | followed all protocols set in Rlace b{ the Washington State Toxicologist for the gur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and c;)ossessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Penal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Pl

Officer Signature 7/ 5 2 Date ///é /7
7 ‘¢ /

Location Signed ey 18 GTORS / UA




.Draeger Alcotest 9510
Version info

Date: 16.01.2017
Time: 09:45

Serial: ARAF-0030

‘o Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.9/8322797
WinCE Checksum: 0x83B7
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A
NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: Ox6AAA
Lifecounter: 9787

Config files:
RecordData_086
InternalPrinterCfg_025
TextsinternalPrt_039
FontslinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062
AccessRights_029

Subversion: -
WA

;; )0}}2/\<£{ff¥
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WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00348
DATE: 01/16/2017
TIME: 10:24

Kok KN K KKK KKK KKK KKK KK KKK KK

QAP LINEARITY

kKKK kKKK KKK K KKK KK KKK KK KK

TARGET CONC. : 0.0414
IR{g/210L] EC(g/210L]
1 0.041 0.041
2 0.041 0.041
3 0.040 0.041
4 0.040 0.040
5 0.040 0.040
IE RS EEEEEEEEREREREEEENERE:]
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00349
DATE: 01/16/2017
TIME: 10:42

LE R EEEEREEEEEEREEREEEEREREN

\ QAP LINEARITY
IARGET GONC. : 0.0823
IR[g/210L] EC[g/210L]

1 0.081 0.080
2 0.081 0.081
3 0.080 0.080
4 0.080 0.080
5 0.080 0.080

e IR RSN

L I I R T T N P R

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00350
DATE: 01/16/2017
TIME: 10:55

LR R R R R R R R R R E]

QAP LINEARITY

LA R EREREEREEEEREERER NI

TARGET CONC. : 0.1520
IR{g/210L] EC(g/210L]
1 0.154 0.153
2 0.154 0.153
3 0.153 0.152
4 0.154 0.152
5 0.153 0.152
XK Kk kKKK KKK K KKK KK kKKK kK
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00351
DATE: 01/16/2017
TIME: 11:10

LR R R EEEREEEEREEEEEREREEEREIRE]

QAP LINEARITY

LR E R EREEEEEREREEREEREE NIRRT

TARGET CONC. : 0.2030

IR(g/210L] EC(g/210L]
1 0.205 0.201
2 0.204 0.201
3 0.204 0.200
4 0.204 0.200
5 0 204 . 201
XK K K Kk kKK KK

t:!* L.

O

\ [\c\\"l

EE R R R R R R R R IR I

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NO.: 00352
DATE: 01/16/2017

KKKk ok kX AR KKk ok kKRR Rk KRR K

QAP MOUTH ALCOHOL

KKKk kKKK KKK kK KKK X RNk kKK

DIAGNOSTIC OK 11:24
AIR BLANK 0.000 11:25
EXT STD IR ---- 11:26
EXT STD EC ---- 11:26
AIR BLANK R
DIAGNOSTIC OK 11:26

KKK KK KK KRR ANN K KKK KR KR k& kK

OPERATOR SIGNATURE:

ARXKXX K= x = s «x » 2 n I'EEEEEERERS ]

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO.: 00353
DATE: 01/16/2017

R TR R AR EEEEE R R

QAP INTERFERENCE

P R R EEEEEEEE R BRI

DIAGNOSTIC OK 11:27
AIR BLANK 0.000 11:28
EXT STD IR 0.111 11:28
EXT STD EC 0.084 11:28
AIR BLANK 0.000 11:29
DIAGNOSTIC OK 11:29

PO Y R R R E R R A

OPERATOR SIGNATURE:

')‘1
* wﬂ!t!!L‘t‘ﬂﬂ!*tﬁ*ﬂttﬂt

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NO.: 00354
DATE: 01/16/2017

Kok ok Rk ok ok ok ok kR KKk oKk ok Rk Kk Kk kKK

QAP BREATH TEST

R R EEEEEE R E R R R

BREATH ANALYSIS
g/210L TIME

AIR BLANK 0.000 11:35

INT STD VERIFIED 11:35
SUBJECT IR 0.000 11:37
SUBJECT EC 0.000 11:37
AIR BLANK 0.000 11:38
EXT STD IR 0.080 11:38
EXT STD EC 0.079 11:38
AIR BLANK 0.000 11:39
SUBJECT IR 0.000 11:41
SUBJECT EC 0.000 11:41
AIR BLANK 0.000 11:41

R R EE R R R E R R R R R




Draeger Alcotest 9510
Version info

Date: 16.01.2017
Time: 09:45

Serial: ARAF-0030

/6 Ver:0.9/8322798
6 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.9/8322797
WinCE Checksum:0x83B7
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A
NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: Ox6AAA
Lifecounter: 9787

Config files:
RecordData_086
InternalPrinterCfg_025
- TextsinternalPrt_039 -
FontslinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
TextsiEXternalPrt_062
AccessRights_029

Subversion: -

D“’)ﬁ\iﬂ'm

kok ok ok ok ok Rk kk ok Kk kK kKK ok kR K

— WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00348
DATE: 01/16/2017
TIME: 10:24

LE AR EEEREEEEEREREREREREEEES

QAP LINEARITY
ok ok ok kk ok ok kkk ok Ak k kkk ko kox ok k Kk
TARGET CONC. : 0.0414
IR{g/210L] EC(g/210L]

1 0.041 0.041
2 0.041 0.041
3 0.040 0.041
4 0.040 0.040
5 0.040 0.040
LB EEEEREEREEEREEERERENEREZEE RN

Kk Kk XAk kKKK KKK KRKRKRKNK R R KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. :
LOCATION:
TEST NO. :
DATE:

TIME:

ARAF-0030
WASHINGTON
00349
01/16/2017
10:42

KR KK A kXK KKK KRR AKRERKAKR Kk ko

QAP LINEARITY

*okok ok k ko k ok ok ok ok ok kK k Kk ok ok ok ok

\W®RGET CONC. :

IR[(g/210L]

(=N -X-N-X-]

1
2
3
4
5

0.0823
EC[g/210L]

.081  0.080
.081  0.081
.080 0.080
.080 0.080
.080 0.080

A AA A S S EEEREEREEEEEEE N R NN N

KR KK kKKK K KRR Kk k kR kR KKk kA

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCAT ION: WASHINGTON
TEST NO. : 00350
DATE: 01/16/2017
TIME: 10:55

t*ﬂtﬁi#*tﬁ*ﬁtﬁtﬁ**#*tﬁ**

QAP LINEARITY
R*t*t*ittﬁﬂﬁt*tkkﬁ**.tﬁt
TARGET CONC. : 0.1520

IR[(g/210L] EC[g/210L]
.154 0.153
.154 0.153
.153 0.152
.154 0.152
. 153 0.152

t*k***ik*i**tiﬁ*ﬁk**i**

=N -N-N-N-}

1
2
3
4
5
*

KR KKk ok kKKK KKKk ok ok kRN Kk ok ok Kk

WASHINGTON
ALCOTEST 9510

O

SERIAL NO.:
LOCAT ION:
TEST NO. :
DATE :

TIME :

ARAF-0030
WASHINGTON
00351
01/16/2017
11:10

***itt*ﬁ*t**tiﬁtl***it'ﬁ

QAP LINEARITY

**'*ﬁﬂtttt*tﬁ*ttiit'*'ti

TARGET CONC.
IR(g/210L]

1
2
3
4
5
*

KKKk ok ok kR XK

0.
0.
0.
0.
0
*

0.2030
EC[g/210L]
205  0.201
204  0.201

204 0.200
204 0.200

ti(,\\"l
i'*ﬁktt*tﬁ'k*ttttﬁﬁii'.'

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NO.: 00352
DATE: 01/16/2017

t*ﬁﬁﬁ*ﬁt'!*ﬁtt**t*'**t'ﬂ

QAP MOUTH ALCOHOL

ikﬁﬁtﬁittl*tttk#i*i***'ﬂ

DIAGNOSTIC OK 11:24
AIR BLANK 0.000 11:25
EXT STD IR =--- 11:26
EXT STD EC ---- 11:26
AIR BLANK N
DIAGNOSTIC OK 11:26

*R'k**'t'ﬁ*'*ttﬂ*****i'#

OPERATOR SIGNATURE:

*ok ok ok ok ok ok kR KKKk k kxR kK kK ok kK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NO.: 00353
DATE: - 01/16/2017

IEEEEEREEEEEERERESENRSESES]

QAP INTERFERENCE

tt**tl_*iﬁik*tii**ﬁ'****l

DIAGNOSTIC OK 11:27
AIR BLANK 0.000 11:28
EXT STD IR 0.111 11:28
EXT STD EC 0.084 11:28
AIR BLANK 0.000 11:29
DIAGNOSTIC OK 11:29

R AR R R R R R R R R E R E R

OPERATOR SIGNATURE:

“1
* 'wta*tL‘t*tt:tttttttt

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO.: 00354
DATE: 01/16/2017

k ok ok ok k ok k ok k k ok X k ok ok kR kKA kA kK

QAP BREATH TEST
* ok k ok ok ok ok ok kK kK ok ok ok k ok ok k ok ok ok kK
BREATH ANALYSIS
g/210L TIME

AlR BLANK 0.000 11:35

INT STD. VERIFIED 11:35
SUBJECT IR 0.000 11:37
SUBJECT EC 0.000 11:37
AIR BLANK 0.000 11:38
EXT sSTD IR 0.080 11:38
EXT STD EC 0.079 11:38
AIR BLANK 0.000 11:39
SUBJECT IR 0.000 11:41
SUBJECT EC 0.000 11:41
AIR BLANK 0.000 11:41
k ok ok ok k ok kk kK kK kok ko k ok hk ok ok kKK



Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARZB-0005
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: DAVE HINTZ
TIME/DATE BEGAN: 09:48 01/16/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCHi#: 16040 REF VALUE: 0.0823 SIM#: 16040 THERM#: DR2514
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 - DR3068
QAP Batch # 16035 16041 16034 16027
Reference Value _0.0414 0.0823 0.1520 0.2030
Sim Temp 34.0°C '
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.041 0.041 0.079 0.078 0.154 0.151 0.206 0.198
2 _0.040 0.040 0.080 0.079 0.155 0.151 0.205 0.198
3 _ 0.041 0.041 0.080 0.080 0.154 0.151 0.205 0.198
4 _0.041 0.040 0.080 0.080 0.154 0.151 0.205 0.198
5 _0.040 0.040 0.081 0.080 0.153 0.150 0.205 0.198
Sim Temp 34.0°C £ .
0.2°C After? YES YES YES YES

Mean _0.0406 0.0404 0.0800 0.0794 0.1540 0.1508 0.2052 0.1980
SD _0.0005 " 0.0005 0.0007 0.0009 0.0007 0.0004 0.0004 0.0000

Bias % _-1.93 -2.42 -2.79 -3.52 1.32 -0.79 1.08 -2.46
CV% _1.23 1.24 0.88 1.13 0.45 0.27 0.19 0.00
COMPLETE BREATH TEST: YES ESS LOT#: _1823305 EXP DATE: _02/27/2018
INTERFERENCE TEST: YES BATCH#: _ 16041 SIM#: DR4483

ACETONE LOT#: CB20141120 THERM{#: __DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS:

AS FOUND ESS RESULT: IR: /&f/// EC: A///«f

DAVE HINTZ @w&bﬂ% /)57 / /)07

Technician Name Signature / ¢ Tim7Date Procedure Completed




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
< SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
’ - DATE OF LAST QAP: 01/16/2017

Analysis Date: 01/16/2017
Observation Period Began: 14:30
Citation/Case Number: 00000000 -
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 499298

Breath Analysis » gg?gll_t 'rll'}lmﬂ'em l\égrlélme Eég(v)nrr'tdl;ne
Blank Test 0.000 14:57
Internal Standard VERIFIED 14:57
Subject Sample 1 4.4 16.1
IR Result 0.000 14:58
EC Result 0.000 14:58
Blank Test 0.000 14:59

“ternal Standard IR 0.081  15:00
xternal Standard EC  0.077  15:00

Blank Test 0.000 15:01

Subject Sample 2 3.9 13.3
IR Result 0.000 15:02
EC Result 0.000 15:02

Blank Test 0.000 15:03

During this test, | followed all protocols set in Rlace b?/ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature 2 m T Date // //é/ /7

Location Signed /3w s 10 6724 (A




?raeger Alcotest 9510
G ersion info

Date: 16.01.2017
Time: 09:36

Serial: ARZB-0005

M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.9/8322797
WinCE Checksum:0x83B7
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A

NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: Ox6AAA
Lifecounter: 3850

Config files:
RecordData_086
InternalPrinterCfg_025
TextslinternalPrt_039
FontslinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Textsi1ExternalPrt_062
AccessRights_029

e (171

IEEESEREEEEEEREREEERENERES]

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00281
DATE: 01/16/2017
TIME: 10:04

IR SRR EEEE R EE RN

QAP LINEARITY

XA KK Kk kKKK WK K KA KKK KKK KK KK

TARGET CONC. : 0.0414

IR[{g/210L] EC[g/210L]
1 0.041 0.041
2 0.040 0.040
3 0.041 0.041
4 0.041 0.040
5 0.040 0.040
(B R EEEEEEEEEENEEEIEEEESEE]

(LA EEEEEEEREEEREREREEEERERR]

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO.: 00282
DATE: 01/16/2017
TIME: 10:29

LEEEEEREEEEEEEREREERERENRESE]

QAP LINEARITY
XX R K K AKX KKK KK kKK KR KRN KKK
TARGET CONC. : 0.0823

IR[g/210L] EC({g/210L]

1 0.079 0.078
2 0.080 0.079
3 0.080 0.080
4 0.080 0.080
5 0.081 0.080
*'RR****RK"*"*"***"R'
* kK kX X kKKK KK R KK KKK KKKk R KK
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00283
DATE : 01/16/2017
T IME : 10:41
X X R W ok ok ok k kK kK ok ok k %k %k kK KX KK KX K KK
QAP LINEARITY

K K Kk Rk ok ok ok K K X ok ok ok ok kKX KKk k kK
TARGET CONC. : 0.1520

IR[g/210L] EC[g/210L]
1 0.154 0.151
2 0.155 0.151
3 0.154 0.151
4 0.154 0.151
5 0.153 0.150
XK R X kX KARXKR N R kK XK KKK KKK

\\(o[\'
\

LR SR SR 2N B BN B SE BE SR BE BE EF R B SE B BE 2R BN BE AR
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00284
DATE : 01/16/2017
TIME : 10:52
kK K Kk kX kKKK K ok ok Rk KRR KK KRR K
QAP LINEARITY
KKK R Kk Kk kKKK Kk Kk kR KK R K KKK
TARGET CONC. : 0.2030

IR[g/210L] EC[g/210L]
1 0.206 0.198
2 0.205 0.198
3 0.205 0.198
4 0. 205 0.198
5 R} 0.198
* K K KX Kk k. - L 2R 25 3% 2R IR 2 2%

XK KKK KRR A AR K K X KK K

WASHINGTON
ALCOTEST 9510
SERIAL NO.: ARZB-0005
TEST NO.: 00285
DATE: 01/16/2017

IR E R R R R R EREREER]

QAP MOUTH ALCOHOL

I E R E R E R EEEEEEEEEEEREERERSEN]

DIAGNOSTIC OK 11:10
AIR BLANK 0.000 11:11
EXT STD IR ---- 1111
EXT STD EC -e-- 1111
AIR BLANK “e-- mer--
DIAGNOSTIC OK 11:12

* kK kK k ok kK K KKKk KR KKK KK KK KK

OPERATOR SIGNATURE:

IR R E R R EEEEEEEEEEEEE NN

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
TEST NO.: 00286
DATE: 01/16/2017

* kK Rk Kk kK KRk Kk ok ok kKKK kNN KK

QAP INTERFERENCE

XK K KKK KKKRKRRXXKK KKK KRk kK

DIAGNOSTIC OK 11:13
AIR BLANK  0.000 11:15
EXT STD IR 0.136 11:15
EXT STD EC 0.086 11:15
AIR BLANK 0.000 11:16
DIAGNOSTIC OK 11:17
k Rk Rk ok ok k k kK kK K K k k ko k X K X kK Kk k k &
OPERATOR SIGNATURE:
\\\“’\

X KR A R KX KK KIE Kk kR KKK KR KX KK
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
TEST NO. : 00287
DATE : 01/16/2017

XK KK KK KKK RKKX KN RR KX KR kX kX

QAP BREATH TEST

IR R R N R R R R EE R R EREEEEE R

BREATH ANALYSIS

g/210L TIME
AIR BLANK 0.000 11:19
INT STD VERIFIED 11:19
SUBJECT IR 0.000 11:20
SUBJECT EC 0.000 11:20
AIR BLANK 0.000 11:21
EXT STD IR 0.080 11:21
EXT STD EC 0.078 11:21
AIR BLANK 0.000 11:23
SUBJECT IR 0.000 11:23
SUBJECT EC 0.001 11:23
AIR BLANK 0.000 11:24
KX KRR KK KR KKK KKK KKK KK kKKK



Error(124]MAIN-SYSTEM
HW ERROR CALL 222

rcv_timeout: 0008791
rcv_timeout: 0000001
R rcv_timeout: 0000000
T T T ack_received_u8 1
. button 255
uarti_rcv_status 0
«w/ﬂg/ com_control_us8 2
x K X X K KK * kR Kk K K x X X X byte o 1
WASH INGTON -(p‘(7 byte 1 67
ALCOTEST 9510 q\ , byte 2 0
SERIAL NO. : ARZB- 0005 byte 3 0
TEST NO.: 00289 byte 4 0
DATE: 01/16/2017 byte 5 101
PR R R EE R EE RN byte 6 0
QAP BREATH TEST byte 7 25
e wanvers syt 30
g/210L  TIME byte 2 0
AIR BLANK 0.000 11:50 byte 10 1
INT STD VERIFIED 11:51 byte 1 0
SUBJECT IR 0.000 11:53 byte 12 Y
SUBJECT EC 0.000 11:53 byte 13 )
AIR BLANK 0.000 11:54 byte 14 255
EXT STD IR 0.080 11:54 byte 15 2
EXT STD EC 0.078 11:54 byte 16 6
AIR BLANK 0.000 11:55
SUBJECT IR 0.000 11:56 byte 17 0
SUBJECT EC 0.001 11:56 byte 18 24
AIR BLANK 0.000 11:57 byte 19 7
'R EEEEEEEREEERERERE RN ERE] byte 20 0
byte 21 0
byte 22 0
byte 23 3
byte 24 0
byte 25 0
byte 26 0
byte 27 117
byte 28 0
byte 29 255
byte 30 0
byte 31 204
byte 32 127
byte 33 77
byte 34 _ 197

byte 35 167[l01r7



Oraeger Alcotest 9510

\ Nersion info

Date: 16.01.2017
Time: 09:36 :

Serial: ARZB-0005

M1i6 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.9/8322797
WinCE Checksum:0x83B7
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A

NAP Ver:2.7/8322796NA
AP/NAP €RC:0x61F1/0x4422

Drink. location: Ox6AAA
Lifeqounter: 3850

Config files:
Recordyata_oss
InternalPrinterCfg_025
TextslinternalPrt_039
FontslinternalPrt_001
Parameter_039
MeasProc_121 .
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062
AccessRights_029

,ubversion:

NV A -

K::>1})¢(' ),’9{1"7

Kk k ok KX KRXKKKRNKRXKRKK KRR KR K KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005

LOCATION: WASHINGTON
TEST NO. : 00281
DATE: 01/16/2017
TIME: 10:04

IEEEEEEEREEEEEEEREXEEEEMER;S

QAP LINEARITY

* ok kK k ok kK ok ok kX ok ok ok ok Kk kKK KRR KKK

TARGET CONC. : 0.0414

IR{g/210L] EC[g/210L]
1 0.041 0.041
2 0.040 0.040
3 0.041 0.041
4 0.041 0.040
5 0.040 0.040
LR B EEEEEEEIEENEEEEEENEEENENE]

LEEEEREEEEEEERERERENERENEENSES]

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
LOCATION: WASHINGTON

TEST NO. : 00282

DATE : 01/16/2017
TIME: 10:29

IE R AR EEEEEEEEREEEEEREEESEEX:]

QAP LINEARITY

LB R R EEREEEEEREEREEEEEREEREENER]

TARGET CONC. : 0.0823

IR(g/210L] EC([g/210L]
1 0.079 0.078
2 0.080 0.079
3 0.080 0.080
a4 0.080 0.080
5 - 0.081 0.080
X KKK KKK KXRKKK KX KX KRR R KK XN

kKK x KKK KK KKK kR KK KK KKK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO.: 00283
DATE: 01/16/2017
TIME: 10:41

IEEEEEERENEEEEEEEEEREEER

QAP LINEARITY

IR EEEEEREEREEEREERERENESENSE:]

TARGET CONC. : 0.1520

IR[(g/210L] EC([g/210L]
1 0.154  0.151
2 0.155 0.151
3 0.154  0.151
t 0.154 0.151
5 0.153  0.150
* kK k k k x ok kX Kk k * * k k kK Kk K Kk X

el
\
* k k k ok ok k kK Xk k k ok ok kK kX kK Kk kK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00284
DATE:. 01/16/2017
TIME: 10:52

XK Kk k ok kKKK KKk ok ok kK KXRKRKK K kK

QAP LINEARITY

LA AR EEEEEREREEEEREEREREREEN]

TARGET CONC. : 0.2030

IR[g/210L] EC(g/210L]
1 0.206 0.198
2 0.205 0.198
3 0.205 0.198
4 0.205 0.198
5 0.205 0.198
Xk kX kKR KKAKX KK KA KRR KK KRR K

kK kK kK kX kKK KKk KKK KK KK kKKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
TEST NO.: 00285
DATE: 01/16/2017

*hkok K ok k k ok kA Kk wok ok ok kk kK kR kk

QAP MOUTH ALCOHOL
KRk k ok kKKK KK KKK KKK KKK kKR
DIAGNOSTIC OK 11:1
AIR BLANK 0.000 11:1
EXT STD IR ---- 111
EXT STD EC ----  11:1
AIR BLANK ---- e-ze
DIAGNOSTIC OK 11:1

*

kK kK k kK k kKKK KRR KKK KN kR

*N) ) =k O #

OPERATOR SIGNATURE:

* kX R K kKKK KXKKXKKK KKK KT h KKK

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
TEST NO.: 00286
DATE: 01/16/2017

kohk kA KKK kKK Kk kR kk ok ok kR X kK kK

QAP INTERFERENCE
kK KKk Kk kk kk kAR kX kR Kk kX Kk kKX
DIAGNOSTIC OK 11:13
AIR BLANK 0.000 11:15
EXT STD IR 0.136 11:15
EXT STD EC 0.086 11:15
AIR BLANK 0.000 11:16
DIAGNOSTIC OK 11:17

LEE R EEEEEEENEENENRNEENEEE:SE:E]

OPERATOR SIGNATURE:

-—

[ I Y

O el

it*t""txﬁ*uktttu!ttt*ixtt*

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARZB-0005
TEST NO.: 00287
DATE : 01/16/2017

IEEEEEEEEEEENEENERERJEE:N]

QAP BREATH TEST
LRI R IR IR IR AL R 2R 2R BN JN 2R IR BE 2R 2R AL IR O 2 2R 2N 3
BREATH ANALYSIS
g/210L TIME
AIR BLANK 0.000 11:19
INT STD VERIFIED 11:19

SUBJECT IR 0.000 11:20
SUBJECT EC 0.000 11:20
AIR BLANK 0.000 11:21
EXT STD IR 0.080 11:21
EXT STD EC 0.078 11:21
AIR BLANK 0.000 11:23
SUBJECT IR 0.000 11:23
SUBJECT EC 0.001 11:23
AIR BLANK 0.000 11:24
LR R EEEEEENEEENEEERNEESEEREE:EN]



Error[124]MAIN-SYSTEM
HW ERROR CALL 222

rcv_timeout: 0008791
rcv_timeout: 0000001
rcv_timeout: 0000000
ack_received_us8 1
button 255

. uarti_rcv_status 0
- i com_control_u8 2
KKKk kKKK k k kR x kX i*ik7

byte 0 1
WASH INGTON \ byte 1 67
ALCOTEST 9510 q byte 2 0
SERIAL NO. : ARZB- 0005 byte 3 0
TEST NO.: 00289 byte 4 0
DATE: 01/16/2017 byte 5 101
x ok kK kKR kkKRKHKXXKKkAKKKRXX KX KKK byte 6 0
QAP BREATH TEST byte 7 25
*ﬁ*yﬁittl*****tﬁ****t**x* byte 8 0
BREATH ANALYSIS
T Tgra210L TIME :y:: 13 2
AIR BLANK 0.000 11:50 y
INT STD VERIFIED 11:51 byte " 0
SUBJECT IR 0.000 11:53 byte 12 0
SUBJECT EC 0.000 11:53 byte 13 0
AIR BLANK 0.000 11:54 byte 14 255
EXT STD IR 0.080 11:54 byte 15 2
EXT STD EC 0.078 11:54 byte 16 6
AIR BLANK 0.000 11:55 byte 17 0
SUBJECT IR 0.000 11:56 yte
SUBJECT EC 0.001 11:56 byte 18 24
AIR BLANK 0.000 11:57 byte 19 7
' EEEEEEE R ERERE R R R EEEEEE] . byte 20 0
byte 21 0
byte 22 0
byte 23 3
byte 24 0
byte 25 0
byte 26 0
byte 27 117\
byte 28 0
byte 29 255
byte 30 0
byte 31 204
byte 32 127
byte 33 77
byte 34 197

byte 3 16?ll¢(r7



Draeger Alcotest 9510 Software Validation
o WInCE: 8322797 version 5.9
o M16: 8322798 version 0.9
e Config: 8322796 version 2.7

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

Technician: Jim Van Diest

Instrument Serial Number:ARJH-0005 and ARJH-0006

Dates Testing Performed: January 16, 2017

Draeger Item

How Results were

Number Software Change Obtained Results

1 Perform a cylinder change the next N/A N/A
calendar day after the QAP. Verify
printout reflects actual date of QAP.

2 Run a supervisory test and select the N/A N/A
external printer to print results.

3 Verify location and message of shutdown | N/A N/A
button by attempting to use the feature.

4 Verify time period in training mode and N/A N/A
evidential mode by attempting a test prior
to 15 minutes.

5 Verify display does not include African N/A N/A
American

6 Attempt to enter alphanumeric characters. | N/A N/A

7 Enter 00 and three other county codes N/A N/A
during a complete breath test

8 Attempt to enter characters and verify itis | N/A N/A
not allowed. Should only allow
designated names and not freeform text.

9 Verify reprint option to reduce operator N/A N/A
confusion.

10 Verify driver license scanning is allowed N/A N/A
when message "Scan DL/operator card”
is displayed.

11 Verify by using the asterisk in a name and | N/A N/A
license numbser field on the touchscreen
and keyboard.

12 Verify by selecting refusal and terminate a | N/A N/A
test.

13 Run several tests and then use reprintto | N/A N/A
verify order of tests displayed.

14 Run a complete breath test and induce an | N/A N/A
ambient air fail.

15 Set number of printouts to the defaultand | N/A N/A

ensure two copies are printed.




Draeger Alcotest 9510 Software Validation
e WiInCE: 8322797 version 5.9
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

16 Ensure a blank sample is obtained aftera | N/A N/A
purge during the QAP.

17 Using the technician key the tech will N/A N/A
select the option and report the value of
the int-t.

18 Poll the instrument and verify the season | N/A N/A
codes are not reported; examine
documents to ensure the code is not
reported.

19 Attempt to run a test with an expired N/A N/A
permit card; verify verbiage on display.

Conducted a QAP prior to validation testing. During the QAP, the instrument showed a “Fatal Application Error”. It
showed the “application a9510.exe has performed an illegal operation and will be shut down”. If the problem
persists, contact the program vendor: Program; a9510.exe, Exception; 0xC0000005, Address; 0003E470

I\

( /’qu /'/'f’

S




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARJH-0005
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: J. VAN DIEST
TIME/DATE BEGAN: 10:17 01/16/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCHi#: 16045 REF VALUE: 0.0821 SIM#: DR4767 THERM#: DR4767
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4494 DR4767 DR4492 DR3906
Sim Thermometer # DR4494 DR4767 DR4492 DR3906
QAP Batch # 16035 16046 16026 16049
Reference Value 0.0414 0.0819 0.1525 0.2058
Sim Temp 34.0°C £
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.040 0.040 0.080 0.080 0.158 0.156 0.204 0.200
2 _0.040 0.040 0.081 0.081 0.157 0.156 0.204 0.201
3 _ 0.040 0.040 0.081 0.081 0.156 0.156 0.203 0.201
4 _0.040 0.040 0.081 0.081 0.156 0.155 0.203 0.201
5 _ 0.040 0.040 0.081 0.081 0.155 0.155 0.204 0.201
Sim Temp 34.0°C +
0.2°C After? YES YES YES YES

Mean _0.0400 0.0400 0.0808 0.0808 0.1564 0.1556 0.2036 0.2008
SD _0.0000 0.0000 0.0004 0.0004 0.0011 0.0005 0.0005 0.0004

Bias % _-3.38 -3.38 -1.34 -1.34 2.56 2.03 -1.07 -2.43
Cv % _0.00 0.00 0.50 0.50 0.70 0.32 0.25 0.20
COMPLETE BREATH TEST: YES ESS LOT#: _194110 EXP DATE: _11/25/2018
INTERFERENCE TEST: YES BATCHi#: __ 16041 SIMit: DR4483

ACETONE LOTi#: CB20141120 THERMi#: __ DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: 410004SX

COMMENTS:

AS FOUND ESS RESULT: IR: EC:

J. VAN DIEST | /’/é//7

Technician Name gnature Time/Date Procedure Completed




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
' ALCOTEST 9510 SERIAL NUMBER ARJH-0005
- SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/16/2017

Analysis Date: 01/16/2017

Observation Period Began: 14:00
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 14:46
Internal Standard VERIFIED 14:47
Subject Sample 1 2.1 71
IR Result 0.000 14:47
- EC Result 0.000 14:47
Blank Test 0.000 14:48

witernal Standard IR 0.079 14:49
External Standard EC 0.077 14:49

Blank Test 0.000 14:51

Subject Sample 2 2.1 9.1
IR Result 0.000 14:51

- EC Result 0.000 14:51

Blank Test 0.000 14:52

During this test, | followed all protocols set in place by the Washington State Toxicologist for the Bur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein aye trge, correct, and accurate. (RCW 9A.72.085.)

Date / 6/ 7]

Officer Signature ;
Location Signed / 6//\4 lin, /(74'/‘/




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: = ARJH-0006
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: J. VAN DIEST
TIME/DATE BEGAN: 09:57 01/16/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16045 REF VALUE: 0.0821 SIMi#: DR4767 THERM##: DR4767
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4494 DR4767 DR4492 DR3906
Sim Thermometer # DR4494 DR4767 DR4492 DR3906
QAP Batch # 16035 16046 16026 16049
Reference Value 0.0414 0.0819 0.1525 0.2058
Sim Temp 34.0°C +
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0041 . _0.041 0.080 0.078 0.189 0.156 0.206 . _ 0.199
2 _0.041 0.041 0.080 0.078 0.158 0.156 0.205 0.199
3 _0.041 0.041 0.080 0.079 0.157 0.155 0.205 0.199
4 _0.040 0.041 0.081 0.079 0.157 0.155 0.205 0.199
5 _0.041 0.041 0.080 0.079 0.156 0.154 0.205 0.198
Sim Temp 34.0°C +
0.2°C After? YES YES YES YES

Mean _0.0408 0.0410 0.0802 - _0.0786 0.1574 - _0.1552 0.2052 0.1988
SD _0.0004 0.0000 0.0004 0.0005 0.0011 0.0008 0.0004 0.0004

Bias % _-1.45 -0.97 -2.08 -4.03 3.21 1.77 -0.29 -3.40
CV% _0.98 0.00 0.50 0.64 0.70 0.62 0.19 0.20
COMPLETE BREATH TEST: YES ESS LOT#: _194110 EXP DATE: _11/25/2018
INTERFERENCE TEST: YES BATCH#: __ 16041 SIMi#: DR4483

ACETONE LOTi#: CB20141120 THERMi#: _DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: 410004SX

COMMENTS:

AS FOUND ESS RESULT: AR EC:

J. VAN DIEST
echnician Name

/= /-1

nature Time/Date Procedure Completed




) INTEROFFICE COMMUNICATION ‘
WASHINGTON STATE PATROL ;.
TO: Lieutenant Robert W. Sharpe, Impaired Driving Section I

gl FROM: Sergeant Clark G. Jones, Impaired Driving Section
SUBJECT: Draeger Software Approval

DATE: January 25, 2017 FILE: .

On December 21, 2016 Draeger Safety Diagnostics International (DSDI) submitted
three new versions of software for validation. The new versions of software were
delivered in response to a software change order from the Washington State Patrol. The
software revisions were requested to address 19 identified areas for improvement. The
list of changes is contained in the “Washington State Patrol Alcotest 9510 Functionality
Modification List”. Validation was performed via a Quality Assurance Procedure (QAP)
and by independently verifying that requested changes were delivered, if not addressed
through the QAP.

The software delivered on December 21, 2016 contained three revised software
versions: '

e WiInCE: 8322797 version 5.7

e M16: 8322798 version 0.9

e Config: 8322796 version 2.5

N’ The software was installed on four instruments: ARAF-0030, ARZB-0005, ARJH-0005,
and ARJH-0006.

Trooper Hintz performed the validation on instruments ARAF-0030 and ARZB-0005 and
Trooper VanDiest performed the validation on instruments ARJH-0005 and ARJH-0006.

When performing the “As Found” test Troopers VanDiest and Hintz discovered the
external standard on the printed evidential document, on all four instruments, was 0.000
rather than 0.08 as expected. Trooper VanDiest stopped testing at this point. Trooper
Hintz continued testing and noted that he was also unable to enter “00” for the county
code or “00-00-0000” for a subject’s date of birth, When the instruments were polled
some of the polling rules were violated and the polled fields were not properly
represented in the database. This software version was rejected. We notified Draeger
of the errors and requested revised software.

Revised software was delivered on January 9, 2017. This revision contained two new
software versions. The versions are as follows:

e WinCE: 8322797 version 5.8

e M16 8322798 version 0.9

e Config: 8922796 version 2.7

Q“mﬂ.
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Lieutenant Robert W. Sharpe
Page 2
January 25, 2017

This software was installed on four instruments: ARAF-0030, ARZB-0005, ARJH-0005,
and ARJH-0006.

Trooper Cam Birman performed the validation procedure on instruments ARJH-0005
and ARJH-0006. Trooper Hintz performed the validation on instruments ARZB-0005
and ARAF-0030. While working though the QAPs it was noted that the technician name
was truncated at five characters. It was also noted that the “00” for county code and the
“00-00-0000” was still not allowed. Additionally, there was still an issue with the
instruments polling. | spoke with DSDI regarding the issues. It was determined that the
“00” for county code would be populated in the data set when a technician just leaves
the field blank. It was also determined that because of the rules put in place by
Microsoft in the Windows CE operating system entering a birthdate of “00-00-000”
would not be possible. | informed DSDI that we were satisfied having the blank field for
the county code, as long as the data was represented as “00” when polled and that we
would forgo the birth date change. The truncated technician name was not satisfactory.
This software version was rejected. Draeger was notified of the errors and we requested
a new software revision.

Revised software was delivered on January 12, 2017. The revision contained one new
software version. The versions are as follows:

e WinCE: 8322797 version 5.9

e M16: 8322798 version 0.9

e Config: 8322796 version 2.7

This software was installed on four instruments: ARAF-0030, ARZB-0005, ARJH-0005,
and ARJH-0006.

Trooper Hintz performed the software validation procedures on instruments ARAF-0030
and ARZB-0005. Trooper VanDiest began the procedures on ARJH-0005 and ARJH-
0006. While performing the complete breath test step of the QAP three of the four
instruments encountered a “Fatal Applications Error” reading, “Application a9510.exe
has performed an illegal operation and will shut down. If the problem persists, contact
program vendor. Program a9510.exe, Exception: 0x0000005, Address:0003E470.” The
affected instruments locked up and had to be powered off. This software version was
rejected. Draeger was notified of the error and we requested a new software revision.

Revised software was delivered on January 18, 2017. The revision contained one new
software version. The versions are as follows:

e WiInCE: 8322797 version 5.10

e M16: 8322798 version 0.9

e Config: 8322796 version 2.7



Lieutenant Robert W. Sharpe

Page 3

January 25,2017

The software was installed on four instruments: ARAF-0030, ARZB-0005, ARBE-0087
and ARJH-0006. Trooper Hintz performed the Quality Assurance Procedures on ARAF-
0030 and ARZB-0005. Trooper Birman performed the Quality Assurance Procedures on
ARBE-0087 and ARJH-0006. Trooper Hintz completed the software change validation
on instruments ARAF-0030 and ARZB-0005. Trooper Birman completed the validation
on ARJH-0006 and Trooper VanDiest completed the validation on ARBE-0087.

Each of the 20 criteria are noted in the “Washington State Patrol Alcotest 9510
Functionality Modification List” document. They are also noted in each of the “Draeger
Alcotest 9510 Software Validation” worksheets. A summary of the changes and the
validation of the changes follows:

1.

The requested change directs that a cylinder change not reset the QAP date in
the instrument, as it had previously been doing. The step was performed after
the QAP had been done on all four instruments. At least one calendar day after
the QAP was performed the technicians performed a cylinder change. After a
cylinder change was performed on all four instruments the instruments reflected
the correct QAP due date. This change reflects what was requested and it was
verified as acceptable during testing.

. This change requested the ability to print a supervisory test on the external

printer, rather than the internal printer. The technicians performed four
supervisory tests and the test results were printed on the external printer. This
change reflects what was requested and it was verified as acceptable during
testing.

This change requested the “shutdown” button be moved from the main screen.
On all four instruments the “shutdown” button was moved to a menu, and once
pressed it prompts a message advising that the instrument requires WSP
authorization to shut down. This change reflects what was requested and it was
verified as acceptable during testing.

This change requested a 15 minute observation period default be added to the
training mode. The prior iteration would allow a user to “power cycle” in the
training mode and all defaults would restore to the evidential mode except the
15 minute observation period. After switching between training and evidential
modes on all four instruments the instruments retained the default 15 minute
observation time. This change reflects what was requested and it was verified
as acceptable during testing.

This request seeks to have the race field mirror that which is currently in our
DataMaster instruments, removing “African American” and leaving “Black” as an
option. During a complete breath test on all four instruments the race options
were “White”, “Black”, “Asian”, “East Indian”, “Native American”, “Hispanic”,
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Lieutenant Robert W. Sharpe
Page 4
January 25,2017

“Pacific Islander”, and “Other”. “African American” has been removed from the
list. This change reflects what was requested and it was verified as acceptable
during testing.

6. This change requests the removal of the option of entering alpha characters into
the “PBT Results” field. The technicians tried populating the “PBT Results” field
with alpha characters. The instruments wouldn’t allow alpha characters. This
change reflects what was requested and it was verified as acceptable during
testing.

7. This change reflected our desire to populate the county code field with “00”.
DSDI created a blank field that doesn’'t show “00” on the instruments but does
show “00” when the instruments were polled. This change reflects what was
requested and it was verified as acceptable during testing.

8. This request seeks an optimization of the drinking location code search process.
With the change in place technicians were able to enter partial names and
counties and the instruments showed corresponding drinking locations. This
change reflects what was requested and it was verified as acceptable during
testing.

9. This change optimizes the “reprint” function to make it more intuitive. When the
“reprint” function is selected the instrument now displays “database type” and
“search text only”. The “preview” mode has been removed. This change reflects
what was requested and it was verified as acceptable during testing.

10. This change allows the scanning of driver’s licenses when “Scan DL/Operator
card” is displayed. This function worked as expected on all four instruments.
This change reflects what was requested and it was verified as acceptable
during testing.

11.This change requested the colon (:) on the virtual keyboard be replaced with an
asterisk (*).This change reflects what was requested and it was verified as
acceptable during testing.

12. This request was to optimize the refusal process and eliminate the countdown
timer. On all four instruments, when a refusal was selected, the instrument
proceeded immediately with the refusal. This change reflects what was
requested and it was verified as acceptable during testing.

13.This change reflected our desire to have the instrument show tests in the
“reprint” function in order of last test performed to oldest test in the instrument
storage. On all four instruments the tests were displayed in chronological order
from last test run to the oldest test. This change reflects what was requested
and it was verified as acceptable during testing.

14.This change requested the ambient fail threshold be set to .005. There was no
way for the technicians to introduce ambient air at a .005 threshold. They were
however able to induce an ambient fail using hand sanitizer (ethanol) on all four
instruments. The instruments then displayed the appropriate ambient fail
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message. This change reflects what was requested and it was verified as
acceptable during testing.

15. This change reflects our desire to have the default number of external printouts
set to two. The technicians set the number of printouts to one on all four
instruments, turned off the instruments, and then powered on the instruments.
Each of the instruments printed out two copies, when prompted. This change
reflects what was requested and it was verified as acceptable during testing.

16. This change increased the purge time. After a purge time each of the four
instruments successfully produced blank samples. This change reflects what
was requested and it was verified as acceptable during testing.

17.This change requested adding the option for technicians to access the “Int-t”
function of the instrument to assess fuel cell performance. All four instruments
allowed technicians to access this function. This change reflects what was
requested and it was verified as acceptable during testing.

18. This change requested the “S” and “W” season codes be removed from the
instrument for the sake of polling data. All four instruments were polled and the
polled data showed no seasonal codes. This change reflects what was
requested and it was verified as acceptable during testing.

19.This change reflected our desire to display “Operator Certification is Expired”
instead of an “X” when an expired operator attempted to run a test. The
technicians attempted to run a test on all four instruments using an expired
operator card. All four displayed the desired message. This change reflects
what was requested and it was verified as acceptable during testing.

20.This change optimizes the algorithm when switching from Daylight Savings
Time to Standard Time and vice versa. It wasn’t possible to test this change
during the validation procedure. This change reflects what was requested and it
was verified as acceptable during testing.

Each of the listed changes in this software version performed as expected. The
instruments displayed data as expected when polled. Based on the observed
changes in this validation procedure | recommend WinCE: 8322797 version
5.10, M16: 8322798 version 0.9 and Config: 8322796 version 2.7 be approved
for deployment in all Draeger Alcotest 9510 instruments in Washington State.

The manufacturer has provided written documentation indicating that the
analytical properties of the instrument have not changed due to the software
modifications.

Performance verification will be conducted on the instruments after the new
software is installed.
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Item

Washington State Patrol Alcotest 9510 Functionality Modification List

Delivery for Evaluation: January 18, 2017
WinCE application: Part Number 8322797, Version 5.10

Measurement System (M16) Firmware: Part Number 8322798, Version 0.9

Configuration: Part Number 8322796, Version 2.7

Modification
The QAP date will remain unchanged on the
printed documents until a new QAP is completed
even if a dry gas external standard cylinder change
is performed.

Status

Implemented in test software versions provided

December 2, 2016.

During a ‘Supervisor’ test, the instrument will
attempt to print to the external laser printer. If
printing to external laser printer not possible, the
results are sent to the instrument’s internal printer.
The maximum number of consecutive ‘Supervisor’
tests is set to ten. All results for one series
(between 1 and 10 Supervisor tests) are stored in
one data record.

Implemented in test software versions provided
December 2, 2016.

The ‘Shutdown’ button functionality is moved out

of the main screen display into an item in the

Menu. When ‘Shutdown’ is initiated, the
_instrument will display a confirmation screen
 stating “Do you really
~ power off and lock t ument, Donot
~ shutdown without WSP uthorization.”

Implemented in test éoftware versions provided
December 2, 2016.

ant to shutdown? Thls w111f .

As a default, the observation period length will be
set to 15 minutes upon instrument power up, even
if the instrument was previously powered-off while
in ‘Training Mode’.

Implemented in test software versions provided

December 2, 2016.

restrict entry of numeric values only. The decimal

< The ‘African American’ option is removed from Implemented in test software versions provided
the selectable race code data entry list. December 2, 2016.
6. The ‘PBT Results’ data entry feature is changed to  Implemented in test software versions provided

December 2, 2016.

point will be automatlcally populated

ogic and validation is
modified to accept blankaounty field entry that

can be filtered from the breath test database.

iplemented in test software versions provided

- December 2. 2016.
technicians can utilize so that non-evidential tests

scanning of driver license when message “Scan
DL/operator card” is displayed.

8. The drinking establishment search/entry process is Implemented in test software versions provided
optimized. December 2, 2016.

9, The ‘Reprint’ menu feature’s search fields are Implemented in test software versions provided
- optimized to avoid operator confusion. ~ December 2, 2016.

10. The Driver License scanning is modified to allow  Implemented in test software versions provided

December 2, 2016.

Page 1 0of 2




Washington State Patrol Alcotest 9510 Functionality Modification List
Delivery for Evaluation: January 18, 2017

WinCE application: Part Number 8322797, Version 5.10

Measurement System (M16) Firmware: Part Number 8322798, Version 0.9

Configuration: Part Number 8322796, Version 2.7

The virtual touchscreen keyboardf'colon G) Implemented in test software versions provrded
character is replaced with the . ecember 2, 2016:4 - ,
character. -

When the operator selects REFUSAL or Implemented in test software versions provided
TERMINATE, the instrument will proceed without December 2, 2016.
a presenting a countdown timer continue screen.

13. The 1nstrurnent will now present Reprint search
- ] 1tems When

Implemented in test software versions prov1ded
ecember 2, 201

14. Ambient air check threshold set to 0 005 Implemented in test software versions prov1ded
December 2, 2016.

15. The default number of external printouts generated Implemented in test software versions provided
is set to 2. December 2, 2016.

16. The instrument purge pumping time will be Implemented in test software versions provided
extended after analysrs of a subject sample. December 2, 2016

~ The instrument ceess to the
Factory Inltfeature in the Mamtenance Menu
where the ‘int-t” parameter can be observed.

software versions provided

, -December 2.2016.

18. In all time and/or date data fields in the data Implemented in test software versions provided
records, the instrument will now enforce that there  December 2, 2016.
shall be no °S” or “W’ Summer or Wintertime
designation suffix appended.

~ The instrument will display “O 1plemented in |

. software versions provided
o mstead of an X : ' ~

CERTIFICATION IS EXPIRE December 2, 2016.
when an expired operator encountered. ‘ '

20. Implemented modification to daylight savings time Implemented in test software versions provided
algorithm to ensure clock transitions are handled January 9, 2017.

properly in all circumstances.
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Drager Safety AG & Co. KGaA, Revalstrafle 1, 23560 Labeck

To Whom It May Concern

Driger

Unser Zeichen

PM-cw

Tel.

+49 451 882-6598"

Fax

+49 451 882-7 6598
E-Mail
christine. westphal@draeger com

Jan. 26th, 2017

STATEMENT

Dréger Alcotest 951 0 Washington Software, Firmware and Configuration versions

Due to customer requirements and feedback Drager creates a new release of the software for the
Alcotest 9510 WA.

The following changes improve the usability of the device:

The QAP date will remain unchanged on the printed documents until a new QAP is
completed even if a dry gas external standard.cylinder change is performed.

During a ‘Supervisor’ test, the instrument will attempt to print to the external laser printer.

If printing to external laser printer not possible, the results are sent to the instrument's internal
printer. The maximum number of consecutive ‘Supervisor' tests is set to ten. All results for
one series (between 1 and 10 Supervisor tests) are stored in one data record.

The ‘Shutdown’ button functionality is moved out of the main screen display into an item

in the Menu. When ‘Shutdown’ is initiated, the instrument will display a confirmation screen
stating "Do you really want to shutdown? This will power off and lock the instrument. Do not
shutdown without WSP authorization.”

As a default, the observation period length will be set to 15 minutes upon instrument power up,
even if the instrument was previously powered-off while in ‘Training Mode'.

The 'African American’ option is removed from the selectable race code data entry list.

The 'PBT Resuits' data-entry feature is changed to restrict entry of numeric values only.

The decimal point will be automatically populated. '

Sitz der Geselischaft: Libeck Vorsl

Dréager Safety AG & Co. KGaA Bankverbindungen: der des / der
Revalstrae 1 Commerzbank AG, Labeck Handelsregister: Dréager Safety AG & Co. KGaA und
23560 Libeck, Deutschland IBAN DE26 2304 0022 0014 6803 00 Amtsgericht Labeck HRB 4097 HL Dréager Safety Verwaltungs AG:
Tel. +49 451 8820 BIC COBADEFF230 Komplementér: Professor Dr. Nikolaus.Schweickart
Fax +49 451 882-2080 Deutsche Bank AG, Lbeck Drager Safety Verwaltungs AG
info@draeger.com IBAN DE75 2307 0710 0030 2109 00 Sltz der Geselischaft: Labeck Vorsland: .
www.drasger.com BIC DEUTDEHH222 Handelsregister: Stefan Drager (tisitzendar)
UID-Nr. DEB12128834 Amtsgericht Libeck HRB 5036 HL Thomas Engler
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The data entry-sequence logic and validation is modified to accept blank County field entry
hat technicians can utilize so that non-evidential tests can be filtered from the breath test
database. 4 .

The drinking establishment search/entry process is optimized.

The ‘Reprint’ menu feature’s search fields are optimized to avoid operator confusion.

The Driver License scanning is modified to allow scanning of driver license when message
"Scan DL/operator card” is displayed. v

The virtual touchscreen keyboard colon (:) character is replaced with the asterisk (*) character.

When the operator selects REFUSAL or TERMINATE, the instrument will proceed without
a presenting a countdown timer continue screen. _ ‘
The instrument will now present Reprint search results in order of most recent 100 items
when truncating is necessary.

The default number of external printouts generated is set to 2.

The instrument permits Technician access to the Factory Init feature in the Maintenance
Menu where the ‘int-t’ parameter can be observed. '

In all time and/or date data fields in the data records, the instrument will now enforce that

- there shall be no 'S’ or ‘W' Summer or Wintertime desighation suffix appended.

The instrument will display "OPERATOR CERTIFICATION IS EXPIRED”, instead of an X,
when an expired operator encountered. '

Implemented modification to daylight savings time algorithm to ensure clock transitions
are handled properly in all circumstances.

The following changes are made to the metrological relevant parameters:

The ambient air check threshold is set to a higher value (from 0.0025 to 0.005), so the
instrument is léss sensitive to alcohol in the ambient air.

The instrument purge pumping time will be extended after énalysis of a subject sample to
ensure less alcohol in the tubing system.’
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The mentioned changes result in a firmware and a configuration change. Your organization
performed a comprehensive validation on the Alcotest® 9510 in January of 2017. The validation
was performed with the following software components on the instruments:
e  WInCE Software part number 8322797 version 5.10
e Measurement System Firmware part number 8322798 version 0.9
e Configuration part number 8322796 version 2.7

Together, these versions address the functionality modifications mentioned above and itemized in
the document titled "Alcotest 9510 Functionality Change Log 20170125.pdf". That list also
contains the differences versus your existing field-use Washington-specific Alcotest® 9510
software, firmware, and configuration versions.

We confirm that besides the above-mentioned changes no metroloéica!-reievant parameters
and/or no metrological-relevant algorithms have been changed and therefore the metrological
functionalities of the device are not affected other than what is noted above. '

Kind regards,

il

“Christine Westphal
Product Manager Alcotest Handheld
Application Field Alcotest & Drugtest




INTEROFFICE CONMMUNICATION

 WASHINGTON STATE PATROL

TO: Sergeant Clark G. Jones, Impaired Driving Section
FROM: Trooper Cameron M. Birman, Impaired Driving Section

SUBJECT: Draeger Software Validation

DATE: January 24,2017 FILE:

On January 18, 2017, Draeger provided the following versions of software for validation testing.

WinCE: 8322797 version 5.10
M16: 8322798 version 0.9
Config: 8322796 version 2.7

On January 19, 2017, Trooper Cameron Birman installed the above listed software onto Draeger
instruments ARAF-0030, ARZB-0005, ARBE-0087 and ARJH-0006. Trooper Hintz performed Quality
Assurance Procedures on instruments ARAF-0030 and ARZB-0005. Trooper Birman performed Quality
Assurance Procedures on ARBE-0087 and ARJH-0006. All instruments successfully completed the
Quality Assurance Procedure. Trooper Hintz completed the validation testing for instruments ARAF-
0030 and ARZB-0005. Trooper Van Diest conducted the validation testing on instrument ARBE-0087.
Trooper Birman completed the validation testing on ARJH-0006. Below is a list of the functionality
modifications to the software and the findings from the validation testing.

1. The expected performance change for item number 1 is the QAP date will remain unchanged on
the printed documents until a new QAP is completed even if a dry gas external standard cylinder
change is performed. On January 19, 2017 Quality Assurance Procedures were conducted on
instrument serial numbers ARAF-0030, ARZB-0005. ARBE-0087 and ARJH-0006. On January
23,2017 dry gas external standard cylinder changes were performed on all four above listed
instruments. All instruments generated External Standard Change documents that correctly
displayed the QAP date and cylinder change date. Complete breath tests were conducted on all
four instruments following the cylinder changes. The cylinder change procedure did not change
the QAP date on the breath test document. This functionality modification performed as specified
by the Washington State Patrol.

2. The expected performance change for item number 2 is that the instrument will now print
“Supervisor” tests to the external laser printer. Supervisor tests were performed on all four
instruments. After the completion of the supervisory tests, the instruments successfully printed to
the external printer. This functionality modification performed as specified by the Washington
State Patrol.

3. The expected performance change for item 3 is the “Shutdown” button functionality is moved out
of the main screen display into an item in the menu. When “Shutdown” is initiated the instrument
will display a confirmation screen stating “Do you really want to shutdown? This will power off
and lock the instrument. Do not shutdown without WSP authorization.” The four instruments all
displayed this functionality change. When the shutdown option was initiated the requested
message was displayed and the instruments started a 1-minute countdown timer for the operator
to make a selection. This functionality modification performed as specified by the Washington
State Patrol.

rgoe.
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Sergeant Clark G. Jones

Page 2

January 24,2017

10.

The expected performance change for item 4 is the 15 minute observation timer requirement will
be included in the default settings in training and evidential mode. All instruments were tested in
training and evidential mode. The instruments in both modes defaulted to the 15 minute
observation time starting a timer countdown, not allowing a test to be performed until the
observation period had been satisfied. This functionality modification performed as specified by
the Washington State Patrol.

The expected performance change for item 5 is that the “African American” option is removed
from the selectable race code data entry list. When conducting a breath test on the instruments at -
the selectable race screen, the options provided were White, Black, Asian, East Indian, Native
American, Hispanic, Pacific Islander, or Other. The instruments no longer provided African
American as a selectable option. This functionality modification performed as specified by the
Washington State Patrol.

The expected performance change for item 6 is the” PBT results” data entry feature is changed to
restrict the entry of numeric values only. The decimal point will be automatically populated.
When a complete breath test was conducted at the “PBT results” data entry feature, the
instruments would not allow alpha character to be entered. When entering numerical data the
instrument auto populated the decimal place to its proper location. This functionality
modification performed as specified by the Washington State Patrol.

The expected performance change for item 7 is the data entry sequence logic and validation is
modified to accept blank County field entry that technicians can utilize so non-evidential tests can
be filtered from the breath test database. The County code data entry feature now provides the
technician a blank box as the first option. If selected this feature will display ”00” in the
database. This functionality modification performed as specified by the Washington State Patrol.

The expected performance change for item 8 is the drinking establishment search/entry process is
optimized. This feature seemed more user friendly after changes were implemented. When
entering only partial name and county the proper drinking locations were revealed. This
functionality modification performed as specified by the Washington State Patrol.

The expected performance change for item 9 is the “Reprint” menu feature’s search fields are
optimized to avoid operator confusion. When initiating the “Reprint” mode the instruments
displayed only two options. The “Database Type” and “Search Text Only.” The “Preview” mode
has been removed reducing operator confusion. This functionality modification performed as
specified by the Washington State Patrol.

The expected performance change for item 10 is the Driver License scanning is modified to allow
scanning of driver license when message “Scan DL/operator card” is displayed. This feature was
verified on all four instruments. We were able to successfully scan driver’s licenses when the
“Scan DL/operator card” message appeared. This functionality modification performed as
specified by the Washington State Patrol.
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Sergeant Clark G. Jones

Page 3

January 24, 2017

11.

12.

13.

14.

15.

16.

17.

18.

The expected performance change for item 11 is the addition of the asterisk character as a data
entry option. We were able to enter the asterisk for last name and operator license number during
the data entry. This functionality modification performed as specified by the Washington State
Patrol.

The expected performance change for item 12 is when the operator selects REFUSAL , the
instrument will proceed without presenting a countdown timer continue screen. When the refusal
button was selected, the instruments proceeded immediately with the refusal without the
“Continue” prompt or timer. The instruments printed the REFUSAL immediately. This
functionality modification performed as specified by the Washington State Patrol.

The expected performance change for item 13 is the instrument will now present Reprint search
results in order of most recent 100 items when truncating is necessary. Several tests were run on
each instrument. When the Reprint screen was accessed, the tests were displayed in order from
top to bottom with most recent test featured at top of the list. This functionality modification
performed as specified by the Washington State Patrol.

The expected performance change for item 14 is the ambient air check threshold will be set to
0.005. Utilizing hand sanitizer (ethyl alcohol) we were able to induce ambient failures on all four
instruments. The instruments displayed “Ventilate and clear the room air, then perform new test.”
A 30 second timer appeared for time allowed to hit continue. This functionality modification
performed as specified by the Washington State Patrol.

The expected performance change for item 15 is the default number of external printouts
generated is set to two. The instruments printer options were set to print one copy. The
instruments were powered off and then back on defaulting back to printing two copies. This
functionality modification performed as specified by the Washington State Patrol.

The expected performance change for item 16 is the instrument purge pumping time will be
extended after analysis of subject sample. A successful purge and blank sample was obtained
during the QAP with additional time added to the purge. This functionality modification
performed as specified by the Washington State Patrol.

The expected performance change for item 17 is the instrument permits Technician access to the

Factory Int-t feature in the Maintenance Menu where the “int-t” parameter can be observed. This

functionality was verified during the validation testing. When accessed the instruments displayed
the instrument number, Sequential Test number and Int-t number. This functionality modification
performed as specified by the Washington State Patrol.

The expected performance change for item 18 is all time and/or date fields in the data records, the
instrument will now enforce that there shall be no “S” or “W” Summer or Wintertime designation
suffix appended. Data from instruments was polled manually using a USB stick and via analog
phone line. This data was sent to ITD and verified to not contain the “S” and “W” designation.
The new software communicated correctly with the existing polling software currently being
used.
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Sergeant Clark G. Jones
Page 4
January 24,2017

19. The expected performance change for item 18 is the instrument will display “OPERATOR
CERTIFICATION IS EXPIRED?, instead of an X, when an expired operator card is utilized. The
instruments immediately identified an expired operator card and displayed “Operator
Certification is Expired”. The instruments aborted the test and defaulted back to the “READY”
screen not allowing the expired operator to run a test. This functionality modification performed
as specified by the Washington State Patrol.

¢ /&/\4(



Draeger Alcotest 9510 Software Validation
e WiInCE: 8322797 version 5.10
o M16: 8322798 version 0.9
o Config: 8322796 version 2.7

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

Technician: Dave Hintz

Instrument Serial Number: ARZB-0005 and ARAF-0030

Dates Testing Performed: January 19, 2017 and January 23, 2017

Draeger Item How Resuits were
Number Software Change Obtained Results
1 Perform a cylinder change the next Performed a cylinder change | QAP was performed on

calendar day after the QAP. Verify
printout reflects actual date of QAP.

the next calendar day after
the QAP.

1/19/2017. A cylinder
change was done on
1/23/2017. The cylinder
change print out printed
the date of the QAP of
1/19/2017 with a cylinder
change date of
1/23/2017. Cylinder
change did not change
QAP date.

2 Run a supervisory test and select the Ran a supervisor test setting | After the completion of
external printer to print results. the instrument up for the the supervisory tests,
external printer to print the the instrument
copy. successfully printed the
results to the external
printer.
3 Verify location and message of shutdown | The shutdown is not visible | Once the shutdown
button by attempting to use the feature. on the main screen. Hitting | button is activated it
the menu button reveals the | reveals a warning
shutdown button. Hitting the | message, "Do you really
shutdown button reveals a want to shutdown? This
message. will power off and lock
the instrument. Do not
shutdown without WSP
authorization.” The
timer starts a 1:00
minute countdown to
select shutdown before
clearing screen.
4 Verify time period in training mode and Placed the instruments into | The instruments in both

evidential mode by attempting a test prior
to 15 minutes.

Training Mode and
Evidential Mode and
attempted a test prior to the
15 minute waiting period.

modes defaulted to the
15 minute observation
time period starting a
timer countdown for the

1



Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.10
e M16: 8322798 version 0.9
o Config: 8322796 version 2.7

amount of time
necessary to satisfy the
15 minute observation
period. The instruments
would not allow a test to
be performed until the
timer was up.

Verify display does not include African
American

Performed a complete
breath test and scrolled to
selectable race.

The instruments
revealed options,

| “White”, “Black”, “Asian”,

“East Indian”, “Native
American”, “Hispanic”, .
“Pacific Islander”, or
“Other”. The
instruments do not give
an “African American”
option.

Attempt to enter alphanumeric characters.

On a complete breath test |
scrolled to PBT Results Data

Entry feature.

| tried to enter Alpha
numeric data with no
success. | placed “080”
into the data space and
scrolled down to view
data. The instruments
auto populated the
decimal place to “.080"

Enter 00 and three other county codes
during a complete breath test

Tried to enter 00 for date of

birth, county etc.

The instruments are still
requiring a full date of
birth and specific
counties during a
complete breath test.
The only thing that is
different is the county
comes up with a blank
blue box as your first
option and if you enter
next it will show a blank
county.

Attempt to enter characters and verify it is
not allowed. Should only allow
designated names and not freeform text.

Entering data into the
drinking location option.

Drinking locations
search/entry process is
much easier. It only
searches designated
names and not
characters entered. |
tried to enter "RRRR”
and the instruments
wouldn’t pull up any
data. | putin known
locations and spelled
them partially and they
came up. | also putin
their 6 digit code and

2




Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.10
e M16: 8322798 version 0.9
o Config: 8322796 version 2.7

they also came up
correctly.

Verify reprint option to reduce operator
confusion.

Activated reprint mode.

The screen reveals
“Database Type"” and
“Search Text Only”. No
“Preview” option which
was the portion | think
was confusing to
Officers.

10

Verify driver license scanning is allowed
when message “Scan DL/operator card”
is displayed.

Set up to scan license when
“Scan DL/Operator Card”
appears

The instruments

_scanned the driver's

license message when
“Scan DL/Operator
Card” appeared. The
Instruments downloaded
all information
accurately.

11

Verify by using the asterisk in a name and
license number field on the touchscreen
and keyboard.

Manually put in Driver's
License information.

| used the asterisk which
is now available in the
touchscreen as an
option. It allowed me to
put the asterisk in the
last name portion and
the number portion of
the license number.

12

Verify by selecting refusal and terminate
test.

| set up the instruments for a
refusal.

| hit the refusal button.
The instruments
proceeded immediately
with the refusal without a
timer. It printed the
refusal immediately.

13

Run several tests and then use reprint to
verify order of tests displayed.

Ran several tests and used
reprint to display test data.

The tests were displayed
in order from top to
bottom with most recent
test starting at the top of
the list.

14

Run a complete breath test and induce an
ambient air fail.

| ran a complete breath test
and induced ambient air fail
using hand sanitizer (ethyl
alcohol) in the vicinity of the
instruments breath tube.

The use of the hand
sanitizer (ethyl alcohol)
initiated the Blank
Error/Ambient Fail on
the screen. The screen
gives an alert, “Ventilate
and clear the room air,
then perform new test.”
A 30 second timer
appeared for time
allowed to hit continue.

15

Set number of printouts to the default and
ensure two copies are printed.

Set printer to 1 copy and
pressed save. Powered off
instruments and powered
back on.

The instruments when
powered back on reset
themselves to print 2
copies as their default.

3




Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.10
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

16

Ensure a blank sample is obtained after a
purge during the QAP.

A full QAP was completed
on the instruments.

A blank sample was
obtained after a purge
during the QAP.

17

Using the technician key the tech will
select the option and report the value of
the int-t.

| used the Technician Key
and accessed the Factory
Init feature in the
Maintenance Menu.

The instruments pulled
up the Factory Init
information listing the
instruments number
ARZB-0005, Sequential
Test number 314, and
showed the Int-t 1062.
ARAF-0030, Sequential
Test Number 373, and
showed Int-t 810.

18

Poll the instrument and verify the season
codes are not reported; examine
documents to ensure the code is not
reported.

Data was polled from the
instruments and sent to
Nichole Minas to review for
season codes.

No season codes were
visible in the data. | also
hooked the two
instruments up to an
anolog phone line and
had Nichole confirm the
new software could poll
the instrument as if it
was in the field. The
instruments polled
perfectly via the phone
line.

19

Attempt to run a test with an expired
permit card; verify verbiage on display.

| set up the instruments for a
complete breath test using
an expired permit card.

The instrument
immediately recognized
the operator card was
expired and displayed
on the screen, “Operator
Certification is Expired”.
The instruments aborted
the test and went back
to the ready screen not
allowing the expired
permit card to run a test.

(an/ u




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARAF-0030
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: DAVE HINTZ
TIME/DATE BEGAN: 09:30 01/19/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCHi#: 16045 REF VALUE: 0.0821 SIM#: DR2514 THERM#: DR2514
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16035 16046 16034 16016
Reference Value 0.0414 0.0819 0.1520 0.2024
Sim Temp 34.0°C £
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.041 0.041 0.081 0.081 0.154 0.152 0.204 0.200
2 _0.040 0.041 0.081 0.081 0.153 0.151 0.203 0.200
3 _0.040 0.041 0.081 0.081 0.153 0.151 0.203 0.199
4 _0.041 0.041 0.081 0.081 0.153 0.151 0.203 0.199
5 _0.040 0.041 0.080 0.080 0.153 0.151 0.203 0.199
Sim Temp 34.0°C £
0.2°C After? YES YES YES YES

Mean _0.0404 0.0410 0.0808 0.0808 0.1632 0.15612 0.2032 0.1994
SD _0.0005 0.0000 0.0004 0.0004 0.0004 0.0004 0.0004 0.0005

Bias % _-2.42 -0.97 -1.34 -1.34 0.79 -0.563 0.40 -1.48
CV% _1.24 0.00 0.50 0.50 0.26 0.26 0.20 0.25
COMPLETE BREATH TEST: YES ESS LOT#: _194110 EXP DATE: _11/25/2018
INTERFERENCE TEST: YES BATCH#: __ 16045 SIMit: DR4483

ACETONE LOT#: CB20141120 THERM#: _ DR4483

INVALID SAMPLE: . YES
REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS: SO+ /4r-£ \/ezz/r:/eo/ RINTED

AS FOUND ESS RESULT: IR: Ai/ﬂ EC: /U//f

DAVE HINTZ &os% /2/8 / / /}0) / /77

Technician Name Signature / |Vate Procedure Completed




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 14:05

Citation/Case Number: 00000000

Operator Name: HINTZ/ DAVE/P

Subject Name: BBBBBBBBBBBB/ BEBBBBBBBBBB! -
Subject Date of Birth: 05/03/1970

External Standard Lot: 1823305

Breath Analysis g/ﬁ?b'{t I}:r:rr!nem Mgrlgme Sng(%tdl?e
Blank Test 0.000 14:36
Internal Standard VERIFIED 14:37
Subject Sample 1 2.8 13.5
IR Result 0.000 14:38 ’
EC Result 0.001 14:38
Blank Test . 0.000 14:39

-errnal Standard IR 0.080 14:39
External Standard EC 0.078 14:39

Blank Test 0.000 14:41

Subject Sample2 e e
IR Result ~ ===ee- 14:43
EC Result ~  ====m- 14:43

Blank Test -

Test Result: SUBJECT REFUSED

During this test, | followed, allJ)rotocols setin Rlace by the Washington State Toxicologist for the purposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued gy ﬁ'le State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

I cer,tif?l (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature a L MW;}% pate_/ /1 C// 17
" Location Signed L2012 1) 7L TN / A4 an

N’



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
N’/ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

~ Observation Period Began: 14:15
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: DOE/ BBBBBBB/ B
Subject Date of Birth: 05/03/1970
External Standard Lot: 1823305

Breath Analysis Result Time Volume Blowtime
9/210L  hh:mm liters seconds
Blank Test 0.000 15:05
Internal Standard VERIFIED 15:06
Subject Sample 1 3.7 13.3
IR Result 0.000 15:07
EC Result 0.001 15:07
Blank Test 0.000 15:08

\Aternal Standard IR 0.080 15:08
External Standard EC  0.078  15:08

Blank Test 0.000 15:10 -

Subject Sample 2 3.2 12.1
IR Result 0.000 15:11
EC Result 0.001 15:11

Blank Test 0.000 15:12

During this test, | followed, allcrrotocols set in place by the Washington State Toxicologist for the gur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by ﬁ'ne State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

I certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature Date ///q// (7

Location Signed { Zzguue TOXS 4 LA




WASHINGTON STATE PATROL
TRAINING SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
SOFTWARE VERSION 8322798 0.9
N~ CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017
Observation Period Began: 12:45
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1823305

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters - seconds
Blank Test 0.000 13:11
Internal Standard VERIFIED 13:11
Subject Sample 1 3.5 17.8
IR Result 0.000 13:12
EC Result 0.000 13:12
Blank Test 0.000 13:13

“xternal Standard IR 0.080 13:14
External Standard EC  0.078  13:14

Blank Test 0.000 13:16

Subject Sample 2 3.4 14.7
IR Result 0.000 13:16
EC Result 0.000 13:16

Blank Test 0.000 13:17

During this test, | followed all protocols set in place by the Washington State Toxicologist for the Bur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth. :

I certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are truei correct, and accurate. (RCW 9A.72.085.)

<

Officer Signature ;LL % Date  ///§ // 7
Location Signed ___ €302 /16 TERS / A r/




Washington State Patrol
Supervisor Test

Test Date: 01/19/2017 12:33 Sequential Test #: 368

Bfeath Test Instrument Information

Model Alcotest 9510 Serial Number: ARAF-0030

External Standard Test Details

Function Result Time
a/210L HH:MM

Diagnostic OK 12:33

Blank Test 0.000 12:33

External Standard IR 0.078 12:33
External Standard EC 0.077 12:33
Blank Test 0.000 12:34
Diagnostic OK 12:34

Operator: — D%VB /12 INTZ

Signature: L) M—ML/ Sig.Date:  _///9//7
74




Washington State Patrol
External Standard Change

Test Date: 01/23/2017 Sequential Test #: 374

Location: WASHINGTON

Breath Test Instrument Information v
Model Serial Number QAP Date
Alcotest 9510 ARAF-0030 01/19/2017

Drygas Cylinder External Standard Information
Lot Number Concentration Expiration  Inlet
1823305 0.080 02/27/2018 CAL GAS INLET 1

External Standard Test Details

Function Result Time
a/210L HH:MM
Blank Test 0.000 06:27

External Standard IR 0.080 06:27
External Standard EC 0.080 06:27
Blank Test 0.000 06:28
External Standard IR 0.080 06:28
External Standard EC 0.080 06:28
Blank Test 0.000 06:30
External Standard IR 0.080 06:30
External Standard EC 0.080 06:30
Blank Test 0.000 06:30

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: DAVE HINTZ

Signature: &\n/% Sig. Date:  01/23/2017
T o / /




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
<’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/23/2017
Observation Period Began: 06:15
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1697859

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 06:52
Internal Standard VERIFIED 06:53
Subject Sample 1 4.0 10.3
IR Result 0.000 06:53
EC Result 0.000 06:53
Blank Test 0.000 06:54

W,ﬂernal Standard IR  0.077 06:55
External Standard EC 0.076 06:55

Blank Test 0.000 06:57

Subject Sample 2 , 3.7 10.1
IR Result 0.000 06:57
EC Result 0.000 06:57

Blank Test 0.000 06:58

During this test, | followed all J)rotocols setin Rlace b{ the Washington State Toxicologist for the Bur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.
| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place

any foreign substances in their mouth.

I certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature ___ {_—zii€_ 767/% Date /,/ 23/,
Location Signed [ URJ,//U(}TD/ M /




Draeger Alcotest 9510
Version info

Date: 19.01.2017
Time: 09:23

Serial: ARAF-0030

M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.10/8322797
WinCE Checksum:0xDB42
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A
NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: OX6AAA
Lifecounter: 9858

Config files:
RecordData_086
InternalPrinterCfg_025
TextslnternalPrt_039
FontslnternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062
AccessRights_029

Subversion:
WA

D halt

AKX Kk kK ok ok XK KK KKK KRR KK K KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00359
DATE: 01/19/2017
TIME: 09:47

AKX XX XX R RXAXTX XXX KRKKKK K KKK

QAP LINEARITY

XK KK XX R AR KXRK T RK KK KKK N KKK

TARGET CONC. : 0.0414

IR{g/210L] EC[g/210L]
1 0.041  0.041
2 0.040  0.041
3 0.040 0.041
4 0.041  0.041
5 0.040  0.041
X K kK K kK k kK X kK K Kk Xk kA RKRWKKX KX K KN

A XXX AXERRAR KR KR K KR TN xR KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00360
DATE : 01/19/2017
TIME: 10:35

[EEEEEERERE R EEEEEEENEEREN]

QAP LINEARITY
k ok R K ok ok kK kK K R Rk kKRN KN KK N KK
TARGET CONC. : 0.0819
IR[g/210L] EC[g/210L]
.081  0.081
~081  0.081
.081 0.081
.081 0.081
.080 0.080

IEEEEEEEEEEREEEREEEESEES]

(===

1
2
3
4
5
*

KKK KRN KR KKK Kk kKKK KKKk kKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00361
DATE : 01/19/2017
TIME : 10:47

IEEE S EE R R R ERENEREEEEREEEER]

QAP LINEARITY

KXK KX RKKAKRKRKK KR KRR KTKK KX KKK

TARGET CONC. : 0.1520

IR[g/210L] EC[g/210L]
1 0.154 0.152
2 0.153 0.151
3 0.153  0.151
4 0.153  0.151
5 0.153  0.151

TR K KX KK KR KKK KRR KNKKK KK kKN

WASH INGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00362
DATE : 01/19/2017
TIME: 10:59

IR R R R EE RN

QAP LINEARITY

AR KK Kk kKKK KK KRR KKK KK K kKK

TARGET CONC. : 0.2024

IR{g/210L] EC(g/210L]
1 0.204 0.200
2 0.203 0.200
3 0.203 0.199
4 0.203 0.199
5 0.203 0.199

WASHINGTO!
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO.: 00363
DATE: 01/19/2017

K KKKk KRR KK KK KKK R KKK KK KKK

QAP MOUTH ALCOHOL

XX KKK K KR KK KK KKK RKNK KK KKK

DIAGNOSTIC OK 11:19
AIR BLANK 0.000 11:21
EXT STD IR .- 11:22
EXT STD EC ----  11:22
AIR BLANK ce-- mm--
DIAGNOSTIC OK 11:22

Kok ok R ok ok ok ok Kk kK ok ok ok ok kKKK KK KKK

OPERATOR SIGNATURE:

R EE R R EERERE R

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO.: 00364
DATE: 01/19/2017

'R R AR EEEEEREREREEEEEIEEENE]

QAP INTERFERENCE
kX Xk ok ok k ok ok kK Kk Kk k kKKK KKXKK
DIAGNOSTIC OK 11:25
AIR BLANK 0.000 11:26
EXT STD IR 0.186 11:27
EXT STD EC 0.099 11:27
AIR BLANK 0.000 11:27
DIAGNOSTIC OK 11:28

R EE R R R EE R R R

OPERATOR SIGNATURE:

D“’)Jv \\\q\\’l

AR KA XXX R XAXXAXX XXX RXRKXKK KRN

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NO.: 00365
DATE: 01/198/2017

R R R R R R R E R R R

QAP BREATH TEST
BREATH ANALYSIS
g/210L TIME
AIR BLANK 0.000 12:12
INT STD VERIFIED 12:13

SUBJECT IR 0.000 12:14
SUBJECT EC 0.001 12:14
AIR BLANK 0.000 12:15
EXT STD IR 0.078 12:15
EXT STD EC 0.077 12:15
AIR BLANK 0.000 12:16
SUBJECT IR 0.000 12:17
SUBJECT EC 0.001 12:17
AIR BLANK 0.000 12:18

AR KK kohkh RXKXR KK KR RKKXK KKK XK



Draeger Alcotest 9510
Version info

Date: 19.01.2017
Time: 09:23

Serial: ARAF-0030

M16 Ver:0.9/8322798
M16 Checksum:O0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.10/8322797
WinCE Checksum: 0xDB42
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A
NAP Ver:2.7/8322796NA
AP/ NAP CRC:0x61F1/0x4422

Drink. location: OX6AAA
Lifegbunter: 9858

Config files:
RecordData_086
InternalPrinterCfg_025
TextsInternalPrt_039
FontslinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062
AccessRights_029

Subversion:

WA
. \
Q il
k ok ok k ok ok k ok ok k k Kk x ok ok kK kk Kk Xk k kKX
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON .
TEST NO.: 00359
DATE: 01/19/2017
TIME: 09:47

IEEEERENEEEEEEEREEEEEENEEES]

o WASHINGTON

ALCOTEST 9510

SERIAL NO.: ARAF-0030
LOCATION: WASHINGTON
TEST NO.: 00360
DATE: 01/19/2017
TIME: 10:35

IEEEEEEEREREEREEIEESIIIEIEE]

QAP LINEARITY

k ok K ok ok ok ko k k k ok ok k k ok ok k ok k k ok ok ok Kk

TARGET CONC. : 0.0819
IR[(g/210L] EC[g/210L]

1 0.081  0.081
2 0.081 0.081
3 0.081 0.081
4 0.081 0.081
5 0.080 0.080
IEEEEREEEEREEEEREERENEEEENSES]
d ok ok ok ok ok k ok k kK ok ok ok ok ok ok kKKK kKKK
WASH INGTON
ALCOTEST 9510
SERIAL NO.: ARAF-0030
LOCAT ION : WASHINGTON
TEST NO.: 00361
DATE: 01/19/2017
TIME: 10:47
IEEEREEREREREEREENERESEESEES]
QAP LINEARITY
IEEEEEREEEREEEEEEREESEEEES]
TARGET CONC. : 0.1520

IR[g/210L] EC[g/210L]

1 0.154 0.152
2 0.153 0.151
3 0.153 0.151
4 0.153 0.151
5 0.153 0.151
KKKk Kk kk Xk **k * kK k kK kKX

IEREEEEREENEEEEERIERENESEENES]

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
LOCAT ION: WASHINGTON
TEST NO.: 00362

QAP LUNEARITY

IEEEEREREREEEEEREEEEEELENESSESE]

TARGET CONC. 0.0414

IR[gIZ10L] EC[g/210L]
1 0.041  0.041
2 0.040  0.041
3 0.040  0.041
4 0.041 0.041
5 0.040  0.041
* k kK ok kK k k kK Kk Kk k k k kX kk Xk k k kKX

Kk ok kK kK kK KKK KRk KKk ok ok ok ok kK

DATE:

T

IME :

01/19/2017
10:59

K kk ok ok ok ok ok kK kK kK kkkkok ok kok kK

QAP LINEARITY

ok ok ok ok ok ok ok k Kk k ok ok k ok ok ok ok ok ok ok ok kK

TARGET CONC.

1
2
3
4
5
*

IR[gI210L]

OOOOO

0.2024
EC(g/210L]
.204 0.200

.203 0.200
.203 0.199
.203 0.199
.203 0.199

IEEEEEEREREREREREEENRERS]

AKAKXXKRXRRNRRR AR XX KKK KX XXX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO.: 00363
DATE: 01/19/2017

[ EEEEEEREEEERREEEREEEEESESEN]

QAP MOUTH ALCOHOL

XX KA XRKKKRKKKK R XKXKKXKKKK KX *®

DIAGNOSTIC OK 11:19
AIR BLANK 0.000 11:21
EXT STD IR ---- 11:22
EXT STD EC ----  11:22
AIR BLANK R
DIAGNOSTIC OK 11:22

Xk Kk Kk kXXX KKKKX kXX XXKXKX KK KX

OPERATOR SIGNATURE:

kR kK k kKKK KRk Kk kKKK KKK KR KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO.: 00364
DATE: 01/19/2017

Kok ok ok ok ok ok ok ok kk kk ok ok ok Kk kKX KkKRkKK

QAP INTERFERENCE
SR EEREEEE R EEE R ER R EEREE RN
DIAGNOSTIC OK 11:25
AIR BLANK 0.000 11:26
EXT STD IR 0.186 11:27
EXT STD EC 0.099 11:27
AIR BLANK 0.000 11:27
DIAGNOSTIC OK 11:28

Xk Rk ok ok ok kX KK KKKk K KKI KK KK KK

OPERATOR SIGNATURE:

R EEEEEEEEEEEREE REREE RS

WASHINGTON
ALCOTEST 9510

]
SERIAL' NO. : ARAF-0030
TEST NO.: 00365

. DATE: 01/19/2017

* kk kk ok k kKK KXk kk kkkX*kAtx*kx

QAP BREATH TEST

Xk hkk ok kokok kk ok kok kK KKK KKK KK
BREATH ANALYSIS

g/210L TIME

AIR BLANK 0.000 12:12
INT STD VERIFIED 12:13
SUBJECT IR 0.000 12:14
SUBJECT EC 0.001 12:14
AIR BLANK 0.000 12:15
EXT STD IR 0.078 12:15
EXT STD EC 0.077 12:15
AIR BLANK 0.000 12:16
SUBJECT IR 0.000 12:17
SUBJECT EC 0.001 12:17
AIR BLANK 0.000 12:18

ki*ﬁ*ﬁ**ﬁk*t*ﬁ***i*ﬁﬁ***



Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARZB-0005
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: DAVE HINTZ
TIME/DATE BEGAN: 09:41 01/19/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16045 REF VALUE: 0.0821 SIM#: DR2514 THERM#: DR2514

CALIBRATION PROCEDURE

Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16035 16046 16034 16016
Reference Value 0.0414 0.0819 0.1520 0.2024
Sim Temp 34.0°C + '
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.041 0.041 0.082 0.081 0.155 0.152 0.206 0.199
2 _0.040 0.041 0.081 0.081 0.154 0.151 0.206 0.199
3 _0.040 0.040 0.081 0.080 0.154 0.151 0.206 0.199
4 _0.040 0.041 0.081 0.081 0.154 0.151 0.205 0.199
5 _0.040 0.041 0.081 0.081 0.154 0.151 0.205 0.198
Sim Temp 34.0°C +
0.2°C After? YES YES YES YES

Mean _0.0402 0.0408 0.0812 0.0808 0.1542 0.15612 0.2056 0.1988
SD _0.0004 0.0004 0.0004 0.0004 0.0004 0.0004 0.0005 0.0004

Bias % _-2.90 -1.45 -0.85 -1.34 1.45 -0.53 1.58 -1.78
Cv% _1.00 0.98 0.49 0.50 0.26 0.26 0.24 0.20
COMPLETE BREATH TEST: YES ESS LOT#: _194110 EXP DATE: _11/25/2018
INTERFERENCE TEST: YES BATCHi#: __ 16045 SIM#: DR4483

ACETONE LOT#: CB20141120 THERM{#: __ DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS: <prriv4r&e V%/F/&D/ SRINTED

AS FOUND ESS RESULT: IR: /\{/74 EC: /‘-),/1,4

DAVE HINTZ : a,&%% //5‘7/ ///‘7//7

Technician Name Signature / Time7ate Procedure Completed




WASHINGTON STATE PATROL
TRAINING SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
SOFTWARE VERSION 8322798 0.9
N/ CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017
Observation Period Began: 12:45
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 13:14
Internal Standard VERIFIED 13:14
Subject Sample 1 3.5 12.2
IR Result 0.000 13:15
EC Result 0.000 13:15
Blank Test 0.000 13:16

Fxternal Standard IR  0.080 13:17
wtternal Standard EC  0.077 13:17

Blank Test 0.000 13:18

Subject Sample 2 3.5 10.2
IR Result 0.000 13:19
EC Result 0.000 13:19

Blank Test 0.000 13:20

During this test, | followed all protocols set in place by the Washington State Toxicologist for the purposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

I certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document

and inyormation contained Fherein are true, correct, and accurate. (RCW 9A.72.085.)
Officer Signature /W Date // // 9// /7

Location Signed /9/&//(/67?/ W




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
"’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017
Observation Period Began: 12:25
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L hh:mm liters seconds
Blank Test 0.000 12:46

Internal Standard VERIFIED 12:46
Subject Samplet

IR Result ~ =eee- 12:47
EC Result ~ ==e--- 12:47
Blank Test -

‘ternal Standard IR~ ------

%(ternal Standard EC  ------

Blank Test -

Subject Sample2 e
IR Result ~ =eeem-
EC Result ===

Blank Test -

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in Rlace b%/ the Washington State Toxicologist for the Burposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.
| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
- any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained. Qereln are true, correct, and accurate. (RCW 9A.72.085.)

LY .
Officer Signature A/ L ) Loty Date /—79-/7
Location Signed ﬁwbéc/mﬂ/dlc% /&VJ




Washington State Patrol
- Supervisor Test

e’

Test Date: 01/19/2017 12:23 Sequential Test #: 306
Breath Test Instrument Information
Model Alcotest 9510 Serial Number: ARZB-0005
External Standard Test Details

Function Result Time

a/210L HH:MM

Diagnostic OK 12:23

Blank Test 0.000 12:23

External Standard IR 0.079 12:24

External Standard EC 0.077 12:24

Blank Test 0.000 12:24

Diagnostic OK 12:25
Operator: DA’A{& /'////\/ T ‘

—_——_ )
Signature: DM’A@MA Sig. Date: / ZE /177
N/



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
N, SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 14:50

Citation/Case Number: 000000

Operator Name: HINTZ/ DAVE/ P

Subject Name: BBBBBBBBBBBB/ BBBBBBBBBBBB/ -
Subject Date of Birth: 05/03/1970

External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:17
Internal Standard VERIFIED 15:17
Subject Sample 1 3.2 19.2
IR Result 0.000 15:19
EC Result 0.001 15:19
Blank Test 0.000 15:20

wternal Standard IR  0.080 15:20
External Standard EC  0.078 15:20

Blank Test 0.000 15:22

Subject Sample 2 , 2.6 13.2
IR Result 0.000 15:22 »
EC Result 0.001 15:22

Blank Test 0.000 15:23

During this test, | followed aIIJ)rotocols set in place by the Washington State Toxicologist for the Bur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and dpo,ssessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contai erein are true, correct, and accurate. (RCW 9A.72.0§5.)

Officer Signature . JaAL . Date __ / // 9/17
B 4 . [4 V4 /
Location Signed OvRe/in o, / A




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017
Observation Period Began: 15:10
Citation/Case Number: 00000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 499298

, w.ternal Standard IR
External Standard EC
Blank Test
Subject Sample 2

IR Result

EC Result
Blank Test

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:35 '
Internal Standard VERIFIED 15:35
Subject Sample1 e e
IRResult  ==eme- 15:36
ECResult === 15:36
Blank Test -

Test Result: TEST INCOMPLETE

During this test, | followed all protocols set in Rlace b}/ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Penal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature D ﬂg;!v/[w/%/r

: Date __//19 )7 |
LBy L jSCTON,

wA

Location Signed

N/



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/23/2017
Observation Period Began: 06:00
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 06:26
Internal Standard VERIFIED 06:27
Subject Sample 1 4.6 18.8
IR Result 0.000 06:28
EC Result 0.000 06:28
Blank Test 0.000 06:29

Wternal Standard IR 0.076 06:29
External Standard EC 0.075 06:29

Blank Test 0.000 06:31

Subject Sample 2 4.6 22.1
IR Result 0.000 06:32
EC Result 0.000 06:32

Blank Test 0.000 06:33

During this test, | followed all protocols set in Rlace b%/ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth. ‘

| certify (or declare) under Penalty of perjury under the laws of the state of Wasgiggéo)n that the statements on this document

and information contained therein are true, correct, and accurate. (RCW 9A.72.

Officer Signature , 7 Date // 23 / /7
Location Signed LR LIn GOV / WA ,




Washington State Patrol
External Standard Change

Test Date: 01/23/2017 Sequential Test #: 315

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARZB-0005 01/19/2017

Drygas Cylinder External Standard Information
Lot Number Concentration Expiration  Inlet
499298 0.080 07/20/2019 CAL GAS INLET 1

External Standard Test Details

Function Result Time
ag/210L HH:MM
Blank Test 0.000 06:17

External Standard IR 0.079 06:18
External Standard EC 0.079 06:18
Blank Test 0.000 06:19
External Standard IR 0.079 06:19
External Standard EC 0.078 06:19
Blank Test 0.000 06:21
External Standard IR 0.079 06:21
External Standard EC 0.078 06:21
Blank Test 0.000 06:21

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: DAVE HINTZ

Signature: D% — Sig. Date:  01/23/2017




Draeger Alcuics: vi.v
Version info

1te: 19.01.2017

ime: 09:34

Serial: ARZB-0005

M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.10/8322797
WinCE Checksum: 0xDB42
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A
NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: Ox6AAA
Lifecounter: 3920

Config files:
RecordData_086
InternalPrinterCfg_025
TextsinternalPrt_039
FontsinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062
AccessRights_029

Subversion:
WA

; 0}}2/ \\Va\w’\

KKK KKK KX KRNK KKK KRR KRNRK* KKK

WASHINGTON

SEatac oo . e UL
TEST NO.: " 00299
DATE: 01/19/2017

IR R R R R R R R EEREREREEEEREN]

QAP MOUTH ALCOHOL

(IEEEEEEEEEEEEEREEEEENRERE:]

D1AGNOSTIC OK 11:12
AIR BLANK  0.000 11:12
EXT STD IR ---- 11:13
EXT STD EC  ---- 11:13
AIR BLANK ceee ez
DIAGNOSTIC OK 11:13
LI IR B R 2R 2R 20 2R BN BN AR B BN BE 2R B SR B B AR B B I 4
OPERATOR SIGNATURE:

WASH INGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
TEST NO. : 00300

DATE : 01/19/2017

. R A X R AR R KRR KX KKk kKRR KX xR %

QAP INTERFERENCE

KK H KK R KRR KK KK KR KK KRR KRR K

DIAGNOSTIC OK 11:27
AIR BLANK 0.000 11:28
EXT SsTD IR 0.115 11:28
EXT STD EC 0.089 11:28
AlIR BLANK 0.000 11:29
DIAGNOSTIC OK 11:30

OPERATOR SIGNATURE:

ALCOTEST 9510

SERIAL NO.:
LOCATION:
TEST NO. :
DATE :

TIME :

ARZB-0005
WASHINGTON
00295
01/19/2017
09:52

IR R E N E R EEEEE R EEREEEEEE R R

QAP LINEARITY

KR KK KK KKK KR K K kKKK KKK KKK K

TARGET CONC. : 0.0414

IR{g/210L] EC(g/210L]
1 0.041  0.041
2 0.040 0.041
3 0.040 0.040
4 0.040 0.041
5 0.040 0.041
® R K K Kk kKK KKK KK KRR KKK kKR K

SERVAL NU.: AR2G-0C05
LOCATION: WASHixhaTL
TEST NO. : 00296
DATE : 01/19/2017
TIME: 10:19
QAP LINEARITY
XX KX R KK KKK RX KX kKA X KR KX KK XK
TARGET CONC. : 0.0819
IR(g/210L] EC(g/210L]
1 0.082 0.081
2 0.081 0.081
3 0.081 0.080
4 0.081 0.081
5 0.081 0.081
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00297
DATE: 01/190/2017
TIME : 10:32
® Kk kK A X X KX KKK KK KKK KKK KKk KRR
QAP LINEARITY
TARGET CONC. : 0.1520
IR[g/210L] EC[g/210L]
1 0.155 0.152
2 0.154 0.151
3 0.154 0.151
4 0.154 0.151
5 0 0.151
* kK kK Kk x k kK K Kk kR X K KKk K
(!
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO.: 00298
DATE : 01/19/2017
TIME : 10:43

KR X KX KR K KKK KK KR KRR KKK KK KK

QAP LINEARITY

IEEENEEEEREEEEEEEREENRESEENEN]

TARGET CONC. : 0.2024

IR(g/210L] EC([g/210L]
1 0.206 0.199
2 0.206 0.199
3 0.206 0.199
4 0.205 0.199
5 0.205 0.198

kKKK KKK KRK KKK KK KK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.:
TEST NO. :
DATE: 01/19

R R RRAK KK KKK K KKK KKK

QAP BREATH TEST

XK KKK XX RKANRK KR X KRR XK

BREATH ANALYSI|S

g/210L
AIR BLANK 0.000-
INT STD VERIFIED |
SUBJECT IR 0.000
SUBJECT EC 0.000
AIR BLANK 0.000
EXT STD IR 0.079
EXT STD EC 0.077
AIR BLANK 0.000
SUBJECT IR 0.000
SUBJECT EC 0.000
AIR BLANK 0.000

kKK K KKK KKK KKK KK KKK

11

11

11

11

11
" 11:55
11

11

i1

11

LI Y

ARZB-0005

00301
12017

LI

x kX kKK

TIME
11:52
:52
:54
:54
:55
:55

:56
:58
:58
:59
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Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.10
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the

Functionality Modification List.
Technician: Jim Van Diest
Instrument Serial Number: ARBE-0087

Dates Testing Performed: January 19, 2017

Draeger ltem

How Results were

Number Software Change Obtained Results
1 Perform a cylinder change the next Cylinder change conducted | QAP was completed on
calendar day after the QAP. Verify 4 days after QAP. January 19, 2017. A

printout reflects actual date of QAP.

cylinder change
completed on January
23, 2017. An evidential
breath test completed
after the cylinder change
in which then showed

the correct QAP date of
January 19, 2017.
2 Run a supervisory test and select the Ran a supervisory test, with | Test complete and
external printer to print results. external printer attached. printed to the external
printer.

3 Verify location and message of shutdown
button by attempting to use the feature.

The shutdown button is not
visible on the main screen.
Selecting the Menu button
reveals the shutdown button.
Selecting the shutdown
button reveals a message.

Once Shutdown button
is selected, the screen
reveals a warning
message, ‘Do you really
want to shutdown?”
“Yes" selected will
instruct the operator to
power off the instrument.

4 Verify time period in training mode and
evidential mode by attempting a test prior
to 15 minutes.

Put the instrument in
Training mode. Entered an
observation time of 11
minutes. Attempted in
evidential mode entering a
time of 11 minutes prior to
test.

The instrument timer
started with “Please
wait” warning, until 5
minutes passed on each
test for a minimum of 16
minutes for each
observation period
before it accepted the
time entered.

5 Verify display does not include African During an evidential breath African American race
American test and scrolled through all | had been removed
. selectable races.
6 Attempt to enter alphanumeric characters. | Ran an evidential breath test | Attempted to enter no

and scrolled to the PBT

decimal, enter the

1




Draeger Alcotest 9510 Software Validation
o WiInCE: 8322797 version 5.10
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

Results Data entry feature

decimal, in which each
time the decimal was
present with PBT results
listed to the
thousandths.

Enter 00 and three other county codes

Ran an evidential breath test

7 The instrument is
during a complete breath test and entered 00 for date of requiring full date of
birth and county code. birth, 00 not accepted.
For county codes 00 not
accepted but blank or no
input was accepted.

8 Attempt to enter characters and verify it is | Entering drinking locations Drinking locations for
not allowed. Should only allow into the search location search entry seems
designated names and not freeform text. | option during an evidential easier as | entered only

breath test. partial name and county
in which the drinking
establishment came up.

9 Verify reprint option to reduce operator Activated reprint test mode The instrument showed
confusion. Database type in which

5 different options are
available. Operator
would then enter
“Search Text only”
eliminating the “Preview”
option.

10 Verify driver license scanning is allowed During an evidential test, The instrument scanned
when message “Scan DL/operator card” and scanned the “operator the valid operator card
is displayed. card” and scanned the and Washington driver's

“driver’s license”. license.

11 Verify by using the asterisk in a name and | During an evidential test, | entered the name and
license number field on the touchscreen manually entered the name | driver's license number
and keyboard. and Driver's license number | using the touchscreen

using an asterisk in the and keyboard. The

driver's license number " asterisk was entered into
the driver’s license
number when needed
successfully.

12 Verify by selecting refusal and terminate a | Instrument set up for a | set up instrument for an
test. refusal test. evidential test. The

“refusal” test was
selected. The test
aborted without the timer
and printed the ticket.

13 Run several tests and then use reprintto | Ran several evidential The tests were displayed
verify order of tests displayed. breath tests and used reprint | in order of most recent

to display all tests. from top to bottom.

14 Run a complete breath test and induce an | Ran an evidential breath During the “purge

ambient air fail.

test, using hand sanitizer
containing ethyl alcohol near
the instrument.

phase”, and having the
hand sanitizer near the
instrument, it aborted the
test with error message

2



Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.10
o M16: 8322798 version 0.9
e Config: 8322796 version 2.7

“Blank error/Ambient
Fail” on the screen. The
screen shows message
“Ventilate and clear
room air then perform
new test”. A 30 second
timer appears before a
new test can be started.

15 Set number of printouts to the default and | Set printer in settings to 1 After the instrument was
ensure two copies are printed. copy. Powered the set to 1 copy, instrument
instrument off, then back on, | turned off, then back on,
checked printer settings. with Technician key
installed, | checked the
printer settings once
powered up. The
settings for external
printer defaulted to 2
copies.
16 Ensure a blank sample is obtained aftera | A full QAP was completed. A blank sample was
purge during the QAP. obtained after each
purge during the QAP.
17 Using the technician key the tech will | used the Technician Key For Instrument ARBE-
select the option and report the value of and accessed the Factory 0087, through the
the int-t. Init feature ni the Maintenance menu, the
Maintenance Menu. sequential test number
was listed at 238 and the
Int-t showed 931.
18 Poll the instrument and verify the season | Polling was completed on2 | N/A
codes are not reported; examine other instruments.
documents to ensure the code is not
reported.
19 Attempt to run a test with an expired An evidential breath test was | The instrument

permit card; verify verbiage on display.

set up using an expired
operator permit card.

recognized that the
operator card was
expired. The instrument
displayed “Operator
Certification is Expired”.
The instrument aborted
the test, returning to the
“Ready” screen.

- 724 /\//}/




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARBE-0087
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: BIRMAN
TIME/DATE BEGAN: 11:57 01/19/2017 _

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16046 REF VALUE: 0.0819 SIMi#: DR2514 THERM#: DR2514
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16035 16045 16034 16016
Reference Value 0.0414 0.0821 0.1520 0.2024
Sim Temp 34.0°C £
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.040 0.040 0.079 0.078 0.154 0.149 0.204 0.196
2 _0.040 0.040 0.080 0.079 0.153 0.149 0.203 0.196
3 __0.040 0.040 0.080 0.079 0.153 0.150 0.203 0.196
4 _0.040 0.040 0.080 0.079 0.152 0.149 0.203 0.196
5 _0.040 0.040 0.079 0.079 0.152 0.149 0.202 0.196
Sim Temp 34.0°C £
0.2°C After? YES YES YES YES

Mean _0.0400 0.0400 0.0796 0.0788 0.1528 0.1492 0.2030 0.1960
SD _0.0000 0.0000 0.0005 0.0004 0.0008 0.0004 0.0007 0.0000

Bias % _-3.38 -3.38 -3.056 -4.02 0.53 -1.84 0.30 -3.16
CV % _0.00 0.00 0.63 0.51 0.52 0.27 0.34 0.00
COMPLETE BREATH TEST: YES ESS LOT#: _194110 EXP DATE: _11/25/2018
INTERFERENCE TEST: YES BATCH#: __ 16045 SIM#: DR4483

ACETONE LOT#: CB20141120 THERM##: ___DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS: §<>’FT‘Z/V ARE VBRT. FLIED
AS FOUND ESS RESULT: IR: )\)/A EC: N//“r

BIRMAN ﬁ - /’/7'//

il
Technician Name ~——" < Signature " Time/Date Procedure Completed
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WASHINGTON STATE PATROL
- _EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
N’/ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 14:30
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:12
Internal Standard VERIFIED 15:12
Subject Sample 1 1.9 71
IR Result 0.000 15:13 |
EC Result 0.000 15:13
Blank Test 0.000 15:14

vﬁernal Standard IR 0.078 15:15
External Standard EC 0.074 15:15

Blank Test 0.000 15:16

Subject Sample2 e e
IRResult ===ee- 15:16
ECResult  ===e=- 15:16

Blank Test L e

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in the Washington State Toxicologist for the oses of this test. At the

lace b ur|
time of this test | was certi_fiecf> to operate the Rlcqtes%, 9510 and possessed a valid permit issued gy Rme State Toxicologist.
| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth. ‘

| certif?l (or declare) un(d?a/eaaljy of perjury under the laws of the state of Washington that the statements on this document

and information contaipé Wﬂ'ue, correct, and accurate. (RCW 9A.72.085.)
Officer Signature \ Date ' ~ ‘ 7’ '/’

her
Location Signed / ) %L L w“,;’/?/ '

-/




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 14:45
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
 Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:30
Internal Standard VERIFIED 15:31
Subject Sample 1 1.9 6.0
IR Result 0.000 15:32
EC Result 0.000 15:32
Blank Test 0.000 15:33

\w,iernal Standard IR 0.078 15:33
External Standard EC 0.073 15:33

Blank Test 0.000 15:35

Subject Sample 2 2.0 7.4
IR Result 0.000 15:35
EC Result 0.001 15:35

Blank Test 0.000 15:36

During this test, | followed _aIIJ)rotocoIs setin Rlace by the Washington State Toxicologist for the Bur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

I observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

" | certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature () p\——" pate 1 -19-)7) |

Location Signed / ) @ AL / [ 2 /'D"/




Washington State Patrol
Supervisor Test

Test Date: 01/19/2017 14:23 Sequential Test #: 234

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARBE-0087

External Standard Test Details

Function Result Time
a/210L HH:MM

Diagnostic OK 14:23

Test failed, Status 3

Diagnostic OK 14:24

Operator: ;:/A lk\ \]V Q:{ e
Signature: / ﬂ"’_——' ) Sig. Date: -



Washington State Patrol
Supervisor Test

Test Date: 01/19/2017 14:25 Sequential Test #: 235

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARBE-0087

External Standard Test Details

Function Result Time
a/210L HH:MM

Diagnostic OK 14:25

Blank Test 0.000 14:25

External Standard IR 0.078 14:26
External Standard EC 0.074 14:26
Blank Test 0.000 14:27
Diagnostic OK 14:27

Operator: \j fM\\jW"‘ Qfesﬂr
Signature: / ////' Sig. Date: l”ﬁ’/ )




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
N/ SOFTWARE VERSION 8322798 0.9
‘ CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 14:30
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime

g/210L  hh:mm liters seconds
Blank Test. 0.000 15:12
Internal Standard VERIFIED 15:12
Subject Sample 1 1.9 71
IR Result 0.000 15:13
EC Result 0.000 15:13
Blank Test 0.000 15:14

w,ternal Standard IR 0.078 15:15
External Standard EC 0.074 15:15

Blank Test 0.000 15:16 )

Subject Sample2 e e
IR Result | e 15:16
EC Result ~  ====-- 15:16

Blank Test ~ -=—--

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in place by the Washington State Toxicologist for the Burfoses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under {Jenal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)
Officer Signature Date / ~{ %/ / 28

Location Signed /I v @an ’( s 7%"—’




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 14:45
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 1714406

sernal Standard IR
External Standard EC
Blank Test
Subject Sample 2

IR Result

EC Result
Blank Test

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:27
Internal Standard VERIFIED 15:28
Subject Sample 1 2.1 7.1
IRResult =eee- 15:28.
EC Result 0.000 15:28
Blank Test -

Test Not Complete: Status Code 6

During this test, | followed all protocols set in place by the Washington State Toxicologist for the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by C
| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place

any foreign substances in their mouth.

| certi € !
and information contained

Officer Signature

(or declare) under ?enal

Date

ty of perjury under the laws of the state of Washington that the statements on this document
herein are true, correct, and accurate. (RCW 9A.72.085.) :

Cl

Location Signed

! é}/‘"’\ 'I (\’fﬁﬁ/

N’

oses of this test. At the
he State Toxicologist.

!/’ 7 /7



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
— SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 14:45
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test ~0.000 15:30
Internal Standard VERIFIED 15:31
Subject Sample 1 1.9 6.0
IR Result 0.000 15:32
- EC Result 0.000 15:32
Blank Test 0.000 15:33

Wernal Standard IR 0.078 15:33
External Standard EC 0.073 15:33

Blank Test 0.000 15:35

Subject Sample 2 2.0 7.4
IR Result 0.000 15:35
EC Result 0.001 15:35

Blank Test 0.000 15:36

During this test, | followed all protocols set in place b%/ the Washington State Toxicologist for the Bur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under ?enal. of perjury under the laws of the state of Washington that the statements on this document
and information contained the re true, correct, and accurate. (RCW 9A.72.085.)
Officer Signature \ Date /’ 7 W

Location Signed n/ /__%7//1/! //»/,( 74/\/

"




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
-’ SOFTWARE VERSION 8322798 0.9 :
. CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 15:00
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:59
Internal Standard VERIFIED 16:00
‘Subject Sample 1 1.9 6.9
IR Result 0.000 16:01
EC Result 0.000 16:01
Blank Test 0.000 16:02

\_,Iernal Standard IR 0.078 16:02
External Standard EC 0.074 16:02

Blank Test 0.000 16:04

Subject Sample 2 2.0 9.1
IR Result 0.000 16:04
EC Result 0.000 16:04

Blank Test 0.000 16:05

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gurposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.
| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place

any foreign substances in their mouth.

| certify (or declare) under ?enalj[y of perjury under the laws of the state of Washington that the statements on this document
and information contalnetj?e,\?re true, correct, and accurate. (RCW 9A.72.085.)

Date //’/97 7

Officer Signature

\I/ »
Location Signed / @L AN //ngﬁ/ )




Washington State Patrol
External Standard Change

Test Date: 01/23/2017 Sequential Test #: 240
Location: WASHINGTON .

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARBE-0087 01/19/2017

Drygas Cylinder External Standard Information .
Lot Number Concentration ~ Expiration  Inlet
1714406 0.080 07/22/2017 CAL GAS INLET 2

External Standard Test Details

Function . Result Time
_ a/210L HH:MM
Blank Test 0.000 08:43

External Standard IR 0.078 08:43
External Standard EC 0.075 08:43
Blank Test 0.000 08:45
External Standard IR 0.078 08:45
External Standard EC 0.075 08:45
Blank Test 0.000 08:46
External Standard IR 0.078 08:46
External Standard EC 0.075 08:46
Blank Test 0.000 08:47

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: CAMERON BIRMAN

Signature: — = ' Sig. Date:  01/23/2017




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
- ALCOTEST 9510 SERIAL NUMBER ARBE-0087
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/23/2017 _
Observation Period Began: 08:00
Citation/Case Number: TEST

~ Operator Name: BIRMAN/ CAMERON/ M
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 08:50
Internal Standard VERIFIED 08:51
Subject Sample 1 _ 1.8 6.4
IR Result 0.000 08:52
EC Result 0.000 08:52
Blank Test 0.000 08:52

fernal Standard IR 0.078  08:53
External Standard EC  0.075 08:53

Blank Test 0.000 08:55

Subject Sample 2 15 5.3
IR Result 0.000 08:55
EC Result 0.000 08:55

Blank Test 0.000 08:56

During this test, | followed all protocols set in Rlace b¥ the Washington State Toxicologist for the BurPoses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth. '

| certify (or declare) under ?enalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signatureﬁ_ Date / - ZB -/ 7

Location Signed M ’ﬂ\é—:/'@/\a‘




Draeger Alcotest 9510 Software Validation
o WInCE: 8322797 version 5.10
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

Technician: Cameron Birman

Instrument Serial Number: ARJH-0006

Dates Testing Performed: January 19, 2017 and January 23, 2017

Dr:ﬁg"e‘rbletre m Software Change Howg:;l.:"‘t: dwere Results
1 Perform a cylinder change the next Performed a cylinder change | A QAP was performed
calendar day after the QAP. Verify the next calendar day after on 1/19/2017. A cylinder
printout reflects actual date of QAP. the QAP. change was done on

1/23/2017. The cylinder
change print out printed -
the date of the QAP of
1/19/2017 with a cylinder
change date of
1/23/2017. Cylinder
change did not change
QAP date.

2 Run a supervisory test and select the Ran a supervisor test setting | After the completion of
external printer to print results. the instrument up for the the supervisory tests,
external printer to print the the instrument
copy. successfully printed the
results to the external
- -printer.
3 Verify location and message of shutdown | The shutdown is not visible | Once the shutdown
button by attempting to use the feature. on the main screen. Hitting | button is activated it
the menu button reveals the | reveals a warning
shutdown button. Hitting the | message, “Do you really
shutdown button reveals a want to shutdown? This
message. will power off and lock
the instrument. Do not
shutdown without WSP
authorization.” The
timer starts a 1:00
minute countdown to
select shutdown before
clearing the screen.
4 Verify time period in training mode and Placed the instruments into | The instruments in both

evidential mode by attempting a test prior
to 15 minutes.

Training Mode and
Evidential Mode and
attempted a test prior to the
15 minute waiting period.

modes defaulted to the
15 minute observation
time period starting a
timer countdown for the

1




Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.10
o M16: 8322798 version 0.9
e Config: 8322796 version 2.7

amount of time
necessary to satisfy the
15 minute observation
period. The instruments
would not allow a test to
be performed until the

timer was up.
Verify display does not include African Performed a complete The instruments
American breath test and scrolled to revealed options,
selectable race. "“White", “Black”, "Asian”,

“East Indian”, "Native
American”, “Hispanic”,
“Pacific Islander”, or
“Other”. The
instruments do not give
an “African American”

option.
Attempt to enter alphanumeric characters. | On a complete breath test! | | tried to enter Alpha
scrolled to PBT Results Data | numeric data with no
Entry feature. success. | placed “080"
into the data space and

scrolled down to view
data. The instruments
auto- populated the
decimal place to “.080"

Enter 00 and three other county codes Tried to enter 00 for date of | The instruments are still
during a complete breath test birth, county etc. requiring a full date of
birth and specific

counties during a
complete breath test.
The only thing that is
different is the county
comes up with a blank
blue box as your first
option and if you enter
next it will show a blank
county.

Attempt to enter characters and verify itis | Entering data into the Drinking locations

not allowed. Should only allow drinking location option. search/entry process is
designated names and not freeform text. much easier. It only
searches designated
names and not
characters entered. |
tried to enter "RRRR"
and the instruments
wouldn’t pull up any
data. | putin known
locations and spelled
them partially and they
came up. | also putin
their 6 digit code and

2




Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.10
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

they also came up
correctly.

Verify reprint option to reduce operator
confusion.

Activated reprint mode.

The screen reveals
“Database Type" and
“Search Text Only”. No
“Preview"” option which
was the portion | think
was confusing to
Officers.

10

Verify driver license scanning is allowed
when message “Scan DL/operator card”
is displayed.

Set up to scan license when
“Scan DL/Operator Card”
appears

The instruments
scanned the driver's
license message when
“Scan DL/Operator
Card” appeared. The
Instruments downloaded
all information
accurately.

11

Verify by using the asterisk in a name and
license number field on the touchscreen
and keyboard.

Manually put in Driver's
License information.

| used the asterisk which
is now available in the
touchscreen as an

option. It allowed me to

put the asterisk in the
last name portion and
the number portion of
the license number.

12

Verify by selecting refusal and terminate a
test.

| set up the instruments for a
refusal.

| hit the refusal button.
The instruments
proceeded immediately
with the refusal without a
timer. It printed the
refusal immediately.

13

Run several tests and then use reprint to

| verify order of tests displayed.

Ran several tests and used
reprint to display test data.

The tests were displayed
in order from top to
bottom with most recent
test starting at the top of
the list.

14

Run a complete breath test and induce an
ambient air fail.

| ran 2 complete breath test
and induced ambient air fail
using hand sanitizer (ethyl
alcohol) in the vicinity of the
instruments breath tube.

The use of the hand
sanitizer (ethyl alcohol)
initiated the Blank
Error/Ambient Fail on
the screen. The screen
gives an alert, “Ventilate
and clear the room air,

‘then perform new test.”

A 30 second timer
appeared for time
allowed to hit continue.

15

Set number of printouts to the default and
ensure two copies are printed.

Set printer to 1 copy and
pressed save. Powered off
instruments and powered
back on.

The instruments when
powered back on reset
themselves to print 2
copies as their default.

3




Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.10
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

16 Ensure a blank sample is obtained aftera | A full QAP was completed A blank sample was
purge during the QAP. on the instruments. obtained after a purge
during the QAP.
17 Using the technician key the tech will | used the Technician Key The instruments pulled
select the option and report the value of and accessed the Factory up the Factory Init
the int-t. Init feature in the information listing the
Maintenance Menu. instruments number
ARJH-0006, Sequential
Test number 156, and
showed the Int-t 792.
18 Poll the instrument and verify the season | Data was polled from the No season codes were
codes are not reported; examine instruments and sent to visible in the data. | also
documents to ensure the code is not Nichole Minas to review for hooked the two
reported. season codes. instruments up to an
anolog phone line and
had Nichole confirm the
new software could poll
the instrument as if it
was in the field. The
instruments polled
perfectly via the phone
line.
19 Attempt to run a test with an expired | set up the instruments for a | The instrument

permit card; verify verbiage on display.

complete breath test using
an expired permit card.

immediately recognized
the operator card was
expired and displayed
on the screen, “Operator
Certification is Expired”.
The instruments aborted
the test and went back
to the ready screen not
allowing the expired
permit card to run a test.

62,7;;/!/7‘/




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARJH-0006
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: BIRMAN
TIME/DATE BEGAN: 11:47 01/19/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16046 REF VALUE: 0.0819 SIM#: DR2514 THERM#: DR2514
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16035 16045 16034 16016
Reference Value 0.0414 0.0821 0.1520 0.2024
Sim Temp 34.0°C +
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _ 0.040 0.040 0.078 0.077 0.151 0.148 0.203 0.197
2 _0.040 0.040 0.078 0.078 0.150 0.148 0.201 0.197
3 _0.040 0.040 0.079 0.079 0.150 0.148 0.202 0.197
4 _0.040 0.040 0.079 0.079 0.150 0.148 0.201 0.197
5 _0.040 0.040 0.079 0.080 0.150 0.149 0.201 0.197
Sim Temp 34.0°C £
0.2°C After? YES YES YES YES

Mean _0.0400 0.0400 0.0786 0.0786 0.1502 0.1482 0.2016 0.1970
SD _0.0000 0.0000 0.0005 0.0011 0.0004 0.0004 0.0009 0.0000

Bias % _-3.38 -3.38 -4.26 -4.26 -1.18 -2.50 -0.40 -2.67
CV % _0.00 0.00 0.64 1.40 0.27 0.27 0.45 0.00
COMPLETE BREATH TEST: YES ESS LOT#: _194110 EXP DATE: _11/25/2018
INTERFERENCE TEST: YES BATCHi##: __ 16045 Simit: DR4483

ACETONE LOT#: CB-20141120 THERM#: __ DR4483

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _410004SX

COMMENTS: SsETUAYE VEZ) 77
AS FOUND ESS RESULT: IR; )\\-‘/of Ec. N /A

p

BIRMAN %———\————b /[=/?- )7

Technician Name Signature Time/Date Procedure Completed




Washington State Patrol
Supervisor Test

Test Date: 01/19/2017 14:22 Sequential Test #: 147

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARJH-0006

External Standard Test Details

Function Result Time
g/210L HH:MM

Diagnostic OK 14:22

Test failed, Status 3

Diagnostic OK 14:23

Operator: % @%f/&"’ WZW D (il
Signature: & Sig. Date: /=) ?-/7




Washington State Patrol
Supervisor Test

Test Date: 01/19/2017 14:24 Sequential Test #: 148

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARJH-0006

External Standard Test Details

Function Result Time
a/210L HH:MM

Diagnostic OK 14:24

Test failed, Status 3

Diagnostic OK 14:24

Operator: CAMBIEND BT}Q/"A)\)

Signature: %——'—\_a Sig. Date: ] =/ ?~/7




Washington State Patrol
Supervisor Test

Test Date: 01/19/2017 14:27 Sequential Test #: 149

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARJH-0006

External Standard Test Details

Function Result Time
ag/210L HH:MM

Diagnostic OK 14:27

Blank Test 0.000 14:27

External Standard IR 0.071 14:27
External Standard EC 0.070 14:27
Blank Test 0.000 14:28
Diagnostic OK 14:28

Operator: CA‘/W‘M g TN

=

Signature: &_\\ sig.Date: _/~/7~/7




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
o/ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 14:00
Citation/Case Number: 12345

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 06/10/1994
External Standard Lot: 327119

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 14:59
Internal Standard VERIFIED 14:59
Subject Sample 1 , 1.8 7.4
IR Result 0.000 15:00
EC Result 0.000 15:00
Blank Test 0.000 15:01

w{ternal Standard IR  0.077 15:02
External Standard EC 0.076 15:02

Blank Test 0.000 15:03

Subject Sample 2 2.0 6.3
IR Result 0.000 15:03
EC Result 0.000 15:03

Blank Test 0.000 15:04

During this test, | followed all protocols set in place b¥ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| cer;if]}l (or declare) under Fenal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signatur%— - pate_ /= /T~ 17

Location Signed i@l" S TAIEFTND AL




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 14:55
Citation/Case Number: 345678

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: PIT/ JON/ B

Subject Date of Birth: 01/01/1950
External Standard Lot: 327119

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:17
Internal Standard VERIFIED 15:17
Subject Sample 1 1.7 7.3
IR Result 0.000 15:18
EC Result 0.000 15:18
Blank Test 0.000 15:19

-w(ternal Standard IR  0.077 15:20
External Standard EC 0.076 15:20

Blank Test 0.000 15:21

Subject Sample 2 e e
IRResult  ==eee- 15:21
EC Result =e=ee- 15:21

Blank Test -

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)
~

Officer Signature % Date / -/ 7 - /7
Location Signed _w %

N’




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
N’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 15:00
Citation/Case Number: 17-12345
Operator Name: BIRMAN/ CAMERON/ M
Subject Name: VALDEZ/ JUAN/J
Subject Date of Birth: 01/02/1985
External Standard Lot: 327119

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:35
Internal Standard VERIFIED 15:35
Subject Sample 1 1.8 6.5
IR Result 0.000 15:36
EC Result 0.001 15:36
Blank Test 0.000 15:37

sternal Standard IR 0.075  15:37
External Standard EC  0.076  15:37

Blank Test 0.000 15:39

Subject Sample 2 1.7 6.7
IR Result 0.000 15:39
EC Result 0.001 15:39

Blank Test 0.000 15:40

During this test, | followed all protocols set in Rlace by the Washington State Toxicologist for the Bur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and é)ossessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Fena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature 4 R Date ) /T-17
Location Signed IE, SR L TN %




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
N’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/19/2017

Observation Period Began: 15:00
Citation/Case Number: 32123789
Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DEO/ EOD/ 02021951
Subject Date of Birth: 10/10/1960
External Standard Lot: 327119

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 1545
Internal Standard VERIFIED 15:46
Subject Sample 1 1.7 5.6
IR Result 0.000 15:47
EC Result 0.000 1547
Blank Test 0.000 15:47

ternal Standard IR 0.078  15:48
External Standard EC 0.077 15:48

Blank Test 0.000 15:50

Subject Sample 2 1.9 6.0
IR Result 0.000 15:50
EC Result 0.000 15:50

Blank Test 0.000 15:51

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature_%‘ — Date / et / ?‘ /7
Location Signed [& SR TREGJTON M__{




Washington State Patrol
External Standard Change

Test Date: 01/23/2017 Sequential Test #: 157

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARJH-0006 01/19/2017

Drygas Cylinder External Standard Information
Lot Number Concentration Expiration  Inlet
1714406 0.080 07/22/2017 CAL GAS INLET 1

External Standard Test Deiails

Function Result Time
a/210L HH:MM
Blank Test 0.000 08:38

External Standard IR 0.077 08:38
External Standard EC 0.078 08:38
Blank Test 0.000 08:39
External Standard IR 0.078 08:39
External Standard EC 0.080 08:39
Blank Test 0.000 08:41
External Standard IR 0.078 08:41
External Standard EC 0.080 08:41
Blank Test 0.000 08:41

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: CAMERON BIRMAN

Signature:/%—‘*————-\ Sig. Date:  01/23/2017




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
N’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/19/2017

Analysis Date: 01/23/2017

Observation Period Began: 08:00
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 08:45
Internal Standard VERIFIED 08:45
Subject Sample 1 1.9 6.9
IR Result 0.001 08:46
EC Result 0.000 08:46
Blank Test 0.000 08:47

Aternal Standard IR 0.079  08:47
External Standard EC 0.080 08:47

Blank Test 0.000 08:49

Subject Sample 2 2.0 6.9
IR Result 0.000 08:49
EC Result 0.000 08:49

Blank Test 0.000 08:50

During this test, | followed all J)rotocols setin Rlace b¥ the Washington State Toxicologist for the gurfoses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under {)ena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature/%/';¥ —_— Date / = Z3 - ) 7
Location Signed fé( WRITIY=TTIA A,
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ROFFICE COMIMUNICATION
A% ‘ Ez_a 5 m | - “ 5

Sergeant Clark G. Jones, Impaired Driving Section

~ FROM: Trooper Cameron M. Birman, Impaired Driving Section
SUBJECT: Draeger Software Validation
DATE: February 1,2017 FILE:

On January 31, 2017, Draeger provided the following versions of software for validation testing.

WinCE: 8322797 version 5.11

M16: 8322798 version 0.9

Config: 8322796 version 2.7

On January 31, 2017, Trooper Cameron Birman installed the above listed software onto Draeger

instruments ARAF-0030, ARZB-0005, ARBE-0087 and ARJH-0006. Trooper Hintz performed Quality

Assurance Procedures on instruments ARAF-0030 and ARZB-0005. Trooper Birman performed Quality

Assurance Procedures on ARBE-0087 and ARJH-0006. All instruments successfully completed the

Quality Assurance Procedure. Trooper Hintz completed the validation testing for instruments ARAF-

0030 and ARZB-0005. Trooper Birman conducted the validation testing on instruments ARBE-0087 and

ARJH-0006. Trooper Van Diest performed the External Standard Cylinder Change for instrument ARJH-

0006. Below is a list of the functionality modifications to the software and the findings from the

validation testing.

el 1. The expected performance change for item number 1 is the QAP date will remain unchanged on

the printed documents until a new QAP is completed even if a dry gas external standard cylinder
change is performed. On January 31, 2017 Quality Assurance Procedures were conducted on
instrument serial numbers ARAF-0030, ARZB-0005. ARBE-0087 and ARJH-0006. On February
01, 2017 dry gas external standard cylinder changes were performed on all four above listed
instruments. All instruments generated External Standard Change documents that correctly
displayed the QAP date and cylinder change date. Complete breath tests were conducted on all
four instruments following the cylinder changes. The cylinder change procedure did not change
the QAP date on the breath test document. This functionality modification performed as specified
by the Washington State Patrol.

2. The expected performance change for item number 2 is that the instrument will now print
“Supervisor” tests to the external laser printer. Supervisor tests were performed on all four
instruments. After the completion of the supervisory tests, the instruments successfully printed to
the external printer. This functionality modification performed as specified by the Washington
State Patrol.

3. The expected performance change for item 3 is the “Shutdown” button functionality is moved out
of the main screen display into an item in the menu. When “Shutdown” is initiated the instrument
will display a confirmation screen stating “Do you really want to shutdown? This will power off
and lock the instrument. Do not shutdown without WSP authorization.” The four instruments all
displayed this functionality change. When the shutdown option was initiated the requested
message was displayed and the instruments started a 1-minute countdown timer for the operator

N’
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Sergeant Clark G. Jones

Page 2

February 1,2017

10.

to make a selection. This functionality modification performed as specified by the Washington
State Patrol.

The expected performance change for item 4 is the 15 minute observation timer requirement will
be included in the default settings in training and evidential mode. All instruments were tested in
training and evidential mode. The instruments in both modes defaulted to the 15 minute
observation time starting a timer countdown, not allowing a test to be performed until the
observation period had been satisfied. This functionality modification performed as specified by
the Washington State Patrol.

The expected performance change for item S is that the “African American” option is removed
from the selectable race code data entry list. When conducting a breath test on the instruments at
the selectable race screen, the options provided were White, Black, Asian, East Indian, Native
American, Hispanic, Pacific Islander, or Other. The instruments no longer provided African
American as a selectable option. This functionality modification performed as specified by the
Washington State Patrol.

The expected performance change for item 6 is the” PBT results” data entry feature is changed to
restrict the entry of numeric values only. The decimal point will be automatically populated.
When a complete breath test was conducted at the “PBT results” data entry feature, the
instruments would not allow alpha character to be entered. When entering numerical data the
instrument auto populated the decimal place to its proper location. This functionality
modification performed as specified by the Washington State Patrol.

The expected performance change for item 7 is the data entry sequence logic and validation is
modified to accept blank County field entry that technicians can utilize so non-evidential tests can
be filtered from the breath test database. The County code data entry feature now provides the
technician a blank box as the first option. If selected this feature will display 00” in the
database. This functionality modification performed as specified by the Washington State Patrol.

The expected performance change for item 8 is the drinking establishment search/entry process is
optimized. This feature seemed more user friendly after changes were implemented. When
entering only partial name and county the proper drinking locations were revealed. This
functionality modification performed as specified by the Washington State Patrol.

The expected performance change for item 9 is the “Reprint” menu feature’s search fields are
optimized to avoid operator confusion. When initiating the “Reprint” mode the instruments
displayed only two options. The “Database Type” and “Search Text Only.” The “Preview” mode
has been removed reducing operator confusion. This functionality modification performed as
specified by the Washington State Patrol.

The expected performance change for item 10 is the Driver License scanning is modified to allow
scanning of driver license when message “Scan DL/operator card” is displayed. This feature was
verified on all four instruments. We were able to successfully scan driver’s licenses when the
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11.

12.

13.

14.

15.

16.

17.

18.

“Scan DL/operator card” message appeared. This functionality modification performed as
specified by the Washington State Patrol.

The expected performance change for item 11 is the addition of the asterisk character as a data
entry option. We were able to enter the asterisk for last name and operator license number during
the data entry. This functionality modification performed as specified by the Washington State
Patrol.

The expected performance change for item 12 is when the operator selects REFUSAL , the
instrument will proceed without presenting a countdown timer continue screen. When the refusal
button was selected, the instruments proceeded immediately with the refusal without the
“Continue” prompt or timer. The instruments printed the REFUSAL immediately. This
functionality modification performed as specified by the Washington State Patrol.

The expected performance change for item 13 is the instrument will now present Reprint search
results in order of most recent 100 items when truncating is necessary. Several tests were run on
each instrument. When the Reprint screen was accessed, the tests were displayed in order from
top to bottom with most recent test featured at top of the list. This functlonahty modification
performed as specified by the Washington State Patrol.

The expected performance change for item 14 is the ambient air check threshold will be sét to
0.005. Utilizing hand sanitizer (ethyl alcohol) we were able to induce ambient failures on all four
instruments. The instruments displayed “Ventilate and clear the room air, then perform new test.”
A 30 second timer appeared for time allowed to hit continue. This functionality modification
performed as specified by the Washington State Patrol.

The expected performance change for item 15 is the default number of external printouts
generated is set to two. The instruments printer options were set to print one copy. The
instruments were powered off and then back on defaulting back to printing two copies. This
functionality modification performed as specified by the Washington State Patrol.

The expected performance change for item 16 is the instrument purge pumping time will be
extended after analysis of subject sample. A successful purge and blank sample was obtained
during the QAP with additional time added to the purge. This functionality modification
performed as specified by the Washington State Patrol.

The expected performance change for item 17 is the instrument permits Technician access to the

Factory Int-t feature in the Maintenance Menu where the “int-t” parameter can be observed. This

functionality was verified during the validation testing. When accessed the instruments displayed
the instrument number, Sequential Test number and Int-t number. This functionality modification
performed as specified by the Washington State Patrol.

The expected performance change for item 18 is all time and/or date fields in the data records, the
instrument will now enforce that there shall be no “S” or “W” Summer or Wintertime designation
suffix appended. Data from instruments was polled manually using a USB stick and via analog
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19.

20.

—

phone line. This data was sent to ITD and verified to not contain the “S” and “W” designation.
The new software communicated correctly with the existing polling software currently being
used.

The expected performance change for item 18 is the instrument will display “OPERATOR
CERTIFICATION IS EXPIRED”, instead of an X, when an expired operator card is utilized. The
instruments immediately identified an expired operator card and displayed “Operator
Certification is Expired”. The instruments aborted the test and defaulted back to the “READY”’
screen not allowing the expired operator to run a test. This functionality modification performed
as specified by the Washington State Patrol.

The expected performance change for item 20 is the modification to the daylight savings
algorithm to ensure clock transitions are handled properly in all circumstances. The instruments
all adjusted the clocks correctly when set to March 12" and November 5™. This functionality
modification performed as specified by the Washington State Patrol.

ch
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Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.11
e M16: 8322798 version 0.9
o Config: 8322796 version 2.7

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

Technician: Cameron Birman

Instrument Serial Number: ARBE-0087 and ARJH-0006

Dates Testing Performed: January 31, 2017 and February 1, 2017

Draeger Item

How Results were

Number Software Change Obtained Results

1 Perform a cylinder change the next Performed a cylinder change | A QAP was performed
calendar day after the QAP. Verify the next calendar day after on 1/31/2017. A cylinder
printout reflects actual date of QAP. the QAP. change was done on

2/1/2017. The cylinder
change print out printed
the date of the QAP of
1/31/2017 with a cylinder
change date of 2/1/2017.
Cylinder change did not
change QAP date.

2 Run a supervisory test and select the Ran a supervisor test setting | After the completion of
external printer to print results. the instrument up for the the supervisory tests,

external printer to print the the instrument

copy. successfully printed the
results to the external
printer.

3 Verify location and message of shutdown | The shutdown is not visible | Once the shutdown
button by attempting to use the feature. on the main screen. Hitting | button is activated it

the menu button reveals the | reveals a warning
shutdown button. Hitting the | message, “Do you really
shutdown button reveals a want to shutdown? This
message. will power off and lock
the instrument. Do not
shutdown without WSP
authorization.” The
timer starts a 1:00
minute countdown to
select shutdown before
clearing the screen.

4 Verify time period in training mode and Placed the instruments into | The instruments in both
evidential mode by attempting a test prior | Training Mode and modes defaulted to the
to 15 minutes. Evidential Mode and 15 minute observation

attempted a test prior to the | time period starting a
15 minute waiting period. timer countdown for the
amount of time




Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.11
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

necessary to satisfy the
15 minute observation
period. The instruments
would not allow a test to
be performed until the
timer was up.

Verify display does not include African
American

Performed a complete
breath test and scrolled to
selectable race.

The instruments
revealed options,
“White”, “Black”, “Asian”,
“East Indian”, “Native
American”, “Hispanic”,
“Pacific Islander”, or
“Other”. The
instruments do not give
an “African American”
option.

Attempt to enter alphanumeric characters.

On a complete breath test |

scrolled to PBT Results Data

Entry feature.

| tried to enter Alpha
numeric data with no
success. | placed “080”
into the data space and
scrolled down to view
data. The instruments
auto- populated the
decimal place to “.080”

Enter 00 and three other county codes
during a complete breath test

Tried to enter 00 for date of
birth, county etc.

The instruments are still
requiring a full date of
birth and specific
counties during a
complete breath test.
The only thing that is
different is the county
comes up with a blank
blue box as your first
option and if you enter
next it will show a blank
county.

Attempt to enter characters and verify it is
not allowed. Should only allow
designated names and not freeform text.

Entering data into the
drinking location option.

Drinking locations
search/entry process is
much easier. It only
searches designated
names and not
characters entered. |
tried to enter “RRRR”
and the instruments
wouldn’t pull up any
data. | putin known
locations and spelled
them partially and they
came up. | also putin
their 6 digit code and
they also came up

2




Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.11
o M16: 8322798 version 0.9
e Config: 8322796 version 2.7

correctly.

Verify reprint option to reduce operatdr
confusion.

Activated reprint mode.

The screen reveals
“Database Type” and
“Search Text Only”. No
“Preview” option which
was the portion | think
was confusing to
Officers.

10

Verify driver license scanning is allowed
when message “Scan DL/operator card”
is displayed.

Set up to scan license when
“Scan DL/Operator Card”
appears

The instruments
scanned the driver’s
license message when
“Scan DL/Operator
Card” appeared. The
Instruments downloaded
all information
accurately.

1"

Verify by using the asterisk in a name and
license number field on the touchscreen:
and keyboard.

Manually put in Driver's
License information.

| used the asterisk which
is now available in the
touchscreen as an
option. It allowed me to -
put the asterisk in the
last name portion and
the number portion of
the license number.

12

Verify by selecting refusal and terminate a
test.

| set up the instruments for a
refusal.

| hit the refusal button.

| The instruments

proceeded immediately
with the refusal without a
timer. It printed the
refusal immediately.

13

Run several tests and then use reprint to
verify order of tests displayed.

Ran several tests and used
reprint to display test data.

The tests were displayed
in order from top to
bottom with most recent
test starting at the top of
the list.

14

Run a complete breath test and induce an
ambient air fail.

I ran a complete breath test
and induced ambient air fail
using hand sanitizer (ethyl
alcohol) in the vicinity of the
instruments breath tube.

The use of the hand
sanitizer (ethyl alcohol)
initiated the Blank
Error/Ambient Fail on
the screen. The screen
gives an alert, “Ventilate
and clear the room air,
then perform new test.”
A 30 second timer
appeared for time
allowed to hit continue.

15

Set number of printouts to the default and
ensure two copies are printed.

Set printer to 1 copy and
pressed save. Powered off
instruments and powered
back on.

The instruments when
powered back on reset
themselves to print 2
copies as their default.

16

Ensure a blank sample is obtained after a

A full QAP was completed

A blank sample was

3




Draeger Alcotest 9510 Software Validation
e WInCE: 8322797 version 5.11
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

purge during the QAP.

on the instruments.

obtained after a purge
during the QAP.

17

Using the technician key the tech will
select the option and report the value of
the int-t.

| used the Technician Key
and accessed the Factory
Init feature in the
Maintenance Menu.

The instruments pulled
up the Factory Init
information listing the
instruments number
ARBE-0087, Sequential
Test number 262, and
showed the Int-t 1051.
ARJH-0006, Sequential
Test Number 176, and
showed Int-t 762.

18

Poll the instrument and verify the season
codes are not reported; examine
documents to ensure the code is not
reported.

Data was polled from the
instruments and sent to
Nichole Minas to review for
season codes.

No season codes were
visible in the data. | also
hooked the two
instruments up to an
anolog phone line and
had Nichole confirm the
new software could poll
the instrument as if it
was in the field. The
instruments polled
perfectly via the phone
line.

19

Attempt to run a test with an expired
permit card; verify verbiage on display.

| set up the instruments for a
complete breath test using
an expired permit card.

The instrument
immediately recognized
the operator card was
expired and displayed
on the screen, “Operator
Certification is Expired”.
The instruments aborted
the test and went back
to the ready screen not
allowing the expired
permit card to run a test.

/ i
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Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARJH-0006
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: BIRMAN
TIME/DATE BEGAN: 13:48 01/31/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16028 REF VALUE: 0.0798 SIMi#: DR2042 THERM#: DR2042
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4534 DR4481 DR4968 DR4990
Sim Thermometer # DR4534 DR4481 DR4968 DR4990
QAP Batch # 16047 16033 16026 16016
Reference Value 0.0412 0.0808 0.1525 0.2024
Sim Temp 34.0°C +
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.040 0.041 0.083 0.082 0.152 0.150 0.209 0.204
2 _0.040 0.040 0.081 0.081 0.152 0.150 0.206 0.203
3 __0.040 0.040 0.081 0.082 0.152 0.149 0.204 0.201
4 _0.039 0.040 0.081 0.081 0.151 0.149 0.204 0.201
5 _0.039 0.040 0.080 0.081 0.150 0.149 0.202 0.199
Sim Temp 34.0°C
0.2°C After? YES YES YES YES

Mean _0.0396 0.0402 0.0812 0.0814 0.1514 0.1494 0.2050 0.2016
SD _0.0005 0.0004 0.0011 0.0005 0.0009 0.0005 0.0026 0.0019

Bias % _-3.88 -2.43 0.50 0.74 -0.72 -2.03 1.28 -0.40
CV% _1.26 1.00 1.35 0.61 0.59 0.33 1.27 0.94
COMPLETE BREATH TEST: YES ESS LOT#: _499298 EXP DATE: _07/20/2019
INTERFERENCE TEST: YES BATCH#: _ 16033 SIM#: G6850

ACETONE LOT#: CB-20141120 THERM#: __ B95984

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS: <Sc=£7e2 i /5 VMM
AS FOUND ESS RESULT: IR: /k)//‘f EC: /4/‘/4

«

M S sers S /-3 /
Technician Name Signature o Time/Ddte Procedure Completed
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Draeger Alcotest 9510
Version info

Date: 31.01.2017
Time: 13:17

Serial: ARJH-0006

M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.11/8322797
WinCE Checksum:0x2615
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A

NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: Ox6AAA
Lifecounter: 849

Config files:
RecordData_086
InternalPrinterCfg_025
TextsinternalPrt_039
FontslnternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062
AccessRights_029
Subversion:

WA



Washington State Patrol
Supervisor Test

Test Date: 01/31/2017 17:34 Sequential Test #: 172

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARJH-0006

External Standard Test Details

Function Result Time
g/210L HH:MM

Diagnostic OK 17:34

Blank Test 0.000 17:35

External Standard IR 0.074 17:35
External Standard EC 0.073 17:35
Blank Test 0.000 17:36
Diagnostic OK 17:36

Operator: AM WAM
Signature: & Sig. Date: /- 3/ -/ 7




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
N/ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017

Observation Period Began: 17:30
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L hh:mm liters seconds
Blank Test 0.000 17:56
Internal Standard VERIFIED 17:56
Subject Sample 1 1.7 7.6
IR Result 0.148 17:57
EC Result 0.142 17:57
Blank Test 0.000 17:58

«Aernal Standard IR 0.075  17:59
External Standard EC 0.073 17:59

Blank Test 0.000 18:00

Subject Sample 2 1.7 8.1
IR Result 0.148 18:01
EC Result 0.142 18:01

Blank Test 0.000 18:02

During this test, | followed all protocols set in Rlace by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature «%’;-—"——\——‘> Date / - 3/ ” //

Location Signed 4?_2(/@7)\)6—7’0’\—‘ %




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017

Observation Period Began: 17:40
Citation/Case Number: 17-00001
Operator Name: BIRMAN/ CAMERON/ M
Subject Name: SMITH-JONES/ JANE/ -
Subject Date of Birth: 01/01/1950
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 18:12
Internal Standard VERIFIED 18:13
Subject Sample 1 1.7 7.6
IR Result 0.147 18:14
EC Result 0.140 18:14
Blank Test 0.000 18:15

termal Standard IR 0.075  18:16
External Standard EC 0.073 18:16

Blank Test 0.000 18:17

Subject Sample2 ~ emeeem e
IR Result ~ ==eme- 18:17
EC Result ~  =e===e- 18:17

Blank Test ~  --—--

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in Rlace by the Washington State Toxicologist for the gurf)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

r~ y .
Officer Signature %‘_\-‘ Date / - S/ - / 7

Location Signed MM@’ (AS

N’



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017
Observation Period Began: 18:00
Citation/Case Number: 17-0002
Operator Name: SMITH/ JOHN/ -
Subject Name: JOHNSON/ JIM/ -
Subject Date of Birth: 01/01/1950
External Standard Lot: 1714406

Breath Analysis sI;‘/g:;.(lslll_t E'I]I}lr]em I\i{grlgme sBelgcmgéne

Blank Test 0.000 18:26

Internal Standard VERIFIED 18:26

Subject Sample 1 : 2.1 6.4
IR Result 0.000 18:27
EC Result 0.000 18:27

Blank Test 0.000 18:28

sermal Standard IR 0.076  18:29

External Standard EC 0.073 18:29

Blank Test 0.000 18:30

Subject Sample 2 1.9 7.0
IR Result 0.000 18:31
EC Result 0.000 18:31

Blank Test 0.000 18:31

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signatureé 7& Date / - 5/ - )7

Location Signed E,L)/ZLMTZ}\’ (A5




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017

Observation Period Began: 18:00
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 06/10/1994
External Standard Lot: 1714406

Breath Analysis Result Time Vol i
y g/210L  hh:mm Iitgré’I me ?elgg\r'lt&gn ¢
Blank Test 0.000 18:37

Internal Standard VERIFIED 18:37
Subject Sample1 ~ eeeem e

IRResult === 18:37
ECResult === 18:37
Blank Test ~ --—---

ternal Standard IR~ ------

External Standard EC  ----—--

Blank Test -

Subject Sample2 e e
IRResult ~ =e==e=-
ECResult ===

Blank Test -

Test Not Complete: Status Code 6

During this test, | followed all protocols set in place b¥ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

I observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Penal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature @x__» Date /- /- / 7

Location Signed __{[ROR LT NESTIIND LAIS

N’



Washington State Patrol
External Standard Change

Test Date: 02/01/2017 Sequential Test #: 177

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARJH-0006 01/31/2017

Drygas Cylinder External Standard Information
Lot Number Concentration Expiration  Inlet
194110 0.080 11/25/2018 CAL GAS INLET 1

External Standard Test Details

Function Result Time
q/210L HH:MM
Blank Test 0.000 07:04

External Standard IR 0.074 07:05
External Standard EC 0.073 07:05
Blank Test 0.000 07:06
External Standard IR 0.074 07:06
External Standard EC 0.074 07:06
Blank Test 0.000 07:07
External Standard IR 0.074 07:07
External Standard EC 0.074 07:07
Blank Test 0.000 07:08

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: JAMES VANYDIEST

Signature: — S —— Sig. Date:  02/01/2017




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 02/01/2017

Observation Period Began: 06:45
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 194110

Breath Analysis Result Time Volume Blowtime

g/210L  hh:mm liters seconds
Blank Test 0.000 07:15
Internal Standard VERIFIED 07:15
Subject Sample 1 2.4 6.5
IR Result 0.000 07:16
EC Result 0.000 07:16
Blank Test 0.000 07:17

wernal Standard IR  0.075 07:18
External Standard EC 0.074 07:18

Blank Test 0.000 07:19

Subject Sample 2 2.5 6.9
IR Result 0.000 07:20
EC Result 0.000 07:20

Blank Test 0.000 07:20

During this test, | followed aIIontocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.
| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place

any foreign substances in thei uth.

| certify (or declare) undef penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained hew correct, and accurate. (RCW 9A.72.085.)

Date; -/ ’/ 7

Officer Signature

Location Signed // Vf/)/m/ ///—)-4‘1»—-—- [Jﬁ/




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARJH-0006
SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7

DATE OF LAST QAP: 01/31/2017

Analysis Date: 02/01/2017

Observation Period Began: 07:00
Citation/Case Number: TEST

Operator Name: VAN DIEST/ JAMES/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 194110

\Aernal Standard IR

Blank Test
Subject Sample 2
IR Result
EC Result
Blank Test

External Standard EC

Breath Analysis g/g?&l_t .r[r'1':1r‘\1em Mgrlgme Eégmjl?e
Blank Test 0.000 07:26
Internal Standard VERIFIED 07:27
Subject Sample 1 e e
IRResult  =e=ee- 07:27
EC Result = ====e- 07:27
Blank Test -

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in Rlace by the Washington State Toxicologist for the gur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

I observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained are true, correct, and accurate. (RCW 9A.72.085.)
Officer Signature Date 52/ ’ / 7

Location Signed

e’/

[Slus,



Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER:  ARBE-0087
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: BIRMAN
TIME/DATE BEGAN: 14:08 01/31/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16028 REF VALUE: 0.0798 SIMi#: DR2042 THERM#: DR2042

CALIBRATION PROCEDURE

Results Units g/210L
Simulator # DR4534 DR4481 DR4968 DR4990
Sim Thermometer # DR4534 DR4481 DR4968 DR4990
QAP Batch # 16047 16033 16026 16016
Reference Value 0.0412 0.0808 0.1525 0.2024
Sim Temp 34.0°C
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.040 0.041 0.082 0.081 0.153 0.151 0.205 0.201
2 _0.040 0.041 0.081 0.081 0.152 0.152 0.204 0.201
3 _0.040 0.041 0.081 0.081 0.152 0.151 0.203 0.200
4 _0.039 0.040 0.080 0.081 0.152 0.151 0.202 0.200
5 _0.039 0.040 0.080 0.081 0.152 0.151 0.202 0.200
Sim Temp 34.0°C £
0.2°C After? YES YES YES YES

Mean _0.0396 0.0406 0.0808 0.0810 0.1522 0.1512 0.2032 0.2004
SD _0.0005 0.0005 0.0008 0.0000 0.0004 0.0004 0.0013 0.0005

Bias % _-3.88 -1.46 0.00 0.26 -0.20 -0.85 0.40 -0.99
CV% _1.26 1.23 0.99 0.00 0.26 0.26 0.64 0.25
COMPLETE BREATH TEST: YES ESS LOT#: _499298 EXP DATE: _07/20/2019
INTERFERENCE TEST: YES BATCH#: __ 16033 SIM##: G6850

ACETONE LOT#: CB-20141120 THERM#: __ B95984

INVALID SAMPLE: YES

REFERENCE BAROMETER S/N: _410004SX

COMMENTS: saﬁw/«}ﬂ:‘? VW
AS FOUND ESS RESULT: IR: )u/?t Ec. N A

-

BIRMAN % /@?0 //'5/' /7

Technician Name Signature 7 Time/Date Procedure Completed
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Test Date:

Washington State Patrol
Supervisor Test

01/31/2017 17:38

Breath Test Instrument Information

Model

Sequential Test #: 258

Alcotest 9510 Serial Number: ARBE-0087

External Standard Test Details

Function Result Time

g/210L HH:MM

Diagnostic OK 17:38

Blank Test 0.000 17:38

External Standard IR 0.077 17:39

External Standard EC 0.077 17:39

Blank Test 0.000 17:39

Diagnostic OK 17:40
Operator: __ CApE=>— [C7J0<7nt "~

Val
— Sig.Date: /-~ ]7

Signature:




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
\’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017

Observation Period Began: 17:30
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 17:58
Internal Standard - VERIFIED 17:59
Subject Sample 1 1.7 7.8
IR Result 0.150 17:59
EC Result 0.146 17:59
Blank Test 0.000 18:01

Wernal’ Standard IR 0.078 18:01
External Standard EC 0.077 18:01

Blank Test 0.000 18:03

Subject Sample 2 1.7 8.9
IR Result 0.150 18:03
EC Result 0.147 18:03

Blank Test 0.000 18:04

During this test, | followed all protocols set in place b%/ the Washington State Toxicologist for the gur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

I observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

I certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

*
Officer Signature %——"—_—" Date / - 3/ -/ 7

Location Signed /;L)ﬂ TIIET™MS A2




WASHINGTON STATE PATROL
~__EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017

Observation Period Began: 17:40
Citation/Case Number: 17-00001
Operator Name: BIRMAN/ CAMERON/ M
Subject Name: SMITH-JONES/ JANE/ -
Subject Date of Birth: 01/01/1950
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
9/210L  hh:mm liters seconds
Blank Test 0.000 18:16
Internal Standard VERIFIED 18:16
Subject Sample 1 1.6 8.1
IR Result 0.150 18:17
EC Result 0.147 18:17
Blank Test 0.000 18:18

ernal Standard IR 0.077 18:18
External Standard EC 0.077 18:18

Blank Test 0.000 18:20 ‘
Subject Sample2 s e
IR Result ~ ==eee- 18:20
ECResult  ====-- 18:20
Blank Test ~  ------

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gu_r{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury undef the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature 4 . Date /- ;/ -/ 7
Location Signed ROLTIEST— 7 S

-



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
N’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017
Observation Period Began: 18:00
Citation/Case Number: 17-0002
Operator Name: SMITH/ JOHN/ -
Subject Name: JOHNSON/ JIM/ J
Subject Date of Birth: 01/01/1950
External Standard Lot: 1714406

Breath Analysis 5‘/3?&'} 'tll'#:'rrlnem I‘ilteor'gme ?elg(mtdl?e
Blank Test 0.000 18:29
Internal Standard VERIFIED 18:29
Subject Sample 1 1.7 6.7
IR Result 0.000 18:30
EC Result 0.000 18:30
Blank Test 0.000 18:31

~ernal Standard IR 0.078 18:32
External Standard EC  0.077 18:32

Blank Test 0.000 18:33

Subject Sample 2 1.7 71
IR Result 0.000 18:34
EC Result 0.001 18:34

Blank Test 0.000 18:34

During this test, | followed all protocols set in Rlace b%/ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Penal_ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer SignatureC_s==—"— ' Date / - 3/ -/ 7
Location Signed /’?5_)% (TIKSTOND L A2




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
‘ALCOTEST 9510 SERIAL NUMBER ARBE-0087
< SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017

Observation Period Began: 18:00
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 06/10/1994
External Standard Lot: 1714406

Breath Analysis Result Time Vol i
a yst g/210L  hh:mm Iitgrst,I me sBe'gc%ggn ©
Blank Test 0.000 18:39

Internal Standard VERIFIED 18:40
Subject Sample1  eeeem e

IR Result e 18:40
EC Result = ==ee- 18:40
Blank Test -

" ‘ernal Standard IR~ ------
Eﬁernal Standard EC  ------
Blank Test ~  -=----
Subject Sample2 0 e e
IR Result ~ ====en
ECResult  =e=e--
Blank Test ~  --—---

Test Not Complete: Status Code 6

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and dpogsessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

L3
Officer Signaturg%f Date /- ; / - / 7

Location Signed __ Ay 7 FLF~ (AS

N’



Washington State Patrol
External Standard Change

Test Date: 02/01/2017 Sequential Test #: 263

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARBE-0087 01/31/2017

Drygas Cylinder External Standard Information :
Lot Number Concentration Expiration Inlet
194110 0.080 11/25/2018 CAL GAS INLET 1

External Standard Test Details

Function Result Time
a/210L HH:MM
Blank Test 0.000 07:03

External Standard IR 0.077 07:03
External Standard EC 0.075 07:03
Blank Test 0.000 07:05
External Standard IR 0.077 07:05
External Standard EC 0.075 07:05
Blank Test *0.000 07:06
External Standard IR 0.076 07:06
External Standard EC 0.075 07:06
Blank Test 0.000 07:07

External Standard Changé Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: CAMERON BIRMAN

Signature: Ce=mgr—— Sig. Date:  02/01/2017




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARBE-0087
- SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 02/01/2017

Observation Period Began: 06:30
Citation/Case Number: TEST

Operator Name: BIRMAN/ CAMERON/ M
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1950
External Standard Lot: 1714406

Breath Analysis BTl i Mome Elowime
Blank Test 0.000 07:14
Internal Standard VERIFIED 07:15 :
Subject Sample 1 2.1 6.0
IR Result 0.000 07:16
EC Result 0.000 O07:16
Blank Test 0.000 07:17

v:ernal Standard IR 0.077 07:17
External Standard EC 0.074 07:17

Blank Test 0.000 07:19

Subject Sample 2 : 2.2 6.2
IR Result 0.000 07:19
EC Result 0.000 07:19

Blank Test 0.000 07:20

During this test, | followed all protocols set in Rlace by the Washington State Toxicologist for the gur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under Pena[ty of perjury under the laws of the state of Washington that the statements on this document v
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signatu:e__Z/'\ pate Z2-1-1 7

Location Signed &()KEZ_ M@ON) LA




Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.11
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

Instruments used will have a current QAP on file. A QAP will be performed on an instrument loaded with
the new software. Verify software versions by using the internal printer and attaching the results. The
items listed below are in no particular order for testing. The Technician will identify the testing steps
which will produce results related to the software changes incorporated by the manufacturer in the
Functionality Modification List.

Technician: Dave Hintz

Instrument Serial Number: ARZB-0005 and ARAF-0030

Dates Testing Performed: January 31, 2017 and February 1, 2017

Draeger Item

How Results were

Number Software Change Obtained Results
1 Perform a cylinder change the next Performed a cylinder change | A QAP was performed
calendar day after the QAP. Verify the next calendar day after on 1/31/2017. A cylinder
printout reflects actual date of QAP. the QAP. change was done on
2/1/2017. The cylinder
change print out printed
the date of the QAP of
1/31/2017 with a cylinder
change date of 2/1/2017.
Cylinder change did not
change QAP date.
2 Run a supervisory test and select the Ran a supervisor test setting | After the completion of
external printer to print results. the instrument up for the the supervisory tests,
external printer to print the the instrument
copy. successfully printed the
results to the external
printer.
3 Verify location and message of shutdown | The shutdown is not visible Once the shutdown
button by attempting to use the feature. on the main screen. Hitting | button is activated it
the menu button reveals the | reveals a warning
shutdown button. Hitting the | message, “Do you really
shutdown button reveals a want to shutdown? This
message. will power off and lock
the instrument. Do not
shutdown without WSP
authorization.” The
timer starts a 1:00
minute countdown to
select shutdown before
clearing the screen.
4 Verify time period in training mode and Placed the instruments into | The instruments in both

evidential mode by attempting a test prior
to 15 minutes.

Training Mode and
Evidential Mode and
attempted a test prior to the
15 minute waiting period.

modes defaulted to the
15 minute observation
time period starting a
timer countdown for the
amount of time




Draeger Alcotest 9510 Software Validation
e WiInCE: 8322797 version 5.11
o M16: 8322798 version 0.9
e Config: 8322796 version 2.7

necessary to satisfy the
16 minute observation
period. The instruments
would not allow a test to
be performed until the
timer was up.

Verify display does not include African
American

Performed a complete

breath test and scrolled to

selectable race.

The instruments
revealed options,
“White”, “Black”, “Asian”,
“East Indian”, “Native
American”, “Hispanic”,
“Pacific Islander”, or
“Other”. The
instruments do not give
an “African American”
option.

Attempt to enter alphanumeric characters.

On a complete breath test |
scrolled to PBT Results Data

Entry feature.

| tried to enter Alpha
numeric data with no
success. | placed “080”
into the data space and
scrolled down to view
data. The instruments
auto- populated the
decimal place to “.080"

Enter 00 and three other county codes
during a complete breath test

Tried to enter 00 for date of

birth, county etc.

The instruments are still
requiring a full date of
birth and specific
counties during a
complete breath test.
The only thing that is
different is the county
comes up with a blank
blue box as your first
option and if you enter
next it will show a blank
county.

Attempt to enter characters and verify it is
not allowed. Should only allow
designated names and not freeform text.

Entering data into the
drinking location option.

Drinking locations
search/entry process is
much easier. It only
searches designated
names and not
characters entered. |
tried to enter “RRRR”
and the instruments
wouldn’t pull up any
data. | putin known
locations and spelled

- them partially and they

came up. | also putin
their 6 digit code and
they also came up

2




Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.11
o M16: 8322798 version 0.9
o Config: 8322796 version 2.7

correctly.

Verify reprint option to reduce operator
confusion.

Activated reprint mode.

The screen reveals
“Database Type” and
“Search Text Only”. No
“Preview” option which
was the portion | think
was confusing to
Officers.

10

Verify driver license scanning is allowed
when message “Scan DL/operator card”
is displayed.

Set up to scan license when
“Scan DL/Operator Card”
appears

The instruments
scanned the driver's
license message when
“Scan DL/Operator
Card” appeared. The
Instruments downloaded
all information
accurately.

11

Verify by using the asterisk in a name and
license number field on the touchscreen
and keyboard.

Manually put in Driver's
License information.

| used the asterisk which
is now available in the
touchscreen as an
option. It allowed me to
put the asterisk in the
last name portion and
the number portion of
the license number.

12

Verify by selecting refusal and terminate a
test.

| set up the instruments for a
refusal.

| hit the refusal button.
The instruments
proceeded immediately
with the refusal without a
timer. It printed the
refusal immediately.

13

Run several tests and then use reprint to
verify order of tests displayed.

Ran several tests and used
reprint to display test data.

The tests were displayed
in order from top to
bottom with most recent
test starting at the top of
the list.

14

Run a complete breath test and induce an
ambient air fail.

I ran a complete breath test
and induced ambient air fail
using hand sanitizer (ethyl
alcohol) in the vicinity of the
instruments breath tube.

The use of the hand
sanitizer (ethyl alcohol)
initiated the Blank
Error/Ambient Fail on
the screen. The screen
gives an alert, “Ventilate
and clear the room air,
then perform new test.”
A 30 second timer
appeared for time
allowed to hit continue.

15

Set number of printouts to the default and
ensure two copies are printed.

Set printer to 1 copy and
pressed save. Powered off
instruments and powered
back on.

The instruments when
powered back on reset
themselves to print 2
copies as their default.

16

Ensure a blank sample is obtained after a

A full QAP was completed

A blank sample was

3




Draeger Alcotest 9510 Software Validation
e WinCE: 8322797 version 5.11
e M16: 8322798 version 0.9
e Config: 8322796 version 2.7

purge during the QAP.

on the instruments.

obtained after a purge
during the QAP.

17

Using the technician key the tech will
select the option and report the value of
the int-t.

| used the Technician Key
and accessed the Factory
Init feature in the
Maintenance Menu.

The instruments pulled
up the Factory Init
information listing the
instruments number
ARZB-0005, Sequential
Test number 339, and
showed the Int-t 959.
ARAF-0030, Sequential
Test Number 395, and
showed Int-t 722.

18

Poll the instrument and verify the season
codes are not reported; examine
documents to ensure the code is not
reported.

Data was polled from the
instruments and sent to
Nichole Minas to review for
season codes.

No season codes were
visible in the data. | also
hooked the two
instruments up to an
anolog phone line and
had Nichole confirm the
new software could poll
the instrument as if it
was in the field. The
instruments polled
perfectly via the phone
line.

19

Attempt to run a test with an expired
permit card; verify verbiage on display.

| set up the instruments for a
complete breath test using
an expired permit card.

The instrument
immediately recognized
the operator card was
expired and displayed
on the screen, “Operator
Certification is Expired”.
The instruments aborted
the test and went back
to the ready screen not
allowing the expired
permit card to run a test.

W




Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARAF-0030
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: DAVE HINTZ
TIME/DATE BEGAN: 12:49 01/31/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCHi#: 16064 REF VALUE: 0.0822 SIM#: DR2514 THERM##: DR2514

CALIBRATION PROCEDURE

Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16047 16065 16026 16016
Reference Value 0.0412 0.0826 0.1525 0.2024
Sim Temp 34.0°C £
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.040 0.041 0.081 0.080 0.156 0.154 0.207 0.203
2 _0.040 0.041 0.080 0.080 0.155 0.154 0.207 0.203
3 _0.040 0.041 0.080 0.080 0.155 0.153 0.206 0.203
4 _0.040 0.040 0.080 0.080 0.155 0.153 0.206 0.203
5 _0.040 0.040 0.081 0.080 0.154 0.153 0.206 0.202
Sim Temp 34.0°C +
0.2°C After? YES YES YES YES

Mean _0.0400 0.0406 0.0804 0.0800 0.1550 0.1534 0.2064 0.2028
SD _0.0000 0.0005 0.0005 0.0000 0.0007 0.0005 0.0005 0.0004

Bias % _-2.91 -1.46 -2.66 -3.16 1.64 0.59 1.98 0.20
CV % _0.00 1.23 0.62 0.00 0.45 0.33 0.24 0.20
COMPLETE BREATH TEST: YES ESS LOT#: _499298 EXP DATE: _07/20/2019
INTERFERENCE TEST: YES BATCHi#: __ 16045 SIM#: DR4483

ACETONE LOTi#: CB20141120 THERM#: ___DR4483

INVALID SAMPLE: YES
REFERENCE BAROMETER S/N: _ 410004SX

COMMENTS: SpﬁwA/eﬁ VEer|Frep / AT ED

AS FOUND ESS RESULT: IR: /\}/A EC: ,JI/A

DAVE HINTZ 2 M% /500 / //3//?017
echnician Name ~ Signature / ’ Tlryate Procedure Completed




Washington State Patrol
Supervisor Test

Test Date: 01/31/2017 15:44 Sequential Test #: 391

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARAF-0030

External Standard Test Details

Function Result Time
a/210L HH:MM

Diagnostic OK 15:44

Blank Test 0.000 156:44

External Standard IR 0.079 15:45
External Standard EC 0.078 15:45
Blank Test 0.000 15:45
Diagnostic OK 15:46

Operator: DP%
' / ’ Sig. Date: _//3//20l7

Signature:




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
e SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017
Observation Period Began: 15:30
Citation/Case Number: 000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1697859

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:56
Internal Standard VERIFIED 15:57
Subject Sample 1 2.6 13.0
IR Result 0.081 15:58
EC Result 0.079 15:58
Blank Test 0.000 15:59

Uernal Standard IR  0.077 15:59
External Standard EC 0.074 1559

Blank Test 0.000 16:01

Subject Sample 2 2.6 13.0
IR Result 0.080 16:02
EC Result 0.078 16:02

Blank Test 0.000 16:03

During this test, | followed all protocols set in place b%/ the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document

and information contai‘ erein are true, corrgct, and accurate. (RCW 9A.72.085.)
Officer Signature )L M —; 72— Date {/3/ / £0({7
Location Signed 5UﬂL/A/ b ToA 7 WA /




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
N/ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017
Observation Period Began: 16:00
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 1697859

Breath Analysis Result Ti V B i
sl g/210L hrllt:'r‘nem Iitgrlg me selgg}’\g;n €
Blank Test 0.000 16:40

Internal Standard VERIFIED 16:40
Subject Sample1 e e

IRResult  ==eee- 16:41
EC Result ~  ===ee- 16:41
Blank Test -

«iernal Standard IR~ ------

External Standard EC  ------

Blank Test -

Subject Sample2 e e
IRResult  =e=ee-
EC Result ~ ==eee-

Blank Test ~ -----

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in place b¥ the Washington State Toxicologist for the Bur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and dpoa;*,sessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contam?%em are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature prv-a Mﬂ/;:,, Date /I /3 / / A0(7
Location Signed 8 VR L/a/6TON / A

N/



Analysis Date: 01/31/2017
Observation Period Began: 16:00
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: DOE/ MARY/J
Subject Date of Birth: 05/03/1970
External Standard Lot: 1697859

WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

«/iernal Standard IR~ ------
External Standard EC  ------
Blank Test -
Subject Sample 2
IRResult ~ ==mem-
EC Result ~ ====--
Blank Test = ---—---

Breath Analysis E/S?b‘ﬁt 'rli'r||r:rr|mem |\iltgrlélme Eégcmt&?e
Blank Test 0.000 16:52
Internal Standard VERIFIED  16:52
Subject Sample 1 2.8 9.2
IR Result 0.000 16:53
EC Result 0.000 16:53
Blank Test ~ -=---- 16:54

Test Not Complete: Status Code 6

During this test, | followed all protocols set in
time of this test | was certified to operate the Alcc :
| observed the subject during the entire observation period and du

any foreign substances in their mouth.

Riecres!

the Washington State Toxicologist for the Bur oses of this test. At the
9510 and possessed a valid permit issued by

S ¢ r / the State Toxicologist.
ring that time they did not eat, drink, smoke, vomit, or place

| certify (or declare) under {)ena[ty of perjury under the laws of the state of Washington that the statements on this document

and information contai;ed%eln are true, correc
.
Officer Signature \ a,vq%;;ﬂ

t, and accurate.

(RCW 9A.72.085.)

Location Signed { z{zﬁUAj L Tord

/WA

Date/-?_?/o?o,7

N/



Washington State Patrol
External Standard Change

Test Date: 02/01/2017 Sequential Test #: 396

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARAF-0030 01/31/2017

Drygas Cylinder External Standard Information
Lot Number Concentration Expiration Inlet
194110 0.080 11/25/2018 CAL GAS INLET 1

External Standard Test Details

Function Result Time
a/210L HH:MM
Blank Test 0.000 06:02

External Standard IR 0.077 06:03
External Standard EC 0.076 06:03
Blank Test 0.000 06:04
External Standard IR 0.076 06:04
External Standard EC 0.075 06:04
Blank Test 0.000 06:06
External Standard IR 0.076 06:06
External Standard EC 0.075 06:06
Blank Test 0.000 06:06

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: DAVE HINTZ

Signature: \LM% @ Sig. Date:  02/01/2017




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARAF-0030
N’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 02/01/2017
Observation Period Began: 05:30
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 1697859

Breath Analysis 5/3?8|I_t EATnem |\i{grlgme Eégcmtg?e
Blank Test 0.000 06:11
Internal Standard VERIFIED 06:11
Subject Sample 1 4.4 15.9
IR Result 0.003 06:12
EC Result 0.002 06:12
Blank Test 0.000 06:13

\‘ernal Standard IR 0.076 06:14
External Standard EC 0.074 06:14

Blank Test 0.000 06:15

Subject Sample 2 3.8 18.7
IR Result 0.001 06:16
EC Result 0.000 06:16

Blank Test 0.000 06:17

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gur{)oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

I observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

Officer Signature al~— 27 Date __ o / / / R0(7
Location Signed QI/IQL/A/MA/ / U A !




fﬂh§

Draeger Alcotest 9510

Version info
Date: 31.01.2017
Time: 12:31

Serial: ARAF-0030

M16 Ver:0.9/8322798
M16 Checksum:0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.11/8322797
WinCE Checksum:0x2615
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP Ver:2.7/8322796A

NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422
location: OX6AAA
9886

Drink.
Lifecounter:

Config files:
RecordData_086
InternalPrinterCfg_025
TextsinternalPrt_039
FontsinternalPrt_o001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062

"5 AccessRights_029

Subversion:

WA
| tl3\ll
*ﬂ‘*kﬁk'lﬁﬁ'l!ﬂﬂl*"ﬂﬁ’l
WASHINGTON
ALCOTEST 9510
SERIAL NO.: ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00381
DATE : 01/31/2017
TIME : 13:13

tﬂliﬂtlkﬁ*'i*!ﬁttﬁﬁ*t#tt

QAP LINEARITY

R K K Kk R KRR R KN K kKKK KK Kk oKk

TARGET CONC. : 0.0412

IR[g/210L] EC(g/210L]
1 0.040 0.041
2 0.040 0.041
3 0.040 0.041
4 0.040 0.040
5 0.040 0.040
ﬁﬂﬁﬂlttt‘ﬁﬂtit.i'i**ﬁ!*ﬁ

KKKk Rk - onoamoa o KKKk kR

WASHINGTON
ALCOTEST 9510

SERIAL NO. :
LOCATION:

T
D
T

EST NO.:
ATE:
IME :

ARAF-0030
WASHINGTON
00382
01/31/2017
13:27

t.ﬂtﬁﬁlﬁ*t!ﬂixtﬁll!*ttii

QAP LINEARITY

*ttnattxnt!tttt*ttn*anat

TARGET CONC. :

0.0826

KR KKK KK > v onooomoaope X KK koW ok ok

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NO. : 00385
DATE: 01/31/2017

tﬂnkatﬁxnﬂttxnn*ﬂt*ﬂ'tuﬁ

QAP MOUTH ALCOHOL

R R R R E R T

DIAGNOSTIC OK 14:42
AIR BLANK 0.000 14:42
EXT STD IR ---- 14:43
EXT STD EC ---- 14:43
AIR BLANK R
DIAGNOSTIC OK 14:43

MR R R R R R R T

OPERATOR SIGNATURE:

ttlﬂﬂ*tnﬁiﬁittﬁ!ﬂtﬂt*til

WASHINGTON
ALCOTEST 9510

SERIAL NO.:
TEST NO. :

ARAF-0030

00386

IR[g/210L] EC(g/210L]
1 0.081 0.080
2 0.080 0.080
3 0.080 0.080
4 0.080 0.080
5 0.081 0.080
Rﬁﬂﬂkl*ﬂﬂ*!**’*ﬁﬂl*tt*ﬁ*
ﬂﬂﬂ'*tﬁt!ﬁﬁ*ﬁﬂﬁtﬁkt*ﬂﬂll
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00383
DATE: 01/31/2017
TIME: 14:17

tlﬁtt'i*tﬁtlﬁi*tﬁ!ltntﬁﬁ

QAP LINEARITY

tﬂﬁ*ittt*ttﬂ*tt**it*tttﬁ

TARGET CONC. :

1
2
3
4
5

7

IR[g/210L]

KNk kokok %

3117

0.1525
EC[g/210L]

0.156 0.154
0.155 0.154
0.
0
0

155 0.153

. 155 0.153
. 154 0.153

kK kKKK ok ok ok ok
-

nutaﬂxkﬁtt*ﬁttt:tttﬁ:tﬁa

WASHINGTON
ALCOTEST 9510

SERIAL NO. :
LOCATION:
TEST NO. :
DATE :

T

IME :

ARAF-0030
WASHINGTON
00384
01/31/2017
14:28

ttn*ﬁuuntxtﬁua*wlwtﬁttaw

QAP LINEARITY

t*t.'tﬂkitiiinﬁitﬁ*'iﬂﬁﬂ

TARGET CONC. :

1
2
3
4
5

IR[g/210L]

ocooo0oo

0.2024
EC(g/210L]

. 207 0.203
.207 0.203
.206 0.203
.206 0.203
. 206 0.202

HRH KN KR T KR KRR KRR RN x AR

DATE: 01/31/2017

iﬁt*ttktt'itiﬂiﬁﬁli*ttiﬁ

QAP INTERFERENCE

LR R R R R R e

DIAGNOSTIC OK 14:46
AIR BLANK 0.000 14:47
EXT STD IR 0.139 14:48
EXT STD EC 0.088 14:48
AIR BLANK 0.000 14:48
DIAGNOSTIC OK 14:49

LA R R R R YRR TR

OPERATOR SIGNATURE:

il

AR R R R YRR Tt

WASHINGTON
ALCOTEST 9510

SERIAL NO. :
TEST NO. : 00387
DATE: 01/31/2017

t**ttt*tttﬂtﬂnﬂtﬂﬂtﬁiltk

QAP BREATH TEST
Rﬂ*ﬂtlti!ﬂ**ﬁﬂtkﬂiﬂ*ﬂ*tﬂ
BREATH ANALYSIS

g/210L TIME

AIR BLANK 0.000 14:54
INT STD VERIFIED 14:55
SUBJECT IR 0.000 14:56
SUBJECT EC 0.001 14:56¢
AIR BLANK 0.000 14:57
EXT STD IR 0.076 14:57
EXT STD EC 0.075 14:57
AIR BLANK 0.000 14:58
0

0

0

ARAF-0030

SUBJECT IR .000 14:59
SUBJECT EC .000 14:59
AIR BLANK .000 15:00

t*ﬁﬁtﬂﬁkiﬁt*"itil*ﬁ!ttﬁ



N’ Draeger Alcotest 9510

Version info

Date: 31.01.2017 ;
Time: 12:31

Serial: ARAF-0030

M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.11/8322797
WinCE Checksum:0x2615
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796
AP Ver:2.7/8322796A
NAP Ver:2.7/8322796NA
AP/NAP CRC:0x61F1/0x4422

Drink. location: OXxG6AAA
Lifecounter: 9886

Config files:
RecordData_086
InternalPrinterCfg_025
TextsInternalPrt_039
FontslInternalPrt_001
Parameter_039 -
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
Texts1ExternalPrt_062
,AccessRights_029

Subversion:
WA

’ﬂf(/z,\\l/l

**!****Rﬁk***it#*i***ttk

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00381
DATE: 01/31/2017
TIME: 13:13

LE R R EE R R R R R

QAP LINEARITY

Kok ok ok kok ok kK k ok ok kA ok kK Kok ok ok ok ok Kk

TARGET CONC. : 0.0412

IR[g/210L] EC([g/210L]
1 0.040 0.041
2 0.040 0.041
3 0.040 0.041
4 0.040 0.040
5 0.040 0.040
**t*i*iti*ﬁ*t**i***i*i**

t*tttttatt*i***tktitwtt*

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO. : 00382
DATE : 01/31/2017
TIME : 13:27

x**#tttu**tw*xwt*ntﬁtﬁ*t

QAP LINEARITY

t*t#t*tikﬁ***kt**'!*iﬂ**

TARGET CONC. : 0.0826

IR[g/210L] EcC[g/210L]
1 0.081 0.080
2 0.080 0.080
3 0.080 0.080
4 0.080 0.080
5 0.081 0.080
t*it**l***t*t*i*t****tt*

t*iit**tkkt'ttﬂﬁ**i**ﬁ*t

WASHINGTON
ALCOTEST 9510

ARAF-0030

SERIAL NO. :

LOCATION: WASHINGTON
TEST NO. : ‘00383
DATE : 01/31/2017
TIME : 14:17

ttk***i**itttt*lkt'k*i*t

QAP LINEARITY
*k#ﬁt*i***kti*t***"t***
TARGET CONC. : 0.1525

IR[g/210L] Ec(g/210L]
0.156 0.154
0.155  0.154
0.155 0.153
0.155 0.153
0.154 0.153
*

ok ok ok ok ok ok kok koA K
.

W’&l(ﬂ

Kk k ok k ok ok ok K

1
2
3
4
5
*

*kk ok ok ok ok %

l****ﬁ**ﬁ**t*ﬂi

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
LOCATION: WASHINGTON
TEST NO.: - 00384
DATE : 01/31/2017
TIME : 14:28

t'*'*ﬁk*t**t*i**l#****ﬂ*

QAP LINEARITY
tt**ﬁ**k*ﬁﬁﬁ**i*ﬁ*******
TARGET CONC. : 0.2024

IR(g/210L] EC(g/210L]
. 207 0.203
. 207 0.203
. 206 0.203
. 206 0.203
.206 0.202

t*ﬂ*ﬁ**tﬁk*'t**'***tt**

coococo

1
2
3
4
5
*

**tt*tﬁtttnitn**tt*t'w*t

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF-0030
TEST NO. : 00385
DATE: 01/31/2017

i*'ﬂ**t*ﬂ***tiﬁ**t**ittt

QAP MOUTH ALCOHOL

i*'tt*'t'*'i*ﬁ**ﬁ*iﬁit*t

DIAGNOSTIC OK 14:42
AIR BLANK 0.000 14:42
EXT STD IR ---- 14:43
EXT sTD EC --=- 14:33
AIR BLANK Se-s e-ias
DIAGNOSTIC OK - 14:43

**Itﬁt*t*i'*tﬁﬂh*ﬂ***ﬁtt

OPERATOR SIGNATURE:

*ﬁﬁ**t,***kt**t****kt**i*

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0030
TEST NO.: 00386
DATE : 01/3172017

*tk*t***tﬂﬁ'*iittkit**it*

QAP INTERFERENCE
*ttku*tﬂtittﬂtii'**i*k*w
DIAGNOSTIC OK 14:46
AIR BLANK 0.000 14:47
EXT sSTD IR 0.139 14:48
EXT STD EC 0.088 14:48
AIR BLANK 0.000 14:48
DIAGNOSTIC OK 14:49

t*ﬂ'ﬂi*k*t'ﬁtt*!tkﬁt*kt*

OPERATOR SIGNATURE :

N a1

***i*ﬁtit**ﬂ**n*kiii*i*t

ASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAF - 0030
TEST NO.Y 00387
DATE : 01/31/2017

***ii****t***‘*ﬁﬂ***t***t

QAP BREATH TEST
t**'itﬁ*iﬂ*'**iﬂ***'**ﬁt
BREATH ANALYsIS

g/210L TIME

"AIR BLANK 0.000 14:54

INT STD VERIFIED 14:55

" SUBJECT IR 0.000 14:5¢
SUBJECT EC 0.001 14:56¢
AIR BLANK 0.000 14:57
EXT STD IR 0.076 14:57
EXT STD EC 0.075 14:57
AIR BLANK 0.000 14:58
SUBJECT IR 0.000 14:59
SUBJECT EC 0.000 14:59
AIR BLANK 0.000 15:00

*!#**tk**ti!*titiiiﬂkt*i



Washington State Patrol Breath Test Program

DRAEGER ALCOTEST 9510 CALIBRATION/ADJUSTMENT RECORD

SERIAL NUMBER: ARZB-0005
SOFTWARE VER.: 8322798 0.9
CONFIG. VER.: 8322796 2.7
TECHNICIAN: DAVE HINTZ
TIME/DATE BEGAN: 12:32 01/31/2017

CALIBRATION ADJUSTMENT PERFORMED: YES
BATCH#: 16064 REF VALUE: 0.0822 SIM#: DR2514 THERM##: DR2514
CALIBRATION PROCEDURE
Results Units g/210L
Simulator # DR4541 DR2514 DR4765 DR3068
Sim Thermometer # DR4541 DR2514 DR4765 DR3068
QAP Batch # 16047 16065 16026 16016
Reference Value 0.0412 0.0826 0.1525 0.2024
Sim Temp 34.0°C
0.2°C Before? YES YES YES YES
IR EC IR EC IR EC IR EC
1 _0.041 0.041 0.081 0.080 0.158 0.154 0.208 0.201
2 _0.040 0.040 0.081 0.080 0.157 0.153 0.206 0.199
3 __0.040 0.040 0.081 0.080 0.156 0.153 0.205 0.198
4 _0.040 0.040 0.081 0.080 0.156 0.152 0.205 0.197
5 _0.040 0.040 0.081 0.080 0.156 0.152 0.205 0.197
Sim Temp 34.0°C £
0.2°C After? YES YES YES YES

Mean _0.0402 0.0402 0.0810 0.0800 0.1566 0.1528 0.2058 0.1984
SD _0.0004 0.0004 0.0000 0.0000 0.0009 0.0008 0.0013 0.0017

Bias % _-2.43 -2.43 -1.94 -3.15 2.69 0.20 1.68 -1.98
CV% _1.00 1.00 0.00 0.00 . 0.57 0.52 0.63 0.86
COMPLETE BREATH TEST: YES ESS LOT#: 499298 : EXP DATE: _07/20/2019
INTERFERENCE TEST: YES BATCH#: _ 16045 SiM#: DR4483

ACETONE LOT#: CB20141120 THERM##: ___DR4483

INVALID SAMPLE: _YES

REFERENCE BAROMETER S/N: _410004SX

COMMENTS: Sprreu4RE VERIFIED / ARINT ED

AS FOUND ESS RESULT: IR: - /\ﬁ/A EC: /\////4

DAVEHINTZv (e M%/% /5/07///«3/ /2027

Technician Name Signature Tlme/I:7e Procedur¢ Completed




Washington State Patrol
Supervisor Test

Test Date: 01/31/2017 1'5:43 Sequential Test #: 335

Breath Test Instrument Information

Model Alcotest 9510 Serial Number: ARZB-0005

External Standard Test Details

Function Result Time
a/210L HH:MM

Diagnostic OK 15:43

Blank Test 0.000 15:43

External Standard IR 0.080 15:43
External Standard EC 0.076 15:43
Blank Test 0.000 15:44
Diagnostic OK 15:44

Operator: —_ P)A Ve /LJ / N 7z

Signature: DM% Sig. Date: ¢/ ZB(‘ el




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
N/ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017
Observation Period Began: 15:30
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 15:58
Internal Standard VERIFIED 15:58
Subject Sample 1 2.4 13.4
IR Result 0.079 16:00
EC Result 0.077 16:00
Blank Test 0.000 16:01

ternal Standard IR 0.080 16:01
External Standard EC 0.076  16:01

Blank Test 0.000 16:03

Subject Sample 2 2.5 11.9
IR Result 0.079 16:03
EC Result 0.077 16:03

Blank Test 0.000 16:05

During this test, | followed all protocols set in place by the Washington State Toxicologist for the gurPoses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.
| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place

any foreign substances in their mouth.
I certify (or declare) under Penalty of perjury under the laws of the state of Washington that the statements on this document

and information contained therein are true, correct, ate. (RCW 9A.72.085.)
Officer Signature Da»g ; /v;ﬂ%‘) Date _ / / 3) / 2017

and accur
Location Signed Bl eTor! / LA




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
N’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017
Observation Period Began: 15:55
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subject Date of Birth: 01/01/1951
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 16:22
Internal Standard VERIFIED 16:23
Subject Sample 1 3.4 8.9
IR Result 0.000 16:24
EC Result 0.000 16:24
Blank Test 0.000 16:25

wternal Standard IR  0.080 16:25
External Standard EC 0.076 16:25

Blank Test 0.000 16:27

Subject Sample 2 2.5 6.5
IR Result 0.000 16:28
EC Result 0.000 16:28

Blank Test 0.000 16:28

During this test, | followed all protocols set in place by the Washington State Toxicologist for the Bur oses of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under {)ena[ty of perjury under the laws of the state of Washington that the statements on this document
and information contained therein are true, correct, and accurate. (RCW 9A.72.085.)

.

Officer Signature y Date /l /J/ / 201717
Location Signed LBur LN bToN 4 WA !




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005

SOFTWARE VERSION 8322798 0.9

CONFIGURATION VERSION 8322796 2.7

Analysis Date: 01/31/2017
Observation Period Began: 16:00
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/P
Subject Name: DOE/ MARY/ JANE
Subject Date of Birth: 05/03/1970
External Standard Lot: 499298

DATE OF LAST QAP: 01/31/2017

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 16:37
Internal Standard VERIFIED 16:37
Subject Samplet e e
IRResult ==eee- 16:38
EC Result = ==eee- 16:38
Blank Test -

Wernal Standard IR
External Standard EC
Blank Test
Subject Sample 2

IR Result

EC Result
Blank Test

Test Result: SUBJECT REFUSED

During this test, | followed all protocols set in place by the Washington State Toxicologist for the

time of this test | was certified to operate the

Icotest 9510 and possessed a valid permit issued

oses of this test. At the

he State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place

any foreign substances in their mouth.

| certi

and information contained th

Officer Signature
Location Signed

L30RLIN 6 TON

(RCW 9A.72.085.)

(or declare) under Fenal_ty of perjury under the laws of the state of Washington that the statements on this document
erein are true, correct, and accurate.

A

Date //J// 2017

N/



WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
-’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 01/31/2017
Observation Period Began: 16:00
Citation/Case Number: 0000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: DOE/ MARY/ J
Subject Date of Birth: 05/03/1970
External Standard Lot: 499298

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 16:48

Internal Standard VERIFIED 16:48
Subject Sample 1 s e

IR Result ~ ==eee 16:50
ECResult === 16:50
Blank Test -

‘eral Standard IR~ ------

External Standard EC  ------

Blank Test -

Subject Sample2 e e
IRResult ~ ==ee-
EC Result ===

Blank Test -

Test Not Complete: Status Code 6

During this test, | followed all protocols set in Rlace by the Washington State Toxicologist for the gurposes of this test. At the
time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issued by the State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

erein are true, corrgct, and accurate. (RCW 9A.72.085.)

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contalnedi

Officer Signature }'
Location Signed Bork L N6TOA WA

Date //.3//.,70/—7
o

N’



Washington State Patrol
External Standard Change

Test Date: 02/01/2017 Sequential Test #: 340

Location: WASHINGTON

Breath Test Instrument Information
Model Serial Number QAP Date
Alcotest 9510 ARZB-0005 01/31/2017

Drygas Cylinder External Standard Information
Lot Number Concentration Expiration Inlet
499298 0.080 07/20/2019 CAL GAS INLET 1

External Standard Test Details

Function Result Time
a/210L HH:MM
Blank Test 0.000 05:56

External Standard IR 0.080 05:56
External Standard EC 0.075 05:56
Blank Test 0.000 05:58
External Standard IR 0.079 05:58
External Standard EC 0.075 05:58
Blank Test 0.000 05:59
External Standard IR 0.079 05:59
External Standard EC 0.074 05:59
Blank Test 0.000 06:00

External Standard Change Results: CYLINDER INSTALLATION SUCCESSFUL

Operator Information
Operator: DAVE HINTZ ya

LY

Signature: ‘ Sig. Date:  02/01/2017

s




WASHINGTON STATE PATROL
EVIDENTIARY SUBJECT TEST
ALCOTEST 9510 SERIAL NUMBER ARZB-0005
N’ SOFTWARE VERSION 8322798 0.9
CONFIGURATION VERSION 8322796 2.7
DATE OF LAST QAP: 01/31/2017

Analysis Date: 02/01/2017
Observation Period Began: 05:45
Citation/Case Number: 00000000
Operator Name: HINTZ/ DAVE/ P
Subject Name: TEST/ TEST/ TEST
Subiject Date of Birth: 01/01/1951
External Standard Lot: 1714406

Breath Analysis Result Time Volume Blowtime
g/210L  hh:mm liters seconds
Blank Test 0.000 06:15
Internal Standard VERIFIED 06:16
Subject Sample 1 3.7 10.8
IR Result 0.000 06:17
EC Result 0.000 06:17
Blank Test 0.000 06:18

«Aiernal Standard IR 0.077  06:18
External Standard EC 0.073 06:18

Blank Test 0.000 06:20

Subject Sample 2 2.8 11.1
IR Result 0.000 06:21
EC Result 0.000 06:21

Blank Test 0.000 06:21

During this test, | followed all protocols set in place by the Washington State Toxicologist for thc:,-j gur{)oses of this test. At the
Y

time of this test | was certified to operate the Alcotest 9510 and possessed a valid permit issue: he State Toxicologist.

| observed the subject during the entire observation period and during that time they did not eat, drink, smoke, vomit, or place
any foreign substances in their mouth.

| certify (or declare) under penalty of perjury under the laws of the state of Washington that the statements on this document
and information contaln are true, correct,and accurate. (RCW 9A.72.085.)

|

Officer Signature atf R Date & / / / 7
Location Signed B vRLIN CTON W/} l
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Draeger Alcotest 9510
Version info

Date: 31.01.2017
Time: 12:26

Serial: ARZB-0005

M16 Ver:0.9/8322798
M16 Checksum: 0xCFEB
BTL Ver:1.5/8323536

WinCE Ver:5.11/8322797
WinCE Checksum:0x2615
WinCE ImageVer:1.8

Cfg Ver:2.7/8322796

AP  Ver:2.7/8322796A

NAP Ver:2.7/8322796NA
AP/ NAP CRC:0x61F1(0x4422

Drink. location: Ox6AAA
Lifecounter: 3946

Config files:
RecordData_ 086
InternalPrinterCfg.025
TextslnternalPrt 039
FontslinternalPrt_001
Parameter_039
MeasProc_121
WinCeCfg_049
ExternalPrtCfg_102
xts1ExternalPrt_062
‘_’cessR|ghtsﬁ029

Subversion:

DHS
/ 5/ 17

X*x!\xtxl X KK KKK KK KKK ok kKK

WASHINGTONA
ALCOTEST 9510

SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00326
DATE : 01/31/2017
TIME : 12:56

XA K X X KKK KKK KKK KRKXX K KKK ®

QAP LINEARITY

XXX XXX KKK KKK KX KK KKK X KKK

TARGET CONC. : 0.0412

IR(g/210L] EC(g/210L]
1 0.041 0.041
2 0.040 0.040
3 0.040 0.040
4 0.040 0.040
5 0.040  0.040

XXX K ok ok x> ALK KRR R X K %

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
LOCAT ION: WASHINGTON
TEST NO. : 00327
DATE : 01/31/2017
TIME : 13:34

FEXE XXX X KKK AKX Xk *XKK R kKK

QAP LINEARITY

FERKR XK X KK XN KA R A *XRK A KKK

TARGET CONC. : 0.0826
IR[g/210L] EC[91210L]
1 0.081 0.080
2 0.081 0.080
3 0.081 0.080
4 0.081 0.080
5 0.081 0.080
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARZB-0005
LOCATION: WASHINGTON
TEST NO. : 00328
DATE : 01/31/2017
T IME : 13:50

xxtxxrxxxxxxxttnxxthxnx

QAP LINEARITY

R R R R R R R R R o O T

TARGET CONC. : 0.1525

IR(g/210L] EC[g/210L]
1 0.158 0.154
2 0.157 0.153
3 0.156 ° :0.153
4 0.156 0.152
5 0.156 '0.152

FXXAX KX AKX KX A A XK AR % k& k%
-

wx!xxxv/!xx[ﬂxn*x*xkxxkx

WASHINGTON :
ALCOTEST 9510

SERIAL NO. : ARZB-0005

LOCATION: WASHINGTON
TEST NO. : 00329
DATE : 01/31/2017
TIME : :.14:35

xxxtt.xnxxntxu-xx\'\g*x*ﬂr

QAP LINEARITY!

XXX XK XK KKK * kXN Ak kx ok ok ok

TARGET CONC. : 0.2024

IR(g/210L] EC[g/210L]
1 0.208 0.201
2 0.206 0.199
3 0.205 0.198
4 0.205 0.197
5 0.205 0.197

XK XK X K A oan s XK XXX x ox ox %

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
TEST NO. : 00330
DATE : 01/31/2017

*x!ka*x!k!*kk*x*ﬁﬁxtx*)\

QAP MOUTH ALCOHOL

AR R E R R R L T e

DIAGNOSTIC OK 14:58
AIR BLANK  0.000 14:59
EXT STD IR ---- 15:90
EXT STD EC ---- 15:00
AIR BLANK R
DIAGNOSTIC OK 15:00

*x!xx!rkxtkknntkwxﬂlkxkk

OPERATOR SIGNATURE :

xk!!wxxw!lxkxxkxlxxtlxxx

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARZB-0005
TEST NO. : 00331
DATE : 01/31/2017

!xttxxkxnwlxnxx**xxﬁx*kﬂ

QAP INTERFERENCE
DIAGNOSTIC oK 15:01
AlR BLANK 0.000 15:02
EXT STD IR 0.112 15:03
EXT STD EC 0.084 15:03
AIR BLANK 0.000 15:04
DIAGNOSTIC OK 15:04

!**kxﬁxk'xxkxxk*ﬂk*x*kﬂt

OPERATOR SlGNATUR&.

..,,,.”.z/ﬁ’d"l

WASHINGTON .,
ALCOTEST 9510

XXX RXRKEK X % % x % %

SERIAL NO. - ARZB- 0005
TEST NO. : 00332
DATE : 01/31/2017

xﬂnxx:nxxxu:qu;ttixxxxz

QAP BREATH TEST
BREATH ANALYS|S ,
g/210L  TIME
AIR BLANK 0.000 15:07
INT STD VERIFIED ‘15.07
SUBJECT IR 0.000 15.08
SUBJECT EC .000 :15:08
AIR BLANK .000 ¢ 15:09

0

0
EXT STD IR 0.078 " 15.09
EXT STD EC 0.075 15.09
AIR BLANK 0.000 15:11
SUBJECT IR 0.000 15:11
SUBJECT EC  0.000 '15:.11
AIR BLANK 0.000 :15:12

n!xtﬁkﬁttnﬂ*kﬂkk!***t*xﬂ

S
{



Draeger Alcotest 9510

Ve

Da

rsion info

te: 31.01.2017

Time: 12:26

Se

M1
M1
BT

Wi
Wi
Wi

Cf
AP

AP

Dr
Li

Cdnflg %lles
RecordData_086

rial: ARZB-0005

6 Ver:0.9/8322798
6 Checksum:0xCFEB
L Ver:1.5/8323536

nCE Ver:5.11/8322797
nCE Checksum:0x2615
nCE ImageVer:1.8

g Ver:2.7/8322796
Ver:2.7/8322796A

NAP Ver:2.7/8322796NA"

/NAP CRC: 0x61F1/0x4422
ink. Iocation:HOXGAAA
fecounter: 3946 .

o

-3

InternaIPrlnterC 94025

TextsinternalPr

039

FontslnternalPr1—001
Parameter_039 R
MeasProc_121 ;..5

Wi

\_ﬂ

Subversion:

DS

ExternalPrtCfg_{02/
exts1ExternalPrtfa

nCeCfg_049

cessnghts_OZQ

1/3/ )7

LI R e *ktiktttt*ﬂw*ik

WASH INGTON -
ALCOTEST 951&

SERIAL NO. : ARZB 0005
LOCATION: WASHINGTON
TEST NO.: : 100326
DATE: 01/31/2017
TIME: 212:56

ﬁ*t**t*tﬁ*ﬂ**tﬂ*it***k*.

QAP LINEARITY,

KK XKk kkkXAKKK AKX kKA kK kX kK

TARGET CONC. : 0.0412

IR[g/210L] EC(g/210L]
1 0.041  0.041
2 0.040 0.040
3 0.040 0.040
4 0.040 0.040
5 0.040 0.040
*

'*Rt**tﬂ***itl*lﬂ*i*ttt

*tnt*t*tkttx*!tua**t*ttk

WASHINGTON
ALCOTEST 9510

SERIAL NO.:
LOCATION: WASHINGTON
TEST NO. : 00327
DATE: 01/31/2017
TIME: 13:34

titwt*xttt*tttt*itttt*wt

QAP LINEARITY

MR R R R R T T T e

ARZB-0005

TARGET CONC. : 0.0826
IR[g/210L] EC[g7/210L]
1 0.081 1-0.080
2 0.081 .0.080
3 0.081 . %0.080
4 0.081 0.080
5 0.081 0.080
*ﬂﬁ*twt****ttt*tttttt**i
t**xa*tt*tktt**ttﬁ**ﬂ**i
WASH INGTON
ALCOTEST 9510
SERIAL NO. : ARZB- 0005
LOCAT ION: WASHINGTON
TEST NO. : 00328
DATE: 01/31/2017
TIME: 13:50

n*w*k*xu*tttttwttt*atttk

QAP LINEARITY;

****titi**ﬂ***kttr(

TARGET CONC. :
IR(g/210L]

1
2
3
4
5
*

i alf1 7

*ﬁkt*i*ti***t

WASHINGTON
ALCOTEST 9StOr

SERIAL NO. : ARZE
LOCAT I ON: WASHINGTON
TEST NO. : 100329
DATE : 01/31/2017 .
TIME: i14:35 -

**il*t'ﬁ**t***kik *ti*ii

QAP LINEARITY.

****ilﬁtt***tt**ﬂ*kl**i*

TARGET CONC. . 0 2024
lR[gIZ10L] EC[g7210L]

1 0.208

2 0.206

3 0.205

4 0.205 i0.

5 0.205 0 197

****tl**t****kitﬁt**i*ﬁ*

Q**itkttkt*ﬁﬁ’**w**ttt*tt

WASHINGTON
ALCOTEST 9510

SERIAL NoO. : ARZB-0005
TEST NO. : 00330
DATE: 01/31/2017

**tk*i‘kﬁ****k**t***t*ii*

QAP MOUTH ALCOHOL

*nttﬁwg*a*tnwtn*httwatt*

DIAGNOSTIC OK 14:58
AIR BLANK 0.000 14:59
EXT STD IR ---- 15:00
EXT sTD EcC --=-- 15:00
AIR BLANK mees e-ias
DIAGNOSTIC OK 15:00

***I*tt*ﬁ*!ki!lﬂ*ll***tt

OPERATOR SIGNATURE :

uxw**x*twt)\an*x**'«***x*

" WASHINGTON
ALCOTEST 9510

ARZB- 0005

SERIAL NO. :
TEST NO. : -00331
DATE: 01/3172017

i#*iuw**t*!ttit*itﬁltkt*

QAP INTERFERENCE
ﬁﬁkktkt**tt**nutﬁ*tt*i*t
DIAGNOSTIC OK 15:01
AIR BLANK 0.000 15:02
EXT STD IR 0.112 15:03
EXT STD EC 0.084 15:03
AIR BLANK 0.000 15:04
DIAGNOSTIC OK 15:04

ttk*utat*t*nxﬁtnhtttttta

OPERATOR SIGNATURE:

y p
’ yu o
A i
l 5 g T
*x*annnx:txt*t*&’n*at*:un

WASHINGTON
ALOﬁTEST 9?10'

SERIAL NO. ZRZB 0005
TEST NO.?R T 00332
DATE : 01/31/2017

i*k*kﬂt****t*&*’ﬂﬁ‘*t***

QAP BREATH IESI
ﬂ****ik***iit.t* ﬁt’ﬁ**ﬁ*t
BREATH ANALYSIS K

g/210L

'

TIME

AIR BLANK 0.000 ,15:07
INT STD VERIFIED ‘15:07
SUBJECT IR 0.000 "15:08
SUBJECT EC 0.000 ;15:08
AR BLANK  0.000/15:009
EXT STD IR 0.078"%15:09
EXT STD EC 0.075 ;15:09
AIR BLANK  0.000 '15:11
SUBJECT IR 0.000 :15:14
SUBJECT EC  0.000.:15:19
AIR BLANK  0.000.115.12

ﬁt*it*k**tkﬁ*ni**t*ttk
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