BAROMETRIC PRESSURE TESTING
PRINTOUT DOCUMENTS

ATTACH PRINOUT DOCUMENTS BELOW

. DRAceme, [Tl Tow

{

fci1d 4 LAB
* kK kR owm ok kA hk kA k ok ok kKK XA kKKK

WASHINGTON
ALCOTEST %510
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TEST NO.: 00068
DATE: 0472572013
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SUPERVISOR TEST
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gf210L TIME

DIAGNOSTIC QK 08:37
AIR BLANK 0.000 08:37
EXT STP IR 0.079 08:38
EXT STD EC 0.081 08:38
AiR BLANK 0.000 08:39
EXT STD IR 0.080 08:40
EXT STD £C 0.081 08:40
AIR BLANK 0.000 08:41
EXT STD IR 0.08G 08:42
EXT STD EC 0.081 08:42
AIR BLANK 0.000 08:243
EXT STD IR 0.080 08:44
EXT STD EC 0.081 08:44
AlR BLANK 0.000 08:45
EXT 8TD LR 0.080 08:46
EXT STD EC 0.081 08:46
AIR BLANK 0.000 08:48¢
D1 AGNOSTIC OK 08:47
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SERIAL NO.: ARAH-009%
TEST NO. : 60070
DATE : 04/25/2013
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SUPERVISOR TEST
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DIAGNOSTIC OK 13:086
AIR BLANK  0.000 13:06
EXT §TD IR ©.080 1i3:06
EXT STD EC 0.082 13:06
AIR BLANK  0.000 13:08
EXT STD IR ©.080 13:08
EXT 'STD EC 0.081 13:08
AIR BLANK  0.000 13:10
EXT STD LR 0.079 13:10
EXT STD EC 0.08% 13:10
AR 0.000. 13:12
EXT -$TD: 0.080 13:12 .
EXT ST 0.081 13:12
AIR 0.000 13:14
EXT 0.080 13:14
EXT 0.081 13:14
AIR 0.000 13:15
DIAGNOST!IC OK 13:16
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BAROMETRIC PRESSURE TESTING
PRINTOUT DOCUMENTS

ATTACH PRINOUT DOCUMENTS BELOW

"

hb’
fL))\o\% U‘Aﬁ

**Kﬂxb&&-‘iix*kixkis*ﬂ!xn*

WASHINGTON
ALCOTEST 495190

%ci(QMﬁ-\i—a\r
NE VL

SERIAL NO.: ARAF-0030
TEST NO.: 00074
DATE : 04/25/2013
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SUPERVISOR TEST
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. g/ 210L TIME
DIAGNOSTIC OK 06:33
AlIR BLANK 0.000 08:33
EXT STD IR ©0.083 08:34
EXT STD EC 0.082 08:34
AR BLANK 0,000 08:35
EXT STD iR ©0.08B3 08:36
EXT STD EC 0.081 08:386
AIR BLANK 0.000 08:37
EXT STD IR 0.082 08:38
EXT STD EC 0.080 08:28
AIR BLANK 0.008 085:39
EXT STD IR ©0.083 08:40
EXT $TD EC 0.080 08:40
ALR BLANK 0,000 08:42
EXT STD IR ©0.083 08:42
EXT STD EC 0.080 08:4Z
AR BLANK 0.000 08:43
DIAGNOSTIC OK 08:43
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SUPERVISOR TEST
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07:04
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AR BLANK
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EXT STD EC
AIR BLANK
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TEST NO.: 00078
DATE : 04/2572013
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SUPERVISOR TEST
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g/210L TIME
DIAGNOSTIC OK 13:27
AIR BLANK 0.000 13:28
EXT STD IR 0.083 13:28
EXT STD EC 0.080 13:28
AIR BLANK 0.000 13:30
EXT STD IR 0.083 13:30
EXT STD EC . 0.080¢ 13:30
AlR BLANK 0.000 13:32
EXT $TD IR 0.083 13:32
EXT STD EC 0.080 13:32
AlR BLANK 0.000 13:34
EXT ST IR 0.083 13:34
EXT STDb EC 0.080 13:34
AlR BLANK 0.000 13:386
EXT STD IR 0.083 13:36
EXT STD EC 0.081 13:36
AIR BLANK 0.000 13:37
DIAGNOSTIC QK 13:38
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