TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0084

BATCH D00001




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermif: DR4483 DR4483
Batchit: D00001 D00001
Reference Value: 0.0090 0.0090
' 0.009 0.009
0.009 0.009

0.009 0.008

0.009 0.008

0.009 ' 0.008

0.008 0.009

0.009 _ 0.008

0.009 0.008

0.009 0.008

0.009 0.008
Mean: 0.0090 0.0083
SD: 0.0000 0.0005

Bias %: 0.00 -7.78

CV %: 0.00 6.02

Mean-Ref, Value Difference: 0.0000 -0.0007

E. ) Coupt 0-1- (R

NAME OF TECHNICIAN PERFORMING TESTS DATE

Z0-249-13

NAME OF TECHNTCIAN REVIEWING RESULTS DATE

ARk ok ok xR Kk k kKRR KK KR KKK AKK KKK

WASH I NGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO. : 00110
DATE : 10/01/2013

Ak KKk KKk R AR KK KXKXXNKKRKKKKKAKK

SUPERVISOR TEST

Kk Kk A K K KKK KX K KKAKRERTEXXX XXX

a/210L TIME

DIAGNOSTIC OK 12:04
AlR BLANK 0.000 12:04
EXT STD IR 0.009 12:04
EXT STD EC 0.009 12:04
AlIR BLANK 0.000 12:06
EXT STD IR 0,009 12:06
EXT STD EC 0.009 12:06
AIR BLANK 0.000 12:07
EXT STD IR 0.009 12:08
EXT STD EC 0.008 12:08
AlR BLANK 0.000 12:09
EXT STD IR 0.009 12:09
EXT STD EC 0.008 12:09
AlR BLANK 0.000 12:11
EXT STD IR 0.009 12:11
EXT STD EC 0.008 12:11
AIR BLANK 0.000 12:12
EXT STD IR 0.009 12:13
EXT STD EC 0.009 12:13
AlR BLANK 0.000 12:14
EXT STD IR 0.009 12:14
EXT STD EC 0.008 12:14
AIR BLANK 0.000 12:16
EXT STD IR 0.009 12:16
EXT STD EC 0.008 12:16
AIR BLANK 0.000 12:17
EXT STD IR 0.009 - 12:18
EXT STD EC 0.008 12:18
AlR BLANK 0.000 12:19
EXT STD IR 0.009 12:19
EXT STD EC 0.008 12:19
AIR BLANK 0.000 12:20
DIAGNOSTIC OK 12:20

Kok kA ok ok k kKK KK A K KK R KR KK K K&

OPERiID SI1GNATURE :

e
[




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/2/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Therm#: DR4483 DR4483
Batchit: D00001 D00001
Reference Value: 0.0090 0.0080
0.009 0.008

0.009 0.008

0.009 0.008

0.009 0.008

0.009 0.008

0.009 0.008

0.009 0.008

0.009 : ~ 0.008

0.009 0.008

' 0.009 0.008

Mean: 0.0090 0.0080

SD: 0.0000 0.0000

Bias %: 0.00 -11.11

CV %: 0.00 0.00

Mean-Ref. Value Difference: 0.0000 -0.001

E . ltCouh

[O-A~(3
NAME OF TECHNICIAN PERFORMING TESTS DATE
= /1JL¢Ag E?
/ 3,2 /0 -2H-1.
NAME OF TEe’Fm(:u(N REVIEWING RESULTS DATE

AA KA AAKR AR TKRRE LR AN KR KK KR KK

WASHINGTON
ALCOTEST 9510

SERI AL NO.: ARAH-0084
TEST NO.: 00141
DATE : 10/02/2013

Ak AKFR AN KRARAK KK KT &K A K& & K xR

SUPERVISOR TEST

AKX KK AR AR AR ATR R KRR KR KK * K XK

gl/210L T IME

DIAGNOSTIC OK 10:27
AIR BLANK 0.000 10:28
EXT STD IR 0.009 10:28
EXT STD EC 0.008 10:28
AIR BLANK 0.000 10:29
EXT STD IR 0.009 10:30
EXT STD EC 0.008 10:30
AlR BLANK 0.000 10:31
EXT STD IR 0.009 10:31
EXT STD EC 0.008 10:31
AIR BLANK 0.000 10:33
EXT STD IR 0.009 10:33
EXT STD EC 0.008 10:33
AIR BLANK 0.000 10:34
- EXT STD IR 0.008 10:35
EXT STD EC 0.008 10:35
AIR BLANK 0.000 10:36
EXT STD IR 0.009 10:36
EXT STD EC 0.008 10:36
AlR BLANK 0.000 10:38
EXT STD IR 0.009 10:38
EXT STD EC 0.008 10:38
AIR BLANK 0.000 10:39
EXT STD IR 0.009 10:40
EXT STD EC 0.008 10:40
AIR BLANK 0.000 10:41
EXT sTD IR 0.009 10:41
EXT STD EC 0.008 10:41
AIR BLANK 0.000 10:42
EXT STD IR 0.009 10:43
EXT STD EC 0.008 10:43
AIR BLANK 0.000 10:43
DIAGNOSTIC OK 10:44

Kk Ak kkh hk ok x kk R KA KK KX X KK XK

OPERATOR SIGNATURE




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/7/2013

, IR E/C -
Simulator #: DR4483 DR4483 T
SimTherm#: DR4483 DR4483 * kK k Kk X R kK K A X K K & ko m ok R Kk R A Kk K K %
* WASHINGTON
Batchit: D00001 D00001 ALCOTEST 9510
Reference Value: 0.0090 95090 SERIAL NO. : ARAH- 0084
0.010 0.009 TEST NO. : 00163
DATE: 10/07/2013
0010 0009 **ixtﬂ:ttktﬂx**ka**tttt***
0.000 0.009 SUPERVISOR TEST
F . LEREEEESEEEEREREERE S E ST
0.009 0.009 ' i g/210L  TIME
DIAGNOSTIC OK 13:19
0.002 0.009 AIR BLANK 0.000 13:19
EXT STD IR 0.010 -13:20
0.010 0.009 EXT STD EC 0.009 13-20
0.009 0.009 AIR BLANK 0.000 13:21
EXT STD IR 0.010 13:22
0.009 0.009 EXT STD EC 0.009 13:22
AIR BLANK 0.000 13:23
0.009 0.009 EXT STD IR 0.0090 13-23
0.009 0.009 EXT STD EC 0.009 - 13:23
AIR BLANK  0.000 - 13:25
Mean: 0.0093 0.0090 EXT STD IR 0.009 13:25
, EXT STD EC 0.009 13:25
SD: 0.0005 0.0000 AIR BLANK 0.000 13:26
;s 00 EXT STD IR 0.009  13:27
Bias %: 3.83 - EXT STD EC 0.009 13:27
CV %: 5.38 0.00 AIR BLANK 0.000 13:28
EXT STD IR 0.010 13:28
Mean-Ref, Value Difference: 0.0003 7 0 EXT STD EC 0.009 13:28
AIR BLANK 0.000 13:30
EXT STD IR 0.009 13:30
EXT STD EC  0.009., 13:30
AIR BLANK  0.000 13:31
EXT STD IR 0.009 13:32
_ EXT STD EC 0.009 13:32
_— " ‘ # AIR BLANK  0.000 13:33
, § i EXT STD IR 0.009 13:33
ﬁ? ' ﬁff(?/?{}i]fp‘ /0 Vi /{3 EXT STD EC 0.009 13:33
=i 3 AIR BLANK  0.000 13:34
NAME OFTECHN|C[AN PERFORMING TESTS DATE EXT STD IR 0.000 13:35
EXT STD EC 0.009 13:35
AJ\ AIR BLANK - 0.000 13:35
O —— , DIAGNOSTIC OK 13:36
2 Eom——" Kok hkhk kKA kAR KK Kk kR KKK & Ak x
/‘/_2<_o> : G <2443 OPERATOR, SI|GNATURE: 'O
NAME OF TECHNTCFKNIﬁEVIEWING RESULTS DATE ‘ ﬁ, ?/%




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATf OF TESTS: 10/16/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermi: DR4483 DR4483
Batchit: D00001 D00001
Reference Value: 0.0090 0.0090
0.009 0.009
0.009 0.009
- 0.009 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
0.010 0.009
Mean: 0.0097 0.0080
SD: 0.0005 0.0000
Bias %: 7.78 0.00
CV %: 5.15 0.00
Mean-Ref. Value Difference: 0.0007 0
E WClogpl  rore—r3
NAME OF TECHNICIAN PERFORMING TESTS DATE

—

JO-24-13

NAME OF TECHMETANM REVIEWING RESULTS

DATE

KKK KKKk R AKX KK KKK XKK KKK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO. : 00197
DATE : 10/16/2013

KA K Rk k Ak * &k K HEKXKKKEKXKKXAKAA

SUPERVISOR TEST

Ak k Rk KKK KKK KRk k kA XKRKXARKNKK

a/210L TIME

DIAGNOSTIC OK 13:07
AIR BLANK 0.000 13:07
EXT STD IR 0.009 13:07
EXT STD EC 0.009 13:07
AIR BLANK 0.000 13:08
EXT STD IR 0.009 13:09
EXT STD EC 0.009 13:09
AlR BLANK 0.000 13:10
EXT sSTD IR 0.009 13:10
EXT STD EC 0.009 13:10
AIR BLANK "0.000 13:12
EXT sTD IR 0.010 13:12
EXT STD EC 0.009 13:12
AlIR BLANK 0.000 13:13
EXT 8TD IR 0.010 13:14
EXT STD EC 0.009 13:14
AIR BLANK 0.000 13:15
EXT STD IR 0.010 13:16
EXT STD EC 0.009 13:16
AlR BLANK 0.000 13:17
EXT SsTD IR 0.010 13:17
EXT STD EC 0.009 13:17
AlIR BLANK 0.000 13:18
EXT sTD IR 0.010 13:19
EXT STD EC 0.009 13:19
AlR BLANK 0.000 13:20
EXT SsTD IR 0.010 13:21
EXT STD EC 0.009 13:21
AIR BLANK 0.000 13:22
EXT STD IR 0.010 13:22
EXT STD EC 0.009 13:22
AIR BLANK 0.000 13:23
DIAGNOSTIC OK 13:23

kK KR KA KKK AR R kKKK KKK KKK KK

OPEHATOR S I GNATURE :
"% cfy’/’c%__

T




- METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510:SERIAL NU[\:/EBER: ARAH-0084

- “DATE OF TESTS: 10/22/2013

1‘,1&3: E

D

E/C
Simulator #: DR4483 - . DR4483
Sim Therm#: . DR4483 DR4483
Batch#: D00001 D00001
Reference Value: 0.0090 0.0090
0.012 0.011
0.011 0.011
p:012 0.011
0:011 0.011
001 0.011
0O11 - 0.011
07011 0.011
DOt 0.011
0.011 0.011
0011 - 0.010
Mean: 0.0142" . 0.0109
SD: 0:0004 0.0003
Bias %: 24:44 21.11
CV %: 357 2.75
Mean-Ref. Value Difference: 0.0022 0.0019
ﬁ//%//%wa/ __ fozzy3
NAME OF TECHN[CIAN PERFORMING TESTS DATE
067/‘*—» R N R R 5
NAME OF TECHNICIAN REVIEWING-RESULTS - DATE

AR EREEERENFEREEEEE EI IS RN

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO. : 06218
DATE : 10/22/2013

KRk kA A AN KKK AN KK XREXFKAAK KN

SUPERVISOR TEST

I EEEE R EENENEEEFEREEEILE TN

g/210L TIME

DIAGNOST IC OK 11:43
AIR BLANK ¢.000 11:43
EXT STD IR ©0.012 11:43
EXT STD EC 0.011 11:43
AIR BLANK ¢.000 11:44
EXT STD IR 0.011 11:45
EXT STD EC 0.011 11:45
AlR BLANK 0.0060 11:46
EXT STD IR 0.0%12 11:47
EXT STD EC 0.011 11:47
AlR BLANK 0.000 11:48
EXT STD IR 0.011 11:48
EXT STD EC 0.011 11:48
AIR BLANK 0.000 11:49
EXT STD IR 0.9011 11:50
EXT STD EC 0.011 11:50
AR BLANK 0.000 11:51
EXT sTD IR 0.011 11:52
EXT STD EC ©0.011 11:52
AIR BLANK 6.000 11:53
EXT STD IR ©0.011 11:53
EXT STD EC 0.01% 11:53
AIR BLANK 0.000 11:55
EXT $TD 1R 0.011 - 11:55
EXT STb EC ©.011 11:55
AlR BLANK 0.000 11:56
EXT STD IR 0,011 11:567
EXT STD EC 0.011 11:57
AIR BLANK 0.000 11:58
EXT 8TD IR 0.011 11:58
EXT STD EC ¢.010 11:58
AIR BLANK 0,000 11:59
DIAGNOSTIC OK 12:00

A kAN K K F R R AR KKK K KKK KKK K KR

OPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0084

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4483 DR4483 B
Sim Thermit: DR4483 DR4483
Batchit: D00002 D00002
Reference Value: 0.0147 0.0147
0.013 0.013
0.013 0.013
0.014 0.013
0.013 0.013
0.013 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
Mean: 0.0136 0.0130
SD: 0.0005 0.0000
Bias %: -7.48 -11.56
CV %: 3.68 0.00
Mean-Ref. Value Difference: -0.0011 -0.0017
Z W00 2k [0-\-13
NAME OF TECHI\]ICIAN PERFORMING TESTS DATE
f?‘s%ﬂu&_. /0 -24-1 3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

Ak Kk ARk AR AR KK AR KR RKK KKK KK

WASHINGTON.
ALCOTEST. 9510

SERIAL NO.: ARAH-0084
TEST NO. : . 00113
DATE : 10/01/2013

Kk kAR kR AK KRR K KX R EKE KK KRR

SUPERVISOR TEST

tniitt‘ttit*ttt***tti*'ﬁ**

s gl210L TIME

DIAGNOSTIG oK 12:55
AIR BLANK 0.000 12:55
EXT STD IR 0.013 12:56
EXT STD EC 0.013 12:56
AIR BLANK 0.000 12:57
EXT STD IR 0.013 12:58
EXT STD EC 0.013 12:58
AlIR BLANK 0.000 - 12:59
EXT STD IR 0.014 12:59
EXT STD EC 0.013 12:59
AIR BLANK 0.000 13:01
EXT STD IR 0.013 13:01
EXT STD EC 0.013-.13:01
AIR BLANK 0.000 13:02
EXT STD IR 0.013 13:03
EXT STD EC 0.013, 13:03
AIR BLANK  0.000 13:04
EXT STD IR 0.014 13:04
EXT STD EC 0.013 13:04
AIR BLANK 0.000 13:06
EXT STD IR 0.014 13:06
EXT STD EC 0.013 .13:06
AIR BLANK 0.000 '13:07
EXT STD IR 0.014 13:08
EXT STD EC 0.013 13:08
AIR BLANK 0.000 13:09
EXT STD IR 0.014 13:10
EXT STD EC 0.013 13:10
AIR BLANK 0.000 13:11
EXT sSTD IR 0.014 -13:11
EXT STD EC 0.013 13:11
AIR BLANK 0.000 13:12
DIAGNOSTIC OK 112
**iki***tii**t**t*tﬂ*t**

OPERATOR' SIGNV ; ZZ




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

Simulator #:

Sim Thermih:
Batchi:
Reference Value:

Mean:
SD:
Bias %:
CV %:.

Mean-Ref. Value Difference:

€. MNCsurt

DATE OF TESTS: 10/2/2013

I/R

- DR4483

E/C
DR4483

DR4483

DR4483

D00002

D00002

0.0147

0.0147

0.014

0.013

0.014

0.013

0.014

0.013

0.014

0.013

0.014

0.013

0.014

0.013

0.014

0.013

0014

0.013

0.014

0.013

0.014

0.013

0.0140

0.0130

0.0000

0.0000

-4.76

-11.56

0.00

0.00

-0.0007

-0.0017

(0-2/3

NAME OF TECHNICIAN PERFORMING TESTS

—

DATE

=241 3

NAME OF TECHNICTAN WEVIEWING RESULTS

‘DATE

A kR R R KR KK A KK KR RAKKFKALR KN

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO.: 00142
DATE: 10/02/2013

Ak Kk Ak AAh R AR KK KKK KR AKKAKRK KK

SUPERVISOR TEST

kX kk kK Rk k kAKX K Rk Kk ok ok hk kKKK

g/210L TIME

DIAGNOSTIC OK 10:47
AIR BLANK  0.000 10:47
EXT STD IR 0.014 10:48
EXT STD EC 0.013 10:48
AIR BLANK 0.000 10:49
EXT STD IR 0.014 10:49
EXT STD EC 0.013 10:49
AIR BLANK  0.000 10:51
EXT STD IR 0.014 10:51
EXT STD EC 0.013 10:51
AIR BLANK  0.000 10:52
EXT STD IR 0.014 10:53
EXT STD EC 0.013 10:53
AIR BLANK  0.000 10:54
EXT STD IR 0.014 10:54
EXT STD EC 0.013 10:54
AIR BLANK 0.000 10:56
EXT STD IR 0.014 10:56
EXT STD EC 0.013 10:56
AIR BLANK ©0.000 10:57
EXT STD IR 0.014 10:58
EXT STD EC 0.013 10:58
AIR BLANK  0.000 10:59
EXT STD IR 0.014 11:00
EXT STD EC 0.013 11:00
AIR BLANK  0.000 11:01
EXT STD IR 0.014 11:01
EXT STD EC 0.013 11:01
AIR BLANK 0.000 11:03
EXT STD IR 0.014 11:03
EXT STD EC 0.013 ~11:03
AIR BLANK 0.000 11:04
DIAGNOSTIC OK =~ 11:04

Kok ok hk kA KK KK KR KKK KK KK K KK

OPEH TOR SIGNAT E"I
_jﬁ@%/% 27




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermit: DR4483 DR4483
Batchit: D00002 D00002
Reference Value: 0.0147 0.0147
0.013 0.013
0.014 0.013
0.014 0.013
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
Mean: 0.0139 0.0137
SD: 0.0003 0.0005
Bias %: -5.44 -6.80
OV %: 216 3.65
Mean-Ref. Value Difference: -0.0008 -0.001

Xk ok ok Ak kR k Rk kK kK KKKk KKK KK KKK

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO. : 00164
DATE : 10/07/2013

Kk ok k kK K KKRKKKK KK *EEX®K X A%

SUPERVISOR TEST
* ok Kk ok kok k ok KK KK K kAR K KK ERX K XK
" g/ 210L TIME
DIAGNOSTIC OK 13:45

£ M 0loued 10745

NAME OF TECHNICIAN PERFORMING TESTS DATE

Pt e

NAME OF TECHNICIAN REVIEWING RESULTS DATE

AIR BLANK 0.000 13:45
EXT STD IR 0.013 13:45
EXT STD EC 0.013 13:45
AlR BLANK 0.000 13:47
EXT STD IR 0.014 13:47
EXT STD EC 0.013 13:47
AlR BLANK 0.000 13:48
EXT STD IR 0.014 13:49
EXT STD EC 0.013 13:49
AIR BLANK 0.000 13:50
EXT STD IR 0.014 13:50
EXT STD EC 0.014 13:50
AlR BLANK 0.000 13:52
EXT STD IR 0.014 13:52
EXT STD EC 0.014 13:52
AlR BLANK 0.000 13:53
EXT STD IR 0.014 13:54
EXT STD EC 0.014 13:54
AIR BLANK 0.000 13:55
EXT STD IR 0.014 13:56
EXT STD EC 0.014 13:56
AIR BLANK 0.000 13:57
EXT $TD IR 0.014 13:57
EXT STD EC 0.014 13:57
AIR BLANK 0.000 13:59
EXT STD IR 0.014 13:59
EXT STD EC 0.014 13:59
AlR BLANK 0.000 14:00
EXT STD IR 0.014 14:01
EXT STD EC 0.014 14:01
AIR BLANK 0.000 14:01
DIAGNOSTIC OK 14:02

Hok kK Rk ok Ak RKKK KKK KK RXK KK KKK

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/16/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermih: DR4483 DR4483
Batch#: D00002 _ D00002
Reference Value: 0.0147 0.0147
0.013 0.013
0.013 0.013
0014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
0.014 0.013
Mean: 0.0138 0.0130
SD: 0.0004 0.0000
Bias %: -6.12 -11.56
CV %: 2.90 0.00
Mean-Ref. Value Difference: -0.0009 -0.0017

— 7./

. Wilpwpl 10-/6-(3
NAME OF TECHNICIAN IPERFORMING TESTS DATE

/ ,—a-exﬂjlﬁ L0 «2Y=13
NAME OF TECﬁ?‘mfIAI\fREVIEWING RESULTS DATE

AAXK KX KKk KA KA KRAKRKKEX K& KR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO.: 00199
DATE: 10/16/2013

B oAk kR AR AR X AKX KKK KK KK kKK

SUPERVISOR TEST

KA Kk ok ok k ok kK kok Kk ok ok ok kK ok oKk Kk okok K

g/210L  TIME

DIAGNOSTIC OK 13:36
AIR BLANK 0.000 13:36
EXT STD IR 0.013 13:37
EXT STD EC 0.013 13:37
AIR BLANK 0.000 13:38
EXT STD IR 0.013 13:38
EXT STD EC 0.013 13:38
AIR BLANK 0.000 13:40
EXT STD IR 0.014 13:40
EXT STD EC 0.013 13:40
AIR BLANK 0.000 13:41
EXT STD IR 0.014 13:42
EXT STD EC 0.013 13:42
AIR BLANK 0.000 13:43
EXT STD IR 0.014 13:43
EXT STD EC 0.013 13:43
AIR BLANK 0.000 13:45
EXT STD IR 0.014 13:45
EXT STD EC 0.013 13:45
AIR BLANK 0.000 13:46
EXT STD IR 0.014 13:47
EXT STD EC 0.013 13:47
AIR BLANK 0.000 13:48
EXT sTD IR 0.014 13:49
EXT STD EC 0.013 13:49
AIR BLANK 0.000 13:50
EXT STD IR 0.014 13:50
EXT STD EC 0.013 13:50
AIR BLANK 0.000 13:52
EXT STD IR 0.014 13:52
EXT STD EC 0.013 13:52
AlR BLANK 0.000 13:53
DIAGNOSTIC OK 13:53

ST EEEEEE R R EE R

OPERATOR SIGNAT/diijééff




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/22/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermi#: DR4483 DR4483
Batchi#: D00002 D00002
Reference Value: 0.0147 0.0147
0.017 0.016
0.017 0.016
0.016 0.016
0.016 0.016
0.017 0.016
0.016 0.016
0.016 0.016
0.016 0.016
0.016 0.016
0.016 0.015
Mean: 0.0163 0.0159
SD: 0.0005 0.0003
Bias %: 10.88 8.16
CV %: 3.07 1.89
Mean-Ref. Value Difference: 0.0016 : 0.0012

- O/ .
= A Co b T do EL~ 13
NAME OF TECHNICIAN PERFORMING TESTS DATE
%MM O een (0-2%415
NAME OF TECHNICIAN REVIEWING RESULTS DATE

ikt*i*****lktiktti****ii

WASHINGTON
ALCOTEST 9510

SERIAL NoO. ; ARAH-0084
TEST NO. : 00219
DATE : 10/22/7/2013

****kii**itik*,\i*iﬁ**ikt

SUPERVISOR TEST
xﬁ***itt*ti**t**tkt*it*i
g/210L TIME
DIAGNOSTIC OK 12:06
AlR BLANK 0.000 12:086
EXT STD IR 0.017 12:06

EXT STD EC 0.016 12:06
AlIR BLANK 0.000 12:07
EXT STD IR 0.017 12:08
EXT STD EC 0.016 12:08
AIR BLANK 0.000 12:09
EXT STD IR 0.016 12:10
EXT STD EC 0.016 12:10
AIR BLANK 0.000 12:11
EXT STD IR 0.016 12:-11
EXT STD EC 0.016 12:11
AlR BLANK 0.000 12:13
EXT STD IR 0.017- 12:13
EXT STD EC 0.016 12:13
AlR BLANK 0.000 12:14
EXT STD IR "0.016 12:15
EXT STD EC 0.016 12:15
AlR BLANK 0.000 12:1s
EXT STD IR 0.016 12:17
EXT STD EC 0.016 12:17
AIR BLANK 0.000 12:18
EXT STD IR 0.016 12:18
EXT STD EC 0,016 12:18
AlR BLANK 0.000 12:20
EXT STD IR 0.016 12:20
EXT STD EC 0.016 12:290
AR BLANK 0.000 12:21
EXT STD IR 0.016 12:22
EXT STD EC 0.015 12:22
AlR BLANK 0.000 12:22

DIAGNOSTIC OK 12:23

**tik*ﬁtttil*t*i****ti*t

OPERATQR SIGNATURE:
Sy




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0084

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermit: DR44383 DR4483
Batchit: D00003 D00003
Reference Value: 0.0204 0.0204
' 0.019 0.017
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
0.019 0.018
Mean: 0.0190 0.0179
SD: 0.0000 0.0003
Bias %: -6.86 -12.25
CV %: 0.00 1.68
Mean-Ref. Value Difference: -0.0014 -0.0025

E ' (WQGO&J\QJV*

oV 1R

NAME OF TECHNICIAN PERFORMING TESTS

7= —‘VI]JL&/LA—

DATE

A P vl S

NAME OF TECHNTCJAN REVIEWING RESULTS

DATE

ok KK k ok kR kKRR R A KKK RAKK KA KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO. : 00115
DATE: 10/01/2013

k k K kK k k k k kK kK R kA k kK k x XK X KA Kk KK

SUPERVISOR TEST

Kok kK KkH A KKREKEKARX KX KKK KKK XK

a/210L T IME

DIAGNOSTIC OK 13:24
AlIR BLANK 0.000 13:24
EXT STD IR 0.019 13:25
EXT STD EC 0.017 13:25
AlR BLANK 0.000 13:26
EXT STD IR 0.019 13:27
EXT STD EC 0.018 13:27
AlR BLANK 0.000 13:28
EXT STD IR 0.019 13:28
EXT STD EC 0.018 13:28
AlR BLANK 0.000 13:30
EXT sTD IR 0.019 13:30
EXT STD EC 0.018 13:30
AlR BLANK 0.000 13:31
EXT STD IR 0.019 13:32
EXT STD EC 0.018 13:32
AIR BLANK 0.000 13:33
EXT sSTD IR 0.019 13:34
EXT STD EC 0.018 13:34
AIR BLANK 0.000 13:35
EXT STD IR 0.019 13:35
EXT STD EC 0.018 13:35
AlIR BLANK 0.000 13:37
EXT sTD IR 0.019 13:37
EXT STD EC 0.018 13:37
AlIR BLANK 0.000 13:38
EXT STD IR 0.019 13:39
EXT STD EC 0.018 13:39
AlR BLANK 0.000 13:40
EXT STD IR 0.019 13:40
EXT STD EC 0.018 13:40
AlR BLANK 0.000 13:41
DIAGNOSTIC OK 13:42

T Ak K A Kk R K KA KK KK KKK KK A KR Kk Rk kX

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

Simulator #: -
Sim Thermi:
Batchi#:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 10/2/2013

I/R

DR4483

DR4483

D00003

0.0204

0.019

0.019

0.020

0.020

0.020

0.020

0.020

0.020

0.020

0.020

0.0198

0.0004

-2.94

2.02

-0.0006

£. e Cou @*L

E/C
DR4483

DR4483

D00003

0.0204

0.018

0.018

0.018

0.018

0.018

0.018

0.018

0.019

0.019

0.019

0.0183

0.0005

-10.29

2.73

-0.0021

|O-2- (3

NAME OF TECHNICIAN PERFORMING TESTS

DATE

/0 -24-13

NAME OF TECH CHNICIAN REVIEWING RESULTS

DATE

Xk k Kk kXK x A AR KK Kk kK kK KR EX LK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0084
TEST NO.: 00143
DATE : 10/027/2013

AR A KR KA X KKK KKK KXKKIKKK* R KK

SUPERVISOR TEST

LE R EEEEEEEEESEREEREEEEREEES]

g/210L  TIME

DIAGNOSTIC OK

Rk ok ok kk kR Kk kK KR KK AAK

DIAGNOSTIC OK 11:086
AlIR BLANK 0.000 11:06
EXT STD IR 0.019 11:07
EXT STD EC 0.018 11:07
AlR BLANK 0.000 11:08
EXT STD IR 0.019 11:08
EXT STD EC. 0.018 11:08
AlR BLANK 0.000 11:10
EXT 8TD IR 0.020 11:10
EXT STD EC o0.018 11:10
AIR BLANK 0.000 11:12
EXT STD IR 0.020 11:12
EXT STD EC 0.018 11:12
AlIR BLANK 0.000 11:13
EXT STD IR 0.020 11:14
EXT STD EC 0.018 11:14
AIR BLANK 0.000 11:15
EXT STD IR 0.020 11:16
EXT STD EC 0.018 11:16
AlR BLANK 0.000 11:17
EXT STD IR 0.020 11:17
EXT STD EC o0.018 11:17
AlR BLANK 0.000 11:19
EXT SsTD IR 0.020 11:19
EXT STD EC 0.019 11:19
AIR BLANK 0.000 11:21
EXT STD IR 0.020 11:21
EXT STD EC 0.019 11:21
AlR BLANK 0.000 11:22
EXT STD IR 0.020 11:23
EXT STD EC 0.019 11:23
AIR BLANK 0.000 11:23
11:
* *

OPERATOR SIGNATURE

e




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/7/2013

I/R E/C

Simulator #: DR4483 DR4483
Sim Thermi#: DR4483 DR4483
Batchi: D00003 . D00003
Reference Value: 0.0204 0.0204

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.020 - . 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

0.020 0.019

Mean: 0.0200 0.0190

SD: 0.0000 0.0000

Bias %: -1.96 -6.86

CV %: 0.00 0.00
Mean-Ref. Value Difference: -0.0004 -0.0014

E. pfac, M/% O~ 215

NAME OF TECHNICIAN PERFORMING TESTS DATE

== s

NAME OF TECHNTCIAKN REVIEWING RESULTS DATE

K kA KR KK KR XK KT AA KKK KKK KKK K

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO. : 00166
DATE : 10/07/2013

KA AKX KA KA RKR KA R KK KKK KKK %

SUPERVISOR TEST

kA k Ok Rk KK K RKRARK XK A KKK K KKK

g/210L TIME

DIAGNOSTIC OK 14:13
AIR BLANK 0.000 14:13
EXT STD IR 0.020 14:13
EXT STD EC 0.019 14:13
AIR BLANK 0.000 14:14
EXT STD IR 0.020 14:15
EXT STD EC 0.019 14:15
AIR BLANK 0.000 14:16
EXT STD IR 0.020 14:17
EXT STD EC 0.019 14:17
AlIR BLANK 0.000 14:18
EXT STD IR 0.020 14:18
EXT STD EC 0.019 14:18
AIR BLANK 0.000 14:20
EXT STD IR 0.020 14:20
EXT STD EC 0.019 14:20
AIR BLANK 0.000 14:22
EXT STD IR 0.020 14:22
EXT STD EC 0.019 14:22
AlR BLANK 0.000 14:23
EXT STD IR 0.020 14:24
EXT STD EC 0.019 14:24
AIR BLANK 0.000 14:25
EXT STD IR 0.020 14:286
EXT STD EC 0.019 14:26
AlIR BLANK 0.000 14:27
EXT STD IR 0.020 14:27
EXT sSTD EC 0.019 14:27
AlIR BLANK 0.000 14:29
EXT STD IR 0.020 14:29
EXT STD EC 0.019 14:29
AIR BLANK 0.000 14:30
DIAGNOSTIC OK 14:30

khkk ok ok ok ok kAR KR Aok ok ok kKR kK KKk KR

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/16/2013

/R E/C
Simulator #: DR4483 DR4483
- : DR4483 DR4483 Rk ok Kk ok A kX kK Kk k ok ok kK k %k kK koA ok ok kR & %
Sl Thrmg WASH | NGTON
Batchi: D00003 D00003 ALCOTEST 9510
Reference Value: 0.0204 0.0204 SERIAL NO. : ARAH- 0084
019 TEST NO.: 00201
0.020 0.01 DATE - 10/16/2013
0019 0019 KEk KA KKK KR KKK AKAK KR K I AKXKR
=T 1.019 SUPERVISOR TEST
g/2i0L  TIME
0.020 D01 DIAGNOSTIC OK 14:05
0.020 0.019 AIR BLANK 0.000 14:05
EXT STD IR 0.020 14:06
0.020 0.019 EXT STD EC 0.019 14:06
0.019 0.019 AlR BLANK 0.000 14:07
: EXT STD IR 0.019 14:07
0.020 0.019 EXT STD EC 0.019 14:07
AIR BLANK 0.000 14:09
0.020 0.019 EXT STD IR 0.019 14:09
0.020 0.019 EXT STD EC 0.019 14:09
AIR BLANK  0.000 14:11
Mean: 0.0197 0.0180 EXT STD IR 0.020 14:11
EXT STD EC  0.019 14:11
SD: 0.0005 0.0000 AIR BLANK 0.000 14:12
. y p EXT STD IR 0.020 14:13
Bias %: -3.43 6.86 EXT STD EC 0.019 14:13
CV %: 2.54 0.00 AIR BLANK 0.000 14:14
EXT STD IR 0.020 14:15
Mean-Ref. Value Difference: -0.0007 -0.0014 EXT STD EC 0.019 14:15
AIR BLANK 0.000 14:16
EXT STD IR 0.019 14:16
EXT STD EC  0.019 14:16
AIR BLANK  0.000 14:18
EXT STD IR 0.020 14:18
- EXT STD EC 0.019 14:18
(7 é AIR BLANK  0.000 14:19
‘ _ EXT STD IR 0.020 14:20
g W &3%/ /O~ /& /5 EXT STD EC 0.019 14:20
AIR BLANK  0.000 14:21
NAME OF TECHNICIAN bERFORMlNG TESTS DATE EXT S0 IH 0.020 1d4:89
C EXT STD EC 0.019 14:22
AIR BLANK 0.000 14:22
e —— , L/ DIAGNOSTIC OK 14:23
F= S 2N AA /y'7’ 43 OPERATOR S|GNATURE:
NAME OF TECANTCIAM REVIEWING RESULTS DATE ;% M@A’




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084
DATE OF TESTS: 10/22/2013

/R E/C
Simulator #: . DR4483 ' DR4483
Sim Thermi: DR4483 DR4483 _ BR kAR KA A KK R AR R AR KA AR Ak AR
Batchi: D00003 D00003 ALoorpengon
Reference Value: 0.0204 0.0204
: SERIAL NO.: ARAH- 0084
0.020 . 0.019 TEST NO. : 00221
0.020 0.019 DT .. V02272018
0020 0019 o SURERVISOR TEST
0.020 0.019 ' g/210L TIME
DIAGNOSTIC OK 12:34
0.020 0.019 AIR BLANK  0.000 12:34
EXT STD IR 0.020 12:34
0.020 0.019 EXT STD EC 0.019 12:34
0.021 0.019 AIR BLANK 0.000 12:35
EXT STD IR 0.020 12:3%
0.020 0.019 . EXT STD EC 0.618 12:36
0.020 ] 0.020 . AlR BLANK 0.000 12:37
_ EXT STD IR 0.020 12:38
0.021 0.019 EXT STD EC 0.019 12:38
AIR BLANK 0,000 12:39
Mean: 0.0202 0.0191 EXT STD IR 0.020 12:39
) ‘ EXT STD EC 0.019 12:39
SD: 0.0004 0.0003 AIR BLANK  0.000 12:41
Bias %: _0.08 A -B.37 EXT STD IR 0.020 12:41
. EXT STD EC  0.019 12:41
CV %: 1.98 1.357 AIR BLANK  0.000 12:42
Mean-Ref. Value Difference: -0.0002 -0.0013 Eil g.}g ::2 88128 :ggg
: AIR BLANK  0.000 12:44
EXT STD IR 0.021 12:45
EXT STD EC 0:019 12:45
AlR BLANK  0:000 12:48
EXT STD IR 0,020 12:46
EXT STD EC 06.019 12:46
E M(}/Q C 5) e Y AIR BLANK 0.000 12:48
, 7L - — ) EXT STD IR 0.020 12:48
L O%/ 1025/ EXT STD EC 0.020 12:48
NAME OFTECHN!CIAN PERFORMING TESTS DATE AIR BLANK 0.000 12:50
. EXT STD IR 0.021 12:50
p EXT STD EC 0.018 12:50
I - . o AIR BLANK  0.000 12:51
s O 1072977 DlAGNosTIe Ok .. 12131
: OPERATOR 51GNATURE : ]
NAME OF TECHNICIAN REVIEWING RESULTS DATE y Wfﬁ/*

7
i




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0084

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/1/2013

/R E/C
Simulator #: DR4483 DR4483
Sim Therm#: DR4483 DR4483
Batchi: D00004 D00004
Reference Value: 0.0408 0.0408
0.038 0.036
0.038 0.036
0.038 0.036
0.039 0.037
10.038 0.037
0.039 0.037
- 0.039 0.037
0.039 0.037
0.039 0.037
0.039 0.037
Mean: 0.0386 - 0.0367
SD: 0.0005 0.0005
Bias %: -5.39 -10.05
CV %: 1.30 1.36
Mean-Ref. Value Difference: -0.0022 -0.0041

E. WU0Cauw 1O -1-{3
NAME OF TECHNICIAN PERFORMING TESTS DATE
":T%MJA /0 - 2YA3
NAME OF TECHNTCHAN REVIEWING RESULTS DATE

Rk Rk kR kk Rk ok kRk KKK KKK AR KA

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO. : 00117
DATE : 10/01/2013

Kohok ok ok k ok kR K R K KX KK KKK KK KKK

SUPERVISOR TEST

Ak R A XK AKX KXNERKRKEKR KKK K Xk %R

g/210L  TIME

DIAGNOSTIC OK 13:54
AIR BLANK 0.000 13:54
EXT STD IR 0.038 13:54
EXT STD EC 0.036 13:54
AR BLANK 0.000 13:56
EXT STD IR 0.038 13:56
EXT STD EC 0.036 13:56
AlIR BLANK 0.000 13:58
EXT STD IR 0.038 13:58
EXT STD EC 0.036 13:58
AlR BLANK 0.000. 13:59
EXT STD IR 0.039 14:00
EXT STD EC 0.037 14:00
AIR BLANK 0.000 14:01
EXT STD IR 0.038 14:02
EXT STD EC 0.037 14:02
AlIR BLANK 0.000 14:03
EXT STD IR 0.039 14:04
EXT STD EC 0.037 14:04
AIR BLANK 0.000 14:05
EXT STD IR 0.039 14:05
EXT STD EC 0.037 14:05
AlIR BLANK 0.000 14:07
EXT sTD IR 0.039 14:07
EXT STD EC 0.037 14:07
AlIR BLANK 0.000 14:09
EXT STD IR 0.039 14:09
EXT STD EC 0.037 14:09
AIR BLANK 0.000 14:10
EXT STD IR 0.039 14:11
EXT STD EC 0.037 14:11
AlIR BLANK 0.000 14:11
DIAGNODSTIC OK 44:12

LEE S SRR SRS EEREREEREEEEEEE:

OPERATOR slamng%
M




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/2/2013

I/R
Simulator #: DR4483
Sim Thermit: DR4483
Batchit: D0O0004
Reference Value: 0.0408
0.039
0.039
0.038
0.039
0.039
0.039
0.040
0.039
0.040
0.040
Mean: 0.0392
SD: 0.0006
Bias %: -3.92
CV %: 1.53
Mean-Ref. Value Difference: -0.0016

E. (U0Cowpd

E/C
DR4483
DR4483
D00004

0.0408
0.036
0.036
0.036

0.036

0.036

0.037

0.037

0.037

0.037

0.037

0.0365
0.0005
-10.54

1.37
-0.0043

(D-2-13

NAME OF TECHNICIAN PERFORMING TESTS DATE
T 2 I =294
NAME OF TEGHNICIAN REVIEWING RESULTS DATE

Kok R R ok ok K K K K R K R Xk ok R Kk ok R ok k ok *

WASHINGTON
ALCOTEST 9510

SERI| AL NO. : ARAH-0084
TEST NO. : 00144
DATE : 10/02/2013

kKKK AK AR KKK KA AR K KKK R KKK

SUPERVISOR TEST

Tk kok ok k kK kK Kk ok ok ok ok k ok k ok koK ok ok ok X
g/210L T IME

DIAGNOSTIC OK

11
AlIR BLANK 0.000 11
EXT STD IR 0.039 11:28
EXT sTD EC 0.036 11:28
AIR BLANK 0.000 11:30
EXT STD IR 0.039 11:30
EXT STD EC 0.036 11:30
AIR BLANK 0.000 11:31
EXT STD IR 0.038 11:32
EXT STD EC 0.036 11:32
AIR BLANK 0.000 11:33
EXT STD IR 0.039 11:34
EXT STD EC 0.036 11:34
AIR BLANK 0.000 11:35
EXT STD IR 0.039 11:36
EXT STD EC 0.036 11:36
AIR BLANK 0.000 11:37
EXT STD IR 0.039 11:37
EXT STD EC 0.037 11:37
AIR BLANK 0.000 11:39
EXT STD IR 0.040 11:39
EXT STD EC 0.037 11:39
AlR BLANK 0.000 11:44
EXT STD IR 0.039 11:44
EXT STD EC 0.037 11:41
AlIR BLANK 0.000 11:42
EXT sSTD IR 0.040 11:43
EXT STD EC 0.037 11:43
AlIR BLANK 0.000 "11:44
EXT STD IR 0.040 -11:456
EXT STD EC 0.037 11:45
AlR BLANK 0.000 11

11

DIAGNOSTIC OK

* kk ok ok k k ok ok kk ok ok ok ok kkk kXK XK &

OPERATOR, SIGNATURE

7




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

Simulator #:

Sim Thermi:
Batchi:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 10/7/2013

I/R
DR4483

DR4483

D00004

0.0408

0.040

0.040

0.040

0.040

0.040

0.040

0.040

0.040

0.040

0.040

0.0400

0.0000

-1.96

0.00

-0.0008

£ /y/ﬂ(}dﬂ(@L

Bl

DR4483

DR4483

D00004

0.0408

0.038

0.039

0.039

0.039

0.039

0.039

0.039

0.039

0.039

0.039

0.0389

0.0003

-4.66

0.77

-0.0019

NAME OF TECHNICIAN PERFORMING TESTS

J—— M)_)»&/l

(Z) Fialic

DATE

/0~ 244X

NAME OF TECH‘NTC'Ai{ REVIEWING RESULTS

DATE

kok kA kA KK A K KK KK K ROKAKKRK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO. : 0oot1e8
DATE : 10/07/2013

kK kK Rk kAR KKK KKk kK kXK k k k k h k

SUPERVISOR TEST

Ak Rk kk Kk R K Ak kA kk KK KKK KKK

g/210L TIME

DIAGNOSTIC OK 14 :41
AIR BLANK 0.000 14:41
EXT STD IR 0.040 14:42
EXT STD EC 0.038 14:42
AIR BLANK 0.000 14:43
EXT STD IR 0.040 14:43
EXT STD EC 0.039 14:43
AIR BLANK 0.000 14:45
EXT STD IR 0.040 14:45
EXT STD EC 0.039 14:45
AlIR BLANK 0.000 14:47
EXT STD IR 0.040 14:47
EXT STD EC 0.039 14:47
AlIR BLANK 0.000 14:49
EXT STD IR 0.040 14:49
EXT STD EC 0.039 14:49
AlR BLANK 0.000 14:50
EXT STD IR 0.040 14:51
EXT STD EC 0.039 14:51
AlR BLANK 0.000 14:52
EXT STD IR 0.040 14:53
EXT STD EC 0.039 14:53
AIR BLANK 0.000 14:54
EXT STD IR 0.040 14:55
EXT STD EC 0.039 14:55
AIR BLANK 0.000 14:56
EXT STD IR 0.040 14:56
EXT STD EC 0.039 14:56
AlR BLANK 0.000 14:58
EXT STD IR 0.040 14:58
EXT STD EC 0.039 14:58
AlIR BLANK 0.000 14:59
DIAGNOSTIC OK 15:00

d ok ok k ko kok k kK koK ok kkk Kok kK Kk ok kK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/16/2013

I/R : E/C

Simulator #: DR4483 DR4483
Sim Thermit: DR4483 DR4483
Batché: D00004 D00004
Reference Value: 0.0408 0.0408

0.039 0.037

0.039 0.037

0.039 0.037

0.039 0.038

0.040 0.038

0.040 0.038

0.040 0.038

0.040 0.038

0.040 0.038

0.040 : 0.038

Mean: 0.0396 0.0377

SD: 0.0005 0.0005

Bias %: -2.94 -7.60

CV %: 1.26 1.33
Mean-Ref, Value Difference: -0.0012 -0.0031

E U Coupl— 10113

NAME OF TECHNICIAN PERFORMING TESTS DATE

/ AM/L S e 2=

= 7.
NAME OF TEC NAREVIEWING RESULTS DATE

AR KK K AK KK RK K KRR XXKERK KK KKK

WASHINGTON

ALCOTEST 9510

SERIAL NO.:
TEST NO. :
DATE::

SUPERVISOR TEST

ARAH-0084
00203
10/16/2013

kok ok ok k Rk ok R OA KA KA K KA KKK K KKK

IEEETE R EEEEEEEE R

g/210L

DIAGNOSTIC OK
AIR BLANK
EXT STD IR
EXT STD EC
AlIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AlR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
DIAGNOSTIC OK

CO00O0COCOO0O0OO0O0O OO0 OOQ

.000
. 039
. 037
.000
.039
. 037
.000
.03¢9
. 037
.000
.039
.038
.000
. 040
.038
.000
. 040
.038
.000
. 040
.038
.000
. 040
.038
. 000
. 040
.038
.000
.040
.038
.000

T IME

14:
i4:
14:
:38

37
37
38

AR R Rk R A Kk kR AKX KARAEKRK KK K KKK

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/22/2013

I/R - E/C
Simulator #: DR4483 DR4483
Sim Thermi: DR4483 DR4483
Batchit: D0o0004 D00004
Reference Value: 0.0408 0.0408
0.039 0.037
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 ) 0.038
0.040 0.038
0.040 0.038
0.040 0.038
0.040 0.038
Mean: 0.0399 0.0379
SD: 0.0003 0.0003
Bias %: -2.21 ' -7.11
CV %: 0.75 0.79
Mean-Ref. Value Difference: -0.0009 -0.0029

e Y e

NAME OF TECHNICIAN PERFORMING TESTS DATE
i |
z%fn 0 Brien /072913

NAME OF TECHNICIAN REVIEWING RESULTS DATE

%ok kA Nk KR A kK KAk KAKRR KK AR KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO.: 00223
DATE : 10/22/2013

LE R EEEEREEIEEIE IR

SUPERVISOR TEST

R R ok k Kk kA KK KN R KKk RN kKKK

gf210L TIME

DIAGNOSTIC OK 13:03
AR BLANK 0.000 i3:03
EXT STD IR 0.039 13:04
EXT STD EC 0.037 13:04
AIR BLANK 0.000 13:05
EXT STD IR 0.040 13:06
EXT STD EG 0.038 13:06
AIR BLANK 0.000 13:07
EXT STD IR 0.040 13:07
EXT S$TD EC 0.038 13:07
AlR BLANK 0.000 13:09
EXT STD IR 0.040 13:09
EXT 8TD EC 0.038 13:09
AlIR BLANK 0.000 13:11
EXT sTbO IR 0.040 13:11
EXT STD EC 0.038 13:11
AR BLANK 0.000 13:13
EXT STD IR 0.040 13:13
EXT $TD EC 0.038 13:13
AIR BLANK 0.000 13:14
EXT 8STD IR 0.040 13:15
EXT STD EC 0.038 13:15
AlR BLANK 0.0006 13:16
EXT STD IR 0.040 13:1i7
EXT 8TD EC 0.038 13:17
AlIR BLANK 0.000 13:18
EXT sTD iR 0.040 13:19
EXT STb EC 0.038 13:19
AlR BLANK 0.000 13:20
EXT STD IR 0.040 13:20
EXT sSTD EC 0.038 13:20
AIR BLANK 0.000 13:21
DIAGNOSTIC OK 13:22




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0084

BATCH D00005




METHOD VALIDATION bRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermit: DR4483 DR4483
Batchif: D00005 D00005
Reference Value: 0.0804 0.0804
0.078 0.075

0.078 0.076

0.079 0.076

0.080 0.077

0.080 0.077

0.081 0.078

0.081 0.078

0.081 0.079

0.081 0.079

0.081 0.079
Mean: 0.0800 0.0774
SD: 0.0012 0.0014

Bias %: -0.50 -3.73

CV %: 1.50 1.81
Mean-Ref. Value Difference: -0.0004 -0.003

B Mot (o[

NAME OF TECHNICIAN PERFORMING TESTS DATE

%(& /0 -21-3

v
#5
NAME OF TECANICIAN REVIEWING RESULTS DATE

Ak KAk KA hAKERFTRATKKER KR * KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0084
TEST NO. : 00121
DATE : 10/01/2013

IEEEEEEEEEEERERE RIS

SUPERVISOR TEST
kA ok k ok ok ok ok ok ok ok ok k ok ok KK KK KA KK
alf2i0L TIME
DIAGNOSTIC OK 14:41
AlR BLANK 0,000 14:41
EXT STD IR 0.078 14:41
EXT STD EC 0.075 14:41

AIR BLANK  0.000 14:43
EXT STD IR 0.078 14:43
EXT STD EC 0.076 14:43
AIR BLANK  0.000 14:45
EXT STD IR 0.079 14:45
EXT STD EC 0.076 14:45
AIR BLANK 0.000 (14:47
EXT STD IR 0.080 14:47
EXT STD EC 0.077 14:47
AIR BLANK  0.000 14:48
EXT STD IR 0.080 14:49
EXT STD EC 0.077 14:49
AIR BLANK  0.000 14:50
EXT STD IR 0.081 14:51
EXT STD EC 0.078 14:51
AIR BLANK  0.000 14:52
EXT STD IR 0.081 14:53
EXT STD EC 0.078 14:53
AIR BLANK  0.000 14:54
EXT STD IR 0.081 14:55
EXT STD EC 0.079 14:55
AIR BLANK  0.000 14:56
EXT STD IR 0.081 14:57
EXT STD EC 0.079 14:57
AIR BLANK 0.000 14:58
EXT STD IR 0.081 14:59
EXT STD EC 0.079 14:59
AIR BLANK  0.000 14:59
DIAGNOSTIC OK 15:00

k k ok ok k k x A K R K k ok ko kA kKK Ak KX A Kk k&

OPERATOR S-IGNATURE:
= e




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/2/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Therm#: DR4483 DR4483
Batchit: D00005 D00005
Reference Value: ; 0.0804 0.0804
' 0.079 0.076
0.080 0.077
0.081 0.076
0.080 0.077
0.080 0.077
0.080 0.077
0.080 0.076
0.080 0.076
0.080 0.077
0.080 0.077
Mean: 0.0800 0.0766
SD: 0.0005 0.0005
Bias %: -0.50 -4.73
CV %: 0.63 0.65
Mean-Ref. Value Difference: -0.0004 " -0.0038

. VMM(?LU@{“ [03-13

NAME OF TECHNICIAN PERFBR_MING TESTS DATE

/0 -2 YA

Fassraliiae |
NAME OF FECHNIZIAN REVIEWING RESULTS DATE

ok k K ok ok ok ok kK kK k kR kXK KKK A KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO.: 00146
DATE : 10/02/2013

X kK Xk kA ok Ak kk k&R ok hkk KKKk KKk KKK

SUPERVISOR TEST

kok kA k ok kKA KK EKRKKKRAK R XK A XK

g/210L  TIME

DIAGNOSTIC OK 12:'07
AIR BLANK  0.000 12:07
EXT STD IR 0.079 12:08
EXT STD EC 0.076 12:08
AIR BLANK  0.000 12:09
EXT STD IR 0.080 12:09
EXT STD EC 0.077 12:09
AIR BLANK  0.000 12:11
EXT STD IR 0.081 12:11
EXT STD EC 0.076 12:11
AIR BLANK  0.000 12:13
EXT STD IR 0.080 12:13
EXT STD EC 0.077 12:13
AIR BLANK  0.000 12:15
EXT STD IR 0.080 12:15
EXT STD EC 0.077 12:15
AIR BLANK  0.000 12:17
EXT STD IR 0.080 12:17
EXT STD EC 0.077 12:17
AIR BLANK  0.000 12:19
EXT STD IR 0.080 12:19
EXT STD EC 0.076 12:19
AIR BLANK  0.000 12:21
EXT STD IR 0.080 12:21
EXT STD EC 0.076 12:21
AIR BLANK  0.000 12:23
EXT STD IR 0.080 12:23
EXT.STD EC 0.077 12:23
AIR BLANK  0.000 12:25
EXT STD IR 0.080 12:25
EXT STD EC 0.077 12:25
AIR BLANK 0.000 12:26
DIAGNOSTIC OK 1227

KRR A A KA KKK KE KRR K K AR KRR KKK K

gﬂATOR ?GATURE :2




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/7/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermi#: DR4483 DR4483
Batchif: DO00005 D00005
Reference Value: 0.0804 0.0804

0.080 0.077

0.080 0.077

0.080 0.077

0.080 0.077

0.081 0.078

0.080 . 0.077

0.081 0.078

0.080 0.078

0.081 0.078

0.081 0.078
Mean: 0.0804 0.0775

SD: 0.0005 0.0005

Bias %: 0.00 -3.61

CV %: 0.62 0.65
Mean-Ref. Value Difference: 0.0000 -0.0029

7. I/W"@MM' 10-7-13

NAME OF TECHNICIAN PERFORMING TESTS DATE
e '
rf%.—DAeM/ék JO -2 A

NAME OF TECHNICIAN REVIEWING RESULTS DATE

Kk k% x kA% k kAKX *&krRA®AKEKX K AKR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO. : ' 00170
DATE: 10/07/2013

d ok ok ok ok ok Ak ok h X Rk Ak kK k kX Rk ok Kk ok ok kR

SUPERVISOR TEST

Kk kohk Rk ok kK KKK KK KX K KKK KKK X

al/210L TIME
DIAGNOSTIC OK v Abhs12
AIR BLANK 0.000 15:12
EXT STD IR 0.080 15:13
EXT STD EC 0.077 15:13
AIR BLANK 0.000 15:14
EXT STD IR 0.080 15:15
EXT sTD EC 0.077 15:15
AIR BLANK 0.000 15:16
EXT sTD IR 0,080 15:17
EXT STD.EC 0.077 15:17
AIR BLANK 0.000 15:18
EXT STD IR 0.080 15:18
EXT STD EC 0.077 15:18
AIR BLANK 0.000 ' 15:20
EXT STD IR 0.081 "15:20
EXT STD EC 0.078 15:20
AlIR BLANK 0.000 15:22
EXT TD IR 0.080 15:22
EXT STD EC 0.077 15:22
AIR BLANK 0.000 15:24
EXT STD IR 0.081 15:24
EXT STD EC 0.078 15:24
AlIR BLANK 0.000 15:26
EXT STD IR 0.080 15:26
EXT STD EC 0.078 15:26
AlR BLANK 0.000 15:28
EXT STD IR 0.081 15:28
EXT STD EC 0.078 15:28
AIR BLANK 0.000 15:30
EXT STD IR 0.081 15:30
EXT STD EC 0.078 15:30
AIR BLANK 0.000 15:31
DIAGNOSTIC OK 15:32

ok ok ok ok ok k& R Rk K kX k ok ok kK &k ok ok kK *
OPERATOR %zﬁ/




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/16/2013

/R E/C
Simulator #: DR4483 DR4483
Sim Thermi: DR4483 ' DR4483
Batchi#: D00005 D00005
Reference Value: 0.0804 0.0804
0.077 0.074
0.078 0.075
0.078 0.075
0.079 0.075
0.079 0.076
0.079 0.076
0.079 0.076
0.079 0.076
0.079 0.076
0.079 0.076
Mean: 0.0786 0.0755
SD: 0.0007 0.0007
Bias %: -2.24 ’ -6.09
CV %: 0.89 ) 0.23
Mean-Ref. Value Difference: -0.0018 -0.0049

E- Lol £S5

NAME OF TECHNICIANLPERFORMING TESTS DATE

/0 ~2H-13

7 &
NAME OF TEEHNICIAN REVIEWING RESULTS DATE

KR K K A Kk K KKk KKk ok kk Kk AKKKIARKXK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO. : 00205
DATE : 10/16/2013

Bokodok kok ok Ak ok ok k ok ok kR K AKX KKK KX

SUPERVISOR TEST

hok h Ak Kk kR x XK K KK KKK KKK KKK KK

gl/210L TIME

DIAGNOSTIC OK 15:07
AlR BLANK 0.000 15:07
EXT STD IR 0.077 15:08
EXT STD EC 0.074 15:08
AlIR BLANK 0.000 15:09
EXT STD IR 0.078 15:10
EXT STD EC 0.075 15:10
AlR BLANK 0.000 15:11
EXT STD IR 0.078 15:12
EXT STD EC 0.075 15:12
AlR BLANK 0.000 15:13
EXT sTD IR 0.079 15:13
EXT STD EC 0.075 15:13
AIR BLANK 0.000 15:15
EXT STD IR 0.079 15:15
EXT STD EC 0.076 15:15
AIR BLANK 0.000 15:17
EXT STD IR 0.079 15:17
EXT STD EC 0.076 15:17
AIR BLANK 0.000 15:19
EXT STD IR 0.079 15:19
EXT STD EC 0.076 15:19
AIR BLANK 0.000 15:21
EXT STD IR 0.079 15:21
EXT $STD EC 0.076 15:21
AlR BLANK 0.000 15:23
EXT STD IR 0.079 15:23
EXT STD EC 0.076 15:23
AlR BLANK 0.000 15:25
EXT STD IR 0.079 15:25
EXT STD EC 0.076 15:25
AIR BLANK 0.000 15:26

DIAGNOSTIC OK

*tklii**ik*’it***x***iﬁ*

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/22/2013

YR E/C
Simulator #: ' DR4483 DR44383
Sim Thermi: " DR4483 DR4483
Batchi#: D00005  D00005
Reference Value: 0.0804 0.0804
0.080 . 0.076

0.080 0.076

0.080 0.077

0.080 : 0.077

0.080 0.077

0.080 0.077

0.080 ' 0.077

0.081 0.077

0.080 0.077

0.080 0.077

Mean: 0.0801 0.0768

SD: 0.0003 0.0004

Bias %: -0.37 -4.48

CV %: 0.37 0.52
Mean-Ref, Value Difference: -0.0003 -0.0036

E.- Weloult— so-22-/3

' NAME OF TECHNICIAN PERFORMING TESTS DATE

fgﬂq CJ//M«. 2913

NAME OF TECHNICIAN REVIEWING RESULTS DATE

KA h ok kR kA XX R KK R KR KRR K KR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO.: 00226
DATE : 10/2242013

"EARM R K K AN KA K Ak Ak RNKRNKKR KKK

SUPERYISOR TEST

ok Kk kK h ok kA A KRR KA KK I KEKKRF N

g/f2i0L TIiME

DIAGNOSTIC OK 13:46
AlR BLANK 0.000 13:46
EXT sTD IR 0.080 13:46
EXT STD EC 0.076 13:46
AlR BLANK 0.000 13:48
EXT STD IR 0.080 13:48
EXT STD EC 0.076 13:48
AIR BLANK 0.000 13:50
EXT STD IR 0.080 13:50
EXT STD EC -0.077 13:50
AIR BLANK 0.000 13:52
EXT sTD IR 0.080 13:52
EXT $TD EC 0.077 13:52
AIR BLANK 0.000 13:54
EXT sTD IR 0.080 13:54
EXT S$TD EC 0.077 13:54
AIR BLANK 0.000 13:56
EXT STD IR 0.080 13:56
EXT STD EC 0.077 13:56
AIR BLANK 0.000 13:58
EXT STD IR 0.080 13:58
EXT STD EC 0.077 13:58
AlR BLANK 0.000 14:00
EXT STD IR 0.081 14:00
EXT STD EC 0.077 14:00
AIR BLANK 0.000 14:02
EXT STD IR o0.080 14:02
EXT STD EC 0.0677 14:02
AlR BLANK 0.000 14:04
EXT STD IR 0.080 14:04
EXT STD EC 0.077 14:04
AIR BLANK 0.000 14:05
DIAGNOSTIC OK 14:06

KR ok ok k Kk KRR KKK KK kR A KAk kK

OPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0084

BATCH D00006




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Therm#: DR4483 DR4483
Batchif: D00006 D00006
Reference Value: 0.1522 0.1522
0.149 0.145
0.151 0.147
0.151 0.147
0.151 0.147
0.150 0.146
0.148 0.144
0.146 0.142
0.142 0.137
0.136 0.131
0.130 0.125
Mean: 0.1454 0.1411
SD: 0.0072 0.0077
Bias %: -4.47 -7.29
CV %: 495 546
Mean-Ref. Value Difference: -0.0068 -0.0111

ﬂ4cﬂ%uuﬁ4;

(O-/-I3

NAME OF TECHNICIAN PERFORMING TESTS

=== J

DATE

2443

NAME OF TchimKﬂ REVIEWING RESULTS

DATE

Kok ok ok kK ok Rk Ak Kk ok kA Kk ok ok oNK KK KKK

WASHINGTON
ALCOTEST 98510

SERIAL NO. : ARAH-0084
TEST NO.: ‘00129
DATE : 10/01/2013

IEE SR T EEEEEEREEEREEREEEREER]

SUPERVISOR TEST

k k kR kK ok kR Kk REX KA A KKK AKX A AKR

g/210L  TIME

DIAGNOSTIC OK +15:25
AlIR BLANK 0.000 .15:25
EXT STD IR 0.149 (15:26
EXT STD EC 0.145 15:26
AlR BLANK 0.000 15:27
EXT sTD IR 0.151 15:28
EXT STD EC 0.147 15:28
AlR BLANK 0.000 15:29
EXT STD IR 0.151 15:30
EXT STD EC 0.147 15:30
AIR BLANK 0.000 15:31
EXT sTD IR 0.151 15:32
EXT STD EC 0.147 15:32
AIR BLANK 0.000 15:33
EXT. STD IR 0.150 15:34
EXT STD EC 0.146 15:34
AIR BLANK 0.000 15:35
EXT STD IR 0.148 15:36
EXT STD EC 0.144 15:36
AlIR BLANK 0.000 15:37
EXT STD IR 0.146 15:38
EXT STD EC 0.142 15:38
AlR BLANK 0.000 15:39
EXT STD IR 0.142 15:40
EXT STD EC 0.137 15:40
AlR BLANK 0.000 15:41
EXT STD IR 0.136 15:42
EXT STD EC 0.131 15:42
AIR BLANK 0.000 15:43
EXT STD IR 0.130 15:44
EXT STD EC 0.125 15:44
AlIR BLANK 0.000 15:44
DIAGNOSTIC OK 15:45

h kA Kk ok xkh hAKKKKkRAKKRR AR Kk *

OPERATOR SIGTj;;%%; .Z




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/2/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermit: DR4483 DR4483
Batchi: D00006 D00006
Reference Value: 0.1522 0.1522
0.152 0.146
0.153 ' 0.146
0.152 0.146
0.152 0.146
0.152 0.147
0.153 0.147
0.153 0.147
0.153 0.147
0.153 0.147
0.153 0.147
Mean: 0.1526 0.1466
SD: 0.0005 0.0005
Bias %: 0.26 -3.68
CV %: 0.33 0.34
Mean-Ref. Value Difference: 0.0004 -0.0056

. Milourt 10213

NAME OF TECHNICIAN PERFORMING TESTS DATE

: é;;;iiii;;:%fzgiiig

/ 10 '*'«l"'!’,-s

NAME OF TEEHNICKAN REVIEWING RESULTS DATE

Ak kA kAR RKK KK KKXKKK RN K KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO.: 00148
DATE : 10/02/2013

ok hk ok kok ok Kk kok ok ok kK KKRK K KKK

SUPERVISOR TEST

Kok Ak k ok k ok ok ok ok ok ok ok ok ok hk ok ok ok ok K

g/210L T IME

DIAGNOSTIC OK 12:39
AIR BLANK  0.000 12:40
EXT STD IR 0.152 12:40
EXT STD EC 0.146 12:40
AIR BLANK  0.000 12:42
EXT STD IR 0.153 12:42
EXT STD EC' 0.146 12:42
AIR BLANK 0.000 12:44
EXT STD IR 0.152 12:44
EXT STD EC 0.146 12:44
AIR BLANK 0.000 12:46
EXT STD IR 0.152 12:46
EXT STD EC 0.146 12:46
AIR BLANK 0.000 12:48
EXT STD IR 0.152 12:48
EXT STD EC 0.147 12:48
AIR BLANK 0.000 12:50
EXT STD IR 0.153 12:50
EXT STD EC 0.147 12:50
AIR BLANK  0.000 12:52
EXT STD IR 0.153 12:52
EXT STD EC 0.147 12:52
AIR BLANK 0.000 12:54
EXT STD IR 0.153 12:54
EXT STD EC 0.147 12:54
AIR BLANK 0.000 12:56
EXT STD IR 0.153 12:56
EXT STD EC 0.147 12:56
AIR BLANK 0.000 12:58
EXT STD IR 0.153 12:58
EXT STD EC 0.147 12:58
AIR BLANK 0.000 12:59
DIAGNOSTIC OK 13:00

k ok ok ok k ok xk koA K KK k ok Ak KK KKK Kk kK

OPERAJTOR S| RE : i
e "&GVZ




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

Simulator #:

Sim Thermi#:
Batchit:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

E . M0lswpt

DATE OF TESTS: 10/7/2013

I/R
DR4483

DR4483

D00006

0.1522

0.150

0.151

0.151

0.152

0.152

0.152

0.152

0.162

0.152

0.152

0.1516

0.0007

-0.39

0.46

-0.0006

E/C
DR4483
DR4483
D00006
0.1522
0.145
0.146
0.147
0.147
0.148
0.148

1 0.148
0.148
0.149
0.149
0.1475
0.0013
-3.09
0.88

-0.0047

[O-7-13

NAME OF TECHNICIAN PERFORMING TESTS

P

DATE

28 “Z2H-13

4 =
NAME OF TECHNTEtAN REVIEWING RESULTS

DATE

Ak kK XAk K kR KRRk KKKk kKK AR KA KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0084
TEST NO. : 00172
DATE : 10/07/ 2013

IEEEEEEEEEEEE SR

SUPERVISOR TEST

KAk kR Rk KKK KA KKK h Kk kKK &k k%

g/210L TIME

DIAGNOSTIC OK 15:45
AIR BLANK  0.000 15:45
EXT STD IR 0.150 15:45
EXT STD EC 0.145 15:45
AIR BLANK 0.000 15:47
EXT STD IR 0.151 15:47
EXT STD EC 0.146 15:47
AIR BLANK  0.000 15:49
EXT STD IR 0.151 15:49
EXT STD EC 0.147 15:49
AIR BLANK  0.000 15:51
EXT STD IR 0.152 15:51
EXT STD EGC 0.147 15:51
AIR BLANK 0.000 15:53
EXT STD IR 0.152 15:53
EXT STD EC 0.148 15:53
AlIR BLANK 0.000 15:55
EXT STD IR 0.152 15:55
EXT STD EC 0.148 15:55
AIR BLANK  0.000 15:57
EXT STD IR 0.152 15:57
EXT STD EC 0.148 15:57
AlR BLANK 0.000 15:59
EXT STD IR 0.152 15:59
EXT STD EC 0.148 15:59
AIR BLANK  0.000 16:01
EXT STD IR 0.152 16:01
EXT STD EC 0.149 16:01
AIR BLANK  0.000 16:03
EXT STD IR 0.152 16:03
EXT STD EC 0.149 16:03
AIR BLANK  0.000 16:04
DIAGNOSTIC OK 16:05

Xk Kk kkkXxkkhkkkkkkkrkXAF XK XK

OPE”I;RATO‘R SIGNATURE::
zzz_eé%(?(/ ______




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/16/2013

/R E/C”
Simulator #: DR4483 DR4483
Sim Thermik: DR4483 DR4483
Batchi: D00006 D00006
Reference Value: 0.1522 0.1522
0.147 : 0.142
0.149 0.143
0.149 . 0.144
0.150 ) 0.145
0.150 0.145
0.150 0.145
0.151 0.145
0.151 0.146
0.151 0.146
0.152 0.147
Mean: 0.1500 0.1448
SD: 0.0014 0.0015
Bias %: -1.45 -4.86
CV %: 0.93 1.04
Mean-Ref. Value Difference: -0.0022 -0.0074

E. VLot [0l 3

NAME OF TECHNICIAN PERFORMING TESTS DATE
L'r-—ﬂﬁiué\ = R LR
NAME OF TEEHNICTAN REVIEWING RESULTS DATE

Ak KA KRR ERRXKRRE KR KK KK KA KK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO.: 00207
DATE : 10/16/2013

Kk kok ok kk kXK AK K Kk KX RKKK KK KK

SUPERV ISOR TEST

Xk kk kR Kk KKK A K Kk kK KKKK K KKK

g/210L TIME

DIAGNOSTIC OK 15:41
AIR BLANK 0.000 15:41
EXT STD IR 0.147 15:41
EXT STD EC 0.142 15:41
AlIR BLANK 0.000 15:43
EXT STD IR 0.149 15:43
EXT STD EC 0.143 15:43
AIR BLANK 0.000 15:45
EXT STD IR 0.149 15:45
EXT STD EC 0.144 15:45
AlIR BLANK 0.000 15:47
EXT STD IR 0.150 15:47
EXT STD EC 0.145 15:47
AIR BLANK 0.000 15:49
EXT STD IR 0.150 15:49
EXT STD EC 0.145 15:49
AIR BLANK 0.000 15:51
EXT sTD IR 0.150 15:51
EXT STD EC 0.145 15:51
AIR BLANK 0.000 15:53
EXT sSTD IR ©0.151 15:53
EXT STD EC 0.145 15:53
AIR BLANK 0.000 15:55
EXT STD IR 0.151 15:55
EXT STD EC 0.146 15:55
AlIR BLANK 0.000 15:567
EXT STD IR 0.151 15:57
EXT STD EC 0.146 15:57
AlR BLANK 0.000 15:59
EXT STD IR 0.152 16:00
EXT STD EC 0.147 16:00
AIR BLANK 0.000 16:00
DIAGNOSTIC OK 16:01

k ok kA k ok ok kA KKK KKK KRRKE KKK KK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTES'I; 9510 SERIAL NUMBER: ARAH-0084

Simulator #:

Sim Thermit:
Batchit:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 10/22/2013

I/R

DR4483

DR4483

D00006

0.1522

0.151

0.152

0.151

0.151

0.152

0.151

0.151

0.151

0.152

0.151

0.1513

0.0005

-0.59

0.33

-0.0009

M Lowet

E/C
DR4483

DR4483

D00006

0.1522

0.145

0.146

0.146

0.146

0.146

0.145

0.146

0.146

0.145

0.145

0.1456

0.0005

-4.34

0.34

-0.0066

10-22 13

NAME OF TECHNICIAN PERFORMING TESTS

/é/lm 0 A A

DATE

(O"Zﬁﬁrfa

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Ak ok Kk hk Kk A AKKKXKTR KK AK KX XK &

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO. : 00229
DATE : 10/22/2013

IR E R ENEEEEERE EEREEERSERS

SUPERVISOR TEST

Xk kk k kX Xk Kk kKX AR KKAKRKKK R KA K

g/210L TIME

DIAGNOSTIC OK 14:28
AIR BLANK 0.000 14:28
EXT STD IR 0.151 14:28
EXT STD EC 0.145 14:28
AIR BLANK 0.000 14:30
EXT STD IR 0.152 14:31
EXT STD EC 0.146 14:31
AIR BLANK 0.000 14:32
EXT STD IR 0.151 14:33
EXT STD EC 0.146 14:33
AlR BLANK 0.000 14:34
EXT STD IR 0.151 14:35
EXT STD EC 0.146 14:35
AIR BLANK 0.000 14:36
EXT STD IR 0.152 14:37
EXT STD EC 0.146 14:37
AIR BLANK 0.000 14:38
EXT sTD IR 0.151 14:39
EXT STD EC 0.145 14:39
AIR BLANK 0.000 14:41
EXT STD IR 0.151 14:41
EXT STD EC 0.146 14:41
AIR BLANK 0.000 14:43
EXT STD IR 0.151 14:43
EXT STD EC 0.146 14:43
AlIR BLANK 0.000 14:45
EXT STD IR 0.152 14:45
EXT STD EC 0.145 14:45
AlIR BLANK 0.000 14:47
EXT STD IR 0.151 14:47
EXT STD EC 0.145 14:47
AlR BLANK 0.000 14:48
DIAGNOSTIC OK 14:49

K kK Rk k k kK kA A KR Kk h Xk KKKk XXX

OPERATOH SIGN:;gg




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0084

BATCH D0O000/




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermi: DR4483 DR4483
Batchi: D00007 D00007
Reference Value: 0.2024 0.2024
0.201 0.196
0.202 0.197
0.203 0.198
0.203 0.197
0.203 0.198
0.203 0.198
0.203 0.198
0.204 0.198
0.203 0.198
0.204 0.198
Mean: 0.2029 0.1976
SD: 0.0009 0.0007
Bias %: 0.25 -2.37
CV %: 0.44 0.35
Mean-Ref. Value Difference: 0.0005 -0.0048
E . MCloupAr  i0-1-i3
NAME OF TECHNICIAN PERFORMING TESTS DATE
- Wl o e
NAME OF TECANICIAN REVIEWING RESULTS DATE

KAk ok R A KKk KR K Kk h k kK AKRKKKXRA X

WASHINGTON
ALCOTEST 9510

'SERIAL NO.: ARAH-0084

TEST NO. : 00131
DATE : 10/01/2013

Kk ok ok kk kk kK kR Kk k k kk ok ok ok ok k k k&

SUPERVISOR TEST

* ok k k kA kA XK Kk ok A Kk KKk K kok K kKA K

al/210L TIME

DIAGNOSTIC OK 15:59
AIR BLANK 0.000 15:59
EXT STD IR 0.201 15:59
EXT STD EC 0.196 15:59
AlR BLANK 0.000 16:01
EXT STD IR 0.202 16:01
EXT STD EC 0.197 16:01
AIR BLANK 0.000 16:03
EXT STD IR 0.203 16:03
EXT STD EC 0.198 16:03
ATR BLANK 0.000 16:05
EXT STD IR 0.203 16:05
EXT STD EC 0.197 16:05
AlR BLANK 0.000 16:07
EXT STD IR 0.203 16:08
EXT STD EC 0.198 16:08
AIR BLANK 0.000 16:09
EXT sTD IR 0.203 16:10
EXT STD EC 0.198 16:10
AIR BLANK 0.000 16:11
EXT STD IR 0.203 16:12
EXT STD EC 0.198 16:12
AlIR BLANK 0.000 16:14
EXT STD IR 0.204 16:14
EXT STD EC 0.198 16:14
AIR BLANK 0.000 16:16
EXT STD IR 0.203 16:16
EXT STD EC 0.198 16:16
AIR BLANK 0.000 16:18
EXT STD IR 0.204 16:18
EXT STD EC 0.198 16:18
AIR BLANK 0.000 16:

DIAGNOSTIC OK

16:
****kkiﬁ*****a#li****i

19
20
&k




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: -10/2/2013

I/R
Simulator #: DR4483
Sim Thermi: DR4483
Batchit: D00007

Reference Value: 0.2024

0.201
0.202
0.202
0.202
0.203
0.203
:0.204
0.203
0.204
0.204
" Mean: 0.2028
SD: 0.0010
] Bias %: 0.20
) CV %: 0.49
Mean-Ref. Value Difference: 0.0004

E . Coupt

E/C
DR4483
DR4483
D00007
0.2024

0.194
0.194
0.195
0.195
0.195
0.195
0.196
0.195
0.1956
0.195
0.1949
0.0008
-3.71
0.31
-0.0075

[0:2-13

NAME OF TECHNICIAN PERFORMING TESTS DATE
z%wé/. J0 -2Y-13
NAME OF TEGHNICIAN REVIEWING RESULTS DATE

OPERATOR s;a:/4§€22422?

KRR A kR kKK FTRAK KK AR KKA K KRR

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO.: 00150
DATE: 10/02/2013

A AR A KX K RA KK K K KR K KKK KK KK

SUPERVISOR TEST

A KAk Kk kAR R K AR KKK K AA KK KK AKK

g/210L TIME

DIAGNOSTIC OK 13:11
AIR BLANK 0.000 13:11
EXT STD IR 0.201 13:12
EXT STD EC 0.194 13:12
AIR BLANK  0.000 13:13
EXT STD IR 0.202 13:14
EXT STD EC 0.194 13:14
AlR BLANK 0.000 13:15
EXT STD IR 0.202 13:16
EXT STD EC 0.195 13:16
AIR BLANK  0.000 13:17
EXT STD IR 0.202 13:18
EXT STD EC 0.195 13:18
AIR BLANK  0.000 13:20
EXT STD IR 0.203 13:20
EXT STD EC 0.195 13:20
AIR BLANK 0.000 13:22
EXT STD IR 0.203 13:22
EXT STD EC 0.195 13:22
AIR BLANK  0.000.- 13:24
EXT STD IR 0.204 13:24
EXT STD EC 0.196 13:24
AIR BLANK  0.000 13:26
EXT STD IR 0.203 13:26
EXT STD EC 0.195 13:26
AIR BLANK  0.000 13:28
EXT STD IR 0.204. 13:28
EXT STD EC 0.195 13:28
AIR BLANK  0.000 13:30
EXT STD IR 0.204 13:31
EXT STD EC 0.195 13:31
AIR BLANK  0.000 13:31
DIAGNOSTIC OK 13:32

AKk AR kA AR KT KK K R KKK KKK K KKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/7/2013

._ IR ElC
Simulator #: DR4483 DR4483
Sim Thermi: DR4483 DR4483
Batchik: D00007 D00007
Reference Value: 0.2024 0.2024

0.203 0.197

0.203 0.198

0.204 0.198

0.204 ©0.197

0.203 0.197

0.204 0.198

0.204 0.198

0.203 0.196

0.204 0.197

0.204 0.197

Mean: 0.2036 0.1973

SD: 0.0005 0.0007

Bias %: 059 252

CV %: 0.25 0.35

Mean-Ref. Value Difference: 0.0012 -0.0051

7 ﬂ/{%m{f - 19715

NAME OF TECHNICIAN PERFORMING TESTS DATE

= A /- 2413

NAME OF TECHNICIAN REVIEWING RESULTS DATE

Kk kK h kK AR KKK KA AKRKRFAR KK XK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: AHAH-OOB4
TEST NO.: 00174
DATE ; 10/07/2013

KK A KRR AR KK AAKR KK KA AR XA K K KR

SUPERVISOR TEST

Ak A KK KK KRKARK XK A K KKK K K&K

gl/210L T IME

DIAGNOSTIC OK -16:18
-AIR BLANK 0.000 16:18
EXT STD IR 0.203 16:19
“EXT STD EC 0.197 16:19
AIR BLANK 0.000 16:20
EXT STD IR 0.203 -16:21
EXT STD EC 0.198 16:21
AlR BLANK 0.000 '16:22
EXT STD IR 0.204 16:23
EXT STD EC 0.198 16:23
AIR BLANK 0.000 16:25
EXT STD IR 0.204 16:25
EXT STD EC 0.197 16:25
AIR BLANK 0.000 16:27
EXT STD IR 0.203 16:27
EXT STD EC 0.197 16:27
AIR BLANK 0.000 . 16:29
EXT STD IR 0.204 '16:29
EXT STD EC 0.198 16:29
AIR BLANK 0.000 16:31
EXT STD IR 0.204 16:31
EXT STD EC 0.198 16:31
AIR BLANK 0.000 . 16:33
EXT STD IR 0.203 i'16:34
EXT STD EC 0.196 16:34
AIR BLANK 0.000 16:35
EXT STD IR 0.204 16:36
EXT STD EC 0.197 16:36
AIR BLANK 0.000 16:37
EXT STD IR 0.204 16:38
EXT STD EC 0.197 16:38
AIR BLANK 0.000 16:38
DIAGNOSTIC OK 16:39

Kk Ak kk Rk ok KKK KKK KKIEX KK KKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/16/2013

IR E/C
Simulator #: ' DR4483 DR4483
Sim Thermit: DR4483 DR4483
Batchit: D00007 D00007 Ak kA AR A KA KK K K 2 XA % KX KK R K KK
Reference Value: 0.2024 0.2024 Ang?Eé‘;'G; ?To
0.185 0.191 " SERIAL NO.: ARAH-0084
0.198 0.192 TEST NO. : 00210
ATE : 10/16/2013
0198 0192 E’ttE*tkkki*ti**ttit**k*w
0’199 0192 *np-??f%?!l???a‘[&‘?l’a**a*
0.199 0.191 al/210L T1ME
DIAGNOSTIC OK 16:43
0.198 0.191 AIR BLANK 0.000 16:43
EXT STD IR 0.198 16:43
0199 0.191 EXT STD EC 0.191 16:43
0.198 0.191 AIR BLANK 0.000 16:45
EXT STD IR 0.198 16:45
0.199 0.191 EXT STD EC 0.192 16:45
AIR BLANK  0.000 16:47
Cadail 18t EXT STD IR 0.198 16:48
Mean: 0.1984 0.1913  EXT STD EC 0.192 16:48
AIR BLANK 0.000 16:49
SD: 0.0005 0.0005 EXT STD IR 0.199 16:50
e O/ EXT STD EC 0.192 16:50
Bias %: -1.98 548 AIR BLANK 0.000 16:52
CV %: 0.25 0.26 EXT STD IR 0.199 16:52
EXT STD EC 0.191 16:52
Mean-Ref. Value Difference: -0.0040 -0.0111 AIR BLANK 0.000 16:54
EXT STD IR 0.198 16:54
EXT STD EC 0.191 16:54
AIR BLANK 0.000 16:56
EXT STD IR 0.199 16:56
EXT STD EC 0.191 16:56
: AIR BLANK 0.000 16:58
MQ ! EXT STD IR 0.198 16:58
/7 , EXT STD EC 0.191 16:58
gf ) - (?O(&ﬁ}l t’D“/(_Q‘“’lS AIR BLANK  0.000 17:00
' EXT STD IR 0.199 17:01
NAME OF TECHNICYAN PERFORMING TESTS DATE EXT STD EC 0.181 17:04
AIR BLANK 0.000 17:02
EXT STD IR 0.198 17:03
N EXT STD EC 0.191 17:03
i z 0 - 2413 AL Tl
NAME OF TECANICIAN REVIEWING RESULTS DATE
OPERATOR WH‘;:
Tl




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/22/2013

YR E/C
Simulator #: DR4483 DR4483 . ———
Sim Thermit: DR4483 DR4483
Batch#: DO0007 D00007 WASHINGTON
Reference Value; 0.2024 0.2024 ALCOTEST 0510
0.199 0.191 SERIAL NO. : ARAH- 0084
- . TEST NO.: 00231
0.201 0.192. . DATE: 10/22/2013
0.201 0.192 SUPERVISOR TEST
0-202 0. **‘l\iiﬁ***ik’ri*k*******i*
: 192 g/210L  TIME
0.202 0.192 D1AGNOSTIC OK 15: 02
AIR BLANK 0.000 15:03
0.202 : 0.192 EXT STD IR 0.199 15:03
0.202 0.192 EXT STD EC 0.191 15:03
; AlR BLANK 0.000 15:05
0.202 0.192 EXT STD IR ©0.201 15:05
EXT STD EC 0.182 15:05
0.203 0.192 AIR BLANK  0.000 15:07
0.203 0.192 EXT sSTD (R 0.201 15:07
EXT STD EC 0.182 15:07
Mean: 0.2017 0.1919 AlR BLANK 0.000 15:089
- ) : EXT STD IR 0.202 15:09
SD: 0.0012 0.0003 EXT STD EC 0.192 15:09
Bias %: -0.35 -5.19 AIR BLANK 0.000 15:1t%
o : EXT STD IR 0.202 15:11
CV %: 0.59 0.16 EXT STD EC 0.192 1i5:11
Mean-Ref. Value Difference: -0.0007 -0.0105 é)l($ gl"l_'gN'I(R gggg :g 1?1
EXT STD EG 0.192 15:14
AR BLANK  ©.000 15:15
EXT STD IR 0.202 15:16
‘ EXT STD EC 0.182 15:16
: AR BLANK  0.000 15:18
- EXT STD IR 0.202 15:18
/g Wﬁ/} /g/ EXT STD EC 0.192 15:18
; - P AIR BLANK  0.000 15:20
: : e /57 22’“/3 EXT STD IR ©.203 15:20
NAME OF TECHNICIAN PERFORMING TESTS DATE X ST s P e
p EXT STD IR 0.203 15:22
/ Z . EXT STD EC 0¢.192 15:22
: AIR BLANK  0.000 15:23
P et ﬁ . : /07213 DIAGNOSTIC OK 1524
NAME OF TECHNICIAN REVIEWING RESULTS DATE ' OPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-00384

BATCH D0O0008




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermit: DR4483 DR4483
Batchik: D00008 D00008
Reference Value: 0.3044 0.3044
0.311 0.303
0.309 0.301
0.309 0.300
0.309 0.301
0.310 0.301
0.310 0.301
0.310 0.301
0.310 0.300
0.311 0.301
0.310 0.300
Mean: 0.3099 0.3009
SD: 0.0007 0.0009
Bias %: 1.81 -1.15
CV %: 0.23 0.30
Mean-Ref. Value Difference: 0.0055 -0.0035
E Ulowed  io1-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
p ""‘:)Q,\.a/éx v XA 443
NAME OF TECHRIEANREVIEWING RESULTS DATE

Ax kX k Rk k kAR AR AKX R KKFKLE X KX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO.: 00132
DATE : 10/01/2013

Aok k Rk Kk ok ok ok ok ok ok ok k ok Kk AK KKK KKK

SUPERVISOR TEST

Ak R K k Kk ok Rk Rk kK K hkKhkKKKKKARKK

gl/2i0L  TIME

DIAGNOSTIC OK 16:23
AIR BLANK 0.000 16:23
EXT STD IR 0.311 "16:23
EXT STD EC 0.303 16:23
AIR BLANK 0.000 16:25
EXT STD IR 0.309 16:26
EXT STD EC 0.301 16:26
AIR BLANK 0.000 " 16:28
EXT STD IR 0.309 16:28
EXT STD EC 0.300 16:28
AlR BLANK 0.000 - 16:30
EXT STD IR 0.309 16:30
EXT STD EC 0.301 ~16:30
AIR BLANK 0.000 16:32
EXT STD IR 0.310 ~16:32
EXT STD EC 0.301 ..16:32
AlR BLANK 0.000 16:34
EXT STD IR 0.310 "16:35
EXT STD EC 0.301 16:35
AIR BLANK 0.000 16:36
EXT STD IR 0.310 16:37
EXT STD EC 0.301 16:37
AIR BLANK 0.000 16:39
EXT STD IR 0.310 16:39
EXT STD EC 0.300 16:39
AlR BLANK 0.000 16:41
EXT STD IR 0.311 16:41
EXT STD EC 0.301 16:41
AIR BLANK Q.000 16:43
EXT STD IR 0.310 16:44
EXT STD EC 0.300 16:44
AIR BLANK 0.000 16:44
DIAGNOSTIC OK 16:45

Kk Kk hk kR AKKKXKXAZERK & AK KK &KX

=
- /f‘




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/2/2013

/R E/C
Simulator #: DR4483 DR4483
Sim Thermi#: DR4483 DR4483
Batchi#: D00008 ) D00008
Reference Value: 0.3044 0.3044

0.304 0.293

0.305 0.295

0.307 0.296

0.307 0.295

0.307 0.296

0.308 0.296

0.308 0.296

0.308 .0.295

0.308 0.295

0.308 0.295

Mean: 0.3070 0.2952

SD: 0.0014 0.0009

Bias %: 0.85 -3.02

CV %: 0.46 0.30

Mean-Ref. Value Difference: 0.0026 -0.0092

2 M&eourl (0213

NAME OF TECHNICIAN PERFORMING TESTS DATE

e g« e i

—

J0-2413

NAME OF TECHNICIAf REVIEWING RESULTS DATE

KA AR A KA KKK XKE KKK * KX K K KKK

~ WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0084
TEST NO. : 00153
DATE : 10/02/2013

kAKX KKKk A KR KK bk kX Kk kXK FX

SUPERVISOR TEST

kAR kR R A KKK KK KK KA R KK KK h Kk AKX

gl/210L TIME

DIAGNOSTIC OK 13:46
AIR BLANK 0.000 13:486
EXT STD IR 0.304 13:47
EXT STD EC 0.203 13:47
AIR BLANK 0.000 13:49
EXT STD IR 0.305 13:49
EXT STD EC 0.205 13:49
AIR BLANK 0.000 13:51
EXT STD IR 0.307 13:51
EXT STD EC 0.296 13:51
AIR BLANK 0.000 13:53
EXT STD IR 0.307 13:54
EXT STD EC 0.295 13:54
AIR BLANK ©0.000 13:56
EXT STD IR 0.307 13:56
EXT STD EC 0.296 13:56
AIR BLANK  0.000 -13:58
EXT STD IR 0.308 13:58
EXT STD EC 0.296 13:58
AlR BLANK 0.000 3 14:00
EXT STD IR 0.308 14:00
EXT STD EC 0.2906 14:00
AIR BLANK  0.000 14:02
EXT STD IR 0.308 14:03
EXT STD EC 0.295 14:03
AIR BLANK  0.000 14:05
EXT STD IR 0.308 14:05
EXT STD EC 0.295 14:05
AR BLANK 0.000 14:07
EXT STD IR 0.308 14:07
EXT STD EC 0.295 , 14:07
AIR BLANK  0.000 14eoe
DIAGNOSTIC OK 09

ki’l*tk**i**k*t*******tt*

22




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/7/2013

I/R

Simulator #: " DR4483

Sim Thermit: DR4483
Batchit: D00008
Reference Value: 0.3044
0.302
0.303

0.304

0.304

0.305

0.305

0.306

0.305

0.306

0.305

Mean: 0.3045
SD: 0.0013

Bias %: 0.03

CV %: 0.43
Mean-Ref. Value Difference: 0.0001

£ f”fﬁ(t@cef'%'

E[Q.
DR4483
DR4483
D00008

-0.3044

0.293
0.293
0.294
- 0.294
0.294
0.294
0.294
0.293
0.293
0.292
0.2934
0.0007
-3.61
0.24
-0.011

/0743

NAME OF TECHNICIAN PERFORMING TESTS

DATE

/0-24-13

NAME OF TECHNICIAN‘REVIEWING RESULTS

DATE

Kk ARk Rk Kok kK Kk Kk k ok AR KKK KK XK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO.: 00177
DATE : 10/07/2013

KAk E AR kKK AKK Kk okk KK K& KK KX

SUPERVISOR TEST

*tkﬁ**tk*til*ktt**!{ﬂ*l*i

g/210L TIME

DIAGNOSTIC OK 16:54
AIR BLANK 0.000 16:54
EXT STD IR 0.302 16:55
EXT STD EC 0.293 16:55
AIR BLANK 0.000 16:56
EXT STD IR 0.303 16:57
EXT sTD EC 0.293 16:57
AIR BLANK 0.000 16:59
EXT STD IR 0.304 16:59
EXT STD EC 0.294 16:59
AIR BLANK 0.000 17:01
EXT.STD IR 0.304 17:01
EXT STD EC 0.294 17:01
AIR BLANK 0.000 17:03
EXT STD IR 0.305 17:04
EXT STD EC 0.294 17:04
AIR BLANK 0.000 17:05
EXT STD IR 0.305 17:06
EXT STD EC 0.294 17:06
AIR BLANK 0.000 17:08
EXT sTD IR 0.306 17:08
EXT STD EC 0.294 17:08
AIR BLANK 0.000 17:10
EXT STD IR 0.305 17:10
EXT STD EC 0.293 17:10
AIR BLANK 0.000 17:12
EXT STD IR 0.306 17:13
EXT STD EC 0.293 17:13
AIR BLANK 0.000 17:14
EXT STD IR 0.305 17:15
EXT STD EC 0.292 17:15
AIR BLANK 0.000 17:16
DIAGNOSTIC OK 17:17

Kk Kk hk Ak kAR AKX KKK E K HK KKK

OPERATOR SIGNATUBE:
TGS (F




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084
DATE OF TESTS: 10/16/2013

Simulator #:

IR
DR4483

E/C

DR4483

Sim Thermi:

DR4483

DR4483

Batchit:

D00008

D00008

Reference Value:

Mean:
SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

0.3044

0.3044

0.294

0.280

0.296

0.282

0.297

0.282

0.297

0.283

0.298

0.283

0.298

0.284

0.299

0.284

0.300

0.284

0.299

0.283

0.300

0.284

0.2978

0.2829

0.0019

0.0013

-2.17

-7.06

0.64

0.46

-0.0066

-0.0215

Kk kk R Kk KXKEKKKKEXEKRR KA K KXAK Xk RX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0084
TEST NO.: 00212
DATE : 10/16/2013

Aok h ok kK kK kR A A Kk kR K KAAKRKE KKK

SUPERVISOR TEST

KKK A RAKRAKERKK A AR R AR AR AR KK

g/210L TIME

Z. M e~ so-re—(3

NAME OF TECHNICIAN PERFORMING TESTS DATE

J0-24-13

P >
NAME OF TECHNTCIAN'REVIEWING RESULTS DATE.

DIAGNOSTIC OK 17:19
AlR BLANK 0.000 17:19
EXT STD IR 0.294 17:20
EXT STD EC 0.280 17:20
AIR BLANK 0.000 17:22
EXT STD IR 0.296 17:22
EXT STD EC 0.282 17:22
AlIR BLANK 0.000 17:24
EXT STD IR 0.297 17:24
EXT STD EC 0.282 17:24
AlR BLANK 0.000 17:26
EXT sSTD IR 0.297 17:27
EXT STD EC 0.283 17:27
AlIR BLANK 0.000 17:29
EXT STD IR 0.298 17:29
EXT STD EC 0.283 17:29
AlIR BLANK 0.000 17:31
EXT 8TD IR 0.298 17:31
EXT STD EC 0.284 17:31
AIR BLANK 0.000 17:33
EXT STD IR 0.299 17:33
EXT STD EC 0.284 17:33
AIR BLANK 0.000 17:35
EXT STD IR 0.300 17:36
EXT STD EC 0.284 17:36
AlIR BLANK 0.000 17:38
EXT STD IR 0.299 17:38
EXT STD EC 0.283 17:38
AIR BLANK 0.000 17:40
EXT STD IR 0.300 17:40
EXT STD EC 0.284 17:40
AlIR BLANK 0.000 17:41
DIAGNOSTIC OK 17:42

kB REK K h kA kXX R KKk kod ok k kKK R KKK

OPERATOR SIGNATURE:

;%/%fg%




METHOD VALIDATION DRAEGER ALCOTEST 3510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/22/2013

/R E/C
Simulator #: DR4483 DR4483
Sim Thermif: DR4483 DR4483
Batchi; D0O000Ss D00008
Reference Value: 0.3044 0.3044

0.303 0.286

0.303 : 0.286

0.304 0.287

0.304 0.287

0.304 0.286

0.304 0.286

0.303 ’ 0.285

0.303 ‘ 0.285

0.303 0.285

0.303 ‘ 0.284
Mean: 0.3034 0.2857
- 8D: 0.0005 0.0002

Bias %: -0.33 -6.14

CV %: 0.16 0.32
Mean-Ref. Value Difference: -0.0010 -0.0187

£ Wpfac(@% sOEC2AS

NAME OF TECHNICIAN PERFORMING TESTS - DATE

)
A

/%W,? i%!‘z 4,/\‘.“! — i 2913 .

NAME OF TECHNICIAN REVIEWING RESULTS DATE

Ak kK Kok R K KK K KK Kk kKK KKK KAKK

WASHINGTON
ALCOTEST 8510

SERIAL NO.: ARAH-0084
TEST NO.: 00233
DATE : 10/22/2013

kx k Ak k Xk h kR KK KK RKKNEK KX KKK

SUPERVISOR TEST

IEEEEEENFEEEENEEEEEEIEEEN]

gizioL TIME

DIAGNOSTIC OK 15:38
AlR BLANK 0.000 15:38
EXT $TD IR "0.303 15:39
EXT sSTD EC 0.286 15:39
AlR BLANK 0.000 15:41
EXT 8TD IR 0.303 15:41%
EXT $TD EC 0.286 15:41
AR BLANK 0.000 15:43
EXT STD IR 0.304 15:43
EXT STD EC 0.287 15:438
AlR BLANK 0.000 15:45
EXT sTD IR 0.304 15:45
EXT STD EC 0.287 15:45
AlR BLANK 0,000 15:47
EXT STD IR 0.304 15:48
EXT $TD EC 0.286 15:48
AIR BLANK 0.000 15:50
EXT sTD IR 0.304 15:50
EXT STD EC 0.286 15:50
AlR BLANK 0.000 15:52
EXT 87D IR 0.303 15:52
EXT &TD EC 0.285 15:52
AIR BLANK 0.000 15:54
EXT STD IR 0.303 15:55
EXT STD EC 0.285 15:55
AIR BLANK 0.000 15:56
EXT sTb IR 0.303 15:57
EXT STD EC 0.285 15:57
AR BLANK 0.0600 15:59
EXT sTB IR 0.303 15:589
EXT STb EC 0.284 15:59
AR BLANK 0.000 16:00
DIAGNOSTIC OK 16:01

k ok kW A R ok ok Ak AR ok Rk kR kA ok k¥K

OPERATOR SIGNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0084

BATCH D00009




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/1/2013

I/R E/C
Simulator #: DR4483 DR4483
SimThErm”: DR4483 DR4483 AKXk A KRR KA KKK K A X h KA KN KKK kKX
tchit: WASH I NGTON
Batchit _ D00009 D00009 ALCOTEST 9510
Reference Value: 0.4026 0.4026

_ SERIAL NO.: ARAH-0084
0.400 0.387 TEST NO.: 00134
0401 0388 ?ezgkttw*tﬁtttleigligg‘l%

0.402 0.388 SUPERVISOR TEST
0.403 0.388 g/210L TIME
DIAGNOSTIC OK 17:01
0.403 0.388 AIR BLANK 0.000 17:01
0.403 0.388 EXT STD IR 0.400 17:01
- EXT STD EC 0.387 17:01
0.404 0.388 AIR BLANK 0.000 17:03
EXT STD IR 0.401 17:04
0.404 0.388 EXT STD EC 0.388 17:04
‘0.404 0.388 AIR BLANK 0.000 17:05
EXT STD IR 0.402 17:06
0.403 0.388 EXT STD EC 0.388 17:06
. AIR BLANK 0.000 17:08
Mean: 0.4027 0.3879 EXT STD IR 0.403 17:08
SD: 0.0013 EXT STD EC 0.388 17:08
] 0.0003 AIR BLANK 0.000 17:10
Bias %: 0.02 = -3.65 ' EXT STD IR 0.403 17:11
. EXT STD EC 0.388 17:11
CV %: 0.32 0.08 AIR BLANK 0.000 17:12
Mean-Ref. Value Diff . § i EXT STD IR 0.403 17:13
ean-Ref. Value Difference . 0.0001 , 0.0147 EXT STD EC 0.388 17:13
AIR BLANK 0.000 17:15
EXT STD IR 0.404 17:15
EXT STD EC 0.388 17:15
AIR BLANK 0.000. 17:17
, : EXT STD IR 0.404 17:18
, EXT STD EC 0.388 17:18
. F - AIR BLANK 0.000 17:19
lﬂ/l(‘@()%‘n |D’f-]3§, EXT STD IR 0.404 17:20
0 : EXT STD EC 0.388 17:20

NAME OF TECHNICIAN PERFORMING TESTS DATE AIR BLANK 0.000 17:22

EXT STD IR 0.403 17:22
: ‘ EXT STD EC 0.388 17:22
T /Lgﬁ/ZL‘ AIR BLANK  0.000 17:23
—— DIAGNOSTIC OK 17:24
MeFPEe | - e
NAME OF TEc’HNTc” AN REVIEWING RESULTS DATE ﬁ /45 %’




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/2/2013

I/R E/C
Simulator #: DR4483 DR4483
Sim Thermi: DR4483 DR4483
Batchi#: D00009 D00002
Reference Value: 0.4026 0.4026
' 0.398 0.380
0.399 0.381
0.400 0.381
0.401 0.382
0.401 0.382
0.400 0.381
0.401 0.381
0.401 0.382
0.400 0.381
0.400 0.381
Mean: 0.4001 0.3812
SD: 0.0010 0.0006
.Bias %: -0.62 -5.32
CV %: 0.25 0.16
Mean-Ref. Value Difference: -0.0025 -0.0214
E - J1Cou 2L o273
NAME OF TECHNICIAN PERFORMING TESTS DATE
T -
= Jo 2413

NAME OF TEEHNIGIAN REVIEWING RESULTS

DATE

Ak R A KXRFRXRKAARKK KK KK X * X kAN

J WASHINGTON
ﬁLCOTEST 9510

SERIAL NO. : ARAH- 0084
TEST NO. : . 00156
DATE :- 10/02/2013

**tki'ﬁa*ttt*titktit**ii**

SUPERVISOR TEST -

k*i*ﬁ_—ttt*tt***ﬁtﬁ*k***l\*

gl/210L T IME

DIAGNOSTIC OK 14:30
AIR BLANK 0.000 14:30
EXT STD IR 0.398 . 14:31
EXT STD EC 0.380 14:31
AIR BLANK 0.000 14:33
EXT STD IR 0.399 14:33
EXT STD EC 0.381 14:33
AIR BLANK 0.000 14:35
EXT STD IR 0.400 14:36
EXT STD EC 0.381 14:36
AIR BLANK 0.000 14:38
EXT sTD IR 0.401 14:38
EXT STD EC 0.382 14:38
AR BLANK 0.000 14:40
EXT STD IR 0.401 14:40
EXT STD EC 0.382 14:40
AIR BLANK 0.000 14:42
EXT STD IR 0.400 14:43
EXT STD EC 0.381 14:43
AIR BLANK 0.000 14:45
EXT STD IR 0.401 14:45
EXT STD EC 0.381 14:45
AlR BLANK 0.000 14:47
EXT STD IR 0.401 14:48
EXT STD EC 0.382 14:48
AIR BLANK 0.000 14:50
EXT STD IR 0.400 14:50
EXT STD EC 0.381 14:50
AlR-BLANK 0.000 14:52
EXT STD IR 0.400 14:52
EXT STD EC 0.381 14:52
AIR BLANK 0.000 14:53

DIAGNOSTIC OK

*tttt**x*i*it****t**xwt*

OPERATOH SIGNATUHE




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/7/2013

R  He

Simulator #: DR4483 DR4483
Sim Thermi#: DR4483 DR4483
Batchi#: D00009 D00009
Reference Value: 0.4026 0.4026
0.401 0.384
0.402 0.385
0.403 0.385
0.403 0.385
0.404 0.385
0.404 0.384
0.404 0.386
0.404 0.384
0.404 0.385
0.403 0.383
Mean: 0.4032 0.3846
SD: 0.0010 0.0008
Bias %: 0.15 -4.47
CV %: 0.25 0.21
Mean-Ref. Value Difference: 0.0006 -0.018

' f///’/p&’w’/& JO-P-73

NAME OF TECHNICIAN'PERFORMING TESTS DATE

Ué, J0 - 2443

REVIEWING RESULTS DATE

Bk ok K R ok kK k Rk kK KX KKK KKK A KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO. : ~ 00179
DATE : 10/07/2013

Hok ok Ak Rk ok kK k ok ok A Kk kA KKK KK KK K

SUPERVISOR TEST

Xk Kk Kk k ok ok ok A ARk ok k hk R h kR kKKK

g/210L + TIME

DIAGNOSTIC OK £ 17:28
AIR BLANK  0.000 17:28
EXT STD IR 0.401  17:28
EXT STD EC 0.384 17:28
AIR BLANK  0.000 17:30
EXT STD IR 0.402 ' 17:31
EXT STD EC 0.385 - 17:31
AIR BLANK 0.000 17:33
EXT STD IR 0.403 17:33
EXT STD EC 0.385 .17:33
AIR BLANK  0.000 '17:35
EXT STD IR 0.403 17:35
EXT STD EC 0.385 /17:35
AIR BLANK  0.000 17:37
EXT STD IR 0.404 17:38
EXT STD EC 0.385 17:38
AIR BLANK  0.000 17:40
EXT STD IR 0.404 17:40
EXT STD EC 0.384 17:40
AIR BLANK 0.000 17:42
EXT STD IR 0.404 17:43
EXT STD EC 0.386 17:43
AIR BLANK  0.000 17:45
EXT STD IR 0.404 17:45
EXT STD EC 0.384 17:45
AIR BLANK  0.000 17:47
" EXT STD IR 0.404 17:48
EXT STD EC 0.385 17:48
AIR BLANK  0.000 17:50
EXT STD IR 0.403 17:50
EXT STD EC 0.383 17:50
AIR BLANK  0.000 17:51
DIAGNOSTIC OK 17:52
kK KXk k k k ok A A Kk kK Kk ok ok kK * k& *

* x
OPE_R TORWE 3




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0084

DATE OF TESTS: 10/16/2013

I/R

Simulator #: DR4483

Sim Thermi: : DR4483

E/C
DR4483

Batchi#: D00009

DR4483

Reference Value: 0.4026

D00009

0.392

0.4026

0.394

0.370

0.396

0.373

0.397

0.374

0.397

0.375

0.398

0.374

-0.400

0.375

0.401

0.376

0.401

0.379

0.401

0.378

Mean: 0.3977

0.378

SD: 0.0031

0.3752

Bias %: -1.22

0.0027

CV %: 0.78

-6.81

Mean-Ref. Value Difference: -0.0049

0.72

-0.0274

g /L/ (W@c{/c’/'{’ | (O /-5

NAME OF TECHNICIAN PERFORMING TESTS

—7

—

DATE

) <2 z,/ﬂ[?)

NAME OF TECHRHEIAN KEVIEWING RESULTS

DATE

A AR KA A KRR KKK KK KKK KKK R kKKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.:. ARAH-0084

TEST NO. : 00214
DATE: 10/16/2013

*i**l\tiﬂ**tll*ﬁ*t*t’lt**#

SUPERVISOR TEST

Ak k kA AKX RRK KKK KKK A KK T RF AKX

g/210L  TIME

DIAGNOSTIC OK 17:55
AIR BLANK  0.000 17:55
EXT STD IR 0.392 17:56
EXT STD EC 0.370 17:56
AIR BLANK 0.000 17:58
EXT STD IR 0.394 17:58
EXT STD EC 0.373 17:58
AR BLANK 0.000 18:00
EXT STD IR 0.396 18:00
EXT STD EC 0.374 18:00
AIR BLANK 0.000 18:02
EXT STD IR 0.397 18:03
EXT STD EC 0.375 18:03
AIR BLANK 0.000 18:05
EXT STD IR 0.397 18:05
EXT STD EC 0.374 18:05
AIR BLANK  0.000 18:07
EXT STD IR 0.398 18:08
EXT STD EC 0.375 186:08
AIR BLANK 0.000 18:10
EXT STD IR 0.400 18:10
EXT STD EC 0.376 18:10
AIR BLANK - 0.000 18:12
EXT STD IR 0.401 18:13
EXT STD EC 0.379 18:13
AIR BLANK 0.000 18:15
EXT STD IR 0.401 18:15
EXT STD EC 0.378 18:15
AIR BLANK 0.000 18:17
EXT STD IR 0.401 18:17
EXT STD EC 0.378 18:17
AIR BLANK 0.000 18:18
DI1AGNOSTIC OK 18:19

Kk KRR KA AKK KKK KKK RKEXHE K KIN

OPEHATOHQS;;;TURE : Z




METHOD VALIDATION DRAEGER ALCOTEST 9510

. DRAEGER ALCOTEST-9510 SERIAL NUMBER: ARAH-0084 .

DATE OF TESTS: 10/22/2013

I/R E/C

Simulator #; DR4483 DR4483
Sim Thermi; DR4483 . DR4483
Batch#; D00009 - ' . D0000S
Reference Value: 0.4026 0.4026

' 0.398 0.373

0.400 0.373

0.400 0.374

0.399 0.372

0.400 0.374

0.400 0.373

0.401 0.374

0.402 0.374

0.400 0.373

0.402 . 0.374

Mean: 0.4002 0.3734

SD; 0.0012 0.0007

Bias %: -0.60 i -7.25

CV %: 0.30 0.19
Mean-Ref. Value Difference: -0.0024 -0.0292

< /M (o c{i.;/’é’/“ZL o/ R

NAME OF TECHNICIAN PERFORMING TESTS DATE

#‘Zﬁ 0’/314% 02713

NAME OF TECHNICIAN REVIEWING RESULTS DATE

* kKK kR A h A K RA K kak kR ok k kKK %

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0084
TEST NO.: 00235
DATE ; 10/22/2013

FhA A Kk kK A K R K AKKXKEEAKN Kk kA K

SUPERVISOR TEST

LR R REEEER TR IE I

al/2foL TIME

DIAGNOSTIC OK 16:19
AlR BLANK 0.000 16:19
EXT STD IR 0.398 16:19
EXT STD EC 0.373 16:19
AIR BLANK 0.000 16:21
EXT sSTD IR 0_.400 16:22
EXT STD EC 0.373 16:22
AIR BLANK 06.000 16:24
EXT sSTbh IR 0.400 16:24
EXT STD EC 0.374 16:24
AIR BLANK 0.000 16:26
EXT STD IR 0.399 16:27
EXT STD EC 0.372 16:27
AlR BLANK 0,000 16:29
EXT STD IR 0¢.4060 16:29
EXT STD EC 0.374 i6:29
AlR BLANK 0.000 16:31
EXT STD IR 0.400 16:32
EXT STD EC ¢.373 16:32
AIR BLANK 0.000 16:34
EXT STD IR 0.401 16:34
EXT STD EC 0.374 16:34
AIR BLANK 0.000 16:38
EXT STD IR 0¢.402 16:37
EXT 8TD EC 06.374 16:37
AIR BLANK 0.000 16:39
EXT STD IR 0.400 16:39
EXT STD EC 0.373 16:39
AlR BLANK ¢.600 16:41
EXT STD IR 0.402 16:42
EXT 8TD EC 0.374 16:42
AlR BLANK 0.000 16:42
DIAGNOSTIC OK 16:43

FhN K Kk K R A KK KKK A KA Kk kR AR

OPERATOR SIGNATURE:




