TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0093 |

BATCH D0O00O01




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batch#: D00001 D00001
Reference Value: 0.0090 0.0090
0.015 0.015
0.011 0.011
0.010 0.010
0.010 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
Mean: 0.0100 0.0099
SD: - 0.0019 0.0019
Bias %: 11.11 10.00
CV %: 19.00 19.19
Mean-Ref. Value Difference: 0.0010 0.0009
l&)\ T Dasew & k"Z_ﬁ f 7O
NAME OF TECHNICIAN PERFORMING TESTS DATE
D wéng.gf /0/23 /3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

P
DRuHT Z

Kk Ak Rk k RARKEX KT XEKKKE KK KX

WASHINGTON
ALCOTEST 9510

SERIAL NO. :

TEST NO. :
DATE:

Ak KK Kk kR KK KKK K KK KKK RK AN KK

SUPERVISOR TEST

Ak R Kk kK KK KKK K KK KKKKEAKKK

ARAH- 0003
00206
09/2472013

g/210L TIME

DIAGNOSTIC OK 10:23
AIR BLANK 0.000 10:23
EXT STD IR 0.015 10:23
EXT STD EC 0.015 10:23
AIR BLANK 0.000 10:25
EXT STD IR 0.011 10:25
EXT STD EC 0.011 10:25
AIR BLANK 0.000 10:26
EXT STD IR 0.010 10:27
EXT STD EC 0.010 10:27
AIR BLANK 0.000 10:28
EXT sTD IR 0.010 10:28
EXT STD EC 0.009 10:28
AIR BLANK 0.000 10:30
EXT STD IR 0.009 10:30
EXT STD EC 0.009 10:30
AIR BLANK 0.000 10:31
EXT STD IR 0.009 10:32
EXT STD EC 0.009 10:32
AIR BLANK 0.000 10:33
EXT STD IR 0.009 10:33
EXT STD EC 0.009 10:33
AIR BLANK 0.000 10:34
EXT STD IR 0.009 10:35
EXT STD EC 0.009 10:35
AIR BLANK 0.000 10:36
EXT STD IR 0.009 10:36
EXT STD EC 0.009 10:36
AIR BLANK 0.000 10:38
EXT STD IR 0.009 10:38
EXT STD EC 0.009 10:38
AIR BLANK 0.000 10:39
DIAGNOSTIC OK 10:39

k ok kA kKR KKK KKK Kok ok A KKK K KKK

OPERATOR S|

NATURE :

< TS -




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4492 DR4492 o >
Sim Thermi#: DR4492 DR4492
Batch#: D0000! D00001 L TRYH9Z
Reference Value: 0.0090 0.0090 WASHINGTON T
0.011 0.011 ALBOTEST 55 10
SERIAL NO. : ARAH-
0.011 0.010 ) TEST NO. : Ogg?\;
0.010 0.010 Qf{gi***k* 09/25/2013
0.010 0.010 ___ SUPERVISOR TEST
0.011 0.010 ar210L -
0.010 0.010 R:QGEEST:(C 0K 07:50
AN 0.000 07:50
0.010 0.010 EXT STD IR 0.011 07:50
EXT STD EC 0.011 07:50
0.010 0.010 : AIR BLANK  0.000 07:52
0.010 : 0.010 EXT STD IR 0.011 07;22
EXT STD EC 0.010 07:52
0.010 0.010 AIR BLANK  0.000 07:53
EXT STD IR 0.010 07:54
Mean: 0.0103 0.0101 EXT STD EC 0.010 07:54
. AIR BLANK 0.000 07:55
SD: £.0005 bRLD EXT STD IR 0.010 07:55
Bias %: 14.44 . 12.22 EXT STD EC 0.010 07:55
. AIR BLANK  0.000 07:57
GV %: 4.85 2.97 EXT STD IR 0.011 07:57
i . EXT STD EC 0.010 07:57
Mean-Ref. Value Difference: 0.0013 0.0011 e BLANE U-9%0 058
EXT STD IR 0.010 07:59
EXT STD EC 0.010 07:59
AIR BLANK 0.000 08:00
EXT STD IR 0.010 08:00
EXT STD EC 0.010 08:00
AIR BLANK 0.000 08:02
/—7) 4’0 / EXT STD IR 0.010 08:02
> \ & ——{ p EXT sTD EC 0.010 08:02
/ = ey T2 1125 s AIR BLANK  0.000 08:03
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD IR ©0.010 08:04
EXT STD EC 0.010 08:04
AIR BLANK  0.000 08:05
é EXT STD IR 0.010 08:05
EXT STD EC 0.010 08:05
D el ‘5"~/2-{¢/f3 AIR BLANK  0.000 08:06
DIAGNOSTIC OK 08:07
NAME OF TECHNICIAN REVIEWING RESULTS DATE AR AR A KR RAKAKE KRR KT KK
OPERATOR S I[lENATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/26/2013

" ,

E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batch#: D00001 D00001
Reference Value: 0.0090 0.0090
0.011 0.011
0.011 0.011
0.011 0.011
0.011 0.011
0.011 0.011
0.011 0.011
0.011 0.011
0.011 0.011
0.010 0.010 .
0.011 0.011
Mean: 0.0109 0.0109
SD: 0.0003 10.0003
Bias %: 21.11 21.11
CV %: 2.75 2.75
Mean-Ref. Value Difference: 0.0019 0.0019
[Z\D@v&—uf\ C-{(Z(g!(:}
NAME OF TECHNICIAN PERFORMING TESTS DATE
D Qjﬂvwzf oozl
NAME OF TECHNICIAN REVIEWING RESULTS DATE

PRUY]Z

kA KK KK ARKR K KKK KK KK FH KK AK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
TEST NO.: 00232
DATE: 09/26/2013

R T LA EE R R

SUPERVISOR TEST

T TE S R E R R

gl/210L TIME

DIAGNOSTIC OK 06:59
AlR BLANK 0.000 06:59
EXT STD IR 0.011 06:59
EXT STD EC 0.011 06:59
AIR BLANK 0.000 07:01
EXT STD IR 0.011 07:01
_EXT sTD EC 0.011 07:01
AIR BLANK 0.000 07:02
EXT STD IR 0.011 07:03
EXT STD EC 0.011 07:03
AIR BLANK 0.000 07:04
EXT STD IR 0.011 07:04
EXT STD EC 0.011 07:04
AIR BLANK 0.000 07:06
EXT sTD IR o0.011 07:06
EXT STD EC 0.011 07:06
AIR BLANK 0.000 07:07
EXT STD IR 0.011 07:08
EXT STD EC 0.011 07:08
AIR BLANK 0.000 07:009
EXT STD IR 0.011 07:10
EXT sTD EC 0.011 07:10
AIR BLANK 0.000 07:11
EXT STD IR 0.011 07:11
EXT STD EC 0.011 07:11
AIR BLANK 0.000 07:13
EXT STD IR 0.010 07:13
EXT STD EC 0.010 07:13
AIR BLANK 0.000 07:14
EXT STD IR 0.011 07:15
EXT STD EC 0.011 07:15
AIR BLANK 0.000 07:15
DIAGNOSTIC OK 07:16

***ttk*****tk*tki****tk*

OPERATOR S|fNATURE:

|




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchi: D00001 D00001
Reference Value: 0.0090 0.00920
0.015 0.015

0.011 0.012

0.011 0.011

0.012 - 0.011

0.012 0.011

0.011 0.011

0.011 0.010

0.011 0.011

0.011 0.011

0.011 0.010

Mean: 0.0116 0.0113

SD: 0.0013 0.0014

Bias %: 28.89 25.56

CV %: 11.21 12.39
Mean-Ref. Value Difference: 0.0026 0.0023

‘< Deaptne, Cilzv( (?
NAME OF TECHNICIAN PERFORMING TESTS DATE
D ~C1<%D/M g — o / 73 /3
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

-

>
pRYIZ

A A KR KK KK KK KAk Kook EKKXK & kKX

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0093
TEST NO.: 00241
DATE : 09/27/7/2013

XKk Kk A KA RKKX KK AKX T K KKK X X KK

SUPERVISOR TEST

I EEEEEREESEEEEEEE R

gl/210L TIME

DIAGNOSTIC OK 07:43
AIR BLANK 0.000 07:43
EXT STD IR 0.015 07:43
EXT STD EC 0.015 07:43
AIR BLANK 0.000 07:45
EXT STD IR 0.011 07:45
EXT STD EC 0.012 07:45
AIR BLANK 0.000 07:46
EXT STD IR 0.011 07:47
EXT STD EC 0.011 07:47
AlR BLANK 0.000 07:48
EXT STD IR 0.012 07:49
EXT STD EC 0.011 07:49
AIR BLANK 0.000 07:50
EXT STD IR 0.012 07:50
EXT STD EC 0.011 07:50
AIR BLANK 0.000 07:51
EXT STD IR 0.011 07:52
EXT STD EC 0.011 07:52
AIR BLANK 0.000 07:53
EXT STD IR 0.011 07:54
EXT STD EC 0.010 07:54
AlIR BLANK 0.000 07:55
EXT 8TD IR 0.011 07:55
EXT STD EC 0.011 07:55
AIR BLANK 0.000 07:57
EXT STD IR 0.011 07:57
EXT STD EC 0.011 07:57
AIR BLANK 0.000 07:58
EXT STD IR 0.011 07:59
EXT STD EC 0.010 07:59
AlR BLANK 0.000 07:59
DIAGNOSTIC OK 08:00

Kk k kkk KKk AKX KK R A AKRKKERAZ X % X

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batchi#: Doooo1 D00001
Reference Value: 0.0090 0.0020
0.009 0.008
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.009 0.009
0.010 0.009
0.009 0.009
0.009 0.009
0.009 0.009
Mean: 0.0091 0.0089
SD: 0.0003 0.0003
Bias %: 1.11 -1.11
CV %: 3.30 3.37
Mean-Ref. Value Difference: 0.0001 -1E-04
}Z .\Bé“.-fl"u “\ 4 l yidi | I i
NAME OF TECHNICIAN PERFORMING TESTS DATE

,D- \Znef/

Y /23//7

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

05
NRYHG L

*kﬂ**tt*x*ttk*ittkkt*"k*ﬁ

WASHINGTON
ALCOTEST 9510

ARAH-0093

SERIAL NO. :
TEST NO.: 00251
DATE : 09/29/2013

Ak ko ok k k kK KK k ok ok xowk kKK &k KK

SUPERVISOR: TEST
Ak kK Kk Ak X KK KK * *k A ®*& &KX KX %%
gl 210L TIME
DIAGNOSTIC OK 08:58
AlR BLANK 0.000 08:58

EXT STD IR 0.009 08:58
EXT STD EC 0.008 08:58
AIR BLANK 0.000 08:59
EXT STD IR 0.009 09:00
EXT STD EC 0.009 09:00
AlR BLANK 0.000 09:01
EXT STD IR 0.009 09:01
EXT STD EC 0.009 09:01
AlIR BLANK 0.000 09:03
EXT STD IR 0.009 09:03
EXT STD EC 0.009 09:03
AIR BLANK 0.000 09:04
EXT STD IR 0.009 09:05
EXT STD EC. 0.009 09:05
AlIR BLANK 0.000 09:06
EXT STD IR 0.009 09:06
EXT STD EC 0.009 09:06
AlR BLANK 0.000 09:08
EXT STD IR 0.010 09:08
EXT STD EC 0.009 09:08
AIR BLANK 0.000 09:09
EXT 8TD IR 0.009 09:10
EXT STD EC 0.009 09:10
AIR BLANK 0.000 09:11
EXT STD IR 0.009 09:11
EXT STD EC 0.009 09:11
AlR BLANK 0.000 09:12
EXT STD IR 0.009 09:13
EXT STD EC 0.009 09:13
AIR BLANK 0.000 09:13
K

DIAGNOSTIC O

Aok kK Kok kok ok Ak ok Ak KR kKKK KA K




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0093

BATCH D00002




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchit: D00002 D00002
Reference Value: 0.0147 0.0147
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
Mean: 0.0140 0.0140
SD; 0.0000 0.0000
Bias %: -4.76 -4.76
CV %: 0.00 0.00
Mean-Ref. Value Difference: -0.0007 -0.0007
\‘a‘/{\f)@aluﬂ alzulzow
NAME OF TECHNICIAN PERFORMING TESTS DATE
0. Qvlwegz ol 20z
NAME OF TECHNICIAN REVIEWING RESULTS DATE

T
DRY4SZ
KAk KK Ak KA xR R KT KAk KXk KKk ok kok &k

WASHINGTON
ALCOTEST 9510
SERIAL NO. : . ARAH-0093
TEST NO. : 00207
DATE : 09/24/2013
KKk k ok ok koA kAN kAKKKKAKKR KK kR
SUPERVISOR TEST

Hk KK KA kKRR KK kA KA KK KK Rk AR
g/210L TIME
DIAGNOSTIC OK 11:18
AIR BLANK 0.000 11:18
EXT STD IR 0.014 11:18
EXT STD EC 0.014 11:18
AIR BLANK 0.000 11:20
EXT STD IR 0.014 11:20
EXT STD EC 0.014 11:20
~AIR BLANK 0.000 11:21
EXT STD IR 0.014 11:22
EXT STD EC 0.014. 11:22
AIR BLANK 0.000 11:23
EXT STD IR 0.014 11:24
EXT STD EC 0.014 11:24
AIR BLANK 0.000 11:25
EXT STD IR 0.014 11:25
EXT STD EC 0.014 11:25
AIR BLANK 0.000 11:27
EXT sSTD IR 0.014 1{1:27
EXT STD EC 0.014 11:27
AlIR BLANK 0.000 11:28
EXT STD IR 0.014 11:29
EXT STD EC 0.014 11:29
AIR BLANK 0.000 11:30
EXT sTD IR 0.014 11:30
EXT STD EC 0.014 11:30
AIR BLANK 0.000 11:32
EXT STD IR 0.014 11:32
EXT STD EC 0.014 11:32
AlIR BLANK 0.000 11:33
EXT STD IR 0.014 11:34
EXT STD EC 0.014 11:34
AlR BLANK 0.000 11:34
DIAGNOSTIC OK 11:35

A Ak ok Kk kxR R KRR AR K KA AN

OPERATOR SIGNATURE:
I




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER:

ARAH-0093

DATE OF TESTS: 9/25/2013
/R E/C
Simulator #: DR4492 DR4492 Z~ ;
Si . n DEZYUYA L
ImTherm#' DR4492 DR4492 gig***gtw***kkiinxiﬁ*w«k
Batchi: D00002 D00002 WASHINGTON
Reference Value: 0.0147 0.0147 BLCOTEST BS10
SERIAL NO.: ARAH-0093
0.014 0.013 TEST NO.: 00218
0.014 0.013 DATE:  rnmnns i ianstns
0.014 0.013 SUPERVISOR TEST
0.014 0.014 g/2i0L  TIME
0.014 0.014 DIAGNOSTIC OK 09:02
AlR BLANK 0.000 09:02
0.014 0.013 EXT STD IR 0.014 09:03
EXT STD EC 0.013 09:03
0.014 0.013 AIR BLANK 0.000 09:04
0.014 0.014 EXT STD IR 0.014 09:04
EXT STD EC 0.013 09:04
0.014 0.014 AIR BLANK 0.000 09:06
EXT STD IR 0.014 09:086
_ 0.014 0.013 EXT STD EC 0.013 09:06
. AIR BLANK 0.000 00:07
Mean: 00vH 0'013,4 EXT STD IR 0.014 09:08
SD: 0.0000 0.0005 EXT STD EC 0.014 09:08
Bias %: AIR BLANK 0.000 09:09
ias %: -4.76 -8.84 EXT STD IR 0.014 09:09
CV %: EXT STD EC 0.014 09:09
% .00 3.73 AIR BLANK 0.000 09:11
Mean-Ref. Value Difference: -0.0007 -0.0013 E’;T SI_D Ilzg gg1g gg”
£ EXT STD .01 :
AIR BLANK 0.000 09:12
EXT STD IR 0.014 09:13
EXT STD EC 0.013 09:13
AIR BLANK 0.000 09:14
EXT STD IR 0.014 09:15
_ EXT STD EC 0.014 09:15
z\]\ ’LU g ( JéIR BLANKR o_oog 89;12
sk Dy — ZsIT XT STD | 0.01 9:
EXT STD EC 0.014 09:16
NAME OF TECHNICIAN PERFORMING TESTS DATE AIR BLANK 0.000 09:18
EXT STD IR 0.014 09:18
o EXT STD EC 0.013 09:18
—D : AIR BLANK 0.000 09:19
i i DIAGNOSTIC OK 09:19
’ . 7 6_,4 q’Zb[LB R kA Ak KRR KR KA R * KA KA K KR Kk kX
NAME OF TECHNICIAN REVIEWING RESULTS DATE

oPE}AwNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermif: DR4492 DR4492
Batch#: D00002 D00002
Reference Value: 0.0147 0.0147
7 0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.014 0.014
0.015 0.014
0.014 0.014
0.014 0.014
0.015 0.014
Mean: 0.0142 0.0140
SD: 0.0004 0.0000
Bias %: -3.40 -4.76
CV %: 2.82 0.00
Mean-Ref. Value Difference: -0.0005 -0.0007
K Toubo afze i 3
NAME OF TECHNICIAN PERFORMING TESTS DATE
——
D. sJoves _QQJMS— Y-26-13
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

0% >RAYGZ

AR KK KXRAKAKKA R RRKKE KR & &R

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0093
TEST NO.: 00233
DATE : 09/26/2013

A RN K Kok k kK KA K kA KKK KN KKK K K

SUPERVISOR TEST

KR Kk Kk Kk ok ok kK ok kk ok kXK KKk k kK

g/2ioL TIME

DIAGNOSTIC OK 07:43
AlR BLANK 0.000 07:43
EXT STD IR 0.014 07:44
EXT STD EC 0.014 07:44
AIR BLANK 0.000 07:45
EXT STD IR 0.014 07:45
EXT STD EC 0.014 07:45
AIR BLANK 0.000 07:47
EXT STD IR 0.014 07:47
EXT STD EC 0.014 07:47
AIR BLANK 0.000 07:48
EXT STD IR 0.014 07:49
EXT STD EC 0.014 07:49
AlR BLANK 0.000 07:50
EXT STD IR 0.014 07:50
EXT STD EC 0.014 07:50
AIR BLANK 0.000 07:52
EXT STD IR 0.014 07:52
EXT STD EC 0.014 07:52
AIR BLANK 0.000 07:53
EXT STD IR 0.015 07:54
EXT STD EC 0.014 07:54
AlR BLANK 0.000 07:55
EXT STD IR 0.014 07:56
EXT STD EC 0.014 07:56
AIR BLANK 0.000 07:57
EXT STD IR 0.014 07:57
EXT STD EC 0.014 07:57
AIR BLANK 0.000 07:59
EXT STD IR 0.015 07:59
EXT STD EC 0.014 07:59
AIR BLANK 0.000 08:00
DIAGNOSTIC OK 08:00

ok kok ok ok ok kK ok X X okow ok ok kKK R Kk kK

OPER?EJ%TURE;

A |




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/27/2013

I/R E/C

Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchit: . D00002 D00002
Reference Value: 0.0147 ' 0.0147

‘ 0.013 0.013

0.014 0.013

0.014 0.014

0.014 0.013

0.014 0.014

0.014 . 0.014

0.014 0.014

0.014 0.014

0.014 0.014

- 0.014 0.014
Mean: 0.0139 0.0137

SD: 0.0003 0.0005

Bias %: -5.44 -6.80

CV %: 2.16 . 3.65
Mean-Ref. Value Difference: -0.0008 -0.001

1Z'*Deﬂ—l—bw olzaliz

NAME OF TECHNICIAN PERFORMING TESTS DATE

). QJCW‘J( 10(73(13

NAME OF TECHNICIAN REVIEWING RESULTS DATE

DY

. SERI

ALCOTEST 9510

AL NO. :

TEST NO.:
DATE :

SUPERVISOR TEST

DRYYPZ

kA KA Kk ok kR k k h ok ok k kR Ak kK kX kA kA

WASHINGTON

ARAH-0093

00242

09/27/2013

IR RS EREEEEEEESEEEE S EEEE RS

KRR K Ak kA KKK KA EREKRKK KK KK KR

g/210L
DIAGNOSTIC OK

AlIR
EXT
EXT
AIR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AIR
EXT
EXT
AlR
EXT
EXT
AIR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AlR
EXT
EXT
AlIR

DIAGNOST IC OK

BLANK
STD IR
STD EC
BLANK
STD IR
STD: EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK

(== = = - -l R e e B T T S = T — S — R W S Y

.000
.013
.013
.000
.014
. 013
.000
.014
.014

TIME
08:08
08:08
08:08
08:08
08:09
08:10
08:10
08:11
08:11
08:11
08:13
08:13
08:13
08:14
08:15

Ak R A Kk hk A KA XRXER A KK A KK KA & & K %

OPERATOR S|

e

ATURE :
s




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/29/2013

Doty

I/R E/C
Simulator #: DR4492 DRA4492
Sim Thermi: DR4492 DR4492
Batchi: D00002 D00002
Reference Value: 0.0147 0.0147
0.015 0.014
0.015 0.014
0.015 0.014
0.015 0.014
0.015 0.015
0.015 0.015
0.015 0.015
0.015 0.015
; 0.015 0.015
| 0.015 0.015
Mean: 0.0150 0.0146
SD: 0.0000 0.0005
Bias %:  2.04 -0.68
CV %: 0.00 3.42
Mean-Ref. Value Difference: 0.0003 -1E-04
- \Z\hé’./\_(—b-’l O'IZQ{‘;
NAME OF TECHNICIAN PERFORMING TESTS DATE

/0/23/{3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

b5 DruYd9T

Ak Kk kK kR K KKK kA ok kR R ok Ak h ok ok k&

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0093
TEST NO. : 00252
DATE : 09/29/2013

AEX Kk hk h kR AR ARk AR AR K kK AR

SUPERVISOR TEST
*iiﬁxkti********i**ki*it
g/210L TIME
DIAGNOSTIC OK 09:26
AlR BLANK 0.000 09:26
EXT STD IR 0.015 09:26

EXT STD EC 0.014 09:26
AlIR BLANK 0.000 09:28
EXT STD IR 0.015 09:28
EXT STD EC 0.014 09:28
AIR BLANK 0.000 09:29
EXT STD IR 0.015 09:30
EXT STD EC 0.014 09:30
AIR BLANK 0.000 09:31
EXT STD IR 0.015 09:31
EXT STD EC 0.014 09:31
AIR BLANK 0.000 09:33
EXT STD IR 0.015 09:33
EXT STD EC 0.015 09:33
AIR BLANK 0.000 09:34
EXT STD IR 0.015 09:35
EXT STD EC 0.015 00:35
AIR BLANK 0.000 09:36
EXT STD IR 0.015 09:37
EXT STD EC 0.015 09:37
AIR BLANK 0.000 09:38
EXT STD IR 0.015 09:38
EXT STD EC 0.015 09:38
AIR BLANK 0.000 09:40
EXT STD IR 0.015 09:40
EXT STD EC 0.015 09:40
AIR BLANK 0.000 09:41
EXT STD IR 0.015 09:42
EXT STD EC 0.015 09:42
AIR BLANK 0.000 09:42
DIAGNOSTIC 0K 09:43

kﬁ*tltt**********ttt****

OPERATPR SI|GNATURE:




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0093

BATCH D00003




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchi#: D00003 D00003
Reference Value: 0.0204 0.0204
0.016 0.015
0.017 0.016
0.017 0.017
0018 0.017
0.018 0.017
0.017 0.017
0.018 0.017
0.018 0.017
0.018 0.017
0.018 ‘ 0.017
Mean: 0.0175 0.0167
SD: " 0.0007 0.0007
Bias %: 14,22 -18.14
CV %: 4.00 419

Mean-Ref. Value Difference: -0.0029 -0.0037

|  alzylzoz

N

NAME OF TECHNICIAN PERFORMING TESTS DATE
D. Q‘/owgr ' /D//ZZ /20/2
'NAME OF TECHNICIAN REVIEWING RESULTS DATE

D NRYYYZ

XKk Rk KA KKEKKARAKKRKXANKKX & & XX

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
TEST NO.: 00208
DATE: 09/24/2013

A Rk ok k ok kA kKR R K K KR K KXAKXKKXRR

SUPERVISOR TEST

AKXk k kR kR K IKK KX KK XKKKKKKKX

g/210L TIME

DIAGNOSTIC OK 11:54
AIR BLANK 0.000 11:54
EXT STD IR 0.016 11:54
EXT STD EC 0.015 11:54
AIR BLANK 0.000 11:56
EXT STD IR 0.017 11:56
EXT STD EC 0.016 11:56
AIR BLANK 0.000 11:57
EXT STD IR 0.017 11:58
EXT STD EC 0.017 11:58
AIR BLANK 0.000 11:59
EXT STD IR 0.018 12:00
EXT STD EC 0.017 12:00
AIR BLANK 0.000 12:01
EXT STD IR 0.018 12:01
EXT STD EC 0.017 12:01
AIR BLANK 0.000 12:03
EXT STD IR 0.017 12:03
EXT STD EC 0.017 12:03
AIR BLANK 0.000 12:04
EXT STD IR 0.018 12:05
EXT STD EC 0.017 12:05
AIR BLANK 0.000 12:06
EXT STD IR 0.018 12:06
EXT STD EC 0.017 12:06
AIR BLANK 0.000 12:08
EXT STD IR 0.018 12:08
EXT STD EC 0.017 12:08
AIR BLANK 0.000 12:09
EXT STD IR 0.018 12:10
EXT STD EC 0.017 12:10
AIR BLANK 0.000 12:10
DIAGNOSTIC OK 12:11
A Kok ok kok Rk K kK Kk Rk kK kKK KK X KKK

OPERATOR 9I[GNATURE:

K1




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/25/2013

— >

I/R E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batché#: ’ D00003 . D00003
Reference Value: 0.0204 0.0204

0.020 0.019

0.021 0.019

0.020 0.019

0.021 0.019

0.020 . 0.019

0.020 0.019

0.020 0.020

0.020 : 0.019

0.020 .~ 0.019

0.020 0.019

Mean: 0.0202 0.0191

SD: 0.0004 0.0003

Bias %: -0.98 -6.37

CV %: 1.98 ‘ 1.57
Mean-Ref. Value Difference: -0.0002 -0.0013

< ek qlzsliz

NAME OF TECHNICIAN PERFORMING TESTS DATE
. Clvéneé 9lz i3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

g
oedu?

Kk KAk x A KKK AKRR KA R XK KHX X XK
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAH-0093
TEST NO.: ., 00219
DATE: 09/25/2013
*Ri*t***ik‘r****i{ii*i*t*t
SUPERV ISOR TEST
***ﬁkﬁﬁ*i**kﬁﬁ**k#******

g/210L TIME
DIAGNOSTIC OK 09:48
AIR BLANK 0.000 09:49
EXT STD IR 0.020 09:49
EXT STD EC 0.019 09:49
AIR BLANK 0.000 09:50
EXT STD IR 0.021 09:51
EXT STD EC 0.019 09:51
AlR BLANK 0.000 09:52
EXT STD IR 0.020 09:52
EXT STD EC 0.019 09:52
AIR BLANK 0.000 09:54
EXT STD IR 0.021 09:54
EXT STD EC 0.019 09:54
AIR BLANK 0.000 09:56
EXT STD IR 0.020 -09:56
EXT STD EC 0.019 09:56
AIR BLANK 0.000 09:57
EXT STD IR 0.020 09:58
EXT STD EC 0.019 09:58
AlR BLANK 0.000 09:59
EXT STD IR 0.020 09:59
EXT STD EC 0.020 09:59
AlR BLANK 0.000 10:01
EXT STD IR 0.020 10:01
EXT STD EC 0.019 10:01
AIR BLANK 0.000 10:02
EXT STD IR 0.020 10:03
EXT STD EC 0.019 10:03
AIR BLANK 0.000 10:04
EXT STD IR 0.020 10:05
EXT STD EC 0.019 10:05
AIR BLANK 0.000 10:05
DIAGNOSTIC OK 10:06

KA KK * AR ARG R AR Rk A KA XK AR AR
Oszgl%gtgiGNATURE:
{




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/26/2013

ARAH-0093 .

gf/210L

.000
.020
.020
.000
.020
.020
.000
.021
.020
.000
.021
.020
.000
021
.020
.000
.021
.020
.000
.021
.020
.000
. 021
.020
.000
.021
.020
.000
.021
.020
.000

CO0CO0O0O0OO0CO0O0O0COO0OCOOooOooOCCoOOCOODOCOD

I/R E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492
Batchit: D00003 D00003 PRI S P
Reference Value: 0.0204 0.0204
0.020 0.020
SERIAL NO.
0.020 0.020 TEST NO. :
0.021 0.020 DATE
0.021 0.020
0.021 0.020
0.021 0.020 DIAGNOSTIC OK
0.021 0.020 EXT STD IR
- EXT STD EC
0.021 0.020 AIR BLANK
| 0.021 0.020 s on B
‘ 0.021 0.020 AIR BLANK
EXT STD IR
Mean: 0.0208 0.0200 EXT STD EC
sD: 0.0004 ~0.0000 S
Bias %: 1.96 -1.96 EXT STD EC
AIR BLANK
CV %: - 1.92 0.00 EXT STD IR
EXT STD EC
Mean-Ref. Value Difference: 0.0004 -0.0004 AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
EXT STD IR
EXT STD EC
AIR BLANK
j:f/ ) EXT STD IR
: EXT STD EC
.D?,,,-Loﬂ CI/Z‘e [y AIR BLANK
EXT STD IR
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD EC
: AIR BLANK
EXT STD IR
— -—-é.;Z EXT STD EC
. — AIR BLANK
D. <-/0“’E5 - QAMGJ ?-2Lo-13 DIAGNOSTIC OK
NAME OF TECHNICIAN REVIEWING RESULTS DATE !

OPERATOR

NATURE :

T rysez

kK KK A K KK

WASHINGTON
ALCOTEST 9510

00234
09/26/2013

Kok ok Kk Kk kK KKK KKK KKK KRE KKK

SUPERVISOR TEST

BoA ok ok ok k ok kK KA K Kk KKk KK KKK AR

TIME

08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:
08:

Kok k ok k Ak ok ok kKR OK K AR KKk R KKK KKK

15

e A




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/27/2013

/R E/C
Simulator #: DR4492 - DR4492
Sim Thermi: DR4492 DR4492
Batchi: D00003 - D00003
Reference Value: 0.0204 0.0204
0.019 0.019
0.020 0.019
0.020 0.019-
0.020 0.019
0.020 0.020
0.021 0.020
0.021 0.020
0.020 0.020
0.020 0.020
0.020 0.020
Mean: 0.0201 i 0.0196
SD: 0.0006 0.0005
Bias %: -1.47 -3.92
CV %: 2.99 2.55
Mean-Ref, Value Difference: - -0.0003 -0.0008

\Z D ef\;“\‘u« q (‘Z’? (( 7

NAME OF TECHNICIAN PERFORMING TESTS DATE
'fZ) ClJ;w%/ HJ%BLB
NAME OF TECHN|C|‘.’AN REVIEWING RESULTS DATE

bﬁ najqqz

Kok R ok ok ok ok ok R K KR Rk kKKK * ok kK %

WASHINGTON
ALCOTEST 9510

SERIAL NO.: - ARAH-0093
TEST NO.: 00243
DATE : 09/27/2013

Ak k kkk R AKX KK Ak Rk k&% & XR K& &K

SUPERVISOR TEST

kkk Kk k kK k ok kK kkoAkKkKKKKK KKK

g/210L TIME

DIAGNOSTIC OK 08:31
AlIR BLANK 0.000 08:31
EXT STD IR 0.019 08:32
EXT STD EC 0.019 08:32
AIR BLANK 0.000 08:33
EXT STD IR 0.020 08:34
EXT STD EC 0.019 08:34
AlIR BLANK 0.000 08:35
EXT STD IR 0.020 08:35
EXT STD EC 0.019 08:35
AIR BLANK 0.000 08:37
EXT sTD IR 0.020 08:37
EXT STD EC 0.019 08:37
AlIR BLANK 0.000 08:38
EXT STD IR 0.020 08:39
EXT STD EC 0.020 08:39
AlR BLANK 0.000 08:40
EXT STD IR 0.021 08:41
EXT STD EC 0.020 08:41
AIR BLANK 0.000 08:42
EXT €TD IR 0.021 08:42
EXT STD EC 0.020 08:42
AIR BLANK 0.000 08B:44
EXT STD IR 0.020 08:44
EXT STD EC 0.020 08:44
AlR BLANK 0.000 08:45
EXT sTD IR 0.020 08:46
EXT STD EC 0.020 08:46
AIR BLANK 0.000 08:47
EXT STD IR 0.020 08:48
EXT STD EC 0.020 08:48
AlIR BLANK 0.000 08:48
DIAGNOSTIC OK 08:49

kkk kk A KKk KK kK KKRXKAKNK R KAKK K

OFEHZQ/EATUHE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/29/2013

I/R E/C Y .
Simulator #: DR4492 DR4492 5 pRUMIZ-
Sim Therm#: DR4492 DR4492 Ak kK kK Kk ok kR oAk kK A h KKk Ak K kK
WASHINGTON
Batchi: D00003 D00003 ALCOTEST 9510
Reference Value: 0.0204 0.0204 " SERIAL NO. : ARAH- 0093
' TEST NO. : 00253
0.019 0.019 DATE : 00/29/2013
0020 0.019 kK KK X K A A KK XKk A& AKXEKEKXA KKK
0.019 0.019 NP e i s i by PETTT
g/210L  TIME
0.020 0.019 DIAGNOSTIC OK 09:57
0.020 0.020 AIR BLANK 0.000 09:57
EXT STD IR 0.019 09:57
0.020 0.020 EXT STD EC 0.019 09:57
AIR BLANK 0.000 09:58
0.020 0.019 EXT STD IR 0.020 09:59
0.020 0.020 EXT STD EC 0.019 09:59
AIR BLANK 0.000 10:00
0.020 0.020 EXT STD IR 0.019 10:01
EXT STD EC 0.019 10:01
Qo3 0.020 AIR BLANK 0.000 10:02
Mean: 0.0199 0.0195 EXT STD IR 0.020 10:02
EXT STD EC 0.019 10:02
SD: 0.0006 0.0005 AIR BLANK 0.000 10:04
. . EXT STD IR 0.020 10:04
Bias %: -2.45 -4.41 EXT STD EC 0.020 10:04
CV %: 3.0 2.56 , AIR BLANK  0.000 10:05
EXT STD IR~ 0.020 10:06
Mean-Ref. Value Difference; -0.0005 -0.0009 EXT STD EC 0.020 10:08
AIR BLANK 0.000 10:07
EXT STD IR 0.020 10:08
EXT STD EC 0.019 10:08
AIR BLANK 0.000 10:09
EXT STD IR 0.020 10:00
: EXT STD EC 0.020 10:09
AIR BLANK 0.000 10:11
Z { EXT STD IR 0.020 410:11
| yn-ben - 42801y EXT STD EC  0.020 10:11
AIR 0.000 :
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT g[fSN*I(R 0.821 :gig
EXT STD EC 0.020 10:13
- AIR BLANK 0.000 10:13
‘ ’; ‘ﬁé / / DIAGNOSTIC OK 10:14
4 : # nes— [0][23 I3 OPERATOR S[I[GNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE lz




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0093

BATCH D00004




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/24/2013

— Dl

I/R E/C
Simulator #: DR4492 DR4492
© Sim Therm#: DR4492 - DR4492
Batchi: D00004 D00004
Reference Value: 0.0408 0.0408
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.040 0.040
0.041 0.040
0.040 0.040
0.040 0.039
0.040 0.039
0.040 0.039
Mean: 0.0405 0.0397
SD: 0.0005 0.0005
! Bias %: -0.74 -2.70
CV %: 1.23 1.26
Mean-Ref. Value Difference: -0.0003 -0.0011

|Z. Deatva qlz4 ( (3

NAME OF TECHNICIAN PERFORMING TESTS DATE

_D. Q;‘:zm_fg/ /0/ 23/1S

NAME OF TECHNICIAN REVIEWING RESULTS DATE

NRYqI 7
ok ok ok ok ok ok ok ok Rk kR ok KA A K R ARK KX koK
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAH-0093
TEST NO. : 00210
DATE: 09/24/2013
* k ok K ok Aok ok k ok ok Rk ok Ak koA K KA KKK koK
SUPERVISOR TEST
oW ok ok ok ok ok Rk ok ok ok ok ok AR KK AR R kKA kK

g/210L TIME
DIAGNOSTIC OK 13:10
AIR BLANK 0.000 13:10
EXT STD IR 0.041 13:11
EXT STD EC 0.040 13: 11
AlIR BLANK 0.000 13:12
EXT STD IR 0.041 13:13
EXT STD EC 0.040 13:13
AlR BLANK 0.000 13:14
EXT STD IR 0.041 13:14
EXT STD EC 0.040 13:14
AlR BLANK 0.000 13:16
EXT STD IR 0.041 13:16
EXT STD EC 0.040 13:16
AIR BLANK 0.000 13:18
EXT STD IR 0.040 13:18
EXT STD EC 0.040 13:18
AIR BLANK 0.000 13:19
EXT STD IR 0.041 13:20
EXT STD EC 0.040 13:20
AlR BLANK 0.000 13219
EXT STD IR 0.040 13:22
EXT STD EC 0.040 13:22
AlIR BLANK 0.000 13:23
EXT STD IR 0.040 13:24
EXT STD EC 0,039 13:24
AlIR BLANK 0.000 13:25
EXT STD IR 0.040 13:25
EXT STD EC 0.039 13:25
AlR BLANK 0.000 13:27
EXT STD IR 0.040 13:27
EXT STD EC 0.039 13:27
AlIR BLANK 0.000 13:28
DIAGNOSTIC OK 13:28
Kk R ok ok k k kK R R Ak k kK k kK kA k kK X A A Kk

NATURE

OP€29TOH
/




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/25/2013

] «.Dil,

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batch#: - D00004 D00004
Reference Value: 0.0408 0.0408

0.039 0.038

0.040 0.039

0.040 ) 0.039

0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.039

0.040 0.039

0.040 ' 0.039
Mean: 0.0399 0.0389
SD: 0.0003 : 0.0003

Bias %: -2.21 - -4.66

CV %: 0.75 0.77
Mean-Ref. Value Difference: -0.0009 -0.0019

li--. r’\f\&'u’\ OE\FZS& s

NAME OF TECHNICIAN PERFORMING TESTS DATE

. Qfék’ [ - ol s lis

NAME OF TECHNICIAN REVIEWING RESULTS DATE

PRH{GZ
WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
TEST NO. : 00223
DATE : . . 09/257/2013

kokok Kok ok ok ok KKKk Kk kR KKK KKK KKK

SUPERVISOR TEST

KAk khk h kk k* AKXk *hkxXXXEkEkKX KK

gl/210L TIME

DIAGNOSTIC OK 12:01
AIR BLANK 0.000 12:01
EXT STD IR 0.039 12:01
EXT STD EC 0.038 12:01
AIR BLANK 0.000 12:03
EXT STD IR 0.040 12:03
EXT STD EC 0.039 12:03
AIR BLANK 0.000 12:05
EXT STD IR 0.040 12:05
EXT STD EC 0.039 12:05
AlIR BLANK 0.000 12:06
EXT STD IR 0.040 12:07
EXT STD EC 0.039 12:07
AIR BLANK 0.000 12:08
EXT STD IR 0.040 12:09
EXT STD EC 0.039 12:09
AIR BLANK 0.000 12:10
EXT STD IR 0.040 12:10
EXT STD EC 0.039 12:10
AlR BLANK 0.000 12:12
EXT STD IR 0.040 12:12
EXT STD EC 0.039 12:12
AlR BLANK 0.000 12:14
EXT STD IR 0.040 12:14
EXT STD EC 0.039 12:14
AIR BLANK 0.000 12:15
EXT STD IR 0.040 12:16
EXT STD EC 0.039 12:16
AIR BLANK 0.000 12:17
EXT STD IR 0.040 12:18
EXT STD EC 0.039 12:18
AIR BLANK 0.000 12:18
DIAGNOSTIC OK 12:19

Kk kR R R ARk AKNK KA AKX AKX AKX KK KR

OPET;?OR S| GNATURE :

bl




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermik: DR4492 DR4492
_ Batchi: D00004 D00004
Reference Value: 0.0408 0.0408
0.040 0.039
0.040 0.040
0.040 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.041
0.041 0.040
0.041 0.040
0.041 0.040
~ Mean: 0.0407 0.0400
SD: 0.0005 0.0005
Bias %: -0.25 -1.96
CV %: 1.23 1.25
Mean-Ref. Value Differmﬁ:e: -0.0001 -0.0008
/57312,,40#\ 4 Zé{(_?
NAME OF TECHNICIAN PERFORMING TESTS DATE
D, owes D e 4-26-13
NAME OF TECHNICIAN REVIEWING RESULTS DATE

G DRULGZ
Ak kK ok h k k Kk kk k ok k ok Rk Kk kK k ¥ k &
WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0093
TEST NO. : 00235
DATE: 09/26/2013

EREEEEEEEEEEEEEEEE I

SUPERVISOR TEST
KKKk h KAk KRXXKA KKK A KK KK KA
g/210L TIME
DIAGNOSTIC OK 09:01
AlR BLANK 0.000 09:01
EXT STD IR 0.040 09:01

EXT STD EC 0.039 09:01
AlIR BLANK 0.000 09:03
EXT STD IR 0.040 09:03
EXT STD EC 0.040 ~09:03
AlIR BLANK 0.000 09:05
EXT STD IR 0.040 09:05
EXT STD EC 0.040 09:05
AlR BLANK 0.000 09:06
EXT STD IR 0.041 09:07
EXT STD EC 0.040 09:07
AIR BLANK 0.000 09:08
EXT STD IR 0.041 09:089
EXT STD EC 0.040 09:09
AIR BLANK 0.000 09:10
EXT STD IR 0.041 09:10
EXT STD EC 0.040 09:10
AlR BLANK 0.000 09:12
EXT sTD IR 0.041 09:12
EXT STD EC 0.041 09:12
AlR BLANK 0.000 09:14
EXT STD IR 0.041 09:14
EXT STD EC 0.040 09:14
AlIR BLANK 0.000 09:15
EXT STD IR 0.041 09:186
EXT STD EC 0.040 09:16
AlR BLANK 0.000 09:17
EXT STD IR 0.041 09:18
EXT STD EC 0.040 09:18
AIR BLANK 0.000 09:18
DIAGNOSTIC OK 09:19

k kK k ok k k kK k kA ok &k ok kok ok w KK KK KKK

OPERAZOEEEEIE{ATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi#: DR4492 DR4492
Batch#: D00004 D00004
Reference Value: 0.0408 0.0408
0.038 0.037
0.040 0.039
0.040 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.040 0.040
0.040 0.040
Mean: 0.0403 0.0396
SD: 0.0009 0.0010
Bias %: -1.23 -2.94
CV %: 2.23 2.53
Mean-Ref. Value Difference: -0.0005 -0.0012

‘Z _Dé’(r"uf\ 0\ !'27 (l 3

NAME OF TECHNICIAN PERFORIVIING TESTS DATE
1; > \wéwg/ 10/23 /,'3
NAME OF TECHNICIAN REVIEWING RESULTS - DATE

*ttt*tnta**tﬁk*tﬂ*tt***s

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
TEST NO.: 00244
DATE: 09/27/2013

*t***txi**t*ﬁ**tk*&w*x**

SUPERVISOR TEST

xkktik#t***h#*t***k**k*ﬂ

g/210L  TIME

DIAGNOSTIC OK 09:056
AIR BLANK 0.000 09:05
EXT STD IR 0.038 09:05
EXT STD EC 0.037 09:05
AIR BLANK 0.000 09:07
EXT STD IR 0.040 09:07
EXT STD EC 0.039 09:07
AIR BLANK 0.000 09:09
EXT STD IR 0.040 09:09
EXT STD EC 0.040 00:00
AlIR BLANK 0.000 09:11
EXT STD IR 0.041 09:11
EXT STD EC 0.040 096:11
AIR BLANK 0.000 09:12
EXT STD IR 0.041 09:13
EXT STD EC 0.040 09:13
AlR BLANK 0.000 09:14
EXT STD IR 0.041 00:15
EXT STD EC 0.040 09:15
AIR BLANK 0.000 09:16
EXT sTD IR 0.041 09:16
EXT STD EC 0.040 09:16
AIR BLANK 0.000 09:18
EXT STD IR 0.041 09:18
EXT STD EC 0.040 09:18
AIR BLANK 0.000 09:20
EXT STD IR 0.040 09:20
EXT STD EC 0.040 09:20
AIR BLANK 0.000 09:22
EXT STD IR 0.040 09:22
EXT STD EC 0.040 09:22
AIR BLANK 0.000 09:23
DIAGNOSTIC OK 09:23

iikkxtk*iﬁ**ﬁtiki**x***t




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/29/2013

==

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermé: DR4492 DR4492
Batchi#: D00004 D00004
Reference Value: 0.0408 0.0408
0.041 0.040
0.040 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
0.041 0.040
( 0.041 0.040
0.041 0.040
Mean: 0.0409 0.0400
SD:-  0.0003 0.0000
Bias %: 0.25 -1.96
CV %: 0.73 0.00
Mean-Ref. Value Difference: 0.0001 -0.0008
IZ\D&—LD«-\ . (Z‘?f L3
NAME OF TECHNICIAN PERFORMING TESTS DATE
43A24éqf' /mé3%3
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

e REHHE T

Kk k kKKK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0093
TEST NO.: 00254
DATE: 09/29/2013

Fh KA XKAKRAKNA R A Kk kKX EK Kk & &

SUPERVISOR TEST

AE KA KKK KK KKK AR T R A KK *ohox K

g/f210L TIME

DIAGNOSTIC OK 10:28
AlR BLANK 0.000 10:28
EXT STD IR 0.041 10:29
EXT STD EC 0.040 10:29
AlIR BLANK 0.000 10:30
EXT STD IR 0.040 10:30
EXT STD EC 0.040 10:30
AlR BLANK 0.000 10:32
EXT STD IR 0.041 10:32
EXT STD EC 0.040 10:32
AlIR BLANK 0.000 10:34
EXT STD IR 0.041 10:34
EXT STD EC 0.040 10:34
AIR BLANK 0.000 10:36
EXT STD IR 0.041 10:36
EXT STD EC 0.040 10:36
AIR BLANK 0.000 10:37
EXT STD IR 0.041 1{0:38
EXT STD EC 0.040 10:38
AlIR BLANK 0.000 10:39
EXT STD IR 0.041 10:40
EXT STD EC 0.040 10:40
AlR BLANK 0.000 10:41
EXT STD IR 0.041 10:41
EXT STD EC 0.040 10:41
AIR BLANK 0.000 10:43
EXT STD IR 0.041 10:43 .
EXT STD EC 0.040 10:43
AlIR BLANK 0.000 10:45
EXT STD IR 0.041 10:45
EXT STD EC 0.040 10:45
AIR BLANK 0.000 10:46
DIAGNOSTIC 0K 10:46

Kkk ko hhdhR R r Kk nkohkd XXk K&K

OPERATOR SIGNATURE:

K




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
 ARAH-0093

BATCH D00005




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/24/2013

/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchi: D00005 D00005
Reference Value: 0.0804 0.0804
0.079 0.078
0.080 0.079
0.080 0.079
b.OBO 0.080
0.081 0.080
0.080 0.080
0.081 0.080
0.081 0.080
0.081 0.080
0.081 0.081
Mean: 0.0804 0.0797
SD: 0.0007 0.0008
Bias %: 0.00 -0.87
CV %: 0.87 1.00
0.0000 -0.0007

Mean-Ref. Value Difference:

1 Dk

‘Z( IZL(/ s

NAME OF TECHNICIAN PERFORMING TESTS

DATE

40 23/20_r3

D)ot

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

— Dl
Hq9 2
!ﬁ**t*t**t*Qgi*i?i***
WASHINGTON
ALCOTEST 9510
SERIAL NO. : ARAH-0093
TEST NO.: 00211
DATE: 09/24/2013
ti*kttti***txt**t**a**it
SUPERVISOR TEST

*‘Ai*****tﬁﬁitk*i****k*it

g/210L TIME
DIAGNOSTIC OK 13:57
AIR BLANK 0.000 13:58
EXT STD IR 0.079 13:58
EXT STD EC 0.078 13:58
AlR BLANK 0.000 13:59
EXT STD IR 0.080 14:00
EXT STD EC 0.079 14:00
AIR BLANK 0.000 14:01
EXT STD IR 0.080 14:02
EXT STD EC 0.079 14:02
AIR BLANK 0.000 14:03
EXT STD IR 0.080 14:04
EXT STD EC 0.080 14:04
AIR BLANK 0.000 14:05
EXT STD IR 0.081 14:05
EXT STD EC 0.080 14:05
AIR BLANK 0.000 14:07
EXT STD IR 0.080 14:07
EXT STD EC 0.080 14:07
AlIR BLANK 0.000 14:09
EXT STD IR 0.081 14:09
EXT STD EC 0.080 14:09
AlR BLANK 0.000 14:11
EXT STD IR 0.081 14:11
EXT STD EC 0.080 14:11
AlR BLANK 0.000 14:13
EXT STD IR 0.081 14:13
EXT STD EC 0.080 14:13
AIR BLANK 0.000 14:14
EXT STD IR 0.081 14:15
EXT STD EC 0.081 14:15
AIR BLANK 0.000 14:15
DIAGNOSTIC OK 14:16

*R Ak rkxx ok hok bk kA ok x ok kxox kA

OPERAJOR SIGNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/25/2013

I/R E/C :
simulator #: DR4492 DR4492 b 0 ﬁ_(ﬁdﬂ/‘
Sim Therm#: g DR4492 DR4492 BERA R KA A KRER KRR R E XA S hhow g on
. WASHINGTON
Batchi#: D00005 D00005 ALCOTEST 9510
Reference Value: 0.0804 0.0804 —
L NO. : ARAH- ;
0.076 0.074 TEST No. : Govs
DATE :
0.078 0.076 T L]
0.078 0.077 " aas SUPERVISOR TEST
0.078 : 0.077 o g/210L TIME
NOSTIC OK .
0.078 0076 AIR BLANK 0000 3.1
© EXT STD IR 0.076 13:17
0.078 : 0.076 EXT STD EC 0.074 13:17
0.078 0.077 é)ﬁ BLANK 0.000 13:18
STD IR 0.078 13:19
0.078 0.077 EXT STD EC 0.076 13:19
0.078 0.077 AlR BLANK 0.000 13:20
EXT STD IR 0.078 13:21
0.078 0.077 EXT STD EC 0.077 13;21
AIR BLANK  0.000 13:22
Mean: 0.0778 0.0764 EXT STD IR 0.078 13:22
) EXT STD EC 0.077 13:22
SD: 0.0006 0.0010 AIR BLANK 0.000 13:24
Bias %: -3.23 -4.98 EXT STD IR 0.078 13:24
EXT STD EC 0.076 13:24
, CV %: 0.77 1.31 AIR BLANK  0.000 13:26
" Mean-Ref. Value Difference: -0.0026 -0.004 E))g glg IIEE‘ gg;g :g gg
. ' AIR BLANK 0.000 13:28
EXT STD IR 0.078 13:28
EXT STD EC 0.077 13:28
AIR BLANK 0.000 13:30
EXT STD IR 0.078 13:30
; EXT STD EC 0.077 13:30
AlR BLANK 0.000 13:32
EXT STD IR 0.078 13:32
‘\/\Den‘l‘“w\ QIZS‘B EXT STD EC 0.077 13:32
NAME OF TECHNICIAN PERFORMING TESTS DATE AIR BLANK  0.000 13:33
EXT STD IR 0.078 13:34
’ EXT STD EC 0.077 13:34
AIR BLANK 0.000 13:34
D c ) ( DIAGNOSTIC OK 13:35
. = ne éﬂ Qzte t3 OPERATO GNATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE lz :




'METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchi: D00005 D00005
Reference Value: 0.0804 0.0804
0.081 0.080
0.082 0.081
0.082 0.080
0.081 0.080
0.082 0.081
0.082 0.080
0.082 0.081
0.082 0.081
0.082 0.081
0.082 0.081
Mean: 0.0818 0.0806
SD: 0.0004 0.0005
Bias %: 1.74 0.25
CV %: 0.49 0.62
Mean-Ref. Value Difference: 0.0014 0.0002
| [ s P T alze\ 13
NAME OF TECHNICIAN PERFORMING TESTS DATE
D] Qé&% 9/ 2@/,/3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

V5 DRy G2

Kok ok kK Kk kK ARXRRAR R FEKARARKKE KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
TEST NO.: 00236
DATE : 09/26/2013

A kK Kk khk Kk k k kKK A K AKRKKKXKKX XK KK

SUPERVISOR TEST

k ok ok ok kk Kk Kk kk ok kX ohok kKK KKK KKK

g/210L T IME

DIAGNOSTIC OK 09:48
AIR BLANK 0.000 09:48
EXT STD IR 0.081 09:48
EXT STD EC 0.080 09:48
AIR BLANK 0.000 09:50
EXT STD IR 0.082 09:50
EXT STD EC 0.081 09:50
AlR BLANK 0.000 09:52
EXT STD IR 0.082 09:52
EXT STD EC 0.080 09:52
AIR BLANK 0.000 09:54
EXT STD IR 0.081 09:54
EXT STD EC 0.080 09:54
AlIR BLANK 0.000 09:55
EXT STD IR 0.082 09:56
EXT STD EC ©0.081 09:56
AIR BLANK 0.000 09:57
EXT STD IR 0.082 09:58
EXT STD EC 0.080 09:58
AIR BLANK 0.000 '00:59
EXT STD IR 0.082 10:00
EXT STD EC 0.081 10:00
AR BLANK 0.000 10:01
EXT STD IR 0.082 10:02
EXT STD EC 0.081 10:02
AlR BLANK 0.000 10:03
EXT STD IR 0.082 10:03
EXT STD EC 0.081 10:03
AIR BLANK 0.000 10:05
EXT STD IR 0.082 10:05
EXT STD EC 0.081 10:05
AR BLANK 0.000 10:06
DIAGNOSTIC OK 10:07
h ok ok ok ok ok ok kR ox K xR ow K KX kR Rk kKK

OPERATPR S|




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR4492 DR4492 -

Sim Therm#: DR4492 DR4492
Batchi: D00005 D00005
Reference Value: 0.0804 0.0804

0.079 0.077

0.080 0.079

0.081 0.079

0.081 0.080

0.081 0.080

0.081 0.080

0.081 0.080

0.081 0.080

. 0.081 0.080

0.081 . 0.080

Mean: 0.0807 0.0795

SD: 0.0007 0.0010

Bias %: 0.37 -1.12

CV %: 0.87 1.26
Mean-Ref. Value Difference: 0.0003 -0.0009

12 el

‘1(27((’;’

W

NAME OF TECHNICIAN PERFORMING TESTS

D. Qﬁéheﬁ/

DATE

19/23 /IB

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

E

DR YYIZ

I EEEEEE R E R EEE R

WASHINGTON
ALCOTEST 9510

SERIAL NO.:
TEST NO.:
DATE :

kR kkk kR K R KKK KKK K KKKAKRK KR K&K

ARAH-0093
00245
09/277/2013

SUPERVISOR TEST

AARKE XK RAK R KR Ak X kk A XX &R AKX

g/2i0L TIME

D1AGNOSTIC OK 09:45
AIR BLANK  0.000 09:46
EXT STD IR 0.079 09:46
EXT STD EC 0.077 09:46
AIR BLANK 0.000 00:47
EXT STD IR 0.080 009:48
EXT STD EC 0.079 09:48
AIR BLANK 0.000 09:49
EXT STD IR 0.081 09:50
EXT STD EC 0.079 09:50
AIR BLANK 0.000 09:51
EXT STD IR 0.081 09:52
EXT STD EC 0.080 09:52
AIR BLANK  0.000 09:53
EXT STD IR 0.081 09:54
EXT STD EC 0.080 09:54
AIR BLANK  0.000 09:55
EXT STD IR 0.081 09:55
EXT STD EC 0.080 09:55

- AIR BLANK  0.000 09:57
EXT STD IR 0.081 09:57
EXT STD EC 0.080 00:57
AIR BLANK  0.000 09:59
EXT STD IR 0.081 09:59
EXT STD EC 0.080 09:59
AIR BLANK 0.000 10:01
EXT STD IR 0.081 10:01
EXT STD EC 0.080 10:01
AIR BLANK 0.000 10:03
EXT STD IR 0.081 10:03
EXT STD EC 0.080 10:03
AIR BLANK  0.000 10:04
DIAGNOSTIC OK 10:04
*t*i*tt**i*ﬂttki**k*ﬁkt*
OPERAT

ﬂAT URE:




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermit: DR4492 DR4492
Batchi#: D00005 D00005
Reference Value: 0.0804 0.0804
0.081 0.080
0.082 0.081
0.082 0.081
0.081 0.081
0.081 0.081
0.081 0.081
0.081 0.081
0.081 0.081
0.081 0.081
0.081 0.081
Mean: 0.0812 0.0809
SD: 0.0004 0.0003
Bias%: © 1.00 0.62
CV %: 0.49 0.37
Mean-Ref. Value Difference: 0.0008 0.0005
‘Z Beﬂ-(_b“‘l 4 ( '23(1 7
NAME OF TECHNICIAN PERFORMING TESTS DATE
Z ‘?Aw 5 /0 / 23/ 5
DATE

NAME OF TECHNICIAN REVIEWING RESULTS

05 DRYY YL

* kKK KKK KKK KK KKk kKKK kK kR kK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0093
TEST NO.: 00256
DATE: 09/297/2013

kK kXA Kk kA k kX kK kX ok k kWK KKK K KR

SUPERVISOR TEST

Kok kK k ok k ok ok ok k ok ok k ok ok ok ok Kk Kk Kk kK

g/210L TIME

DIAGNOSTIC OK 11:32
AlR BLANK 0.000 11:32
EXT STD IR ©0.081 11:33
EXT STD EC 0.080 11:33
AlR BLANK 0.000 11:34
EXT STD IR 0.082 11:35
EXT STD EC o0.081 11:35
AIR BLANK 0.000 11:36
EXT STD IR 0.082 11:37
EXT STD EC 0.081 11:37
AIR BLANK 0.000 11:38
EXT STD IR 0.081 11:38
EXT STD EC 0.081 11:38
AlIR BLANK 0.000 11:40
EXT STD IR 0.081 11:40
EXT STD EC 0.081 11:40
AlR BLANK 0.000 11:42
EXT STD IR 0.081 11:42
EXT STD EC 0.081 11:42
AlIR BLANK 0.000 11:44
EXT STD IR 0.081 11:44
EXT STD EC 0.081 11:44
AIR BLANK 0.000 11:46
EXT STD IR 0.081 11:46
EXT STD EC 0.081 11:46
AIR BLANK 0.000 11:48
EXT STD IR 0.081 11:48
EXT STD EC 0.081 11:48
AIR BLANK 0.000 11:50
EXT STD IR 0.081 11:50
EXT STD EC 0.081 11:50
AIR BLANK 0.000 11:51
DIAGNOSTIC OK 11:51

*k ok k ok kK k kR K Rk kA R AKK XX XK KX




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0093

BATCH D00006




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/24/2013

IR E/C
Simulator #: DR4492 DR4492
Sim Thermit: DR4492 DR4492
Batchit: D00006 D00006
Reference Value: 0.1522 0.1522
0.153 0.152
0.153 0.152
0.153 0.152
0.153 0.152
0.153 0.152
0.153 0.152
0.153 0.153
0.153 0.154
0.153 0.154
0.152 0.153
Mean: 0.1529 0.1526
SD: 0.0003 0.0008
Bias %: 0.46 0.26
CV %: 0.20 0.52
Mean-Ref, Value Difference: 0.0007 0.0004
l<:{thqr\>€lf\“tibf\ Cil ZLLQK ‘E;
NAME OF TECHNICIAN PERFORMING TESTS DATE

D). o

/0/23 /;3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

o .Oo,%bt“q/

XEEX KK AR XNKKR KKK KRN KR Kk Kk

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
TEST NO. : 00213
DATE: 09/247/2013

Bk AXA AN K Ak AAKRRRARNK KR KR A K o* K

SUPERVISOR TEST

kR kK Kk KRR RAKK KK AKRK KK KKK A KA

g/210L TIME

DI AGNOSTIC OK 15:22
AlR BLANK 0.000 15:22
EXT STD IR 0.153 15:22
EXT STD EC 0.152 15:22
AlTR BLANK 0.000 15:24
EXT 8TD IR 0.153 15:24
EXT STD EC 0.152 15:24
AlIR BLANK 0.000 15:28
EXT STD IR 0.153 15:26
EXT STD EC 0.152 15:26
AIR BLANK 0.000 15:28
EXT- STD IR 0.153 15:28
EXT STD EC 0.152 15:28
AIR BLANK 0.000 15:30
EXT STD IR 0.153 15:30
EXT STD EC 0.152 15:30
AIR BLANK 0.000 15:32
EXT STD IR 0.153 15:32
EXT STD EC 0.152 15:32
AlR BLANK 0.000 15:34
EXT STD IR 0.153 15:34
EXT STD EC 0.153 15:34
AIR BLANK 0.000 15:36
EXT sTD IR 0.153 15:36
EXT STD EC 0.154 15:36
AlIR BLANK 0.000 15:38
EXT sTD IR 0.153 15:38
EXT STD EC 0.154 15:38
AlR BLANK 0.000 15:40
EXT STD IR 0.152 15:40
EXT STD EC 0.153 15:40
AlR BLANK 0.000 15:41
DIAGNOSTIC OK 15:42

kKKK KK KK ¥k Kk kA kK A KK KK &k ko kK

OPERATOR & IGNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batch#: D00006 D00006
Reference Value: . 0.1522 0.1522
0.150 - 0.148
0.149 0.147
0.149 0.147
0.149 0.147
0.150 0.148
0.151 0.149
0.151 0.150
0.151 0.149
0.151 0.150
0.151 0.150
Mean: 0.1502 0.1485
SD: 0.0009 0.0013
Bias %: -1.31 : -2.43
CV %: 0.60 0.88
Mean-Ref. Value Difference: -0.0020 -0.0037

Ty T T alzslys

NAME OF TECHNICIAN PERFORMING TESTS DATE
D . _,Lwegr 9213

NAME OF TECHNICIAN REVIEWING RESULTS DATE

Bl

D444

2

!tﬂ*ti‘*a*#txt**tki**tttk

SER

WASHINGTON
ALCOTEST 9510

IAL NO.: ARAH-0093
00227

TEST NO. :

DATE:

09/25/2013

t**iknkt*ﬁiﬂﬁ****i*ikt*k

SUPERVISOR TEST

*ii***t**tii*tﬁi**ii****

TIME

AIR
EXT
EXT
AlR
EXT
EXT
AIR
EXT
EXT
AIR
EXT
EXT
AlR
EXT
EXT
AIR
EXT
EXT
AIR
EXT
EXT
AIR
EXT
EXT
AIR
EXT
EXT
AIR
EXT
EXT

a/210L
DIAGNOSTIC OK

BLANK 0.000
STD IR 0.150
STD EC 0.148
BLANK 0.000
STD IR 0.149
STD EC 0.147
BLANK 0.000
STD IR 0.149
STD EC 0.147
BLANK 0.000
STD IR 0.149
STD EC 0.147
BLANK 0.000
STD IR 0.150
STD EC 0.148
BLANK 0.000
STD IR 0.151
STD EC 0.149
BLANK 0.000
STD IR 0.151
STD EC 0.150
BLANK 0.000
sSTD IR 0.151
STD EC 0.149
BLANK 0.000
sTD IR 0.151
STD EC 0.150
BLANK 0.000
sTD IR 0.151
STD EC 0.150
BLANK 0.000

AlIR

DIAGNOSTIC OK

Kk A KA KkRKEKK R KKK KAKKRR KK

X kK

OPERATOR SHBNATURE :

13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:
14:

53
53
54
54
55
56
56
57
58
58
59
59
59
01
01
01
03
03
03
05
05
05
07
07




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: - DR4492 DR4492
Sim Thermit: DR4492 DR4492
Batché#: D00006 D00006
Reference Value: 0.1522 0.1522
' 0.154 0.152
0.154 0.152
0.153 0.152
0.153 0.152
0.154 0.153
0.155 0.154
0.155 0.154
0.156 0.154
0.155 0.154
0.155 0.154
Mean: 0.1544 0.1531
SD: 0.0010 0.0010
Bias %: 1.45 0.59
CV %: 0.65 0.65
Mean-Ref. Value Difference: . 0.0022 0.0009

K Tedbon

‘%(zcg(r?

NAME OF TECHNICIAN PERFORMING TESTS

. Jongs

DATE

NAME OF TECHNICIAN REVIEWING RESULTS

ID/Z%/B

DATE

LERR NPy

ARk kk R XAKKXRXRAKARK KL XA K kAR

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH- 0093
TEST NO. - 00237
DATE : 09/26/2013

KAk Kk Rk Kk k Ak Ak Nk hkhAREX XXX

SUPERVISOR TEST

Tk kK A A A AR KKKk oA ok ok KK AR X kX &

al210L TIME

DIAGNOSTIC OK 10:56
AlR BLANK 0.000 10:56
EXT STD IR 0.154 10:56
EXT STD EC 0.152 10:56
AlR BLANK 0.000 10:58
EXT sTD IR 0.154 10:58
EXT STD EC 0.152 10:58
AlR BLANK 0.000 11:00
EXT STD IR 0.153 11:00
EXT STD EC 0.152 11:00
AlR BLANK 0.000 11:02
EXT STD IR 0.153 11:02
EXT STD EC 0.152 11:02
AlR BLANK 0.000 11:04
EXT sSTD IR 0.154 11:04
EXT STD EC 0.153 11:04
AlR BLANK 0.000 11:06
EXT STD IR 0.155 11:06
EXT STD EC 0.154 11:06
AIR BLANK 0.000 11:08
EXT STD IR 0.155 11:08
EXT STD EC 0.154 11:08
AlR BLANK 0.000 11:10
EXT STD IR 0.156 11:10
EXT STD EC 0.154 11:10
AIR BLANK 0.000 11:11
EXT STD'IR 0.155 11:12
EXT STD EC 0.154 11:12
AIR BLANK 0.000 11:13
EXT STD IR 0.155 11:14
EXT STD EC 0.154 11:14
AIR BLANK 0.000 11:15
DIAGNOSTIC OK 11:15
x %

Kk kR Kk kKKK KK AKX AKAKXK

OPERATOR SIGRATURE:
\4\2:@




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/27/2013

— M

IR ELC
Simulator #: DR4492 DR4492
Sim Thermtt: DR4492 DR4492
Batch#: D00006 D00006
Reference Value: 0.1522 0.1522
0.154 0.152

0.155 0.153

0.155 0.154

0.156 0.155

0.1565 0.154

0.156 0.154

0.156 0.155
0.157 0.165

"0.157 0.156

0.158 0.157
Mean: 0.1559 0.1545
SD: 0.0012 0.0014

Bias %: 2.43 1.51

CV %: 0.77 0.91

Mean-Ref. Value Difference: 0.0037

0.0023

14 oken

01[2“7(1?

NAME OF TECHNICIAN PERFORMING TESTS

DATE

/0/23//3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Kk kAKX KK KKK ARk kKK KKK xR Kk

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0093
TEST NO. : 00246
DATE : 09/27/2013

Ak ok ok k Xk X kK KXKARKKKR K & % % %

SUPERV ISOR TEST

KK AA K kok kd kKKK AKXAKKEKRAE X KK

g/210L  TIME

DIAGNOSTIC OK 10:23
AIR BLANK  0.000 10:24
EXT STD IR 0.154 10:24
EXT STD EC 0.152 10:24
‘AIR BLANK  0.000 10:26
EXT STD IR 0.155 10:26
EXT STD EC 0.153 10:26
AIR BLANK  0.000 10:28
EXT STD IR 0.155 10:28
EXT STD EC 0.154 10:28
AIR BLANK  0.000 10:30
EXT STD IR 0.156 10:30
EXT STD EC 0.155 10:30
AIR BLANK  0.000 10:32
EXT STD IR 0.155 10:32
EXT STD EC 0.154 10:32
AIR BLANK  0.000 10:33
EXT STD IR 0.156 10:34
EXT STD EC 0.154 10:34
AIR BLANK  0.000 10:35
EXT STD IR 0.156 10:36
EXT STD EC 0.155 10:36
AIR BLANK  0.000 10:37
EXT STD IR 0.157 10:38
EXT STD EC 0.155 10:38
AIR BLANK  0.000 10:39
EXT STD IR 0.157 10:40
EXT STD EC 0.156 10:40
AIR BLANK  0.000 10:41
EXT STD IR 0.158 10:42
EXT STD EC 0.157 10:42
AIR BLANK  0.000 10:42
DIAGNOSTIC OK 10:43
ok ok Kk kK K kK Kk ok k k ok ok h kA kA KK
OPERA{OR [S|GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/29/2013

/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchit: D00006 D00006
Reference Value: 0.1522 0.1522
' 0.154 0.153
0.154 0.153
0.155 0.154
0.155 0.154
0.155 0.1565
. 0.155 0.155
0.156 0.155
0.156 0.156
\ 0.156 0.156
0.156 - 0.156
Mean: 0.1552 0.1547
SD: 0.0008 ' ©0.0012
Bias %: 1.97 1.64
7 CV %: 0.562 0.78
Mean-Ref. Value Difference: 0.0030 0.0025

,nger[mq | 01{7‘:’{ |

— 5

AlR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AIR
EXT
EXT
AlR
EXT
EXT
AlIR
EXT
EXT
AlR
EXT
EXT
AlIR

NAME OF TECHNICIAN PERFORMING TESTS DATE

(—Dw\—_/éneg‘/ /0/z3 /3

EXT
EXT
AlIR

NAME OF TECHNIC]AN REVIEWING RESULTS DATE

PRY472

Ak kK kkk kK k Kk h ok ok kXXX KE AR K R

WASHINGTON
ALCOTEST 9510

SERIAL NO. :
TEST NO. :
DATE :

BR R KKK G AR AR KR A KK KA KA KK Ak

ARAH-0093
00258
09/29/2013

SUPERVISOR TEST

BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK

t**itﬁt*t*ktﬁk*t!!kt*xix

al
DIAGNOSTIC 0K
0.

210L TIME
12:10
000 12:10

0.154 12:10

OOOOQOOOOOOOOOQOOOOOOOQOOOOOD

DIAGNOSTIC OK

RAE Xk k& % AR RA XA E*XAR R A kAR

OPERATOR SI

.153 12:10
.000 12:12
. 154 12:13
.153 12:13
.000 12:14
. 155 12:15
.154 12:15
.000 12:16
.155 12:17
154 12:17
.000 12:18
.155 12:19
.155 12:19
.000 12:20
L1556 12:21
. 155 12:21
.000 12:22
.156 12:23
. 155 12:23
.000 12:24
.156 12:25
.156 12:25
.000 12:26
156 12:27
.156 12:27
.000 12:28
. 156 12:29
.156 12:29
.000 12:29
12:30
ATURE :




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0093

BATCH D0000/




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/24/2013

IR ELC D wal —
Simulator #: DR4492 DR4492 D(Z‘
.. " DR4492 k w ok ok k k ok Kk ok R Rk k kK ok k k * Rk Kk W ok ok ok &
Sim Thermit: DR4492 WASH | NGTON |
Batch#: D00007 D00007 ALCOTEST 9510 i
Reference Value: 0.2024 0.2024 SERIAL NO. : ARAH-0093 |
TEST NO.: 00214
0.203 0.206 DATE : 00/24/2013
0‘205 0.207 k k ok k ok Kk kK kk kK k kK k ok k ok k ok ok ok ok x k%
SUPERVISOR TEST
0.206 0.208 Kk ok kA Ak KX KKK KKA KKk kk & A K X
g/210L  TIME
0.207 0.210 DIAGNOSTIC OK 15:59
0.207 0.209 AIR BLANK 0.000 15:59
EXT STD IR 0.203 16:00
0.207 0.209 EXT STD EC 0.206 16:00
AIR BLANK 0.000 16:01
0.206 0.209 EXT STD IR 0.205 16:02
0.207 0.209 EXT STD EC 0.207 16:02
AIR BLANK 0.000 16:03
0.208 0.210 EXT STD IR 0.206 16:04
EXT STD EC 0.208 16:04
0.208 0.210 AIR BLANK 0.000 16:086
, - EXT STD IR 0.207 16:06
Maan: 02064 0.2087 EXT STD EC 0.210 16:06
SD: 0.0015 0.0013 AIR BLANK 0.000 16:08
. EXT STD IR 0.207 16:08
Bias %: 1.98 3.11 EXT STD EC 0.209 16:08
o/ - AIR BLANK 0.000 16:10
CV %: 073 0.62 EXT STD IR 0.207 16:10
Mean-Ref. Value Difference: 0.0040 0.0063 EXT STD EC 0.209 16:10
AIR BLANK  0.000 16:12
EXT STD IR 0.206 16:12
EXT STD EC 0.209 16:12
AIR BLANK 0.000 16:14
EXT STD IR 0.207 16:14
: EXT STD EC 0.209 16:14
: AIR BLANK 0.000 16:16
: : EXT STD IR 0.208 16:16
S, . - P lik EXT STD EC  0.210 16:16
AIR BLANK 0.000 16:18
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD IR 0.208 16:18
: EXT STD EC 0.210 16:18
AIR BLANK 0.000 16:19
DIAGNOSTIC OK 16:20

D Vv

/0/23/13.

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Bk kR Ak Ak KKK KKK koW AR K KKK A KR

OPERATORWS | GNATURE :
e




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi#: DR4492 DR4492
Batchit: D00007 D00007
Reference Value: 0.2024 0.2024

0.202 0.202

0.204 0.203

0.202 0.202

0.203 0.202

0.203 0.202

0.204 0.203

0.204 0.203

0.205 0.203

0.204 0.203

0.203 0.201
Mean: 0.2034 0.2024
SD: 0.0010 0.0007

Bias %: 0.49 . 0.00

CV %: 0.49 0.35

Mean-Ref. Value Difference: 0.0010 0

benbn  alals

NAME OF TECHNICIAN PERFORMING TESTS DATE

D —<%o»e5r alze i3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

‘Dll
DRYY7 T

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0094 .
TEST NO.: . 00229
DATE : 0972572013

Xk k kX k kR k kAKX kok ok kk kKX XKK KKK

SUPERVISOR TEST

Kk okkk ok kKA KKk ok h Kk ok kKKK KKK K

g/210L TIME

DIAGNOSTIC OK 14:31
AlIR BLANK 0.000 14:31
EXT STD IR 0.202 14:32
EXT STD EC 0.202 14:32
AIR BLANK 0.000 14:33
EXT STD IR 0.204 14:34
EXT STD EC 0.203 14:34
AIR BLANK 0.000 14:35
EXT STD IR 0.202 14:36
EXT STD EC 0.202 14:36
AlIR BLANK 0.000 14:37
EXT STD IR 0.203 14:38
EXT STD EC 0.202 14:38
AlR BLANK 0.000 14:39
EXT STD IR 0.203 14:40
EXT STD EC 0.202 14:40
AlIR BLANK 0.000 14:41
EXT STD IR 0.204 14:42
EXT STD EC 0.203 14:42
AIR BLANK 0.000 14:43
EXT STD IR 0.204 14:44
EXT STD EC 0.203 14:44
AIR BLANK 0.000 14:46
EXT STD IR 0.205 14:46
EXT STD EC 0.203 14:46
AIR BLANK 0.000 14:48
EXT STD IR 0.204 14:48
EXT STD EC 0.203 14:48
AlIR BLANK 0.000 14:50
EXT STD IR 0.203 14:50
EXT STD EC 0.201 14:50
AIR BLANK 0.000 14:51
DIAGNOST IC OK 14:52
k ok ok ok ok k K k K Xk ok ok kk ko kK Kk kh k %k
GNATURE :

OPERATOR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/26/2013

D). Olacs

| IR E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchi: D00007 D00007
Reference Value: 0.2024 0.2024
0.208 0.208
0.209 0.208
0.209 0.209
0.210 0.210
0.210 0.210
0.209 0.210
0.209 0.210
0.207 0.208
| 0.206 0.207
0.207 0.207
Mean: 0.2084 0.2087
SD: 0.0013 0.0013
Bias %: 2.96 3.11
CV %: 0.62 0.62,
Mean-Ref, Value Difference: 0.0060 0.0063
\Z \jén‘(‘ﬂv\ q ‘ ZC,-l v.4
NAME OF TECHNICIAN PERFORMING TESTS DATE

/OkavAB

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

'z

SERIAL NO.:

DRYYLZ

ROR Kk h ok k k kR K Kk Kk R Kk K KK KK KK R KK

WASHINGTON
ALCOTEST 9510

TEST NO.:

DATE :

ARAH-0093

00238

09/26/2013

X K KK k %k A A KKK K A Ak KAk KX KXKX K XK %

SUPERVISOR TEST

Kok kK KK R R K Kk ok ok Rk kokok oK kK K Kk K

g/210L

DIAGNOSTIC OK

AlIR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AlIR
EXT
EXT
AlR
EXT
EXT
AIR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlR

BLANK 0.000
STD IR 0.208
STD EC 0.208
BLANK 0.000
STD IR 0.209
STD EC 0.208
BLANK 0.000
STD IR 0.209
STD EC 0.209
BLANK 0.000
STD IR 0.210
STD EC 0.210
BLANK 0.000
STD IR 0.210
STD EC 0.210
BLANK 0.000
STD IR 0.209
STD EC 0.210
BLANK 0.000
STD IR 0.209
STD EC 0.210
BLANK 0.000
STD IR 0.207
STD EC 0.208
BLANK 0.000
STD IR 0.206
STD EC 0.207
BLANK 0.000
STD IR 0.207
STD EC 0.207
BLANK 0.000

DIAGNOSTIC OK

XX R Kk kXK k ok ok k ok kK koK KoK KKk KKk R

OPERATOR SIGNATURE:

T

S O o G QT Qi P I G
DO PO R = mb b ok b b ek ek ok ok b kb ek

—
[ ]

12:
12:
12:
12
12:
12:
12:
12:
12:
12:
12:
12:

ME

:50
:50
:50
:50
:52
:52
:52
:54
:54
:54
:56
:56
:56
:58
:58
:58




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi#: DR4492 DR4492
Batchi: D00007 ~ D00007
Reference Value: 0.2024 0.2024
’ 0.204 0.203
0.206 0.205
0.206 0.206
0.206 0.206
0.206 0.206
0.207 0.207
0.207 0.207
0.207 0.206
0.207 0.207
0.207 0.207
Mean: 0.2063 0.2060
SD: 0.0009 0.0012
Bias %: 1.93 1.78
CV %: 0.44 0.58
Mean-Ref. Value Difference: 0.0039 0.0036

¥l P

4 f'zv( 'S

Kk R KK AKX ARK KK K kX AKKEKX

WASHINGTON
ALCOTEST 9510

Ak k kk kR ok KKk Kk koK Kk KKK

SUPERVISOR TEST

it****k*t*k****t*i*

NAME OF TECHNICIAN PERFORMING TESTS

D, =-==<744.s/

DATE

/0/23/3

a/210L
DIAGNOSTIC OK
AIR BLANK 0.000
EXT STD IR 0.204
EXT STD EC 0.203
AIR BLANK 0.000
EXT STD IR 0.206
EXT STD EC 0.205
AlIR BLANK 0.000
EXT STD IR 0.206
EXT STD EC 0.206
AIR BLANK 0.000
EXT STD IR 0.206
EXT STD EC 0.206
AIR BLANK 0.000
EXT STD IR 0.206
EXT STD EC 0.206
AIR BLANK 0.000
EXT STD IR 0.207
EXT STD EC 0.207
AIR BLANK 0.000
EXT STD IR 0.207
EXT STD EC 0.207
AIR BLANK 0.000
EXT STD IR 0.207
EXT STD EC 0.206
AIR BLANK 0.000
EXT STD IR 0.207
EXT STD EC 0.207
AIR BLANK 0.000
EXT STD IR 0C.207
EXT STD EC 0.207
AIR BLANK 0.000
DIAGNOSTIC QK
Xk A EKERK KKK XK ok ok k kK kX
OPERATDR_ S| GNATURE

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

K NRYYIZ.

Aok kKK

SERIAL NO.: ARAH-0093
TEST NO. : 00247
DATE: 09/27/2013

k ok k Kk *

ok k kK

TIME
10:57
10:57
10:57
10:57
10:59
0:59

:59




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093
DATE OF TESTS: 9/29/2013

I/R E/C — 5 {7 ]
Simulator #: DR4492 DRig492 §HE KB EEE A D QL{ 3 O{ “
Sim Thermi#: DR4492 DR4492 _ ‘ WASH INGTON
Batchit r—— D00007 ALCOTEST 9510
E : RAH- 00
Reference Value: 0.2024 0.2024 ?Eg%mﬁol.\l? A AHogzgg
0.202 0.203 DATE: 09/29/2013
0204 0.204 SUPERVISOR TEST
‘2 *t!kti**t***k**tﬁ*t*ttk*
0.204 0205 g/210L  TIME
0.204 0.204 DIAGNOSTIC OK 12:57
AIR BLANK  0.000 12:57
0.204 0.204 EXT STD IR 0.202 12:57
: EXT STD EC 0.203 12:57
0.205 Q.08 AIR BLANK  0.000 12:.59
0.205 0.204 EXT STD IR 0.204 12:59
EXT STD EGC 0.204 12:59
0.205 ’ 0.204 AlIR BLANK 0.000 13:01
EXT STD IR 0.204 13:01
0.205 g EXT STD EC 0.205 13.01
0.205 0.204 ‘ AlIR BLANK  0.000 13:03
EXT STD IR 0.204 .13:023
Mean: 0.2043 0.2042 EXT STD EC 0.204 13:03
AIR BLANK  0.000 13:05
SD: 0.0009 0.0006 EXT STD IR 0.204 13:05
. . 0.89 EXT STD EC 0.204 13:05
Bias %: 0.94 AIR BLANK  0.000 13-07
CV %: 0.44 0.29 EXT STD IR 0.205 13:07
EXT STD EC 0.205 13.07
Mean-Ref. Value Difference: 0.0019 0.0018 AIR BLANK 0.000 13:09
EXT STD IR 0.205 1309
EXT STD EC 0.204 1{3:09
AIR BLANK  0.000 13:11
EXT STD IR 0.205 13:11
EXT STD EC 0.204 {3:11
AIR BLANK  0.000 13.13
' ( ( EXT STD IR 0.205 13.14
EXT STD EC 0.205 13:14
\Z@&‘(ﬂ;q wltAd (¥ EI¥ BLANK  0.000 13:15
XT STD IR 0.205 1316
NAME OF TECHNICIAN PERFORMING TESTS DATE EXT STD EC 0. 204 13,16
AIR BLANK  0.000 13.1g
DIAGNOSTIC OK 13:17
E ) ne 4 10/23 '3 OPERATOR (| NATURE :
NAME OF TECHNICIAN REVIEWING RESULTS DATE ——%j— ———————————— S




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0093

BATCH D00008




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/24/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermé#: DR4492 DR4492
Batch#: D00008 D00008
Reference Value: 0.3044 0.3044
0.301 0.301
0.305 - 0.307
0.306 0.309
0.307 0.309
0.308 0.310
0.309 0.311
0.310 0.311
0.311 0.311
0.311 0.311
0.310 0.310
Mean: 0.3078 ‘ 0.3090
SD: 0.0032 0.0031
Bias %: 1.12 1.51
CV %: 1.04 1.00

Mean-Ref. Value Difference: 0.0034 0.0046

\Z. Bé_ﬂ s, q/-;’_t-{{ K

NAME OF TECHNICIAN PERFORMING TESTS DATE
/). %‘74,{5/ / o/ 23 /4 5
NAME OF TECHNICIAN REVIEWING RESULTS  DATE

bi DRHHYZ

Kk KA Ak AR AKKK XX K AAXAK KK KK

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0093
TEST NO.: 00215
DATE : 09/24/2013

AKXk kKKK A Kk KKk kk x k &k kXXX X & &K

SUPERVISOR TEST

k kR k Rk ok R Rk K kK Kk kAKX AKX KK KK

g/210L TIME

DIAGNOSTIC OK 16:
AIR BLANK 0.000 16:
EXT STD IR 0.301 16:
EXT STD EC 0.301 16:
AlIR BLANK 0.000 16
EXT STD IR 0.305 16
EXT STD EC 0.307 16
AlIR BLANK 0.000 16
EXT STD IR 0.306 16
EXT STD EC 0.309 16
AIR BLANK 0.000 16
EXT STD IR 0.307 16
EXT STD EC 0.309 16
AlR BLANK 0.000 18
EXT STD IR 0.308 16
EXT STD EC 0.310 16
AIR BLANK 0.000 17
EXT STD IR 0.309 17
EXT STD EC 0.311 17:
AIR BLANK 0.000 17
EXT STD IR 0.310 17
EXT STD EC 0.311 17
AlR BLANK 0.000 17
EXT sTD IR 0.311 17
EXT STD EC 0.311 17
AIR BLANK 0.000 17
EXT STD IR 0.311 17
EXT STD EC 0.311 17
AIR BLANK 0.000 17
EXT STD IR 0.310 17
EXT STD EC 0.310 17
AIR BLANK 0.000 17
DIAGNOSTIC OK 17
*tiitkl*!*ﬁ**ﬂtt**ﬂ*i

OPERATOR NATURE :

*

50
51
51
51

:53
:53
153
+ 59
155
:55
1 57
157
167
:59
:59
:59
;01
:02

02

:03
: 04
:04
:06
:06
:06
08
08
:08
10
:10
;10
11
12

L




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermit: DR4492 DR44%2
Batchi: D00008 D00008
Reference Value: 0.3044 0.3044
0.303 0.303

0.304 0.303

0.305 0.304

0.306 0.305

0.308 0.306

0.309 0.306

0.309 0.306

0.310 .0.307

0.310 0.307

0.309 0.306

Mean: 0.3073 0.3053

SD: 0.0026 0.0015

Bias %: 0.95 0.30

CV %: 0.85 0.49

Mean-Ref. Value Difference: 0.0029 0.0009
\Z.K\Bdn > q ('z:sl Lf

NAME OF TECHNICIAN PERFORMING TESTS

L2, oine 5

DATE

\Dlz ll’}

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

L
) SREHY L

kKX KX K K KERR KR R R ¥ XX KKK KX &

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
TEST NO.: 00230
DATE : 09/25/2013

Kk Kk Xk Kk A KKRIXR KK kK& XK K XXX

SUPERVISOR TEST

A AKXk R R KKK AKRK K& KKk K A XK X KKK

g/210L TIME

DIAGNOSTIC OK 15:03
AIR BLANK 0.000 15:03
EXT STD IR 0.303 15:04
EXT STD EC 0.303 15:04
AIR BLANK 0.000 15:05
EXT STD IR 0.304 15:06
EXT STD EC 0.303 15:06
AIR BLANK 0.000 15:08
EXT STD IR 0.305 15:08
EXT STD EC 0.304 15:08
AIR BLANK 0.000 15:10
EXT STD IR 0.306 15:10
EXT STD EC 0.305 15:10
AIR BLANK 0.000 15:12
EXT STD IR 0.308 15:12
EXT STD EC 0.306 15:12
AIR BLANK 0.000 15:14
EXT STD IR 0.309 15:14
EXT STD EC 0.306 15:14
AIR BLANK 0.000 15:16
EXT STD IR 0.309 15:17
EXT STD EC 0.306 15:17
AIR BLANK 0.000 15:18
"EXT STD IR 0.310 15:19
EXT STD EC 0.307 15:19
AlR BLANK 0.000 15:21
EXT STD IR 0.310 15:21
EXT STD EC 0.307 15:21
AIR BLANK 0.000 15:23
EXT STD IR 0.309 15:23
EXT STD EC 0.306 15:23
AIR BLANK 0.000 15:24
DIAGNOSTIC OK 15:25

Kk kAKX Kk A x KX HXAK Xk k Kk *X k k k&
OPERﬁE?j\?IG URE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchi: D00008 D00008
Reference Value: 0.3044 0.3044
0.299 0.297

0.302 0.300

0.304 0.303

0.305 0.305

0.307 0.305

0.307 0.305

0.308 0.305

0.307 0.304

0.305 0.301

0.305 . 0.301

Mean: 0.3049 0.3026

- 8D: 0.0027 0.0028

Bias %: 0.16 - -0.59

CV %: 0.89 0.93
Mean-Ref. Value Difference: 0.0005 =0.0018
b B, alzul iz

NAME OF TECHNICIAN PERFORMING TESTS

/D X ol

DATE

| £O/ZL](3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

B peyyst

k ok kA Kk A KRR KK KK R KR KK AKKAXK

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
00239
DATE: 09/26/2013

Ak k KRRk K kKKK KKk KKK AKE KKK KR

TEST NO. :

SUPERVISOR TEST

Xk kA Kk Rk KKAXRX KKK X *kAKKE R KT X

TIME

“gf2i0L
DIAGNOSTIC OK
AIR BLANK 0.000
EXT STD IR 0.299
EXT STD EC 0.297
AlR BLANK 0.000
EXT STD IR 0.302
EXT STD EC 0.300
AIR BLANK 0.000
EXT STD IR 0.304
EXT STD EC 0.303
AIR BLANK 0.000
EXT STD IR 0.305
EXT STD EC 0.305
AlIR BLANK 0.000
EXT STD IR 0.307
EXT STD EC 0.305
AIR BLANK 0.000
EXT STD IR 0.307
EXT STD EC 0.305
AlR BLANK 0.000
EXT STD IR 0.308
EXT STD EC 0.305
AIR BLANK 0.000
EXT STD IR 0.307
EXT STD EC 0.304
AIR BLANK 0.000
EXT STD IR 0.305
EXT STD EC 0.301
AIR BLANK 0.000
EXT STD IR 0.305
EXT STD EC 0.301
AIR BLANK 0.000

DIAGNOSTIC OK

13

:00
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
13:
1.3
13:
13:
13:
13
o I
13:
13:
13:
13:
13:
13:

11

[ P S R L
CWWONN~NNOG LW =

N
—

A Ak k k kK kk ok ok k Ak k Kk kXK kA& kKK




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

Simulator #:

Sim Thermit:
Batch#:
Reference Value:

Mean:

SD:
Bias %:
CV %:

Mean-Ref. Value Difference:

DATE OF TESTS: 9/27/2013

I/R E/C
DR4492 DR4492
DR4492 DR4492
D00008 D00008
0.3044 0.3044

0.306 0.306
0.306 " 0.305
0.307 0.305

0.308 0.306

0.310 0.307

0.310 0.307

0.311 0.307

0.311 0.307

0.311 0.308

0.311 0.305

0.3091 0.3061
0.0021 0.0009

1.54 0.56

0.68 0.29
0.0047 0.0017

. YW

_’:{('27 {t’j

NAME OF TECHNICIAN PERFORMING TESTS

/D.Sz‘«e.?'

DATE

/0/23 /‘3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

W NRYYIZ

KR oAK KKK KKKREAK KK KRAR K& & n

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0093
TEST NO. : 00248
DATE : ; 09/27/2013

kA kK kR ok kR Kk KKk ok ok kKK Rk kK kK

SUPERVISOR TEST

koA K A K Ak KK KXk kR AR AR kk kK

a/210L TIME

DIAGNOSTIC OK 11:31
AIR BLANK 0.000 11:31
EXT STD IR 0.306 11:31
EXT STD EC 0.306 11:31
AlR BLANK 0.000 11:33
EXT STD IR 0.306 11:33
EXT STD EC 0.305 11:33
AIR BLANK 0.000 11:35
EXT STD IR 0.307 11:36
EXT STD EC 0.305 11:36
AlIR BLANK 0.000 11:37
EXT STD IR 0.308 11:38
EXT STD EC 0.306 11:38
AlR BLANK 0.000 11:39
EXT STD IR 0.310 11:40
EXT STD EC 0.307 11:40
AlR BLANK 0.000 11:42
EXT STD IR 0.310 11:42
EXT STD EC 0.307 11:42
AIR BLANK 0.000 11:44
EXT STD IR 0.311 11:44
EXT STD EC 0.307 11:44
AIR BLANK 0.000 11:48
EXT STD IR 0.311 11:46
EXT STD EC 0.307 11:46
AlIR BLANK 0.000 11:48
EXT STD IR 0.311 11:48
EXT STD EC 0.306 11:48
AIR BLANK 0.000 11:50
EXT sTD IR 0.311 11:51
EXT STD EC 0.305 11:51
AIR BLANK 0.000 11:51
DIAGNOSTIC OK 11:52

k kKK kKA KA K

TURE:

hok koK ok ok ok ok kK kK %

OPERATQR




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/29/2013

: I/R E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4492

Batchi: D00008 D00008
Reference Value: 0.3044 0.3044
0.310 0.309
0.310 0.308
0.310 0.308
0.310 . 0:307
0.310 0.306
0.310 0.306
0.310 0.305
0.310 0.305
0.310 0.304
0.309 0.304
Mean: 0.3099 0.3062
SD: 0.0003 0.0018
Bias %: 1.81 0.59
CV %: 0.10 0.59
Mean-Ref. Value Difference: 0.0055 0.0018

o |

% ( 2‘%(8

NAME OF TECHNICIAN PERFORMING TESTS DATE

(D.f:avLM} lo /zJS [*’3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

@442 7]

l’/‘
05

ﬁlﬁi****i**l**ﬁ*pii***!

WASHINGTON

- ALCOTEST 9510
SERIAL NO. : ARAH-0093
TEST NO. : 00261
- DATE: 09/29/2013

XAk kKX Kk kK XXXk kX kA Xkh Kk &

SUPERVISOR TEST

ISR RS EEEEEEEEESE R TR RN

DIAGNOSTIC OK

EXT
AlIR
EXT
EXT
AlR
EXT
EXT
AlR
EXT
EXT
AlR

BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK
STD IR
STD EC
BLANK

OO0 OO0 0000000000000 00000CO00OO

DIAGNOSTIC OK

g/21io0L

.000
.310
.309
.000
.310
.308
.000
.310
.308
.000
.310
.307
.000
.310
.306
.000
310
306
.000
.310
.305
.000
.310
.305
.000
310
.304
.000
.3009
.304
.000

T

ME

32

:33
133
: 33
:35
:35
: 356




TEST DOCUMENTS

INSTRUMENT SERIAL NUMBER
ARAH-0093

BATCH D00009




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

Simulator #:

DATE OF TESTS: 9/24/2013

I/R

-‘DR4492

Sim Therm#:

DR4492

Batch#:

D00009

Reference Value:

0.4026

0.405

0.409

0.413

0.414

0.415

0.414

0.414

0.412

0.411

0.412

Mean:

0.4119

SD:

0.0030

Bias %:

2.31

CV %:

0.73

Mean-Ref. VVaIue Difference:

0.0093

P S

E/C
DR4492

DR4492

D00009

0.4026

0.407

0.412

0.414

0.415

0.416

bl DRYYGZ

AKX K A Kk Rk KA KKK KKK KK KF KK KXK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
TEST NO. : 00216
DATE : 09/247/2013

*h k Kk ok kR Kk RKR KKK KKKAKKEXKKEK

SUPERVISOR TEST

AA Kk KAk k kX ok ok ok Kk ok ok Kk k kK kokokkk*

g/2i0L TIME

0.414

0.412

0.410

0.408

0.409

0.4117

0.0031

2.26

0.75

0.0091

C%(Zﬁd((;y

NAME OF TECHNICIAN PERFORMING TESTS

oot

DATE

'ID/ZS/ 15

NAME OF TECRKICIAN REVIEWING RESULTS

DATE

DIAGNOSTIC OK 17:44
AIR BLANK 0.000 17:44
EXT STD IR 0.405 17:45
EXT STD EC 0.407 17:45
AIR BLANK 0.000 17:47
EXT STD IR 0.409 17:47
EXT STD EC 0.412 17:47
AIR BLANK 0.000 17:49
EXT STD IR 0.413 17:49
EXT STD EC 0.414 17:49
AIR BLANK 0.000 17:51
EXT STD IR 0.414 17:51
EXT STD EC 0.415 17:51
AIR BLANK 0.000 17:53
EXT STD IR 0.415 17:54
EXT STD EC 0.416 17:54
AIR BLANK 0.000 17:56
EXT STD IR 0.414 17:56
EXT STD EC 0.414 17:56
AIR BLANK 0.000 17:58
EXT STD IR 0.414 17:58
EXT STD EC 0.412 17:58
AIR BLANK 0.000 18:00
EXT STD IR 0.412 18:00
EXT STD EC 0.410 18:00
AIR BLANK 0.000 18:02
EXT STD IR 0.411 18:03
EXT STD EC 0.408 18:03
AIR BLANK 0.000 18:05
EXT STD IR 0.412 18:05
EXT STD EC 0.409 18:05
AIR BLANK .000 18:06
DIAGNOSTIC OK 18:07

ttt*tttkt**ti*i*ttt*lit*

OPEHATOR SIGNﬁ?




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/25/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batchit: D00009 - D00009
Reference Value: 0.4026 0.4026
0.398 0.397
0.406 0.405
0.409 0.408
0.410 0.407
0.411 0.408
0.412 0.408
0.409 0.404
0.408 0.402
0.410 0.404
0.411 0.405
Mean: 0.4084 0.4048
SD: 0.0040 0.0034
Bias %: 1.44 0.55
CV %: 0.98 0.84
Mean-Ref. Value Difference: 0.0058 0.0022

]Z j)@n‘(‘b ~

qlzs ( W

NAME OF TECHNICIAN PERFORMING TESTS

D -““Q/DM'Q’

DATE

1011]’3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

1

TR HHTZ

I EEEEEEE R TR R

WASHINGTON

ALCOTEST 9510

SERIAL NO. :
TEST NO.:
DATE :

SUPERVISOR TEST

ARAH-0093

00231

09/25/2013

PR EEEEE NS R EEEEEE N

Ak Kk kK R KK KR K R K kKKK AR KK KK

TIME

g/210L
DIAGNOSTIC OK
AIR BLANK  0.000
EXT STD IR 0.398
EXT STD EC 0.397
AIR BLANK  0.000
EXT STD IR 0.406
EXT STD EC 0.405
AIR BLANK 0.000
EXT STD IR 0.409
EXT STD EC  0.408
AIR BLANK 0.000
EXT STD IR 0.410
EXT STD EC 0.407
AIR BLANK  0.000
EXT STD IR 0.411
EXT STD EC 0.408
AlR BLANK 0.000
EXT STD IR 0.412
EXT STD EC 0.408
AIR BLANK 0.000
EXT STD IR 0.409
EXT STD EC 0.404
AIR BLANK 0.000
EXT STD IR 0.408
EXT STD EC 0.402
AlR BLANK 0.000
EXT STD IR 0.410
EXT STD EC 0.404
AIR BLANK  0.000
EXT STD IR 0.411
EXT STD EC 0.405
AlR BLANK 0.000

DIAGNOSTIC OK

152
152
15:
15:
:56
187
87
:59
:59
:59
: 01

54
54
55
55




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/26/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Thermi: DR4492 DR4492
Batch#: D00009 D00009
Reference Value: 0.4026 0.4026
0.402 - 0.400

0.403 0.400

0.405 0.401

0.405 0.401

0.404 0.399

0.405 0.399

0.407 0.400

0.408 0.401

0.408 0.400

0.407 0.399

Mean: 0.4054 0.4000

SD: 0.0021 0.0008

Bias %: 0.70 -0.65

CV %: 0.52 0.20
Mean-Ref. Value Difference: 0.0028 -0.0026

[ D qlzclz

NAME OF TECHNICIAN PERFORMING TESTS DATE
NZ>~¢;<¥4%?3— AD/%Z4¢3
NAME OF TECHNICIAN REVIEWING RESULTS DATE

P3
DRY4TZ

AAAXRKRRXRKEKRK A K K X X K&K K & K %X

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH-0093
TEST NO.: 00240
DATE : 09/26/2013

Ak KXk X Rk KRR AXK AR K X AR XK K& X x*

SUPERVISOR TEST

Ak kA hk KKk KK KKK k kAR KKK KX KK

a/210L TIME

DIAGNOSTIC OK 13:58
AIR BLANK 0.000 13:58
EXT STD IR 0.402 13:58
EXT STD EC 0.400 13:58
AIR BLANK 0.000 14:00
EXT STD IR 0.403 14:00
EXT STD EC 0.400 14:00
AlR BLANK 0.000 14:02
EXT STD IR 0.405 14:02
EXT STD EC 0.401 14:02
AlR BLANK 0.000 14:04
EXT STD IR 0.405 14:05
EXT STD EC 0.401 14:05
AIR BLANK 0.000 14:06
EXT STD IR 0.404 14:07
EXT STD EC 0.399 14:07
AlR BLANK 0.000 14:09
EXT STD IR 0.405 14:09
EXT STD EC 0.399 14:09
AlR BLANK 0.000 14:11
EXT STD IR 0.407 14:11
EXT STD EC 0.400 14:11
AIR BLANK 0.000 14:13
EXT STD IR 0.408 14:14
EXT STD EC 0.401 14:14
AIR BLANK 0.000 14:15
EXT STD IR 0.408 14:16
EXT STD EC 0.400 14:186
AlIR BLANK 0.000 14:18
EXT STD IR 0.407 14:18
EXT STD EC 0.399 14:18
AIR BLANK 0.000 14:19
DIAGNOSTIC OK 14:20

Kk kA Ak A AKX AKX &K KA KKXRAKRR KR

OPEﬁig?R SI1GNATURE :




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093

DATE OF TESTS: 9/27/2013

I/R E/C
Simulator #: DR4492 DR4492
.Sim Therm#: DR4492 DR4492
Batch#: D00009 D00009
Reference Value: 0.4026 0.4026
0.397 0.392
0.404 0.398
0.406 0.401
0.405 0.399
0.404 0.397
0.405 0.398
0.407 ©0.399
0.408 0.400
0.409 0.400
0.408 0.398
Mean: 0.4053 0.3982
SD: 0.0034 0.0025
Bias %: 0.67 -1.09
CV %: 0.84 0.83
0.0027 -0.0044

Mean-Ref. Value Difference:

14 et

‘%('27((')?

NAME OF TECHNICIAN PERFORMING TESTS

DATE

ofes 3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

)

Rk ok ok k ok ok kK R XK AR A K AKAKK R Kk kK

WASHINGTON
ALCOTEST 9510

SERIAL NO.:

TEST NO. :
DATE :

Ak Kk k ok AkXXEAKN XX KKK XXX K & & %

SUPERVISOR TEST

KA kK Kk k ok ok K Kk ok koK Kk ok ok kKR K kR R K

DIAGNOSTIC OK 12:23
AIR BLANK 0.000 12:23
EXT STD IR 0.397 12:23
EXT STD EC 0.392 12:23
AIR BLANK 0.000 12:25
EXT STD IR 0.404 12:26
EXT STD EC 0.398 12:26
AIR BLANK 0.000 12:27
EXT STD IR 0.406 12:28
EXT STD EC 0.401 12:28
AIR BLANK 0.000 12:30
EXT STD IR 0.405 12:30
EXT STD EC 0.399 12:30
AlIR BLANK 0.000 12:32
EXT STD IR 0.404 12:32
EXT STD EC 0.397 12:32
AIR BLANK 0.000 12:34
EXT STD IR 0.405 12:35
EXT STD EC 0.398 12:35
AIR BLANK 0.000 12:36
EXT STD IR 0.407 12:37
EXT STD EC 0.399 12:37
AIR BLANK 0.000 12:39
EXT STD IR 0.408 12:39
EXT STD EC 0.400 12:39
AlIR BLANK 0.000 12:41
EXT STD IR 0.409 12:41
EXT STD EC 0.400 12:41
AIR BLANK 0.000 12:43
EXT STD IR 0.408 12:44
EXT STD EC 0.398 12:44
AlR BLANK 0.000 12:44
DIAGNOSTIC OK 12:45

B AKX Kk KK KXKR KRR Kk K Rk A K Kk kK

DRY492

ARAH-0093
00249
09/27/2013

g/210L  TIME




METHOD VALIDATION DRAEGER ALCOTEST 9510

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0093
| DATE OF TESTS: 9/29/2013

I/R E/C
Simulator #: DR4492 DR4492
Sim Therm#: DR4492 DR4§92
Batchi: D00009 D00009
Reference Value: 0.4026 0.4026
0.407 0.402
0.410 0.405
0.410 0.405
0.412 0.405
0.412 0.405
0.412 0.404
0.413 0.404
0.411 0.401
0.412 0.401
0.411 0.400
Mean: 0.4110 0.4032
SD: 0.0017 0.0020
Bias %: 2.09 0.15
CV %: 0.41 0.50
Mean-Ref. Value Difference: 0.0084 0.0006

1 Db

4(#6?

NAME OF TECHNICIAN PERFORMING TESTS

DATE

/0/13/3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

DRYY47Z

*t*ta*ktt#a*«*t*«*kta*uk'

WASHINGTON (

ALCOTEST 9510

SERIAL NO. : ARAH-0093

TEST NO. : 00262
DATE: 08/29/2013

*t**ﬁ*kii***«t****t**txﬁ

SUPERVISOR TEST

*ﬁ**a**t&**ttt**ttiﬁ***t

a/210L TImMe
DIAGNOSTIC OK . 14:12
AIR BLANK 0.000 14:13
EXT STD IR 0.407 14:13
EXT STD EC 0.402 14:13
AIR BLANK 0.000 14:15
EXT STD IR 0.410 14:15
EXT STD EC 0.405 14:15
AlR BLANK 0.000 14:17
EXT STD IR 0.410 14:17
EXT STD EC 0.405 14:17
AIR BLANK 0.000 14:19

EXT STD IR 0.412 14:20
EXT STD EC 0.405 14:20
AIR BLANK 0.000 14:22
EXT STD IR 0.412 14:22
EXT STD EC 0.405 14:22
AIR BLANK 0.000 14:24
EXT STD IR 0.412 14:24
EXT STD EC 0.404 14:24
AlIR BLANK 0.000 14:28
EXT STD IR 0.413 14:26
EXT STD EC 0.404 14:26
AIR BLANK 0.000 14:28
EXT STD IR 0.411 14:29
EXT STD EC 0.401 14:29
AIR BLANK 0.000 14:31
EXT STD IR 0.412 14:31
EXT STD EC 0.401 14:31
AIR BLANK 0.000 14:33
EXT STD IR 0.411 14:33
EXT STD EC 0.400 14:33
AlIR BLANK 0.000 14:34

DIAGNOSTIC 0K 14:35

2 iii*-*ﬁi)\'*k*l’****tﬁ*kt*)\'ﬁ




