METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0021

Simulator #:
Sim Thermi:
QAP Batch#:
Reference Value:

Mean:
SD:
"Bias %:
CV %:

I/R

DRA4760

DR4760

WATER

WATER

0.000

0.000

0.000

0.000

0.000

0.0000

- 0.0000

#VALUE!

#DIV/0!

A. HAVENer @é\x

E/C
DR4760
DR4760
WATER
WATER

0.000
0.000
0.000
0.000
0.000
0.0000
0.0000
#VALUE!
#DIV/0!

824913

NAME OF TECHNICIAN PERFORMING TESTS

Q0 Cpe

DATE

4-24-3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

KA KKK KR AAKKKARKK KA KKK KX KK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0021
TEST NO. : 00047
DATE : 04/24/2013

IEEEEEEEE R E RN

SUPERVISOR TEST

KKk Kk kok ok kh kKK KkkkKNAKEKK KK

g/210L TIME

DIAGNOSTIC OK 08:45
AIR BLANK  0.000 08:45
EXT STD IR 0.000 06:46
EXT STD EC 0.000 08:46
AIR BLANK  0.000 08:47
EXT STD IR 0.000 08:47
EXT STD EC 0.000 08:47
AIR BLANK  0.000 08:48
EXT STD IR 0.000 08:49
EXT STD EC 0.000 08:49
AIR BLANK  0.000 08:50
EXT STD IR 0.000 08:50
EXT STD EC 0.000 08:50
ATR BLANK 0.000 08:51
EXT STD IR 0.000 08:52
EXT STD EC 0.000 08:52
AIR BLANK 0.000 08:52
DIAGNOSTIC OK 08:53

kK Rk k k k ok kK hk ok kR ok ok kKK kKK KK

OPERATOR SJGNATURE:




| METHOD VALIDATION DRAEGER ALCOTEST 9510
‘ LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0021

| I/R E/C
Simulator #: DR4761 DR4761
Sim Therm#: DR4761 DR4761
QAP Batch: T00011 : T00011
Reference Value: ' 0.0102 0.0102
0.011 0.011
0.010 0.010
0.010 0.010
0.010 -~ 0.010
0.011 0.011
Mean: 0.0104 0.0104
. sD: 0.0005 0.0005
Bias %: 1.96 ' 1.96
CV %: 4.81 4.81

A. HAvenper %‘— &t )8

NAME OF TECHNICIAN PERFORMING TESTS DATE

GZ{/QM‘“ (s st lJ-?f«MB

NAME OF TECHNICIAN REVIEWING RESULTS DATE

Kk kR A kR KK KKK K kK AK KK KK KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0021
TEST NO. : 00048
DATE: 04/24/2013

Ak k kR ARk k ok k k kkk kK koK KAEKXXK

SUPERVISOR TEST

Kx Rk Kk Kk okohk Ak KKKk RKKKKKK KK KHK

g/21i0L TIME

DIAGNOSTIC OK 09:04
AlR BLANK 0.000 09:05
EXT STD IR 0.011 09:05
EXT STD EC 0.011 09:05
AIR BLANK 0.000 09:06
EXT STD IR 0.010 09:07
EXT STD EC 0.010 09:07
AlR BLANK 0.000 09:08
EXT STD IR 0.010 09:08
EXT STD EC 0.010 09:08
AIR BLANK 0.000 09:10
EXT STD IR 0.010 09:10
EXT STD EC 0.010 09:10
AlR BLANK 0.000 09:11
EXT STD IR 0.011 09:12
EXT STD EC 0.011 09:12
AIR BLANK 0.000 09:12
DIAGNOSTIC OK 09:13

Ak AR KR KK KA AKAK KK XK KKK KKK

OPERATOR SIGNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0021

I/R E/C
Simulator #: DR4760 DR4760
Sim Therm#: DRA4760 DR4760
QAP Batchi#: TO0012 " T00012
Reference Value: 0.0150 0.0150
. 0.014 0.014
. 0.014 0.015
0.014 0.015
0.014 0.015
0.014 0.015
Mean; 0.0140 0.0148
SD: 0.0000 0.0004
Bias %: -6.67 -1.33
CV %: 0.00 2.70
A. HAVeNNER ‘ﬁ&}* &-24-13
NAME OF TECHNICIAN PERFORMING TESTS DATE

wk Chomen

H-24(3

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

&k ok ok ok mok kK Kk R K kk ok h K KKK Kok kK

WASHINGTON
ALCOTEST 9510

SERI1AL NO. : ARAF-0021
TEST NO.: 00049
DATE : 04/24/2013

Ah Rk R XK R KK KX KR K XK AKXE & KKK

SUPERVISOR TEST

kA kk Kk k kKKK K KX K AAKXXE X KX X

g/210L TIME

DIAGNOSTIC OK 09:26
AlR BLANK 0.000 09:26
EXT STD IR 0.014 09:27
EXT STD EC 0.014 09:27
AlR BLANK 0.000 09:28
EXT sTD IR 0.014 09:28
EXT STD EC 0.015 09:28
AIR BLANK 0.000 09:30
EXT STD IR 0.014 09:30
EXT STD EC 0.015 09:30
AIR BLANK 0.000 09:31
EXT STD IR 0.014 09:32
EXT STD EC 0.015 09:32
AIR BLANK 0.000 09:33
EXT STD IR 0.014 09:34
EXT STD EC 0.015 09:34
AIR BLANK 0.000 09:34
DIAGNOSTIC OK 09:35

Ak R ok ok k k kXK kK Kk kk ok kK KKK kK&K

OPEHATORgsyGNATURE:

™



METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0021 -

I/R E/C
Simulator #: DR4761 DR4761
Sim Thermi: DR4761 DR4761
QAP Batch#: - T00001 T00001
Reference Value: 0.0203 0.0203
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
0.020 0.020
Mean: 0.0200 0.0200
SD: 0.0000 0.0000
Bias %: -1.48 -1.48
1 CV %: 0.00 0.00
A tavenner <N H-24-13
NAME OF TECHNICIAN PERFORMING TESTS DATE
Q!A [ O/( Cltmig H-2H-(5

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Ak hA KKk AKR K KR &KX EXKKKE X KKK

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0021
TEST NO.: 00050
DATE: 04724712013

Kk k ok k k ok ok ok ok KKk KKk Kok Kk KX KKKKK

SUPERVISOR TEST

Ak Rk khkk kK Ak K ok k Kk KA KK KKK

gf210L TIME

DI1AGNOSTIC OK 09:44
AlR BLANK 0.000 09:44
EXT STD IR 0.020 09:44
EXT STD EC 0.020 09:44
AIR BLANK 0.000 09:46
EXT STD IR 0.020 09:46
EXT STD EC 0.020 09:46
AlR BLANK 0.000 09:48
EXT STD IR 0.020 09:48
EXT STD EC 0.020 09:48
AIR BLANK 0.000 09:49
EXT STD IR 0.020 09:50
EXT STD EC 0.020 09:50
AIR BLANK 0.000 09:51
EXT STD IR 0.020 09:52
EXT STD EC 0.020 09:52
AIR BLANK 0.000 09:52
DIAGNOSTIC OK 09:53

t*xik*t*x**lttﬂ***tttﬁ**

OPERATOR S |GNATURE:




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAF-0021

Simulator #:
Sim Therm#:
QAP Batchif:
Reference Value:

Mean:
SD:
Bias %:
CV %:

Akawuﬂlzﬁg%

I/R
DR4760

E/C
DR4760

DR4760

T00005

DR4760
T00005

0.0302

0.030

0.030

0.030

0.030

0.030

0.0300

0.0000

-0.66

0.00

0.0302
0.029
0.030
0.030
0.030
0.030

- 0.0298

0.0004

1,82
1.34

.29 13

NAME OF TECHNICIAN PERFORMING TESTS

@/‘Q‘L‘ CL{CWVLQ-«(.,.

DATE

by~ 2 24-13

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Kok kK Kk ok ok kX Kok R KX K KK KK Kk ok Kk A

WASH INGTON
ALCOTEST 9510

SERIAL NO.: ARAF-0021
TEST NO. : 00051
DATE: 04/2472013

k kR Kk kX k kA r Ak KKk Kk AKX Kk KX X K&

SUPERVISOR TEST

* K KXk x Kk AKX K KX KX kkkk Wk Kk KKk k&

g/ 210L TIME

DIAGNOSTIC OK 10:08
AlR BLANK 0.000 10:08
EXT STD IR 0.030 10:08
EXT STD EC 0.029 10:08
. AIR BLANK 0.000 10:10
EXT STD IR 0.030 10:10
EXT STD EC 0.030 10:10
AlR BLANK 0.000 10:11
EXT STD IR 0.030 10:12
EXT STD EC 0.030 10:12
AlR BLANK 0.000 10:13
EXT STD IR 0.030 10:14
EXT STD EC 0.030 10:14
AIR BLANK 0.000 10:15
EXT STD IR 0.030 10:16
EXT STD EC 0.030 10:16
AIR BLANK 0.000 10:16
DIAGNOSTIC OK 10:17
kKA kA KKk K hkKkodkok ok ok ok khk Kok &k ok ok




- METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0099

IR E/C
Simulator #: DR4978 DR4978
Sim Therm#: DR4978 DR4978
QAP Batché: WATER WATER
Reference Value: 0.0000 0.0000
0.000 0.000 } H
. o
0.000 0.000 ‘DQL}O"N’L*
WASH INGTON
0.000 0.000 ALCOTEST 9510
0.000 0.000
. SERIAL NO.: ARAH-0099
0.000 - 0.000 TEST NO.: 00052
Mean: __ 0.0000 0.0000 o T i i
SD: 0.0000 0.0000 SUPERVISOR TEST 7
Bias %: 0.00 0.00 g/210L T IME
; DI1AGNOSTIC OK 09:00
CV %: 0.00 0.00 AIR BLANK 0.000 09:09
EXT STD IR 0.000 09:09
EXT STD EC 0.000 09:09
AIR BLANK 0.000 ©09:10
EXT STD IR 0.000 09:11
EXT STD EC 0.000 09:11
AIR BLANK 0.000 09:12
EXT STD IR 0.000 09:12
EXT STD EC 0.000 09:12
AIR BLANK 0.000 098:13
EXT STD IR 0.000 009:14
EXT STD EC 0.000 00:14
AIR BLANK 0.000 09:15
EXT STD IR 0.000 09:15
. /, . EXT STD EC 0.000 09:15
.;)—4 p CZ{ AlR BLANK  0.000 09:16
A vekee ()17l 4/24/2013 DLAoSTIE oK |, 99318

NAME OF TECHN{CIAN PERFORMING TESTS -

R

DATE

4/24//1 |

OPERATOR SIGNATURE:

NAME OF TECHNICIAN REVIEWING RESULTS

DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANT!FICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0099

I/R E/C
Simulator # DR4465 - DRA465
Sim Thermi: DR4465 DR4465
QAP Batchi: T00011 T00011
Reference Value: 0.0102 0.0102
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
0.010 0.010
Mean: 0.0100 0.0100
SD: 0.0000 0.0000
Bias %: -1.96 -1.96
5 CV %: 0.00 0.00
J. A. McKee @777{1qu 4/24/2013
NAME OF TECHNICIAN PERFORMING TESTS DATE

A ex

| . Ve

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Toool

DRAHS  olon

Kok ok ATRIN kX Rk kX kA h kA kkox ok kk ok k&

WASHINGTON
ALCOTEST 9510

SERIAL NO. : ARAH-0099
TEST NO. : 06053
DATE ; 04/247/2013

Ak ok Ak k ok kK kAR XX H AR KRR XXX AAKA

SUPERVISOR TEST

LELEE R AP I I B IR R L BB I A I R A B BB ]

g/210L  TIME

DIAGNOSTIC OK 09:19
AIR BLANK 06.000 09:13
EXT STD IR 0.010 08:20
EXT STD EC 0.010 08:29
AlIR BLANK 0.000 09:21
EXT STD IR 0.010 09:21
EXT sTD EC  0.010 09:21
AIR BLANK 0.000 09:23
EXT STD IR 0.010 09:23
EXT S$TD EC 0.010 09:23
AIR BLANK 0.000 09:24
EXT 8$TD IR 0.010 09:25
EXT 87D EC 0.010 09:25
AIR BLANK 0.000 09:26
EXT 87D IR 0.010 09:26
EXT STD EC 0.010 09:26
AIR BLANK 0.000 09:27
DIAGNOSTIC OK 09:27

LEE RSN FFEREEEEEEEEEREEEEER]

OPERATOR $1GNATURE:

@



METHOD VALIDATION DRAEGER ALCOTEST 9510

LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0099

I/R E/C
Simulator #: DR4465 DR4465
Sim Therm#: DR4465 DR4465
QAP Batch#: T00012 T00012 e ,‘ >
[ooo | 2
Reference Value: 0.0150 0.0150 =
. . i i 2
0.014 0.015 , Szb'{”\(ﬁj“b
0.014 0.015 WASHINGTON
- ALCOTEST 9510
0.015 0.015
SERIAL NO.: ARAH-0099
0.014 0.015 TEST NO. : 00058
0.014 0.015 DATE : 04/24/2013
Mean: 0.0142 0.0150 SUPERVISOR TEST
SD: 0.0004 0.0000 a/210L TIME
Bias %: _5.33 0.00 DIAGNOSTIC OK 10:33
’ : = AIR BLANK 0.000 10:33
CV %: 2.82 0.00 EXT STD IR 0.014 10:34
; EXT STD EC 0.015 10:34
AIR BLANK 0.000 10:35
EXT STD IR 0.014 10:35
EXT STD EC 0.015 10:35
AIR BLANK 0.000 10:37
EXT STD IR 0.015 10:87
EXT STD EC 0.015 10:37
AIR BLANK 0.000 10:38
EXT STD IR 0.014 -10:39
EXT STD EC 0.015 10:39
AIR BLANK 0.000 10:40
EXT STD IR 0.014 10:40
. EXT STD EC  0.015 10:40
; AIR BLANK 0.000 10:41
//f\ : DIAGNOSTIC OK 10:42
J. A. McKee M@?774 4/24/2013 OPERATOR SIGNATURE:
NAME OF TECHKMICIAN PERFORMING TESTS DATE ng//
2 .%«ig- /o /i3
NAME OF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0099

I/R E/C
Simulator #: DR4489 DR4489
Sim Thermi: DR4489 DR4489
' . QAP Batchit: T00001 T00001 B )
Reference Value: 0.0203 0.0203 ‘ | 0000!
0.019 0019 DAL 0203
0.019 0.019 WASH INGTON
0.020 0.020 ALCOTEST 9510
0.020 0.020 SERIAL NO.: ARAH-0099
TEST NO.: 00057
0.020 _ 0.020 DATE - 0472472013
Mean: 0.0196 7 0.0196 SUPEHVISORTEST
SD: 0.0005 00005 KA KA K AR ARERR KK XK A KR K koK K
. - g/210L  TIME
Bias %: -3.45 -3.45 DIAGNOSTIC OK 10:22
o AIR BLANK 0.000 10:23
CV %: 2.8 255 EXT STD IR 0.019 10:23
EXT STD EC 0.019 10:23
AIR BLANK  0.000 10:24
EXT STD IR 0.019 10:25
EXT STD EC 0.019 10:25
AIR BLANK  0.000 10:26
EXT- STD IR 0.020 10:26
EXT STD EC 0.020 10:26
AIR BLANK 0.000 10:28
EXT STD IR 0.020 10:28
EXT STD EC 0.020 10:28
AIR BLANK  0.000 10:30
EXT STD IR 0.020 10:30
EXT STD EC 0.020 10:30
. AIR BLANK  0.000 10:31
: : DIAGNOSTIC OK 10:31
J. A. McKee $2a4@57?6321»' 4/24/2013 Pt pee—
2 ] A E:
NAME OF TECHNICIAN PERFORMING TESTS DATE ' Ce—
@ ‘Mtﬁ}—» ’7{/ 2’7’/’3 '
NAME OF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0099

I/R E/C
Simulator #: DR4489 DR4489
Sim Therm#: DR4489 DR4489
QAP Batchi#: T00005 B T00005 J— :
CT00005
Reference Value: 0.0302 0.0302 o N gq 9,
J
0029 0029 D*g*‘:l;ktk***tsq*ttzsi*wii
WASHINGTON
G.eR3 . b.029 ALCOTEST 9510
0.029 0.029
SERIAL NO. : ARAH- 0099
0.029 0.029 TEST NO. : 00056
0.029 0.029 e s vuEiat s
Mean: 0.0290 0.0290 ) SUPERVISOR TEST
SD: 0.0000 0.0000 ' g/210L  TIME
; . DIAGNOSTIC OK 09:59
Biee: % =87 ' -3.97 AIR BLANK 0.000 09:59
CV %: 0.00 0.00 , EXT STD IR 0.029 09:59
: EXT STD EC 0.029 09:59
AIR BLANK 0.000 10:01
EXT STD IR 0.029 10:01
EXT STD EC 0.029 10:01
AIR BLANK ©0.000 10:02
EXT STD IR 0.029 10:03
EXT STD EC 0.029 10:03
AIR BLANK 0.000 10:04
EXT STD IR 0.029 10:05
EXT STD EC 0.029 10:05
AIR BLANK  0.000 10:06
EXT STD IR 0.029 10:06
EXT STD EC 0.029 10:06
- - AlR BLANK 0.000 10:07
C] /] 7 { DIAGNOSTIC OK 10:08
J. A. McKee ; ) j V (2o - 4/24/2013 OPERATOR S|GNATURE:
NAME OF TECHNICIAN PERFORMING TESTS DATE @ mle~

?Mes— 6’/%//5

NAME OF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

I/R
Simulator #: DR4524
Sim Thermit: DR4524
QAP Batch#: WATER
Reference Value: 0.0000
0.001
0.001
0.001
0.000
0.000
Mean: 0.0006
SD: 0.0005
Bias %: #DIV/O!
CV %: 83.33

2 if%l(

E/C

DR4524

DR4524

WATER

0.0000

0.002

0.001

0.001

0.001

0.001

0.0012

0.0004

#DIV/O!

'33.33

o -24~13

NAME OFIEEHRICIAN PERFORMING TESTS

S s

DATE

o213

NAME OF TECHNICIAN REVIEWING RESULTS

DATE

Ax kR R m A MAKRE X R KR KRR KER T KT

WASHINGTON
ALCOTEST 9510

SERIAL NO.: ARAH- 0089
TEST NO.: 00099
DATE: 0472472013

Ak ok Kk ok kR A Kk X K kox ok kKXXE KKK R

SUPERVISOR TEST

Kk k kR ok KKK AKX R X n Kk XKK KKK

g/210L TIME

DIAGNOSTIC OK 08:56
AIR BLANK 0.000 08:56
EXT STD IR ©0.001 08:56
EXT STD EC ©0.002 08:58
AIR BLANK 0.000 08:57
EXT STD IR 0.001 08:58
EXT STD EC 0.001 08:58
AIR BLANK 0.000 08:59
EXT STD IR 0.001 08:59
EXT STD EC 0.001 08:59
AIR BLANK 0.000 09:00
EXT STD IR 0.000 09:01
EXT STD EC 0.001 09:01
AlR BLANK 0.000 09:02
EXT STD IR 0.000 09:02
EXT STD EC 0.001 09:02
AIR BLANK 0.000 09:03
DIAGNOSTIC OK 09:03

Kk kk Ak * A KKAAKKXKRIREKKKKX

OPERATOR S| GMAJURE:

@




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

I/R ' E/C
Simulator #: DR4807 . DR4807
Sim Thermi#: DR4807 ’ DR4807
QAP Batch#: T00011 T00011 gty e v g W R
Reference Value: 0.0102 0.0102 WASH INGTON
ALCOTEST 9510
0.010 . 0.010 &
SERIAL NO. : ARAH- 0089
0.010 0.010 TEST NO. : 00100
0010 0010 OATE: ..., 002402012
0010 0.010 . SUPERVISOR TEST
0.010 0.010 gf21o|_ T IME
) DIAGNOSTIC OK 00:13
Mean: 0.0100 00100 AIR BLANK  0.000 09:13
SD: 0.0000 0.0000 EXT STD IR 0.010 09:13
- EXT STD EC 0.010 09:13
Bias %: -1.96 : -1.96 AIR BLANK 0.000 09:14
. EXT STD IR 0.010 09:15
CV %: 0.00 0.00 EXT STD EC 0.010 09:15
AIR BLANK 0.000 09:16
EXT STD IR 0.010 09:16
EXT STD EC 0.010 09:16
AIR BLANK 0.000 09:18
EXT STD IR 0.010 09:18
EXT STD EC 0.010 09:18
AIR BLANK 0.000 09:19
EXT STD IR 0.010 09:20
EXT STD EC 0.010 09:20
AlR BLANK 0.000 09:20
DIAGNOSTIC OK 09:21
——
/IS ) Ry ' 4-24-13
NAME OF TECHNIG/AN PERFORMING TESTS DATE A e o A
D. Qw S 4—1-%*/3
NANTE OF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBE.R: ARAH-0089

I/R E/C
Simulator #: . DR4524 DR4524
Sim Thermit: DR4524 DR4524
QAP Batché: T00012 T00012 [P —
Reference Value: 0.0150 0.0150 ' el
0.015 0.015 - . SERIAL NO. : ARAH-0089
0.015 0.015 TEST NO. : 00101
DATE: 0412472013
0.015 0‘015 **l*t*****t*ﬁ*hl**!***lk
0.015 0.015 SUPERVISOR TEST
0.015 0.015 gr210L  TIME
- DIAGNOSTIC OK 09:31
Mean: 0.0150 0.0150 AIR BLANK  0.000 09:31
. EXT STD IR 0.015 09:31
Sh: 0.0000 0.0000 EXT STD EC 0.015 09:31
Bias %: 0.00 0.00 AIR BLANK 0.000 09:323
- EXT STD IR 0.015 09:33
CV %: . 0.00 0.00 EXT STD EC 0.015 09:33
s : AlIR BLANK 0.000 09:34
EXT STD IR 0.015 09:35
EXT STD EC 0.015 09:35
AIR BLANK 0.000 09:36
EXT STD IR 0.015 09:37
EXT STD EC 0.015 09:37
AIR BLANK 0.000 09:38
EXT STD IR 0.015 09:38
EXT STD EC 0.015 09:38
AIR BLANK 0.000 09:39
DIAGNOSTIC OK 09:40
( e =<0 phen_ "71’;“/"j 2
NAME OF T‘ECH-NIJ AN PERFORMING TESTS DATE
/2 Q(ée,g, | o 213
NAIVIE'(/jF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

I/R E/C
Simulator #: DR4807 DR4807
Sim Therm: , DR4807 DR4807 . N N
QAP Batch#: T00001 T00001 WASH INGTON
Reference Value: 0.0203 0.0203 . ALCOTEST 9510
0.019 0.020 SERIAL NO. : ARAH-0089
TEST NO. : 00102
0.020 0.021 DATE : 04/24/2013
0.020 0.021 SUPERVISOR TEST
0.020 0.021 llit*****ii**ﬂ**z*i***ii
al210 TIME
0.020 0.021 DIAGNOSTIC OK 09:47
; AIR BLANK  0.000 09:47
Mean: 0.0198 : 0.0208 EXT STD IR 0.019 09:47
SD: 0.0004 0.0004 EXT STD EC 0.020 09:47
, - AIR BLANK 0.000 09:49
Bias %: -2.46 2.46 EXT STD IR 0.020 09:49
‘ y _ EXT STD EC 0.021 09:49
. CV %: . e ' AIR BLANK  0.000 09:50
‘ EXT STD IR 0.020 09:51
EXT STD EC 0.021 09:51
AIR BLANK  0.000 09:52
EXT STD IR 0.020 09:53
EXT STD EC 0.021 09:53
AIR BLANK  0.000 09:54
EXT STD IR 0.020 09:54
EXT STD EC 0.021 09:54
AIR BLANK 0.000 09:55
DIAGNOSTIC OK 09:56
P e )
/T@&JEE??//M/Q | L2~
NAME OF TECHNICI#N PERFORMING TESTS DATE %8 Semueressom
D, MA— 6/“— U/»/B
NANE OF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARAH-0089

I/R : E/C
Simulator #: DR4524 DR4524
Sim Thermi: DR4524 7 DR4524
QAP Batch#: T00005 T00005 ,
Reference Value: 1 0.0302 0.0302 T —
WASH I NGTON
0.030 0.030 ALCOTEST 9510
030 Dt SERIAL NO. : ARAH-0089
0.030 0.030 TEST NO.: 00103
£ 124}
0.030 ‘ 0.030 P A E PP T T R o Yoo o .1
0.030 0.030 | R e et e st
Mean: -0.0300 0.0300 g/210L  TIME
DIAGNOSTIC OK 10:08
SD: 0.0000 0.0000 AIR BLANK  0.000 10:08
— ) - EXT STD IR 0.030 10:09
Bias %: 0.66 0.66 EXT STD EC 0.030 10:09
CV %: 0.00 0.00 AIR BLANK 0.000 10:10
: EXT STD IR 0.030 10:10
EXT STD EC 0.030 10:10
AlIR BLANK 0.000 10:12
EXT STD IR 0.030 10:12
EXT STD EC  0.030 10:12
AIR BLANK 0.000 1i0:14
EXT STD IR 0.030 10:14
EXT STD EC 0.030 10:14
AIR BLANK  0.000 10:15
EXT STD IR 0.030 10:16
EXT STD EC  0.030 10:16
AIR BLANK  0.000 10:16
D[AGNOSTIC OK 10:17
OPERATOR sm%a
o —
= ) &b S _
. o /- AN AL L/"Z / / ) ‘
NAME OF TECHNIETA PERFORMING TESTS DATE
/2. Q,éé; L2413
NAME OF TECHNICIIAN REVIEWING RESULTS DATE

™



METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARZB-0001

I/R E/C
Simulator #: DR4978 DR4978
Sim Therm#: DR4978 DR4978
QAP Batch#: 0 0
Reference Value: 0.0000 0.0000 7%
0.000 0.000 D\/\ﬁ
0.000 0000 * kW ok kK kK R K ka#*tnx Axt**kk
‘ : WASHINGTON
0.000 0.000 - ALCOTEST 9510
0.000 0.000 SERIAL NO. : ARZB-0001
0.000 0.000 TEST NG : 00098
DATE : 04/24/2013
Mean: 00000 00000 kAR A KRR KR AKKE KA KA XAKKK®EAKK
SD: 0.0000 , 0.0000 _ Wi AL
s O I I g/ 210 TIME
Bias %: #DIV/0! #DIV/0! T OK? P
CV %: - #DIV/0! : #DIV/0! Alf BLANK 0.000 08:59
. EXT ~'D IR 0.000 09:00
EXT STD EC 0.000 09:00
AIR BLANK 0.000 09:01
'EXT STD IR 0.000 09:01
EXT STD EC 0.000 09:01
AIR BLANK 0.000 09:02
EXT STD IR 0.000 09:03
EXT STD EC 0.000 09:03
‘ AIR BLANK  0-000 09:04
| EXT STD IR 0.000 09:04
EXT STD EC 0.000 09:04
\ . AIR BLANK 0.000 09:05
EXT STD IR 0.000 09:06
EXT STD EC 0.000 09:06
AIR BLANK 0

DIAGNOSTIC OK

daglis s

NAME OF TECHNICIAN PE RFOR\P&)/”NG TESTS DATE
) %gf 4/- 24/,/ 3
NAME OF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARZB-0001

IR E/C
Simulator #: DR4465 DR4465
Sim Thermi: DR4465 DR4465
QAP Batch#: TO0011 T00011
Reference Value: 0.0102 0.0102 D& Mvie~ WASH I NGTON """""""
0.010 0.010 ALCOTEST 9510
0.010 0.010 SERIAL NO.: ARZB-0001
TEST NO.: 00106
0.010 0.010 DATE : 04/2472013
otk 0010 SUFERVISOR TEST
0.010 0.010 Ak A m kK m kKKK KKK KK KA KKK KK
; g/210L TIME
Mean: 0.0100 0.0100 DIAGNOSTIC 0K 090:58
: AIR BLANK 0.000 09:59
) sD: g.o000 0.0000 EXT STD IR 0.010 09:59
Bias %: -1.96 -1.96 EXT STD EC 0.010 09:59
AIR BLANK 0.000 10:00
CV %: 0.00 0.00 . EXT STD IR 0.010 10:01
EXT STD EC 0.010 10:01
AIR BLANK 0.000 10:02
EXT STD IR 0.010 10:02
EXT STD EC 0.010 10:02
AR BLANK 0.000 10:04
EXT STD IR 0.010 10:04
EXT STD EC 0.010 10:04
AIR BLANK 0.000 10:05
EXT STD IR 0.010 10:06
EXT STD EC 0.010 10:06
AIR BLANK 0.000 10:086
- q ~ ~ DIAGNOSTIC OK 10:07
'/ OPERATOR SIGNATURE:
A g Y
sterkel/ el Vardoft i ,2///( )
NAME OF TECHNICIAN PERFORMING TESTS DATE

;/Zg/; il*"tittitt***ki{kﬂ*ﬁl*k*

NAME OF TECHNIC[AN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARZB-0001

I/R E/C
Simulator #: DR4465 _DR4465
Sim Therm#: DR4465 DR4465
QAP Batch#: T00012 T00012
Reference Value: 0.0150 0.0150

0.014 0.014

0.015 0.015

0.014 0.015

0.015 0.015

0.015 0.015
Mean: 0.0146 0.0148
SD: 0.0005 0.0004

Bias %: -2.67 -1.33

CV %: 3.42 ' 2.70

%f%ﬁ {241

NAME OF TECHNICIAN PERFORMING TESTS DATE

f neg ‘// 7J1’//3

NAME OF TECHNICIAN REVIEWING RESULTS DATE

WASH I NGTON
Al TOTEST 9510

SERIAL NO.: ARZB-0001
TEST NO. : 00107
DATE : 04/24/2013

XXk hk Kk kX Kk xk KXk XRKE XK A % &k &

SUPERVISOR TEST

KKK A KA KKRAKAR AKX KKK AKX XK

glf210L TIME

DIAGNOSTIC OK 10:12
AIR BLANK 0.000 10:1°
EXT STD IR 0.014 10
EXT STD EC 0.014 10. :
AIR BLANK 0.000 10:14
EXT STD IR 0.015 10:15
EXT STD EC 0.015 10:15
AIR BLANK 0.000 10:1s6
EXT STD IR 0.014 10:16
EXT STD EC 0.015 10:16
AlIR BLANK 0.000 10:18
EXT STD IR 0.015 10:18
EXT STD EC 0.015 10:18
AIR BLANK 0.000 10:20
EXT STD IR 0.015 10:20
EXT STD EC 0.015 10:20
AlIR BLANK 0.000 10:21
10:21
x] * kK




METHOD VALIDATION DRAEGER ALCOTEST 9510
_ LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARZB-0001

I/R E/C
Simulator #: DR4489 DR4489
Sim Therm#: DR4489 DR4489
QAP Batch#: T00001 T00001
Reference Value; 0.0203 0.0203 i T 2%
- ' N WASH | NGTON
0.020 0.020 ALCOTEST 9510
0.021 0.020
SERIAL NO. : ARZB-0001
0.021 0.020 TEST NO.: 00101
0.020 0.020 DATE: 04/24/2013
0.021 0.021 ; SUPERVISOR TEST
Mean: 0.0206 0.0202 ' g/210L  TIME.
, DIAGNOSTIC OK 09:22
SD: 0.0005 0.0004 AIR BLANK  0.000 00:22
Bias %: . 1.48 -0.49 EXT STD IR 0.020 09:23
EXT STD EC 0.020 09:23
CV %: 243 1.98 AIR BLANK 0.000 09:24
. EXT STD IR 0.021 09:24
EXT STD EC 0.020 09:24
AIR BLANK 0 000 09:26
EXT STD IR 0.021 09:26
EXT STD EC 0.020 09:26
AIR BLANK  0.000 09:28
EXT STD IR 0.020 09:28
EXT STD EC 0.020 09:28
AIR BLANK  0.000 09:29
EXT STD IR 0.021 09:30
EXT STD EC 0.021 09:30
AIR BLANK  0.000 09:30
; DIAGNOSTIC 0K 09:31
g ahotlis | oy s
Sterkel/Mél  A4/24 ; ( 4(7/%/
NAME OF TECHNICIAN PERFORMING TESTS DATE G
/2. Ses fertl)3
NAME OF TECHNICIAN REVIEWING RESULTS DATE




METHOD VALIDATION DRAEGER ALCOTEST 9510 _
LIMIT OF DETECTION AND QUANTIFICATION TESTING

DRAEGER ALCOTEST 9510 SERIAL NUMBER: ARZB-0001

I/R E/C
Simulator #: DR4489 DR4489
Sim Thermi: DR4489 DR4489 B
QAP Batchi: T00005 T00005 . WASHINGTON
. ALCOTEST 9510
Reference Value: 0.0302 0.0302
SERIAL NO. : ARZB-0001
0.028 0.028 TEST NO. : 00105
0.029 0-028 ?el’?*?tt**** 04‘{24!2013
0.029 0.029 SUPERVISOR TEST
0.029 0.029 o1 G o 82101 TimE
.029 NOSTIC OK 09:46
0.029 0 AIR BLANK  0.000 09.4¢
Mean: 0.0288 0.0286 EXT STD IR 0.028 09:47
- EXT STD EC 0.028 09:.47
SD: 0.0004 0.0005 AIR BLANK  0.000 09.48
. - 5.30 EXT STD IR 0.0290 09:49
Bias %: 4.64 : EXT STD EC 0.028 09.49
CV %: 1.39 , 1.75 AIR BLANK  0.000 09:5¢
EXT STD IR 0.029 09:51
EXT STD EC 0.029 0951
AIR BLANK  0.000 09.52
EXT STD IR 0.029 09.52
EXT STD EC 0.029 09.52
AIR BLANK  0.000 09.54
EXT STD IR 0.029 09.54
EXT STD EC 0.029 09.54
AIR BLANK  0.000 09.55
DIAGNOSTIC OK 09:56
OPERATOR SIGNATURE-
SW Lﬂ 4] ‘7?/ o
NAME OF TECHNICIAN PERFORMING TESTS DATE , < 0V A
R, PP b - SRR———

_D . 5 ‘// 24/13

NAME OF TECHNICIAN REVIEWING RESULTS DATE




